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PREFACE 


For many years there have been given in the Department of 
Chemistry of Cornell University a number of courses designed to 
acquaint our students with microscopes, their accessories, and their 
applications to the solution of laboratory and works problems. 
These courses, both elementary and advanced, have consisted of 
lectures and laboratory practices, emphasis being laid upon the 
basic principles involved in inteUigently applied microscopy, 
rather than upon the study of special classes of materials.^ 

In the early days, attention was concentrated upon the practical 
applications of microscopic methods and especially their adapta- 
bility to the analysis of very minute amounts of material; this 
was the keynote of Elementary Chemical Microsco'py, written in 
1914 to provide students with a textbook in the English language. 

As time passed it became evident that a somewhat broader 
treatment was desirable, covering methods and principles of 
optical and other physical tests applicable to the examination of 
industrial materials and to the investigation of physico-chemical 
phenomena. In many fields of industry, new types of problems 
created a demand for new methods of attack, and gave rise to 
important advances in microscopical technique and extensions of 
its applications. The usefulness of the microscope for the demon- 
stration of many of the abstract principles of physical chemistry 
encouraged us to expand this phase of the instruction as a means 
of supplementing other courses in chemistry and of elucidating 
material ordinarily presented only by graphs or tabulations of data. 

These developments in the field of chemical microscopy, to- 
gether with the theoretical background necessary for an under- 
standing of them, have hitherto been discussed mainly in advanced 
lecture and demonstration courses. Students desiring to employ 
special procedures not covered in the elementary course, industrials 
who availed themselves of our laboratory facilities to pursue an 
investigation, or workers in other fields of science who wished to 

^ The educational features of chemical microscopy and its value in the train- 
ing of chemists are discussed by Chamot and Mason: Jour, Chem. Educor 
tion 6, 9, 258, 536 (1928). 
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take advantage of the methods of chemical microscopy have not 
had available a course of reading and laboratory experimentation 
which would quickly acquaint them with the fundamentals essen- 
tial to the proper prosecution of their researches. 

The present Handbook of Chemical Microscopy is an attempt to 
present in logical and concise form the principles and methods in- 
volved in practical microscopy. To keep the book within suitable 
bounds, a rather comprehensive bibliography is incorporated, in 
order that the investigator may better prepare himself to attack 
any one of the countless problems which confront him. 

Although based on Elementary Chemical Microscopy, the present 
work has been entirely rewritten, and expanded in all sections. 
The optical principles of the microscope have been presented in 
some detail, as a preliminary to the discussions of the special 
technique of illumination, photomicrography, and ultramicroscopy. 
The factors underljdng the interpretation of appearances in micro- 
scopic objects are formulated in general terms, as is the discussion 
of the properties of doubly refractive material, in order that they 
may lend themselves to application in various fields of microscopy. 
In line with the rapidly widening applications of crystallographic 
principles, their fundamental concepts are exemplified by numer- 
ous experiments which have been devised primarily from the point 
of view of the chemist. 

Much of the material here compiled and discussed for the first 
time in book form is of paramount importance to all microscopists 
whether they are workers in the biological or in' the physical scien- 
ces. This book may therefore as well be called a Handbook of 
Applied Microscopy. 

Volume I has been confined to a discussion of optical principles 
of instruments, manipulative methods of general application, and 
the observation of physical and physico-chemical phenomena. 
Copious references have been given to journal articles or books 
wherein can be found detailed directions for specific microscopical 
methods. 

Volume II is devoted to chemical reactions as studied under the 
microscope, with particular reference to inorganic qualitative 
analyses, emphasis being laid upon the time- and labor-saving 
features of the methods rather than upon the supersensitivity of 
the selected identity tests. 

The authors wish to acknowledge their indebtedness to the 
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many investigators who have pubhshed researches involving micro- 
scopical methods; we have drawn freely from this material, but 
have endeavored to give due credit in every case. 

To the Bausch & Lomb Optical Co., E. Leitz, Inc., and the 
Spencer Lens Co., the authors are indebted for the loan of in- 
struments and apparatus and also for their ever friendly coopera- 
tion in the development of new instruments or the modification 
of old types better to meet the needs of chemical microscopy. 

To Dr. L, M. Dennis, Director of the Department of Chemistry 
of Cornell University, the authors are especially deeply indebted, 
for without his sympathetic interest and generous support during 
the past thirty years, it would have been impracticable to develop 
and extend courses of instruction in chemical microscopy and 
impossible to have obtained the extraordinarily complete equip- 
ment now housed in the Baker Laboratory of Chemistry. 

E. M. C. 

C. W. M. 


Ithaca, N. Y., Jwrie, 1929. 
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INTRODUCTION 

The term chemical microscopy was coined by the senior author 
many years ago, for the purpose of differentiating between micro- 
chemical methods and tests and the application of the micro- 
scope to the solution of chemical problems. Microchemistry 
implies chemistry on a small scale; formerly this term referred to 
qualitative analytical reactions as observed under the microscope 
or to modifications of ordinary quantitative analjiiical procedures 
such as those devised by Pregl and others to deal with very minute 
amounts of material. At present, however, there is a growing 
tendency to designate as microchemical all highly sensitive 
identification reactions and all quantitative methods which permit 
the use of samples smaller than are commonly necessary in stand- 
ard methods.’^ This extension of the field of microchemistry ’’ 
to include spectroscopic and colorimetric analyses, biological 
reactions, and other wholly unrelated analytical methods is 
sufficient vindication for the term chemical microscopy and justi- 
fies assembling under this head those methods, principles, and 
phenomena of chemistry which may be studied particularly 
advantageously by means of the microscope — not because they 
exemplify the manifold uses of the instrument, but because the 
technique, theoretical foundation, and interpretation of micro- 
scopical studies are all closely interrelated, whatever the materials 
examined. 

Chemical microscopy claims recognition more because it yields 
observations which are direct and vivid, conclusions which are 
more positive, and results which are often unobtainable by other 
methods, than because only minute amounts of material are neces- 
sary for study. Although its methods do not always involve 
chemical reactions, they do yield chemical information, and they 

1 
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require chemical common sense in their application and interpre- 
tation. 

The enormous and ever-growing diversity of problems suscep- 
tible of solution by microscopical methods precludes the develop- 
ment of fixed rules of procedure which may be followed empiiically. 
The microscopist must be continually guided by the basic prin- 
ciples which underlie the field and which, though few in number, 
are of the widest usefulness in all phases of microscopy. He must 
be alert to utilize these fundamental concepts in widely different 
connections, and to unify his experiences in terms of their theo- 
retical foundation. 

First and foremost, the worker must know his tools. The micro- 
scope is not an automatic or self-sufi&cient instrument, but an 
accessory to the eye and brain of the investigator. As an instru- 
ment, it must be manipulated with skill and facility; as an aid to 
observation, its limitations and the optimum procedures for its 
use must be continually borne in mind; as an apparatus for the 
determination of optical properties as well as for mere magnifica- 
tion, the origin and significance of the phenomena observed must 
be understood. The discussion of the theoretical principles of 
microscopy given in the following pages has been restricted to a 
minimum, and presupposes only an elementary knowledge of 
optics. However, a thorough comprehension of this minimum 
is essential, and is indispensable as a foundation for general 
work. 

The simple laboratory practices which are given, and other 
experiments which will suggest themselves to the student, are 
necessary preliminary exercises in manipulation and in the in- 
terpretation of appearances. Without this experience, the 
worker is liable to serious mistakes, especially when attempting to 
translate the novel and changing phenomena of an optical image 
in terms of their chemical significance. Simple tests and ob- 
servational technique, intelligently employed and conservatively 
interpreted, are far more trustworthy than ill-considered, elaborate, 
empirical procedures, which may conceal pitfalls and lead to hasty 
and usually faulty conclusions. Frequently more than one in- 
terpretation is possible, and the investigator should not lose sight 
of the purely objective phenomena observed, or obscure the actual 
experimental facts in the midst of extended descriptions which are 
laigely matters of opinion. The conditions under which these 
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phenomena are exhibited also constitute an essential part of the 
record, and cannot be reported too explicitly. 

In addition to the practices suggested, the worker who desires 
to train himself in the methods and applications of chemical 
microscopy should follow as far as possible the reading suggested 
in connection with the phenomena and procedures under discussion. 
As the knowledge thus acquired engenders skill and confidence in 
the instruments and technique employed he wiU be able to study 
more intelligently the work of others in the field which interests 
him. Eventually his reading should extend to include the chief 
work in fields of microscopy apparently unrelated to his own, which 
he will be able to evaluate in terms of their adaptability to his 
investigations. The reader of the following chapters will find that 
the methods and principles of chemical microscopy are not neces- 
sarily peculiar to chemistry but, as their origins indicate, are 
common to all fields of microscopy. The microscopist working 
in the biological sciences may therefore derive profit from the 
experiments and accompanying reading equally with the chemist. 

The references cited have been selected for their value as intro- 
ductions to the general fields of microscopy which they cover, and 
many will be found to contain extensive bibliographies for further 
study. Where specific technical applications are mentioned, only 
the most fundamental works and the most complete discussions 
of general methods are given. As a consequence, the literature 
on the microscopy of individual technical products is far from com- 
plete, and the references are given more for the benefit of workers 
in other fields than for specialists. It is hoped that they will be 
suggestive of technique or applications, and that they will be 
regarded as the basis of modifications to suit the particular prob- 
lem at hand, rather than as rigid directions to be followed. 

In certain long-established special fields of applied microscopy 
the methods, interpretations, and the literature are so well de- 
fined that they are readily accessible in standard works. For this 
reason the uses of the microscope in the biological sciences, min- 
eralogy, and metallography are hardly touched upon in this present 
work, and no attempt has been made to give complete bibliog- 
raphies in these fields. Other technical applications are discussed 
in the books listed in the bibliography on page 447. 



CHAPTER I 

THE OPTICAL SYSTEM OF THE MICROSCOPE 


In chemistry and technology the microscope is utilized for two 
kinds of studies: the revelation of fine structure, and the deter- 
mination of optical and other properties of substances. In either 
case, the observations are primarily based upon optical phenom- 
ena, and are limited or extended by the optical system of the 
microscope. 

Ingenious design and sound construction of the mechanical 
features of the stand of the instrument may add greatly to the 
convenience and precision of manipulation; on the other hand, a 
clumsy and poorly made stand may be a great hindrance to many 
essential microscopic operations. Ultimately, however, the quality 
of the lens system is the real measure of the usefulness of the micro- 
scope, for it determines the perfection of the microscopic image 
which is obtained, and the accuracy with which this enlarged image 
represents the actual structure of the minute object under exam- 
ination.^ 

1 The optical system of the microscope and other general phases of micros- 
copy are discussed in the following books: 

Beck, C.: The Microscope. Parts I and II. (R. & J. Beck, London, 
1923-24.) 

Carpenter, W. B.: The Microscope and its Revelations (Churchill, 
London, 1901). 

Gage, S. H. : The Microscope (Comstock Publishing Co., Ithaca, N, T 
1925). 

Kohler, A.: Das Mikroshop. Abderhalden's Handhuch der hiologis- 
chen Arbeitsmethoden, Abt. II, Hft. 2, pp. 171-352 (Urban & 
Schwarzenberg, Berlin, 1923). 

Krause, R. : Enzydopddie der mihroskopischen Technik. Bd. II (Urban 
& Schwarzenberg, Berlin, 1926). 

Langeron, M.: Precis de Microscopie (Masson, Paris, 1925). 

Marshall, C. R., and Griffith, H. D.: Introditction to the Theory and 
Use of ike Microscope (Routledge, London, 1928). 

Metxner, P.: Das Mikroshop (F, Deuticke, Leipzig, 1928). 

Spitta, E. J.: Microscopy (E. P. Dutton, New York, 1920). 

Wright, A. E.: Principles of Microscopy (Constable, London, 1906). 

Disney, A. N., ed.: The Origin and Development of the Microscope 
(Royal Microscopical Society, London, 1928). 

4 
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The lens system of a compound microscope consists of an ob- 
jective and an eyepiece, both of which function in the production 
of the image. A third lens, ohe condenser, may be used to il- 
luminate the object (Fig. 1). 


IMAGE FORMATION AND MAGNIFICATION 


From Fig. 1 it will be seen that the object Fi is placed just out- 
side the lower focal plane of the objective. This setting is neces- 
sary in order that the objective shall form a real image of the 
object. The position of this real image is determined by the 
focal length of, the objective and the distance at which the object 
is placed. The objective may be raised or lowered until it is at 
the proper distance from the object to form a real image at 
the focal plane of the eyepiece; this operation is called focusing 
the microscope. 

The size of the real, inverted image is determined solely by the 
relative distances of object and image from the objective. This 
relationship may be expressed by either of the following formulas 
for the magnification by the objective: 


length of image 
^ length of object 


length of image 
length of object 


distance of image from back focal plane of objective 
focal length of objective 
^^optical tube length” 

/ objective 

distance of image from “effective center ”2 of objective 
distance of object from “effective center^* of objective 


For an objective of any given focal length, the size of the image 
(and therefore the magnification) can be varied by altering the 
distance at which this image is formed, in accordance with the 
above relationships. By moving the eyepiece farther away from 
the objective (increasing the “ tube length and refocusing so 
that the image is again formed within the eyepiece, the size of 
the image is increased. This adjustment permits varying the 
magnification of the microscope gradually over a range of about 
25 per cent by increasing or decreasing the mechanical tube length 
between the usual limits of 140 to 180 mm. 

Manufacturers have recently begun to mark objectives not 
only with their focal length but also with their “ magnification 

2 See p. 22. 
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Fig. 1. The Optical System of the Microscope. 
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numbers/' These are calculated by means of the formulas given, 
usually on the basis of a mechanical tube length of 160 mm. 

The real image formed by the objective is focused at (or very 
slightly above) the focal plane of the upper lens of the eyepiece. 
Acting jointly with the lens of the eye, the eyepiece forms a so- 
called virtual image of the real image from the objective. The 
image from the objective is therefore not re-inverted by the 
eyepiece. This virtual image does not exist in space, but is 
actually a real image on the retina F 3 , and it may appear near or 
distant depending on slight adjustments of the focus of the micro- 
scope and of the eye. 

Because of its subjective character, the size of such a virtual 
image can best be expressed in terms of its apparent size at the 
normal distance of close vision," which is arbitrarily taken as 
10 inches or 250 mm. The eyepiece, therefore, effects a magnifica- 
tion which may be expressed by a formula similar to (2) 


(3) 


length of virtual image 
length of ‘‘object*^ 


‘‘distance of close vision’^ 
focal length of eyepiece 


250 

/eyepiece 


Eyepieces are commonly marked with a magnification num- 
ber," which is determined from this formula. 

It is evident that the image formation and magnification of the 
compound microscope depend on the combined action of objective 
and eyepiece. The magnification of the instrument as a whole 
is given by the following formula: 


(4) magnification = 


tube length 
/ objective 


X 


250 

/ eyepiece 


This is equivalent to the product of the magnification numbers of 
objective and eyepiece, for the particular tube length specified 
by the maker. 

Such a formula is mathematically accurate, but it is only ap- 
proximate in practice because the focal lengths marked on lenses 
are usually given only to one or two significant figures, and the 
mechanical tube length, as read from the draw-tube graduations, 
does not correspond to the actual optical tube length for all ob- 
jectives and eyepieces. The formula is of great value in rapid 
approximations of the magnifications obtainable with any given 
lenses, and because it summarizes the variables which determine 
the magnification in any case. It is accurate enough for visual 
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work which does not involve micrometry; for microscopic measure- 
ments and photomicrography more exact methods of determination 
of magnification are available (pages 255, 395). 

The range of magnifications used in microscopy is often divided 
roughly as follows: low power, 10 to 100 diameters; medium 
power, 100 to 500 diameters; high power, 500 to 1500 diameters 
or even higher. 


OBJECTIVES 

Of all the lenses of the microscope, the objective is of greatest 
importance, for its properties make or mar the final image, and 
influence markedly the convenience of manipulation. 

The main functions of an objective are: 

1- To gather the light coming from any point of the object. 

2- To unite this light in a point of the image. 

3- To form the image at such a distance that magnification 
is obtained. 

Light-Gathering Properties of Objectives. — Any illuminated 
object, whether self-luminous or not, sends out light in all direc- 
tions. For examination of its coarser features, a small portion 
of this radiation is sufficient, but for the revelation of finer details 
it is necessary that the light utilized shall come from the object in 
as wide a range of directions as possible. This is accomplished by 
the use of lenses which include a cone of light rays and transmit 
them to form the image. Objectives of long focal length would 
have to be of inconveniently large diameter to accomplish this, 
but objectives of short focal length can be constructed so as to 
include a very wide-angled cone of rays. It has long been known 
experimentally that the angular magnitude of the cone of rays 
grasped by the objective gives an indication of its power to 
reveal fine structure in the object. 

The angle between the most divergent rays which can pass 
through the objective to form the image is called the angular 
aperture (A. A.), and this value was long used as a means of quan- 
titative comparison of objectives. The maximum angular aper- 
ture possible is of course 180®. 

Numerical Aperture. — With the development of immersion 
objectives (page 23), which are used with liquid between their 
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front surface and the object, it became evident that angular 
aperture was not the sole factor which governed the ability of an 
objective to resolve structure into its finest details. An immersion 
objective, of only moderately high angular aperture, actually could 
reveal finer detail than dry ” objectives of much greater angular 
aperture. This discrepancy between resolving power and nota- 
tion in terms of angular aperture was finally cleared up by Ernst 
Abbe, who showed that the index of refraction (n) of the im- 
mersion medium must be taken into account. He proposed 
the term numerical aperture (N.A.). 

N.A. = n X sm— ^ 


This formula is based on the fact that light entering a medium will 
follow identical paths, whatever the angle of incidence, if the prod- 
uct of the sine of this angle and the refractive index of the medium 
from which light enters is constant. 

Numerical aperture has been shown by experiment and by 
various methods of calculation to be a true measure of resolving 
power, and is now universally employed as a means of rating 
objectives.^ 

Diffraction Theory of Resolution. — The resolving power of a 
microscope objective may be defined as its ability to reveal closely 
adjacent structural details as actually separate 
and distinct. Quantitatively, it may be expressed 
as the minimum distance between such details, 
when resolution is achieved. On the basis of a 
study of diffraction gratings and other periodic “ 
fine structures, Abbe advanced a theory of resolu- 
tion which helps to correlate the various factors 
which govern the resolving power of microscopic Fig. 2. Diffrac- 
obj ectives. tion of Light by 

It is known that if a diffraction grating is illu- 
minated by a beam of light perpendicular to its 
surface, spectra are formed on either side of the path of the directly 
transmitted ray. The angle a which the diffracted rays make 
with the central beam depends on the distance d between the 


m 


a Fine Periodic 
Structure. 


3 Methods of determining the numerical apertures of objectives are given 
by Wright: Principles of Microscopy (1906), p. 197; Metzner: Das Mikroskop 
(1928), pp. 306-311; Hartridge: Jour, Roy. Micros. Soc. 1018, 337. 
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lines of the grating in comparison with the wavelength of light 
X, in a medium of refractive index n (Fig. 2). 

The formula for the direction of the first diffracted ray is 

X 

• sm Of = ^ 


A closely ruled grating sends off diffraction spectra at wider angles than does 
a coarse one. A grating diffracts red light at a wider angle than it does blue, 
because its spacing is finer in comparison with red light than it is in comparison 
with the shorter wavelengths. A grating surrounded by a 
highly refractive medium diffracts light through a smaller 
angle than it does in medium of low refractive index, because 
the wavelength of light is shortened in a medium of high 
refractive index. These facts about diffraction may be ob- 
served with the naked eye, or by means of a lens, as shown 
in Fig. 3. 

A replica grating of 14,000-25,000 lines per inch, illumi- 
nated an intense and narrow beam of light perpendicular 
to its surface, will give off well defined diffracted rays on 
either side of the direct beam. Their paths may be revealed 
by holding over the grating a piece of ground glass, or 
placing on it a cube of uranium glass.^ 



Fig. 3. 


Aperture of 
an Objec- 
tive. 


Abbe found that for the most perfect resolution of 
Dif- the structure of a grating it was necessary that all 
fractedRays the diffracted rays should be included within the 
at the Back cone of the objective, and reunited in the 

image. He also found that the structure would not 
be resolved at all unless at least two rays (wave- 
fronts) were included by the objective and converged 
by it to unite at the image.® A large angular aperture is therefore 
essential for high resolving power. The maximum angular aper- 
ture possible is 180°, and if a grating is so fine that its diffracted 
rays make an angle of 90° on either side of the directly transmitted 
beam, it will be at the limit of resolution of the microscope /or 
illumination parallel to the axis of the instrument This limit is 
equivalent to the wavelength of the light used, or, for any angular 

aperture less than 180°, to- 


sin> 


A.A. 


^ Schmelik: ZdU, mss. Mihros. 37, 97 (1920). 

® Discussion and demonstrations of diffraction phenomena in microscopic 
vision are given by Porter: PUL Mag. (6) 11, 154 (1906). See also Pulfrich: 
Zeits. wiss, Mihros. 38, 264 (1921). 
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A Leitz 5.4-mm., 0.74-N.A. objective with iris diaphragm may be used to 
duplicate some of Abbess experiments. If this lens is focused on a replica 
grating of 25,000 lines per inch, illuminated by a very narrow axial beam of 
light, the lines will be resolved. If the eyepiece is removed the diffracted 
rays may be observed as spectra on either side of the back aperture of the 
objective (Pig. 3). If the diaphragm is closed just sufficiently to cut off these 
diffracted rays the resolution vanishes. 

With a coarser grating (14,000 lines per inch) more diffracted rays are in- 
cluded by the objective, but decreasing its aperture until these are excluded 
destroys the resolution. 


Increased Resolution with Light of Short Wavelength. — By 
using light of short wavelength the resolving power of the micro- 
scope may be increased considerably. This may be done by 
means of blue or blue green color screens, for visual microscopy. 
In photographic work, ordinary plates accomplish this effect 
because their maximum sensitivity lies in the violet or ultraviolet 
region of the spectrum. Ultraviolet light, of wavelength 275 
m/i, is used to give nearly double the resolution possible with 
white light.® Quartz objectives are necessary, and they are 
constructed for use with strictly monochromatic light. (See 
page 103.) The actual resolving power of a monochromat ” 
of 1.26 N.A. corresponds to an effective numerical aperture of 
nearly 2.5. 

The objective and grating used above will serve to demonstrate the in- 
fluence of color on resolving power. The iris diaphragm may be closed so as to 
cut off all but the inner (violet) portion of the two diffraction spectra. Under 
these circumstances the rulings will be resolved if blue light is used, but 
will be invisible with red light. 

Increased Resolution with Immersion Objectives. — The im- 
portance of refractive index in the expression for numerical aperture 
is evident from the diffraction theory, since the wavelength of light 
is shorter in a highly refractive medium. This is the basis of 
the superior resolving power of immersion objectives (page 23). 
By surrounding the object with a material of high refractive 
index, the diffracted rays are included within a smaller angle 
than if the object were in air. If the entire path from object to 
objective is through highly refractive media, an objective of a 
given angular aperture will grasp more diffracted rays (or the 


s Kohler: Z, mss, Mikros, 21, 129-65, 273-304 (1904). 
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first diffracted ray from a finer structure) than if it were used with 
an air space between it and the preparation.^ 

Diffracted rays which are barely grasped by a “ dry objective 
of maximum numerical aperture (0.95), and which occupy a cone 
of over 140° in air (n = 1.0), will occupy only a cone of about 90° 
in a medium of n = 1.5. Structures well beyond the limit of 
resolution of such a dry objective may be easily resolved by an 
immersion objective of maximum numerical aperture (1.40), 
which corresponds to an angular aperture of 134° in a medium of 
refractive index 1.5.® 

Various media have been used in conjunction with specially 
designed objectives, to increase resolution according to this 
principle. Although the theoretical maximum N. A. is n X sin 90°, 
(n X 1.0) angular apertures of 180° are not feasible to construct, 
and the N.A. of the best objectives is always somewhat less than 
the n of the immersion medium. The usual limits are: water 
immersion, N.A. = 1.25, n = 1.33; glycerine immersion, N.A. = 
1.25, n = 1.46; cedar wood oil (homogeneous) immersion, N.A. = 
1.40, n = 1.515; a-monobromnaphthalene immersion N.A. = 
1.60, n == 1.658. 

Increased Resolution with Oblique Illumination. — According 
to Abbe's theory, the direct ray and one of the diffracted rays 

should be suJSScient to resolve a grat- 
ing. By the use of an oblique illu- 
minating beam, these two rays may 
both be grasped by the objective 
when otherwise only the direct ray 
Fig. 4. Effect of Oblique IIIu- would enter (Fig. 4). 

mination on the Inclusion of 

Diffracted Rays by an Ob- illummation. a grating of 

jective. 25,000 lines per inch is barely resolved by 

an 8-mm., 0.50-N.A. objective (or one of 
14,000 lines per inch by a 16-mm., 0.25-N.A. objective). 

Rendering the illumination oblique, so as to fall across the lines of the 
gratings, the resolution is much improved. The diffraction spectra are only 

’ Such a comparison is not directly possible in practise, however, for any 
given objective must be specially constructed for use either “dry’’ or “im- 
mersed,” but not interchangeably for both. 

8 Beck: The Microscope. Part II (London, 1924), pp. 67-69, and Johann- 
sen: Manual of Petrographic Methods (1912), pp. 189, 190, give tables of com- 
parative angular and numerical apertures, with limits of resolution for various 
wavelengths of light. 
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partially included by the objective, with axial light. With oblique light, they 
may be seen to have shifted laterally, so that the direct beam and one spectrum 
are completely included by the objective. 

It is possible, with illumination of the proper degree of obliquity, 
nearly to double the resolving power of an objective. Since oblique 
illumination from one side only would give unsymmetrical shading 
to the object, light is generally made to converge upon the object 
from all directions symmetrically, by means of a condenser. The 
proper use of a suitable condenser is essential if objectives of high 
numerical aperture are to be utihzed at their fullest efficiency 
(page 44). 

Other Theories of Resolution* — Abbe's theory has been criticized be- 
cause its experimental and mathematical foundation rests mainly on the optics 
of diffraction gratings.® However, the fine details of any structure may be 
considered as closely adjacent lines or points, which diffract light in a manner 
analogous to the adjacent rulings of a grating. 

Helmholtz^® and Rayleigh^^ have considered diffraction from a different 
point of view. If a point is imaged by a lens, it will appear as a point sur- 
rounded by concentric rings, of progressively diminishing intensity, the whole 
being known as a diffraction pattern. The diameter of this image pattern is 
governed by the aperture of the objective, the wavelength of light, and the 
refractive index of the medium between the point and the lens, all of which are 
1.2 X 

comprised by the formula rT"» ^bi®^ gives the diameter of the image 

. ii.A. 

2 sin 

2 

point. Two adjacent image points will be seen as separate if the object points 
from which they originate are separated by the above amount. It will be 
noted that according to Abbe's theory the same factors govern resolution, the 

limi t for axial illumination being ; for oblique illumination it ap- 

. A.A. 

sin 

2 

proaches — , which is essentially the same as Helmholtz' and Rayleigh's 

. A» A- 
2 sm 

2 

formula. 

® Moore: Jour. Roy. Micros. Soc. (3) 48, 133 (1928). 

Gordon: iJnd. (3) 49, 123 (1929). The various theories are w'ell recon- 
ciled by Rheinberg: {M. (3) 49, 132-42 (1929). 

Pogg. A7inalen. Jubelband, 1874 

Gordon: On the Helmholtz Theory of the Microscope. Jour. Roy. Micros, 
Soc. 1903, 381. 

Phil. Mag. 42, 467 (1896); Jour. Roy. Micros. Soc. 1903, 447, 474, 
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Importance of Resolving Power of Objectives. — The limit 
of resolution of an objective, as indicated numerically by the above 

formulas, is slightly greater than This theoretical limit 

JN .-A.. 

is only attained with highly perfect lenses, proper illumination, and 
objects of good visibility. The use of objectives of high numerical 
aperture does not insure good resolution, though essential to it. 

Resolving power is not merely a matter of ability to reveal the 
rulings of gratings; the chemist has to deal with even smaller 
structural details, in the study of powdered materials or alloys. 
Not only must the minute features of such specimens be revealed 
but there must be a true rendition of their size and shape. The 
faces and angles of tiny crystals must not be rounded or ill-defined; 
outlines of objects must not be surrounded by haloes or spurious 
diffraction bands. The boundaries of a specimen must be as fine 
and sharp as possible, and minute particles of transparent materials 
must appear as more than points of indefinite dimensions.^® 
Measurements under the microscope are no more accurate than the 
resolving power of the objective. Many investigations of fine 
structures are carried on at the very limit of the resolving power 
of the microscope, and are often restricted seriously by its in- 
flexibility. 

Depth of Focus of Objectives. — Just as the ordinary camera 
will not simultaneously focus near and distant objects sharply, 
so microscope objectives will only image objects that lie approxi- 
mately in one plane. Strictly speaking, the focus is perfect only 
for objects which are at exactly the proper distance from the 
objective; objects above or below this level are out of focus. 
Practically, if their difference of elevation is small enough, objects 
not in one plane may be in satisfactory focus simultaneously, due 
to the depth of focus of the objective. 

The property of depth of focus, or penetrating power, of an 
objective depends on the fact that the eye is incapable of recog- 
nizing small but finite deviations from a perfectly sharply focused 
image. Instead of an image point, a circle of confusion 

The number of lines per inch is sometimes given roughly as 100,000 N. A. 

Barnard: Jour. Roy. Micros. Soc. March, 1919, p. 1, points out that ob- 
jects below the limit of resolving power will appear larger than their true size. 

And also to the accommodating power of the eye, to some extent. See 
Carpenter; The Microsco'pe and Its Revelations (1901) pp. 83-90. 
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is observed if the focus is not exact, and this circle of confusion is 
larger the greater the aperture of the objective and the higher the 
magnification. The refractive index of the medium surrounding 
the object, and the power of accommodation and the acuteness 
of eyesight of the observer also affect the depth of focus some- 
what.^® 

The direct and unavoidable conflict between depth of focus and 
resolving power prevents any objective from possessing a maximum 
of both properties. Ordinarily, for low power microscopy ob- 
jectives of high penetrating power are preferable, since they enable 
relatively thick objects to be seen in their entirety. For work at 
high magnifications, where resolving power is of the utmost im- 
portance, depth of focus is sacrificed to high numerical aperture. 
The depth of focus of a 1.40-N.A. objective, at a magnification of 
1000 diameters, is less than 0.0005 mm., so that very precise 
focusing, by means of a highly accurate fine adjustment, is re- 
quired. 

Objects which are thicker than the depth of focus of the ob- 
jective, or which differ in elevation by more than this value, are 
seen only by successive focusings, which bring a series of optical 
sections into view. Consequently lack of penetrating power 
seriously interferes with the usefulness of an objective for general 
microscopic work. For visual examinations the observer may be 
able to form a true concept of the structure of a specimen by 
studying its appearance with the focus at different levels, and 
combining his impressions. In photomicrography, however, one 
adjustment of the focus must be made and maintained for each 
exposure, and portions of the specimen may thus fail to appear 
well defined. 

Objectives equipped with adjustable diaphragms to give vari- 
able numerical apertures are particularly valuable for studies of 
fairly thick specimens, where a compromise must be made between 
resolution and depth of focus (Fig. 5).^® In using them the 
diaphragm may be closed just enough to give adequate penetrating 
power, with a sacrifice of no more resolving power than is absolutely 

^ Marshall and Griffith: IrUroduction to the Theory and Use of the Micrch 
scope (London, 1928), p. 21. 

Objectives of this type are obtainable from the Spencer Lens Co. in focal 
lengths of 16, 8, 4, and 1.8 mm. Other manufacturers supply them in the 
higher powers only. 
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necessaiy. This adjustment can be made for the particular portion 
of the specimen under observation, and is exceedingly convenient 
in photomicrography. Such increase in depth of focus also re- 
duces the curvature of field (page 18) which is often objectionable 
in the photomicrography of fiat specimens. 

Penetrating power is not invariably an ad- 
vantage in objectives, however, for it is some- 
times useful to distinguish, by focusing, the 
relative elevations of different parts of an 
object (page 177), or to measure the differ- 
ences in their levels (page 407). Objectives 
of the highest numerical aperture practicable, 
with correspondingly small depth of focus, are 
most suitable for such work. 

Illuminating Power of Objectives. — The 
brightness of the microscopic image depends 
on the proportion of the total light emitted 
by the object which is included within the 
angular cone of the objective, and utilized to 

Fig 5 Objective image. Magnification and 

equipped with Iris other factors being kept constant, the illu- 
minating power varies as the square of the 
numerical aperture of the objective. 

Light-Transmitting Power of Objectives. — 
Objectives of equal numerical apertures may 
give images of different brightness, depending on their light- 
transmitting power. This varies with the material, thickness, 
and number of surfaces of the various lenses in the combina- 
tion, and also depends on whether the objective is “ dry or 
“ immersion.” Loss of light by internal reflections in the system 
is the chief factor which governs the light-transmitting ability of 
objectives. 

Importance of Illuminating and Light-Transmitting Powers. — 
Both the above properties of objectives are of greatest importance 
at high magnifications, when the great areal enlargement causes a 
dimming of the brilliancy of the image. In photomicrography 
an unduly long exposure is necessitated, with increased risk of 
ill effects from vibration. It is therefore desirable that both the 
illuminating and light-transmitting powers of the objective should 
be maximum for such work. 


Diaphragm (Leitz). 
The aperture is 
varied by rotating 
the collar c. 
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Light-Uniting Properties of Objectives. — An objective pos- 
sessing a high numerical aperture and capable of gathering a large 
angular cone of light from the object will still give a very imperfect 
image unless it is very carefully designed and constructed. All 
the diverging radiations from any point of the object which are 
included within the angular cone of the objective must be made 
to converge at a corresponding image point on the other side of 
the lens. They must arrive there together, not more than a small 
fraction of a wavelength out of phase, if resolution of fine structure 
is to be achieved. Equivalent optical paths are necessary, whether 
the rays pass through the edge or the center of the lens, and what- 
ever their wavelength may be. An ordinary single lens, with 
spherically curved surfaces, does not satisfy the above require- 
ments, and consequently gives images which are more or less diffuse, 
distorted, and surrounded by colored haloes. Lenses of high 
aperture exhibit these defects most seriously, and are worthless 
for purposes of resolution unless some correction of their aber- 
rations is accomplished. These aberrations, which oppose the 
formation of a perfect image, fall into two classes: spherical, and 
chromatic. 

Spherical Aberrations in Lenses. — A single lens, with surfaces 
which represent portions of spheres, is incapable of yielding a 
perfectly defined and undistorted image, even with monochromatic 
light. Its various defects, inherent in the spherical curvature 
of its surfaces, are spoken of as spherical aberrations. They may 
be lessened by reducing the aperture of the lens, at the expense of 
its resolving power, or by grinding the lens surfaces to non- 
spherical curves, a somewhat inaccurate process. 

For lenses of high aperture, spherical aberrations are corrected 
by the use of several different lenses, of the proper radii of curva- 
ture, mounted together and acting as a unit to form a sharply 
defined image. The design of such combinations of lenses is a 
highly complicated branch of geometrical optics. 

Spherical aberration manifests itself in all objectives to a greater 
or less degree, and affects the quality of the microscopic image 
very markedly if not minimized by proper correction. 

A point on the axis of an uncorrected lens will be imaged at a 
greater distance by rays which pass through the center of the lens 
than by rays which pass through the edges. At no place will the 
point be imaged sharply, and a perfect focus will be unattainable 
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(A, Fig. 7). In order for this to be accomplished, the ratios be- 
tween the sines of the angles which any two rays make with the 
axis must be the same on either side of the lens. This is spoken 
of as the sine condition, and it may be satisfied almost perfectly 
in a well designed objective, so that fine structures near the axis 
of the microscope (that is, in or near the center of the field) go in 
and out of focus sharply and are defined with satisfactory clear- 
ness. The correction for the sine condition must be made for a 
definite distance of image formation (usually that corresponding 
to a mechanical tube length of 160 mm., the common standard 
value). The refractive index and thickness of any medium 
(such as a cover glass, or immersion liquid) between the lens and 
the object must also be taken into account. 

Although spherical aberration may be practically eliminated 
for points near the axis of the microscope, it may still be ap- 
parent for points at some distance from the center of the field. 
Under these circumstances, it is impossible to obtain a sharp 
focus on any fine detail unless it lies in the center of the 
field — a very serious handicap in microscopic work, since the 
effective size of the field of view is thereby seriously restricted. 
Images of points appear unsymmetrical and more or less elongated, 
depending on the focus. This defect is known as astigmatism, 
and may be corrected by proper combination of the lenses. Even 
if this lack of symmetry in the image is eliminated, a point of 
perfectly sharp focus may still be lacking, just as when the sine 
condition is unfulfilled for axial points. The term coma is applied 
to this residual aberration. 

Although it is possible to correct fairly well for the above aber- 
rations, so that every point on a fiat object is imaged sharply, these 
points are ordinarily not imaged in a plane, but instead their locus 
is a curved surface. Consequently the image of the entire field 
of the microscope does not coincide exactly with the focal plane of 
the eyepiece, and it is necessary to refocus the microscope in exam- 
ining first the center and then the edge of the field. Such curva- 
ture of field is particularly objectionable in photomicrography, 
where a single position of focus must be selected for the exposure. 
It may be minimized considerably, but is very difficult to eliminate 
completely, especially in high-aperture objectives which are 

Objectives used on the larger metaJlographs are corrected by different 
makers for tube lengths ranging from 200 to 250 mm, 
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otherwise excellently corrected. The use of special eyepieces, or 
of amplifying lenses (page 38), helps to reduce the curvature of 
field somewhat. Unfortunately, curvature of field with objectives 
of high numerical aperture is particularly noticeable on account 
of the slight depth of focus which such objectives possess. An 
objective of low aperture, imperfectly corrected, may give a field 
which is flatter than that of an objective which possesses much 
greater resolving power and is otherwise very well corrected so as 
to yield a much superior image over a smaller field. 

A further defect, closely related to curvature of field, is the 
distortion of the image at the edge of the field. It results in the 
object appearing slightly larger or smaller than it does in the center 
of the field. The nature of the distortion also varies with the type 
of eyepiece employed. Microscopic measurements are rendered 
inaccurate unless this aberration is taken into account. In addi- 
tion, the shape of the object is distorted, so that angular measure- 
ments may be vitiated. 

All the foregoing spherical aberrations may be corrected reason- 
ably well by properly constructed combinations of lenses. Such 
a combination is spoken of as apianatic. It may be composed of 
a single material, if strictly monochromatic light is used, as in the 
case of the monochromats of fused quartz, which are made for 
ultraviolet photomicrography. For microscopy with white light, 
however, a further set of corrections must be incorporated in the 
design. 

Chromatic Aberrations in Lenses. — A simple or compound lens 
which consists of only one material will possess different focal 
lengths for light of different wavelengths, due to the dispersive 
power of the material. Images will be formed at different places, 
depending on the color of the light used; at no place will the image 
be sharp, with white light. Instead, it will be surrounded by 
colored haloes which interfere senously with the observation of 
its true color. Such chromatic aberration may be lessened some- 
what by decreasing the aperture of the lens, but much more per- 
fectly by the use of compound lenses, the individual lenses of which 
consist' of materials of different dispersive powers. For the cor- 
rection of chromatic aberrations in an objective, two or more such 
substances (glasses or minerals) are utilized, and the perfection 
of the correction is limited by their several inherent dispersions. 
By a proper choice of optical glasses, of carefully selected dis- 
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persive powers, a lens may be made to give images at the same 
point, for light of two different wavelengths. For the remaining 
wavelengths of white light the images will be approximately at this 
point. Such a lens is said to be achromatic, and it will yield images 
free from prominent color haloes, though faint green and pink 
colored borders may be noticed in the image when the focus is 
shifted slightly. This slight residual color is not seriously ob- 
jectionable for ordinary microscopic work. 

For accurate observation of faint colorings, or for photomicro- 
graphy, where an object is focused by visible light but photo- 
graphed by the actinic ultraviolet portion of the illumination, it is 
necessary that the coincidence of images should be as perfect as 
possible. By the use of lenses of fluorite in combination with 
lenses of optical glasses, objectives may be corrected to produce 
coincident images for light of three different wavelengths. These 
apochromatic objectives give images exhibiting only an exceed- 
ingly faint blue or yellow residual color, and their actinic focus is 
the same as the visual focus. They also permit a better correction 
of spherical aberrations than is possible in achromatic lenses. 

Objectives intermediate between achromats and apochromats 
in the perfection of their corrections are often called semi-apochro- 
matic, or sometimes fluorite objectives if this mineral has been 
used in their construction. 

Ideally, an objective corrected for three different wavelengths 
should exhibit none of the various spherical aberrations for these 
wavelengths. Practically, this is attained only in achromats for 
one wavelength, and in apochromats for two. The remaining 
aberrations are almost negligible, except near the edges of the 
field. Chromatically corrected objectives, particularly high- 
aperture achromats or apochromats, may give slightly different 
magnifications with light of different wavelengths, though they are 
well corrected for any single portion of the spectrum. This 
chromatic difference of magnification shows itself as color bands 
on the outer side of objects near the edge of the field. Special 
eyepieces, possessing a similar but opposite chromatic difference 
of magnification, are made to neutralize this aberration of the 
objective. They are called compensating eyepieces (page 33), 
and should always be used with apochromatic objectives. 

Importance of Corrections of Objectives. — There is no ad- 
vantage in objectives of high numerical aperture, if their correc- 
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tions are so poor that the quality of the image suffers; the mere 
separation of details in the image is of little use if they are so hazy 
or so badly colored as to prevent accurate study. 

The term defining power is sometimes used to refer to the 
ability of an objective to give sharp and colorless images. It is 
a measure of the perfection with which all the various aberrations 
have been corrected. Fortunately, in spite of the fact that all the 
aberrations of lenses tend to be much greater at high apertures, 
manufacturers have been able to correct objectives to a degree of 
perfection more or less commensurate with their resolving power 
and their magnifying power. These corrections are not expressed 
numerically, as are aperture and focal length, and they are in- 
dicated only by the words achromat or apochromat in catalogs or on 
objective mountings. The purchaser of an objective cannot afford 
to ignore their importance, however, since they may aid or limit 
his work quite as much as resolving power. 

Magnifying Power of Objectives, — Contrary to the popular 
conception, the magnification of a microscope is less important 
than its resolving power, and since resolution is governed by the 
objective alone, while magnification depends on the eyepiece and 
image distance in addition, the light-gathering and light-uniting 
abilities of an objective deserve first consideration. Microscopes 
are used to reveal fine details, rather than to give enlarged images 
of what is already visible to the naked eye. It is true that these 
details must be rendered large enough to be seen in the image, but 
empty ’’ magnification which does not bring out additional 
minute structure is of little aid in the study of any object. 

A well corrected objective of high magnifying power should have 
correspondingly high resolving power^® in order to satisfy the 
above requirements. It is easier to make objectives of high mag- 
nifying power than it is to correct them properly and give them 
high numerical aperture. However, it is also easier to construct 
high aperture objectives of high power than it is to impart an equal 

The term optical index*' has been proposed by Nelson (Jour, Roy. 
Micros. Soc. 1893, p. 12) as a basis of comparison of objectives: 

0. I. = 4 X N.A. X focal length. 

The higher the optical index the greater the resolving power as compared with 
the magnifying power of the objective, and the more powerful the eyepiece 
which may be used with it. The optical indices of apochromats are generally 
higher than those of achromats of the same focal length. 
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numerical aperture to a low powered lens. As a consequence, 
the resolving powers of most objectives are more or less adequate 
to their magnifying powers. The corrections of high power ob- 
jectives, on account of the high aperture demanded, are usually 
not quite as good as those of the lower powers. 

Objectives are commonly designated by their focal lengths, to 
which their magnifying powers are inversely proportional. Mag- 
nification numbers (page 5) are also used as designations, by some 
makers. 

Working Distance of Objectives. — The distance between the 
front lens of an objective and the object on which it is focused is 
called its working distance. The object is placed slightly outside 
the focal point of the objective, so that a real image may be formed. 
However, the focal length of the objective is usually considerably 
greater than its working distance, especially in lenses of high 
numerical aperture. This is due to the fact that the focal length 
and image distances of a thick lens combination, such as an ob- 
jective, are measured from its two equivalent planes (effective 
centers), instead of from the actual center as is the case with 
thin lenses (Fig. 1).^° Part of the space between the front equiva- 
lent plane and the focal point is occupied by the lenses of the com- 
bination, thus reducing the working distance to less than the focal 
length. Obviously, the nearer the lower equivalent plane to the 
lower surface of the objective, the greater the working distance. 
By suitable combinations of lens elements it is possible to effect 
such a change in the location of the principal planes, though this 
generally involves a decrease in the quality of the corrections and 
in the numerical aperture of the objective.^i 
■ Importance of Working Distance. — For low power examina- 
tions, in which objectives of long focal length are employed, there 
is usually ample space between the lens and the preparation to 

The working distance of a 2-mm., 1.40-N.A. apochromatic objective is 
only about 0.05 mm. 

The positions of the equivalent planes in several typical objectives are 
shown by Beck: op. cit. Part II, Fig. 38, p. 48. The locations of the focal 
planes of a number of objectives are given by Marshall and Griffith: op. dt. 
Fig, 15, p. 23. 

Four 4-nun. objectives of different grades made by the same manufao- 
turer may have different working distances: apochromat, N.A. 0.95, working 
distance 0.18 mm.; semi-apochromat, N.A. 0.85, W.D. 0.34 mm.; achromat, 
N.A. 0.85, W.D, 0.3 mm.; achromat, N.A. 0.65, W.D. 0.6 mm. 
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permit focusing on the interior of reaction vessels, to allow space 
for necessary manipulations, and to avoid dangerous proximity of 
the objective to objects which are giving off heat or corrosive 
vapors. These requirements are met with difficulty by high power 
objectives of large numerical aperture and short focal length, so 
that their short working distance often renders them unsuited for 
certain chemical studies. 

Parfocalization of Objectives. — By properly regulating the 
positions of their upper equivalent planes, a series of objectives 
may be constructed which will require almost no refocusing when 
interchanged. They are said to be parfocal with respect to each 
other. This feature is a great convenience in changing from one 
power to another, but should be taken advantage of very cau- 
tiously when passing to a lens of shorter working distance. 

The size of field of an objective depends on its magnifying power, 
and on the diameter of the diaphragm in the eyepiece at the plane 
of the real image. 

Immersion Objectives. — The increased numerical aperture 
possible with immersion objectives (page 11) has led to their 
widespread employment for high resolutions. It should be borne 
in mind, however, that the nature of the preparation and the 
manner in which it is mounted may destroy all the advantage 
gained by their use. 

It is necessary that the high refractive index be main- 
tained throughout the entire space between the object and the 
objective, for the diffracted rays will be bent away from the 
perpendicular if they emerge into a less refractive medium, and 
will occupy a larger angular cone; moreover, the more oblique 
rays may be lost by total reflection, and may not emerge at all 
(a, Fig. 6). In this manner the full numerical aperture of the 
objective may fail to be utilized. The medium of lowest refractive 
index between the object and the objective is the limiting factor, 
and the numerical aperture of the objective will always be less 
than this value. An objective of N.A. 1,40 will have an effective 
N.A, of only 1.33 if used on an object mounted in water, even 
if the cover-glass and the immersion oil above it have a refractive 
index of 1.5. 

The elimination of loss of light by total reflection at the surface 
of the cover-glass is not the sole basis of the superior resolving power 
of inoimersion objectives, as is implied in the usual diagrams. If 
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this were trae, increased resolution should be possible with un- 
corered objects, examined “ dry.” Actually, the “ compression ” 
of the diffracted rays by a highly refractive medium is the essential 
feature. (See page 11.) 

Factors other than numerical aperture play a part in the su- 
periority of immersion objectives. The efficiency of dry lenses of 
wide angular aperture is lowered because the rays most oblique 
to the axis of the lens, which are the ones most needed for resolu- 
tion, are not perfectly transmitted by the surfaces of the cover- 
glass or the objective. At large angles of incidence a considerable 
portion of the light is lost by reflection, so that, although these 



Immersion Objectives. 

rays are grasped by the objective, their intensity is low (6, Fig. 
6). By the use of an immersion liquid having a refractive index 
much nearer to that of glass than has air, the transmission of these 
highly essential oblique rays is greatly increased, so that they can 
play their full part in resolution, and can also increase the bright- 
ness of the image. 

Homogeneous Immersion Objectives. — If the immersion 
liquid has a refractive index and dispersion practically identical 
with that of the front lens of the objective, and of the cover-glass, 
if one is used, the system is spoken of as optically homogeneous. 
This involves the use of specially corrected homogeneous im- 
mersion objectives, which are worthless if used dry. Ordinarily^ 
for glass lenses, thickened cedar wood oil (n = 1.515) is used as 
the immersion liquid. For fused quartz lenses a solution of 
glycerine (n ~ 1.46d=) is used.^ 

With homogeneous immersion it is immaterial optically whether 

Martin: Nature 121, 419 (1928). 
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the object is covered by a cover-glass or not, since the light rays 
will follow the same path irrespective of their course being entirely 
through immersion liquid or partly through glass. The absence 
of reflection and refraction aids materially in the correction of these 
high-aperture lenses, and gives a more brilliant image than would 
be obtainable from a “ dry ” objective of similar aperture. 

Cover-Glass Corrections. — Objectives can be carefully cor- 
rected for a definite pair of object and image distances only if the 
thickness and refractive index of the medium (or media) between 
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Fig. 7. Spherical Aberration and Cover-glass Correction. 

A — Paths of rays toward a point in the image, through the front lens of an 
imcorrected objective. 

B — Through an objective corrected for spherical aberration, and for use 
on uncovered objects. 

C — TJndercorrected objective for use with a cover-glass. 

D — Spherical aberration when C is used on uncovered objects. 

the objective and the object are taken into account. For ob- 
jectives which are used for the study of uncovered objects (in 
metallography), this correction introduces no additional diflSculties 
beyond those already mentioned. Homogeneous immersion ob- 
jectives can likewise be corrected for the immersion liquid used, 
so that the cover-glass, of the same refractive index, will not affect 
the path of the rays, whatever its thickness.^^ 

In systems which are not optically homogeneous the corrections 
are much less simple. A layer of glass between the object and the 
front lens of a dry objective has the effect of lessening the amount 

23 Some of the earliest homogeneous immersion objectives were so con- 
structed for this reason, before their increased resolving power was known. 
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of the correction necessary for spherical aberration, so that if the 
objective is properly corrected for an uncovered object it will be 
over-corrected for a covered one, and will give a very poor image. 

For this reason objectives of high aperture which are to be used 
for covered objects are purposely left slightly under-corrected 
for spherical aberration, the amount being calculated on the 
assumption that cover-glasses of approximately 0.18 mm. thick- 
ness will be used (Fig. 7). If thicker or thinner cover-glasses are 
employed, or if the object lies somewhat below the under surface 
of the cover-glass, the quality of the image will 
suffer. To provide for such variations in work- 
ing conditions the better grades of high power 
dry objectives are equipped with graduated 
correction collars (Fig. 8) which, by changing 
the position of the lenses in the combination, 
adjust the spherical correction for various 
thicknesses of cover-glass. 

In the absence of a correction collar this 
adjustment may be made by altering the tube 
length of the microscope, increasing it beyond 
160 mm. if the cover-glass is too thin, and de- 
creasing it if too thick a cover-glass is used. 

The adjustment of either the correction collar or the 
tube length, when the actual cover-glass thickness is 
not known, requires considerable practice. It is cor- 
rect when the image of an isolated point in the object 
possesses the maximum sharpness when in exact focus, 
and develops identical blurring and halos whether the 
focus is slightly raised or lowered.^^ Ordinarily, adjustment for moderate 
variations in cover-glass thickness may be neglected for 8 mm. or lower 
power objectives, and powers lower than 16 mm. work equally well on covered 
or uncovered objects. Water immersion objectives do not function as homo- 
geneous systems, and should be used with cover-glasses of standard thick- 
ness. 

Construction of Objectives, — The variety of factors which enter into the 
calculations for correcting different aberrations render the designing of an 
objective a very complicated mathematical process. The actual construction 
and assembly of the component lens elements call for highly skilled workman- 
ship and very careful testing. The individual lenses of the combination, cer- 
tain of which are little more than a millimeter in diameter, must be shaped 

^ Beck: The Microscope, Part II (1929), p. 149. 

Coles: CrUical Microscopy (1922), p. 41. 



Fig. 8. Objective 
with Correction 
Collar. 


By rotating the 
collar c the position 
of the two upper 
doublets is varied 
(Zeiss), 
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from perfectly uniform optical glasses. Their dimensions must be exact to a 
fraction of a wavelength of light. Some of them must be cemented together, 
their axes being made coincident. The various single, double, and triple lenses 
must be mounted so as to have a common axis, and must be exactly the proper 
distances apart. The mounting must not interfere with their optical functions, 
and must offer permanent protection. On the fulfillment of these require- 
ments depends the perfection of the finished objective — a triumph of pre- 
cision workmanship when one considers that a high power apochromatic 
objective may consist of ten lens elements, combined to give four or five com- 
pound lenses, and functioning as a unit to furnish a well defined image. 

Use and Care of Objectives. — Since the usefulness of an ob- 
jective depends on the maintenance of its lenses uninjured and in 
their proper relative positions, great care must be taken to protect 
it from damage. A revolving nosepiece (page 52) will minimize 
the need for handling and the risk of mechanically injuring the 
objectives which are most frequently used. 

In focusing downward while looking in the microscope there is 
great risk of passing the point of focus and bringing the lower lens 
of the objective forcibly into contact with the preparation, to the 
risk of injuring both. For this reason it is best to look at the 
objective while setting it to a position lower than the point of 
focus. Then, looking in the microscope, one can focus upward 
slowly until the image is sharp. 

Preliminary study with low powered objectives, which cover 
large fields and have great depth of focus, will facilitate work with 
higher powers and give a truer concept of the general structure of 
the object. It is much quicker and easier to find and center 
details at low powers, and there is little risk of injuring such lenses, 
because of their long working distances. 

Objectives should be kept protected from laboratory fumes, acids 
and alkalies, extreme heat and cold, or mechanical shock. They 
should be handled only with clean, dry fingers. Optical glass is 
much more susceptible to surface alteration than is resistant 
laboratory glassware, and the exposed lens surfaces of the micro- 
scope should be kept scrupulously clean. The lower lens of the 
objective should always be inspected after the examination of an 
uncovered hquid and if it has accidentally been wetted it should 
be carefully cleaned and dried at once. More than momentary 
contact with most liquids may injure both the glass and its delicate 
metal mounting. The fluids used with immersion objectives 
should be left on no longer than necessary. Immersion oil should 
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not be allowed to become too thick, or its high viscosity may cause 
the cover-glass to move as the objective is focused. 

Soft, long-fibered lens paper is used for cleaning the glass of 
optical instruments. For the removal of aqueous solutions it may 
be moistened with distilled water; for organic liquids, with xylene 
(alcohol may injure the lacquer or cement, and should not be 
used). Only paper which is clean and free from dust or grit is 
safe; sheets which are bound in book form are most easily kept 
from contamination, and may be torn out as needed. Paper 
which has been used or has been exposed to dust should never be 
employed in cleaning lenses. 

'’^en abrasive dust is present in the laboratory (for example, 
in metallographic work) the lenses should be blown upon (not 
'' breathed upon ”) and dusted with a soft brush, before being 
wiped with the lens paper. 

The uppermost lens surface, at the back of the objective, should 
be protected by keeping an eyepiece always in the microscope. 
Dust on it may be seen by illuminating the field brilliantly, re- 
moving the eyepiece, and looking into the microscope draw-tube. 
A twist of lens paper about the end of a match stick will serve for 
cleaning purposes. 

Only the front and back surfaces of the objective combination 
should be cleaned by the user. The interior lenses are well pro- 
tected, and should remain free from dirt or fog. They should never 
be separated except by the manufacturer, lest the corrections of 
the objective be seriously impaired. 

Choice of Objectives for Chemical Work. — The microscopical 
problems which chemists encounter are of such variety that no 
fixed assortment of objectives can be arbitrarily recommended. 
The user must choose his lenses on the basis of the work for which 
they will be used. In microscopic chemical analysis, long working 
distance and great depth of focus are important desiderata. Re- 
solving power and perfect corrections become indispensable for mag- 
nifications much above 200 diameters, and particularly for work on 
pigments, fillers, and other fine powders. Flatness of field is notice- 
ably important for photographic work, even at low powers, though a 
moderate curvature may be ignored in visual work. Correction ^Tor 
uncovered objects ” must be specified in the purchase of objectives 
for metallography, and the proper tube length must be adhered to, 
in case the same objectives are used on metallographs of different 
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makes. Cover-glass “ correction collars ’’ are important on high 
power dry objectives. In making color distinctions, and particu- 
larly for photomicrography, apochromats are to be preferred, if used 
with eyepieces of the compensating type. If approximately mono- 
chromatic light is used, achromats may be satisfactory, and yield 
somewhat flatter fields than apochromats. 

The focal lengths most commonly used for general work are: 
32, 16, 8, 4 mm. for dry objectives; 2 mm. for immersion objectives. 
In such a series each objective has double the magnifying power 
and approximately double the resolving power of the preceding 
one. For special work, however, objectives of other powers and 
apertures may be desirable, and a study of the catalogs of the 
various manufacturers will give information as to the many differ- 
ent powers and types of lenses on the market. 

The actual testing of an objective with respect to all its numerical 
properties and its corrections for each kind of aberration requires 
considerable experience, particularly if lenses of high quality 
are being compared. The more glaring defects are obvious even 
to the beginner, but careful discrimination and much practice 
are required in judging the relative merits of good objectives of 
similar rating, from different makers.^® Unless the user has 
trained his critical sense so as to be able to recognize the various 
residual aberrations which even good lenses exhibit, there is little 
justification for incurring the expense of purchasing highly cor- 
rected objectives and eyepieces, for their superiorities will never 
be noticed or utilized fully by a microscopist lacking in discrimi- 
nation. 


EYEPIECES 

The eyepiece (or ocular) is an essential part of the optical system 
of the microscope as used for visual and for most photomicrographic 
work.^^ Its chief functions are: 

25 Although catalogs list only the numerical properties of objectives and the 
degree of chromatic correction, a perusal of them will yield much useful in- 
formation, particularly regarding special lenses which are not made by every 
manufacturer. 

25 Useful discussions of testing methods are given by Spitta: Microscopy 
(1920), Chapter V. 

Beck: The Microscope. Part II (1924), Chapter VII. 

See also Rogers: Test Objects for Metallography, Jour. Roy, Micros. Soc. 
273, 405 (1925). 

2^ For photomicrography without an eyepiece, see p. 242. 
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1- To form a virtual image of the real image from the ob- 
jective, in visual work. 

2- To form a real image of the real image formed by the ob- 
jective, in photomicrography. 

3- To magnify the real image formed by the objective, in 
either of the above cases. 

4- To image scales, crosshairs, or other objects located within 
the eyepiece. 


As stated on page 5, the objective is focused so as to form its 
real image at or just inside the focal point of the eyepiece, in order 
to give a virtual image which may be observed by the eye (Fig. 1). 
In photomicrography and microprojection it is necessary that the 
objective be focused slightly upward from this position, so as 
to form its real image outside the focal point of the eyepiece 
(Fig. 104). Under these conditions, this real image is projected 
as a second re-inverted, real image on the photographic plate 
(page 244). 

The magnifying power of the eyepiece is determined in each 
case by the ratio of image distance to object distance. Eye- 
pieces are now commonly designated by their magnification 


numbers 



instead of by their focal lengths. 


The angular apertures of the lenses of the eyepieces are small as compared 
with most objectives, but are adequate to resolve the detail of the real image. 
The angle at which the rays converge above the eyepiece is important where 
a cap nicol prism is used, since the obliquity of rays which can pass through the 
nicol is limited. 


At the lower focal plane of the eyepiece is placed a diaphragm 
(F 2 , Fig. 1), which defines the limits of the field of view (page 23). 
When micrometric scales, or crosshairs, are to be used they are 
placed at this level. 

At the upper focal plane of the eyepiece parallel rays, originating 
at all points in the field included by the diaphragm opening, pass 
through a small circular area which is actually the image of the 
opening of the objective. This circular disk is called the eye- 
point (or Ramsden disk) because the pupil of the eye must be 
placed at this level to receive light from all parts of the field 
(Figs. 1, 9, 10, 11). The height of the eyepoint depends on the 
focal length of the eyepiece, and the position of its upper equiva- 
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lent plane. The diameter depends on the numerical aperture of 
the objective and the magnification of the microscope.^^ 

Since the angular aperture of the lenses in eyepieces is relatively 
small, their aberrations are not so serious as are those of objectives. 
However, a poorly corrected eyepiece may hmit the performance 
of a well corrected objective, particularly in photomicrography. 

Different types of eyepieces 
are manufactured, in order 
to give the necessary cor- 
rections and range of mag- 
nifications. 

Positive Eyepieces. — In 
a positive (or Ramsden) 


Fig. 9. Positive or Ramsden Eyepiece. Fig. 10. Positive Eyepiece 

Corrected Lens. 

eyepiece a single lens combination is used. This may consist of 
two planoconvex lenses (Fig. 9) or, more commonly, of an achi'o- 
matic doublet or triplet (Fig. 10). In either case, the combination 
functions, as a unit, to give a more perfect image than that obtain- 
able from a simple lens. As shown in the diagrams, the entire 
combination is above the plane in which the real image from the 
objective is formed. 

Positive eyepieces are particularly appropriate for micrometry, 

28 The height and the diameter of the eyepoint may be measured by holding 
a ground glass above the eyepiece, the field being brightly illuminated. 
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for any distortion or other aberrations which they exhibit will 
affect the image and the scale equally. Furthermore, in the case 
of positive eyepieces the value of the micrometer scale divisions is 
directly proportional to the optical tube length. 

Negative Eyepieces. — Eyepieces of another type consist of 
two lenses, one of which is below the image plane. Such a com- 
bination is called a nega- 



tive (or Huygenian) eyepiece 
(Pigs. 1, 11). The upper, or 
eye lens, functions as does 
an ordinary positive eye- 
piece. The lower or field 
lens, since it acts to modify 
the real image from the ob- 
jective, may be considered as 
a part of the optical system 
of the latter. By its use the 
rays which go to form the 
real image are focused nearer 
to the objective, and the size 
of the image is reduced. 
This permits a larger area to 
be included in the field of 
view bounded by the dia- 
phi’agm of the eyepiece, and 
gives a brighter but smaller 
image. The eye lens is so 
placed that its focus will lie 
in the plane of the image and 


of the diaphragm, just as in 


Fig. 11. Negative or Huygenian ^ positive eyepiece. Scales 
Eyepiece. or crosshairs are located at 


this plane. 

The eye and field lenses used in negative eyepieces are usually 
uncorrected, but their aberrations tend to neutralize each other, 
so that the combination is corrected well enough for ordinary 
work.29 Greater freedom from aberrations is secured by the use 
of an eye lens consisting of an achromatic doublet or triplet. 


2® A good discussion of the optics of eyepieces is given by Spitta: Micros- 
copy (1920), Chapter VI. 
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Negative eyepieces of magnification greater than 12 X are 
uncommon, for in the higher powers the necessary degree of 
correction is better obtained by the positive type of construction. 

Corrections of Eyepieces. — Various degrees of correction are 
obtainable in either positive or negative eyepieces. Those which 
consist of two simple lenses only are called achromatic. They 
usually present a field of view which is bordered by blue at the 
edge of the diaphragm opening. 

For more perfect correction, particularly the removal of residual 
chromatic aberrations, the image-forming lens consists of an achro- 
matic doublet or triplet combination (Fig. 10). Compensating 
eyepieces are of this type, their chromatic aberration being calcu- 
lated to neutralize the chromatic difference of magnification of the 
apochromatic objectives, with which they are used. Compen- 
sating eyepieces are not suitable for use with low power achromatic 
objectives, however, and may introduce some chromatic aberration 
into the image under these circumstances. The field of compen- 
sating eyepieces appears bordered with yellow. 

Flat Field Eyepieces. — The combination of apochromatic 
objectives and compensating eyepieces usually gives fields which 
are far from flat. Special eyepieces have been designed to correct 
this defect. They are designated as Hyperplane,” Periplan,” 
“ Planoscopic,” by their respective makers. Such eyepieces give 
distinctly flatter fields than do compensating eyepieces, but their 
chromatic corrections are generally less perfect. They may be 
used with the higher power achromatic objectives without the 
introduction of chromatic aberrations in the final image, and in 
fact represent a compromise between the compensating and 
achromatic types of eyepieces. 

Projection Eyepieces have the image-forming lens corrected 
to give a real image of maximum perfection.. The position of 
this lens may be adjustable, so that the real image from the 
objective can always be formed at the proper tube length, and 
focused on the screen or photographic plate by movement of the 
upper lens only. (See page 245.) 

Movable Eye Lenses are desirable on all eyepieces which con- 
tain crosshairs or micrometer scales. It is only by such an 
adjustable feature that the objects placed at the plane of the 
diaphragm may be focused simultaneously with the real image 
from the objective, irrespective of the near- or far-sightedness 
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of the user. In photomicrographic work this adjustment is 
particularly important if the scale or crosshairs are to be projected 
as sharply as the object. 

Parfocalization of Eyepieces. — A series of eyepieces of various 
powers is said to be parfocal if little or no refocusing of the micro- 
scope is required when they are interchanged. In positive eye- 
pieces, this requires that their focal points and diaphragms shall 
all come at the same position in the draw-tube. In negative 
eyepieces, it is necessary that the images formed by the objective 
would all lie at the same level, if unmodified by the field lens. 

. Magnification and Resolving Power of Eyepieces. — Although 
the chief function of the objective is resolution, it is desirable 
that not too much of the magnification should be done by the 
eyepiece. Eyepieces of excessively short focal length are difficult 
to correct, and inconvenient to use. The working distance 
(height of eyepoint) is so short that the user^s eye almost touches 
the eye lens. Empty magnification (page 39) is usually 
obtained with high power eyepieces, unless the objective has an 
exceptionally large numerical aperture for its focal length. The 
aberrations of the image from the objective are magnified and 
rendered unduly prominent by eyepieces of excessive magnifying 
power.®® 

Strictly speaking, in visual microscopy the eyepiece lenses should always 
be considered as acting jointly with the lens of the eye to give a real image on 
the retina (Fs, Fig. 1). The detail and the perfection of this image depend on 
the quality of both lenses, and on the aperture of the combination. If the 
illumination is so brilliant that the iris of the eye contracts, and the diameter 
of the pupd is less than that of the eyepoint, the resolving power of the eye will 
be decreased. If the numerical aperture of the objective is small and the 
magnification of the microscope excessive, the image of the objective opening 
at the eyepoint will be considerably smaller than the pupil of the eye, so that 
the full resolving power of the latter cannot be utilized. In addition, any dust 
on the eyepiece or on the eyeball becomes annoyingly prominent. Ordinarily 
the aperture and magnification of the microscope should be such that the 
eyepoint is not smaller than 1 mm. in diameter. 

For use with ordinary objectives in visual work, eyepieces of 
10 X to 15 X magnification will reveal all the detail which is 

30 Eyepieces of exceptionally high magnifying powers (30 X, 60 X, 100 X) 
are sometimes used in testing objectives. 

31 Wright (op. p. 135) discusses at length the eye as a part of the optical 

system of the microscope. 
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resolvable. Lower powered eyepieces may not magnify the 
image from the objective sufficiently for its finest details to be 
studied conveniently. In photographic work, the distance at 
which the eyepiece projects a real image governs the magnifica- 
tion, so that low power eyepieces are frequently used, with long 
camera extensions. 

Use and Care of Eyepieces. — Low power eyepieces, with large 
fields, are preferable for preliminary studies of the general char- 
acter of microscopic objects. High power eyepieces are used in 
the study of details, in conjunction with objectives of high aperture. 
Where depth of focus and long working distance necessitate the 
use of objectives of long focal length, the loss in magnification 
may be compensated by a high power eyepiece, though of course 
there is no compensation for loss of resolution. 

In general the suggestions on page 27, made with respect to 
objectives, apply with equal force to eyepieces. However, it is 
permissible to take eyepieces apart for cleaning, if they are 
handled carefully. The inner surfaces of the lenses may be 
dusted with a soft brush, and wiped with lens paper. Usually 
dust on the upper surface of the field lens of negative eyepieces 
is most troublesome, and is noticeable as blurred spots which 
revolve when this lens is partly unscrewed. If the dust spots 
are not blurred but sharp, they are probably on the disk in the 
focal plane, on which cross lines or micrometer scales are en- 
graved. This should be wiped very cautiously to avoid scratch- 
ing or leaving fresh dust in place of that removed.^^ 

The eye of the observer should (and will automatically) be 
placed at the eyepoint. The axis of the eyeball should be ap- 
proximately parallel to the axis of the microscope. Spectacles 
should be, worn, if they correct for astigmatism, but may be 
dispensed with if they are used only for near- or far-sightedness. 
In this case a slight refocusing of the microscope will permit 
the eye to form an image without special accommodation. 

Both eyes should he kept operij in order to avoid eye strain 
and impaired vision. No attempt should be made to “ see ’’ 
the image at any particular distance such as the level of the 
table or of the stage. Instead, the attention should be concen- 
trated on the field, and the eye relaxed completely. Focusing 

32 The mieroscopist should of course not attempt to wipe dust from cross- 
hairs which are made of actual filaments. 
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should be done wholly with the fine and coarse adjustments of 
the microscope and not with the muscles of accommodation of 
the eye. With a relaxed normal eye, and a properly focused 
microscope, the virtual image will be at infinity,” and a mini- 
mum of accommodation will be necessary. Under such condi- 
tions, eye strain is at a minimum, and if the illumination is 
properly adjusted little or no fatigue will result from several 
hours of microscopic work. As an aid in relaxing the eyes and 
relieving mental tension, it is well to look out of the window 
at distant objects frequently. 

Choice of Eyepieces for Chemical Work. — Like the choice 
of objectives, the choice of eyepieces for chemical work depends 
on the type of examinations which are to be undertaken. For 
use with achromatic objectives ordinary achromatic eyepieces 
are satisfactory, though flat field eyepieces are preferable for 
high powers and for photomicrography. Apochromatic objec- 
tives require eyepieces of the compensating type. Projection 
eyepieces are used only for photography and microprojection. 
In high power photographic work where curvature of field is 
particularly objectionable, either flat field eyepieces or amplifiers 
(page 38) are desirable. 

The eyepiece magnifications most commonly employed range 
between 5X and 20 X, the lower powers being most used in 
photomicrography, and for micrometer scales. 

In general, such combinations should be chosen as will yield 
magnifications in round numbers.®* 

Special Eyepieces. — In addition to eyepieces of the types described above, 
a number of special varieties are obtainable; their descriptions may be found 
in the manufacturer’s catalogs, and their special uses in chemical work will 
be discussed in connection with the procedures for which they are best suited. 

A very useful series of eyepieces has recently been developed, to obviate the 
difi&culty which wearers of spectacles encounter in using ordinary eyepieces. 
They are constructed with exceptionally high eyepoints, and afford ample 
room for spectacles when the pupil of the eye is placed at the proper height.*^ 

Demonstration Eyepieces divide the light from the objective, so that two 
images are formed, and two persons may observe the object simultaneously, 

, They are equipped with a movable pointer which is located in the image plane. 

^ See p. 255 for standard magnifications recommended for photomicrog- 
raphy. 

84 ^^Telaugic” eyepieces of James Swift & Sons, and to a less degree 
the ^Tlanoseopic’* eyepieces of Spencer Lens Company possess this feature. 
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A focusing adjustment is usually provided, to compensate for differences in the 
eyes of the two observers. For instructional purposes, or for cooperative 
study of microscopic phenomena by microscopists and others, such instruments 
are invaluable. 

By construction similar to that of demonstration eyepieces, viewing eye- 
pieces have been made, chiefly for use in photomicrography. A semi-trans- 
parent reflector sends enough light to the eye of the observer to permit finding 
the object and focusing it. Simultaneously, the greater portion of the light is 
focused on the photographic plate or film. By this means the object may be 
observed, even during the exposure.^ (See page 248.) The “Euscope'^ 
(Bausch & Lomb) is a device for projecting the microscopic image on a 
screen for visual observation. The user does not look in the eyepiece, but 
views this projected image as in ordinary vision. (See page 263.) 

Comparison Eyepieces permit the simultaneous observation of the fields 
of two microscopes (Fig. 152). Some types take the place of the ordinary eye- 



Fig. 12. Comparison Eyepiece (Bausch & Lomb). 


pieces. Others fit over them, and permit the use of eyepieces of any power, 
and hence a wider range of magnifications. 

^ Such instruments are manufactured by Zeiss and by Bausch <& Lomb; 
similar features are incorporated into photomicrographie cameras by these 
makers and by Leitz. 
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The comparison eyepiece shown in Fig. 12 consists of a housing to which are 
attached the tubes and T^, of the proper diameter and at such distance apart 
as to permit their being inserted into the draw-tubes of two microscopes placed 
side by side. Above each tube is mounted a 45° totally reflecting prism 

P\ which reflect the image-forming rays 
from the two objectives to the 45° prisms 
situated Just below the positive eyepiece 0. 
On looking into the comparison ej^epiece, the 
field is seen divided by a lateral line; this 
marks the boundary between the two halves 
of the fields of the respective microscopes. 
The fields of the two instruments should be 
separated in the eyepiece by as fine a boundary 
as possible. 

Comparison eyepieces are indispensable when 
frequent comparisons must be made between 
unknown and known or standard prepara- 
tions.36 

Amplifying Lenses. — By the use of a con- 
cave lens in place of an eyepiece, the real image 
from the objective may be enlarged consider- 
ably (Fig. 13). Such ^‘amplifiers,” carefully 
corrected, have recently been placed on the 
market.37 Since they form no virtual image, 
they cannot be used in visual microscopy, but 
are especially desirable for photomicrography 
on account of their ability to correct for the 
curvature of field which is always present with 
high power objectives. They are designed to 
give a colorless image with apochromats, and 
are an excellent substitute for compensating 
eyepieces. The magnification available is 
somewhat greater than that of a 10 X eye- 
piece. ‘‘Homals” are made with different 
degrees of correction, depending on the type 
of objective with which they are to be used. 

Fig. 13. Formation of a t* ^ mr .r. . ^ « 

Real Image by an Objec- . Magnification and Resolv- 

tive and an Amplifying Power of the Microscope. — If well 
corrected lenses are used, the magnify- 
ing power of the microscope should be 
at least that necessary to reveal the finest details resolvable by 

^ See also ‘‘Comparison Microscopes,” p. 68. 

Boegehold and Kohler: Zeits. wss. Mikros. 39, 249 (1922). Manu- 
factured by Zeiss under the name of “Homal.” The “Ampliplan” lenses of 
Bausch & Lomb are similar in principle. 
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the objective. For the normal eye, this is equivalent to about 
500 to 700 times the numerical aperture of the objective.^^ Since 
the details would be barely resolved by the eye at this magnifica- 
tion, it is preferable to place the limit of useful magnification 
for visual work somewhat higher — say 1000 X N.A. For special 
purposes, such as micrometry and counting, higher magnifications 
may be desirable, though no new detail is revealed. 

In photomicrography, the limit may be set still higher, for 
shorter wavelengths can be employed and the effective resolving 
power of the system thus increased.^® By the use of ultraviolet 
light the maximum in resolution has been attained, and magnifica- 
tions as high as 3000-4000 X have been made justifiable.'^® 

Photomicrographs which are viewed at some distance (such as 
pictures hung on the wall) or reproduced as halftones may require 
still higher magnifications, though this must be regarded as 
“ empty ” magnification. 

It should be understood that there is no theoretical limit to the magnifica- 
tion possible with a microscope, if lenses of very short focal lengths and long 
image distances are used. “Super microscopes’’ have been constructed, in 
which a compound microscope is used instead of an eyepiece, to magnify the 
real image formed by the objective. Such excessive magnifications are of 
little value, and only accentuate the aberrations of the various lenses, so that 
the final image is of very poor quality. 


38 Resolution in the eye is accomplished when adjacent details are imaged 
sufficiently far apart on the retina not to fall on adjacent ner^^e endings. If 
the magnification of the microscope is too low, such details will be imaged on 
adjacent nerve endings and will merge together. The limit of resolution of the 
microscope is to that of the naked eye as the ratio of their respective numerical 
apertures, and the magnification employed should be in similar or higher ratio: 
maximum N.A. of microscope _ 1.40 _ 
minimum N.A. of eye 0.002 


or 

limit of resolution of eye 0.15 mm. 

— 7 50 * 

limit of resolution of microscope 0.0002 mm. 

3® Discussions of high magnification and resohdng power, particularly as 
applied to the photomicrography of metals by reflected light, are given in 
the following papers: 

Lucas: Trans. Am. Soc. Steel Treat. 4, 611 (1923); Jou7\ Franklin 
Inst. 201, 177 (1926). 

Guthrie: Trans. Am. Soc. Steel Treat. 7, 4 (1925). 

Mitchell: Ibid. 7, 618 (1925). 

Benedicks: Metallographic Researches (1926), p. 178, Chapter. V. 

^ Lucas; he. cU. 
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The limit of resolving power of the microscope has already 
been stated, in terms of wavelength and numerical aperture 
(page 14). Practically, 0.0002 mm, (0.2 n) may be considered 
the limit, for visual light, and about 0.0001 mm. for ultraviolet 
light. Such limits are only obtainable with excellent lenses and 
objects of high visibility. They are not likely to be extended 
except by the use of light of still shorter wavelengths, and there 
are serious manipulative limitations to such developments. The 
greatest promise of extending the ability of the microscope to 
reveal fine detail lies in the perfection of methods of preparing 
and illuminating specimens so that the theoretical resolving power 
of the lens system can be fully utilized in all cases, instead of in 
only a few as at present. 

The limit of visibility is a measure of the smallest particles 
which may be seen. It is less than the limit of resolution, and 
varies widely depending on the proximity of the particles, their 
color and refractive index, and particularly on whether bright 
fiield or dark field illumination is used. (See pages 94, 212.) 

CONDENSERS 

The objective and eyepiece comprise the image-forming part 
of the optical system of the microscope, but this can attain its 
maximum efficiency only when used in conjunction with an 
appropriate illuminating system, the most important part of 

which is the condenser^^ 

The chief functions of the condenser in low or medium power 
microscopy are: 

1-To concentrate light upon the object, and increase the 

brilliancy of the image. 

2~To furnish oblique or dark field illumination. 

3-To project images of scales in the plane of the object. 

In critical microscopy at high powers, the condenser has an 
additional and highly essential function: 

4~To supply strongly convergent light to the object, as an 

aid in resolution. 

Stoney: Jour. Roy. Micros. Soc. 1903, p. 64. 

^ With vertical iliaimiiation the objective serves also as the condenser, and 
has similar fxmctions (p. 116). 
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Concentration of Light by Condensers. — A condenser acts, 
as does any lens, to form a real image at or just outside its focal 
point. Usually the light source is so imaged, the condenser being 
placed so that the image comes approximately in the plane of 
the object (Fig, 14, A, Fi). The size of the image of the light 
source is governed by the ratio of its distance d to the distance 
at which the image is formed. The condenser thus forms a 

reduced image, roughly as large as the light source. 

The reduced image is correspondingly more brilliant than the 
original light source. 



Fig. 14. Illumination by Means of the Substage Condenser. 
A — Convergent illumination. 

B — Illumination of a large field by the lower lens alone. 

C — Dark Field (annular) illumination, with a ^‘central stop.'’ 


The angular apertures of most condensers are fairly large, so 
that the light is strongly convergent at the point of focus. This 
convergence may be decreased by the use of an iris diaphragm A i, 
with which most condensers or microscope stands are equipped, 
so that the intensity (and also the obliquity) of the illumination 
are adjustable. Some manufacturers graduate the iris diaphragm 
in terms of numerical aperture. The diaphragm should be lo- 
cated in or above the lower focal plane of the condenser, in order 
that it shall not act as a field diaphragm when the condenser is 
focused in certain positions. 

The focal length of the condenser is important, for it deter- 
mines the size of the image of the light source, and therefore 
the area illuminated. If the focal length is too short, the image 
of the light source will be too small to cover the field of the ol>- 
jective, and only the center will be illuminated. This defect is 
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more or less common in high aperture condensers, on account of 
the practical dijficulty of making them of long focal length. 
Fortunately, such condensers are most used with high-aperture 
objectives, which also have small fields. They require accurate 
centration, if their full efficiency is to be utilized. 

In chemical work, however, condensers of long focal lengths 
and large fields together with fairly high apertures are necessary, 
because low or medium power objectives are generally used in 
preliminary studies, and for refractive index tests with oblique 
illumination. 

Most condensers are made so that the top lens can be removed, 
the remainder of the lens combination having a longer focal 
length, and illuminating a larger area. Such separable con- 
densers are best corrected for use in their entirety, but are also 
satisfactory for general illumination in low power microscopy. 
(Fig. 14, B.) 

Long-focus ‘‘spectacle lens” condensers are also manufactured 
especially for low power work. They may be obtained in a 
number of different focal lengths. 

The concave mirror may serve as a substitute for a low power 
condenser, to give convergent illumination. It should not be 
used in conjunction with condensers, however. 

The working distance of a high-aperture condenser is usually 
much less than its focal length, the upper equivalent plane being 
considerably below the uppermost lens surface. Frequently the 
condenser must almost touch the lower surface of the object slide 
in order to focus on the specimen mounted upon its upper surface. 
This is usually not objectionable, unless exceptionally thick slides 
are used. If the working distances of the condenser, measured 
in glass, is less than about 1.5 mm., selected thin slides are required. 

Oblique Illumination by Condensers. — The cone of rays from 
the condenser may be utilized in its entirety as symmetrically 
convergent illmnination. By closing the diaphragm its angle 
may be decreased, and a narrow beam substantially parallel to 
the axis of the microscope may be obtained. This may also be 
accomplished by lowering the condenser. (Fig. 14, A, /.) If 
only one, side of the condenser aperture is left open, the rest being 
closed by an opaque screen, unilateral oblique illumination is 
obtained. An excenterable iris diaphragm, a piece of cardboard 
in the ring attached to the condenser mounting, or even the finger 
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held over one side of the fully opened diaphragm (Fig. 15) will 
permit easy changing from symmetrical to oblique illumination, 
in testing for refractive index (page 369), or as an aid in the 
interpretation of appearances (page 78). 

The degree of obliquity is determined by the angular aperture 
of the condenser, and also by the extent to which the axial rays 
are stopped out. If the angular aperture of the condenser is 
much greater than that of the objective used, it is possible to 
render the illumination so highly 
oblique that no direct rays enter 
the microscope. This is rarely 
done in practice, but highly 
oblique illumination from all 
azimuths is frequently employed. 

By the use of an opaque disk 
(central stop) placed in the center 
of the diaphragm opening of the 
condenser, an annular aperture 
is left through which a hollow 
cone of rays passes to the object 
(Fig. 14, D). The size of the 
stop must be such that no direct 
rays will be included within the 
angular cone of the objective. 

Under these conditions annular 
or dark field illumination is ob- 
tained, and the surfaces of ob- 
jects appear self luminous against 
a dark background. 

Separable condensers are man- 
ufactured in which the top lens is replaceable by a similar lens 
with central stop, or the central stop may be inserted just beneath 
the top lens (Fig. 14, C). Combination condensers are also made, 
to permit rapid transition from dark field to bright field illumina- 
tion. In general, only very well corrected condensers, of high 
numerical aperture, are suitable for dark field illmnination at 
high powers, and special dark field illuminators (page 87) are 
more satisfactory. 

Projection of Images by Condensers. — The projection by the 
condenser of an image of the light source in the plane of the 



Fig. 15. ObHque Illumination by 
Screening One Side of the Aperture 
of the Substage Condenser. 
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preparation has been mentioned above. In a similar manner 
other objects may be imaged in the plane of the preparation. 
Diaphragms to regulate the area illuminated (pages 98, 126), 
special scales for micrometry (page 403), or color standards for 
comparison (page 189), may thus be superposed upon the image 
of the object. For such purposes a well corrected condenser is 
of course essential. 

By diaphragming the condenser strongly, its aberrations are minimized, 
and the projected image may be good enough so that it may actually be used 
for viewing objects outside the microscope, as a long- or short-range telescope 
of low resolving power. A “Telemicroscope’* has been constructed on this 
principle, and a “Telopic” lens is manufactured for a similar purpose.*** 

Strongly Convergent Illumination by Condensers. — The in- 
crease in resolving power of the microscope, obtainable by oblique 
illumination, has already been discussed (page 12). To realize 
the doubling of the resolving power which is theoretically possible, 
it is necessary that the obliquity of the illuminating rays should 
be the same as that of the most divergent rays which can pass 
through the objective. In other words, the numerical aperture 
of the condenser should equal that of the objective. Condensers 
of numerical apertures as high as 1.40 are required, if the limit 
of microscopic resolution is to be reached. 

The cone of rays from the condenser should converge exactly 
on the object, if its full aperture is to be utilized. The necessary 
adjustment is made by focusing the image of the light source in 
the plane of the object. This critical illumination should be 
employed in ah work at high powers, where fine details are 
sought.-^ 

Corrections of Condensers. — For very low power work the 
condenser may consist of a single uncorrected converging lens, 
such as a spectacle lens condenser. Where more strongly 
convergent illumination is required the Abbe condenser is used. 
In its simplest form the Abbe condenser consists of two lenses 
(Fig. 14, A), and possesses marked spherical and chromatic 
aberrations. It serves to supply convergent or oblique light, 
but is unsuitable for critical work, since not all its rays focus in 

^ James Swift Sons, London. 

^ Further discussion of methods of critical illumination is given on pp. 97, 
118. 
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one plane. By the combination of more lenses, the Abbe con- 
denser may be corrected more perfectly, but its spherical aberra- 
tions are serious, and it is reasonably aplanatic for only a part of 
its full aperture.^ 

Condensers appropriate for critical microscopy are carefully cor- 
rected, especially for spherical aberration. These aplanatic con- 
densers (Fig, 16), are usually practically achromatic also, and give a 
relatively perfect convergence of light even at their full apertures. 
Their focal lengths and work- 
ing distances are usually less 
than those of ordinary Abbe 
condensers. If the top lens 
is separable (as at A, Fig. 

16), this is not a serious ob- 
jection, for the remainder of 
the combination is adequate 
for low power work. 

Immersion Condensers. — 

As in the case of immersion 
objectives, a highly refractive 
medium must fill the space 
between the object and the 

condenser, if numerical apertures greater than 1.0 are to be at- 
tained. The refractive index of the immersion liquid limits the 
effective numerical aperture of the condenser; a 1.40-N.A. con- 
denser will yield a 1.33-N.A. cone of light, if ^'inunersed'' with 
water, and a 1.0-N. A. cone of light if used dry. The rays outside 
these angles are totally internally reflected, and do not emerge 
from the condenser. 

The lowest refractive index between object and condenser 
governs the cone of rays which comes to the object. Objects 
mounted dry,” and not in optical contact with the slide, can 
only receive a cone of light of 1.0 N.A. The excess is lost by total 
reflection at the upper surface of the slide. Strictly speaking, 
high aperture condensers should be used only with homogeneous 
immersion oil {n = 1.615) if their corrections are to be utilized 


Fig. 16. Aplanatic Achromatic Con- 
denser, N. A. 1.40 (Leitz). 

The top lens is separable at A, for the 
illumination of larger areas. 


The importance of the aplanaiic cone of the condenser, as a measure of 
its usefulness, is discussed by Barnard and Welch; Practical Photomicrog- 
raphy (London, 1925), pp. 47-64. See also Marshall and Griffith: op, dt 
Plate II, p. 28. 
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perfectly. Actually, the layer of liquid between condenser and 
object slide is so thin that little aberration is introduced if the 
system is not optically homogeneous. However, the limiting 
factors mentioned in the preceding paragraph should be borne 
in mind, if less refractive liquids (such as water) are used for the 
sake of convenience, or if the condenser is used dry. If the 
condenser is diaphragmed down, instead of being used wide 
open,” its working aperture may not require the use of an im- 
mersion liquid. 

Condensers of high apertures are corrected for use with slides of a definite 
thickness (analogous to cover glass correction of objectives), but if homogene- 
ous immersion is used slides of any thickness less than the worldng distance 
of the condenser (measured in glass) may be used. Homogeneous immersion 
also increases the illuminating power of the condenser, by minimizing the 
loss of a portion of the light from reflection as it strikes the surface of the top 
lens, or of the slide, obliquely. 

Objectives as Condensers. — Largely in order to take advantage of their 
superior corrections, objectives have been used as condensers. They are 
wholly unnecessary for low power work, while for high power work well 
corrected condensers are much cheaper. The working distances of high- 
aperture objectives are so short that they will not focus the light through 
an ordinary slide, and the object must be mounted between two cover- 
glasses. 

In the examination of opaque objects by means of vertical illuminators, the 
light eaters the back of the objective, and is focused by it on the surface of 
the object. The objective thus serves a dual purpose, as condenser and as 
objective. The foregoing discussion of principles of condensers as used for 
iUumination by transmitted light is applicable to illumination by reflected 
light, as discussed on page 116 . 

Use and Care of Condensers. — In order that the condenser 
shall fulfill its various functions, it is necessary that it shall bo 
used in a manner appropriate to the character of the work. In 
low power microscopy the ordinary Abbe condenser, approxi- 
mately in focus for convergent or oblique illumination, and 
diaphragmed and lowered for axial illumination, requires no 
particular care in its adjustment. The plane side of the mirror 
should be used, since condensers are not constructed to deal 
with convergent rays. The diaphragm should be adjusted by 
trial to give maximum visibility and contrast in the image. 

In critical microscopy, the use of high-aperture condensers 
requires more careful manipulation. 

The condenser must be accurately centered with respect to 
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the axis of the objective, in order that its full aperture may be 
effective and that it may give symmetrical and uniform illumina- 
tion over all parts of the field. Either the substage, the con- 
denser mounting, or the nosepiece which holds the objective 
should possess an adjustment for centration. The condenser 
may be considered centered when the small opening of a dia- 
phragm placed concentric with its back lens is seen at the center 
of the back aperture of the objective, as observed after removal 
of the eyepiece. 

The adjustment of the condenser so that it fills the aperture 
of the objective with light is best carried out similarly, any de- 
fects in the illumination being noticeable at the back of the objec- 
tive. The relative opening of the iris diaphragm may also be 
observed there. The diaphragm opening should never be greater 
than is sufficient to supply illumination in a cone equal to that 
of the objective, or the object will be veiled by the excess light 
and will present little contrast. Ordinarily, the aperture of the 
condenser, as seen by looking in the body tube of the microscope,^® 
should be about two-thirds that of the objective, though it may 
be necessary to close the diaphragm still further in the study of 
objects of poor visibility. 

The size of the light source affects the quality of illumination 
obtained by the condenser. As pointed out by Beck, and by 
Wright^^ the area illuminated should be no greater than the 
field under examination, or glare ’’ and loss of contrast will 
result. The size of the image of the light source may be regulated 
somewhat by varying its distance from the condenser, but some 
means of regulating the size of the light source itself is desirable. 
Light from the sky cannot conveniently be so regulated, but 
artificial light sources in combination with auxiliary condensers 
(pages 96, 123) give an easy means of obtaining the best possible 
critical illumination with the minimum of glare. 

Condensers should be cared for as are the other lenses of the 
microscope, being kept clean and free from corrosive materials. 
Immersion liquid should be used sparingly and not allowed to 

If the condenser is provided with an iris diaphragm graduated in numerical 
aperture, the above procedure may be employed to determine the numerical 
aperture of the objective. 

Jour. Roy. Micros. Soc. 261, 399 (1922). 

Principles of Microscopy (1906), Chapter XV. 
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run down over the mount of the condenser; it should be com- 
pletely removed immediately after use. 

Dust and scratches on the top surface of the combination are 
particularly objectionable, for they may be visible in the field of 
the microscope. 

Choice of Condensers for Chemical Work. — The principal 
features of various types of condensers have already been dis- 
cussed, and should serve as criteria for their selection. The 
quality of the condenser should correspond to that of the rest 
of the optical system of the microscope. Abbe condensers are 
suitable for use with achromatic objectives, but for critical work 
at high powers aplanatic condensers should be chosen. 

Condensers are usually designated only in terms of their nu- 
merical apertures and aplanatic and achromatic character. Their 
working distances and the size of field illuminated (as governed 
by the focal length) are not very commonly given, and usually 
have to be determined experimentally. 

The focus and obliquity of the illuminating cone supplied by 
various types of condensers may be observed by means of a 
cube of uranium glass placed above the top lens, and in immersion 
contact with it if necessary. 


DIAPHRAGMS IN THE MICROSCOPE 

In addition to the lenses of the optical system of the micro- 
scope, the various diaphragms are important, for they regulate 
the apertures of the various lenses and the size of the fields imaged 
by them. 

Aperture diaphragms are placed so as to limit the cone of rays 
which is transmitted by their respective lenses. 

Field diaphragms are placed so as to be imaged coincident 
with the image of the object, and to limit the area visible. 

Reducing the opening of an aperture diaphragm reduces the 
illumination uniformly over the entire field. Although the light 
passes through a restricted opening, it converges at each point 
of the image just as when a larger aperture is available, and no 
decrease in the size of the illuminated field results. 

Reducing the opening of a field diaphragm decreases the in- 
tensity of the light uniformly over the entire aperture. The 
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full opening is utilized by the cone of rays which converges in 
each image point, but less light is required since the area of the 
illuminated field is decreased. The brightness of the illuminated 
portion is not reduced, though its area is smaller. 

The above characteristics may be utilized as tests to aid in 
recognizing whether a given diaphragm functions to govern 
aperture or field. Both kinds of diaphragms are essential in the 
optical system, but diaphragms located in intermediate positions 
affect both field and aperture, and do not permit independent 
regulation of these two factors. Unfortunately, the illuminating 
systems of some metallographic microscopes possess diaphragms 
of this dubious character.-^® 

From Fig. 1 it will be seen that Ai, Ag mark the planes of 
aperture diaphragms in the condenser, objective, and eyepiece 
(and eye) respectively. Although each of these apertures may 
be regulated independently, their images are superposed. The 
aperture diaphragm of the condenser, in its lower focal plane, 
is imaged in the upper focal plane of the objective, and both of 
these are imaged in the upper focal plane of the eyepiece, at the 
eyepoint where the pupil of the eye is placed. Their relative 
magnitudes may be observed at the back of the objective, as 
already described, or by examining the eyepoint with a low power 
magnifier. 

The possible locations of field diaphragms are indicated by 
Fi and F 2 in Fig. 1. Diaphragms in the plane of the object Fi 
are used only in low power microscopy without a condenser. 
The area of the light source, imaged in this plane, functions as 
a field diaphragm. 

The eyepiece diaphragm, Fa, defines the size of field sharply, 
and cuts off the portion of the image in which the aberrations 
are worst. 

Other field and aperture diaphragms, belonging to the illum- 
inating system and external to the microscope proper, are dis- 
cussed in connection with illumination (pages 84, 97), ultramicros- 
copy, (page 214), photomicrography (page 247), and metallo- 
graphs (page 127). Diaphragms are also of considerable im- 

Various screens may be located in the optical system to cut off internal 
reflections of stray light, but their openings are always large enough to permit 
the passage of all image-forming rays, so that they do not act as either field 
or aperture diaphragms. 
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portance in conoscopic observation of the interference figures of 
crystals (page 288 ).^® 

It should be borne in mind that the various diaphragms of 
of an optical system, though imaged in identical planes, are not 
optically equivalent. The aperture diaphragm of the condenser 
governs obliquity of illumination and contrast; that of the 
objective, its resolving power and depth of focus; the eyepoint, 
the quality of the retinal image. The area of the light source, 
acting as a field diaphragm, governs uniformity of illumination 
and glare from stray light; the eyepiece diaphragm, the area 
of the field only. Each of the several aperture or field diaphragms 
has its particular function which cannot be adequately filled by 
any other diaphragm. 

In the various diagrams of the optical systems of apparatus possessing 
field or aperture diaphragms, the same designations have been used in order 
to facilitate comparisons and to emphasize analogies. F, Fi, Fz refer to field 
diaphragms or to the location of objects or real images, and A, Ai, Ai to 
aperture diaphragms. 



CHAPTER II 

MICROSCOPES FOR USE IN CHEMICAL LABORATORIES 


The optical systems of all compound microscopes are essen- 
tially alike, in that they comprise an objective, an eyepiece, and, 
usually, a condenser. The mechanical design and construction 
of the instruments vary greatly with different makers. 

GENERAL MECHANICAL FEATURES OF MICROSCOPES 
The stand of an}^ microscope serves primarily to support the 
object and the various parts of the optical system in proper 
relation to each other. Its essential features are 

l“The body-tube, to carry the objective and the eyepiece. 

2- The focusing apparatus, to move the lens system. 

3- The stage, on which the specimen is placed. 

4- The substage, in which the illuminating apparatus is 
mounted. 

The body-tube should be provided with a graduated telescoping 
extension, the draw-tube, in order that the tube length may be 
varied (page 5). If the range is from about 150 mm. to 180 mm., 
it will allow sufficient adjustment for micrometry (page 398), will 
permit the use of objectives of different corrections (page 18), 
will enable the tube to be shortened if a vertical illuminator is 
attached (page 123), and will serve as a means of correcting for 
variations in cover-glass thickness (page 26). The user should 
ascertain whether the tube length indicated by the graduations 
includes the revolving nosepiece, the vertical illuminator, or other 
attachments which may be fastened to the tube at the time of 
purchase. 

The draw-tube should not move too freely, in order to avoid 
creeping from the weight of any attachments such as filar microm- 
eters, spectroscopic eyepieces, or cameras, which may be placed 
upon it. 

^ A number of points in connection with the design and construction of 
stands for general use are given in The Miaroaco'pe^ A Symposium. Edited 
by F. S. Spiers (Chas. Griffin Co., London, 1920). See also the descriptions 
of microscopes by Krause: Enzyclopadie der Mihroskopischen Technikf II 
Band (Berlin, 1926), pp. 1494-1512. 
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The dimensions of the body-tube are almost universally stand- 
ardized, the opening to carry the objective being threaded ac- 
cording to the screw gage of the Royal Microscopical Society.^ 
The standard inside diameter of the upper end of the draw- 
tube is likewise fixed at 23.2 mm., for use with ordinary eyepieces. 
If eyepieces of large diameter are to be used, the diameter of both 
the body-tube and the draw-tube are greater, and an adapter 
should always be provided with monocular microscopes, to permit 
the use of eyepieces of standard diameter. 

Most manufacturers supply an extra large body-tube with 
their more expensive stands for photomicrography, but this wide 
tube serves no useful purpose unless the entire upper end including 
the sleeve of the draw-tube is removable for low power photo- 
micrography without an eyepiece (page 242) and unless there 
is also supplied with the instrument a special adapter to connect 
it with the camera, when the draw-tube is removed. 

Objective changers. — In general microscopic work frequent 
changes of objectives are necessary, to vary magnification or 
working distance, or obtain better resolution, etc. To avoid the 
inconvenience and loss of time from unscrewing one objective 



Fig. 17. Dust-proof Re- 
volving Nosepiece. 


and inserting another, various devices are 
attachable to the body-tube. Of these, 
the revolving nosepiece is preferable for 
chemical work; it should be of the dust- 
proof construction shown in Fig. 17. 
Three or four objectives are thus perma- 
nently attached to the microscope, and 
are instantly available with a minimum of 


handling. If they are parfocal, interchange is possible with little 
or no refocusing. The centration of the fields of the different 


objectives, when used on a well made revolving nosepiece, is 
usually perfect enough for all ordinary work, and the ease of 


manipulation outweighs the slight re-centering of the object which 
may be necessary when shifting to high powers.^ 


2 If it is easily accessible, the lower end of the draw-tube should be simi- 
larly threaded, for the insertion of objectives of great working distance. 

® If the objectives are carefully adjusted on the nosepiece by means of 
paper washers, practically perfect centration and parfocalization may be 
obtained. Revolving nosepieces with individually centerable objective 
openings are supplied on the polarizing microscopes of Zeiss-Winkel. 
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The clutch objective changer shown in Fig. 22C is superior to 
revolving nosepieces as regards centration but requires that the 
microscope shall be thrown completely out of focus whenever 
objectives are interchanged. 

Maximum precision of centration, such 
as is sometimes necessary in photomicro- 
graphic work at high magnifications, is 
made possible by the use of sliding ob- 
jective changers of the type shown in 
Fig. 18. The plate a is screwed to the 
lower end of the body-tube, and serves 
to receive the individual slides 6, to which 
the different objectives are permanently 
attached and centered by the screws S, S'. 

A special case for holding the objectives 
while on their slides is desirable for use 
with sliding objective changers. 

The focusing apparatus ordinarily consists of a rack and pinion 
coarse adjustment, and some form of fine adjustment. Since 
the coarse adjustment is often used for fairly accurate focusing, 
it should operate smoothly and without lost motion. Its bearings 
should be adjustable, to take up wear; the friction should be 
sufficiently great to prevent downward creep from the weight of 
any accessories which may be attached to the draw-tube. The 
upper limit of the range of the coarse adjustment should be as 
high as possible, to permit the examination of thick objects on 
the stage by means of objectives of long working distance. 

The fine adjustment is one of the most important mechanical 
features of any microscope used for medium or high magnifica- 
tions. It must be so perfectly made that the position of a high 
power objective may be controlled with an accuracy comparable 
with its depth of focus — in other words, to less than 0.001 mm. 
Lost motion and “ lag ” are particularly objectionable, and 
should not be detectable in a well made movement. If they 
develop with use, the instrument should be returned to the 
maker for cleaning and readjustment. Rugged construction is 
to be desired but the fine adjustment should be operated care- 
fully, and never forced if it has been turned to the limit of its 
range. For most work a moderately quick motion screw on the 
fine adjustment is preferable to one which requires considerable 
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movement to focus an objective of medium power. Very sensi- 
tive fine adjustments are necessary for work at high magnifica- 
tions, however. The head of the fine adjustment should be 
graduated,^ to serve as a micrometer for vertical measurement 
(page 407). 

The stage should be wide, with plenty of space beneath the 
handle arm for large specimens. Rectangular stages, although 
popular for biological microscopes, are not as satisfactory for 
general work as are rotating stages. The circumference of the 
rotating stage should be graduated in degrees. Some means of 
locking the stage against rotation, when using a mechanical stage, 
is a desirable adjunct. Centering screws should be provided 
(page 273); they are also convenient for limited movement, as 
an occasional substitute for a mechanical stage. 

The central opening in the stage should be at least 25 mm. 
in diameter, to permit condensers having large mountings to be 
raised level with the upper surface of the stage. If the entire 
stage (and its bearings) is easily removable, hot stages or other 
accessories can be inserted in its place, and cleaning and lubri- 
cation are facilitated. 

The substage, in practically all modern microscopes, consists 
of a holder for the condenser or other illuminating apparatus. 
This holder is movable vertically by a convenient quick-acting 
screw, or a rack and pinion. If the opening of the substage is a 
simple ring, its inside diameter should be 38.8 mm., to permit 
the interchange of standard condensers.® The movement of the 
substage should be smooth and accurate, so that high-aperture 
condensers or dark field illuminators may be focused with pre- 
cision. Some means of centering the substage should be provided, 
if such accessories are to be used. 

The mirror should swing to one side, if possible, and should 
be reversible, plane and concave. Lowering the substage should 
not disturb its position. 

^ The value of one division of the graduations is seldom marked on the 
stand, but can be found in the maker^s catalog. 

^ The microscopes of Zeiss have a somewhat smaller substage ring, so that 
condensers by other manufacturers cannot be used without special adaptation. 
Substages in which the illuminating apparatus is carried in a fork or slide may 
not allow the use of standard condensers unless constructed to meet this 
requirement. The condensers made by E. Leitz are of slightly larger diam- 
eter than the standard. 
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The frame of the microscope should be of roomy dimensions, 
and easily handled, with a low center of gravity.. The instrument 
should be perfectly steady even when inclined to the horizontal 
position. 

The finish should be smooth, black and chemically resistant. 
Polished brass parts should be as few as possible, to minimize 
annoying reflections and to insure a more permanent finish. 

MICROSCOPES FOR CHEMICAL USE 

The problems in which the chemist is called upon to use the 
microscope are so diverse in their nature, the materials to be 
examined are of such differing size, form, and structure, the 
examinations involve such a wide range of magnification and 
illumination, and the properties which must be determined are 
so numerous, that it is safe to say that no single instrument will 
meet all requirements and all conditions. Before deciding upon 
any given style or model of instrument, the intending purchaser 
should therefore consider carefully the kind of work for which 
his instrument will most frequently be utilized. 

Until quite recently the microscopes available have been de- 
signed primarily for biological work, and are of limited application 
in the enormous variety of investigations which arise in chemistry 
and technology. As time goes on, however, instruments of more 
universal character are being developed, to extend the capabilities 
of the microscope beyond that of a mere magnifier. Highly 
specialized types of apparatus are also being manufactured to 
meet the need for microscopes designed primarily for the rapid 
and accurate examination of certain classes of materials such as 
crystals and metals. 

In addition to the requirements already mentioned as applic- 
able to all microscopes, the chemist should be guided in his selec- 
tion of an instrument by a consideration of which model will 
permit the maximum ease and completeness of observations with, 
polarized light. 

The essential features of a polarizing microscope are discussed 
in detail in Chapter IX. Since their incorporation need not 
decrease the usefulness of the microscope for ordinary work, any 
instrument selected by the chemist should possess as many of 
them as possible, without loss of simplicity or sacrifice of the 
basic requirements which have been discussed. 
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To permit the fullest use of nicol prisms they should be attach- 
able to the microscope in definite positions, crossed with respect 
to each other. A stud on the mounting of the polarizer should 
engage a notch in the substage ring or fork. The draw-tube 
should be keyed ” to move up and down without rotation. 
The collar, which is mounted on the upper end of the draw-tube 
and carries the analyzer, should engage a notch or stud so that 
its position will always be the same with respect to the micro- 
scope as a whole. The nicol prisms may thus be removed and 
replaced in the proper “ crossed position. A notch in the upper 
edge of the draw-tube is also necessary, to engage a stud on the 
eyepiece. The crosshairs in the eyepiece must represent the 
planes of vibration of the two nicol prisms, when crossed. 

The general specifications for a simple chemical microscope 
may be summarized as follows : 

1- Stand. Substantial, roomy, adaptable. To take objec- 
tives, eyepieces, and condensers of standard dimensions. 
Finished entirely in black. 

2- Body-tube. Draw-tube keyed, with stud for collar to 
carry analyzer and notch for stud on eyepiece. Graduations 
to include nosepiece. 

3~Coarse adjustment. Maximum range possible. 

4- Fine adjustment of moderate sensitivity. Graduated in 
divisions and revolutions, with value indicated. 

5- Revolving nosepieces. For three objectives. Selected for 
good centration. 

6- Stage. Rotating, of maximum diameter. Graduated in 
degrees. Centerable by two screws, and readily removable. 
Lock screw, to prevent rotation. Provision for attaching a 
mechanical stage. 

7- Substage. Focusing. Accurately centered, or centerable. 
Of standard diameter. Notch for stud of polarizer mounting. 

8- Polarizer. Nicol prism, rotatable, with pointer and click 
at zero setting. Stud in mounting, to engage notch in sub- 
stage. Plane of vibration indicated by the vertical crosshair 
of the eyepiece. 

9- Analyzer, Glan-Thompson prism, rotatable, graduated. 
Plane of vibration indicated on mounting. Carried in collar 
which engages a stud on the draw-tube. Provision for in- 
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serting a 1st order red ” plate below analyzer. Plane of 
vibration of analyzer indicated by lateral crosshair. 

10- Objectives. The higher powers to be parfocal, and all 
to be centered on the revolving nosepiece. 

11- Eyepieces. Crosshaired, with stud to engage notch in 
draw-tube. Crosshairs must 


indicate planes of vibration 
of “crossed” nicol prisms. 

12-Condenser. Abbe, 
with iris diaphragm, or sepa- 
rable condenser above polar- 
izer. 

The above essential require- 
ments are met by the latest 
models of chemical micro- 
scopes by several makers, the 
chief differences being in the 
manner in which these fea- 
tures have been incorporated 
in the instruments. 

The Bausch & Lomb Chemical 
Microscope (Fig. 19) possesses a 
standard substage ring, in which 
the polarizer or other illuminating 
apparatus can be readily mounted, 
A ‘‘1st order red’' plate may be 
inserted between the eyepiece and 
the cap analyzer. A small mechan- 
ical stage may be attached to the 
rotating stage, so as to move with 
it. As a substitute for the ordinary 
polarizer, a nicol prism with a small 
separable condenser attached may 



Fig. 19. Chemical Microscope 
(Bausch & Lomb). 


be obtained, for use in illuminating 


with convergent polarized light in the study of interference figures. The 
upper lens of this condenser may be swung aside, to furnish illumination for 


fields larger than that of a 16-mm. objective. An iris diaphragm is attached 
below the polarizer. 


A body-tube having the analyzer arranged to slide in or out, and with a slot 


for the insertion of a quartz wedge or other compensators, may be ordered 
instead of the standard tube. This equipment, together with the polarizer 
and swing-out condenser described above, makes the instrument equivalent 
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to a simple type of petrographic microscope, and greatly extends its usefulness 

and convenience for the study of 
the optical properties of crystals. 

The Spencer Lens Company’s 
Chemical Microscope (Fig. 20) is 
equipped with a fork-type substage, 
for rapid and precise interchange of 
the polarizer and other illuminat- 
ing apparatus. Simple adapters, of 
standard diameter, permit any make 
of condenser or dark field illumi- 
nator to be used with the instru- 
ment. A slot, with dust-proof 
shutter, for compensators is pro- 
vided in the lower end of the body- 
tube. The plane of vibration of 
the analyzer is indicated on its 
mounting — a great convenience in 
determining refractive indices of 
doubly refractive materials. 

Instead of the simple polarizer, 
a polarizing apparatus may be ob- 
tained, which is particularly con- 
venient for general work as well as 
for the study of the optical prop- 
erties of crystals (Fig. 21). It 
carries a separable condenser, the 
top lens of which is easily swung 
aside in case it is necessary to illu- 
minate a very large field. The po- 
larizer may be readily removed, the 
condenser and iris diaphragm being 
left in place for illumination with 
unpolarized light; or the entire condenser may be removed from the polarizer. 
The illuminating apparatus 
is centerable by two screws, 
as an aid in obtaining sym- 
metrically convergent illu- 
mination and in the exami- 
nation of interference fig- 
ures. 

The revolutions of the 
fine adjustment are indi- 
cated by a micrometer 
scale and the value of 
the divisions is marked in 
microns. The mechanical 
stage described on page 71 
may be attached to the stage of the microscope so as to rotate with it. 



Fig. 20. Chemical Microscope 
(Spencer Lens Co.). 



Fig. 21. Polarizer with Swing-out Condenser, for 
Convergent Polarized Light (Spencer Lens Co.). 
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The Leitz Chemical Microscope (Fig. 22) is equipped with a clutch-type 
centerable objective changer, C, but a revolving nosepiece can be substituted 
if desired. A small mechanical stage may be. attached to the rotating stage. 
The slot for compensators is located between the eyepiece and the cap analyzer. 
A small condenser may be screwed on the top of the polarizer mounting, for 
use in observations with convergent 
polarized light. 

The crystallographic microscope 
shown in Fig. 23 has been designed 
to afford the maximum facilities for 
general work, and particularly for 
the observation of optical properties 
with polarized light.® It incorpo- 
rates the standard features of a 

petrographic ” microscope, with 
modifications to render it more suit- 
able for the various investigations 
of the chemical laboratory. 

The analyzer A is carried in a slide 
in the body-tube, and is rotatable 
through 90° to render it parallel with 
respect to the polarizer. It is fitted 
with a compensating lens to correct 
for shift of focus and astigmatism. 

The Bertrand lens B is provided 
with an iris diaphragm, for obtain- 
ing interference figures from only a 
part of the field, and can be focused 
by moving the draw-tube. The eye- 
piece is equipped with a movable 
eye lens, for focusing its crosshairs, 
and is keyed to the draw-tube. 

Two centering screws C with lock- 
ing device, at the lower end of the 
body-tube serve for adjusting the ^2. Chemical Microscope 

centration of the .objectives. Com- (Leitz). 

pensators, such as the 1st order S, S, Screws for centering objectives 
red’’ plate R and the quartz wedge of clutch objective changer, c. 

Q, are inserted in a slot O which may 

be closed by a dust-proof shutter. A revolving nosepiece facilitates rapid 
interchange of the objectives, which are parfocalized and centered wdth 
respect to each other.^ The fine adjustment is graduated. 

® This instrument may be obtained on special order from the Bausch <Sc 
Lomb Optical Co., Rochester, N. Y. 

A convenient set of objectives, possessing exceptionally long working 
distances and large fields, is as follows: Leitz 24 mm., 0.21 N.A., 16.5 mm. 
working distance; Leitz 13 mm., 0.40 N.A., 3.4 mm. working distance; 
Watson -J- inch, 0.80 N.A., 1 mm. working distance. 
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The stage S is particularly convenient for studies of small crystals; its 
entire top (95 mm. in diameter) is movable over a range of nearly 1 cm. by 
means of the two coordinate micrometer screws M. In examination at low 
powers the specimen can be moved about freely by hand, and when some 



Fig, 23. Crystallographic Microscope (Bausch Lomb) with Compen- 
sators and Wright Diaphragm for the Study of Interference Figures of 
Small Crystals. 

detail is to be studied at a higher magnification, its centration is easily effected 
by the screw movements. The stage is graduated in degrees, and is provided 
with a vernier reading to 0.1°; its central aperture is 32 mm. in diameter, 
with a reducing disk having an opening of 19 mm. for use with small object 
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The substage is of the rack and pinion type, and carries a nicol prism in a 
graduated revolving mount with a click at zero. The polarizer P is large 
enough not to restrict the aperture of the three-lens condenser mounted above 
it, and may be swrung aside without disturbing the condenser. The condenser 
has a numerical aperture of about 1.10, and its focal length is great enough to 
allow illumination of the entire field of a 16-mm. objective. It possesses an 
iris diaphragm, and its two upper lenses may be turned aside by the knurled 
head H, to give less convergent illumination over a larger field. 

The entire substage may be racked off and replaced by another with a ring 
of standard diameter, equipped with centering screw^s, to permit the attach- 
ment of a full size condenser, or a dark field illuminator or cardioid ultramicro- . 
scope. 


BmOCULAR MICROSCOPES 

Any microscope which enables both eyes to be used for ob- 
servation of the same field may be called a binocular microscope, 
but the various types differ greatly in their advantages and in 
their optical construction. Ordinary binocular vision with the 
naked eye is superior to monocular vision, not only because the 
function is shared by two eyes but because the perception of 
distances is greatly facilitated. The appreciation of “ depth ” 
or relief ” in objects is due chiefly to stereoscopic vision, by 
which the images in the observer’s eyes differ slightly.® All 
binocular microscopes have some provision for adjustment for 
interpupillary distance, which varies with different observers. 
This adjustment must always be carefully made, if the advantages 
of binocular vision are to be utilized. Some means of varying 
the focus or the magnification to compensate for differences 
between the right and the left eye is usually a part of the optical 
system. The eyepieces used should be selected or “ paired ” 
so as to be practically identical in their optical properties. 

There is little reason to believe that proper use of a monocular 
microscope, especially if both eyes are alternately employed, 
causes any undue eyestrain; there is also little reason for believing 
that using both eyes simultaneously halves the strain for each. 
The chief justification for the use of binocular microscopes is in 

* Siedentopf: Zeiis. vdss. Mikros, 41, 16 (1924). 

Herbst: Ibid. 42, 270 (1925). 

Carpenter: The Microscope and Its Revelations (London, 1901), pp. 90~ 

106. 

Marshall and Griffith: Introduction to the Theory and Use qf the Micro- 
scope (London, 1928), pp. 63-72. 
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the interpretation of the structure of three-dimensional objects, 
for which stereoscopic vision is invaluable. 

Stereoscopic vision in the binocular microscope is dependent 
on the formation of slightly different images in each eye. This 
may be accomplished in two ways: 

1- By means of a separate compound microscope for each 
eye, directed at the same object from slightly different angles. 

2- By dividing and modifying the rays from a single objective, 
so that different images are produced in each eye. 

Greenough binocular microscopes make use of the first of these 
methods, having two objectives, two body-tubes, and two eye- 
pieces. The two systems converge upon the same field, and just 
as in vision with the naked eye their images are slightly different, 
resulting in true stereoscopic vision and a striking vividness of 
the third dimension. 

Because the two compound microscopes cannot be directed at 
the same field if their objectives are of very short focal length 
and working distance, 18-mm. objectives are the highest powers 
commonly available. Their apertures are low, and their magni- 
fication is more or less empty,^^ especially if high powered eye- 
pieces are used. However, Greenough binocular microscopes are 
not generally used in the study of fine detail, and this enlargement 
of the image aids considerably in manipulations under the micro- 
scope. The low aperature of the objectives gives great depth of 
focus, which is particularly advantageous in the examination 
of thick or irregular objects, and permits exceptional flatness of 
field and long working distance. 

Greenough type binocular microscopes are further characterized 
by erecting Porro prisms in each body-tube, which serve to re- 
invert the image and to permit objects and movement to be seen 
right side up.^' The adjustment for interpupillary distance is 
made by rotating the body-tubes with their offset eyepieces so 
that their eyepoints are centered with the pupils of the two eyes 
of the observer.® 

® The instruments recently manufactured by the Spencer Lens Company 
are given an exceptionally wide field by the use of wide body-tubes and 
large-diameter eyepieces. The convergence of the eyepieces is also made less 
than that of the objectives to minimize strain on the converging muscles of 
the eyes. The eyepieces of a recent model of Greenough binocular microscope 
made by E. Leitz, Inc. are parallel, for a similar reason. 
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High power condensers are superfluous for Greenough binocular 
microscopes, on account of the low aperture of the objectives used. 
However, a large plano-convex lens aids in securing uniform 
illumination, but the mirror (plane or concave) is ordinarily 
sufficient. 

The stereoscopic, erect image, ample working distance, and 
great penetrating power of the Greenough binocular microscope 
render it ideal for all examinations where realistic appearance 
and ease of manipulation of the object are essential, and where 
high magnifications are not required. It forms an exceedingly 
valuable adjunct to a higher power chemical microscope,’^ and 
serves admirably to bridge the gap which too often exists between 
macroscopic and microscopic appearances. 

Greenough binocular microscopes are especially useful in ob- 
taining samples, separating ingredients of mixtures, preparing 
specimens for detailed study at higher magnifications, and in 
performing various mechanical operations under microscopic 
observation. 

One of the most satisfactory types of this instrument is illustrated in Figs. 
24, 25. The numerous possible positions of the microscope and arrangements 
of the stage and the object are evident without detailed discussion. Speci- 
mens of almost any conceivable shape may be examined; the stand, having 
an inclination joint, may also be used in a horizontal position for viewing the 
interior of chemical apparatus, furnaces, etc. 

The prism chambers c.c' (Fig. 24) turn through a small arc in order that the 
eyepieces may be adjusted to the particular pupillary distance of each in- 
dividual worker. When properly adjusted, the observ^er, looking into the 
microscope with both ej’-es open, should see a single circular field. If two 
overlapping fields appear, or if the field is blurred so that both eyes cannot 
simultaneously see it, the distance between the eyepieces should be readjusted. 
A shutter, which automatically remains open, is fitted just above the objec- 
tives. By means of the lever s, either half of the instrument may be closed, 
so that the user can ascertain if both eyes are actually in use. The shutter 
also serves in adjusting the focus. One of each pair of the higher power ob- 
jectives is provided with a miUed collar m. The left microscope is focused, 
the right being closed by the shutter. Then the shutter is reversed, and the 
focus further corrected by means of the collar 7n of the objective on the right 
side of the microscope. The instrument should now be equally well focused 
for either eye, and the object being studied should stand out stereoscopically 
and the image be clear and distinct. 

The mounting of the body-tubes can be rotated, as shown in Fig. 25, in 
order that the worker may look into the instrument from the sides or front as 
the exigencies of the work may demand. 

The magnifications obtainable with this type of microscope lie between 



64 MICROSCOPES FOR USE IN CHEMICAL LABORATORIES 


about 3 and 330 diameters, with free working distances ranging from 70 mm. 
with the lowest power to 25 mm. with the highest. This is amply sufficient 
to permit working with a variety of tools upon objects lying on the stage. 
A revolving nosepiece carrjdng three pairs of objectives, an 3 '' of which are 
readily interchanged, is one of the most recent conveniences added to stands 
of this type. 



Fig. 24. Greenough Binocular Microscope (Spencer Lens Co.) with Lamp 
arranged for Inclined Illumination. 


The stage is completely removable, and carries either a glass or a bakelite 
plate. The opening in the latter may be closed by a metal disk, giving a con- 
tinuous flat surface. Beneath this opening is a rotating disk provided with 
one unobstructed opening for transmitted illumination, a ground-glass screen, 
an opaque white disk, and a black disk, any of which may be turned so as to 
give a variety of backgrounds against which to view the specimen. Remov- 
able hand rests attached to the stage greatly facilitate delicate manipulations. 

A number of other types of stands, designed for the study of large or irregu- 
lar objects (Fig. 25, E), are obtainable, A single optical system may be readily 
mounted on any of these, for use in the plant or laboratory. 
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Wide field attacliments for Greenough binocular microscopes or special low 
power stereoscopic binocular magnifiers are particularly useful for the exami^ 
nation of large fields at magnifications of 10 diameters or less. 

Monobjective binocular microscopes utilize the rays from a 
single objective, dividing them between two eyepieces. The 
division formerly was made at the back aperture of the objective, 
half of which served for each eyepiece. This involved a loss of 
resolution, for neither eye received the rays from the full cone 




Fig. 26. Combination Body-tube of Monobjective Binocular Microscope 
(Spencer Lens Co.). 

A — as a binocular. B — as a monocular. 

of the objective. It is now customary to effect the division of 
light so that the full aperture of the objective is available for one 
eye, and usually for both. A semi-transparent reflector, covering 
the entire back aperture of the objective, sends a full cone of 
rays, of approximately half intensity, to one eyepiece, and lets 
the remainder pass through to the other (Fig. 26 A). No loss of 
resolving power results from such an arrangement, and each eye- 
piece receives the same image. 

Various methods are used to furnish different images to the two eyes, in 
order that stereoscopic vision may be obtained. It is possible, by adjusting 
the distance between the eyepoints to somewhat less than is required, to 
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render them excentric with the pupils of the respective eyes. The irises act 
as aperture diaphragms at the eyepoints, to give the effect of unilateral oblique 
illumination from opposite directions, in each eye. The two retinal images 
are therefore shaded differently, and the impression of stereoscopic vision is 
received by the observer. 

The excentric position of the eyepoints and pupils of the eyes, essential in 
the above procedure, may be eliminated by the use of diaphragms which are 
mounted at the eyepoints and cover the inner half of the aperture. The effect 
of unilateral oblique illumination in each eyepiece, and of stereoscopic vision, 
may be enhanced by the use of a diaphragm with two excentric openings, in 
the aperture of the condenser. This diaphragm gives oblique illumination 
from opposite directions and reinforces the effect of the eyepoint aperture 
diaphragms so that a very striking thi’ee-dimensional image is obtained, 
even at high powers. 

Another method of obtaining stereoscopic \dsion at high magnification, when 
the eyepoint is small and diaphragms cannot be accurately adjusted to it, 
depends on the introduction of a suitable diaphragm in the body-tube. An 
image of the objective aperture is formed in the plane of this diaphragm by an 
auxiliary lens.^o This lens also serves to erect the image. 

All monobjective binocular microscopes may be used with standard objec- 
tives and eyepieces of any power, with a condenser, and with dark field or 
other special illumination. High resolving powder may be obtained, especially 
if no supplementary aperture diaphragms are employed. Their optical tube 
lengths are generally somewhat longer than those of monocular microscopes, 
on account of the reflecting prisms which lengthen the path of the light. 
Interpupillary distance adjustment is provided by means of a rack-and- 
pinion to move the eyepieces laterally (involving a change of tube length and 
magnification) or by an excentric moimting 'which permits their being rotated 
to different distances. The length of one body-tube is further adjustable, 
to compensate for differences in the two eyes of the observer. 

For highly critical work, micrometry, or photomicrography, the monoc- 
ular microscope is preferable to the monobjective binocular, and most 
manufacturers provide a means of replacing the binocular tube and prisms by 
an ordinary monocular body-tube, without altering the position of the ob- 
jective.^^ 

Binocular attachments are also available, by means of which the ordinary 
microscope may be converted into a binocular. These devices fit in place of 
the regular eyepiece, and are capable of yielding very satisfactory stereoscopic 
'vision, but they add considerably to the height of the microscope and are 
therefore inconvenient to use. 

Binocular vs. Monocular Microscopes. — The Greenough bin- 
ocular microscope has a field of usefulness which is unique, on 

Lihotzky binocular stereo attachment, made by E. Leitz, Inc. 

The Spencer Lens Company manufactures a most convenient binocular, 
which by a simple lateral displacement of the body, becomes a monocular with 
all the light going directly to one eyepiece (Fig. 26 , B). 
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account of its erect image and true stereoscopic effect. The 
virtues of the monobjective binocular microscopes are less marked. 
If they are not used so as to give stereoscopic vision, they possess 
only the doubtful advantage of dividing the image between both 
eyes. If aperture diaphragms are used to give a stereoscopic 
effect, resolution suffers somewhat, but the realistic appearance 
of objects in three dimensions aids greatly in the interpretation 
of their structures. 

The proper adjustment of a binocular microscope, involving 
interpupillary distance and independent focusing for each eye, 
is somewhat inconvenient and time-consuming, but the peculiar 
advantages of the instrument cannot otherwise be realized. The 
use of binocular microscopes requires that both eyes be main- 
tained exactly centered with respect to the two eyepoints. This 
necessitates holding the head and neck very rigid and causes 
greater muscular fatigue than does the use of a monocular in- 
strument. 


COMPARISON MICROSCOPES 

It happens not infrequently that it is found necessary to com- 
pare carefully several preparations of different samples. This 
is especially true in quantitative microscopy and in the estimation 
of particle-size. With ordinary microscopes it is necessary to 
place first one specimen and then another imder the microscope, 
making drawings, measurements, and mental notes of the appear- 
ance of each in turn. Comparison of the observations is largely 
a matter of visual memory, the process is not easy or rapid, and 
the results are not always trustworthy even when obtained by 
an expert. Photomicrography offers a fair solution, but here 
again the time required and the additional manipulations involved 
prevent its general application. 

Comparison microscopes are so constructed that the images 
of two different objects are brought into juxtaposition, so that 
they are simultaneously visible to the observer. 

Comparison eyepieces (page 37) afford an inexpensive means 
of obtaining the advantages of a comparison microscope, provided 
two compound microscopes with suitable stands and optical 
equipment are available. Accurate comparison work requires 
that both microscopes should have optical systems of identical 
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character. The stands should be of similar height, and should 
be capable of being placed sufficiently close together. 

Objects to be compared carefully by means of this instrument 
must necessarily lie in the same plane, in order to be seen at 
identical magnifications. If the difference in thickness is marked, 
the specimens may be supported 
on auxiliary stages (Fig. 53) ad- 
justed to bring their upper sur- 
faces to the same level. This, 
however, is possible only when 
no substage condenser need be 
employed. 

Comparison microscopes are in 
some respects superior to com- 
parison eyepieces, since their 
two body-tubes are permanently 
united on a single stand, and 
attached to an eyepiece in which 
half the field of each is seen. 

The optical system is essentially 
the same as in the use of the 
comparison eyepiece with two 
separate microscopes. 

The comparison microscope of Leitz 
(Fig. 27) consists of two body-tubes, 

B,B', with objectives, and an eyepiece 
in which half of each field is brought 
to juxtaposition by a system of re- 
flecting prisms P. The fine line of divi- 
sion between the two halves of the 
fields is vertical, and may be focused 
sharply by means of the rotating collar Fig. 27. Comparison Microscope 
of the eyepiece E. Both coarse and (Leitz). 

fine adjustments are pro\dded for 

focusing the two microscopes simultaneously; a screw collar, F, permits 
focusing one objective independently of the other, in case the object slides 
are of different thickness. 

The stand possesses a single stage, with two openings, and two complete 
substages, each equipped mth condenser, iris diaphragm, and mirror. The 
illumination can therefore be adjusted to give equal illumination in the two 

^2 Comparison eyepieces are seldom made sufficiently large to be superim- 
posed on stands with extra large rotating stages. 
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halves of the field, or regulated to permit the size, shape, and color of each 
preparation to be exhibited under optimum conditions. 


Simple magnifiers are often useful for manipulations, separating materials, 
or for low power examinations in the field. They give erect virtual images 
magnified as high as 120 X, though the lower powers are more convenient to 
use on account of their longer working distance and greater depth of focus. 
Simple magnifiers must be placed very close to the object (less than their focal 
length); hence adequate illumination is difficult with the higher powers. 
The eye must be placed as near to the lens as possible, in order to see the whole 
field. 

Simple magnifiers are designated by their focal lengths, and by their mag- 
nifications on the basis of 250-mm. image distance. The better grades are 
corrected for chromatic and spherical aberrations. The mountings may be 
suitable for pocket use, or for attachment to a focusing support (Fig. 28). 
Magnifiers for measuring carry an engraved scale in the lower focal plane. 



Pig. 28. Focusing Holder for Simple Magnifiers. 


Monocular erectmg microscopes (sometimes called dissecting micro- 
scopes) are optically similar to one-half of a Greenough binocular microscope. 
An erect image may be obtained with an objective of any power, and manipu- 
lations under the microscope are facilitated by the fact thaJt the image is not 
reversed. 

The wide field attachment made by the Bausch & Lomb Optical Company 
consists of a special high-eyepoint eyepiece and an objective mounted together, 
the whole constituting a low power (6X-10X) compound microscope with 
exceptionally wide field. The attachment is inserted in the upper end of the 
draw-tube of the microscope, the ordinary objective and eyepiece having been 
removed. It may be obtained with a micrometer scale in the eyepiece, for 
use as a measuring microscope in general laboratory practices. • 

Mechanical Stages. — In order to facilitate moving objects 
with precision and to insure certainty in covering a given area in 
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quantitative or search work, some form of device permitting 
accurate coordinate movement in the plane of the stage is essen- 
tial. Mechanical stages are designed for these purposes, and are 
almost indispensable accessories in a great variety of microscopic 
work. 

Attachable mechanical stages are preferable for general chem- 
ical work, especially since, if liquids are spilled, they may be 
completely removed from the microscope for cleaning. If pos- 
sible, they should be constructed so as to rotate with the stage, 
and when removed should leave its entire surface unobstructed. 
The mechanical stage should move freely, without rubbing 
against the surface of the stage. A piece of thick paper may be 
temporarily inserted beneath it, when it is being attached, to 
insure proper clearance. The range of motion should be at least 
sufficient to cover a 25-mm. square in the center of a 25 X 75-mm. 
object slide. 

Both movements of the mechanical stage should always be 
accurately graduated and provided with verniers, for measure- 
ment of specimens (page 396) and for taking the coordinates of a 
particular point on a preparation in order to facihtate future 
reference to it. Systematic examination of the entire area of a 
preparation is frequently required, as in quantitative analyses of 
mixtures, determinations of particle-size, search for foreign parti- 
cles or characteristic structures in foods, feeds, drugs, and other 
materials. To accomplish this, the specimen must be observed 
in the microscope while being displaced just sufficiently to expose 
an adjacent field to view. For “ sampling the preparation, 
fields may be chosen at intervals of, say, 3 mm. in successive 
rows 3 mm. apart. 

A type of attachable mechanical stage which is particularly suitable for use 
with the chemical microscope is shown in Fig. 29. It is fastened by a pin and 
a simple lock-screw to the top of the rotating stage, and can be turned with 
the latter. Both of the coordinate movements are graduated, and of ample 
range; the transverse one depends upon a rapid-acting screw, and the other 
upon a rack-and-pinion. When the mechanical stage is not in use the sur- 
face of the microscope stage is flat and unobstructed. 

The mechanical stage shown in Fig. 30 is also very convenient, though not 
so easily attached or cleaned as the one just described. In this type, a narrow 
slot is cut into the microscope stage. The opening thus made is provided with 
beveled grooves at the sides, into which slips a sliding metal plate, M, pro- 
vided with coordinate movements. When a perfectly plain stage is wanted, 
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Fig. 30. Mechanical Stage, Attachable to Rotating Stage 
(Spencer Lens Co.). 
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the mechanical stage is removed, and a plain black metal plate, P, is inserted 
in its place. The coordinate movements of the stage are made by rack-and- 
pinion actuated through the coaxial milled heads H,H'. This stage may be 
seen in place in Fig. 56. 

The rotating stage with movable top, described on page 60, is the least 
obtrusive and most convenient of all mechanical stages for centering small 
particles or for movements over a limited area. 



Fig. 31. Traversing Microscope, for the Examination of 
Large Areas (Leitz). 


The “ traversing microscope shown in Fig. 31 is useful for systemat- 
ically examing large samples of powdered materials, surfaces, etc. Its con- 
struction is obvious from the illustration. The microscope is made to traverse 
the entire stage by means of the screws R and S. A low power simple magnifier 
L is first employed, and when a particle is found which requires further study 
the compound microscope M is mounted in place of the lens L. Since the 
fields are concentric, this transition is easily effected many times in examining 
the area. 

The compound microscope is provided with a rack-and-pinion coarse ad- 
justment, and with a rotary-screw movement F which serves as a fine adjust- 
ment. 


^ Made by E. Leitz, Inc. 



CHAPTER III 


ILLUMINATION OF TRANSPARENT OBJECTS* 
LIGHT SOURCES 

Illumination. — The microscope does its part if it images accu- 
rately and clearly the appearance of the object on which it is 
focused. This appearance, however, is not an invariant property 
of the object but depends upon external factors as well as upon 
the inherent characteristics of the object itself. The most im- 
portant of these external factors is the illumination. It governs 
resolution, the visibility of fine details and of the object as a 
whole, the '' naturalness ’’ of the microscopic image, and the 
ability to interpret this image in terms of the structure from which 
it originates. Proper illumination technique is indispensable in 
critical microscopy, whereas unintelligent use of the wrong methods 
of illumination may neutralize the worth of the best objectives 
and eyepieces and may give images that represent but a small 
portion of the detail which is observable or that may actually 
falsify the apparent character of the object. 

The study of the optics of illumination is an essential part of 
microscopy, particularly for the purposes of the chemist, since the 
variety of materials which he examines is so great that the whole 
range of illumination procedures must be at his command. Routine 
methods of illumination are adequate for routine examinations 
where they have been tested, but inventiveness and ingenuity are 
required in dealing with objects presenting any unusual features. 

The noicroscopist should constantly strive to acquire experience 
and develop judgment in the recognition of structures by examining 
each of his specimens under varying kinds of illumination and noting 
how its aspect is affected. By so doing he will increase many-fold 
his ability to obtain the maximum information from each micro- 
scopic image and also his confidence in the validity of his observations 
on novel and unstudied objects, such as continually come to the 
chemist, for which no rules of procedure have ever been laid down. 

The precise description of appearances, so important in all 
chemical investigations, is possible only if the conditions of their 
observation are given with equal accuracy, and if the effects of 
varying types of illumination are understood. Exact and un- 
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equivocal terminology is particularly essential in recording micro- 
scopic observations and the illumination by which they were made. 

Visibility of Objects. — In most cases, the pattern of light and 
shade and color which is seen as a microscopic image exists in 
reality at the object, and could be observed with the naked eye, if 
the structure were large enough. The microscope serves chiefly to 
magnify this “stage picture.’’^ The development of the shadow 
and color pattern which serves to reveal the object and to differen- 
tiate it from the surrounding material is governed by; 

l~The structure of the object. 

2- The optical properties of the object. 

3- The character of the illumination. 

The structure of the object obviously governs the image by deter- 
mining its shape or outline. Furthermore, the structural details of 
the object properly appear in the image as patterns of light and 
shade or of color which may be traced back to the structure itself. 
The dimensions of these details determine their resolution and their 
visibility. Usually the relationship of the structure to the image is 
of the sort familiar to us in ordinary unaided vision and presents 
few new difficulties of interpretation. Certain anomalies of ap- 
pearance are discussed in the following pages, and in Chapter VI. 

The optical properties of the object are of the utmost impor- 
tance in image formation, and must be considered in relation to 
its structure and to the illumination supplied. Experience with 
ordinary objects, as seen by the unaided eye, does not go far in 
the interpretation of microscopic images, since other optical 
properties are utilized. The optical environment (such as the 
mounting medium) may vary considerably, and the methods of 
illumination are usually more complex. 

Microscopic objects are seen by virtue of: 

1- Refraction images. 5-Diffraction patterns. 

2- Color images. 6-Fluorescence. 

3- Polarization images. 7-Combmations of the above. 

4- Reflection images. 

The refractive index of a transparent object determines its 
refraction image, which consists of a shadow pattern representing 
its various surfaces and structures. If the refractive index of the 

1 The many factors which govern the formation of the stage picture ” 
are discussed in detail by A. E. Wright: Princijies of Microscopy (London, 
1906), pp. 3-89. 
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surrounding medium is identical with that of the object, no 
refraction image is possible, and the object will be invisible unless 
other properties (such as color, polarization, etc.) can be utilized 
to reveal its form.^ 

A considerable degree of transparency may be gained by the 
choice of a mounting medium of the proper refractive index, so 
that the interior structure of the object may be revealed. If, on 
the other hand, the difference between the refractive indices of 
the object and the surrounding medium is too great, the shadow 

outline is unduly emphasized and the 
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specimen may appear almost opaque in 
places, so that its inner structure is 
hidden.^ 

The refraction images of colorless 

Fio.32. Origin of Shading objects con^st of light and 

in Images of Transparent dark areas which may be traced back 
Objects. to their bounding surfaces. Wherever 

the light has not been directly trans- 
mitted, but has been deviated by refraction or reflection at some 
minute surface, this surface appears dark in the image and helps 
to reveal the structure of the object (Fig. 32). If the structural 
details are well within the linait of resolution, their integrated 
action on light may be thought of as simple refraction or reflection, 
but where their dimensions are very small (approaching the wave- 
length of light) their action must be analyzed in terms of diffrac- 
tion. Diffraction by transparent substances is whoUy dependent 
on the relative refractive indices of object and environment. 

The form and structure of the object are not diflSicult to inter- 
pret in simple cases, for the microscopist can always utilize the 
principles of refraction, reflection, and diffraction to work out 
the structure of unfamiliar objects. If the surfaces are not too 
complex, and if the direction of illumination is known, the origin 
of each bit of light and shade in the image may be traced to 
some detail of structure in the object (page 176). To the ex- 
perienced worker this process may become almost unconscious. 

Transparent areas in the image indicate surfaces which are 
more or less parallel in the object, and which lie perpendicular, or 
nearly so, to the axis of the microscope. If the inclination is 


2 Ice immersed in water is nearly invisible for this reason. 

® The considerations which govern the selection of a mounting medium 
are discussed on p. 167. 



VISIBILITY OF OBJECTS 


77 


great, these surfaces may appear less transparent, or even dark 
if the refractive index of the substance is less than that of the 
surrounding medium. Single inclined surfaces and surfaces 
meeting at an angle appear more or less opaque. Plane surfaces 
seen edgewise appear as dark lines. Curved surfaces have 
shading of varying intensity.^ Microscopic observations of color- 
less crystals, unstained textile and paper fibers, emulsions, pre- 
cipitates, white pigments, and other finely divided materials 
depend ordinarily on refraction images, which are interpreted 
as indicated above and in Chapter VI. 

In general, the action of the individual surfaces is obscured 
if they are illuminated from many directions simultaneously. 
Their shadows are lighted up, and their outlines become trans- 
parent and present little contrast with their surroundings. In 
thoroughly diffuse light, from all directions at once, a transparent 
colorless object is completely invisible.® Even a wide-angled 
illuminating cone from a high-aperture condenser may cause a 
serious loss of visibility.'^ High aperture objectives tend to give 
images of lessened contrast, for analogous reasons. 

The color of a transparent material depends on its absorption 
of light of certain wavelengths and the transmission of the re- 
mainder.*^ The hue observed with transmitted light is properly 
called the transmission or body color (page 191). Since absorption 
is an internal property, the refractive index of the surrounding 
medium will not affect the color of a substance, and a colored 
object is visible microscopically even if mounted in a medium of 
identical refractive index. Under these conditions, the object is 
seen solely by virtue of its color image and exhibits a high degree 
of transparency at its boundaries. 

Color images are little affected by the direction of the illumi- 
nation, and suffer little loss of contrast when a wide-angle con- 
denser is used, provided the light is not too brilliant. Colorless 

^ Spangenberg: Z&its. mss. Mikros. 38, 1 (1921) gives an exhaustive 
discussion of the optical origins of the various appearances at the boundaries 
of objects, under different conditions of illumination. 

® Wood: Physical Optics (1919) p. 99. 

® One might consider the central rays from the condenser as yielding a 
dark image on a bright field, and the highly oblique rays as furnishing dark 
field illumination (p. 43) which gives a bright image on a dark field. The 
combination of the two results in a very imperfectly contrasted refraction 
image. 

^ Colors depending on structure are discussed on pp. 192 to 196. 
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objects are frequently dyed or stained in order to obtain color 
images of them which are less dependent on the illumination and 
may reveal certain differences in chemical nature. The realism 
of color images and the ease of interpreting structures by them 
are usually distinctly less than in the case of refraction images, 
because of their similarity to colored silhouettes. 

Color images, or combinations of color and refraction images, 
are the basis of microscopic observations of materials such as 
colored crystals, dyed or stained fibers, foods, leather, and other 
naturally or artificially colored substances. 

The double refraction of optically anisotropic substances enables 
them to be seen by virtue of their polarization colors (page 280). 
Such polarization images do not depend upon the refractive index 
of the substance as compared, with the surrounding medium, or 
upon its body color. The object is examined between crossed nicol 
prisms, and appears luminous and colored against a dark field. 

Polarization images are restricted to doubly refractive objects, but 
are very useful since they utilize an additional set of properties, in- 
dependent of the optical environment of the specimen. The visibility 
is high, inhomogeneities and differences of thickness or orientation 
are revealed, and adjacent isotropic material is rendered invisible. 

Examination between crossed nicols, purely as a method of 
revealing structural features, is invaluable in the study of textile 
and paper fibers and other animal or vegetable tissues, plastics, 
or colloidal aggregates. The more precise applications of the 
phenomena of double refraction are discussed in Chapter IX. 

The reflecting power of opaque objects renders possible the 
examination of their surface characteristics. If the hue of the 
reflected light is different from that of the incident light the 
substance exhibits a surface color, due to its selective reflection 
(page 191). The reflecting power of transparent substances is 
low, and is dependent upon their refractive indices; they are 
therefore usually examined by transmitted light. Metals have 
high reflecting powers, not appreciably affected by the refractive 
index of the surrounding medium; they are studied almost entirely 
by reflected light. The reflection image, obtained by appropriate 
illumination of an opaque object, may be interpreted by the appli- 
cation of the laws of reflection and diffraction. Its details corres- 
pond to differences in the reflecting power of various parts of the 
object (analogous to a color image, though not necessarily colored) 
and to the variously arranged reflecting surfaces of the specimen 
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(analogous to a refraction image). The illumination of opaque 
objects by reflected light is discussed in Chapter IV. 

Diffraction patterns (page 13) are important in the imaging 
of fine structures of either transparent or opaque objects, though 
negligible so far as the larger features are concerned. In ultra- 
microscopy (page 212) they are the sole basis of the image. The 
visibility of the diffraction pattern yielded by an object point 
depends upon its relative refractive index (if the object is trans- 
parent) and upon its reflecting power (if the object is opaque). 
The brilliancy of diffraction effects is enhanced by illumination of 
high intensity, and is made more striking by the absence of all 
extraneous light. This principle is applied in dark field and 
ultramicroscopic illumination (page 213). 

Diffraction patterns and halos surrounding fine details of 
structure often give rise to anomalous effects which are likely to 
be very misleading. In order to avoid the falsification of minute 
dimensions, or the rendition of dark lines and points as bright, 
and vice versa, the utmost care must be taken in adjusting the 
focus as accurately as possible (Fig. 80). 

Fluorescence or luminescence is the property, exhibited by 
certain substances, of emitting light of a different color from that 
used to illuminate theni. Fluorescence is most marked with 
ultraviolet illumination, and may yield light of various colors 
that are more or less characteristic of the objects under examina- 
tion and therefore useful for purposes of identification. The 
fluorescent light may be masked if transmitted illumination is 
used, hence dark field illumination (page 87) is commonly em- 
ployed. The specimen appears self-luminous, not only at its 
surfaces but also in its interior, under these conditions. 

A great many substances have been studied by means of the fluo- 
rescence microscope (page 95). Natural and artificial organic ma- 
terials frequently show pronounced and characteristic fluorescence. 

Most microscopic images utilize combinations of the above properties of 
objects. Indeed, special procedures may have to be employed in order to 
isolate the effect of one property of the object from those of its other prop- 
erties. Certain types of images are mutually exclusive in practice, or in- 
terfere seriously with each other. 

Pure refraction images can be obtained only from colorless transparent 
objects, or colored objects illuminated by light of their own color. The 
•greater the difference in the refractive indices of object and surrounding 
medium, the greater will be the opacity of the shadows and the bolder the 
outlines of the object. 
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Pure color images require the elimination of all refraction effects by use 
of a mounting medium of the same refractive index as that of the object. 
If shadow outlines are present (particularly if they are broad and opaque) 
color observations may be difficult, since the hue of the object is visible only 
where light is able to pass through it. Color images are affected markedly 
by the hue of the illumination. 

Polarization images are interfered with by refraction effects, which may 
render the object almost opaque, and by absorption, which may superpose 
the body color of the object upon its polarization color. Objects mounted 
so as to be as transparent as possible give the best polarization images. 

Reflection images are very susceptible to changes in the direction of the 
illumination. They may also be color images, if the substance possesses the 
property of selective reflection. 

Methods of Illumination. — The various methods of illumina- 
tion which are used in microscopy are not peculiar to certain 
types of objects but are of general application. However, the 
procedure and the apparatus (though not the principles) of 
illumination are generally different for transparent and for opaque 
objects. For this reason the discussion of methods will be thus 
divided, but the reader is urged to keep in mind the numerous 
useful analogies in theory and technique which emphasize the 
essential unity of illumination principles. 

The relationships between the different types of illumination 
are shown in Fig. 33, which also indicates the gradation and 
lines of demarcation between them. 

ILLUMINATION OF TRANSPARENT OBJECTS 

Objects which are appreciably transparent, at least in thin 
layers, or which can be made transparent by decolorizing, are 
usually examined by transmitted light By its use the interior 
features are revealed in a manner which would not be possible 
if the object were studied by light reflected from its outer sur- 
faces. The low reflecting power of most transparent substances 
is another reason against the use of reflected illumination. 

Illumination by transmitted light is obtained from a light source 
or the image of a light source, placed on the side of the object 
which is away from the objective. The object is seen as a trans- 
parency, either as a color or a refraction image (or both), against 
an illuminated background. This is sometimes spoken of as 

bright field ” illumination. 

IHumination by the Mirror. — In the ordinary microscope the 
light is reflected upward through the object by means of a re- 
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versible mirror placed below the stage. If the plane mirror is 
used, only the direction of the light is changed. Diffuse light from 
the sky remains diffuse, and comes to the object from all direc- 
tions subtended by the area of the mirror. The intensity of the 
illumination is governed by the brightness of the light source. 



Fig. 33. Diagram Showing Relationships of Various Types of Illumination. 


The field illuminated is rather larger than the mirror unless a 
very narrow beam of light is supplied. If an auxiliary condenser 
is used to render the light parallel or convergent before it is 
reflected by the mirror, the illumination is much less diffuse and 
the field more sharply limited.- The method of illumination by 
means of the plane mirror alone is suitable only for low power 
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microscopy. Ground glass or white paper placed below the 
object will furnish similar diffuse illumination, over areas larger 
than the mirror. 

The concave mirror may be used for illumination by trans- 
mitted light. It serves chiefly to converge the light upon the 
object, giving brighter illumination over a smaller field. The 
light is somewhat diffuse, under ordinary conditions. 

If the mirror is centered with respect to the axis of the micro- 
scope, and tilted toward the Hght source so as to illuminate the 
field uniformly, the illumination is substantially symmetrical in that 
no more light comes upward in one direction than in another. This 
may be spoken of as axial illumination, but it must be borne in mind 
that the light may not be wholly parallel to the axis of the micro- 
scope but may strike the object at a variety of angles. The shad- 
ing of the refraction image is uniform on all sides. 

To test for the symmetrical character of the illumination a 
preparation of a viscous liquid (glycerine, gum arable solution, 
oil, etc.) into which air has been beaten is focused sharply. A 
tiny spherical air bubble, in the center of the field, should show 
a bright center and a dark border which are perfectly concentric.® 
There should be no swaying of the image if the microscope is 
focused up or down. 

If the mirror is swung to one side of the axis of the microscope, 
and adjusted so as to illuminate the field uniformly, oblique 
illumination is obtained. Here again the light is not strictly 
unidirectional though the intensity is much higher on one side 
of the object than on the other. This results in unsymmetrical 
shading and a realistic appearance of relief which is very 
useful in bringing out the third dimension of objects (Fig. 133). 
The use of oblique illumination in the determination of refractive 
index is given in Chapter XI. 

Illumination by means of the mirror alone is suitable only for 
low power microscopy, where large fields must be studied and 
where fine details are not important. Because of their simplicity, 
the above methods are largely employed below 100 X, and even 
at higher powers if polarized light is used. Greenough binocular 
microscopes require only this diffuse illumination, obtained either 
by the mirror, by a translucent screen of ground glass, or by a 
white background beneath the object. 

8 Gage: The Microscope (1925), p. 112. 
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Illumination by means of the Condenser. — The use of the 
mirror alone does not permit accm^ate control of the direction 
and intensity of the illumination, or of the area of the field illu- 
minated. Only a small degree of convergence of light is possible 
(< 0.25 N.A.), and objectives of high aperture cannot be “ filled 
with light.” For work at medium or high powers, the use of 
some form of substage condenser and diaphragm is essential 
The optical properties of condensers are discussed in Chapter I. 

Axial transmitted light (A, A\ Fig. 33) may be readily obtained 
by means of the condenser. By adjusting the mirror to give 
symmetrical illumination, and closing the iris diaphragm to a 
small aperture, only rays which are practically parallel to the 
axis of the microscope are transmitted. Lowering the condenser 
has an effect similar to closing the iris diaphragm (Fig. 14, A, /). 
The direction of the light reflected into the aperture of the con- 
denser influences the direction of illumination, and it is always 
advisable to test for strictly axial light by means of an air bubble 
(page 82) or by noting whether there is swaying of the image as 
the focus of the microscope is changed. If the condenser is not 
centered with respect to the axis of the microscope it may be 
impossible to obtain strictly axial illumination. 

If the iris diaphragm is not attached to the condenser but is 
in a separate excenterable mounting, it is important that the 
position where it is exactly centered should be denoted by a 
click ” in the mechanism, and that it should remain centered 
if the de-centering apparatus is rotated. The centration of the 
diaphragm may be tested by observing it at the back aperture 
of the objective, the condenser being absent. 

By properly adjusted axial illumination, the direction of the 
light is definitely controlled. The shaded outlines of refraction 
images are symmetrical, and much bolder than with diffuse or 
convergent light. Contrast is increased, but diffraction patterns 
are accentuated, and resolution is lessened.^ 

Strictly axial illumination is valuable in the examination of 
objects of low visibility, which give faintly outlined refraction 
images. It is also useful in the interpretation of shading in terms 

® It should be borne in mind that, although light enters the object only 
parallel to the axis of the microscope, surfaces and other fine structures 
may deviate it, so that it leaves the object at various angles. If only axial 
rays are to be dealt with (as in the accurate observation of polarization 
colors, p. 283) an objective of very low aperture should be used. 
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of structure, in the observation of polarization colors, and in 
testing refractive indices (page 369). 

Convergent transmitted light (A, Fig. 14) is obtained when the 
condenser is placed so that the object lies in or near its upper 
focal plane (page 41), The condenser and mirror should be 
properly centered, in order that the illuminating cone may be 
symmetrical with respect to the axis of the microscope. The 
degree of convergence is regulated by the iris diaphragm, or by 
lowering the condenser. These manipulations simultaneously 
affect the brilliancy of the illumination, as well as its convergence. 
The diaphragm is ordinarily adjusted by trial, but for most 
preparations it need not be closed to less than two-thirds the 
aperture of the objective, as observed by looking down the draw- 
tube. The size of the field illuminated depends on the focal 
length of the condenser and on^the size and distance of the source 
of light (page 41). 

The mirror should always be placed so as to furnish symmetrical 
illumination. Swinging it to one side will give oblique illumina- 
tion, the direction of which is not easily controlled on account of 
internal reflections in the condenser. If necessary, the air bubble 
or the swaying of the image may be used as tests for proper 
adjustment of the mirror. 

If the condenser is off center, symmetrically convergent light may 
not be obtainable. With poorly corrected condensers, a consider- 
able quantity of stray hght may come to the object, and decrease 
the clearness of the image. Closing the diaphragm to give greater 
contrast may cause a loss of detail, as explained on page 13. 

Condensers of long focal length (page 41) do not require as 
perfect centration as those of higher aperture, on account of the 
large fields which they illuminate. The size of field illuminated by 
a short-focus condenser may be increased considerably by lower- 
ing the condenser so that the image of the hght source is enlarged 
and diffused by being far out of focus. The effective aperture 
of the condenser is decreased by this procedure. Long-focus con- 
densers are very frequently focused considerably above the plane of 
the object, to increase the area illuminated (jB, Fig 14). 

If the hght source is not of uniform intensity or flatness (in- 
candescent lamp filament, crater of arc lamp, sky with clouds 

w The relative angular cone of the condenser, as diaphragmed or lowered, 
may be observed at the back aperture of the objective (p. 47). 
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or trees) its image, projected in the field of the microscope, will 
furnish uneven illumination. This may be remedied by throwing 
the condenser just sufficiently out of focus to diffuse the image 
uniformly. 

The use of auxiliary condensers and diaphragms, to permit the 
regulation of the size of field and intensity of illumination with- 
out affecting its degree of convergence, is discussed on page 98. 

Symmetrical convergent illumination is employed in practically 
all critical work at magnifications greater than 100 X, and is 
highly advantageous at lower magnifications. It is essential in 
the examination of interference figures of crystals (page 288). 
The increased intensity of light is useful in the study of relatively 
opaque materials such as colored minerals and crystals, dyed 
fibers, thick sections of leather or other tissues, and similar speci- 
mens. The exact control of intensity and of degree of conver- 
gence is a great aid in the study of the internal structures of trans- 
parent substances, such as textile and paper fibers, food materials, 
crystals, and other microscopic objects. Careful regulation of 
the diaphragm opening will reveal numerous features which would 
otherwise be overlooked. This adjustment is fully as important 
as focusing the microscope, and each specimen should be studied 
with varying illuminating cones to be sure that the best possible 
visibility and definition have been obtained. 

Oblique transmitted light (BO, CO, Fig. 33) should always 
be used as a supplement to s^^mmetrical or axial illumination, 
the appearance of the object being noted as the conditions are 
varied. Oblique transmitted light is quickly and easily obtained 
with the ordinary condenser by screening all but one edge of its 
aperture (page 43). If no condenser is used, the mirror may be 
swung off center to give oblique illumination.^- Neither of these 
methods gives a very sharply defined illuminating beam, and the 
light is not strictly unidirectional. 

Unilateral oblique transmitted light is best obtained by means 
of an excenterable iris diaphragm below the condenser. A 
unidirectional illuminating beam of any degree of obliquity in 
any azimuth may be adjusted with considerable exactness, and 

The r61e of the condenser in “ critical illumination ” as an aid to resolu- 
tion is discussed on pp. 12 and 44. 

“ The optics and methods of oblique illumination are discussed by F. 
E. Wright: Amer. Jour Science (4), 36, 63 (1913). 
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maintained fixed for photographic purposes. Highly oblique 
(dark field) illumination (COC', Fig. 33) may be obtained; if 
the condenser is of distinctly greater aperture than the objective 
(page 43). The unsymmetrical shading which aids so greatly 
in achieving three-dimensional appearances with oblique illumi- 
nation is enhanced if objectives of low numerical aperture are 
used, since less of the light refracted by the object can be in- 
cluded. 

Oblique illumination should always be obtained by passing 
from symmetrical convergent or axial illumination, the mirror 
being kept centered if the condenser is used. Any of the above 
methods are suitable for most work, and since the change in the 
shading can be observed as the transition is made to oblique 
illumination they are invaluable as aids in the interpretation of 
refraction images. Emulsions, crystals, fibers, starches, and any 
objects possessing superposed structures may be very realistically 
observed and photographed, so that their three-dimensional 
character is apparent. In general, the direction of obliquity 
should be such as to send light crosswise of the structures (fissures, 
striations, crystal faces) which are to be accentuated. By ro- 
tating the stage, the changes in shading may be clearly brought 
out and the best orientation selected. 

Annular oblique illumination (page 43) is obtained by means 
of a hollow cone of rays, oblique in all azimuths and converging 
upon the object. In the case of examinations by transmitted 
light, the obliquity is such that no direct rays are included within 
the angular cone of the objective, and “ dark field ’’ illummation 
results (CO, DO, Fig. 33). The cone of rays must be focused 
on the object; it must be symmetrical; and it must be centered. 
If a condenser with central stop and annular opening is used, it 
must be well corrected, and of high aperture, in order to permit 
the use of objectives of considerable resolving power. For low 
powers the ordinary Abbe condenser, with central stop, is satis- 
factory but for higher powers special dark field illuminators are 
greatly to be preferred. The use of the condenser for differen- 
tial color illumination is described on page 94. 

A special three-leaved rotatable shutter made by the Spencer Lens 
Company is designed to permit the regulation of oblique illumination. 

The use of oblique illumination in the determination of refractive in- 
dices is discussed on p. 369. 
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Images with Dark Field Illuminatioa. — The image obtained 
with dark field illumination is apparently seH-luminous against 
a dark ground. It is essentially a negative of the refraction image 
with bright field illumination. Every surface, fissure, or particle 
in the object which deflects light appears bright instead of dark; 
even faint outlines appear brilliantly contrasted against the black 
background. The brightness of the image depends on the in- 
tensity of the light source, the darkness of the field, the con- 
centration of light by the illuminator, the light-grasping power 
of the objective, and the reflecting, refracting, and diffracting 
power of the object, as governed by its index of refraction as 
compared with that of the surrounding medium. Colored ob- 
jects, if mounted so as to give refraction images, show their body 
color faintly, by virtue of internal reflections which cause some 
of the light to be transmitted by them. Objects showing surface 
color (selective reflection) or fluorescence may exhibit different 
colors by dark field illumination than by transmitted light. 

The aberrations of objectives are particularly apparent with 
-dark field illumination, and false color effects may be observed 
if residual chromatic aberration is not taken into account. The 
resolving power of a given objective with dark field illumination 
may be fully as great as that with bright field illumination,^® 
provided the precautions indicated in the following pages are 
carefully observed. Objectives of the highest numerical aperture 
cannot be used, but the enhanced contrast in the image may 
compensate for this limitation. 

Types of Dark Field Illuminators. — Dark field illumination 
necessitates an annular illuminating cone of considerably higher 
aperture, and a dark cone of slightly higher aperture, than that 
of the objective. Ordinarily the convergence is obtained by 
reflection, since chromatic aberration is thereby eliminated. For 
this reason dark field illuminators are sometimes called “ reflect- 
ing condensers.”^® The necessary reflection is effected by two 
principal types of construction: 

1~A single paraboloid surface. 

2-Two spherical surfaces. 

^ Berek: Zeits. mss. Mikros. 41, 1 (1924). 

Siedentopf: Ibid. 32, 1 (1915). 

The history of reflecting condensers is given by Siedentopf; Zeils. wiss. 
Mikros. 24, 382 (1908). 

Siedentopf: KoUoid Zeitschnft 37, 327 (1926). 
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Paraboloid illuminators (Figs. 34, 37), such as those manu- 
factured by Bausch & Lomb and by Zeiss, consist of a block of 
glass shaped in the form of a segment of a paraboloid of revolu- 
tion. Parallel rays are reflected from its curved surface (by total 

reflection) and converge at the focus 
of the paraboloid. The central rays 
are stopped, so a hollow cone of 
light results. The obliquity of the 
illumination may be increased by 
reducing the annular aperture by 
means of an iris diaphragm, d, so 
that only rays near the focus are 
reflected. 

Paraboloid surfaces cannot be 
ground with absolute accuracy, so 
the convergence of the light is not 
perfect. This results in an appreci- 
able thickness at the apex of the 
illuminating cone, where the object 
is placed, so that the field of a 16-mm. objective may be almost 
entirely illuminated. The intensity of illumination suffers some- 
what, because such a large area is illumi- 
nated. The lack of perfection of con- 
vergence gives a certain latitude in focus- 
ing the illuminator. 

Two spherical reflecting surfaces (Fig. 

35) are used in a number of types of “ bi- 
spheric ” dark field illuminators.^® The 
rays enter through an annular aperture, 
are reflected (by total reflection) from a 

spherical cavity to a second (silvered) Dark Field niuminator 
spherical surface, and thence to the focus (Leitz). 
of the illuminator.^® 

The spherical surfaces may be ground with great accuracy and 
such illuminators possess a minimum of aberrations, and a very 
sharply defined focus.^® The convergence of light is so nearly 

^ Such as those of Spencer Lens Company and Leitz. 

The principle of these illuminators was developed by von Ignatowsky: 
Zeits. wiss. Mikros. 26, 387 (1909). 

2® Their corrections are discussed by Smiles and Barnard: Jour, Roy, 
Micros, Soc. 269, 365 (1924). 
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Fig. 34. Dark Field Illumina- 
tion, with Homogeneous Im- 
mersion Objective. 
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perfect that a relatively small field is illuminated, and the object 
must be placed exactly at the apex of the cone of rays. The 
intensity of illumination varies with different makes of instru- 
ments.^^ 

Maniptilation of Dark Field Illuminators. — Dark field illuminators re- 
quire somewhat greater care in adjustment than do ordinary condensers, 
but the necessary experience is easily acquired if principles are xmderstood. 
As a preliminary to work with the dark field illuminator the reader is urged 
to familiarize himself with the discussion by Gage^^ and if possible to examine 
the illuminating cone by means of a block of uranium glass. 

In all dark field illuminators the obtuseness of the illuminating cone is 
such that all rays strike the upper surface of the illuminator at an angle 
which is greater than the critical angle of glass in contact with air. Con- 
sequently, just as in the case of high-aperture condensers (page 45) these 
oblique rays will not emerge from the illuminator into air. It is therefore 
necessary to use a contact liquid between the top surface of the illuminator 
and the under surface of the slide. The object should not be mounted 

dry,’^ for the same reason. Homogeneous immersion oil is preferable as 
a contact liquid. The use of water limits the maximum niimerical aperture 
of the illumination to 1.33, and may entail the loss of part of the cone. If an 
objective of numerical aperture greater than 1.3 is used, the object should 
be mounted in glycerine (n = 1.47), Canada balsam (n— 1.54), or other 
highly refractive medium, in order that the light may not be totally reflected 
at the upper surface of the slide before it reaches the object. 

The numerical aperture of the objective determines whether dark field 
or bright field illumination will be obtained from any given illuminator. 
Theoretically, the numerical aperture of the objective need be only very 
slightly less than that of the dark cone of the illuminator. Practically, this 
is not strictly true, on account of the finite area of the field which must be 
illuminated, 23 and the stray light from internal reflections and diffraction 
at the edges of the reflecting surfaces. It is generally advisable to employ 
an objective the numerical aperture of w^hich is at least 0.10 smaller than 
that of the dark cone of the illuminator, in order to obtain a satisfactory 
black field which is free from haze. Most manufacturers state the maximum 
numerical aperture permissible with their illuminators, and it is well to keep 
10 to 20 per cent below this value. 

Until recently, 0.9-N.A. objectives were about the maximum that could 
be used with dark field illuminators. There was little justification for the 
use of oil immersion objectives, since their aperture had to be reduced by 
means of inserted diaphragms (Fig. 36) with a loss in resolution which ren- 
dered their resolving power no better than that of dry objectives. At present 

21 The cardioid condensers of Zeiss and Bausch & Lomb (p. 222) and the 
Jentsch ultracondenser of Leitz (p. 225), 'which are used as ultramicroscopes, 
are essentially the same in principle as the above dark field illuminators. 

22 The Microscope (Dark Field Edition, 1925), Chapter XII. 

23 Berek: Zeits, mss, Mikros. 40, 225 (1923). 
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a number of dark field illuminators are on the market which will function 
satisfactorily with objectives having numerical apertures of 1.10, 1.20 or 

even l.SO.^^ Special homogeneous 
immersion objectives of these aper- 
tures may be obtained, but it is 
preferable to use an objective which 
is fitted with an iris diaphragm, so 
that its aperture may be decreased 
just enough to give a satisfactory 
dark field with the minimum sacri- 
fice of resolving povrer (Fig. 5). 
By opening the diaphragm, the full 
aperture of the objective is in- 
stantly available for bright field 
examinations. 

The centering of dark field illu- 
minators is exceedingly important, 
particularly in the case of those 
having spherical reflecting surfaces. 
The tiny area illuminated must co- 
incide exactly with the field of the 
objective, which is of course very small in the case of high powers. Cen- 
tering screws (c, Fig. 37) are provided in the mounting for this purpose. 
Some illuminators have the 
location of their field indi- 
cated by a small circle 
engraved upon the upper 
surface. Before placing the 
object in position, this 
circle (which is invisible 
w'hen covered with a con- 
tact liquid) must be cen- 
tered with the field of the 
objective to be used, by 
means of the tw’o centering 
screws. A lower power objective may be used for preliminary centering; 
unless the microscope is provided with a well centered revolving nosepiece, 


Fig. 36. Methods of Reducing Nu- 
merical Aperture of Objectives for 
Dark Field Studies. 

D, D — removable diaphragms. 



Fig. 37. Paraboloid Dark Field Illuminator. 


24 ^^Bicentric” condensers of Leitz permit the use of objectives of . 
1.15 N.A. The Luminous Spot-ring Condenser ” of Zeiss may be used 
with objectives of 1,30 N.A. The preparation must be mounted in a liquid 
of 71 > 1.45. This rules out aqueous suspensions but non-aqueous mounting 
liquids may be used satisfactorily for many substances such as pigments 
and fillers; colloidal material in oils or reinforcing pigments in rubber may 
be examined at high resolution by this instrument. The “ Cassegrain 
dark field condenser (Watson & Sons) and the Special Focusing Dark 
Ground Illuminator ’’ (of R. & J. Beck) also permit the use of high-aperture 
objectives. The “ Bicentric condenser of Leitz is obtainable in quartz, 
permitting the use of ultraviolet light for fluorescence or extreme resolution. 
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the higher power objective should be substituted in the same opening. A 
centering adapter or sliding objective changers are useful aids in such work. 
Occasionally the substage ring of the microscope is so far out of center that 
the range of the centering screws of the illuminator is insufficient. Replacing 
the illuminator after rotating it 180° may remedy this. 

If the illuminator is not provided with an engraved circle to indicate its 
field, centering must be carried out with a preparation in place. The mirror 
is adjusted to give symmetrical illumination, the illuminator is focused so 
as to give as small an area of light as possible, and this area is rendered con- 
centric with the field by means of the two centering screws. 

Lack of centration manifests itself not only in a non-uniformly illuminated 
field but also in a highly unsymmetrical appearance of the bright portions 
of the image. Diffraction patterns of fine structures become so distorted as 
to prevent any satisfactory focusing or adequate interpretation. 

The focusing of a dark field illuminator is even more important than the 
centration, for if the rays converge above or below the object it lies in dark- 
ness and is invisible. The height of the apex of the cone of rays above the 
top surface varies with different types of illuminators. Obviously, the slide 
used must not be thicker than this vrorking distance ” or the object cannot 
be brought close enough to receive light. IMost 
manufacturers specify the maximum slide thickness 
which is permissible with their instruments. In 
general, the higher-aperture illuminators require 
rather thin slides (1 mm. or less). If too thin a 
slide is used, a thicker film of immersion oil (or a 
cover-glass or two, oiled together) will serve to main- 
tain the proper optically homogeneous system. 

Certain dark field illuminators are adjustable to 
give variable working distances (Fig. 38); adjustment 
for thick slides ordinarily involves a decrease in the 
maximum permissible aperture of the objective. Fig. 38. Dark Field 
The range of movement of the substage ring must Illuminator, Ad- 
be sufficient to permit raising the top of the illumi- justable for Slide- 

nator level with the upper surface of the stage. If thickness (R. & J. 

necessary, the optical system of the illuminator may Beck), 
be raised in its mounting to render this possible.^ 

The focusing of the microscope must be carried out with more care than 
is necessary in bright field work, since the numerous diffraction patterns 
broaden out rapidly as the point of sharpest focus is passed. Spurious 
images and misinterpretations of structure may result if the focus is not 
adjusted to give maximum sharpness. The effective depth of focus of the 
objective is apparently less than with bright field illumination, on account 
of the accentuation of ail out-of-focus effects. Thin preparations are prefer- 
able to thick ones, for similar reasons. 

A substage fine adjustment, as provided on the larger stands by Spencer 
Lens Company, is a great convenience for the accurate focusing necessary 
in dark field microscopy. 
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Light sources for dark field illumination should be of high intensity, par- 
ticularly if faint outlines or submicroscopic particles are to be revealed. A 
beam of approximately parallel rays, of sufficient diameter to fill the aperture 
of the illuminator, may be obtained from any concentrated light source by 
means of an auxiliary condenser (page 97). For visual work at low powers, 
a concentrated filament incandescent lamp (not frosted) may be sufficient, 
but an arc light of 4 or 5 amperes is preferable. In ultramicroscopy more 
powerful arcs, or even the direct rays of the sun, from a clockwork heliostat, 
are necessary to reveal exceedingly fine particles.^® 

The mirror should be adjusted to furnish symmetrical illumination. This 
condition may be recognized by means of the annular trace of the hollow cone 
of light at the surface of the illuminator, or, if a preparation is in place, by 
the circular shape of the area illuminated. The concave mirror should 
never be used with dark field illuminators, nor should any attempt be made 
to compensate for poor centration by displacement of the mirror. 

The influence of each of the different factors discussed in the foregoing 
pages may be rendered very vivid by mea,ns of a block of uranium glass, which 
shows the path of the rays with various positions of the mirror and empha- 
sizes the need for proper centration and focusing. In order to expedite the 
adjustments it is well to have at hand a permanent preparation of some 
material which yields good results with dark field illumination, as for example 
diatomaceous earth. The light source, mirror, and illuminator may be 
mutually arranged to give the best possible appearance, and then the test 
slide may be replaced by the preparation to be studied. Such preliminary 
study is a great time-saver in the examination of specimens of unknown 
structure and helps to eliminate the danger of misinterpretation or failure 
to secure a satisfactory’' image. 

Cleanliness is essential, particularly in critical work or in the examination 
of submicroscopic particles. Any specks or smears on slides or cover-glasses 
appear as diffraction patterns or fog and decrease the blackness of the field 
so that faint details are lost. Slides and cover-glasses must be exceedingly 
clean and free from dust. Lens paper should be handled as little as possible 
and applied with a minimum of pressure, in order that fatty material from 
the fingers may not be forced through its pores on to the glass.®^ 

The preparation should be as thin as feasible in order that it may be almost 
entirely in focus. Any extraneous matter or objects out of focus will cut 
down the blackness and contrast of the field. The special cell^® shown in 
Fig 39 enables a uniformly thin layer of a suspension to be examined while 
protected from evaporation or alteration by the air. The construction 
of this cell is essentially similar to that used with the cardioid ultramicro- 
scope (Fig. 102), but the cover-glass is thin enough to be used with ordinary 
objectives. 

A coohng cell or heating-absorbing glass should be used, to avoid heating 
the illuminator or the specimen (p. 108). 

Special methods of cleaning, for ultramicroscopic work, are described 
on p, 224. 

® Manufactured by E. Leitz, Inc. Obtainable in glass or quartz. 
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CoUodial suspensions or other finely divided material should not be too 
concentrated, or the out-of-focus diffraction patterns vill give a hazy field 
and destroy contrast. Air bubbles in the preparation or in the immersion 
liquid of illuminator or objective are particularly harmful, for they reflect 
light so strongly as to nullify the dark field illumina-tion in their vicinity, 
even if they do not appear in the field. 




Combination Dark and Bright Field Condensers. — It is often desirable 
to compare the appearances of details imder dark and bright field illumina- 
tion, as a check on the interpretation of the dark field image. A number 
of illuminators are on the market which permit transition to bright field 
illumination without disturbing the preparation.^^ A strictly critical trans- 
mitted illuminating cone of high aperture is not obtainable with these ^'change- 
over ” condensers, but they are satisfactory for ordinary observations where 
a high-aperture condenser is not necessary. 

Choice of Dark Field Illuminators for Chemical Work. — The 
dark field illuminator is a most useful accessory in general micro- 
scopic work such as chemists are called upon to do. It is partic- 
ularly valuable where the contrast of the preparation is low, and 
in addition may serve as an ultramicroscope. For low power 
examinations the paraboloid or the change-over ” dark field 
illuminators are preferable. If very fine details must be resolved 
(such as zinc oxide or carbon black, or products of the “ colloid 

29 Those of Leitz and Zeiss follow the construction of their regular models, 
with removable central stops, and iris diaphragms for the control of the trans- 
mitted light. 
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mill ”) an illuminator which permits the use of high aperture 
immersion objectives should be selected. Both types may well 
be purchased, if much dark field work is done, since those of 
highest aperture cannot be used on aqueous preparations. 

By the use of a sufficiently powerful light source, such as an 
arc lamp with its crater imaged in the aperture of the illuminator 
by means of an auxiliary condenser, any good dark field illuminator 
can be made to function as an ultramicroscope. Particles far 
beyond the limit of resolution and much too fine to be visible 
by bright field illumination can be revealed if the illuminator 
is carefully adjusted, taking into account all the precautions 
indicated on the preceding pages. Many colloidal phenomena 
may be studied by such an arrangement, but the limit in the 
revelation of submicroscopic particles can be attained only by 
the use of ultramicroscopes, certain types of which are nothing 
more than specially corrected bispheric dark field illuminators 
(page 88). ’ , 

Differential Color lUumination, as devised by A. E. Wright and by Rhein- 
berg3o is closely similar in principle to dark field illumination. The most 
common arrangement consists of a colored transparent disk and a colored 
transparent annular screen, both of which are inserted in the lower focal 
plane of a refracting condenser. The disk functions as a central stop, to 
control the color of the field; the annular screen, as an annular aperture, 
to control the color of the light deflected by the object into the microscope. 
For instance, if the disk is blue and the annular screen red, the object will 
appear red on a blue background. Complementary colors are commonly 
chosen for the illumination; the darker is better used for the central stop, 
in order to give greater contrast. The dimensions of the central color disk 
must be such that the cone of rays which it colors is wholly included by the 
objective. The annular screen must give a hollow cone of colored light 
none of which will come within the angular aperture of the objective. Various 
other arrangements of stops may be devised.^^ 

Although differential color illumination is little more than a curiosity in 
the study of colorless objects, it appears to have considerable possibilities 
as a means of increasing contrasts in colored preparations. By a proper 
choice of colored screens, ingredients of one hue may be rendered almost 
invisible, while those of another may be boldly defined. The particular color 
combinations have to be decided by trial, in each instance.^® 

Principles of Microscopy (1906), p. 19; Jour. Roy. Micros. Soc. 1896, 
373. Spitta: Microscopy (1920), 175-178. 

Hausman: Trans, Amer. Micros. Soc, 41, 51 (1922) uses reflected and 
transmitted light of different colors. 

32 Further discussion of the illumination of colored objects is given on 

p. 101. 
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Fluorescence Microscopy. — Outfits for the examination of microscopic 
material by its fluorescent light (page 79) are manufactured by a number 
of firms.33 The iUuminating apparatus (Fig. 40) is a refracting condenser 
of quartz, in each case. The light source R is either a mercury arc or else 
a powerful arc between iron electrodes or carbons impregnated with a mix- 
ture of nickel and other salts; it must be rich in ultraviolet radiation. The 
visible light is eliminated by solutions of copper sulphate and p-nitroso 
dimethylaniline, combined with a screen of blue Uviol glass. A screen of 
violet Ultra glass, U (made by the Coming Glass Works, Coming, N. Y.) 
is more convenient than the above arrangement. An auxiliary condenser 
of quartz Q serves to concentrate the radiation on the aperture of the con- 



denser. A quartz prism P is used instead of the mirror of the microscope. 
The optical system must be transparent to ultraviolet radiations as far as 
the object, so quartz or Uviol glass slides must be used, with glycerine as 
the contact liquid between the condenser and the preparation. 

Cover-glasses, objectives and eyepieces may be of the usual materials, 
since the object is viewed by visible light. 

The illuminating system is the distinctive feature of a fluorescence micro- 
scope. Its various parts may be assembled and used with any microscope, 
since quartz condensers are purchaseable separately from various makers.^^ 

Stray fluorescence, from immersion oil, glass lenses, or the retina of the 
eye will decrease the contrast of the object. The first cause is remedied by 
the use of glycerine as a contact liquid; the second and third, by dark field 
illumination. If bright field illumination is used for greater intensity, the 
fluorescence of the objective, eyepiece, and eye may be minimized by the use 
of cover-glasses of yellowish Eupkos glass (Zeiss) which are practically opaque 
to ultraviolet light. A filter of Coming Notnol or similar glass above the 
eyepiece or goggles of the same material are important for protecting the eye 
from injury by ultraviolet radiations which are not completely absorbed by 
the lens system of the microscope. 

33 Reichert, Bausch & Lomb, and Zeiss. 

3^ Dark field ifluixiinators of Uvic^ glass or of quartz are made by Leitz. 
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The adjustment of a fluorescence microscope is greatly facilitated by the 
use of a permanent preparation of a strongly fluorescent substance such as 
anthracene, “ vaseline,” barium platinocyanide, or a uranium salt. A block 
of uranium glass is also very useful as a means of revealing the path of the 
invisible ultraviolet rays. 

Fluorescence microscopy has great potential usefulness as a means of 
differentiating substances which are apparently similar even under the 
microscope. Different kinds of cellulose, animal fibers, plant tissues, food- 
stuffs, powdered minerals, dyed materials, and organic or inorganic chemicals 
may show strikingly different fluorescence colors. Small amounts of im- 
purities, in heterogeneous or homogeneous mixture, may be revealed, and 
differences in chemical treatment may be indicated.®® 

Combinations of Illumination Methods. — In a great deal of microscopic 
work, the appearance of the object may be rendered more realistic if more 
than one method of illumination is employed. Particularly in photomicrog- 
raphy it may be desirable to combine transmitted and reflected illumination. 
The “ silhouette ” appearance of opaque particles by bright field illumination 
may be relieved by “ high lights ” supplied by reflected light. Judicious bal- 
ancing of the two methods of illumination is necessary, in order that each 
may contribute its share to the pictura 


AUXILIARY CONDENSERS 

The efficiency of any method of illumination is markedly 
influenced by the character of the beam supplied to the con- 
denser of the microscope. All types of substage condensers are 
constructed to utilize practically parallel rays. Although it is 
feasible to depend on light directly from a light source, the solid 
cone of radiation subtended by the aperture of the condenser is 
very small, and the intensity of illumination may be too low for 
certain purposes, such as dark field illumination, photomicrog- 
raphy, or examination of strongly absorbing objects. By placing 
an auxiliary condensing lens of relatively large diameter in front 
of the light source, a wider cone of rays may be included by it 
and transmitted to the condenser of the microscope. The angular 
aperture, focal length, and location of the auxiliary condenser 

See Heimstadt: Zeits. toiss. Mikros. 28, 330-7 (1911); Lehmann: Ibid, 
30, 417-70 (1913); Wasicky: Pharm, Post, 46, S77 (1913); Lena: Zeits, 
anal, Che7n. 64, 27 (1915); Barnard: Nature 106, 378 (1920); Emich: 
Mikrochemie 3, 27 (1925); Robl: Zeits. angew. Chem. 39, 608 (1926); Klein 
and Strebinger: Fortschritte der Mikrochemie (1928), p. 189; Metzner: Das 
Mikroskop (1928), p. 281; Danckwortt: Lumirwszenz^Analyse (Leipzig, 
1928). 
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govern the beam supplied by it to the microscope; it should 
preferably be corrected for spherical aberration. 

Approximately parallel rays will result if the light source is 
small and is located at the focal point of the auxiliary condenser 
(Fig. 41) . These rays may be focused by the microscope condenser 
to give an image of the light source F, in the plane of the prepara- 
tion Fi. Critical illumination (page 44) may be secured either 
by the substage condenser alone, or combined with an auxiliary 
condenser in this manner. 

If the beam of light from the auxiliary condenser is larger than 
the diaphragm opening of the condenser of the microscope, it 
may be rendered slightly convergent by moving the auxiliary 
condenser away from the hght source. However, the beam 
should not be concentrated to a smaller compass than that neces- 
sary to fill the aperture of the substage condenser, or unsym- 
metrically convergent illumination may be supplied 



Fig, 41. Auxiliary Condenser, arranged to furnish Parallel Rays for Critical 

mumination. 

Auxiliary condensers mounted on suitable stands for the 
above method of illumination are frequently called builds 
eye condensers. If uncorrected they are usually plano-convex 
and should be used with the plane side next to the light source, 
in order to minimize their spherical aberration. Many lamps 
sold for microscope illumination are equipped with such lenses 
in focusing mounts, so as to furnish either a parallel or a con- 
verging beam. 

The iris diaphragm Ai of the substage condenser acts as an 
aperture diaphragm and simultaneously varies the convergence 
and the intensity of illumination. No provision is made for 
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regulating the area of the illuminated field other than by changing 
the distance or dimensions of the light sources imaged therein.^® 
By means of a slightly different procedure, still further control 
of the illumination is possible. 

Kohler’s method of illumination^^ is characterized by; 

1- The projection of an image of the light source, in the 
plane of the diaphragm of the substage condenser. 

2- The projection of an image of a diaphragm in front of the 
light source, in the plane of the object. 

An auxiliary condenser, with attached or separate iris dia- 
phragm F, accomplishes this illumination as shown in Fig. 42. 
It should be of such focal length and so placed that the image 
of the light source is just large enough to furnish a uniform area 



Fig. 42. Auxiliary Condenser and Field Diaphragm, arranged for Kdhler^s 
Method of Illumination. 

the size of the aperture of the sUbstage condenser Ai; this fur- 
nishes light of maximum intensity. The image must ordinarily 
be somewhat enlarged, if the light source is small and the dia- 
phragm of the substage condenser fully opened. The diaphragm 
in front of the auxiliary condenser should be so placed that it is 
imaged by the substage condenser in the plane of the object Fu 
This diaphragm functions as a secondary light source, of variable 
size; and by opening or closing it the area of the illuminated 
field is regulated. It is thus possible to illuminate no more of 
the object than that visible in the microscope, and to decrease 
glare very materially by closing this field diaphragm. 

Herbst: Zeits. v/iss, Mihros. 42, 290-301 (1925) discusses inade- 
quacy, and the use of auxiliary condensers in general. 

Kohler: Zeits, wiss. Mihros, 10, 433 (1893). 
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The auxiliary condenser used in either of the above procedures 
should be of fairly short focal length and large, aperture, but 
to function with maximum efficiency should be corrected for 
spherical aberration.^s The auxiliary diaphragm may be mounted 
on a separate stand, but is usually placed in close proximity to the 
auxiliary condenser; the adjustment of the substage condenser 
serves to focus its image in the plane of the object. The dia- 
phragm of the substage condenser functions, as usual, as an 
aperture diaphragm, and also serves to regulate the intensity of 
illumination. 

Although there has been some discussion on purely theoretical 
grounds as to the relative merits of ordinary '' critical illumina- 
tion with or without an auxiliary condenser, and K5hler’s 
method of illumination, certainly there is no question as to the 
practical advantages of the latter.^® The convenience of a 
(secondary) light source of easily variable size and the ability 
to adjust the area of the illuminated field are invaluable. Illu- 
minating systems based on Kohler’s method are widely employed 
for photomicrography, metallography, and microprojection, at 
medium or high powers. Its further application will be discussed 
in connection with the special apparatus used in each of these 
fields. 


LIGHT AND LIGHT SOURCES FOR MICROSCOPY 

The light source, as the initial element in the optical system 
of the microscope, merits consideration in connection with illu- 
mination methods. Its chief requisites are: 

1- Adequate and controllable intensity. 

2- Constituent radiations of the appropriate wavelengths. 

3~Manipulative convenience. 

Intensity is important in microscope illuminants on account of 
the large area over which the final image is spread. The increased 
numerical aperture and light-grasping power of objectives used 
for high magnifications help to compensate for this loss of inten- 
se The “ special collimator ” of Leitz consists of several lenses; the focal 
length of the combination may be varied, to regulate the size of the image 
of the light source projected by it, 

29 Hartridge: Jour. Queckett Microscopical Club (2) 14, 73 (1919) demon- 
strates that these methods are especially good. 
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sity, but the apparent brilliancy of the image in the microscope 

( N A 

A — 7 ^ — I times the object.^® 

0.005 X magmhcation/ •' 

The condenser serves to concentrate the radiations from the light 
source upon the object but, even so, a high initial brilliancy is nec- 
essary. Light from a white sky is adequate for low and medium 
powers, but for high magnifications, particularly for photo- 
micrography, microprojection, and ultramicroscopy, brighter 
sources are necessary. The approximate order of brightness of 
some of these is as follows: gas mantle (inverted), incandescent 
lamp, tungsten arc lamp, A-C. carbon arc, D-C. carbon arc, 
D-C. metal-coated carbon arc, direct sunlight (brightest) The 
nature of the illuminating system markedly affects the intensity 
of light delivered to the object. 

The brightness suitable for visual microscopy will vary with 
the color and opacity of the object, and with its reflecting power 
if vertical illumination is used. According to F. E. Wright^^ 
the field should be no brighter than is necessary, and should be 
limited in area by field diaphragms at the light source and in the 
eyepiece. Provision should be made for moderating the intensity 
of illumination without affecting its aperture and convergence; 
this may be done by the introduction of smoked or neutral tint 
glass, color filters, or ground-glass screens, near the light source. 
Other methods of regulation, such as varying the electric current 
of an incandescent lamp, may affect the color of the radiation. 

In photomicrography at high magnifications, especially in 
metallographic work, highly intense illumination is necessary in 
order to cut down the required exposure time. In microprojection, 
the brightness of the projected image must be sufficient to render 
it visible even in an imperfectly darkened room. Ultramicroscopy 
is limited chiefly by the available intensity of light. 

Constancy and reproducibility of illumination are important 
in extended investigations, especially in photographic or ultra- 
microscopic studies. Daylight is particularly unsatisfactory in 

^ Beck: The Microscope. Part II (1924), p. 90. 

Comparative numerical brightnesses are given in Metzner: Das MikrO'- 
shop (1928), p. 140, but these are of limited application on account of the 
wide range of luminous efficiency of each type of lamp and the variation 
in relative brightness for different wavelengths. 

^ Resolving power and Contrast Sensitivity of the Eye. Jour, Optical 
Soc, Amer. 2, 101-7 (1919). 
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this respect. Artificial light sources, if the current is constant, 
are far more useful. 

The constituent radiations of a light source for microscopy 
should be different for various purposes. For visual work in- 
volving observations of color, white light of composition similar 
to daylight from a white sky is generally preferable. Daylight 
itself is commonly used, but it must be borne in mind that its 
hue varies considerably depending on the blueness of the sky. 
Artificial light is more or less yellowish as compared with day- 
light, and may interfere with accurate discriminations of yellows 
and blues; it is probably somewhat more tiring to the eyes than 
daylight. However, few mieroscopists care to be restricted to 
ideal daylight conditions, and many laboratories are so situated 
as to necessitate work by artificial light. 

An excellent substitute for daylight is obtainable by the use of 
Daylite glass^ in connection with an incandescent electric lamp. 
If the proper thickness of glass suitable to the intensity of the 
light source is chosen, the excess of radiations of long wavelengths 
is cut off and a spectral distribution closely approximating day- 
light is obtained. 

Colored illumination may sometimes be useful in visual micros- 
copy, particularly in the study of colored objects. In general, 
an object which is seen chiefly as a color image will appear dark 
and opaque if illuminated with light of a complementary color, 
and pale and transparent if illuminated by light of its own color. 
Differently colored constituents in mixtures, such as dyed textile 
fibers, stained paper fibers, or food materials, may be accentuated 
by the use of light of the proper color.^ The most suitable hue 
may need to be determined by trial, and may not be the same for 
photographic contrast as for visual contrast. Colored light may 
be advantageously employed in dark field illumination of colored 
objects, or by the method of differential color illumination. 

The use of approximately monochromatic light to minimize 
the effect of chromatic aberration is sometimes advantageous. 
For this purpose a green filter is usually chosen, since objectives 
are best corrected for this color. Determinations of refractive 

^ Manufactured by the Coming Glass Works, Coming, N. Y., and de- 
scribed by Gage: The Microscope (1925), pp. 48-53. 

^ The colored filters and plates in the pamphlet on Photomicrography 
(Eastman Kodak Co., 1927), illustrate this phenomenon very strikingly. 
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index and other optical properties are rendered more accurate by 
the use of color filters giving approximately monochromatic illu- 
mination (page 374). Blue or violet light is used to give increased 
resolution (page 11). 

Light of the color desired may be obtained by means of a color screen 
or filter placed in front of the light source. Such filters are either colored 
gelatin mounted between giass/^ or solid glass plates of suitable color.^s 
Solutions of dyes may also be used.^^ None of these color filters gives 
strictly monochromatic light, but they transmit an appreciable range of 
wavelengths.^ 

Certain filters are made for the purpose of cutting off all but a single bright 
line of the spectrum of the mercury arc, so as to give strictly monochromatic 
green, blue, or violet light- Unfortunately, high intensities are not obtainable 
by such means, since only a small fraction of the total radiation is utilized. 

A simple device for obtaining approximately monochromatic light of any 
wave length may be improvised by means of a replica diffraction grating 
(14,000 to 25,000 lines per inch), mounted on the microscope mirror. Parallel 
rays should be supplied by means of an auxiliary condenser, and the sub- 
stage condenser should be focused on the object. The color of the illumina- 
tion may be varied by tilting the mirror. Since adjacent portions of the 
spectrum appear imaged in the field, aU but the desired hue should be cut 
off by means of a field diaphragm at the light source. A hollow prism filled 
with carbon bisulphide may be arranged to produce a spectrum from an arc 
lamp which furnishes parallel rays. By placing the microscope in the proper 
position, any portion of this spectrum may be made to fall upon the mirror.^® 

A direct vision spectroscope with wavelength scale, or a spectroscopic 
eyepiece, is convenient for determining the wavelength of the light selected 
for the microscopic observation. 

Monochromators, constructed on the principle of the spectroscope, may 
be used where a very narrow spectral region is required.^® However, the 

^ Wratten Filters, obtainable from the Eastman Kodak Co., Rochester, 
N. Y. Ilford Filters, obtainable from W. Watson & Sons, London. 

Chance-Watson Filters, obtainable from W. Watson & Sons. The 
spectral transmissions of a number of colored glasses made by the Corning 
Glass Works are described in U. S. Bur. Standards Technologic Paper 148 
(1920). Several of these give approximately monochromatic light, and are 
suitable for use in microscopy. 

The transmission curves of a number of suitable solutions are given 
by Holmes: Amer. Dyestuff Rept 17 , 31 (1928). 

^ The “ Monk " lamp of Leitz is designed to be used with special filters, 
and at intensities which are governed by a rheostat and ammeter, so as to 
give light approximating the wavelength of either the C, D or F lines of the 
spectrum, within a range of d=15 mp. 

^ A number of other simple methods of obtaining monochromatic light 
are described by Wood: Physical Optics (1919), pp. 11-17. 

^ Manufactured by Bausch & Lomb, Leitz, and Fuess. 
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light which they supply is not strictly monochromatic unless the apertures 
of the monochromator are reduced, and this involves a serious loss of in- 
tensity. This disadvantage and their high cost limit the usefulness of such 
instruments to special investigations. For ordinary work, including the 
study of optical phenomena and refractive indices of crystals, the simpler 
devices described above furnish illumination which is sufficiently mono- 
chromatic. 

A special monochromator is used as a part of ultraviolet photomiero- 
graphic apparatus, to isolate the intense lines (275 m^a) of the cadmium 
spark, which are necessary for extreme resolution mth quartz "^mono- 
chromat objectives. 

In photomicrography the actinic character of the illumination 
is highly important. With ordinary emulsions, only the shorter 
wavelengths of light function to produce the photochemical image. 
The effect is similar to the use of a color filter transmitting only 
blue, violet, and ultraviolet. If the light source is rich in these 
radiations, it will be satisfactory for photographic purposes; if 
not, the effective illumination will be of low intensity. Even if the 
photographic emulsion is rendered sensitive to all wavelengths, 
the blue and violet are disproportionately powerful, and must be 
decreased somewhat by a complementary yellow filter if the rela- 
tive brightness of different colored objects is to be truly rendered. 
The color-screen effect of the photographic emulsion must be 
neutralized to varying degrees, depending on its sensitivity to 
different colors of light (orthochromatic or panchromatic charac- 
ter). If, in addition, it is desired to obtain increased contrast 
or transparency, as described above, the actinic qualities of the 
various color filters introduce complications. Unless plates 
equally sensitive to all colors are used, visual observation of color 
effects may be rather misleading. Actual trial of the color 
filters suggested by the foregoing considerations is the simplest 
method of obtaining satisfactory rendition of values. 

On account of the high intensity of blue and violet in the arc, 
even more allowance must be made for the non-uniform sensi- 
tivity of the photographic emulsion than in the case of illumina- 
tion by incandescent lamps, and a strongly yellow filter may be 
necessary. Compensating filters are unnecessary for photography 
of colorless objects, however, so the full actinic efficiency of the 
arc may be utilized in most photomicrography. The arc possesses 

5^ “ The Photography of Colored Objectsf^ published by the Eastman Kodak 
Ck)., gives an excellent discussion of this and related problems. 
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several times the actinic power of the various incandescent lamps, 
of which the ribbon-filament and tungsten arc types rank highest. 

The manipulative convenience of a source of light for micros- 
copy should be such that a minimum of attention is required after 
the preliminary adjustments (which should be very simple) are 
made. Incandescent electric lamps are ideal in this respect, 
but modern automatic arc lamps also require very little care, 
if their mechanical construction has been well designed. 

As a general purpose lamp that shown in Fig. 24 is particularly useful. 
It consists of a concentrated-filament, 6-volt, 24-watt tungsten bulb, one side 
frosted, in a sliding mount set in a cylindrical housing with a condensing 
lens. The lamp bulb may be moved from or toward the lens to give con- 
verging or parallel rays. It may be raised or lowered to insure proper cen- 
tration in the axis of the condensing lens, and it may be turned frosted side 
forw’ard to give a light source of large area. Two types of condensing lenses, 
‘‘ spherical ” and “ asphericaV’ are obtainable; the latter is preferable, as 
having less spherical aberrations and a higher effective light-grasping power. 
A plate of Daylite ** glass inserted behind the lens will add greatly to the 
usefulness of the lamp; a slot may be cut in the top of the housing, so that 
it may be readily removed, or other color filters substituted. 

The vertical support rod should be at least 30 cm. in height, to permit 
the illumination of objects by inclined reflected light. The double clamps 
permit raising and lowering or tilting the lamp in any direction, and render 
it useful for the illumination of scales and apparatus other than microscopes. 
Its intensity is sufficient for most dark field illumination, and even for photo- 
micrography at moderate powers. A 6-volt stepdown transformer is neces- 
sary in order that it may be attached to the 110- volt A-C. lighting circuit. 
The chief defect is a tendency for the contacts of the lamp base and socket 
to deteriorate, on account of the heavy current. 

The “ convertible substage lamp ” of Bausch & Lomb also operates at 
6 volts. The light source is a small incandescent bulb with V-tj^pe filament. 
The housing (Fig. 54) is very light and compact, so that it may be attached 
directly to a substage condenser, dark field illuminator, or vertical illumi- 
nator, or may be mounted on a support stand for inclined illumination of 
opaque objects. Its chief advantage is in connection with a vertical illumi- 
nator, for the microscope may be focused freely without destroying the 
alignment of the illumination, as would be the case if the light did not move 
with the illuminator. 

Larger incandescent lamps, which work directly at 110 volts, are obtain- 
able from a number of manufacturers. These usually are mounted on an 
inclinable stand, and have a focusing condensing lens. The lamp bulb should 
contain a concentrated spiral filament, preferably arranged in one plane 
(Fig. 43, B) so that it may be imaged as a unit in the aperature of the sub- 
stage condenser or in the plane of the preparation, and its image rendered 
uniform by throwing slightly out of focus. Lamp bulbs of this t 5 rpe are 
commonly sold for use in projection lanterns; the 200- to 600-watt si 5 ies 
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are ordinarily sufficient for photomicrography. Housings should be well 
ventilated, but should prevent the escape of stray light. They may be 
improvised if desired, an auxiliary condensing lens being moimted separately. 

The lamp shown in Fig. 43 is especially well designed to provide adequate 
illumination for critical microscopy, dark field studies, and photomicrog- 
raphy. It is equipped with a two-lens condenser, in front of which is an 
iris diaphragm; by altering the position of the bulb parallel or convergent 
rays may be obtained, and a disk of Daylite glass may be inserted for visual 
work. This lamp comprises the optical system necessary for Kohler’s method 
of illumination, and is equally well adapted to other procedures. 



Fig. 43. Microscope Lamp with Condenser and Diaphragm 
(Spencer Lens Co.). 


Incandescent lamps with spiral filaments are open to the objection that 
the Kght source, although it covers a considerable area, is far from uniform. 
This is not important, if Kohler’s method of illumination is used, but is 
undesirable if the filament is actually imaged in the plane of the object. 
To avoid this difficulty ribbon filament lamps, working at 6 volts and 108 
watts, have been placed on the market.®^ The filament consists of a single 
strip of tungsten, about 2 mm. broad, and constitutes a homogeneous light 
source of higher intensity than a 110-volt lamp. 

Tungsten arc lamps supply light of high intensity and actinic value.®® 

By Bausch & Lomb, Zeiss, and Leitz. 

Pointolite ” lamps are obtainable from Zeiss, or from any of the En glis h 
microscope dealers. 
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The radiant is a sphere of tungsten enclosed in a glass bulb containing an 
inert gas. An auxiliary starting resistance is necessary; either direct or 
alternating current may be used. 

Arc lamps of various types constitute the most powerful source of light 
commonly used by the microscopist.s* The intrinsic brilliancy varies, being 
lowest with alternating-current arcs, higher with direct-current arcs, and 
still higher if special metal-covered carbons are used. However, for any 
type of carbon arc light, the brightness per unit radiant area is practically 
unaffected by the quantity of current consumed. The principal advantage 
of using heavy currents is that a larger crater is formed, and the area of 
maximum brightness is increased. This may be highly desirable in photo- 
micrography and projection, because the larger the light source the less it 
need be magnified (and thereby reduced in brilliancy) to fill the aperture 
of the microscope condenser. 

Direct current is almost a requisite for an arc lamp; alternating current 
gives a poorer light, and causes an objectionable hum and flicker. By means 
of a suitable resistance in series with the arc, blown fuses are prevented when 
the arc is struck,” and the current is maintained at about 4 to 6 amperes 
for most work; microprojection may require 8 amperes or more, and for 
ultramicroscopic investigations an arc of 15 to 30 amperes is often desirable. 

The positive electrode attains a higher temperature and greater brilliancy 
than the negative one; a crater forms in the carbon, and this is always utilized 
as the actual source of light. The best emission of radiation takes place 
if the carbons are arranged at right angles to each other, the positive one 
horizontal with the negative one slightly in advance of it and lowered just 
sufficiently to avoid obstructing the path of light. Wandering and fluctu- 
ation of the crater are minimized by the use of carbons with soft cores; small- 
diameter carbons are also used for this purpose. Copper-coated carbons 
have high conductivity and emissivity, resulting in a light of extreme in- 
tensity, if very heavy currents are employed. Both carbons are gradually 
consumed in the arc; the positive one burns more rapidly, and is usually 
made larger for this reason. The rate of burning is greater the farther the 
carbons are separated. 

Hand-feed arc lamps are inexpensive, and permit the use of carbons of 
various sizes and currents of various strengths. Provision is made for in- 
dependent adjustment of each carbon, usually by means of coaxial screws 
(Fig, 44). The intensity of illumination of hand-feed arcs varies consider- 
ably, depending on the length of the arc as the carbons gradually burn away; 
the position of the crater also is likely to shift. Rather frequent “trim- 
ming ” is therefore necessary, and may be a considerable inconvenience if 
it interrupts important visual observations. 

Automatic-feed arc lamps are considerably more expensive than those fed 
by hand; in most models each carbon must be of a certain size if the rate of 
feed is to keep up with their burning away. Both carbons are moved by the 
same mechanism and may not be readily adjustible independently of each 

^ A good discussion of arcs of various types is given by Gage: Optic 
Prelection (1914), pp. 535-570. 
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other. The feed mechanism is the most fallible part of any automatic arc 
lamp, for it must operate at a high temperature, often for periods of several 
hours, with smooth and uninterrupted movement. The carbons must be 
maintained in their proper relative positions, if possible imtil they are con- 
sumed. This last, however, is hardly attainable, since the rate of burning 
is much greater with a long arc than with a short one, and the user must 
adjust the speed regulator of the mechanism to correspond with the rate 
at which the carbons are used up, in each case. Continuous feed by clock- 
work is preferable to discontinuous feed by the periodic action of a solenoid, 
for the latter type is likely to cause fluctuation in the position of the crater, 
and may move the carbons just as a critical observation or a photomicro- 
graph is being made. 



A small automatic arc lamp of the type shown in Fig. 45 is very satis- 
factory in the above respects, and requires practically no attention in opera- 
tion. In the opinion of the writers it is superior to the more recent automatic 
arc by the same maker. The housing is provided with a focusing condensing 
lens, which may be obtained in Uviol glass or quartz, if the maximum intensity 
of ultraviolet radiation is required. With appropriate resistances the same 
lamp may be used at either 5 or 8 amperes. The positive carbon is 8 mm. 
in diameter; the negative, 6 mm. Although the feed mechanism is designed 
for use with direct current only, it functions fairly well if alternating current 
is employed, both carbons in this case being 7 mm. in diameter. The writers 
have found this lamp almost indispensable as an all-purpose light source 
of high intensity and actinic value, suitable for photomicrography and pro- 
jection at high magnifications, and for use with all tj’pes of ultramieroscopes. 

Absorption of heat radiation is necessary whenever powerful light sources, 

® Obtainable from Leitz. Spencer Lens Co., and Bausch & Lomb manu- 
facture similar lamps. 
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particularly arcs, are employed for microscope illumination. Otherwise the 
substage condenser or the objective may be overheated and injured; a polar- 
izing prism may be ruined by a few seconds’ exposure to the concentrated 
beam of an arc lamp. The object under examination may be seriously 
affected by heat, and accm-ate observations of thermal phenomena by means 
of a hot or cold stage may be rendered impossible. In photomicrography 
at very high magnifications the heat from the light source may cause unequal 
expansion of the apparatus, resulting in a serious shift of focus. Until re- 
cently cooling chambers filled with water have been the best (but not very 
effective) means of absorbing the heat emitted by the lamp and concentrated 
by the auxiliary condenser. 



Fig. 45. Automatic Arc Lamp with Clockwork Feed (Leitz). 

A heat-absorbing glass®® has recently been perfected, which is far superior 
to a water cell. It obviates all risk of overheating apparatus or object, and 
its pale green color is hardly noticeable even when colored objects are illumi- 
nated. Various shades are obtainable, of which the lighter ones are preferable. 

The temperature of the glass is rapidly raised by the heat which it absorbs 
and breakage is likely to result from uneven heating. To avoid this, it is 
advisable to immerse the glass in water in a small cell, to equalize its tem- 
perature.®^ 

®® '' AkhJ^ Manufactured by the Corning Glass Works, Coming, N. Y. 
It is said to stop 80 per cent of the heat radiation with only about 10 per 
cent loss of light. 

H. P. Gage*. Tr, Soc, Motion Picture Eng. 12, 1063 (1928) 

® Suggested by Professor S. H. Gage. 



CHAPTER IV 


ILLUMINATION OF OPAQUE OBJECTS 
METALLOGRAPmC MICROSCOPES 

Although the reflecting properties of opaque objects are neces- 
sarily the basis of their microscopic visibility, the methods of 
examination by reflected light are also frequently applicable to 
relatively transparent materials. The apparatus and technique 
employed are essentially the same, and the interpretation of 
appearances follows similar rules. Many striking and instructive 
analogies exist between the phenomena of reflected and trans- 
mitted illumination, and between the optical principles of the 
types of illuminating apparatus used. Practice in the illumina- 
tion and study of transparent objects is a valuable preliminary 
training for work with reflected light, and the reader is encour- 
aged to familiarize himself with the general discussion given in 
Chapter III before proceeding to the examination of opaque 
objects by more specialized methods. 

Interpretation of appearances by reflected light depends almost 
wholly upon the application of the laws of reflection — in particu- 
lar, that the angle of reflection of light from a surface is equal 
to the angle of incidence. The observer is of com’se not con- 
cerned with these angles per se but because the positions of the 
various reflecting surfaces of the object are thereby indicated. 
The pattern of hght and dark which constitutes the reflection 
image seen in the microscope depends upon the arrangement of 
the minute surfaces of the object with reference to the illumina- 
tion and the objective, and upon the inherent reflecting power of 
these surfaces. They will appear bright whenever they are 
oriented so as to reflect light within the angular cone of the 
objective, and dark whenever this is not the case. 

The proportion of incident light reflected from a surface in a 
given position depends upon the coeflScient of reflection of 
the material, which may be more than 90 per cent for silver, 
less than 60 per cent for iron, and less than 5 per cent for glass, 
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at perpendicular incidence. The reflecting power may vary for 
light of different wavelengths (selective reflection) so that the 
reflected light is colored, as in the case of copper or brass. Differ- 
ences of reflecting power (analogous to differences of light ab- 
sorption) may give a color image by reflected light, as in the case 
of poHshed, unetched a-^ brasses, a-8 bronzes, white cast iron, 
or aggregates of differently colored ore minerals. 

In the case of specimens of uniform coefficient of reflection, struc- 
ture is revealed by reflection images only. Like refraction images 
of transparent objects, these vary widely depending on the char- 
acter of illumination. A plane mirror surface S (Fig. 46) such as 
that of a polished, unetched metal, lying in a plane normal to the 
axis of the -microscope and illuminated by 
an inclined beam a, will reflect light 
specularly in the direction of b. If the 
angle of incidence is greater than half the 
angular aperture of the objective, the 
angle of reflection will be such that no 
directly reflected rays can be included, 
and no light will pass through the micro- 
scope. Consequently, the surface will 
appear dark, and the more perfectly it 
reflects, the darker it will be. If the angle of incidence is de- 
creased to less than half the angular aperture of the objective, 
the illuminating beam c will be reflected in a direction / which 
comes within the angular cone of the objective, and the surface 
wiU appear bright These two extremes of dark and light ap- 
pearance depend on the obhquity of illumination, just as in the 
case of dark field and bright field illumination (pages 43, 86), 
and the angle of demarcation between them is indicated by c d, 
the angular aperture of the objective. 

If the surface of the object illuminated by the inclined beam is 
roughened, scratched, or irregular in places, the irregular areas 
will reflect less specularly than the smooth portions, and will 
scatter hght in many different directions. As a consequence, 
they will appear light with inclined illumination from outside the 
angular cone of the objective, and dark if the incident light comes 
within this cone. 

Scratches, etching pits, and other uneven places thus appear 
dark against the bright background of the smooth areas, or 
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vice versa, according as the angle of incidence of the illumination 
is varied, Just as similar irregularities in transparent objects may 
appear dark or light with bright field or dark field illumination 
respectively. 

Fine structures, near the limit of the resolving power of the 
microscope, are sometimes very difficult to interpret on account of 
diffraction patterns and other anomalous effects. The greatest 
care must be taken to focus very exactly, in order that spurious 
images may not give rise to false conclusions. 

Specimens which possess a great many minute reflecting sur- 
faces “ scatter light in all directions, and appear bright whatever 
the direction of illumination. The pigment granules in paints 
and enamels, the mineral grains of porcelain, the surfaces of fibers 
in paper, and similar fine structures, often permit the examination 
of the specimen by the light which they “ reflect diffusely, 
under inclined illumination. Specular reflection is at a minimum 
and a large proportion of the scattered light is included within 
the angular cone of the objective. 

Elevations and depressions in opaque materials appear under 
the microscope much as in ordinary macroscopic observation; 
shadows are cast, and high lights produced in a similar manner. 
However, it must be borne in mind that directions are reversed 
in the microscope, and a shadow cast by an elevation on the side 
away from the illuminating beam will appear on the side toward 
it. This may lead to depressions being interpreted as elevations, 
and vice versa, unless the observer is careful to make his judg- 
ments on the basis of the actual, rather than the apparent posi- 
tions of light and shade. Use of the fine adjustment as a means 
of obtaining optical sections (page 177) and of the Greenough 
(erecting) binocular microscope for moderate magnifications, are 
useful checks on any questionable appearances. 

Applications of Studies by Reflected Light. — The extraordi- 
nary interest in the microscopic study of metals and alloys, 
which has largely developed within the last twenty years, has 
attracted attention to methods and equipment for the study of 
opaque materials. Microscopes and illuminating apparatus are 
being constantly improved, in response to the increasing demand 
for instruments which are precise and easily adaptable to a 
variety of purposes. 

By far the largest use of such microscopes is in the study of 
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the structures of metals — metallography. This science is rapidly 
extending more and more into the province of the chemist, and 
its findings are of considerable importance in all fields of investi- 
gation having to deal with solids and phase changes. 

The special technique of metallography is given in many 
books, which are essential as a supplement to the present 
chapter.^ 

Many other substances are studied by similar methods: coal, 
concrete, cement cfinker, ceramics, natural and artificial stones, 
textiles, paints, enamels, glazes, refractories, carbon electrodes, 
abrasives, resins, slags, mattes, and numerous other materials and 
products of chemical industries. Abrasion, polishing, corrosion 
and other surface phenomena may be observed, and in general 
any substance which is not conveniently examined by transmitted 
light is an appropriate subject for this procedure. Metallographic 
methods and apparatus are being widely employed in the study 
of opaque minerals, ^ and similar methods are applicable to other 
nonmetallic objects. Biologists are beginning to use reflected 

^ Desch: Metallography (Longmans, Green, & Co., New York, 1922). 

Sauveur: Metallography and Heat Treatment of Iron and Steel (McGraw-Hill 
Book Co., New York, 1926). 

Hoyt: Metalhgi'aphy (McGraw-Hill Book Co., New York, 1920). 

Williams and Homerberg: Principles of Metallography (McGraw-Hill Book 
Co., New York, 1928). 

Guillet and Portevin: Precis dcMetallographie Microscopique et de Macro- 
graphie (Paris, 1924). 

Goerens: Einfiihrung in die Metallographie (Halle, 1926). 

® Campbell: The Microscopic Examination of Opaque Minerals. Boon, 
Geol 1, 751,(1906). 

Ray: The Reflecting Microscope in Mining Geology and Metallurgy. 
Min. Sd. Press 108, 922 (1914.) 

Murdoch: Microscopical Determination of the Opaque Minerals. (John 
Wiley & Sons, New York, 1916.) 

Whitehead: Notes on the Technique of Mineragraphy. Econ. Geol. 12, 
697 (1917). 

Davy and Farnham: Microscopic Examination of the Ore Minerals. 
(McGraw-Hill Book Co., New York, 1920.) 

Schneiderhohn: Anleitung zur Mihroshopische Bestimmung und Untersuch- 
ung von Erzen und Aufbereitungsprodukten im auffallenden Licht (Berlin, 
1922). 

Fairbanks: Laboratory Investigation of Ores. A symposium. (McGraw- 
Hill Book Co., New York, 1928.) 

See also the references given on page 162. 
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light in examining animal and vegetable tissues^ even though 
these may be somewhat transparent, and therefore capable of 
being studied by transmitted light as well. Suggestions valuable 
in the investigation of novel materials may be gained from the 
work in the various fields mentioned. 


METHODS OF ILLUMINATION BY REFLECTED LIGHT 

In general an opaque object is arranged before the microscope 
with the surface to be studied practically perpendicular to the 
axis of the objective, in order that the entire field may be visible 
instead of slanting out of focus. The illumination may be uni- 
directional, incident at any angle, in any azimuth, annular, or 
convergent. Unlike illumination of transparent materials, a 
single condenser is incapable of 
furnishing all these various types 
of illumdnation, and a number of 
different opaque illuminators have 
been devised for such purposes.^ 

Illumination by a direct beam 
from a light source is the simplest 
method (analogous to illumination 
of transparent objects by the mir- 
ror alone) and is very appropriate 
for large objects which are to be 
studied at low magnifications. 

Axial illumination may be ob- 
tained by placing a reflector be- 
tween the objective and the speci- 
men, so as to send light practi- 
cally parallel to the axis of the microscope and normal to the 
surface under examination. The reflector of necessity must be 

3 Schmidt: Zeits, mss. Mikros. 37, 101 (1920); Mihrokomws 17, 33 
(1923-4). 

Hauser: Ze^. wiss. Mikros. 42, 280 (1925). 

Vonwiller: Abderhalden’s Handhuch der hiologischen Arheitsmethodmj Abt. 
V, Tl 2, Hfte. 10, pp. 1033-54; Protoplasma 1, 177 (1927). 

Becher: Zeits. wiss. Mikros. 46, 89-124 (1929). 

^ See Guthrie: Use of Various kinds of Light in Metallography. Tram, 
Am. Soc. Steel TreoJL. 3 , 710, 757 (1923). 



Fig. 47, Vertical rUumination by 
a Transparent Reflector between 
Objective and Specimen. 
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transparent, in order that it shall not prevent light from going 
to the objective to form an image in the microscope, A piece 
of smooth clean glass supported by a clamp or by a special holder 
at an angle of 45"^, and a light source (preferably with auxiliary 
condenser) are easily adjusted to give the desired illumination 
(Fig. 47). A piece of ground glass or tissue paper may be placed 
in the path of the light to the reflector, to render it more diffuse, 
as an aid in lighting up shadows and depressions. Obviously, 
external reflectors cannot be used with objectives of short working 
distance. 

Inclined illumination (FO, Fig. 33) may be obtained by moving 
the above transparent reflector somewhat to one side of the 
axis of the microscope (analogous to swinging the mirror), altering 
its slope or the position of the light source if necessary. This 
procedure is suitable if very large fields must be illuminated, at 
almost normal incidence. However, it is usually unnecessary, 
and a direct beam from the light source is commonly employed. 
This may be most conveniently obtained by a lamp arranged as 
in Fig. 24. The angle of incidence may vary from just outside 
the angular cone of the objective to grazing or horizontal. By 
means of an auxiliary condenser (separate, or attached to the 
lamp) the light may be concentrated upon the object. Ground 
glass may be used as a diffusing screen, if sharp shadows and glar- 
ing highlights are undesirable. Two or more beams of light, 
axial or inclined, may be directed simultaneously upon an irregular 
specimen, to insure adequate illumination of all its surfaces. 
Light from a window falling upon the stage of the microscope 
wdll supply diffuse inclined illumination which is satisfactory for 
most visual work at low magnification. 

The working distance of the objective sets a definite limita- 
tion upon the direction of inclined illumination, for if the front 
lens has to be placed very close to the object only almost grazing 
light can be supplied. Daylight illumination is practically im- 
possible under these conditions, and artificial light sources serve 
little better. All unevennesses in the surface of the object are 
over-emphasized, and diffraction patterns are unduly prominent. 
Ordinarily, objectives of focal length much less than 16 mm. (or 
working distance less than 2 mm.) preclude good results with 
inclined illumination by the above methods, and require the use 
of some form of special illuminating device. 



INCLINED ILLUMINATION 


115 


laclined Dluniination by Special Illuminators. — Inclined illumination at 
high powers is made possible by several 
tj-pes of reflecting illuminators, all of which 
send light to the object at an angle greater 
than half the angular aperture of the ob- 
jective. Consequently polished surfaces ap- 
pear dark, and rough areas, light. Any 
of these illuminators are applicable to the 
examination of transparent as vrell as opaque 
objects. 

Annular Illuminators. — The oldest and 
simplest of such illuminating devices is the 
“ Lieberkuhn ” reflector, an annular concave 
metal mirror which fits around the objective. 

If the specimen is mounted, on a transparent 
slide, and light is sent upward past it, the 
light vdU be reflected downward by the an- 
nular reflector and converged upon the object 
in a hollow cone. The Beck “aplanatie ring illuminator ” ^ consists of a 

glass ring ground to spe- 
cial curv^es and silvered 
on the upper surface, so 
as to give highlj" perfect 
annular illumination. It 
may be used with objec- 
tives of very short work- 
ing distance. A special 
model is constructed in- 
tegral with the mounting 
of a 3-nim. immersion 
objective, to give almost 
horizontal annular illumi- 
nation. 

The Silverman illumi- 
nator® consists of a smgle- 
filament tubular tungsten 
lamp curved in the form 
of a circle (Fig. 48). The 
lamp is held in an annular 
Fig. 49. The Silverman Illuminator attached mounting pro\dded wdth 
to the Objective of the Microscope. three cun^ed fingers un- 

der spring tension, which 
serve to hold the lamp on the objective, and may be opened by pressing the 
knurled heads HE (Fig. 49). The bulb may be obtained in colorless or 
Daylite glass. A resistance is necessary if it is used on 110-volt circuits. 

® R. & J. Beck, Ltd., London. 

® Silverman: Ind, Eng, Chem> 9 , 971 (1917); 12 , 1200 (1920); Met» Chem, 
Eng. 18 , 318 (1918). 




Fig. 48. Silverman Illumi- 
nator. Lamp and Holder. 
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The illuminator is easily attached to the microscope, and is not thrown out 
of alignment by focusing. It may be supported by means of a clamp attached 
to the stage, for use with a Greenough binocular microscope. Annular illu- 
mination is obtained, the inclination of which may be varied by raising or 
lowering the illuminator. With objectives of short working distance only 
highly oblique illumination is possible. Part of the bulb may be screened 
by a shield, to give unilateral illumination and permit better accentuation 
of the shadows, which are almost lacking with annular illumination from all 
sides. ^ 

The well-known property of curved transparent materials, which con- 
duct ’’ light by total internal reflection, has been applied in various illumina- 
tors, such as that of Silverman® which utilizes rods of quartz glass. One 
end is placed close to the light source, the other near the object. Light 
travels along the rod and is emitted at the end, to give inclined illumination. 
Several rods may be used, to furnish illumination from more than one side. 

The light from the above annular illuminators converges upon the object 
in a hollow cone, the angular aperture of which is entirely outside that of 
the objective.® As a result, no directly reflected rays are sent to the objective 
from smooth surfaces perpendicular to the axis of the microscope, and only 
fissures, edges, and rough areas appear bright. Unilateral inclined illumina- 
tion may be obtained at fairl5^ high powers, by means of annular illuminators 
of which only a sector is functioning. Special objectives with self-contained 
reflectors have been' designed by Chapman and Aldridge^® for use at high 
magnifications. 

All of the methods of inclined illumination described above give appear- 
ances which are practically the negatives of those obtained with vertical 
illuminators. Roughness and irregularities are emphasized, and. shadows, 
from elevations or depressions are prominent, unless the illumination is 
from all sides. The user must learn to interpret appearances on a new basis, 
just as in the case of dark field illumination of transparent objects. The 
greatest usefulness of these illuminators appears to be in the study of irregular, 
poorly reflecting surfaces at moderate powers, though the special illuminating 
objective of Beck may be of value in interpreting metal structures at high 
magnifications. 

Illumination by means of Vertical Illuminators. — Vertical, 
(or opaque) illuminators consist of a mounting containing some 
sort of reflector which sends light through the objective to the 
specimen but does not seriously obstruct its passage to the image. 
The objective functions as a condenser to illuminate the object, 

^ A modified illuminator is described by Silverman: Ind, Eng. Chem, 17, 
43 (1925). 

8 Ind. Eng. Chem. 17, 573 (1925). 

® This is analogous to dark field illumination of transparent objects (page 
43). 

^ Described by Greaves and Wrighton: Practical Microscopicai Metcdr 
logra^hy (1924), p. 16. 
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and also forms a real image of it in the microscope. Short focal 
lengths and working distances set no limitations on the use of 
vertical illuminators. 

The types of illumination obtainable by the use of vertical 
illuminators can be understood only if the objective is considered 
as a condenser, the reflector being analogous to the mirror as 
used in transmitted illumination. At present, objectives for use 
with vertical illuminators are not equipped with diaphragms as 
are substage condensers, so the obliquity or convergence of the 
illumination must be controlled by external means. 

The “ transparent reflector ” vertical illuminator (Fig. 50) is 
capable of supplying the greatest variety of illumination, the 
different types of which wnil be dis- 
cussed in connection with it.^^ The 
illuminating rays I, I, enter through 
an opening 0 in the side of the mount- 
ing, and are reflected by the glass plate 
G to follow the path R toward the ob- 
jective which is screwed in the lower rJ. 
end of the illuminator. The light not , 
reflected by the glass plate (about 85 
per cent) passes through it and is 
absorbed on the blackened walls of the 
mounting C. The initial intensity 
must be high to compensate for this 

. Fig. 50. Transparent Reflec- 

Since the glass plate reflector is usu- Vertical lUuminator. 
ally almost as large as the back lens 

of the objective, the entire aperture may be filled with light. The 
objective can thus supply S3mmietricaUy convergent illmnina- 
tion, the angular cone being equal to its own angular aper- 
ture. The degree of convergence is regulated by narrowing 
the illuminating beam by means of a diaphragm outside the 
illuminator, so as to give strictly axial illumination instead of 

The Spencer Lens. Co. has manufactured a vertical illuminator in 
which the reflector consists of two 45° prisms, the oblique face of one being 
partially silvered before the other is cemented to it. This constitutes a semi- 
transparent mirror, embedded in a cube of glass, and functions similarly to 
a ^ass plate reflector. However, the interposition of a cube of glass in the 
path of the image-forming rays from the objective introduces some optical 
difi&culties as regards the corrections of the lenses. 
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convergent illuminationj if desired. As in the case of transmitted 
illumination (page 83 ), convergent light gives maximum resolu- 
tion but rather weak contrast, whereas axial light enhances 
shadings and gives a bolder but less detailed image. The dia- 
phragm of the vertical illuminator should be so located that it 
actually functions as an aperture diaphragm; or if a part of an 
auxiliary illuminating system, this should also be true. By 
careful adjustment of the diaphragm, the visibiHty of the object 
may be greatly increased, with a minimum sacrifice of resolution. 
The diaphragm should never be opened so wide as to illuminate 
more than the area of the back lens of the objective, or glare ” 
and stray hght will become very marked. 

Critical illumination is obtained when the source of light is 
imaged in the plane of the object. This might be done irrespec- 
tive of its location, by moving the objective, but this would mean 
ignoring the focusing of the objective to form an image in the 
microscope. Actually, the objective is always focused on the 
preparation, and the position of the light source is adjusted so 
it will be imaged on the surface of the object. The distance of 
the light source from the objective must be equivalent to that of 
'the real image in the microscope (in other words, to the optical 
tube length). If the entire field of the objective is to be illumi- 
nated, the area of the light source must be equivalent to the area 
of the real image formed in the eyepiece. 

Oblique illumination^^ by reflected light may be obtained by 
screening one side of the opening of the illuminator, or better, 
by decentering the illuminating beam by means of an excenterable 
aperture diaphragm. Since the maximum obliquity possible is 
still within the angular cone of the objective, bright field illumina- 
tion always results. 

Annular^^ or epiphragmatic^® illumination is secured by insert- 

12 Wrighton: Jour. Roy. Micros. Soc. 279, 107 (1927), gives a good discussion 
of these factors. 

See also Fig. 55. 

^ Portevin and Gartner: Rev. Metal. 7, 921 (1910), were among the first 
to urge the use of oblique illumination in metallography. 

George: Trans, Am. Soc. Steel Treat. 4, 140 (1923); Trans. Am. Inst. 
Min. Met. Eng. 70, 259 (1924), has been the leading exponent of this method 
of iHumination. 

The term “ epiphragmatic illumination” was coined by Benedicks: 
Metallographic Researches (1926), p. 170. 
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ing a central stop in the plane of the aperture diaphragm of the 
illuminator (cf, page 43). A hollow beam of light is supplied 
to the reflector, and a hollow cone of illumination results. How- 
ever, this does not give rise to dark field illumination, for the most 
oblique rays are incident on the surface of the specimen at an 
angle equal to half the angular aperture of the objective, and are 
reflected at an equal angle, so they are all included within the 
angular cone of the objective.^® Conical illumination gives greater 
contrast and appearance of relief than does convergent illumina- 
tion, without the sacrifice of resolution which accompanies a 
narrow illuminating cone.^^ 

The transparent reflector transmits only about 70 per cent of 
the intensity of the image-forming rays. However, the aperture 
of the objective is unrestricted, and its full cone is available for 
maximum resolving power. In conjunction with suitable auxili- 
ary condensers and diaphragms (page 127) it permits all types of 

bright field ’’ illumination of opaque objects. Vertical illumi- 
nators of this type are particularly suited to work at high magnifi- 
cations. Their chief defect is the low efficiency of reflection of 
light, but a powerful light source and a highly reflecting object 
tend to counteract this. 

The mechanical construction of transparent reflector vertical 
illuminators varies widely with different makers. The reflector 
should be easily adjusted to the proper angle, and readily remov- 
able for cleaning. The glass plate should be more than large 
enough to cover the entire back aperture of the objective, even 
'when tilted at 45° to the axis of the microscope. The surfaces 
of the glass should be plane and well polished; ordinary cover- 
glasses are not satisfactory. If an iris diaphragm is a part of the 
illuminator, it should be as close to the reflector as possible, in 
order not to function as a field diaphragm. The housing and all 
interior parts of the illuminator should be thoroughly blackened, 
to absorb all stray light. 

The adjustment of a vertical illuminator of the type described 

This is analogous to a substage condenser and central stop, used in con- 
nection with an objective ha'ving an angular aperture greater than the dark 
cone — in fact, as great as the condenser itself. 

Benedicks made a careful study of conical illumination and gives many 
e.vceilent illustrations of the results obtained with it. Op. cit Chap. V. 

Both Leitz and Watson & Sons manufacture illuminators specially 
designed in this respect. 
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above involves, as a preliminary, arranging the light source to 
send rays into the side opening, tilting the reflector to send light 
downward, and focusing the microscope on the object, which 
should preferably be rather strongly reflecting. These steps may 
be facilitated by looking into the illuminator as well as through 
it, and in particular by observing it in the body-tube with the 
eyepiece removed. The relationship between objective aperture 
and illuminating aperture is readily seen by this method. 

The quality of the illumination is then perfected by making 
sure that the Hght enters horizontally, and in a direction per- 
pendicular to the axis of rotation of the glass reflector. The light 
source may need to be moved to affect this alignment. The 
distance of the light source should be adjusted so that it is imaged 
by the objective on the surface of the object. Some illuminators 
are equipped with a lens sliding in a side tube, as an aid (rather 
ineffective) to this adjustment. The size of the light source 
may well be restricted by a perforated screen, unless an auxiliary 
condenser and diaphragm are used as a secondary light source, 
as is the case in most large metallographic microscopes. In either 
case, the diaphragm at the light source should be closed until it 

just fails to restrict the field of the ob- 
jective. 

The aperture diaphragm of the illu- 
minator should be closed sufficiently to 
cut off any light from the reflector frame 
or other parts of the mounting. If this 
diaphragm is mounted separately, as in 
some large metallographic microscopes, 
it should be reduced until it supplies a 
narrow beam which strikes only the 
reflector, and is not scattered by en- 
countering the edges of the side opening 
of the illuminator. 

Prism vertical iUuminators (Fig. 61) 
are capable of supplying a very high intensity of illumination, 
but this is necessarily more or less oblique. The illuminating 
beam J enters the opening 0 in the side of the mounting, is 
reflected by the 45® totally reflecting prism P, and follows the 
path R to the objective. As an illuminating system, this is 
analogous to the use of the substage condenser with all but a 



Fig. 51. Prism Vertical 
Illuminator. 
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segment of its aperture covered by a screen. The rays pass 
through the edge of the objective, and are refracted to give 
unilateral oblique illumination (GO, Fig. 33). The maximum 
obliquity is equal to half the angular aperture of the objective, 
and the specularly reflected hght from the object is utilized to 
form an image as in bright field illumination. Similar but less 
intense illumination may be obtained by means of a transparent 
reflector, only one edge of which is illuminated (page 118). 

The brilliant oblique illumination obtainable from a prism 
vertical illuminator is especially useful in connection with exam- 
inations of poorly reflecting substances, or in photomicrography 
with light sources of only moderate intensity. Shading is some- 
what unsymmetrical, so that an appearance of relief ” is gained, 
and elevations or depressions appear contrasted and realistic 
in the image. Since the full aperture of the objective (acting as 
a condenser) is not utilized for illumination, maximum resolution 
is not possible by the use of illumination of this type. 

As an image-forming system, the aperture of the objective is 
also restricted by the prism interposed in the path of the light 
from the object. Although the prism screens a segment less than 
half the area of the back lens, a definite loss of resolution results^® 
particularly for structures parallel to the edge of the prism. 
Symmetrically convergent or “ critical illumination is impossible 
with prism illuminators, as is also annular illumination. The 
larger metallographic microscopes are generally arranged so that 
the prism may be easily replaced by a transparent reflector, for 
examinations requiring maximum resolution. 

Adjustment of prism illuminators involves little more than 
directing a beam of light at the prism which has been tilted to the 
proper angle. The illuminating beam should be no larger than 
the width of the prism, and should be centered on its vertical 
face. The prism should be tilted so that the image of the aper- 
ture diaphragm is visible in the middle of the unobstructed half 
of the objective aperture, as observed on removing the eyepiece 
and looking down the draw-tube. 

Mirror vertical illuminators reflect light to the aperture of 

Benedicks: Metdllurgie 6, 320 (1909). The illuminator of the large 
metallographic microscope of Zeiss is equipped vdth a prism which covers a 
sector instead of a segment of the aperture of the objective. This renders 
more of the aperture available for resolution. 
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the objective by means of a small movable mirror. The mirror 
may be semicircular in shape, in which case it functions exactly 
as does the prism in the illuminators just described, furnishing 
unilateral oblique illumination.^^ 

Tiny circular mirrors are commonly employed for illumination 
at moderate magnifications (Fig. 52). These supply a narrow 
beam of light to the objective (analogous to a nearly closed 
diaphragm with a substage condenser) and may be moved later- 
ally across its aperture (like an excenterable substage diaphragm) 
to give unidirectional illumination, either axial or oblique. The 

illuminating cone is 
necessarily small, but 
the aperture of the 
objective for image 
formation is not seri- 
ously reduced. Such 
illuminators furnish in- 
tense light, readily vari- 
able to different degrees 
of obliquity within the 
angular aperture of the 
Fig. 52. Mirror Vertical Illuminator. objective, and are very 

useful in bringing out 
three-dimensional structures in the specimen. They are easily 
adjusted by trial, the chief precaution being that the beam of 
light supplied from the side should be narrow, and well centered 
on the mirror, in order to minimize stray light. 

Objectives for use with vertical illuminators commonly have 
short mountings extending as little as possible beyond the back 
lens (Fig. 52). This permits the reflector of the vertical illumi- 
nator to be placed very close to the lens surface. By this means 

^ Jewell: Jour, Optical Soc. Amer. 14, 159-67 (1927), has devised an 
illuminator with a stellite mirror, the inner edge of which has an elliptical 
notch. Its illuminating rays make up half a hollow cone, and it is said to 
minimize glare from internal reflections. 

E. & J. Beck manufacture a vertical illuminator which permits the 
widest possible variation of illumination. It may be used with either 
transparent or prism reflectors, or with mirrors of a variety of shapes and 
either plane or curved surfaces. The tilting of the reflector may be accu- 
rately controlled in two directions, and it may be laterally displaced in two 
directions. 
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internal reflections are somewhat reduced, but the principal 
advantage is in connection with mirror or prism illuminators. 
In order that these reflectors shall not cast shadows on the field 
of the microscope, they must be as near as possible to the position 
where an aperture diaphragm would be placed, that is, at or 
within the back focal distance of the objective. If ordinary 
objectives are used the reflector is much farther away, and nearer 
the location of the field diaphragm in the image plane, so the field 
cannot be uniformly illuminated on account of its shadow. With 
illuminators of the transparent reflector type, no shadow can be 
cast by the reflector, and longer objective mounts are permissible. 

Objectives of high aperture (>0.5) should be corrected for use 
with uncovered ohjectSj and this is invariably done with short 
mount objectives unless otherwise ordered. The larger metallo- 
graphic microscopes have body-tubes longer than 160 mm., in 
order to accommodate the prisms and mirrors necessary to their 
inverted construction. Consequently objectives for use with these 
instruments should be corrected for the tube length specified by 
the manufacturer, usually 200 to 215 mm. If these same objec- 
tives are to be used with an ordinary microscope, it should have 
a draw-tube which can be extended to this distance. The in- 
terior of objective mountings should be thoroughly blackened, 
to absorb stray light. This is properly a task for the manu- 
facturer, though often neglected. 

Cover-glasses should not be used with specimens to be studied 
by reflected light, not only because of the corrections of the special 
objectives commonly employed (page 25), but also because so 
much light may be reflected at the upper surface of the glass 
that the preparation beneath may be poorly illuminated, or 
veiled by this useless reflection. With homogeneous immersion 
objectives the conditions giving rise to these objections are absent. 

“ Glare ” is a most serious hindrance to satisfactory illumina- 
tion of opaque objects. It manifests itself as a haze of light 
which may be localized or may cover the entire field, obscuring 
shadows and destroying contrast. The effect of glare is many 
times more marked with vertical illumination than with illumina- 
tion by transmitted light. If no object is in place, the field of 
the microscope ought to appear dark with vertical illumination, 
since no light is reflected back to the objective. Actually, as 
one can test by aligning the illumination and then removing the 
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object, the field is far from dark, and may be more than one-tenth 
as bright as if a pohshed metal specimen were reflecting light 
back to the microscope. Such ever-present light is superposed 
on all shadows, and would never be tolerated in ordinary photog- 
raphy; it should not be accepted by microscopists and metallog- 
raphers. Instruments differ greatly in this respect, and the user 
should test for himself their relative freedom from glare, and the 
conditions under which it is at a minimum. 

A number of factors contribute to the stray light that is re- 
vealed as glare. The reflection of light from the first surface at 
the back of the objective may be very troublesome. In general, 
the more convex the outer surface of the back lens, the more the 
light reflected by it will diverge to the walls of the illuminator 
and body-tube and be harmlessly absorbed. Different objectives 
vary greatly in this respect. Further reflections from surfaces 
of other lens elements in the objective may account for a smaller 
part of the glare. Dust on lenses or reflector may scatter light, 
and bright brass interiors of objective, illuminator, or body-tube 
are very objectionable. If the illuminating beam encounters any 
bright surface such as the frame of the glass reflector or mirror, 
a considerable amount of light will be reflected up the body-tube. 
Proper centration of illumination will aid materially in reducing 
glare, as will reduction of the aperture of the illuminating beam. 
If a field diaphragm is a part of the illuminating system, closing 
it until only a small area in the center of the field is illuminated 
will cut down the glare very strikingly, and will give the user 
an idea of the clarity and definition which are unfortunately so 
lacking under ordinary conditions of vertical illumination. 

The judicious use of the field diaphragm is one of the best 
methods of reducing glare. If the illuminated field is cut down 
to one-quarter of its original area, the intensity of light which 
enters the illuminator is proportionately reduced (page 48) 
and the part of this light which is reflected as glare is thereby 
lessened accordingly. The intensity of illumination over the 
reduced field is not decreased, and the contrast is therefore mark- 
edly improved, without any loss of resolution or brightness. In 
both visual and photographic work when large fields are not 
essential, it is often desirable to reduce the illuminated area 
to less than that of the visible field, for the study of fine details. 
Looking down the draw-tube may aid in tracing the origin of at 
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least a portion of the stray light, and successive removal of 
specimen, objective, and reflector may indicate which of these 
is to blame. In general, prism or mirror illuminators appear to 
give less glare, though this may be due chiefly to the more intense 
illumination and more contrasty image which they produce. 

Auxiliary Condensers and Light Sources for Vertical Dlumma- 
tors. — The illuminator, with or without an attached iris dia- 
phragm, can only serve to fill the aperture of the objective more 



Fig. 53, Chemical Microscope with Stage removed and Aujdliary Stage 
inserted in the Substage Ring. 

or less completely, and so to affect the convergence or obliquity 
of the illumination. In order to regulate the area of the field 
illuminated, and to concentrate light in a narrow beam upon 
the opening of the illuminator, some form of auxiliary condenser 
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and diaphragm is desirable. The simplest arrangement may be 
merely a lens sliding in the side tube of the illuminator, which 
serves as an imperfect aid in obtaining critical illumination, with 
perhaps a diaphragm, which hmits either field or aperture, or 
neither very definitely. 

The less elaborate forms of vertical illuminators may be used 
in conjunction with a lamp such as is shown in Fig. 24; its con- 
densing lens enables a con- 
centrated beam of light to 
be supplied to the side open- 
ing of the illuminator. How- 
ever, movement of the coarse 
adjustment in focusing the 
microscope destroys the align- 
ment of this system, and a 
focusing stage (Fig. 56) is 
almost necessary.2^ The com- 
bination lamp shown in Fig. 
54 obviates this difficulty, 
since it may be attached to 
the illuminator so as to re- 
main in alignment irrespec- 
tive of focusing movements.22 
It carries an auxiliary lens 
which gives approximately 
critical illumination, and will 
serve very satisfactorily to 
the Microscope, for use with a Vertical convert a chemical ” mi- 

niummator (Bausch & Lomb). croscope for metaUographic 

use. 

Regulation of both aperture and field requires a system similar 
to that diagrammed in Fig. 55, consisting of an aperture dia- 
phragm A, in the side of the illuminator and a field diaphragm 
F at a distance equivalent to the tube length of the microscope. 
The light scource may be placed at this field diaphragm, but an 

21 If the stage of a chemical microscope is removed, a cylinder of suitable 
dimensions may be placed in the substage ring, and used as a focusing stage 
(A, Fig. 53). 

22 Manufactured by Bausch & Lomb. Most firms list some simfTar ai> 
rangement of lamp attachable to the illuminator. 



Fig. 54. Convertible Lamp mounted on 
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enlarged image of it is usually formed there instead, in order 


that the full opening of the diaphragm 
may be filled with light. The field 
diaphragm F thus functions as a 
secondary light source of variable size 
(cf. page 98), and is imaged on the 
surface of the object when the ob- 
jective is in focus. It is ordinarily 
opened just enough to cover the field 
of the microscope. 

Instead of regulating the diameter 
of the illuminating beam by an aper- 
ture diaphragm in the side of the 
vertical illuminator, an external dia- 
phragm may be used for this pur- 
pose. Such a diaphragm A is placed 
in front of the lens C which projects 
the image of the light source at F. 
An auxiliary condensing lens c, placed 
close to the field diaphragm F, images 
this aperture diaphragm A in the 
back focal plane of the objective Ai. 
By varying the opening of the dia- 
phragm Aj all or part of the aper- 
ture of the objective may be illu- 
minated, and by the introduction of 
a screen or a central stop at this 
point, oblique or conical illumination 
may be obtained. 

This is essentially the ideal arrange- 
ment discussed by Beck;-® it is cap- 
able of a high degree of flexibility in 
furnishing the various types of illu- 
mination by reflected light. The 
proper adjustment of such a system of 
auxiliary condensers and diaphragms 
is more easily effected and maintained 
if some forih of permanent support 



23 Jour. Roy. Micros. Soc. 279, 116 (1927). 
George: he. dt. 


Fig. 55. Arrangement of Field and Aperture Diaphragms for use with Vertical Illumination. 
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is provided.2^ The larger metallographic microscopes are de- 
signed so that the auxiliary illuminating apparatus is an integral 
part of the instrument, and is mounted on an “ optical bench 
with the microscope and the camera. 

METALLOGRAPHIC MICROSCOPES 

Since a vertical illuminator can be attached to any microscope, 
the distinctive characteristic of microscopes designed for the 
examination of opaque objects is a focusing stage (Fig. 56). 

Such instruments are commonly 
called metallographic microscopes, 
since they are most used in the 
study of metals. The stage is raised 
or lowered by means of a rack and 
pinion, and can accommodate large 
or small specimens without changing 
the alignment of the light source 
with the vertical illuminator. A re- 
volving mechanical stage is desir- 
able. 

Works microscopes which may be placed 
directly upon the surface of large objects 
(sheet metal, pipe, or non-metallic ma- 
terials ‘such as paper, enamel, etc.) are 
manufactured by several firms.^s That 
by Leitz (after the design of Stead) rests 
upon three leveling screws, and is partic- 
ularly suitable for studies on irregular or 
Fig. 56 . Metallographic Micro- curved surfaces.^e The ‘‘Metallographic- 
scope, with Focusing Rotatable bink Microscope ” of Leitz possesses a 
Stage and Mechanical Stage at- jointed arm which permits the body to 
tached. (Spencer Lens Co.) directed at any angle. It is equipped 

with a hemispherical stage which can be 
inclined in all directions. The conveniently flexible stand of the Greenough 
binocular microscope shown in Fig. 25 renders it particularly suitable for 
examinations of this sort, using inclined illumination. 

^ A base board, equipped with guides and clamps for the microscope, lamp, 
and auxiliary condenser, is listed by Leitz. 

^ Stead, Work Shop Microscopes. Jour. Roy. Micros. Soc. 1909, p. 20. 
Tassin; Mierostructure of Steel Castings, Ind. Eng. Chem. 5, 713 (1913); 
Metallography as Applied to Inspection, ibid. 6, 95 (1914). 

26 The “ capillary microscope ” of Bausch & Lomb, if equipped with a 
vertical illuminator, can be used in a similar manner. 
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Inverted Metallographic Microscopes are based upon the de- 
sign of Le Chatelier, whose name they frequently bear. Nearly 
all^^ large metallographic microscopes for critical work are of 
this type. By inverting the body-tube, so that the objective 
is directed upward at a specimen placed over an opening in the 
stage, the specimen is automatically leveled so that its lower 
surface is perpendicular to the axis of the microscope. By means 
of a reflector, the image-forming rays from the objective are 
turned through 90°, into a horizontal body-tube which carries the 
eyepiece and is . aligned with a photographic camera. An obser- 
vation tube equipped with an eyepiece, and carrying a reflector 
at its lower end, may be introduced in the path of the rays, so 
as to permit viewing the image directly. The illuminating sys- 
tem, with auxiliar}^ condensers, diaphragms and light source, is 
mounted with the stand and the camera on a substantial hori- 
zontal frame. These various essential features are executed 
according to a number of different designs, the more important 
and useful of which will be described in some detail.-® 

The Bausch & Lomb Metallographic Microscope shown in Fig. 57 has 
recently been replaced by a ne'wer model, but it is still in common use, and 
possesses a widely adaptable illuminating system, which incorporates the 
features discussed on page 126 in simple and easily understood form. 

The instrument consists of an optical bench B 200 cm. long, on short legs. 
It may rest on a special stand or table or on a board suspended by springs 
from the ceiling to minimize vibration. This bed B carries sliding stands 
upon which are mounted the various parts of the apparatus. The radiant 
placed at the end consists of an arc lamp R; lamps of other types may be 
interchanged in this mounting. Attached to the lamp housing is a condensing 
lens C which may be focused by the handle h so as to project an enlarged 
image of the crater of the arc at c. The character of the light from R may 
be modified by color filters inserted in the support S; this support may also 
serve to hold ground glass or a cooling cell. Adjusting screws s, s serve to 
align the rays from the arc. In front of the condenser C is an iris diaphragm 
(A, Fig. 55) which serves to control the aperture of the illumination, and may 
be screened to give oblique or conical illumination. The screen E carries a 
second condensing lens c, provided with an iris diaphragm (F, Fig. 55) which 
serves to regulate the field illuminated. This auxiliary condenser projects 

27 The Martens stand of Zeiss is an exception; it is generally used in a hori- 
zontal position. 

28 A number of different types of metallographic microscopes are described 
by Patterson in Appendix II of Sauveur’s Metallography and Heat Trealment 
of Iron and Steel (1926). This article has been reprinted and is obtainable 
from Bausch & Lomb. 
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an image of the diaphragm in the opening (Ai Fig. 55) of the vertical illumi- 
nator 1. By loosening the winged nut w this image may be aligned or de- 
centered for oblique illumination. 

The compound microscope is attached to the central stand and consists 
essentially of a stage St supported by four pillars attached to the plate P, 
which in turn is movable b\" worm gear F and micrometer screw /. The 
adaptation of a worm gear for raising and lowering the stage ensures that 
the focus when once adjusted on a specimen will remain sharp even with 
heavy loads upon the stage, without the use of a special set-screw to lock the 
focusing mechanism. The microscope proper consists of the tube T to which 
are attached the ocular tube N for photography and the observing tube M. 
The objectives screw into adapters which are used with the clutch type of 
holder (C, Fig. 22) and can therefore be ver\’ rapidly changed. 

The illuminating rays projected by c enter the vertical illuminator I and 
are reflected by a disk of plane glass or a half-disk mirror attached to the 
milled head d. The rays from the illuminated object lying polished side 
down upon the stage pass downward through the disk of the illuminator 
(or through the unobstructed half when the mirror is employed) and strike 
a reflecting mirror V made of “ stellite,” from which they are reflected to a 
reflecting prism mounted at the inner end of M whence they are reflected 
to the eye of the observer. For photography the tube M is pulled out a 
short distance, thus removing its reflecting prism from the tube T and allow^ing 
an unobstructed passage of the rays through N to the ground glass or photo- 
graphic plate at G. Exposures are made by means of the shutter Sh. 

Since both the coarse adjustment F and the fine adjustment / are attached 
to the stage support and not to the tube of the microscope, focusing the 
instrument cannot disturb the alignment of the radiant. Fine focusing 
while looking upon the ground glass is accomplished by the Hooke’s key Ki 
attached to the -fine adjustment. The milled head serves to feed the arc 
lamp. To prevent dazzling the eyes by the reflection from a highly polished 
specimen, a cap with black glass is pro\'ided to fit over the ocular of tube M. 
There is also furnished with the instrument a cap with a tiny central pinhole 
which fits over the tube M. This device enables the eye to be kept in align- 
ment with the axis of the microscope, w^hen adjusting the illuminating system 
by looking down the tube at the back aperture of the objective.^* The 
optical features of this instrument are typical of other models. Unfortu- 
nately, the manufacturers have found that too many users did not take 
pains to adjust it properly, so a somewhat less flexible illuminating system 
has been designed to minimize the opportunity for maladjustment. 

The present model of the Bausch & Lomb metallograph (Fig. 58) utilizes 
a vertical illuminator with interchangeable prism and transparent reflectors; 
the side tube of the illuminator contains a lens (at I, Fig. 55) which renders 
it possible for the objective to form, in the plane of the object, an image of 
a light source at F (which is at a distance less than half the optical tube 

^ Detailed directions for setting up this instrument and aligning its illumi- 
nating system are furnished in pamphlet form by the manufacturers. The 
description by Patterson Qoc, ciL) also covers these points. 
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length). Instead of locating the light source here, its image is projected at 
this point by the condensing lens C. No adjustable field diaphragm is used 
(nor the lens c in Fig. 55), the focal lengths of the auxiliary condensing lenses 
being such that the image of the light source on the specimen is slightly 
larger than the field of the microscope, with a 5X eyepiece. An iris dia- 
phragm Ai is attached to the side tube of the illuminator, and functions as 
an aperture diaphragm. A larger iris diaphragm A in front of the condensing 
lens C also functions as an aperture diaphragm; it may be decentered by means 
of a rack-and-pinion r, for oblique illumination; or central stops for conical 
illumination may be introduced in its aperture. The illuminating system 
and microscope are permanently aligned on a common base plate B, 


s 



Fig. 58. Microscope and Illuminating System of Metallograph 
(Bausch & Lomb). 


The fine adjustment is designed to carry only the weight of the objective, 
and the stage is rendered particularly rigid, for photography at high magni- 
fications. The entire instrument is suspended on coil springs with damping 
pads of sponge rubber, to absorb any extraneous vibration. A special camera 
back, with coxmterpoised dark slide, helps to prevent any \dbration in ex- 
posing the plate after the focus has been carefully adjusted. Instead of the 
usual ground-glass focusing screen, a viewing tube that swings across in 
front of the plate may be used for final focusing. 

An automatic arc lamp, U, interchangeable with a ribbon-filament, 6-volt 
incandescent bulb, is used as a light source. 

The Leitz “ Micro -Metallograph ” (Figs. 59 and 60) is provided with an 
illuminating system which permits excellent control and flexibility of adjust- 
ment, The illuminator contains a prism and a transparent reflector, both 
being mounted on a shaft d, and interchanged by a simple sliding movement 
along its axis* An auxiliary lens 2 in a focusing mount is carried in the side- 
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tube of the illuminator, and serves, in conjunction with the objective, to 
image the iris diaphragm F in the plane of the object. This diaphragm con- 
trols the size of field illuminated. The aperture A of a second auxiliary 
lens (c, Fig. 55) is illuminated by an image of the crater of the arc, projected 
by the condensing lens C of the lamp. The iris diaphragm of this auxiliary 
lens acts as an aperture diaphragm; it is imaged in the back focal plane of the 
objective by means of the two auxiliary lenses. The aperture diaphragm is 
graduated, and is decenterable by a rack-and-pinion r for oblique illumination. 
Conical illumination is obtained by inserting central stops at this point. 



Fig. 60. Microscope of Metallograph (Leitz). 


The stand of the Leitz metallograph has a number of valuable features. 
The optical bench B is suspended on springs to minimize vibrations from the 
floor. A heavy counterpoise W balances the suspension irrespective of the 
position of the parts on the bench, and helps to lower the center of gravity 
of the apparatus. The automatic arc lamp R is mounted so that it may be 
inclined for illumination of large objects in macrophotography. The micro- 
scope is rigidly constructed, with only the weight of objective and illuminator 
carried by the fine adjustment. The camera is equipped with a viewing 
aperture at v, to aid in centering the specimen for photography. A “ focusing 
extension cabinet ” may be attached to the end of the camera, to permit 
focusing by means of a telescope which swings across in front of the plate. 



CHAPTER V 

LABORATORY EQUIPMENT 


METHODS FOR THE PREPARATION OF MATERIALS 
FOR MICROSCOPIC STUDY 

The variety of problems and materials which come to the 
chemist for microscopic investigation is so great that the available 
laboratory equipment should be of wide applicability, and should 
be selected for possible special needs as well as for the immediate 
requirements of routine examinations. New lines of work may 
be developed, necessitating the purchase of additional instruments 
or the use of different methods of preparing specimens, and the 
facilities of the laboratory should be flexible enough to provide 
for such contingencies as they arise. 

Laboratory. — The ideal workroom for chemical microscopy 
should be well lighted by large windows of clear glass. It should 
be located high enough in the building to be unobstructed by 
trees or by other buildings, and should face the north if possible. 
Vibration should be at a minimum and dust should be guarded 
against. Provision should be made for darkening the room, 
as an aid in photomicrography and ultramicroscopy, but, if 
feasible, a separate room should be provided for such special 
operations; a photographic “ dark room should be connected 
with it by a maze.” A small hood, and a chemical laboratory 
work table of standard height, with a sink, should be conveniently 
accessible, for use in the various operations which are often 
preliminary to microscopic studies. 

Numerous electric outlets are important, for several different 
light sources are likely to be in continual use. Direct current is 
almost indispensable if arc lamps are employed, and the wiring 
should be sufficiently heavy to permit the use of as much as 
40 amperes. 

Work Tables. — Whatever the design of the work table for 
chemical microscopy, the following points should be taken into 
consideration: 
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1- Comfortable posture oi the worker. 

2- Favorable lighting. 

3“Convenient location of instruments, accessories, and re- 
agents. 

4-Ample space for notebooks, and for the operations of 
preparing specimens. 

In general, a rather low table (not over 29 inches high) with 
cut-out front, as shown in Fig. 61, will be found superior to an 
ordinary desk. The “ cut-out ” enables the worker to sit close 
to the microscope, with both arms resting on the table — a great 
help in manipulating objects on the stage of the microscope, and 
an insurance against muscular fatigue. A stool, adjustable in 
height and with a swivel seat, is indispensable for securing a 
proper position at the microscope. If the stool is provided with 
an adjustable back the added comfort thus secured cannot be 
overestimated. 

The indented table top brings the numerous reagents and ac- 
cessories within easy reach, and has a further advantage in 
microchemical analyses or investigations in which fumes or cor- 
rosive vapors are given off. By placing the microscope at one 
side of the cut-out, and the microburner and reagents on the 
opposite side, these may be kept as far from the instrument as 
possible. The worker has only to turn to the right or left to 
change his position from the most convenient one for chemical 
operations and preparation procedures to that for microscopic 
observation. The drawers of the table should be designed so as 
not to restrict such movement. 

The table top should be of close texture, and finished in dull 
black. Coarse-grained woods should be avoided, because of the 
difficulty of keeping them clean; for this reason the authors prefer 
table tops of poplar or whitewood, stained black, unpolished and 
unvarnished and lightly waxed so as to shed water. ^ 

A polished or shining top should be avoided, since reflections 
therefrom are always annoying and very tiresome to the eyes. 
To guard against injury to the table top, manipulations may be 
performed over a piece of plate gldss; a convenient size is about 
12 to 18 inches square. 

1 A flat or “ dead black enamel with carbon black pigment answers 
admirably and never turns greenish, as aniline black often does. 
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The table should preferably be placed so as not to face a window, 
but to be lighted from one side. Such a location will be found 
less tiring to the eyes than one in which the light comes from 
directly in front. A table lamp should be provided, to illuminate 



the notebook and the preparative manipulations; it should be 
placed low, and carefully shaded so that no stray light will reach 
the eyes of the worker. The source of artificial light for the micro- 
scope may be any one of those described in Chapter III. 
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Gas Burners for Microchemical Work. — The microburner 
shown in Fig. 62 will be found to afford a wide range of usefulness, 
since it permits heating considerable quantities of material if 
necessary. It consists of an ordinary Bunsen burner, provided 
with a small inner tube for a pilot flame F. This flame is 

independent of the cock R, 
and is regulated by the small 
screw S, so as to be 3 or 4 
mm. high and barely tipped 
with yellow. If, as often 
happens, this tiny flame can- 
not be lowered to the proper 
size, remove the screw aS, and 
drop in the hole a small frag- 
ment of soft annealed fine 
copper wii’e, replace the 
screw, and turn until the 
copper has been crushed suf- 
ficiently to obstruct the flow 
of gas as required. The tube 
of the “pilot” or “micro” 
flame should extend flush 
with the tube of the Bunsen 
burner. An outer tube T, 
adjustable by the nut iiT, 
may be raised or lowered as 
a shield for the tiny flame, 
when very low temperatures 
are desired. The height of 
the support ring A may be 
varied so as to regulate the 
Fig. 62. Micro-burner with Support temperature as when heating 
Ring and Hot Plate. liquid in a crucible C, or it 

may be lowered to B when 
not in use. The block of brass P serves as a hot plate for 
heating slides, estimation of melting or subliming points, or 
evaporation of liquids. It is large enough to possess consider- 
able thermal “lag,” and may be maintained at practically con- 
stant temperature by adjusting its height above the flame. Sub- 
stances of known melting points (see Table I, page 210) may be 
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placed in the holes H, H to indicate temperatures over any de- 
sired range. 

For the production of higher 
temperatures than are possible 
with the flame of the micro- or 
Bunsen burner, a small dental 
blast lamp^ (Fig. 63) will be found 
highly satisfactory. Its flame 
may be regulated to a very fine 
point, and may be directed down- 
ward upon the specimen so that gg Orthodontic 

fusion or other effects of heat may Biow Pipe XH. (S. S. White 
be observed under a Greenough Dental Co.), 
binocular microscope.^ 

If compressed air is not supplied to the work table, a mouth 
blowpipe of the type used by mineralogists will be found conveni- 



Fig, 64. Forceps with Platinum Tips. (Full size.) 



ent. The usual form employed in blowpipe analysis, provided 
with a platinum tip, should be chosen; if it 
l" I possesses a hot-blast attachment its usefulness 

; will be greatly increased. 

J L i Material to be heated may be held in plati- 

^Lcround num-tippcd forceps (Fig. 64) or may rest on a 
I ^ piece of platinum foil. If fusions are to be 

^ ^ carried out, a tiny platinum cup or a loop of 

i \ platinum wire, such as is used for bead tests 

\ ? in blowpipe analysis, will be found useful. 

^ Reagent Containers. — For liquid reagents 

; \ and mounting media, the bottle shown in Fig. 

65 has been found particularly useful, since 

material is well protected from all dust 
Bottle with Pipette ,. , , , . , . 

and Cap x3^ evaporation, and no rubber is used for 

the dropping pipette. Brown glass is prefer- 
able for liquids which may be affected by light. 


2 Griinberg Orthodontic Blow-Pipe, obtainable from the S. S. White Dental 
Mfg. Co., Philadelphia, Pa. 

® Hot stages, for heating microscopic specimens, are described on page 200. 
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Dry reagents for microchemical analysis are conveniently kept 
in tiny glass stoppered vials. 

PREPARATION OF MATEIOAL FOR MICROSCOPICAL STUDY 

Although it is always advisable to examine specimens for 
microscopic study in their original condition, it is only rarely 
that such examinations can be carried out at high magnifications. 
Commonly only the gross structure of the objects is evident, and 
fine details or internal features are practically unobservable. For 
more than a cursory inspection it is usually necessary to prepare 
the specimen in an appropriate manner. The actual method 
employed will depend upon the character of the object and 
upon the type of study to which it is to be subjected. 

In general, it may be said that the procedure employed in 
preparing the material may either alter or conceal its essential 
characteristics, or it may reveal them in their true nature. The 
appearances of most microscopic objects are governed to a large 
extent by the preparation technique, and its influence must be 
kept in mind in interpreting the microscopic image in terms of 
the original structure. Many of the most important advances 
in microscopical science have been due to improvements in methods 
of preparation rather than in the manipulation of instruments. 
In the field of technical microscopy, which covers such an enor- 
mous diversity of materials, new procedures must be continually 
devised, or old ones modified, in order that the improvements 
in instruments or advances in theoretical knowledge shall not be 
retarded by the use of inadequately prepared specimens. 

Sampling for microscopical study is subject to the same general 
requirements which apply in ordinary chemical work, with the 
additional specification that significant structures in the specimen 
shall be maintained in their original form. This involves some 
preliminary knowledge of the structure of the material and of 
the variations which it is likely to exhibit. If the form of the 
specimen is of interest, the sampling operation must not alter 
it. If the fineness of powdered material is to be determined, 
there must be no sorting into coarse and fine fractions. If the 
material is a mixture of different ingredients, they must be present 
in the sample in the same proportion as in the original. Unless 
it is known that the material is highly uniform, samples should 
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be taken from a number of different portions, even if quantita- 
tive information is not demanded. 

Powdered materials may be sampled and reduced by quarter- 
ing, or by sifting from a sieve through a sample splitter.” If 
aggregates are present, they should be picked out and examined 
separately, as well as being broken up and mixed with the rest 
of the material. It may be desirable in some cases to suspend 
the powder in liquid, and to take an aliquot part of the suspen- 
sion, in order to insure perfect mixing and uniformity.^ 

Massive materials, such as alloys, should have samples taken 
from various points of their cross-section and longitudinal section, 
unless it is possible to include the entire section in the preparation 
which is to be studied. Textiles should be examined with respect 
to each type of warp and woof thread present. Sheets of paper 
should be folded and smaU pieces cut from various parts. 

If quantitative information is desired, the results from various 
samples should be compared; if agreement is poor, larger samples, 
or more determinations on each sample, should be made. Since 
few materials are very uniform under the microscope, samples 
involving hundreds of individual particles, grains, or fibers may 
need to be studied. 

Separation and Concentration by Manual Operations. — If 

the purpose of sampling is to obtain a small amount of material 
for detailed study, it is often important to be able to secure this, 
sample without contamination by adjacent substances, and to 
know exactly where the sample was taken. For such work a 
Greenough binocular microscope or a simple magnifier is invalu- 
able, since it enables powdered materials to be sorted, coatings 
or incrustations to be separated from underlying material, and 
single grains in aggregates to be dug out, all under microscopical 
observation. The material thus collected may be further ex- 
amined at higher magnifications, tested with polarized light, or 
analyzed microchemically.® 

Manual separation of the different constituents of a sample, 
though sometimes laborious, has the distinct advantage that a 
minimum of mechanical or chemical treatment is applied, and the 
separated portions are unaffected by the process. It is, of course, 

^ Weigel: Size and Character of Grains of Non-Metallic Mineral Fillers. 
But. Mines. Techn. Paper 296, p. 7. 

® Johannsen: Manmil of Petrographic (1918), p. 657, 
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only applicable to materials which are recognizably different, 
even at low magnifications, and which are not too minute to be 
handled.® 


Fig. 66. Spear Point Dissecting Needle. X f. 


For the sorting or dissection of microscopic objects small in- 
struments such as are used in histology are very useful. Needles 
(Figs. 66, 67), knives, forceps, scissors, and similar tools are suit- 


Fig. 67. Knife Needle. Xf. 


able for soft materials. Forceps should have very fine jaws, 
only slightly corrugated and meeting so accurately that tiny 
particles may easily be picked up; the tips may need to be re- 



shaped by the user (Fig. 68). A glass rod drawn to a fine point, 
or a platinum wire sealed to a piece of glass tube, are very con- 
venient for picking up small grains of material (Fig. 69); they 


Fig. 69. Drawn-out Glass Rod and Platinum Wire for handling Reagents. 

may be moistened by breathing upon them, or rendered slightly 
sticky by a trace of Canada balsam or vaseline. A miniature 
spatula, hammered from heavy platinum wire, is useful for 
handling particles of all sizes, or for scraping up loose material 
(Fig. 70). Bits of glass rod drawn to hair-like fineness and cut 

« It should be borne in mind that the microscope in effect serves to separate 
materials, for by spreading the mixture in a thin layer particles of the different 
ingredients may be observed entirely isolated from other constituents. These 
may be tested in situ optically, chemically, and by their melting points, and 
frequently can be identified without actually being removed from the mixture. 
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into lengths of about 50 mm. will be found useful in dealing with 
very minute pai*ticies, or .applying exceedingly small drops of 
reagents. They may be thrown away after using. For collecting 
fragments of material which are covered by liquid, a plentiful 

Fig. 70. Platinum Spatula. (Full size.) 

supply of capillary pipettes, made by drawing out-glass tubing 
as shown in Fig. 71, should be at hand; these may be equipped 
with rubber bulbs if desired, and should be discarded after use. 

Aggregates of hard material, such as refractories, minerals, or 
alloys, may require considerable force to separate certain con- 
stituents, and for this the smaller sizes of chisels and excavators 


Fig, 71. Capillary Pipette. 

used by dentists are excellent. They are made of good steel, 
and may be obtained in a variety of shapes, or re-shaped by grind- 
ing. Steel sewing needles of large size or knitting needles, may 
be heated, shaped and hardened, or shaped by grinding to make 
special tools. For cutting or chiseling the hardest materials a 
writing diamond is invaluable.'^ 

The smallest size jeweler’s vises and tool-maker’s clamps are 
very convenient for holding material which is being cut or chis- 
eled under the microscope (Fig. 24) since they may be fastened 
to the stage itself. If the sample is inconvenient to hold it may 
be partially embedded in sealing wax, in a low-melting alloy, or 
in plaster-of-paris or other cement. 

For pulverizing aggregates of material, preparatory to further 
separation, a small agate mortar may be used (Fig. 72). A 
“ diamond ” mortar is preferable for hard and brittle substances, 

^ A modified form of writing diamond has been devised by Putnam, Roberts, 
and Selchow: Awer. Jour. Science. 15, 99 (1928) and used by them in sampling 
mineral grains for microscopic chemical analysis. This tool is made by the 
Arthur Crafts Co., Diamond Cutters, Boston. 

For accurately controlled sampling, the micro-drill described by Fairbanks; 
U. S. Bur. Mines. Repts. of Invest. 2613 (June, 1924) may be employed to 
advantage. It is centered on the specimen by means of the microscope, and 
the depth of the depression made can be controlled. 



144 


PREPARATION METHODS 


since it prevents any loss of the fragments. An unglazed porce- 
lain streak plate/’ such as is used by mineralogists, affords a 
simple means of obtaining a small quantity of the material in 
powder form; a piece of ground glass may be used/ or, better, 
an object slide of fused silica with ground surface. 

In separating coarsely pow’dered materials it is advisible to 
spread them over a flat surface such as the glass stage of the 

Greenough binocular microscope, 
or a piece of plate glass; a light 
or dark colored background may 
be placed beneath the glass, to 
give better contrast. The differ- 
ent kinds of grains may be picked 
up and placed in separate watch- 
glasses, or in the hollows of a 
porcelain depression plate.” If 
■n * X ^ ver5^ fine particles are to be dealt 

(Full size.) with, it is more convenient to push 

them together into heaps, rather 
than to attempt to pick them up. 

Although it is possible, by supporting the hand firmly on a rest, 
to handle and separate fairly small grains under the microscope, 
such ' procedure is not adequate for the manipulation of very 
tiny particles, or the dissection of fine structures. 

Various methods have been employed to substitute mechanical for muscular 
movement and recently two types of micro-manipulators, designed for work 
at high magm'fieations, have been placed on the market. Chamber’s appara- 
tus^® (manufactured by Leitz) consists of supports for heavy arms to which 

^ The use of “ streaks ” as samples for microchemical testing is discussed 
by Gaubert : Comptes rendm, 177, 960 (1923). 

® Barber; Philippine Jour. Sci. 9B, 307 (1914). 

Blake: Awcr. Jout, Sci. 37, 535 (1918). 

Hurst: Tran^. Amer, Micros. Soc. 44, 224 (1926). 

Taylor: Univ. Ccdifomia Pub.j Zoology 26, 443 (1925). 

Proc. Soc. Expt. Biol. Med. 19, 85 (1921). 

And. Record. 24, No. 1 (1922). 

J(mr. Roy. Micros. Soc. 1922, 373. 

Jour. Baderkd. 8 , 1 (1923). 

Lee: Microtomut*s Vade Mecum. (P. Blakiston’s Son, Philadelphia, 1928) 
Chapter XXX. 

McClung: Handmoh of Microscopicd Technique (P, B. Hober, New York 
(1929), pp. 39-73. 
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the needles or pipettes used are attached. These arms are hinged by springs 
which are flexed by screws working against them, and thus a delicately 
controlled movement is imparted to the point of the instrument used. A 
separate spring arm and support is necessary for each needle or pipette in 
use. The Peterfi micro-manipulator^^ (manufactured by Zeiss) is a more 
flexible apparatus, in that it has rack-and-pinion coarse adjustments, and a 
wider range of movement. 

The tiny instruments which are controlled by these micro-manipulators 
are usually made by drawing out glass rod or tube to fine points, even as 
small as 1 ju in diameter. Forceps, needles, pipettes, heating points, magnets, 
or electrodes may be operated by the mechanical movements, under magnifi- 
cations as high as 1000 X. Only very slight force can be applied by such 
delicate tools, but somewhat stronger and coarser ones are suitable for most 
chemical work, and are of great value in separating specks and foreign matter 
from various materials, as a preliminary to their identification by micro- 
chemical means. The micro-manipulator also has possibilities as a method 
of applying a tiny drop of reagent to a single grain of mineral or metaUie 
substance, as a substitute for separating the grain from its surroundings 
before testing it chemically. 

Separation and Concentration by Mechanical Operations. — 
If the properties of the ingredients of the specimen permit, some 
sort of mechanical separation is preferable to sorting by hand, 
and may be necessary in case the constituent particles are not 
strikingly different at low powers. The operations used may 
be no more complicated than shaking the pulverized sample on 
a fiat surface (analogous to a jig table) or winnowing in a current 
of air. In many cases screening of a powdered sample will 
effect a separation into coarse and fine fractions, in each of which 
certain ingredients predominate. This is particularly true in 
the case of mixtures which have been made up from materials 
of varying finenesses, as in the ease of stock feeds. 

Magnetic separation is applicable to many minerals which 
are only feebly magnetic in mass.^^ A bar or horseshoe 
magnet is sufiicient for ordinary work, where distinctions need 

Zeits. wiss. Mikros. 41, 263 (1924). 

Mikrurgische Methodik, in Aberhalden’s Handhuch der hiologischen Arheife- 
methoden, Abt. V, Teil 2, Lief. 124 (Urban Schwarzenberg, Berlin). 

Krause: Enzychp'ddie der mikroskopischen Technik. Vol. II (1926), pp. 
142A-35. 

^ Tiny sieves may be made from silk bolting cloth of suitable “ mesh 
stretched on a frame, and discarded after use. 

^ Wallis: Ancdytiad Microscopy (E. Amoldj London, 1923), p. 14. 

Johaniisen; op. cii., p. 538, 
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not be based on the quantitative degree of magnetic suscepti- 
bility* Fairbanks^ ^ uses dielectric separation methods as a means 
of obtaining fine particles of a single ingredient for mici’ochemical 
analysis. 

The specific gravities of the ingredients of a mixture may be 
used as a basis of their separation and concentration. If a liquid 
of the proper density is chosen, certain of the constituents will 
sink and others will float in it.^® By proper control, the parting 
may be made quite definite, and mixtures of several ingredients 
may be fractionated into their different components almost quan- 
titatively. Constituents of ores, foodstuffs, drugs, and other 
heterogeneous materials may be separated in this manner. It 
is necessary that the grains of material should not be aggregated, 
and that thej’ should be small enough to consist of one substance 
only. Most important of all, the liquids used should have no 
chemical action on the sample. Minerals and other insoluble 
materials may be separated by Thoulet’s solution of potassium 
mercuric iodide (G = 3.2 — ), Klein’s solution of cadmium 
borotungstate (G = 3.2 — ), or similar aqueous solutions of 
inorganic compounds, but for general work organic liquids are 
preferable. Bromoform (G = 2.6), acetylene tetrabromide (G = 
2.95), and methylene iodide (G = 3.3), are the most useful of 
these. By mixing with liquids of lower density, such as benzene, 
chloroform,* or carbon tetrachloride, any desired value may be 
obtained. For small amounts of material a separatory funnel 
or a sedimentation glass is satisfactory. The collected grains 
may be washed free of adhering liquid and dried. 

Finely divided material temporarily suspended in water or 
other liquid may be concentrated by a number of methods, of 
which settling is the simplest, since the concentrate is easily 
handled. The apparatus illustrated in Fig. 73, commonly known 
as Spaeth’s sedimentation glass, is veiy’- useful for this purpose. 
The suspension is allowed to settle, the stopcock being open 
upward, as shown. After subsidence has taken place gentle 
stirring will dislodge any material clinging to the side of the 

** Laboratory Investigaium of Ores (1928), Chap. V. 

Johannsen. op. dtj pp. 518-557. 

Wallis: op. dLj p. 48. 

An exhaustive study of the most useful and economical liquids for specific 
grarity separations is given by Sullivan: Bur. Mines. Technol Paver 381 
(1927), 
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vessel and it will fall to the bottom. The stopcock is turned a 
quarter turn and the liquid emptied out. The stopcock can 
then be removed, with the sediment contained in the conical 
depression and with but little of the super- 
natant liquid. Fractional sedimentation may 
be possible, if suspended particles having 
different rates of subsidence are dealt with.^® 

If settling is slow, on account of the fineness 
of the particles or for other reasons, centri- 
fugal force may be employed to accelerate it. 

The usual conical tubes (15 cc.) are useful for 
samples of moderate size, -while for smaller 
quantities of hquid (less than 1 cc.) the 
haematocrit ” attachment used for centri- 
fuging blood serum may be employed, with 
higher speeds if necessary. If a small amount 
of solid is suspended in a large 
bulk of liquid, a larger tube 
and heavier centrifuge are re- 
quired, The most convenient 
form of apparatus for this pur- 
pose consists of a separatory Pig. 73. Spaeth Sed- 
funnel fitted with a stopcock imentation Glass, 
of the type provided in the 
Spaeth sedimentation glass (Fig. 74). This sim- 
plifies greatly the collection of the solid material 
after it has separated. Ordinary centrifuge tubes 
allow the solid to collect in the tip, from which 
it must be removed by a capillary pipette, pref- 
erably after the supernatant liquid has been 
pipetted off. It will be found more convenient 
to employ tubes drawn down to a fairly long 
pointed end, which may be cut off by a file 
Fig. 74. Sedimen- scratch just above the sediment, thus permitting 
for^Tar access to the solids. When properly drawn 

trifuge down, tubes of this form can be used several 

times by simply sealing the end; the tubes are 
centered and held in the centrifuge by perforated corks. The 

^ Wallis: op. ciL, pp. 28, 50. 

Jour, Amer, Chem, Soc. 27, 104 (1905). 
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tubes devised by Richards^^ for the separation of small quantities 
of crystals from their mother liquor are useful for similar pur- 
poses. Their manipulation is evident from Fig. 75. 

The collection of fine suspended particles which cause turbidity 
in oils, lacquers, and other liquid or solid materials may be 

accomplished most con- 
veniently by means of the 
centrifuge. The sample 
ma^^ be diluted or dis- 
solved by an appropriate 
liquid, to render the sepa- 
ration rapid and com- 
plete. 

Filtration as a means of 
collecting suspended solids 
for microscopic study pre- 
sents no unusual problems. 
However, if filter paper is 
used it may be difficult to 
collect the solids or to free 
them from stray fibers. 
(The filtration of small 
quantities of liquid is dis- 
cussed in Vol. II.) The 
Sedgwick-Rafter method^ eliminates the use of paper, sand being 
used as a filtering medium. After the suspended matter from 
a quantity of liquid has been collected on the bed of sand in 
the apex of the funnel, sand and sediment are removed, and 
separated from each other by washing and decantation; the 
sand is heavy and coarse and settles out quickly, while the 
concentrated suspension of sediment may be collected and ex- 
amined. 

For certain purposes it may be simplest to dissolve or otherwise 
to remove all but one of the ingredients of a mixture, in order 
that it may be more clearly visible. Such procedures are matters 
of chemistry, and will depend on the nature of the sample. Simi- 
larly, it may be desirable to ash the specimen, in order to study 

Standard Methods of Water Analysis (1925), 

Whipple: Microscopy of Drinkiny Water (John Wiley & Sons, New York, 
1927), p. 90. 
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the structure and distribution of its inorganic constituents in 

Maintainence of the original structure of the specimen is 
frequently important if the relationship of the different constitu- 
ents is to be investigated microscopically. The composition of 
the sample is revealed more clearly, and the history and develop- 
ment of its structural elements are much more plainly evident 
if their arrangement has not been disturbed by any method of 
preparation such as crushing or tearing apart with dissecting 
instruments. The progress of deteriorating influences such as 
corrosion, solution, or other chemical attack is readily followed 
under such circumstances, and the effect of various reagents on 
the material may be observed microscopically in a ver}^ definite 
manner. 

The ideal method of preparation of a specimen for such studies 
would be to pass a mathematical plane through it, and to examine 
the structures which this surface interests. In the case of trans- 
parent material, a very thin slice of the specimen would represent 
the internal features intersected by it. The procedures for ap- 
proximating such ideal preparations vary greatly with the physi- 
cal character of the sample; for soft materials the methods of 
plant or animal histology may be adapted, whereas for hard 
specimens the technique of metallography or petrography is 
applicable. 

Surfacing or sectioning soft materials which can be cut by a 
knife is a very easy matter if the specimen is reasonably firm 
and tough. Transparent material may be cut in thin sections 
for study by transmitted light, but for relatively opaque materials 
such as coats of paint^^ the examination of a smoothly cut surface 
by reflected light is usually sufficient. Reasonably accurate 
sections or surfaces can be prepared by freehand cutting, using 
a very sharp knife (such as a “ pattern or wood carver's knife) 
or a strong razor. A safety razor blade in a suitable holder fur- 
nishes an excellent edge, and can be discarded if injured by hard 

21 Molisch: Mihrockemie der Pflanze (Jena, 1921), pp. 9~11; 

Schoeller: Beriekte 56, 2191 (1922). 

Policard: Comptes rendm 176, 1012, 1187 (1923); BitU, soc, chim, 33, 1551 
(1923). 

Pregl: Mihrochemie 2, 75 (1924). 

22 MaxweU: Chem, Met Bng, 28, 850; 29, 964 (1923). 
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or gritty material. The specimen maj’' be held in the fingers, 
or between two pieces of pith, cork, or other soft material. To 
avoid risk of tearing or distorting the structure, it is best to 
remove only a veiy^ thin slice at a time, even if the remaining 
surface is to be studied. A drawing cut is permissible, but care 
should be taken not to compress or otherwise deform the object.^® 
If more accurate control of the cutting operation is desired, a 
microtome is essential. A microtome consists of a holder for 
the specimen, a feed mechanism for regulating the thickness of 
the cut, and a guide for the knife. Unless serial sections are 

required, the simpler types of 
microtomes are preferable for 
industrial use, since their con- 
struction is rugged and not likely 
to be strained by the force neces- 
sary in cutting tough objects. 

A sturdy microtome of simple con- 
struction (Fig. 76) which can be 
clamped to the table top answers 
admirably for most work.®^’^® The 
jaws for clamping the specimen wiU 
accommodate as large pieces as it is 
feasible to cut. The knife is held in 
the hand and is guided by the flat 
strips of glass on the top of the in- 
Fig. 76. Small **Table’' Microtome, strument. Cutting may be carrried 
(Spencer Lens Co.) out with any keen-edged knife, but a 

“section razor?' is more easily sharp- 
ened to a smooth, sharp edge. A “ botany ” razor having a heavy'^ blade 
is satisfactory; the steel should be hard enough to hold an edge but not so 
brittle that it is chipped by hard particles which may be encountered in 

Carpenter: The MircoBcope and Its Revelations (London, 1901), p. 

458. 

If a more elaborate microtome is desired for cutting very sections, 
the new precision sliding microtome manufactured by Spencer Lens Co. is pref- 
erable to instruments of the rotary type, since its mechanism is much stronger. 
A large microtome knife is better than a razor, on account of the stiffness 
of its blade. Holders may be obtained to permit safety razor blades to be 
used in microtomes of this type, so that the labor of sharpening blades, which 
it may have been necessary to misuse on hard and gritty material, is largely 
elinainated. 

An improvised microtome is described by Speare and Moore* Ind 
Eng. €hem. 17, 894 (1925). 




MICROTOMY 


151 


the specimen.26 For very tough material, a heavy chisel-like knife is neees- 
sarj^ 

Microtomes are used almost entirely for cutting thin sections of material, 
but Lucas^? others have recently been successful in surfacing alloys by 
means of a substantial and rigid microtome. 

It is frequently desirable to soften the specimen by soaking in water, or 
by other treatment^® before attempting to section it by means of a knife. 
Small pieces of material which are sufficiently strong and rigid may con- 
veniently be held between pieces of elder pith and clamped in the jaws of the 
microtome; a few drops of alcohol applied to the pith cause it to swell and 
to support the specimen firmly in place. 

If the material to be sectioned is friable or of poor tenacity, 
if it consists of structures loosely bonded together or of varying 
toughness, or if very" thin sections are required, some sort of 
embedding procedure must be applied.-^ 

The aim of all such methods is to permeate the material 
thoroughly with a substance which mil be firm enough to main- 
tain every part of the structure in its original relative position, 
and which may be sectioned readily by the microtome. Obvi- 
ously, the embedding operation must not alter the structure or 
chemical constituents of the specimen, and the choice of a method 
will be governed largely by the nature of the substance and its 
susceptibility to heat or solvents. 

Most dry porous materials may be infiltrated by molten paraffin or harder 
vegetable waxes, provided they are not affected by a temperature of 60-70% 
and contain no oil-soluble ingredients. Paper, ^ textile fibers, leather, and 

26 Gage: The Microscope (1925). Microtomes and Section Knives, pp, 
370-5. 

Kingsbury and Johannsen: Histological Technique ^ p. 23 (John Wiley & 
Sons, New York, 1927). 

Krause: Enzyclopadie der mikroskopischen Techniky Vol. II (1926), pp. 
1528-48. 

27 Microtome Methods for the Preparation of Soft Metals for Microscopic 
Examination. Pamphlet 1654-E. Mining and Metallurgy^ Feb. 1927. 

26 Kisser: Zeits. mss. Mikros. 43, 346 (1926); 43, 495 (1927), recommends 
playing a steam jet on the spot to be cut, to soften and moisten materials such 
as wood and horn. 

2® Lee: op. Chap. VII. 

36 Tingle: Taper Ind. 9, 418 (1927). 

31 Herzog: Mikroskopische Untersuchung der Seide und Kunstaeide (J. 
Springer, Berlin, 1924), p. 21. 

See also Johnson: Amer. Dyestuff Kept, 18, 37 (1929); Garner: Ind. 
Chemist^ 6, 147 (1929). 
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similar substances with continuous air voids may be embedded very rapidly 
by this method. The block of wax containing the specimen is trimmed to a 
small size and fastened on a small piece of wood by hot wax, to give a firm 
base for the jaws of the microtome. Even if penetration is imperfect, the 
wax surrounding the exterior of the specimen may support it firmly enough 
for sectioning.^- 

A syrupy solution of collodion may be used as an infiltrating material for 
dry, fibrous material; on drying, it shrinks somewhat, but this is not objec- 
tionable in the case of bundles of textile fibers.-^ If desired, the collodion may 
be hardened by immersing in chloroform instead of by evaporation. The speci- 
men, embedded in collodion of a tough, almost horny texture, is preferably 
surrounded by paraffin as a support for sectioning.^'^ Sections of either the 
paraffin or the collodion methods may be mounted directly in Canada balsam. 

If it is necessan’ to avoid the use of organic solvents, an aqueous embedding 
medium may be employed; this is also particularly applicable to moist ob- 
jects. A concentrated solution of gelatine, or gelatine and glycerine, is kept 
warm and allowed to soak into the specimen. It sets when cold, and may be 
hardened by formaldehyde and alcohol. 

Another procedure, which involves a minimum of chemical treatment, 
is to freeze the wet specimen by means of an ether spray or a carbon dioxide 
expansion chamber attached to the microtome. The freezing is continued 
during the sectioning operation. In order to avoid the growth of large ice 
cr>’stals which would render the cutting difficult and the section brittle, 
gum arabic, gelatine, sugar, or other substances may be added to give a 
tougher and finer grained mass.^e Sections prepared by the gelatine or the 
freezing method may be mounted in glycerine or in glycerine jelly. 

If very thin sections of delicate material are to be cut, the 
above rapid methods may be inadequate, and more elaborate 

^ Rubber, isolated coats of paint, celluloid, and other non-porous materials 
may be conveniently supported in this manner. 

3® Willows and Alexander: Jour. Textile Inst. 12, 199 (1921). 

Lawrie: Textile Microscopy (E. Bean, London, 1928), p. 131. 

^ Herzog: he. cit. p. 19, simplifies the procedure in the case of textile fibers 
by making a single freehand cut and examining the exposed ends of the fibers 
by reflected light. 

Lee: op. dL, p. 95. 

CI^ and Hariand: Jour. Textile lust. 14 , T489 (1923). 

Lawrie: op. cft.^ p. 129. 

Guyer: AnfmoZ Microhgy (Univ. Chicago Press, 1917), Chap. VIII. 

Johannsen and Ivingsbury: Histohgied Technique (1927), p. 35. 

McLaughlin and 0*Flaherty: Jour. Amer. Leather Chem. Ass.. 22, 323 
(1927). 

Freezing has also been used to harden rubber sufficiently for cutting with- 
out yielding beneath the knife, by Depew and Ruby: lud. Eng. Chem. 12, 

1 156 (1920). Superficial vulcanization with sulphuryl chloride is also effective 
for this purpose. Green: ibid. 13 , 1130 (1921); Speare and Moore: ibid. 17 , 
936 (1925), 
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technique may be necessary. Either paraflSn or collodion may 
be used as an impregnating medium, but a number of stages are 
required to dehydrate the material completely, to render it 
permeable to the infiltrating material, and to remove this material 
without altering the structure of the specimen. 

The paraflSn method® involves a preliminary gradual dehydration of the 
specimen by soaking successively in a series of aqueous alcohols, of increasing 
concentrations, until absolute alcohol is reached. The alcohol is replaced by 
soaking in a liquid which is miscible with paraffin, such as xjdene or cedar 
oil.® The specimen is then soaked in molten paraffin, which is changed 
several times, until it is thoroughly impregnated. The wax is then chilled 
and mounted on a block j sections are cut, and fixed to a microscope slide. 
The paraffin is extracted by xjdene or benzene, and this is replaced by Canada 
balsam or other resinous mounting medium. If, however, it is. necessary 
to stain the section with an aqueous stain, it must 'be passed from the 
xylene through the series of alcohols until it is hydrated, and after staining 
it must be dehydrated as at first, before mounting in balsam. 

The collodion or “ celloidin ” method^ necessitates a preliminary dehydration 
through the series of alcohols, as in the paraffin method. From 95 per cent 
alcohol the specimen is transferred to a mixture of alcohol and ether, both 

® For detailed directions covering all stages of this method see 

McClung: Microscopical Technique (P. B. Hober, New York, 1929), 
pp. 1-38, 108-164. 

Lee: Microtomisi^ s Vode Mecum (P. Blakiston’s Son, Philadelphia, 
1928), Chap. YllL 

Kingsbur}»^ and Johannsen: Histological Technique (John Wiley & 
Sons, New York, 1927), pp. 17-26. 

Gage: The Microscope (Comstock Pub. Co., Ithaca, N. Y., 1925), 
pp. 375-86. 

Carpenter: The Microscope and Its Revelations (London, 1901), 
Chap. VII. 

Wilson and Daub: Jour. Amer. Leather Ghent. Ass. 21, 193 (1926). 

Turley: idem.^ p. 117. 

McLaughlin and OTlaherty: idem., p. 338. 

W^'ilson: Chemistry of Leather Manufacture (Chemical Catalog Co., 
New York, 1923), pp. 15-20. 

Herzog: Mikroshopische Untersuchung der Seide und Kunstseide 
(J. Springer, Berlin, 1924), p. 21. 

® So-called clearing ” agents. 

^ For detailed directions covering all stages of this method, see 

McClung; he. dt. 

Lee: op. ciLf Chap. IX. 

Kingsbury and Johannsen: op. cit.^ pp. 26r-32. 

Gage: op. di., pp. 387-92. 

Carpenter: loc. dt. 

Wilson and Daub: loc. cit. 

Lawrie; Textile Microscopy (E. Benn, London, 1928), p. 123, 
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preferably anhydrous. It is next soaked successively in collodion solutions 
of increasing concentrations, the last being a viscous syrup. The sample, 
surrounded by semi-gelatinous collodion, is mounted on a block of wood 
by means of more collodion, and allowed to stiffen somewhat by evaporation. 
It is then placed in chloroform, which hardens the collodion and renders it 
tough and almost horny. The specimen is finally transferred to aqueous 
alcohol or a mixture of castor oil and xylene, in which solutions it may be 
stored indeftnitely. For sectioning, the specimen is clamped in the micro- 
tome and cut with a drawing stroke, the knife being kept lubricated with the 
liquid in which the specimen was stored. After the section has been attached 
to a microscope slide, the collodion may be removed by a solvent, but it is 
often left in place as a support for the fine structures of the specimen. De- 
hydration may be necessarj^ before mounting, if the motmting medium is not 
miscible with that in which the specimen was stored. Castor oil or phenol 
in xylene give transparent preparations which may be examined directly 
or mounted in balsam. 

Both of the above methods of embedding are ver\' time-consuming on 
account of the hours or daj’S required for the penetration of each liquid. 
It is this slowness which minimizes the risk of delicate tissues being deformed 
by osmotic forces due to too sudden changes in the surrounding fluid. The 
paraffin method is rather more rapid than the collodion method, and thinner 
sections may be cut, but the sample is not so firmly held together. 

Sections should ordinarily be cut sufficiently thin to permit structural 
elements to be seen in single layers. Cross-sections of fibers or coatings 
should be no thicker than the details which are to be studied, if spurious 
images are to be avoided. The collodion method is satisfactory for sections 
as thin as 10 /z, but for thinner sections, down to 1 n, the paraffin method 
must be used. Thin sections can be cut only with a rigid, well sharpened 
knife and an accurately working microtome. They must be handled with 
great care, in order to avoid breaking the delicate slice of the specimen con- 
tained in the embedding material, and after this supporting matrix is removed 
they must not be subjected to any mechanical force. For this reason the 
sections are usually fixed to a microscope slide by an adhesive before any 
attempt is made to remove the paraffin or collodion, or to cover them with 
a mounting medium and cover-glass. 

Serial sections (cut successively) are useful in tracing a given structure 
through a thickness greater than that of a single section, and may be used 
to construct three-dimensional models.^^ Sections in two or more co- 
ordinate planes are frequently of value in interpreting the longitudinal and 
tranverse structure of an object. 

Surfacing or sectioning hard materials which cannot be cut 
by a knife in their original condition, or rendered soft enough by 
special treatment, depend principally on grinding methods. 
Certain brittle materials which break cleanly may give a frac- 
Gage: op. cU., pp. 399^-423. 

Krause: Etizydopiidie der mikroskopischen Technik. Vol. Ill (1927) 

pp. im-mo. 
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tured surface which is suitable for study by reflected light; 
porcelains, glazes, and vitreous enamels may be thus examined 
for coarse structural features. In general, however, the surface 
must be prepared by abrasion, the methods and materials used 
depending on the hardness and other properties of the specimen. 
The surfacing of metals will be discussed in detail, as a typical 
procedure on which other surfacing operations may be based. 

Surfacing of metals for microscopic study must be carried out with as 
little superficial distortion as possible. Every one of the steps of the procedure 
described below is carried out so as to minimize any surface flow of metal, 
and to avoid any burnishing effect. The removal of material to give a smooth 
surface is accomplished by abrasive action, which is progressively more delicate 
as the succeeding stages render the specimen more suited for examination at 
high powers. “ Polishing,^' in the sense of producing a mirror surface by 
any means, is less desirable for microscopic preparations than is cutting by 
ver\’ fine abrasive particles which leave the surface covered with minute 
furrows but which do not obscure its inner structure by a film of flowed 
metal.'^^ Considerable practice is necessary to develop the firm but light 
touch which is essential to the success of the various surfacing operations. 

The sample may be reduced to a convenient size and shape (approximately 
1 cm. in each dimension) by means of a hack saw, if it is not too hard to be 
cut. Hardened steels, white cast iron, and similar materials must be cut by 
a rapidly rotating abrasive disk. In order to avoid undue heating, the 
specimen should be kept wet or the disk should run in water. The material 
in the immediate vicinity of the cut surface is always deformed or otherwise 
altered by the cutting operation, and must be removed if the true internal 
structure is to be laid bare. At the same time the surface must be rendered 
plane. 

As a preliminary to the roughing operation, the edges of the sample are 
usually beveled to facilitate the later stages of surfacing, and to permit the 
fingers to grip it strongly without pain. In the case of very hard materials 
the surface to be prepared is then held lightly against the side of an abrasive 
wheel. The sample must be gripped tightly in the fingers, however, and 
must not be allowed to turn so as to produce a rounded or faceted surface. 
Movement back and forth radially across the wheel will help to wear down 
its surface evenly, and to prevent glazing. The sample must not be allowed 
to become warm if its structure is likely to be altered by heat; the face which 
is being ground may be very much hotter than the body of the piece which 
is touched by the fingers, so the safest procedure is to keep the w^heel wet 
and to cool the metal by frequent immersion in water. A properly ground 
specimen should show a plane surface, with all striations parallel and approxi- 

^ The theory of polishing is discussed by Rayleigh: Proc. Roy. Inst. 16, 
563 (1901); see also French: Trans. Faraday Soc. 18, 42 (1922). 

Beilby: Aggregation and Flow of Solids (London, 1921), emphasizes the 
practical impossibility of preventing a very slight amount of surface 
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mately equal in depth; more than sufficient material to remove the marks 
of the saw should be ground off. 

The abrasive wheel used should be of fairly hard grade, so as not to wear 
away too rapidly and lose its plane surface- A medium fine grain is desirable 
for most work, SO-P ''Alundum’' being satfefaetory. As a second stage in 
grinding, a finer grained wheel, such as 200-M “Alundum/^ is useful. Other 
grades and grains of abrasive wheels may be preferable, if much "work is to 
be done on very soft or very hard metals. The wheels should run at about 
1200 r.p.m. and should be mounted truly and dressed when necessa^5^ 

^Tierever possible, it is preferable to avoid the use of abrasive wheels for 
roughing, since it is difficult to obtain perfectly plane surfaces, and the risk 
of heating or flowing the surface of the metal is considerable. 

Filing bj’ hand is recommended for ail metals which are not too hard. 
The operation takes ver>’ little longer than grinding, and may be quicker in 
many cases. The surface can be maintained plane, and the progress of the 
removal of material followed more easily. For the roughing stage, a 12-inch 
single-cut flat file should be used; an 8- or 10-inch single-cut file is useful 
for finishing this stage of surfacing. 

The file is placed on the table, and the specimen is held flat upon it and 
drawn toward the fang, then lifted off. The sample must be gripped very 
tightly with the fingers, though it is not pressed very hard against the surface 
of the file. The file acts as a plane, to remove the metal with a minimum of 
deformation. The filings must be removed at almost every stroke, particu- 
larly if verj^ plastic metals are being prepared, or they will clog the teeth of 
the file and score the sample deeply; striking the file edgewise against the 
work table is usually sufficient, though it is w^ell to have a file cleaner file 
card ’’) at hand, and to oil or chalk the file if necessary. The filing operation 
should be continued several strokes after the last trace of the saw cuts has 
disappeared, in order to remove the underlying distorted metal; all file marks 
should run parallel on the surface. 

If a faceted or rounded surface is formed from either the grinding wheels 
or the filing, it is usually rather difficult to render it plane. Turning the 
specimen so that the abrasion is parallel to the ridge between the facets 
aids in their removal, but it is better to guard against their development 
by grasping the sample ver>^ firmly to prevent its rocking on the wheel or 
the file, and by examining it frequently to see that planeness is being main- 
tained. In general, the front edge of the specimen w’ill be cut aw^ay faster, 
and a somewhat greater pressure may well be applied to the back edge to 
compeasate for this. 

The next stage of surfacing is carried out on emery papers. To avoid 
rounded or faceted surfaces, it is best not to mount the paper on a lap, but 
to hold it fiat on a plane surface, and rub the specimen back and forth upon 
it. A piece of plate glass is a convenient base for the paper. The arm may 
rest on the table, and the sample should be held firmly and pressed lightly 
against the abrasive surface, while being moved to and fro in a straight line 
for about 6 inches. The scratches are kept parallel, and in a direction cross- 
wise of those from the grinding wheel or file. At each stage, the surfacing 
is continue somewhat lon^r than is necessary to remove the previous 
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scratches; the sample is turned 90® in passing from one paper to a finer one.'*^ 
Care should be taken to keep the finer papers free from particles of grit from 
the coarser grades. 

From the finest emery paper the specimen is transferred to a horizontal 
metal lap covered with wool broadcloth, which is well charged -with No. 
600 “ Carborundum ” flour and kept moistened with water. The lap 
should not be so wet that the abrasive is washed out, and for the 
same reason the speed should not be more than about 400 r.p.m. The 
specimen is moved in and out radially; the scratches from the emerj" paper 
should be crosswdse of the direction of the abrasive grains on the wheel. 
After most of the residual scratches have been removed, the sample may be 
slowly carried around the ’wheel, so as to be abraded from all directions. 
This prevents one-sided action at the edges of cavities or spots of hard or 
soft material. The final scratches should be very fine and paralleL 

This stage may give sufficiently good surfacing for low power examina- 
tions, but further treatment is usually necessary. For ordinary work, up to 
1000 X, the authors prefer floated emery to rouge or other soft abrasives. 
This material is prepared from fine emer\' flour, which has been levigated 
in a Le Chatelier apparatus or otherwise graded to such fineness that it will 
not settle more than 6 inches through water in three hours. The emeiy^ 
flour is applied, in the form of an aqueous suspension, to a lap covered with 
wool broadcloth; it may be shaken on from a dropping bottle. In order to 
avoid contamination by grit from the preceding lap the sample and the 
fingers should be thoroughly w’ashed before the final stage is begun. The 
specimen is moved on the lap as described above. It should be examined 
frequently to be sure that it is really 'wetted by the suspension of abrasive 
grains, and not merely burnished by dry wool fibers.**® 

^ The authors have found the emerj' papers manufactured by the Man- 
ning Abrasive Co., Troy, N. Y., much superior in uniformity and evenness 
of coating to the imported papers formerly so widely recommended. As an 
initial stage 1 G paper is suitable; it is followed by 0, 2/0, 3/0, and 4/0 if 
desired, though this last stage is hardly necessary. 

^ Such as the grade SF 14 X of the Washington Mills Emerj’ Co., North 
Grafton, Mass., which is fine enough for use directly on many materials. 

The surfacing operations described above are substantially equivalent 
to those recommended in the most recent books on metallography; a full 
discussion of methods is given Appendices I and III of Sauveur’s MetoZlog- 
raphy and Heat Treatment of Iron and Steel (McGraw-Hill Book Co., New 
York, 1926). 

See also Campbell; Chem. Met Eng. 26, 1163 (1922). 

A. S. T. M: Meiallographic Testing of Iron and Steel. £3-24; MetaUo^ 
graphic Tesimg of Nmi’-Ferrous Metals and Alloys. E5-27. 

Bur. Standards. Cire. 113, p. 23. 

Greaves and Wrighton: Practical Microscopical Metallography (Chapman 
and Hall, London, 1924), Chap. 11. 

Williams and Homerbei^; Principles of Metallography (McGraw-Hill 
Book Co., New York, 1928) p. 30. 

Pirk: Gen. Elec. Eev. 28, 573, 800 (1925); 30, 160, 264 (1927). 
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^lieix the last trace of scratches from the No. 600 '' Carborundum lap 
hsks been removed, the sample is lifted from the lap rinsed in water and 
dried carefully vrith clean lens paper. The slightest grease or finger mark "Rdll 
interfere viith the etching operations which usually foUow examination of the 
polished surface. 

The various operations which have been described require only a very 
few ^minutes each, so that most metals can be carried through the entire 
surfacing procedure in about 15 minutes. Pulsifer shortens this time 
somewhat by rubbing the sample directly on a heap of moist abrasive;^® 
he depends almost as much on deep etching as on abrasion, for the final 
surface. 

For examinations at ver\" high magnifications, the last stage of surfacing 
may be carried out by means of magnesium oxide instead of emery, according 
to the method of Lucas.^^ Silk broadcloth is used as a cover for the lap, 
which is hea\'ily charged with abrasive and run at a rather low speed. The 
cloth should be kept moist when not in use, and washed out if left over night, 
to prevent the format ion of gritty particles of magnesium carbonate. Guthrie® 
recommends a lap coated with solid paraflfin and charged with a suspension 
of the abrasive in a glycerine-soap solution. 

Very plastic metals, such as lead, tin, aluminum, and their alloys, are very 
subject to surface flow’ at all stages in their preparation, and tend to glaze 
the emery papers with a film of metal, even w^hen verj^ light pressure is ap- 
plied. Grains of abrasive may also be picked up and embedded in the 
specimen. Lubrication of the paper with paraffin in kerosene will eliminate 
this. Vilella and Beregekoff® describe the procedure in detail; they recom- 
mend a soapy suspension of alumina as the final stage. If any oily material 
is used as a lubricant, it should be completely removed if the sample is to be 
etched, or the results may be anomalous and misleading. 

Any surfacing operation which is carried out on a sample containing 
constituents of dissimilar hardness will tend to abrade the softer material 
more rapidly, and to leave the harder material standing out in low’ relief. 
If the abrasive is borne on a soft, spring}’ surface this effect may be accentu- 
ated as relief polishing,” for the purpose of revealing different degrees of 
hardness in the specimen. Cloth laps have a distinct tendency to give a 
surface of this tj’pe, and, indeed, may be w’holly unsatisfactory for work on 
specimens where no relief is desired. If the effect of non-uniform hardness 
in the specimen is to be minimized, as much of the surfacing as possible 
should be done on the emery papers, including the 4/0, on an oil or water 
stone, or on plate glass or flat metal charged wdth the abrasive pow’der. If 
the cloth laps are used at all, it must be for a minimum period. Special pre- 
cautions are necessary in preparing specimens for the study of non-metallic 

® Chem. Met. Eng. 29, 838 (1923). 

Amer. Inst. Min. Met Eng. Techn. Pub. 137--E. 

Mining and Metallurgy, Oct. 1928. 

Sauveur: op. dt. Appendix III, pp. 525-S. 

« Tram. Amer. Soc. Steel Treat. 7, 337-fi2 (1925). 

« Ind. Eng. Chem. 19, 1049 (1927), 
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inclusions in metals, to avoid the loss of the included particles, or the pro- 
duction of false appearances from improper surfacing.^ 

If the nature of the surface of a specimen is to be studied, by means of a 
section normal to this surface, care must be taken not to bevel the edges or 
to round them off in polishing. Platings, surface carburization or corrosion, 
and other superficial alterations require such examinations. It is best to 
deposit a layer of nickel or copper on the sample, before cutting through it;®^ 
this coating will protect the edges from being abraded too rapidly. If elec- 
trodeposition of a protecting layer is undesirable, a plastic metal may be 
pressed in contact with the surface, as is done in the study of zinc coated 
steel, or a low melting alloy may be cast around the sample, and sectioned 
and surfaced with it.^^ For careful examinations of the extreme outer por- 
tion of the surface the protecting material should have as nearly as possible 
the same hardness, and particular care should be taken to prevent any relief 
polishing, and to avoid scratches parallel to the surface at any stage. 

Very small samples which are inconvenient to hold or to surface may be 
embedded in low’ melting alloys such as Wood’s or Rose’s metals, in sealing 
*wax, in ‘3akelite”^^ or other cement, or may be held in metal clamps if they 
are in sheet or wire form.®® 

The methods of surfacing which have been described in the preceding 
pages have been developed primarily for metals. They are applicable, with 
possible modifications, to other reasonably tough and coherent materials, 
but if very brittle or friable substances are to be surfaced somew’hat different 
procedures are necessary. The cloth-covered surface of the laps is too springy 
for wmrk with vitreous or easily cleavable specimens, so the abrasive is usually 
carried on a hard surface. Plate glass is satisfactory for the preliminary 
stages; cast iron, bronze, or block tin laps may be used. Various grades of 
emery, Carborundum or “Alundum” flour may be used, lubricated with 
water, soap solution, paraffin oil, or turpentine. The lap should be thoroughly 
true, to avoid pounding, and should run at a relatively slow’ speed, 100-400 
r.p.m. Fine jeweler’s rouge, levigated alumina, or putty pow’der (tin oxide) 
may be employed for the final stage. 

For rough examinations of the structure of relatively transparent material, 
either by inclined or transmitted illumination, carefully prepared surfaces 
may not be necessary. By the use of a mounting medium of the proper 

Comstock: Iron Age 116, 1185 (1925). 

Wohrman: Tram. A7ner. Soc. Steel Treat. 14, 81, 255, 385, 539 (1928). 

Rawdon: Ckem. Met. Eng. 24, 475 (1921). 

U. S. Bur. Standards Circ. 113 (1922), p. 24. 

Finkeldey: Microstructure of Zinc Coatings. N. J. Zinc Co. Research 
Bidletm. 

Proc. A. S. T. M. 26, Part II (1926). 

Campion and Ferguson: Jour. Iron and Steel Inst 88 , 383 (1913). 

5^ Head: Eng. Min. Jour. Press. 119, 889 (1925). 

Short: Econ. GeoL 21, 648 (1926). 

“ Several such methods are illustrated in the publications by Finkeldey 
and by Lucas, just cited. 
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refractive index, surface imperfections may be rendered invisible, and the 
interior features more clearly revealed. ^Merely covering the surface with 
a film of liquid is frequently almost as satisfactory' as fine polishing, and is 
particularly useful for preliminary studies of the progress of surfacing opera- 
tions on transparent or translucent specimens. 

The principal difficulty in dealing with brittle specimens appears to lie 
in the early stages of surfacing. Violent treatment in cutting or grinding 
the sample may cause incipient cracks which spread and weaken it as the 
operation proceeds. If a saw is used for cutting off the piece it should have 
fine teeth and should be used with very little force. Jeweler’s hacksaws 
(Fig. 77) are very useful, especially in sectioning weak and cinmbly material 
such as small arms primers, match heads, enamel coatings on metals, etc. 
The teeth should be fine, 20-30 per inch, and the blade tough and flexible. 
Materials too hard to be cut by a hacksaw maj^ be sectioned by a diamond 



* actual size. 

or “ Carborundum ” saw, or a fractured surface may be used. In any case, 
it may be desirable to carry out the first grinding operation by hand on a 
rather fine “ Carborundum ” stone, lubricated T^dth oil or water. After the 
surface has been rendered substantially plane without chipping or cracking, 
the later stages on the laps are much less likely to cause trouble. If the 
specimen is very' prone to chip or crumble, grinding in a single direction will 
sometimes help to prevent fragments from chipping out. Filling up cavities 
with ''Bakeiite,” Canada balsam, or other cement will help to support their 
edges and to prevent large fragments from coming off to score the rest of 
the specimen. 

Occasionally it is necessary to surface materials which are affected by even 
a brief contact with water. The procedures outlined above may be employed, 
if alcohol, kerosene, or a petroleiun oil such as Nujol ” is used to suspend 
the abrasive and to lubricate the specimen. If the sample is readily attacked 
by the atmosphere, it may be well to keep it covered with the oil until it is 
examined.®’ 

Chamot; Microscopy of SmaU Arms Primers (Ithaca, N. Y. 1922), p. 35. 

^ Hume-Rothery: Jour, hist Metals 40, 65-83 (1928). 
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After the specimen is surfaced by one of the procedures which 
have been described, it is ready for microscopic examination by 
vertical or inclined illumination. Since in many cases materials 
which have simply been polished present no great differences in 
color or reflecting power, some sort of etching procedure is fre- 
quently necessary. Etching should not be employed until after 
the sample has been thoroughly studied in the unetched condition, 
for otherwise inclusions and other structural features may be 
masked. 

Etching of surfaced specimens which are to be studied by 
reflected light is commonly employed to differentiate their various 
ingredients. The choice of etching reagent depends upon the 
chemical nature of the materials; it may act simply as a selective 
solvent, it may oxidize certain constituents more rapidly than 
others, it may give a deposit of colored material, it may attack 
the boundaries of crystal grains, or it may develop on them 
microscopic pits which cause oriented luster. 

In the case of metals and alloys the etching procedures are more or less 
standardized, and practically all of the works which have been referred to 
include formulas for etchants for a number of different alloys. For ordinary 
general work, the following are satisfactory^: 

Ferrous alloys: 2 per cent HNO3 in alcohol. 

4 per cent picric acid in alcohol. 

2 g. picric acid, 98 cc, of 25 per cent NaOH in water. 

Copper alloys: 25-50 per cent HNOa. 

25 g. CrOa, 15 g. Na2S04, 100 cc. H2O. 

10 cc. NH4OH, 1 cc: H2O2. 

Aluminum alloys: 10 per cent NaOH in water. 

Tin and lead alloys: o per cent AgNOj in water. Wipe off deposit of 
silver with the finger, xinder running water. 

Before being etched, the polished surface of the specimen should be studied 
carefully for any indications of inclusions, relief polishing, or localized differ- 
ences of color. The surface should be thoroughly clean and free from grease. 
It may then be etched by being dipped in the proper reagent for a few seconds, 
being moved about or swabbed meanwhile to dislodge any bubbles which 
might form. The sample is then w^ashed, dried, and examined. In general, 
it is better to etch very cautiously at first, repeating if necessary until the 
desired structure is revealed. If the specimen is over-etched, it must be re- 
polished, at least through the last two stages. When the etching is complete, 
the piece should be very thoroughly washed in running water (preferably 
warm) and dried with lens paper. Some workers prefer to rinse off the water 
with alcohol and to dry in an air blast. 
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If surface flow ha? occurred in the preparation of the metal, a thin film 
may be formed whi(*h does not etch normally and which possesses no signifi- 
cant, structure. This may be etched away, and the specimen repolished 
lightly and re-etched lightly. Etching is the only sure way of completely 
removing surface films, but it should not be necessary to depend on it for 
this pur]:)ose if the specimen is properly polished, unless very soft metals 
such as lead and tin are dealt with. 

It is often desirable to etch a sample by more than one reagent, repolishing 
each time, in order to reveal different constituents and to check the inter- 
pretation of the structure. Considerable practice is necessary for proper 
application of the various reagents to give best results in all cases. 

A great variety of materials are capable of study by surfacing according 
to methods more or less similar to those which have been outlined. Some 
tj'pical and suggestive examples are as follows:^ carbon and graphite prod- 
ucts,^® gums and resins,®® cement clinker,®^ concrete,®^ vitreous enamels on 
metals,®'^ and refractories.®^ Perhaps the greatest field outside of metallog- 
raphy proper is in the study of ores and opaque minerals in general.®® 

Preparing thin sections of hard material, for study by trans- 
mitted light, is carried out by grinding operations which are 
closely analogous to those already described. Occasionally a 
fractured fragment may be obtained which, at least in places, 
is sufficiently thin and transparent for study, but generally the 
specimen has to be ground smooth on one face, and then another 
surface has to be created parallel and very close to the first one. 

® White and Thiessen: Bm. Mines, Bull. 38, pp. 187-378. 

Turner: T ram. Amer. ImL Min. Met. Eng. 71, 127 (1925). 

Sevier: idem, p. 117. 

Thiessen; idem, p. 35, 

Wahl and Bayard: Compies rendns 167, 380 (1913). 

Rousch: Ind. Eiig. Chem. 3, 36S (1911), Ramdohr: Arch. BisenhUttenw. 
1, 669 (1928). 

® Nicolardot and Coffignier: Chim. et. Ind. 11, 456 (1924). Stock: 
Farhen Zfg. 30, 2340, 2407, 2475, 2542, 2604, 2668 (1925). 

Desch: Concrete Cement Age (3), 3, 27. 

Hattori: Repi. Ind. Dept. Cent. Res. Lah. (Formosa) 1 (1922). 

Johnson; Eng. Rec. 71, 98, 160, 263, 301, 320 (1914). 

^ Comstock: Jour. Amer. Ceram. Soc. 6, 873 (1923). 

^ Desch: Trans. Faraday Soc. 12, 1511 (1917). 

In addition to the references given on page 157, the following may be 
mentioned, as dealing primarily with preparation methods as applied to 
opaque minerals: 

Head: Eng. Min. Jour. Press. 119, 889 (1925). 

Thompson; Can. Min. J. 43, 78 (1922); Trans. Can. Inst. Mm. Met. 

29, (1926). 

Short: Ecm. Geol. 21, 648-64 (1926). 
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The technique of this procedure has been developed chiefly by 
petrographers, for the preparation of thin sections of rocks, 
and most methods are adaptations of those described in the 
standard works on this subject.®® A very complete discussion 
of the entire operation is given by Keyes;®^ it should be studied 
by every worker who attempts to acquire the difficult technique 
that is necessary.®® 

A slice of the material a few millimeters thick is cut by a diamond saw, 
or a fragment of convenient size is chipped oif by a hammer. On account of 
the relative brittleness of most non-metallic hard substances it is usually best 
to surface them according to the methods given on page 159 for brittle ma- 
terials. One face of the sample is ground plane on a stone, or on a metal 
lap charged with fairly tine “ Carborundum ” flour (Grade F) and kept wet 
with water. It is washed free from grit, and surfaced further on a second lap 
carrjdng finer “ Carborundum ” (No. 400 or 600). For most work this 
constitutes the last stage of grinding, but a final polishing with very fine 
levigated emery or “ Carborundum ’’ on a glass plate may be desirable in the 
case of material possessing fine detail. 

After washing and drjdng thoroughly, the sample is placed, smooth surface 
down, on a microscope slide on which some ‘‘ cooked ” Canada balsam has 
been melted by means of a hot plate. The balsam is pressed out to a thin 
film between the slide and the specimen ; no bubbles must be present. The prep- 
aration is then allowed to cool, and the rough grinding operation is repeated 
on the other face of the sample. This must be thinned down until the edge 
of the layer of balsam is reached, when surfacing by the finer grade of ‘‘ Car- 
borundum ” is begun. The last reduction in thickness and final surfacing 
may be carried out by hand, on a glass plate with levigated emery. Care 
must be taken to keep the section uniform in thickness and not wedge-shaped, 
and to avoid tearing out large fragments w^hich may score the surface deeply. 
The ultimate thickness vrill depend upon the nature of the material and the 
skill of the operator; most rock sections are 0.03 mm. thick. 

The progress of the grinding of the section should be followed by means 
of microscopic examinations, in order that any tendency of the material to 

Johannsen: Manual of Petrographic Methods (McGraw-Hill Book Co., 
New York, 1918), Chap. 41. 

Holmes: Petrographic Methods and Calculations (Murby, London, 1921), 
pp. 231-49. 

Wincheli: Elements of Optical Mineralogy^ Part I (John Wiley & Sons, 
New York, 1922), Chap. VIII. 

Lee: Microtomisfs Vade Meaim (P. Biakiston^s Son, Philadeiphia, 1928), 
pp. 110, 473, discusses methods for preparing thin sections of bones, teeth, 
and similar material, by grinding. 

Amer. Jour. Sci, 10, 538-50 (1925); Geophysical Laboratory^ Reprint 577. 

Thin sections of hard materials of all sorts are prepared to order by 
W. Harold Tomlinson, 114 Yale Ave., Swarthmore, Pa. 
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crumble or loosen from the slide may be detected, and so that the necessary 
thinness may be recognized. Covering the surface with liquid of approxi- 
mately the same refractive index as the specimen will render it transparent 
even though incompletely polished; the liquid should be chosen to have no 
effect upon the material or upon the cement used. 

When a sufficienth* thin section has been prepared, the slide is heated on a 
hot plate, a small amount of balsam is melted on the upper surface of the 
specimen, and a cover-glass is applied and pressed dowm. The section may 
be transferred and mounted on another slide if desired, but this increases 
the risk of breakage. If chemical tests are to be applied to the specimen, 
the .surface is left uncovered. 

\"er\’ porous or friable materials will probably disintegrate under the above 
treatment, and must be supported in some manner during the surfacing 
operations. The usual procedure is to heat in molten balsam until all inter- 
stices are filled; a solution of balsam in ether may be used and allowed to 
harden by e^^aporation at room temperature. The reinforced sample is 
then ground dorni and surfaced by the methods given. ^‘Bakelite’' has been 
employed with success by Ross®* and others;™ the varnish (diluted with 
ether, acetone or methyl alcohol if necessary') is allowed to soak into the 
sample for 1 to 4 days. The solvent is evaporated, and the ' ‘Bakelite’ ’ hardened 
by heating for one or two days at 70-90° C, Higher temperatures shorten 
the time required for curing the ^^Bakelite,” but may alter the specimen; lower 
temperatures (50° C) will harden the “Bakelite” in the course of a week or more. 
Balsam or “Bakelite*’ may be used for cementing to the slide for grinding. 

If the substance to be sectioned is affected by water, the grinding operations 
must be modified by the use of oil as a suspending medium for the abrasive. 
Thin sections of soluble salts may be prepared in this way.^^ 

The various procedures outlined above, with appropriate modifications, 
may be applied to the preparation of thin sections of a great variety of hard 
and brittle materials; a few typical examples are as follows: abrasive wheels, 
coal,™ refractories,^^ porcelain^* and earthenware,^® cement clinker/’^ setting 
of cement,™ glass and ceramics,™ and charcoal.®® 

<» Amer. Jour. Sci. 7, 483 (1924); Econ. Geol 21, 454 (1926). 

™ Report of the Stone Preservation Committee, De^pt. Sd. Ind, Res, 
(London, 1927). 

Legette: Jour. Geol 36, 549 (1928). 

Korreng: Cenir. Min. Geol 1913, 408. 

« Miihgan: Ind. Eng. Chem. 19, 1127 (1927). 

™ White and Thiessen: Bur, Mines. Bull 38. 

Lomax: Jour. Roy. Micros. Soc. 280, 239 (1927). 

™ Feamsides: Trans. Faraday Soc. 12, 148 (1917). 

Insley and Klein: But. Sids. Tech. Paper, 124. 

Ri^: Ind. Eng. Chem. 6, 549 (1913). 

Boericke: Min. and Met. 10, 16 (1929). 

Klein: Bur. Sids. Tech. Paper, 80. 

™ Insley: Jom. Amer. Ceram. Soc. 10, 317 (1927). 

^ Glasenapp: Chem. Ztg, 37, 522 (1913). 



MOUNTING SPECIMENS FOR MICROSCOPICAL STUDY 165 


Apparatus for grinding surfaces and sections is described in of the 
larger works which have been cited The chief requirements are: adequate 
range and variation of speed; absence of play or \dbration of laps; separate 
laps for each grade of abrasive; drains for liquid thrown off from laps; covers 
to protect laps from grit; easy removal of laps for cleaning or recovering. 
The Warner and Swasey apparatus®^ and the Guthrie-Leitz apparatus®* 
are the most satisfactory of the larger outfits. Smaller grinding apparatus 
with one or more laps or abrasive wheels is obtainable from a number of 
dealers. 


MOUNTING SPECIMENS FOR MICROSCOPICAL STUDY 

Some objects are of such size and shape that they may be 
placed directly upon the stage of the microscope and examined 
forthwith. No mounting procedure is necessary for polished 
metal specimens which are to be examined with an inverted- 
type microscope. The Greenough binocular microscope and 
similar low” powder instruments do not necessitate any special 
means of holding or supporting the sample in many cases. In 
general, however, soniew^hat less simple treatment is required. 

The mounting of microscopical specimens serves a number 
of purposes: The sample is disposed in a plane perpendicular 
to the axis of the microscope; its arrangement is made uniform; 
its visibility is improved; it is protected from dust and mechanical 
or chemical disturbance; the proper functioning of high aperture 
objectives and condensers is made possible. 

Opaque specimens which have been surfaced require simply 
to be arranged normal to the axis of the microscope, so that all 
parts can be brought in focus simultaneously. This is easily 
accomplished by embedding the piece in a lump of ^Tlasticene^’ 
or modeling wax, on a microscope slide or a flat plate of metal. 
The upper surface of the sample can be placed practically per- 

^8 Shepherd, Rankin, and Wright: Ind. Eng, Chem. 3, 211 (1911); Amer, 
Jour. Sd. 39, 1 (1915). 

Shepherd, Day, and Wright: Amer. Jour. Sd. 28, 293 (1909). 

Peck: Jour. Amer. Ceram. Soc. 2, 695 (1919). Schulz: Mikrokosmos 
19, 217 (1925-6). 

80 Clerc: ZeiU. wiss. Mikros. 44, 417 (1927). 

8^ Sauveur: op. dt. Appendix 1. 

Johannsen: loc. dt. 

82 Obtainable from the Chemical Rubber Co., Cleveland, Ohio. 

83 Obtainable from E. Leitz, Inc., New York. 
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pendicular to the axis of the microscope by trials but the leveling 
cup show in Fig. 78 is more convenient.®^ 

Transparent materials are handled differently, 
since their microscopic image is largely due to 
refraction rather than to reflection. It may be 
sufficient to lay a sample on a glass slide, and 
to examine it by transmitted light; little more 
is necessary in the study of sheet celluloid or 
viscose, gi’ound or frosted glass, and similar flat 
objects. If the specimen presents any marked 
irregularities of surface, or is fragmental or 
fibrous, a mounting medium is usually required.®^ 
The function of the mounting medium in 
controlling the refraction image of transparent 
materials has already been emphasized (page 
76). It is only by reducing the opacity of the shading of the 
object, which is caused by reflection and refraction at its sur- 
faces, that sufficient transparency may be imparted to the prepa- 
ration to permit study of its interior features. Maximum trans- 
parency is produced if the specimen and the mountant have 
the same index of refraction, and under these conditions sur- 
face characteristics are practically invisible, and inner struc- 
tures are clearly revealed. This procedure is valuable in the 
microscopic or ultramicroscopic examination of fragments of 
solids containing inclusions, the interior details of textile and 
paper fibers or starch grains, roughly surfaced thin sections, and 
any other substances where emphasis is not to be placed upon 
surface character. Colored materials may well be examined in 
a medium of refractive index near their own in order to produce 
a true color image instead of a mixed color and refraction image. 

This simple apparatus can be made in any machine shop, or a device 
serving the same purpose can be obtained from Leitz. It consists of a flat- 
topped plunger which moves up or down in the outer cylinder by means of a 
screw. The top of the plunger is covered by several thicknesses of lens paper, 
on which the polished face of the specimen is laid. The microscope slide 
bearing the *Tlasticene^' is placed across the rim of the cylinder, which is 
adjusted so that the specimen is pressed firmly into the plastic mountant. 
Since the rim of the cylinder and the top of the plunger are parallel, the 
surface of the sample and the slide on which it rests wiU be parallel also, 
and when placed upon the stage of the microscope will be normal to its axis. 

^ The methods of preparing and mounting crystalline material by re- 
erystaliization operations are discussed in Chapter X 



Fig. 7S. Lreveling 
Cup for mount- 
ing Opaque Spec- 
imens. 
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If the exterior of the object is the subject of investigation, a 
, mounting medium of distinctly different refractive index should 
be selected j it may be either higher or lower than that of the 
object.*® By this means fine details on the surface are made 
more prominent, and the whole image presents greater contrast. 
Mounting in media of considerably different refractive index is 
important in the study of the surface of glass, plastics, waxes, 
fibers, crystals, and in the examination of pigments consisting 
of very fine particles. 

The properties of an ideal mounting medium for transparent 
materials are: 

1- Transparency and absence of color, at least in thin layers. 

2- Refractive index different from that of the object, but 
not enough to cause too heavy shading in the image. 

3- Sufficient fluidity to permeate the specimen thoroughly 
and to permit the escape of entrapped air. 

4- Sufiicient viscosity to hold the cover-glass and the fine 
structures of the object in place. 

5- Chemical inertness and lack of solvent action on the 
object, the glass or the sealing material. 

6- Permanence; non-volatile, and non-hygroscopic. 

7- Ease of application, at moderate temperature. 

8- Miscibility with water, for mounting imperfectly dried 
material. 

9- Refractive index high enough to utilize full aperture of 
condenser and objective. 

It is obvious that no one medium can possess all of these properties, but a 
number of substances are reasonably satisfactory in most respects.®^ Water 
(n = 1.33) is very commonly employed, but is suitable only for brief examina- 
tions. Textile fibers are swelled considerably by it, and soluble materials 
are extracted from mixtures. Alcohol (n = 1.37), xylene (n = 1.49), ben- 
zene (n = 1.49), or bromofonn (w ~ 1.57) are useful for temporary mounts, 
since they cover a wdde range of refractive indices, and are quickly and 
completely removable by evaporation. Glycerine (n — 1.46 +) is too hy- 

The difference between the refractive indices of the object and the 
surrounding medium has been called the “ index of visibility.” See Spitta: 
Microscopy (1920), p. 497. 

Detailed discussions of various mounting media are given in connection 
with sectioning methods already cited. See also Lee; op, ciL Chap. XIX; 
Jones: Photog, Jour. 54, 14 (1914); Denham: Jour. Roy, Micros, Soc. 263, 
190 (1923); Kolbe: Zeits. wiss. Mikros. 44, 196 (1927). 
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groscopic for pennanencj', but is useful for temporary mounts which mast 
not dry out during the examination. 

Glycerine jelly (n = ca. 1.47) is veiy^ useful for mounting imperfectly dry 
material, such as textile or paper fibers. It is melted in a water bath, and 
hardens on cooling. The edges of the preparation should be sealed. Glucose 
sjTup (“ Karo ’’) (n = ca. 1.47) is simOarly useful, but does not harden much 
from evaporation and does not hold the cover-glass firmly in place; it is 
useful for semi-perraanent mounts. 

“ Euparal ’’ss (w ^ 1.48+) is a preparation of resins which is very useful 
for mounting textile fibers on account of its refractive index and the fact 
that it does not require perfect dehydration of the sample. It hardens by 
evaporation, but never becomes as brittle as Canada balsam. 

Dammar = 1.52) may be employed as a syrupy solution in xylene, or 
applied in the melted condition. It is preferably purified by dissolving in 
chloroform, filtering, precipitating the waxy constituents by dilution with 
alcohol, and evaporating the solution at low temperature. 

Canada balsam {n = 1.53) in xylene solution is widely useful for mounting 
diy materials. No moisture should be present in the sample. If the balsam 
is too dilute, evaporation of the solvent will cause marked shrinkage, and air 
bubbles will be drawn into the preparation at the edges of the cover-glass. 

Styrax (n ~ 1.57-1.6) varies greatly in its index of refraction but in general 
is useful where a highly refractive mountant is required. It is handled like 
Canada balsam. Balsam of Peru is similar but more highly colored. 

^‘Bakelite” (n = 1.58-1.63, depending on composition and curing) is used 
in the form of varnish as a mountant for friable specimens. It must be cured 
b\" heating at 70-100® C. for several hours. The color is objectionable 
except in very thin layers. 

Piperine (n = 1.64+) serves as a highly refractive mountant. When 
fused and allowed to cool it crystallizes very slowly, particularly if it has pre- 
viously been kept molten at a temperature of 180° C. for an hour or more.^s 
The material thus prepared is liquefied by heat when used. Its pale brownish 
color is somewhat objectionable. 

*‘Hyrax = 1 . 63 — 1,75+) is a s;>Tithetic mounting medium which has 
recently been developed. It is pale in color, and hardens by slow evapora- 
tion without becoming brittle; its refractive index meanwhile increases to 
the maximum value. 

The various liquids given in the tables on pages 385, 386 are useful for 
temporal^" mounts, and from them material of any desired refractive index 
may be selected. 

^ Obtainable from Flatters & Garnett, Manchester, England; an equiv- 
alent material is sold in America under the name of ** Diaphane.^^ Neither 
retains its low refractive index, that of the hardened material being about 1 . 53 . 

Jones: Wai^on^s Miaroscope Record^ No. 5, p. 11 (May, 1925) states that 
piperine thus treated shows little or no crystallization in preparations over ten 
years old. 

Science f 70, 16 (1929). 

Obtainable from Penn & Buedrich, Box 26, Associated, Calif. 
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The color of the mounting medium is sometimes of considerable importance. 
In photomicrography, especially with blue or ultraviolet light, even a mod- 
erately yellow mountant may appear relatively opaque. Colored mounting 
media are occasionally employed to increase contrast, especially when the 
object itself is colorless, difficult to stain, or has a refractive index near that 
of the mounting material. Under such conditions an absorption image is 
obtained, in which the object appears light against a colored or shaded back- 
ground. 

Mounting media are usually applied by placing a drop of the liquid medium 
in the center of the slide, and introducing the specimen into it. All parts 
should be immersed, and distributed in the position desired; any bubbles 
which escape may be pimctured before the cover-glass is put on. The 
cover-glass should be placed carefully upon the surface of the drop, and 
allowed to settle down without including any air. It may then be pressed 
cautiously, to expel the excess mounting medium, and to render the prepara- 
tion thin and as nearly in one plane as is possible without distortion. Spring 
forceps may be used to hold the cover-glass in place until the mountant 
hardens. The quantity of medium should be barely enough to fill the space 
under the co%^er-glass, and an excess should be avoided, if possible. If some 
has been squeezed out at the edges of the cover-glass it may be carefully 
removed by scraping, if brittle, or by a bit of filter paper moistened with an 
appropriate solvent. 

Temporary' mounts in non-volatile media require no further preparation. 
If the mountant is likely to evaporate before the examination is complete, 
it is useful to seal the edges of the cover-glass by vaseline or paraffine. If 
round cover-glasses are used, they may be ringed with the melted sealing 
material, by means of a fine brush and a revolving turntable. 

For permanent mounts it is advisable to seal the edges of the cover-glass 
with a cement such as shellac, Brunswick black, Duco,” or other varnish.®^ 
The surfaces should be thoroughly clean in order that good adhesion vull be 
possible. Several thin coats are better than one thick one, and enough 
cement should be applied to give a substantial layer at the edge and in the 
angle of the cover-glass. Once sealed in this way, the specimen may be used 
with immersion objectives and wiped clean with no risk of displacing the 
cover-glass. 

Powdered materials, such as pigments, fillers, and abrasives, should be 
mounted in a medium which is chosen to give good contrast. The finer the 
pigment and the lower its refractive index, the more important this is; water 
mounts may be necessary, and in some cases sufficient visibility is obtained 
only with dry preparations. It is also essential that the particles should be 
evenly distributed, and not heaped several deep or flocculated into clumps. 
Viscous mounting media, or deflocculating agents if water is used, may be 
necessaiy to permit a uniform suspension of the material before it is spread 
out on the slide. After the particles are thoroughly dispersed by careful 
stirring in a drop of the mountant, the cover-glass may be applied. The 
layer of material should be pressed as thin as possible, to render the particles 


See also Lee: op, cit Chap. XX 
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as nearly in the same plane as their varying diameters permit.®^ Since 
fine powders cannot be evenly distributed when dry, it is sometimes desirable 
to disperse the particles in water or some other volatile liquid, which may 
be evaporated to give a dry mount, or to permit the use of a medium which 
has poor dispersing power. Examination of the particles in the vehicle in 
which they are ultimately to be used (linseed oil, lacquer, rubber, etc.) is 
also to be recommended, since their tendency to flocculate or be dispersed 
may be different in different media. 

In the ease of materials which flocculate badly, or which require dry mount- 
ing for maximum visibility, it is advisble to follow Greenes method of dis- 
tributing the particles evenly-®^ A drop or two of a suspension of the powder, 
in a volatile liquid which disperses it well, is spread in a film on a smooth 
slide, by stroking wdth a glass rod held flatwise. The " rubbing out ” is 
continued until practically all of the liquid has evaporated, in order to prevent 
flocculation. This method is suitable for particles which are very fine and 
uniform in size, but is likely to cause segregation if particles of various sizes 
are present. When the grains have been spread out with as little clumping 
as possible and the distributing hquid has been evaporated, any mounting 
medium may be employed, provided care is taken not to dislodge the particles 
from the slide to which they tend to cling. 

Powdered materials having wide particle-size range may be moimted in 
liquid, by preparing a uniform suspension and pressing it into a film beneath 
a cover-glass. Settling of the coarse particles is likely to prevent even distri- 
bution, and Brownian movement of the fine particles is usually troublesome. 
The use of a sufficiently viscous mounting medium obviates these difficulties, 
and prevents the flocculation of the dispersed particles. Since the layer of 
suspension must necessarily be as thick as the coarsest particles, the finer ones 
will be distributed at different levels; the use of objectives of high resolving 
power and little depth of focus is thereby hindered. 

Spreading out a suspension of non-uniform particles in a mobile and vola- 
tile liquid, preparatory to dry mounting, is unsatisfactory on account of the 
risk of segr^ation or crushing the coarse particles and flocculation of the fine 
ones before evaporation of the dispersing medium is complete. By the use of 
a collodion solution, which is of suitable viscosity when wet and which evap- 
orates rapidly to leave a minimum of solid residue, these sources of error are 
eliminated. Most powdered materials are readily dispersed in a collodion 
solution having the consistency of thin sjrup. A drop of the suspension is 
flowed or spread out in a thin layer on a slide, where it almost immediately sets 
to a gel by evaporation. The particles are thus fixed in place, and on further 
evaporation the layer of collodion gel decreases in thickness, so that the par- 
ticles are all brought substantially into the plane of the surface of the slide. 
The residual film of dry collodion, not more than a few microns thick, serves 

^ Perrott and Kinney: Jour. Atner. C^m. Soc. 6, 429, 435 (1923). 

® Weigel: Size and Character of Grains of Non-metallic Mineral Fillers. 
Bur. Mines. Tech. Papery 296, p. 7. 

^ Jour. FranJdin Inst. 192, 637 (1921). 

Ind. Eng. Chem. 16, 677 (1924). 
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to anchor them so that a liquid of appropriate refractive index may be used as 
a final mounting medium under a cover-glass, to give a clearer outline to the 
particles and to permit the use of immersion objectives. If the particles are 
of low visibility they may be examined dry, without risk of displacement on 
the slide. 

A moimting procedure®® which is particularly valuable in the preparation of 
fine pigments for photomicrography employs a melted gum such as dammar or 
balsam. The medium is kept fluid on a hot plate while the particles are dis- 
persed in it as uniformly as possible by stirring. The ultimate dispersing 
action is accomplished by the shearing forces in the liquid, when the suspen- 
sion is pressed to a very thin film beneath a cover-glass. The mountant is 
hardened by cooling, so that the particles are permanently prevented from 
flocculation or Brownian movement and lie substantially in one plane. 

Fibrous materials should be spread out as uniformly as possible; most raw 
textile fibers must be teased apart ’’ wdth dissecting needles after softening 
in water, or in hot 1 per cent NaOH solution. Papers or felts should be tho- 
roughly pulped by similar means, and spread out on the slide, avoiding 
clumping as much as possible. Water mounts are adequate for most work. 
Glycerine jelly or Euparal ” are suitable for permanent preparations.®^ 

Food stuffs, drugs, and other animal and vegetable materials may require 
treatment with clearing or macerating agents which increase the transparency 
or visibility of their structures, and to render them more separate and dis- 
tinct.® 

Staining of microscopical preparations is often used to give 
information that is not obtainable from a refraction image of a 
colorless specimen. Careful preliminary study of the unstained 
object, in various mounting media, and under different conditions 
of illumination, should always be carried out, and the micros- 
copist should not form the habit of depending upon stained 
specimens for all his observations. Color images are frequently 
far inferior to refraction images, as regards ease of interpretation 
of appearances, and the application and behavior of stains may 
not be consistent in the case of novel materials. Staining pro- 
cedure is chiefly useful for the following purposes: 

l-Increasing the visibility of specimens, as a substitute for 

a mounting medium of the proper refractive index. 

®® Origmated in the Kesearch Laboratories of the New Jersey Zinc Co. 

® T. A. P. P. I.: Manufacture of Pulp and Paper ^ Vol. 5 (1925), p. 49. 
A. S. T. M.: Method of Analysis of Roofing Felt, D 272-27T. 

^ General methods, applicable to the preparation of various kinds of 
fibers for microscopic examination, are given by Lawrie: TextUe Microscopy 
(1928), Chap. IX; and Hausman: Amer. Jour. Anal. 27, 463 (1920). 

® L^: op. ciL Chaps. VI, XXIII. 

Wallis: op. cit. Chaps, V and VI. 



172 


PREPARATION METHODS 


2-Revealing chemical differences between various portions 

of the specimen. 

An enormous number of stains and methods of applying them 
are given in the literature on plant and animal histology.®^ Most 
of the stains used are organic dyestuffs, which are adsorbed 
more or less selectively on the different kinds of material which 
constitute the object. Certain stains act more like chemical 
reagents and may be used as more or less specific tests m 
Perhaps the most generally useful of these are the stains employed 
for paper and other cellulose materials.^®^ 

Of the various stains in use, that of Herzberg is most widely applicable, 
and, on account of its selective coloring, enables fibers having different origins 
or treatments to be recognized in mixtures at a glance. This is particularly 
valuable in estimating quantitatively the composition of the pulp. 

The formula for making Herzberg's stain is given on page 458. 

Slides and cover-glasses for mounting microscopical objects 
should be chosen primarily for their thickness and uniformity. 
They serve to protect the specimen, and to render it easily visible 
by enclosing it between plane parallel surfaces, so that it is sub- 
stantially in one plane and is completely surrounded by the 
mounting medium. 

Slides should be from 1 to 1.5 mm. thick and — for most work 
— of the full dimensions, 25 X 75 mm. Half slides may be pur- 
chased, or prepared by cutting these in two. The glass should 
be chemically resistant, especially if reagents are to be used on 
the surface of the slide; the slightly greenish glass from which 
the harder and more insoluble slides are made is not noticeably 
colored except when vie'wed edgewise, and is much more per- 
manent than the soft colorless glass which is also on the market. 

Slides with concave depressions ground and polished in the 

Gage: The Microscope (Comstock Pub. Co., Ithaca, N. Y., 1925), p. 392. 

Kingsburj" and Jobannsen: op. cU. pp. 37-55. 

Lee: op. eit. Chap. XI. 

Hager and Tobler: Das Mihroshop und sein Anwendiing (J. Springer, 
Berlin, 1925), p. 74. 

Mathews: Textile Fibers (John Wiley & Sons, New York, 1924), Chap. 
XXV. 

Lawrie: Textile Microscop^j (E. Benn, London, 1928), Chap. VIIL 

^ See A. O. A, C. : Methods of Arudysis (1920), pp. 260-1. 

^ T. A. P. P. I. : Manufacture of Pulp and Paper, VoL 5 (1925), p. 50. 
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upper surface are useful for handHng liquids of low surface tension, 
or for thick objects which are difficult to immerse completely 
in the mounting medium. Thicker slides, with deeper cavities, 
may also be obtained, or glass rings may be used to surround 
thick objects and to support the cover-glass to form a cell. Slides 
of large size, 50 X 75 mm., are useful when powdered materials 
are spread out for hand sorting. 

Slides of transparent fused quartz may be obtained for work 
requiring extreme resistence to chemicals and to temperature 
changes; they are rather expensive if polished plane. Pyrex 
glass slides may, for some purposes, be used as a substitute. 

For studies with hydrofluoric acid and its salts, celluloid slides 
will be found practicable and far more convenient than glass 
slides coated with varnish, Canada balsam, “Bakelite/^ or similar 
materials. Celluloid slides will stand a moderate amount of heat- 
ing, but cellulose acetate is much less inflammable. 

Cover-glasses may be obtained in various sizes, either rec- 
tangular or round. The latter are preferable for most work, 
especially if their edges are to be sealed in making permanent 
mounts.^°2 Cover-glasses are sorted according to thickness, 
No. l^s being about 0.15 mm. thick, No. 2’s about 0.2 mm., 
and No. 3's, 0.25-0.50 mm. For w^ork with objectives of short 
working distance No. 1 cover-glasses should alvrays be chosen. 
A small dial gage is useful for measuring the thickness of slides 
and cover-glasses. 

Slides and cover-glass should be kept scrupulously clean; new 
slides should be dipped in warm chromic acid cleaning mix- 
ture, rinsed in distilled w^ater, drained, and dried in a dust-free 
chamber. Cover-glasses may be washed as above and then placed 
in a mixture of absolute alcohol and ether, in a wide-mouth 
bottle, from which they are taken wffien needed for use. The 
simplest test which can be applied to a shde or cover-glass to 
determine its fitness for use is to note whether a drop of distilled 
water spreads readily upon it; if it refuses to flow% and stands up 
in a round drop, the surface is greasy or dirty. Slides and cover- 
glasses free from grease are particularly essential in mounting 
aqueous preparations or colloidal suspensions, carrying out crys- 

^02 A revolving turntable is used for this purpose; a fine brush is dipped in 
the cement and touched to the edge of the cover-glass as it is rapidly spun 
around. 
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tallizations, or manipulating drops of solutions in microchemical 
work. 

All cloths used in wiping slides and cover-glasses must be free 
from lint, sizing, and grease. Well washed muslin or Untless 
toweling is satisfactory, but it must be remembered that after 
handling it soon takes up enough greasy material from the hands 
to render it worse than useless. For this reason it will be found 
convenient to keep several small pieces at hand, and to mark 
them so that the hands are brought in contact with only one 
side and the glass with the other. 

In handling slides the fingers should touch the flat surfaces 
as little as possible and never where manipulations are to be 
carried on. Cover-glasses should be handled by the edges ex- 
clusively, or by means of forceps. 

Used slides may be cleaned by treatment with an appropriate 
solvent, followed by rubbing with a thin paste of “ Bon Ami,” 
This is allowed to dry on them as a film, and is wiped off with a 
clean cloth, just before use if desired. Cover-glasses are so 
fragile that it is hardly worth while to try to clean them if they 
are very badly coated vdth gummy or greasy material. Old 
slides which have become scratched or etched should be discarded. 



CHAPTER VI 


SPECIAL METHODS FOR INTERPRETATION OF 
APPEARANCES AND OBSERVATION OF 
PHYSICAL PROPERTIES 

It is frequently the case that simple observation of an object 
under the microscope is insufficient for a full interpretation in 
terms of its actual physical properties. The experienced micros- 
copist constantly employs variations of focus and different 
methods of illumination, and in most instances these suffice to 
yield an accurate conclusion as to the nature of the object which 
is represented by the image, but special technique is often re- 
quired, especially in dealing with novel material, as a supplement 
to the routine methods of examination. It is impossible to 
describe all the procedures which may be applied to these prob- 
lems, but a few typical and suggestive methods will be outlined 
in the following pages. ^ 

OBSERVATIONS OF FORM 

The interpretation of the two-dimensional outline of the ob- 
ject, as seen in plan, is not particularly liable to error. However, 
since an appreciable depth of focus always exists, structures 
above or below the plane of greatest sharpness are visible, and 
may be mistaken for flat portions of the object. Some very 
instructive experiments can be made on the character of the 
images of simple geometrical forms such as rectangular parallelo- 

^ The quantitative measurement of dimensions and angles is discussed 
in Chapter XII. The use of polarized light as a means of interpreting form 
and structure is given in Chapter X. The influence of various methods of 
illumination has already been emphasized in Chapter III. Good discussions 
of special methods for the interpretation of appearances are given by: 

A. E. Wright: PrindpUs of Microscopy (1906) Part I. 

Gage: The Microscope (1925), Chap, IV. 

Carpenter: The Microscope and Its Revelations (1901), pp. 427-36. 

Naegeli and Schwendener: The Microscope in Theory and Practise 
(1892), pp. 189-222. 

Langeron: Pr^ds de Microscopie (Paris, 1925), Chap. XIV. 
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pipeds, spheres, and cylinders. If refraction images are dealt 
with, the path of the light rays may be traced through the object 
in each case, and the origin of every shadow outline may be worked 
out geometrically; in color images this is not so easily possible. 

In general it may be said that surfaces which are approximately 
parallel, and not too greath^ inclined to the axis of the micro- 
scope, will appear transparent, and will be invisible if smooth; 
their edges will appear as thin dark lines. If the surfaces are 
an appreciable distance apart (as in the case of the top and 
bottom of a tabular ciystal lying on the slide) so that their 
bounding edges intersect vertical surfaces, the outline will still 
be a very thin line. This is easily observed with small crystals 
of sodium chloride, as they form from a drop of their mother 
liquor. (See Figs. 32, 131.) If, however, these edge surfaces 
are inclined to the axis of the microscope they will refract light 
to one side or the other, depending on the refractive index 
of the object relative to that of the surrounding medium, and 
will appear darker than the central portions through which light 
travels without such deviation. Shadows in a refraction image 
may therefore be interpreted as corresponding to surfaces which 
are strongly inclined to the axis of the microscope. The direc- 
tion of this inclination is only evident from a study of the third 
dimension of the specimen, by focusing, sectioning, or stereo- 
scopic vision. 

Curved surfaces may appear light or shaded, depending on 
their slope. In general, they may be considered as acting like 
lenses, to cause convergence or divergence of light. A few simple 
experiments with oil drops or air bubbles in water, or with glass 
rods and tubes, will indicate the character of the shading ex- 
hibited by spherical or cylindrical objects (Fig. 133). 

It should be borne in mind that the opacity of shadows is 
governed chiefly by the refractive indices of object and mounting 
medium, and that their width and sharpness depend principally 
upon the size, position, and curvature of the surface which causes 
them. 

The third dimension, depth or thickness, is not apparent in 
the ordinary microscopic image, and the solid structure of the 
specimen is easily misinterpreted. On account of the relatively 
slight depth of focus of the microscope, objects are seen under 
distinctly unnatural conditions as compared with direct visual 
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observation, and may seem thicker than they really are. The 
small portion which is in focus at any one time gives an “ optical 
section” which may be thought of as analogous to a thin section 
prepared by mechanical methods, or a “ contour line ” on the 
three-dimensional object. Simple structures, such as the geo- 
metrical forms of crystals, may be worked out from a series of 
observations made at different positions of focus. If necessary, 
drawings may be made to record each appearance, and to aid in 
following its gradations into the others at different levels (Fig. 79). 
Objectives of little depth of focus are preferable for such work. 
The experienced microscopist continuall}^ manipulates the fine 



Fig. 79. “Optical Sections*’ at Top and Bottom Levels of a Flattened 
Octahedral Cn^stal. 

adjustment as he makes an examination, in order to reveal a 
series of optical sections in succession and to follow the transi- 
tions of appearance; by this means he may obtain a very ade- 
quate impression of the structure from its “ top views only. 
Any shaded surfaces may be studied to ascertain w^hether they 
slope inward or outward.^ 

Focusing methods are of particular value in the study of crys- 
tals by transmitted light, and in the examination of etching pits 
or elevated areas in metals. It is sometimes very difficult to 
decide whether a depression or a projection is present, without 
such procedure. 

In applying focusing methods to studies of inclined surfaces 
or other three-dimensional features, strictly axial light should 
be employed, or the swaying of the image may render interpre- 
tation difficult. Even with axial or symmetrically convergent 
illumination, the appearance of the details as they go out of 
focus may simulate structures which do not exist. There is 
also some risk of mistaking a spurious, out-of-focus image for a 
perfectly focused one, especially if objectives of low aperture 
are employed (Fig. 80). 

2 The slope may be measured quantitatively. See page 40a 



178 


OBSERVATIOX OF PHYSICAL PROPERTIES 


Oblique illuTumation is invaluable in the interpretation of 
three-dimensional structures, since a veiy realistic shading and 
impression of “ relief are produced (Fig. 133). It is often 
useful in photomicrography as an aid in imparting a natural 
appearance to specimens which would otherwise seem unduly 
flat and lacking in depth. 



ABC 


Fig. so. Spurious Images from Superposed Structures. 

A — crossed screens, in focus. 

B — A, out of focus. 

C — crossing at another angle. 

Spiral structures, such as occur in certain vegetable textile 
and paper fibers, are not reversed under the microscope, as far 
as their right- or left-handed character is concerned. Diffraction 
patterns and haloes at the boundaries of fine structures may be 
misinterpreted as indicating surface films or coatings, if care is not 
taken to study the specimen with different types of illumination. 

The microscopist should constant^ strive to acquire skill in 
recognizing the appearance of simpler structural elements, since 
almost any complex image may be analyzed and studied piece- 
meal by the above methods. Simple known structures, exam- 
ined under a variety of conditions of illumination and at different 
magnifications, are particularly helpful. 

The binocular microscope, if it yields true stereoscopic vision, 
is very convenient for the observation of three-dimensional 
structure, and may give a very realistically plastic ” image, 
in which differences of elevation are strikingly evident, even 
without change in the focus of the microscope. 
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Serial sections have already been mentioned as valuable in 
reconstructing the form of complicated objects. Their use in 
the preparation of three-dimensional models is described in detail 
by Gage.® Sections in different directions through the specimen 
are very useful in revealing its true form. 

It is highly desirable to be able to study an object in different 
positions, in order to observe different views of it. If the 
plan and the elevation or cross-section ” can be ob- 
served, interpretation is greatly facilitated. In the case of objects 
which are more or less equidimensional, it may be possible to 
orient them under the microscope so as to reveal different aspects 
of their structure, but this is rarely possible in the case of elon- 
gated or flattened forms, such as needle or plate ciy-stals, or 
textile and paper fibers. A careful drawing of the “ plan ” of 
a crystal or other simple solid may be projected to give a fairly 
useful indication of its elevation ” in longitudinal or trans- 
verse section. (Figs. 32, 118, 122.) 

It sometimes happens that objects distributed at random 
throughout a preparation may lie in all possible orientations, 
if their form permits, and from a study of several different ones 
some conclusion may be drawn as to the typical shape; this is 
particularly useful in the study of crj^stals or similar geometrical 
objects. Occasionally a viscous mounting medium may be used 
to support the specimens in various positions, by stirring it 
about with a fine needle. A simple device for orientation, often 
perfectly satisfactory, consists in cementing the object to the 
point of a needle or a fine glass rod, the other end of which may 
be inserted in ^Tlasticene.^’ The specimen can be revolved or 
moved in various directions, and secured in place by gentle 
pressure upon the “Plasticene.” Solid angles of tiny crystals may 
be computed from measurements of the plane angles of different 
faces. The specimen may be immersed in a shallow cell filled 
with liquid, to give greater transparency. Another method is 
to insert the object in a tiny glass capillaiy^, which is filled with, 
and immersed in, liquid of the same refractive index as the glass. 
Rotation may be effected by hand, or by a micrometer drum, 
as in the Greenough capillary rotator of Zeiss. Klein’s orien- 
tating apparatus (Fuess) is similar in principle. 

The surface character of an object may sometimes be deter- 
3 The Microscope (1925), pp. 410-23. 
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mined by taking an impression of it in transparent material; this 
may be sectioned, or examined by various sorts of illumination. 
The method is valuable as a means of eliminating spurious 
effects in the image of the original, which are not due to surface 
structures and which might invalidate the direct image.^ Syrupy 
collodion or Duco Household Cement may be applied, allowed 
to harden, and stripped off; it gives a very exact replica of the 
surface on which it was cast. 

The behavior of the specimen when disintegrated mechanically 
or chemically may give an indication of structures which are not 
visible under ordinary conditions. Swelling to incipient gelat- 
inization, maceration^ to separate tissue elements, or crushing, 
tearing, bending, and breaking in tension may reveal details 
which are not otherwise indicated. Such methods are particu- 
larly applicable to textile fibers, woody tissue, food materials, 
and similar substances of organic origin, which may thus be more 
or less disintegrated into subcellular structures.® 

OBSERVATIONS OF COLOR 

Color phenomena and colored objects are of very great impor- 
tance in microscopical investigations. Most of the factors which 
affect the observation of color under the microscope function 
in macroscopic observations also, and study of them is a valuable 
aid to an understanding of the methods, principles, and termi- 
nology which chemists encounter in the description of colored 
materials, whether microscopical or not.^ 

Subjective factors affect the observation of color very mate- 
rially. Few persons are color-blind, but many are lacking in 
training in discrimination or in ability to describe what they see. 
Temporary color-blindness may be induced by prolonged ex- 
posure of the eye to strong light of a given color; an eye fatigued 
by red light sees all objects unduly green for a time. Similarly, 
daylight illumination of microscopic objects makes them appear 
bluish, after one has been working with yellowish artificial light. 

* Foster: Trans. Amer. Soc. Steel. Treat. 6, 413 (1924). 

Mason: Jour. Phys. Chem. 31, 1871 (1927). 

® For reagents, see Lee: op. dt., p. 250. 

« See also the discussion of mechanical properties on page 196. 

^ A general discussion of color phenomena of various types is given in 
the series of papers by Bancroft on The Colors of Colloids: Jour. Phys. 
Chem. 22-23 (1918-19). 
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Contrast effects from juxtaposed objects of different colors may 
vitiate the simplest observations; a colorless object in the midst 
of a field of red will appear greenish. The importance of these 
facts in the study of stained preparations is ob^dous, particularly 
if fine color discriminations have to be made. 

Illumination by colored light has already been discussed as a 
means of increasing or decreasing contrast and transparency of 
colored objects (page 101). It is not generally realized that 
slight variations in illumination, such as those existing between 
daylight and artificial light, may cause entirely false observations 
of color.® Certain blue dyestuffs appear red by slightly yellowish 
light/^ and many colored substances exhibit this phenomenon to a 
less degree. 

Chromatic aberration in the microscope may lead the inex- 
perienced observer to ascribe the faint green or pink residual 
color to the object itself, but one soon learns to make allowances 
for this. In highl3" critical observations of veiy fine structures, 
faintly" colored, it is better to use apochromatic objectives. 

Spectroscopic Eyepieces (Microspectroscopes) are empWed 
for the qualitative and quantitative stud}’ of materials yielding 
absorption spectra, but are inconvenient and impracticable for 
bright-line spectra. 

Dispersion is usually obtained by an Amici direct vision prism 
of either three or five units mounted above a negative eyepiece 
of special construction, in which the slit of the spectroscope is 
placed in the plane of the diaphragm of the ej’epiece. Usually 
a small reflecting prism is provided which, when swung into 
position below the slit, cuts off approximate!}’ half the mdth 
of the spectrum from the object under the microscope and permits 
placing in juxtaposition with this spectrum the spectrum of a 
standard of known nature and composition. 

For recording the position of absorption bands or the extent 
of absorption at the ends of the spectra an arbitrary scale or a 
scale reading directly in Angstrom units is generally provided. 
Instruments of this type are not suitable for chemical investiga- 
tions. A better class have attached to them a micrometric device 
of considerable accuracy (Figs. 81 and 83). 

* Wood: Physical Optics (1919), p. ’439. 

» The well-known properties of the gem Alexandrite, which is green in 
daylight and red by lamplight, are of similar nature. 
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A typical example of one of the older and more commonly used spectro- 
scopic eyepieces is shown in Figs. SI and S2.*® It consists of a cell or 
chamber K in which are housed the slit s, the comparing prism p, a movable 
diaphragm d, and in the lower opening the field lens / of the ocular. A small 
opening 0 in the side of K permits light, reflected by the mirror m, to enter 
the prism p and thus jdeld a spectrum in juxtaposition to that obtained from 



Fig. 81 . Microspectroscope. (W. & H. Seibert.) 


the object under the microscope. The solution or transparent solid used 
for comparison is held before the opening O by means of the clamps CC. 
The loiob P serves to swing the comparing prism p beneath the slit or out to 
one side. T attached to a right- and left-threaded spindle serves to widen 
or narrow the slit s. Attached to the upper part of K is the remainder of 
the eyepiece with its eye lens e vertically movable by rack-and-pinion through 
the milled head F . Fitting above e is a tube A carr^dng an Amici prism R, 

^ Made by W, & H. Seibert, Wetzlar, Germany 
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consisting of three prisms of crown glass — 1.534) alternating with two 
prisms of flint glass {nj) = 1.587). 

Since the total deviation of a ray of light entering a series of prisms is 
equivalent to the sum of the deviations which would be imparted to it by 
each unit in turn, it follows from the alternate arrangement of the glass prisms, 
three low and two high, that the deviation of the system will be the differ- 
ence between the deviations produced by the crown and flint prisms. The 
net result is that for rays of medium wavelength (yellow-green) the path 
of the emerging rays lies substantially in the same line as that of the rays 
entering the system, hence it is usual to term such a prism system a direct 
tisi&n prism. The dispersive power of such a system is equivalent to that 
which would be produced by the prisms of flint glass alone. In the dia- 
gram (Fig. 82) the total dispersion indicated is therefore not theoretically 
correct. 

The measuring ser\'ice of the Seibert microspectroscope fits above the 
tube A. It consists of a diaphragm with a veiy tiny triangular opening I 
mounted in the sliding plate B and illuminated by the mirror n; an image 
of this opening is projected by the lens / as a tiny bright white triangle upon 
the inclined surface of the prism R and is then reflected to the eye at L The 
knob L serves to slide the lens I and thus focus the image of the triangular 
opening. The plate in which the diaphragm is mounted can be displaced 
vertically by means of a micrometer screw; the amount of displacement is 
indicated upon the scale S and by the graduations upon the drum g; one 
complete rotation of the drum (100 divisions) is equivalent to one division 
of the scale S. 

To facilitate the illumination of the diaphragm opening,/, the mirror 
71 is attached to a rotating collar t. 

The position of a line in the spectrum is ascertained by bringing the tri- 
angle image to such a position that the line bisects the vertical angle. The 
scale and drum divisions are then read and recorded. The equivalent of 
this reading in wavelengths is obtained from the calibration of the instrument 
by the method given below. 

Should the object, whose absorption spectrum is to be studied, be so small 
that its image fails to fill completely the length of the slit, the slit must be 
shortened until the object completely fills it and there will be no light reaching 
the eye which does not first pass through the object. This is accomplished by 
pushing the comparing prism into place, thus cutting the spectrum in half. 
At the same time the mirror m is turned aside so that no light enters 0. 
Should the image of the object still fail to fill the length of the slit, the dia- 
phragm d is moved toward the center by turning the head D until the slit 
length is reduced to proper dimensions. 

Before a spectroscopic eyepiece can yield scale readings convertible into 
wavelengths, it must be calibrated. In the case of instruments of the type 
shown in Fig. 81 this will necessitate placing upon its tubes certain reference 
or indicator marks. The instrument is removed from the micro.seope tube 
M, pointed toward the sky and the slit narrowed. The spectrum should 
appear as a long rectangular band of colored light creased by many fine 
black lines at right angles (Fraunhofer lines) to its length. Should these 
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lines appear inclined, the tube A must be turned slightly until they 
are made normal to the spectrum length. Ha\dng thus carefully ad- 
justed the prism to the proper position with reference to the slit, make 
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on a bright sunny day. Scratch the mark c to indicate this position. Turn 
t and tip the mirror 7i so as to reflect light into the tube and move L until 
a bright sharp white triangle is seen when looking into the eyepiece- Care- 
fully turn the cap carrying the measuring device until the apex of the bright 
triangle takes a position just a trifle above the center of the spectrum band. 
This position is easily ascertained by pushing the comparing prism in place 
beneath the slit; half the spectrum will now’ disappear. The most conveni- 



Fig. S3. Microspectroscope. (Zeiss, modified.) 


ent position for the bright spot of light is when the base of the triangle falls 
just below the dividing line. Make the marks indicated at a so as to fix 
this position- The instrument is now ready for calibration. It can be taken 
apart at any time and the parts replaced so as not to alter the values of the 
scale divisions. After calibration, if at any future time wavelength measure- 
ments are required the instrument is first set so that all the reference marks 
take the same positions as when the spectroscope was first adjusted. 

Measurements of line or band positions are made by bringing the bright 
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white triangle to such a position that the line or the edge of the band bisects 
the acute angle of the triangle. The scale 8 and drum g are then read and 
recorded. 8 reads from 0 to 10, g in hundredths of 8. For example, in the 
instrument illustrated: Fraunhofer c = 0.42, D - 1.41, G = 7.11, etc. 

A more convenient and practical type of spectroscopic eyepiece is shown 
in Figs. 83 and 84.^^ 

From the figures together with the description given above, the main 
features of the Zeiss instrument will be readily understood since similar 
component parts are lettered alike in aU four figures. There are, however, 


I 



Fig. 84. Microspectroscope. (Zeiss, modified.) 


several features that render the Zeiss spectroscope more convenient: a milled 
headed screw B tips the prism R and thus provides a means of adjustment 
with reference to the scale of the spectroscope; the entire pi’ism mounting 
may be swung asidei^ on the hinge JT, a click spring x holds the prism in 
alignment, the slit is attached to a sliding plate w and may be displaced by 
pulling on T thus bringing into the axis of the microscope a circular opening 
U which aUows an unobstructed view of the field. When the object has been 
centered and studied, the slit is pushed back into the axis of the microscope 

Manufactured by Carl Zeiss, Jena, but improved by substituting for 
its fixed Angstrfim scale a Krilss micrometric measuring device, analogous 
to that used on the Seibert instrument (but instead of a bright triangle a 
bright white line is made to travel the length of the spectrum). 

^ In the new model of E. Leitz this valuable feature has also been adopted. 
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and the prism p and the diaphragm d are adjusted so as properly to restrict 
the area illuminated to that particular portion of the object whose absorption 
spectrum is under investigation. The prism R is then swung in place, the 
slit adjusted by means of the micrometer screw T and the necessary spectro- 
scopic observations made and recorded. The screw W serves to clamp the 
instrument securely in place upon the draw-tube of the microscope. 

In calibrating scales by means of the Fraunhofer lines direct sunlight 
should be thrown into the instrument by means of the microscope mirror. 
For bright lines, hold the instrument clamped securely in place on a suitable 
clamp stand and direct it toward a Bunsen burner flame into which the me- 
tallic salts are to be introduced. The following lines will be found convenient 
for the calibration: 


Line 

Corresponding 
wavelength in 
Angstrom units 

A 

7600 

K„ 

7682 

a 

7201 

B 

6870 

liia 

6708 

c 

6563 

Na (D) 

5893 

Baa 

5535 

T1 

5350 

E 

5270 

bi • 

5183 

b2 

5173 


Line 

Corresponding 
wavelength in 
Angstrdm units 

F 

4681 

Sr^ 

4607 

CSa 

4555 

Cs^ 

4593 

d 

4383 

G 

^ 4308 

g 

4226 

Rb^ 

4215 

Rba 

4202 

h 

4103 

Hi 

3968 


When only approximate results in terms of wavelengths are needed, a 
very convenient device consists in plotting the curve for the spectroscope 
upon coordinate paper, using wavelengths as ordinates and scale divisions 
as abscissas. Such a calibration curve is shown in Fig. 85, the black dots 
indicating the measurements actually made. 

For the study of the absorption bands of liquids under the microspectro- 
scope, the most convenient cells will be found to be tubes of different size 
bores and of different lengths mounted as described on page 190, or a cell 
of the type devised by Andrews. This consists of a glass tube about 2 cm. 
in diameter and of any convenient length (Fig. 86) cemented upon an object 
slide with DeKhotinsky cement. The observation tube about 5 mm. in 
diameter has its lower end closed by a piece of plane glass cemented to it; 
it may be raised or lowered in its rubber support (section of a rubber stopper) 
for the purpose of increasing or decreasing the thickness of the liquid layer. 

The position of maximum intensity of an absorption band should always 
be determined by observing the situation of the vanishing point of the band 
after repeated dilutions. 
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It should be borne in mind that the position of a band may be changed 
greatly through increased or diminished dissociation, and that the absorption 
bands given by a crystal may be quite different from those given by the same 
material in solution and furthermore that the absorption spectra are usually 
different in different directions through the crystal. 



For further discussion of spectroscopic eyepieces and their applications see : 
MacMunn: The Spectroscope in Medicine (London, 1880). 

Engelmann: Zeiis, wiss. Mikros. 6, 289 (1888), 

Brasch: Uber Verwendbarkeit der Spekfroskopie z. Unterscheidung 
der Farhenreaktionen der Gifte (Dorpat, 1890). 

Blyth: Poisons; Their Effects and Detection (London, 1895), p. 54. 
Keeley: Proc. Acad, Nat. Set. Phila., 63, 106-116 (1911). 

Wychgram: Zeits. tviss. Mikros. 29, 339 (1912). 
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Records of color are most easily made with reference to a 
chart of standard hues, tints, and shades, using a comparison 
eyepiece if desired.^® The drawing camera may be used to view 
the object and the color standard simultaneously, or the image 
may be projected in juxtaposition with the standard.^® Com- 
parisons of color with standard specimens may be effected by 
means of an ordinary comparison microscope; this may be 
applied to opaque mineral grains, dyed fibers, color reactions, 
and other microscopic materials. The color of the standard 
may be projected in the field of the microscope by means of the 
condenser (page 43); deter- 
minations of hydrogen-ion con- 
centration by indicators may 
be made in this way^® on single 
cells, organs, and tissues. 

Polarization colors are best 
described and compared with 
color charts of Newton^s series, 
or with compensators of doubly 
refracting material. (See page 
283.) 

Colorimetry may be carried out on a microscopic scale by 
methods analogous to those employed in dealing with larger 
quantities of material.^® A comparison microscope or a com- 
parison eyepiece is used (page 68) and the samples, of known 
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Wherry: Micros'pectrosco'pe in Mineralogy. Smithsonian Misc. Coll. 
66 (1915), No. 5; Amer. Mineralj 14, 299 (1929). 

Gage: The Microscope (1925), p. 246. 

Krause: Enzydopadie der mikroskopischen Tecknik (1926), Bd. II, p. 
1522. 

Metzner: Das Mikroskop (1928), p. 216. 

MuUiken: A Method for the Identification of Pure Organic Compounds. 
Vol. I (1904), pp. 231-4. 

Munsell Color Chart. Prepared by the Munsell Color Co., Baltimore, Md. 
The comparison microscope of Bausch & Lomb (unfortunately mounted 
on a poorly designed stand) is provided with slots for the insertion of Lovibond 
tintometer glasses, for matching and recording colors. 

Davis and MacLaughlin: Science 67, 71 (1928). 

Talmage: Econ. Geol. 20, 168 (1925). 

18 Patin: Nature 111, 81 (1923). 

18 Yoe: Photometric Chemical Analysis, Vol. I, Colorimetry (John Wiley & 
Sons, New York, 1928). 
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and unknown concentrations, are viewed simultaneously in the 
divided field. Liquids may be contained in cells like that shown 
in Fig. 86; a better type of cell, requiring only a drop or two of 
liquid, may be made from a short length of glass tubing, 1 to 3 
mm. in inside diameter, the ends of which have been ground true. 
The tubing is held upright on a microscope slide, either by cement 
or better by supporting it in a closely fitting perforated piece of 
rubber or cork which has been cemented to the slide; the latter 
arrangement permits easy cleaning. Cells of various heights 
should be available, and those used in comparisons should be of 
equal diameter. In order to prevent internal reflections which 
might render the results inaccurate, stray light is excluded by 
blackening the end of the tube; the outside of the cell should also 
be blackened or covered with a sleeve of black paper. 

A solution containing a known concentration of the colored 
substance to be determined is placed in one cell; the other 
contains the solution of unknown concentration. The trans- 
mission colors of these two solutions are compared by means of 
a comparison microscope or comparison eyepiece, the depth of 
the liquid being adjusted until the color in the two halves of the 
field is of the same intensity. The depths of the columns of 
liquid are then carefully measured, preferably by means of a 
pair of dividers, a simple magnifier, and a finely divided steel 
scale. Other factors being equal, the relative concentrations 
are inversely proportional to the relative thicknesses of the two 
solutions. For accurate results the concentrations of the unknown 
and the standard solution should not be very far apart. A 
sensitive assay or micro-balance must be employed for weighing 
out the materials in making up the solutions. 

It is absolutely essential that the fields of the two microscopes 
shall be illuminated with equal intensity. The cells are filled with 
distilled water, centered in the fields, and the instruments focused 
on their upper level. By tilting the microscope mirrors the two 
halves of the field may be made equally bright. A light source 
of considerable area is desirable; a square of ground glass or a 
sheet of pure white paper in front of a window is satisfactory.^® 

20 See also; Emich and Donau: Monaiskefte 28, 826 (1907). Donau: ibid. 
36, 381 (1915). Emieh: ibid. 36, 407-440 (1915). Donau: Die Arbeits- 
methoden der Mihroohemie (Stuttgart, 1913). Emich: Lehrhuch der Mihro-^ 
chemie (Munich, 1926), p. 61. 
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Nephelometry or measurement of turbidity of suspensions or 
emulsions may be carried out by an analogous procedure,^^ 

Body or transmission colors are exhibited when light passes through the 
object to the eye (page 77). They are best observed by dark field illumina- 
tion in the case of faintly colored, fiinely divided material, since the excess of 
white light in the field is thus eliminated. Fluorescence or surface color, 
if present, may also be manifest under these conditions. Even highly 
opaque substances (excepting some metals) will show transmission colors 
in thin flakes or at the edges of splinters. The body color of anisotropic 
materials may varj^ with the direction in which the light travels through the 
specimen, and for a given direction, with the plane of vibration of the light 
(pleochroism, page 286). Thickness may affect the apparent body color of 
certain substances very markedly; dyestuffs and other highly colored mate- 
rials, when in thin layers, may be of entirely different hues than when in 
thick layers.22 Observations of the color of solutions or dyed fibers may be 
affected by this, since variation in concentration of the coloring material 
can have a similar effect on the hue, entirely apart from any dissociation 
or reaction with the solvent. 

Body colors are less marked the more finely divided the specimen, and 
some nearly opaque precipitates may be relatively pale if composed of very 
fine particles. Digestion of the precipitate, with increase in the size of 
the particles, may cause a darker shade to be developed. Observations of 
the bod.y color of fine-grained materials should alw^ays be made with the 
naked eye as well as wdth the microscope, for substances which are not very 
strongly absorbing may appear almost colorless in thin layers, though dis- 
tinctly colored in mass. It is advisable to eliminate the effect of refraction 
by mounting the colored substance in a medium of its own refractive index, 
if possible. This will give greater transparency, and will render comparisons 
(such as the strength of dyeing on fibers) more reliable. Phenomena of 
structural color will be nullified by this procedure. 

Surface or reflection colors are due to selective reflection of part of the 
light which falls upon the surface of a substance; they are observed only in 
strongly absorbing materials, and are approximately complementary to the 
body color. The reflection is specular, so that the illuminating beam and 
the reflecting surface must be at the proper angles to send light to the micro- 
scope. To observe the surface color unmixed with the body color, vertical 
or inclined illumination from above the stage is best. Care should be taken 
to note the light which is reflected from the upper surface of the object, 
rather than that which has entered and been internally reflected. Surface 
color is sometimes exhibited with dark field illumination, especially in the 
case of finely divided, highly opaque material. Substances possessing the 
power of specular selective reflection are usually so strongly absorbing that 
they tend to appear dark when finely divided, unless the particles are so thin 

See also Conklin: Jour, Optical Soc. Amer. 10, 573 (1925). 

2* This phenomenon of dichromatism is discussed by Wood: Physical 
Optics. 
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as to be transparent. The study of a few typical examples of materials 
showing surface color is worth while for the beginner; for instance: fuchsin, 
or aniline blue, crystals or a film; indigo, sublimed crystals; potassium per- 
manganate; copper powder; lead tree. 

The hue which is selectively reflected may be different for different faces 
of anisotropic crystals. It usually varies markedly with the plane of vibra- 
tion of light, if a polarizer or analyzer is used. Slight differences of hue may 
be noticed with changing angle of reflection, especially if polarized light is 
employed. Surface color is sometimes altered markedly by immersion in 
media of different refractive indices. 

Fluorescence, and the colors of colloidal suspensions, together with the 
means of recognizing each, are discussed on pages 79 and 231. 

Structural colors are important in microscopy because they 
originate in fine structures and frequently occur in objects which 
are studied by the microscope. They are also most readily 
recognized and identified by microscopic methods.-* The vari- 
ous types of structural colors are due, not to any body or surface 
color of the material but to the conformation of its surfaces; 
perfectly colorless substances may give rise to brilliant colors, 
if the proper structure is present. Structural colors are sometimes 
superposed upon body colors, and may complicate observation 
of them. 

Since all structural colors depend on optical phenomena of 
reflection, refraction, and diffraction, it is evident that, if these 
effects can be eliminated, the color will be destroyed. In the 
case of any structure in which one of the phases is a liquid or 
gas, it is possible to substitute for it a permeating liquid of such 
refractive index that the system becomes optically homogeneouSj 
and the color vanishes. Removal of this liquid, and replacement 
of it by another fluid of different refractive index, will generally 
restore the original color. 

Structural colors are usually dependent upon the size or shape 
of the fine structure which causes them, and if this is altered by 
mechanical or chemical means, such as crushing, swelling, com- 
pression solution, or growth, the color either changes or is entirely 
lost. 

Luster and opacity of colorless materials depend very largely on the char- 
acter of their surfaces; and on their power of scattering light instead of 

23 Different kinds of structural colors and criteria for their identification 
are discussed by Mason: Jour, Phys. Chem, 27, 201, 401 (1923); 28, 1233 
(1924); 30, 382 (1926); 31, 321, 1856 (1927). 
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reflecting it more or less specularly. The luster of textile fibers, the opacity 
of papers, 26 pigments, 2® and frosted glass, 2? and the brightness of polished 
surfaces, all depend on microscopic structural features. Transparency and 
light-scattering ability have a pronounced effect upon the apparent tint of 
samples of colored substances such as dyed fibers and papers, colored pig- 
ments, wood, leather, and other materials, which may be actually identical 
as regards their true body color. In nearly all studies of color, the influence 
of the surface texture of the specimen has to be taken into account. 

Oriented luster results from a more or less systematic and parallel arrange- 
ment of minute reflecting surfaces, such as microscopic etching pits or scratches 
in metals, fissures or inclusions in minerals, and fibrous or flaky suspended 
matter in plastics and enamels. The material exhibits good reflecting power 
in certain directions and much less in others, although there is no apparent 
external difference in the angles of incidence and reflection. The explana- 
tion of such phenomena, and their elimination when they are objectionable, 
depends on a microscopic investigation of the actual character and orientation 
of the reflecting surfaces within the specimen. Conversely, the directions 
of maximum reflection may be studied as a means of investigating the orien- 
tation of the minute reflecting surfaces.^s 

White is a structural effect in all cases, and is due to strong' reflecting and 
refracting properties. Colorless, transparent objects with many fine, un- 
ordered surfaces appear white by every sort of illumination except trans- 
mitted light; with it, their excellent light-scattering power renders them 
opaque, so they appear black against a bright field. Apparently opaque 
precipitates obtained in mierochemical reactions should always be examined 
by inclined illumination from above the stage, for this reason; if faintly 
tinted, their color will be made visible under these conditions when otherwise 
it might be missed. 

Turbidity or cloudiness is closely related to whiteness, in that the light 
is scattered by fine suspended particles. Dark field illumination is useful 
in comparing samples of turbid materials, and polarized light may be used 
to advantage if the suspended particles are doubly refractive. 

Black may be due to the opacity of a white material by transmitted light, 
to the strong absorption of light by a truly opaque substance (such as carbon), 

24 Herzog: Kunststoffej 6, 153, 166 (1916) — Mikroskopische UnUrsmhung 
der Seide und der Kunstseide (Berlin, 1924), pp. 71-81. 

26 Thiriet: Chim. et Ind. Spi. No. Sept. 1925, p. 488. 

26 Stutz and Pfund: Ind. Eng. Ckem. 19, 51 (1927). 

Kiihn: Farhen Ztg. 31, 1131 (1926). 

Hebler: idem. pp. 1739, 1906. 

Gademann: idem. p. 1850. 

^ Pipkin: Ind. Eng. Chem. 18, 774 (1926). 

Spencer and Ott: Jour. Amer. Ceram. Soc. ID, 402 (1927). 

Masuda: Jour. Jap. Ceram. Asso., 36, 183 (1928). 

28 Czochralski: Zeits. anorg. Chem. 144, 131 (1925). 

Tammann and Meyer: Zeits. MetcMkunde 18, 339 (1926). 

Tammann and Botschwar: Zeits. anorg. Chem. 176, 121 (1928). 
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or to a fine state of subdivision in the case of a specularly reflecting opaque 
material. Pulverulent metals (such as lead or silver trees/' page 340) 
look dark by reflected light, except where some tiny crystal face is in position 
to reflect. 

The Christiansen effect^a ig to differences in the dispersive power of 
substances which have almost the same refractive index. It is manifest 
when a material is immersed in a liquid of refractive index the same as its 
own for certain colors, but distinctly different for others. Under these 
circumstances light of the color for which the refractive indices are identical 
will be transmitted, and the other colors will be deviated by refraction. As 
a consequence, the particle appears faintly colored by transmitted light. 
This phenomenon is frequently noticed in determining the refractive index 
of crystals by the immersion method; it is the cause of the apparent pale 
pink color of precipitated crystals of sodium fluosilicate, and is probably 
the explanation of the more brilliant colors shown by the liquid-crystalline 
phase of cholesteryl eompoimds. 

Colors due to the Christiansen effect are very susceptible to changes of 
temperature, which alter the relative refractive indices of the system and 
thereby change the hues of the transmitted and scattered light (but not their 
complementary relationship). The colors are most marked with moderately 
finely divided particles, but are absent if the dimensions are less than, several 
microns. At least one of the two phases must have rather strong dispersive 
power. Admixtui-es to the liquid phase which change its dispersion alter 
or destroy the colors. Stirring or other disarrangement of the material has 
no effect upon them. 

Tyndall blue^o is exhibited by fine particles of relatively transparent mate- 
rial which are approximately 0.3 ft in diameter. Such particles are large 
enough so that they scatter light of short wavelength, but they are too small 
to deviate the longer waves and these are transmitted. As a result, the 
transmission color is a turbid orange and the scattered light is a turbid blue. 
Tyndall blues are exhibited by finely divided precipitates such as silver 
chloride or sulphur, by very fine paint pigments such as certain grades of 
zinc oxide, and by many other fine structures in microscopic objects. The 
blue color is best observed by dark field, orthogonal, or inclined illumination. 
The brownish color which is frequently observed in aggregates of very small 
particles, such as spherulites and sheaves of fat crystals, is due to the same 
causes as Tyndall blue, of which it is actually the transmission color. 

TyndaU blue may be identified by the characteristic color of the scattered 
and of the transmitted light, and by direct observation of the fine structures 
by an objective of high resolving power. The scattered light is polarized, 
as in the case of other colloidal suspensions (page 230). If the system can be 
rendered optically homogeneous, by completely surrounding the fine struc- 
tures by a medium of their own refractive index, the color vanishes. 

Transmitted blue is primarily a microscopical phenomenon. It is observed 

^ Wood: op. cit., p. 110. Holmes and Cameron: Jour. Am&r. Chem. Soc» 
44, 71 (1922). 

^ Wood: op. at, p. 624. 



STRUCTURAL COLORS 


195 


with structures which are colorless and relatively transparent, of good con- 
trast, and of dimensions larger than about 1 fi; the numerical aperture of 
the objective is also important. The structures or particles need not be in 
any orderly arrangement, but must be fairly uniform in size, and just fine 
enough so that only the blue light diffracted by them is included within the 
angular cone of the objective; the illumination cone must be rather narrow. 
Transmitted blues of this type are observed in fine precipitates, sublimates, 
and some specimens of pearlite in steel. 

The recognition of transmitted blue is simple; it is not visible by dark field 
or inclined illumination, and its color is lost if an objective of higher aperture 
is used or if a wide illuminating cone is employed. Rendering the system 
optically homogeneous of course destroys the visibility as well as the color 
of the fine structure. 

Grating colors are produced when any system of more or less regular and 
parallel fine structures is illuminated by unidirectional light crosswise of the 
structures. The effect is that of a diffraction grating, and the light emitted 
at any angle depends on the dimensions of the structure and the direction 
of the illuminating beam; the -whole range of the spectrum is possible. Colors 
of this t3rpe are rarely encountered in chemical microscopy, because suffici- 
ently perfect periodic structures do not generally occur except from living 
organisms. Diatomaceous earth, such as is used for filtering and insulation, 
may contain some diatoms which exhibit grating colors with dark field illu- 
mination. Pearlite in steel owes its name to this color phenomenon, which 
is best observed with oblique vertical illumination. 

Diffraction colors may be identified by a study of the structure from which 
they originate. From the laws of diffraction, together with a knowledge 
of the arrangement of the fine details of the object and the direction of the 
light, it is generally possible to prove the nature of the color. Very marked 
changes in hue result from a small change in the angle of illumination. Fur- 
thermore such colors disappear in uniform light and are not visible with a 
wide-angled illuminating cone and an objective of large aperture. They 
are only observable if the illuminating beam is in the proper azimuth, and are 
best seen against a dark background. Rendering the system optically homo- 
geneous, by permeation with a medium of the proper refractive index, destroys 
the color and proves its structural origin. Illumination with strictly uni- 
directional light (transmitted or reflected) may render the diffraction spectra 
visible at the back aperture of the objective. 

Thin film colors^^ are due to interference between light waves reflected 
from the two surfaces of a very thin film of relatively transparent material. 
Certain colors are destroyed and others are reinforced, the hue depending 
on the thickness of the film; the whole range of colors is comprised by New- 
ton^s series, and the brightest hues originate from films 0.5 ju to 1,5 jc* thick. 
Thin film colors are exhibited by substances which crystallize in thin plates, 
such as lead iodide; by oxide films on metal specimens, especially surrounding 
pits or after heat tinting or tarnishing; and by films of silica or other material 
formed by the attack of chemicals on the glass of bottles or slides. 


C. V. Boys: Soap BvhUes (1912). Wood: op. cit, p. 160. 
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The actual existence of a thin film is presumptive evidence as to the origin 
of the color in any specimen. The characteristic hues and also the sequence 
exhibited with slight variations in thickness or in the angle of reflection or 
transmission are fully as distinctive. The specular nature of the reflection 
and the complementary relationship of reflection and transmission colors, 
together with the paleness and lack of saturation of the latter, are useful 
criteria. Thin film colors are best seen by reflected light against a dark back- 
ground. They do not disappear in uniform light, but do so if the system 
is made optically homogeneous by means of a liquid having the same re- 
fractive index as the film. In order to avoid confusing thin film colors of 
plate-like crystals with body colors, the preparation should be shaded by 
the hand, to cut off reflected light from above the stage. 


OBSERVATIONS OF MECHANICAL PROPERTIES 

The interpretation of microscopic appearance in terms of the 
mechanical properties of a specimen may be indirect (as in esti- 
mating hardness or tensile strength of alloys from metallographic 
studies of their crystal character and phase composition), or the 
properties themselves may be determined under the microscope 
by more or less quantitative means. Only direct observations 
can be dealt with here. 

Hardness may be measured by the standard Brinell method, which is 
commonly applied to metals and aUoys. A hardened steel baU, 10 mm. in 
diameter, is pressed upon a smooth surface of the sample, under a standard 
load (3000 kg. for hard materials, and 500 kg. for soft materials). The 

Brinell hardness number is the ratio of the applied load to the area of the 
indentation produced. The area of the indentation may be calculated from 
measurements of its diameter or its depth, by means of a low power, large 
field microscope, or a simple magnifier with scale. 

A drill operating under a definite load is the essential feature of Jaggar’s 
** Microsclerometer.”®^ The depth of the hole produced by a given number 
of revolutions of a diamond point is measui’ed by means of the microscope. 
This method may be applied to a small area of the specimen. 

Pressure by means of the point of a dissecting needle may be used to indi- 
cate hardness, plasticity, and elasticity. The behavior of the specimen may 
be followed under the microscope and valuable qualitative information may 
be obtained. Sharp or rounded points may be used, and the degree of pres- 
sure necessary to cause indentation or rupture of the specimen may be esti- 
mated by using a needle mounted in a holder with a fine coil spring. The 
holder is designed so that the spring is stretched as the pressure is increased, 
and its extension serves as a roughly quantitative measure of the force applied. 
The crushing strength of aggregates, such as primer pellets, may be tested 
conveniently in this way. 

82 Amer. Jour. Sci. (4) 4, 399 (1897). 
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More exact penetration methods have been devised, whereby a definite 
load is applied to a metal point or punch, the depth of the depression produced 
being measured microscopically.^^ 

The most useful quantitative method of measuring hardness microscopi- 
cally depends on scratching the surface of the specimen by a standard point 
under a definite load. The width of the scratch is measured, and from it 
the hardness is calculated. The particular advantage of this method lies 
in its applicability to very small objects, such as single grains in alloys or 
mineral aggregates.^^ A very ingenious apparatus called the “ Micro- 
character ” has been devised to permit accurate measurement of the scratch.^^ 
A tiny sapphire point, very carefully cut to the shape of a corner of a cube, 
is moved slowly and eventy across the surface of the specimen under a load 
of about three grams. By means of a centering device, any particular portion 
of the specimen to be tested may be selected under the microscope. The 
point plows deeper into soft grains than into hard ones, and the hardness 
is inversely proportional to the square of the width of the scratch. 

A modification of the above method has been applied to the measurement 
of the average hardness of material consisting of an aggregate of fine grains, 
such as slate^® and a similar procedure has been employed in measuring the 
hardness of varnish films.®^ 

A critical review of the various methods of measuring hardness is given by 
Devries,^ and an extensive bibliography is included in the Report of the 
A. S. T. M. Committee on Micro Hardness.^^ 

It is not as yet possible to correlate perfectly the data obtained by various 
methods of determining hardness, but valuable comparative information is 
easily obtained on a wide variety of materials. 

Wear resistance may be studied under the microscope by qualitative 
examination of the surface under various conditions and at various stages, 
and quantitative studies may be made of the amount of wear.^® The action 
of various abrasives may be similarly investigated. 

33 Such a method has been used in the study of the hardness of tooth enamel 
by Head: Jour, Amer. Med, Ass, 69, 2118. 

^ A rough qualitative demonstration of the principle may be obtained 
by lightly stroking a very finely pointed scalpel or the sharp corner of a 
broken safety razor blade across the polished surface of an 80:20 Cu-Sn 
bronze, or a tin-base bearing metal. The width of the scratch varies markedly 
as it passes over phases of different hardnesses. 

35 Bierbaum: Trans. Amer. Inst. Min. Met. Eng. 69, 972 (1923). Obtain- 
able from the Spencer Lens Co. A less elaborate apparatus for similar 
measurements is described by Talmage: Eco7i. Geol. 20, 531 (1925). 

36 Notvest and Booth: A. S. T. M. Comm. D-16 (1924). Private com- 
munication to the authors. 

37 Gardner and Parks: Paint Mfrs. Ass. Circ. 228, 195 (1925). 

38 Bur. Stds. Techn. Paj)er 11, (1912). 

39 Proc. A. S. T. M. 26, Part I, 573 (1926). 

^6 Anon: Eng. 101, 149 (1916). 

Jannin and Guillet: Rev. de MU. 19, 109, 117 (1922). 

French: Proc. A. S. T. M. 27, II, 212 (1927). 
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Ductility is not readily measurable directly by microscopic means, though 
it may be indicated by the behavior of the material under tension, compression, 
or bending.^i Brittle materials break more or less cleanly, whereas ductile 
ones acquire a permanent deformation, and elastic substances spring back 
into shape when the stress is removed. The properties of textile fibers are 
indicated fairly well by their appearance when bent sharply, and by the ends 
of fractured fibers. Fibers which bend in smooth curves, such as wool, 
mohair, and silk, are elastic; those which bend sharply, buclde, fray, and 
split, such as flax and hemp, are not very elastic and loose their springiness 
after much mechanical treatment. Fibers which break off short when bent 
sharply, such as ramie, are brittle, although they may be strong under tension. 
The brittleness or friability of crystals and aggregates is often evidenced by 
their being easily crushed by pressure on the cover-glass. Cleavage in crystals 
may be recognized by the presence of definite faces and angles on broken 
fragments, and by parallel fissures where fracture is not complete. 

Plasticity has been investigated microscopically in the case of suspensions 
of powdered materials in liquid, ^2 studying their flow through a capillary 
tube under definite pressure. A “ microplastometer ’’ apparatus is used for 
this purpose. From the pressure required to develop shearing forces in the 
sample, as indicated by the relative movement of particles in different layers, 
the yield value may be computed. The method is applicable to paints, 
clay slips, pastes, cements, starches, lubricants, and similar viscous or plastic 
materials. 

Viscosity has also been measured by observing the velocity of a tiny particle 
of nickel moved through the specimen by means of a electromagnetic force 
of known magnitude.^ 

The modulus of elasticity and the elastic limit may be determined by 
similar means, and studies may be made on very minute amounts of materials, 
such as tissues and cell contents. 

The presence and distribution of strains in various materials may be studied 
under the microscope with polarized light (page 303). Substances which are 
normally isotropic develop double refraction when subjected to stress, and 
this may be measured quantitatively by compensators (page 283), and tensile 
or compressive strains may be differentiated. Such procedure has been 
applied to glazes, spun glass, textile fibers,^® and wood,^^ and is likely to 
prove of value in the examination of plastics.-*® The production of fissures 

Ranke: Zeits, vyks, Mihros, 46, 57 (1928). 

42 Green: Proc. A. S. T. M. 20, II, 476 (1920); Ind. Eng. Chem. 16, 122 
(1923). Green and Haslam: idem. 17, 726 (1925); 19, 53 (1927). 

43 Freundlich and Seifriz: Zeit$. physik. Chem. 104, 233. 

See also Metzner: Das Mihrosko'p (1928), pp. 412-4. 

44 Henry: Jour. Amer. Ceram. Soc. 8, 117 (1925). 

4® Spate: Glasfech. Ber. 4, 121 (1926). 

48 Harrison: Proc. Eoy. Soc. Lend. 94 A, 460 (1917-8). 

4^ Robinson: Phil. Trans. 210 B, 49 (1921). 

48 Wachtler and Utesch: Liesegang^s Kolloidchemische Technologic (Leipzig, 
1927), pp. 957-9. 
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and “ gliding planes ” in the specimen mader strain may also be interpreted 
in terms of its submicroscopic structure.® 

Observations of Motion. — Besides the reversal of motion in the non- 
erecting compound microscope, other illusions have to be guarded against. 
The velocity of currents in liquid or of Brownian movement may appear to 
be very great, on account of the magnification employed. It should of course 
be translated into terms of actual distance traveled in a given time, which 
may correspond to a very slow rate. Fortunately, diffusion phenomena, 
growth of crystals, cataphoresis, and other changes in form which involve 
movement of the image may be magnified in velocity many-fold, so that 
microscopic study is possible in a much shorter time than that with the 
naked eye. 

The reversal of motion under the microscope is confusing when rotation 
is observed, as in the case of vortex action or diffusion currents in liquids. 
The apparent reversal of direction will not result in error if it is borne in mind 
that only lateral movement is reversed, and that vertical movement may be 
accurately followed by focusing. 

Observations of Specific Gravity may be carried out by measuring the 
rate of fall of a particle of known dimensions through a liquid of known 
viscosity. For this work, the microscope is used in the horizontal position.®* 
The method has been applied to the calculation of the composition of metal 
beads containing gold and other metals.®^ If the particle is large enough 
to be weighed on a microbalance, its specific gravity can be calculated from 
its volume. The various dimensions of a single crystal or other simple 
geometric form can be measured carefuUy under the microscope, and from 
them its volume can be computed. Soluble materials and rare substances 
can be studied in this way.®^ 

Observations of Electrical Properties. — The determination of the sign 
and magnitude of the electrical charge on colloidal particles is discussed in 
Chapter VII. Single potentials at the surfaces of individual grains in 
alloys or mineral aggregates may be determined by means of a micro-electrode 
in the form of a capillary containing an electrolyte, which is brought into 
contact with the grain under the microscope.®® Unpolarizable electrodes 
have been devised for electrometric investigations of small quantities of fluid, 
in cells and tissues,®^ The observation of the dielectric properties of fine 
particles in contact with various liquids has already been mentioned (page 
146). 

® Harrison: loc, cit. 

Robinson: Zoc. ait. 

Ambronn: Roll Zeits. Spl. No. 36, 119 (1925). 

®o Hepburn: Jour. Chem. Soc. 127, 1007 (1925). 

Haber and Jaenicke: Zeits. anorg. Chemie 147, 167 (1925). 

Brill and Evans: Jour. Chem. Soc. 93, 1442 (1908). 

Mahin and Brewer: Ind. Eng. Chem. 12, 1095 (1920). 

^ Ettisch and Peterfi: Pfluger^s Arch. 208, 464 (1925). 

Taylor: Proc. Soc. Exp. Biol. Med. 23, 147 (1925). 

Taylor and Whitaker: ProtophsmaZ, 1*^ (1927). 
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Harvey®® gives a complete discussion of various methods of determining 
the electrical conductivity of microscopic mineral grains, and shows how the 
information obtained can be used for identification purposes. 

Electrolytic phenomena and the determination of hydrogen-ion concentra- 
tion are discussed in Vol. 11. 

Magnetic properties of microscopic particles rhay be recogni^sed by bringing 
a bar magnet near them. A magnetized needle or an electromagnet formed 
of a fine iron wire®® will serve to pick out fine grains from mixtures. Grains 
in aggregates may be tested by bringing into contact with them a tiny horse- 
shoe magnet made from a needless eye suspended on a hair,®"^ and noting 
whether it is attracted. 

Observations of Photochemical Phenomena. — Alterations in the appear- 
ance of microscopic objects under the influence of light are significant and 
may usually be observed directly, by means of the illumination which effects 
the change. A sudden shift of the field will expose fresh material for compari- 
son with that which has been photochemically influenced. The flocculation 
or precipitation of colloids by light, the “ light-etching ” of minerals, the 
decomposition of silver halide grains in photographic emulsions, and the 
reactions of plant and animal cells and organisms®® are a few examples of 
possible applications and methods. 


OBSERVATIONS OF THERMAL PHENOMENA 

Thermal phenomena may be studied under the microscope 
with the aid of heating or cooling devices attached to the stage 
to permit regulation of the temperature of the specimen. Melting, 
freezing, transformation points (page 356), chemical reactions, 
and other phenomena affected by thermal conditions may thus 
be observed directly. 

Hot stages consist of some form of compact heating device 
which will furnish the necessary temperature while permitting 
microscopic examination of the object. The temperature is held 
more or less constant, and some means of determining it is usually 
provided. Besides their application in the determination of 
fusion, subliming, and transition temperatures, hot stages are 
employed in the study of the gelatinization of starch, the vulcani- 
zation of rubber, coagulation of colloids, carbonization of coal 

Bcon. Geol 23, 778 (1928). 

Taylor: loc. dt 

McKinstry: Econ. GeoL 22, 669 (1927). 

Whitehead: Econ. Geol 12, 907 (1917). McKinstry: idem. 22, 669 (1927). 

^ Trivelli and Loveland: Jour. Roy. Micros. Soc. 272, 293 (1925). Trivelli: 
Jour. Phys. Chem. 29, 1568 (1925). 

Metzner: Das Mikroshop (Leipzig, 1928), pp. 346-50. 
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or wood, decomposition of oil shales, chemical reaction at elevated 
temperatures, and the effect of heat on various sorts of materials. 

A great variety of types of hot stages have been devised, of which 
only those most suited to chemical work will be mentioned here.®^ 

The simplest heating device consists of a tiny bent tube of glass, silica, or 
metal, temporarily attached to the substage ring and serving as a micro- 
burner.®2 The rotating stage is removed, and a piece of asbestos board, 
perforated at the center, is substituted. The specimen is placed on a thin 
slide, and the burner adjusted so that the flame is nearly in line with the 
axis of the microscope. By raising or lowering the substage the temperature 
may be regulated fairly accurately; it is estimated by observing the melting 
of standard substances (page 211). Chambers with air flues, heated by 
convection, have also been devised, to permit approximate temperature 
measurements by means of a thermometer.®* 



Fig. 87. Stage Heated by Circulating Liquid. 


Temperatures below the boiling point of water may be attained by means 
of a hot stage through which hot water is made to circulate. A convenient 
form of apparatus®'^ is shown in Fig. 87, It consists of a glass box or trough, 
such as is commonly employed for the spectroscopic examination of liquids, 

®i See also Krause: Enzyclopadie der jnikroskopiscken Technik, Vol. I 
(1926), pp. 1268-77; Metzner; Das Mikroskop (1928), pp. 335-46. 

®2 This heating device is essentially similar to that used for the study of 
crystallization phenomena by Lehmann: Die Krystallanalyse (Leipzig, 1891). 
See also Siedentopf: Zeits. Elektrockem. 12, 593 (1906). 

®* Schwartz: Gekronte Preisschrifl Gdttingen 1892. 

van Eyck: Zeits. Phys. Chem. 30, 446 (1899). 

Schaum and Unger: Zeits. anorgan. Chem. 132, 91 (1923). 

A steam-heated stage is described by Hauser: Colloid Sym. Mon., 6, 207 
(1928). 

®* Chamot and Albrech: Unpublished paper presented to the Cornell 
Section, Amer. Chem. Soc., May, 1906. See also Francis and Smith: Jnd. 
Eng. Chem. 8, 509 (1916). 
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the open end of which is provided with a wedge-shaped piece of rubber, 
forming a tight stopper. Any flat-surfaced stoppered container may serve 
as a hot stage; for instance, a small flat bottle. The hot water enters the 
cell through the glass tube and escapes at B, the rate of flow being controlled 
by a stopcock or screw-clamp. The hot water may conveniently be obtained 
by siphoning it through a small coil of copper pipe L heated by a Bunsen 
burner E, Or the heating system devised for providing a continuous flow of 
hot water through a Zeiss butyro-refractometer may be employed. By 
regulating the heating flame and the rate of flow of hot water, very gradual 
or very rapid rises of temperature may be obtained or the temperature may 
be maintained almost constant. Jacketing the cell with asbestos simplifies 
the regulation of temperature. 

Heaters functioning on the principle of the thermo-siphon may also be 
employed for temperatures up to 85 to 90° C. Substituting brine or oil for 
water, the temperatures can be raised to 125-150° if the heating coil is used, 
but the viscosity of the oil is too great to permit an even and sufficiently 
rapid rate of flow unless large conducting pipes are employed, necessitating 
a cell far too thick for convenient use. The temperatures of the liquid may 
be conveniently measured by a thermometer, but since the specimen is 
commonly placed on the top of the cell its temperature will be somewhat 
lower than that indicated. If the character of the specimen permits, it may 
be immersed in the liquid, thus insuring much more accurate readings.®® 

Another readily improvised tjqje of hot stage consists of a fairly thick plate 
of copper or aluminum, of such size as to fit in the frame of the microscope 
in place of the rotating stage, and pierced by an opening about 1 cm. in 
diameter. From this block projects a tongue of metal, which is heated by 
a gas flame. By adjusting the burner, or varying its position, the temperature 
may be regulated (c/. page 138), and is reasonably constant on account of 
the good conducting properties and large heat capacity lag ”) of the piece 
of metal. Temperatures may be read by means of a thermometer inserted 
in a hole near the opening in the center of the stage. The material to be 
studied may be mounted on a slide which rests directly on the metal. For 
more accurate observation the sample may be placed between two cover 
glasses and held within the central opening in the metal plate by supports 
of bent wire; the top and bottom of the chamber may be closed by windows 
of glass or mica to render the interior temperature more uniform. 

Electrically heated stages are more convenient and generally 
useful than other types. A wide range of temperatures may be 

An oil bath, containing a nichrorae resistance for electric heating has 
been used in the thermal study of ammonium nitrate and other systems, the 
material being mounted on a slide and immersed in the oil. Bowen: Jour, 
Phys, Chem, 30, 721 (1926). 

Schulze: Arch. Mihr, Anat. 1, 1 (1865). 

Gaubert: Bull. Soc.fr. minSral. 36, 177. 

Lenz: Zeits, anal. Chem. 62, 90 (1913). 

Stages of this type may be purchased from various makers. 
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obtained, control by means of a rheostat is easy, and the heat may 
be delivered to the object with little loss by radiation. The 
apparatus may be made simple and compact, to permit the use 
of objectives of relatively short working distance. In the design 
of an electrical hot stage, it is essential that its internal temperature 
shall be uniform, and this is best accomplished by distributing 
the heating element above as well as below the specimen. The 
temperature may be maintained more constant if the apparatus 
is heavily insulated, so as to possess considerable thermal lag,^’ 
but this may render it unduly slow in cooling. 

Figure 88 shows an electrically heated hot stage that has been in use in the 
authors^ laboratory for several years. It consists of a low cylinder of Al- 
berene stone ” closed at the top and bottom by thin glass, or by mica wh^n 
high temperatures are employed. The heating coil H, H consists of fine 



Fig. 88. Electrically Heated Stage. 


platinum wire wound in fine coils. In the illustration: A shows the Alberene 
stone; J5, brass guides for the object slide acting as cover; C, adjustable wire 
fingers for supporting cover-glasses, tiny crucibles, micro retorts, etc.; 
D is a removable thin brass diaphragm cutting down the opening of the stage 
and serving as a radiator; T, thermometer; PP, binding posts; Jf, mica or 
glass window closing the bottom of the hot stage; and Sf the object slide cover. 
The upper window of the stage consists of a thin glass object slip (or one of 
mica or of quartz) held in place by the guides P, B, permitting sliding the 
cover. This is essential when dealing with materials which sublime or give 
off steam, for in these cases the upper window becomes fogged with condensed 
material and in such an event the cover is simply pushed along until a clear 
section is obtained. The method of inserting the hot stage for use in place 
of the rotating stage is shown in Fig. 89. By attaching an Abbe drawing 
camera to the microscope tube and properly tipping the mirror, the image of 
the scale of the thermometer or galvanometer may be so reflected as to be 
seen alongside of the material whose melting point is to be determined. A 
lens attached to the body-tube or held in a separate stand serves to magnify 
the thermometer scale. It is thus possible to look into the tube of the in- 
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strmnent and to watch both the material and the thermometer. This arrange- 
ment and its applications will be readily understood by reference to the illus- 
tration. 

The above stage is particularly convenient when fairly rapid heating or 
cooling is required; with platinum wire coils a temperature somewhat above 
700® C, may be reached. A 16-mm. objective possesses a sufficiently long 
working distance to focus on the preparation through the cover-glass, 

An easily constructed hot stage is shown in Fig. 90. It consists of a block 
of aluminum, about 70 X 100 X 12 mm., perforated by an opening 19 mm. 
in diameter. The top and bottom surfaces are recessed, to receive thin 
glass windows, and a hole is drilled in one edge, to permit the insertion of a 
thermometer. About 2 meters of No. 20 (B and S) Nichrome wire is used as 
the heating element; it is wrapped around the aluminum plate in several 
layers, each of which is insulated by asbestos paper. In applying the insula- 
tion, space is left for the removal and replacement of the glass windows. 
Separate pieces of asbestos board, perforated with openings barely large 



Fig. 90. Section of Electrically Heated Stage. X i- 


enough to expose the specimen, are used as covers for these windows. The 
outer layers of insulation may be as thick as desired, so that temperatures 
may be held to db 0.1® C. if the line current is reasonably constant. The 
interior of the chamber may advantageously be blackened, to increase the 
radiation by which the specimen is mainly heated. The material to be studied 
may be mounted between two 18-nun. round cover-glasses, and supported 
on a tiny wire tripod in the center of the heating chamber, practically in contact 
with the thermometer. Temperatures of 400® C. or more may be easily 
reached with this type of hot stage.®* If an objective of very short working 
distance is to be used, the material may be moimted on a half slide which is 
put in place of the upper window. Temperature measurements are consider- 
ably less accurate under these conditions. 

6^ A somewhat similar stage is described by Cram; Jour. Am&r. Chem. 
Soc. 34, 954 (1912). See also Walton: Ind. Eng. Chem.j (Analyt. Ed.) 1, 
106 (1929). 

** An electrical hot stage of similar range is described by Clevenger; Ind. 
Eng. Chem. 16, 854 (1924). See also Jentsch; Zeits. wiss. Mihros. 27, 259 
(1910); one of the simpler Jentsch hot stages is manufactured by Leitz. 
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Various types of electric “ incubators ” for use on the microscope are 
available for use at temperatures up to about 50° C They are provided 
with thermostatic control, and are particularly convenient for protracted 
heating. 

Glass or quartz slides, on the surface of which a thin film of platinum’® 
or silver’ 1 is deposited to serve as a resistance, have been used where a thin 
heating device is desired. Temperature measurements cannot be made 
directly, but only by comparison (page 208). 

For very high temperatures, up to 1000° C. or more, special heating cham- 
bers are necessary, and care must, be taken to protect the objective from radi- 
ated heat. Incandescent specimens are made normally visible by super- 
posing an image of an arc lamp as a background, and reducing the brightness 
of the field by a dark glass screen above the eyepiece. Temperatures may 
be measured by an optical pyrometer’^ or a thermocouple. For observing 
fusion points of refractory materials, the sample may be placed directly on 
a narrow strip of platinum which is heated by a heavy current.’® Cham- 
bers which are heated by resistance coils may also be used.’^ Some of these 
are incopveniently bulky for observations at moderate magnifications, but 
others permit the use of objectives of relatively short working distance 
(< 16 mm. focal length).’® 

Cold stages consist of an insulated chamber which can be 
cooled below room temperature while permitting microscopic 
observation of the specimen. They are particularly useful in 
the study of melting and transition points and crystal properties 
of substances which are ordinarily liquid, and are also of value 
in observing the effect of freezing on emulsions, tissues, and other 
types of colloidal material. 

Manufactured by the Chicago Surgical & Electrical Co., and obtainable 
from any of the larger dealers in laboratory apparatus. 

Cottrell: Jour. Amer. Chem. Soc. 34, 1328 (1912). 

Metzner: Jahrb. mss. Bot, 69, 325 (1920); Das Mikroskop (1928), 
p. 339. 

’2 Burgess: U. S. Bureau of Standards, Bull. 3, 345 (1907); Jour. Wash. 
Acad. Sci. 43, 7 (1913). 

^ Burgess: U. S. Bureau of Standards, Circ. 198; Jour. Franklm Inst. 
182, 19 (1916). 

Burgess and Wilttenberg: U. S. Bureau of Standards, Bull 11, 591 
(1915). 

Fieldner, Selvig and Parker: Ind. Eng. Chem. 14, 695 (1922). 

Wright: Jour. Wash. Acad. Sd. 3, 232 (1913). 

Endell: Zeits. KristoRog. 66, 191 (1921). 

Detailed descriptions of such heating stages are given by Oberhoffer; 
Zeits. Elektrochem. 16, 634-46 (1909); Roberts and Stadnichenko: Jour. 
Optical Soc. Amer. 10, 605 (1925); Eitel and Lange: Zeits. anorgan. Chem. 
171, 168-80 (1928). 
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The simple cold stage, shown in Fig. 91, may be made by any competent 
mechanism, and is suitable for cooling by various methods. It is constructed 
of a plate of aluminum about 70 X 100 X 10 mm.; the upper surface of 
this plate is channeled and a second plate, 3 mm. thick, is fastened tightly 
upon it by means of a leadfoil gasket and closely spaced screws. The chan- 
nels thus constitute a tube for the circulation of a cooling agent through 
what is substantially a block of aluminum. An opening, 19 mm. in diameter, 
is provided for the specimen, and recessed at its edges to take windows of 
25-mm. round cover-glasses, which are sealed in place by vaseline. A hole 
for the reception of a low-temperature thermometer extends into the central 
chamber. The whole stage is insulated by 5-mm. sheet cork, held in place 
by pins and rubber cement. Several layers of aluminum foil, cemented by 
rubber cement, protect the insulation from “sweating/' The cold stage 



may be clamped on any microscope having a fairly roomy stand, preferably 
after removal of the rotating stage. 

The specimen is mounted in a small watch glass or between two 18-mm. cover- 
glasses, and is supported by a tiny wire tripod in close proximity to the bulb of 
the thermometer. An objective of 16-mm. focal length may be used, and by 
placing the specimen near to the upper window even higher powders may be focused. 

Cooling is effected by gravity circulation of alcohol, which passes through 
a spiral of copper tubing and thence by a rubber tube to the stage. The 
copper spiral is immersed in a bath of “ carbon dioxide snow ” in alcohol or 
ether, contained in a Dewar beaker. By regulating the rate of flow, the 
temperature of the stage may be adjusted, and held constant within 1® C. 
or less. Temperatures as low as — 40® C. can be reached by this arrange- 
ment, and by using liquid air as a cooling bath, still lower temperatures are 
possible. The stage may also be cooled by the vaporization of liquid carbon 
dioxide, a cylinder of which is connected to it by copper tubing. The flow 
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of the liquid is regulated by a valve just outside the stage, so that the ex- 
pansion takes place within the channel. By the circulation of warm water, 
the stage may be used for heating puiposes, up to about 100° C. 

At moderately low temperatures, in a dry atmosphere, condensation on 
the outer surface of the glass windows is not serious, but if the air is humid 
droplets of moisture collect and interfere with the visibility of the specimen. 
A film of glycerin on the glass will obviate this difl&culty. A heat-absorbing 
glass filter (page 108) is essential if the specimen is to be illuminated by a 
powerful light source. 

The above stage is satisfactory for ordinary investigations, and is much 
more compact than others which have been devised primarily for very low 
temperatures.^® 

Measurement of temperatures in hot or cold stages may be carried out by 
a number of different methods. For accurate work it is essential that the 
observed temperature shall correspond to that prevailing in the immediate 
vicinity of the specimen. A well insulated chamber, close proximity of 
specimen and measuring device, and slow heating or cooling will all help to 
insure this. 

Substances of known melting point may be used as standards and as 
checks on the accuracy of thermometric measurements in hot stages. Tiny 
fragments of one or more reference substances may be placed on the slide 
adjacent to the specimen winch is under observation, so as to be heated 
exactly similarly. This method is particularly valuable in comparing 
melting points of known and unknown materials, especially when a poorly 
insulated hot stage is used. 

Thermometers are most convenient for measuring temperatures in hot 
or cold stages, and are satisfactorily accurate if the proper precautions are 
taken. Anschutz thermometers are preferable for hot stages, as stem cor- 
rection is not necessary and their graduations permit readings to 0.1°. The 
bulb of the thermometer should be well inside the chamber, and as close 
to the specimen as possible. Heavy insulation of the stage is desirable, 
and heating or cooling should be slow enough to insure uniform temperature. 

A thermocouple has the advantage that its hot junction is smaller than a 
thermometer bulb, and may be placed in close contact with the specimen. 
The lag ” is likely to be less than that of a thermometer and a greater 
range of temperatures may be measured. Iron or copper, with constan- 
tan,” or Chromel X with “ Copel,” are most suitable as materials for 
thermocouple to be used at moderate temperatures. The cold junction of 
the couple can be kept at constant temperature by immersing in a Dewar 

Backe: Jour, Roy, Micros. Soc, 1909, 768; Z&its, Imtrumentenkunde 
29, 72 (1909); wiss, Mihros. 26, 166, 587. 

Vorlander, Selke, and Kreiz: Berichte 58, II, 1802 (1925). 

The optical study of solidified gases has been carried out by Wahl: Proc. 
Roy. Soc, (London) 874, 371 (1912), who observed their crystallization in a 
thin quartz cell immersed in liquid air, by means of a horizontal microscope. 

A table of melting points of pure substances suitable for these purposes 
is given on page 211. 



DETERMINATION OF MELTING POINTS 


209 


beaker filled with melting ice. A sensitive millivoltmeter or a potentiometer 
is used for measuring the potential produced. 

The thermocouple must be calibrated by means of compounds of known 
melting points, such as are given in the Table on page 211. The melting 
points of these standards are first determined by the usual method, in small 
melting point tubes. Then each of them in turn is heated under the micro- 
scope, and a reading of millivolts is taken as it fuses. A curve of millivolts 
against temperatures is thus prepared, to be used for future determinations 
under similar conditions. 

Determinations of melting points under the microscope may- 
be carried out on minute amounts of material, with a high degree 
of accuracy. The phenomena of fusion are directly observable, 
and the transition from the solid to the liquid state is unmis- 
takable. Except in the rather uncommon cases of isotropic 
solids or liquid crystals, the disappearance of double refraction 
constitutes a very positive and exact criterion of melting, which is 
readily utilized by means of the polarizing microscope^® (Fig. 89). 
Strictly speaking, fusion of crystalline material involves the 
destruction of its space lattice to which its double refraction is 
inherently related. 

Non-crystalline substances do not possess a true melting point, 
but their softening to a fluid condition may be observed very 
readily by means of the microscope. Mixtures of crystalline 
and non-crystalline materials, such as oils, fats and waxes, exhibit 
incipient fusion which is easily determined. The range of tem- 
peratures between initial and complete melting of mixtures is 
easily determined. Most of these phenomena are masked by 
ordinary methods of melting point determination. Because of the 
ease with which melting is rendered visible, microscopic methods 
generally give values which are slightly lower than those obtained 
in the usual way. This should be borne in mind in calibrating 
thermocouples and in making comparisons with published data. 

The material to be tested, preferably well crystallized, may be 
supported on a thin cover glass or contained in a tiny glass 
capillary tube. For fats and waxes the tube may be inclined 
and the melting point taken the instant the sample slides out of 
focus. With any type of hot stage it is advisable that a pre- 
liminary observation of the melting point should be made, to be 

The nicol prisms should both be rotatable, preferably by means of a 
connecting bar. 
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followed by a second determination under carefully controlled 
conditions. The temperature should be raised very gradually 
as the melting point first observed is approached, and should 
be held constant as soon as fusion begins, so that solid and melt 
co-exist in equilibrium. By raising or lowering the temperature 
a fraction of a degree, either phase may be made to grow, and 
the melting point may be approached from either side without 
risk of supercooling. Under these circumstances the effect of 
lag in the thermometer or thermocouple is at a minimum, and with 
a well insulated hot stage readings should be accurate to about 
o.r C. 

In determining freezing points by means of a cold stage, partic- 
ular care must be taken to avoid supercooling, and the tempera- 
tures of solidification and of melting should both be ascertained. 
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TABLE I 


Melting Points op Compounds Useful for Approximate Melting 
Point Determinations with the Mioroscopb 


Melting Melting 

Point C®.* Compound Point C°.* Compound 


20 Acetophenone 
22 Anethol 
27 Diphenyhnethane 
30 Orthocresol 
35 Paracresol 
41 Phenol 
43 Salol 

45 Orthonitrophenol 
48 Chloralhydrate; Urethane 
50 Alphanaphthylamine 

52 Thymol 

53 Paradichlorobenzene 
58 Trichloracetic acid 

63 Metaphenylenediamine 
67 Coumariii; Azobenzene 

69 Diphenyl 

70 Pyrazole 

72 Orthonitroaniline 

74 Hedonal 

75 Borax 

76 Trional 

SO Naphthalene 
81 Vanillin 

86 Saligenin 

87 Paradibromobenzene 
90 Metadinitrobenzene 

93 Triphenylmethane; Salipyrin 
96 Alphanaphthol; Metanitro-' 
phenol 

100 Phenanthrene; Exalgin 

104 Orthophenyienediamine 

105 Pyrocatechin 
108 Pyramidon 

110 Resorcinol; Betanaphthylamine 

112 Metanitroaniline 

113 Paranitrophenol 

114 Acetanilide; Ammonium acetate 

116 Atropine; Quinone 

117 Orthodinitrobenzene 

118 Chrysoidine 

119 Iodoform 

122 Benzoic acid; Picric acid; Beta- 

naphthol 

123 Dionine 

128 Sulphonal 

129 Orthotolidine 
131 Maleic Acid 

133 Urea; Hydrastine 


134 Pyrogallol 
137 Picrolonic acid 
140 Paraphenylenediamine 
145 Antlianilic acid 
148 Paranitroaniline; 2, 4-dinitro- 
resorcinol 

150 Ammonium thiocyanate 
153 Citric acid; Methylglyoxime 
156 Benzenesulphonimide 
159 Salicylic acid 
164 Cupferron 

169 Hydrochinon 

170 Santonin 

171 Dimethylamine hj^'drochloride 

172 Paradinitrobenzene 

173 Potassium thiocyanate 
175 Quinine; Narcotine 
178 Brucine 

184 Quinine citrate 

185 Succinic acid; Cinchonamine 

186 Saccharose 
189 Nitron 
191 Veronal 

193 Ch^^sophanic acid 
198 Aniline hydrochloride 
202 Salicin; Lactose 
210 Chinconidine 
212 Silver nitrate 

218 Anthracene 

219 Phloroglucinol 
228 Saccharin 
235 Carbanilid 
237 Caffeine 

244 Carbazole 

246 Dimethylglyoxime 

248 Sodium chlorate 

261 Phenolphthalein 

268 Strychnine 

280 Lead acetate (anhydr.) 

285 Anthraquinone 

288 Paraaniline sulphonic acid 

290 Alizarin 

297 Potassium nitrite 

302 Mercurous chloride 

324 Sodium acetate (anhydr.) 

337 Theobromine 

368 Potassium chlorate 

398 Potassium bichromate 


* The melting points given in this table have been compiled from IrUer- 
national Critical Tables, National Research Council (McGraw-Hill Book Co., 
New York, 1926). Figures are given to the nearest whole number. Melting 
points as observed under the microscope are apt to be several degrees lower 


than those recorded above. 
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It has already been pointed out (page 94) that dark field 
illumination, if the radiant is sufficiently intense, will reveal the 
presence of particles which are far beyond the resolving power 
of the microscope. The increase in visibility is due to the fact 
that the light scattered by the particles, faint though it may be, 
is seen against a black background and is more readily perceived 
by the eye. This is analogous to the scintillations from floating 
dust particles, ordinarily invisible, which are so easily seen in a 
sunbeam entering a darkened room. The ultramicroscope is an 
adaptation of this phenomenon, by means of which a specimen 
containing suspended particles may be examined by an ordinary 
microscope while illuminated as indicated above. 

If a powerful beam of light is directed through a suspension, 
its path will be visible by virtue of the light scattered by the 
particles which it encounters. This phenomenon is known as the 

Tyndall effect,’’ and is employed directly in the slit ultramicro- 
scope, and in a modified form in the various types of ultramicro- 
scopic condensers. 

Although the existence of particles in colloidal solutions had 
been inferred by Faraday, it was not until much later that 
Zsigmondy and Siedentopf actually demonstrated the reality 
of such particles under the ultramicroscope. Some form of 
ultramicroscope is almost indispensable in any laboratory where 
work is being done on colloidal materials, for in almost all cases 
it gives immediate positive or negative evidence of the colloidal 
nature of a given preparation. 

When particles or other fine structures are not too small, their 
individual surfaces will be resolvable by the microscope, and they 
will appear to have a definite form, self-luminous against a dark 
^ound. If their dimensions are so minute that their bounding 
surfaces are not seen as separate, they will appear as tiny spots 
of light. As mentioned above (page 13) these are not points, 
but diffraction disks surrounded by one or more alternate light 
and dark rings. The size and shape of the diffraction disk is 
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practically independent of the size and shape of the particle, 
and it does not constitute an actual image. However, the 
appearance of such diffraction disks in a properly illuminated 
specimen is evidence of the presence of minute particles, sometimes 
called submicrons, ultramicrons, or micellae. 

The microscope by which these diffraction patterns are viewed 
serves only to reveal their number and distribution; it is usually 
of moderately high power. The particles must not be too close 
together in the specimen or their diffraction patterns will be 
merged and they will not be resolved as individuals. Except 
for this qualification, the resolving power of the ultramicroscope 
is practically unimportant, and its remarkable capabilities are 
mainly dependent upon the illuminating system. 

The efficiency of any ultramicroscope as a means of revealing 
submicroscopic particles is governed by the following factors:^ 

1- The intensity of illumination. 

2- The aperture of the illuminating and of the imaging lenses. 

3- The darkness of the field. 

4- The diffracting power of the particles. 

The dependence of each of these on manipulative technique and 
instrument design will be discussed in the pages which follow. 

UNILATERAL ILLUMINATION 

The slit ultramicroscope of Siedentopf and Zsigmondy^ may be 
said to be the earliest practical instrument for the study of ultra- 
microscopic particles. It supplies ‘‘ orthogonal ” illumination 
in a narrow intense beam perpendicular to the axis of the micro- 
scope, and at first sight might be thought to be the most efficient 
type, since the more nearly the illumination is perpendicular 
to the axis of the microscope the stronger the diffraction phe- 
nomena. However, light comes to the submicroscopic particles 
from one direction only, and of necessity cannot illuminate them 
as powerfully ais if it converged upon them from all sides. The 
slit ultramicroscope is particularly suited to studies of the size, 
shape, and other properties of colloidal particles whether in solids, 
liquids, or gases, on account of the excellent control of the illu- 
minating beams, made possible by an elaborate collimating system. 

^ Siedentopf: Z&its. wiss. Mikros. 26, 391 (1909). 

2 Annalen der Physik (4) 10, 1 (1903); Jour, Roy, Micros. Soc,, 1903, 5-73. 
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The form and arrangement of the component parts of slit ultramicroscopes 
differ according to the maker.® The best known type is shown in Fig. 92. 
It consists of an optical bench 5, at one end of which is placed an arc 
lamp R (an automatic arc is commonly supplied) and at the other a 
compound microscope M, The light from the crater of the arc is 
collected by a corrected lens Ci, of 120-mm. focal length and imaged 
on the slit S. The opening of this slit is ordinarily adjusted so as to 
extend horizontally, its ends being limited by the screw s and its width 
by the micrometer G. The slit is essentially a field diaphragm, since it 
serves to regulate the cross-section of the illuminating beam. The lens 
C2 (55-mm. focal length) projects an image F of this illuminated slit at a 
distance of 160 mm. from the objective C3, and may be moved on its support 
to adjust the size of this image. The objective Cz (16-mm. focal length) 
reduces this image of the slit and projects it in the plane of the optic axis of 
the microscope M. The depth and width of the illuminated layer of material 
in the cell U are regulated by the screws S, s which control the size of the slit. 

The objective Cz may be moved along its axis in a sliding sleeve T, and by 
a fine adjustment screw Vi. Lateral motion is controlled by the screw F2. 
An adapter A with centering screws a may be used to align the objective 0. 
The microscope is equipped with a mechanical stage P which is movable 
forward and back by the screw Wzj laterally by the screw Wi, and may be 
raised or lowered by the nut q. The object imder examination (as shown, 
liquid in a Biltz cell), is held by the spring clip p, and may be accurately 
moved in any direction either for centration or to present new portions to 
the illuminating beam. 

Adjustment of the slit ultramicroscope is easily carried out if the functions 
of its various parts are kept in mind. A specimen which shows pronounced 
light scattering properties^ should be kept at hand as an aid in aligning the 
illumination. The positions of the various parts of the illuminating train are 
marked on the optical bench, and if they are so placed and the arc lighted, its 
image may be located by holding a piece of black paper or ground glass near the 
slit S. By sliding the lens C forward or back, this image may be definitely 
focused. If it is not centered so that the crater of the arc covers the slit, 
the position of the arc should be adjusted. The automatic arc which is 
commonly supplied with the instrument has centering screws for this purpose. 

The hncroscope is placed on its base, but not clamped tightly at first. 
The specimen is placed beneath the objective 0, approximately in focus. 
If the objective Cz and the collimating lens C 2 are in place, a beam of 
light (which may be located by a piece of black paper) will be sent 
horizontally across the stage of the microscope. All the adjusting screws 
should be turned to the middle of their range, and the microscope should 
be moved on its base plate until the beam is approximately centered, and 
is visible in the specimen, either with the naked eye or with the micro- 

® There are but three models of slit ultramicroscopes on the market at 
present that are suitable for general chemical investigations; these are made by 
Zeiss, Leitz, and R. & J. Beck. The Bausch & Lomb Optical Co. have in pro- 
cess of development a slit ultramicroscope that gives promise of excellent results. 

* Such as the gold ruby .glass supplied by Zeiss. 
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Fig. 92, Slit Ultramicroscope. (Zeiss.) 
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scope. The microscope may then be locked in place, and the beam adjusted 
laterally by means of the screw V 2 , so that it passes across the middle of the 
field of the microscope. By moving the elevating nut q, the specimen may be 



brought to the proper level, so 
that the beam enters its vertical 
face. Now the microscope may 
be focused, and the narrowest 
portion of the beam brought to 
the center of the field by moving 
the objective C 3 along its axis by 
the screw Fi. Ideally, the speci- 
men should be so placed that 
the light converges just below its 
surface, and just inside its verti- 
cal boundary. Slight changes in 
the focus of the microscope and 
of the objective Cs may be neces- 
sary when this adjustment is 
made by means of the mechani- 
cal stage, on account of the 
alteration of the distance the 
light travels in the specimen. 

The slit may be adjusted to 
give a beam of the desired width 
by the screw s; it may then be 
rotated 90° about the axis of 
the beam and the thickness or 
depth of the beam adjusted by 
the micrometer screw S. When 
turned back to its original 
orientation the slit furnishes a 
shallow beam, which may be 
made only a few microns in 
thickness. Its exact dimensions 
may be measured by means of a 
calibrated scale in the eyepiece. 
When dealing with exceedingly 
fine colloidal particles it is 
sometimes desirable to cut off 
the lower half of the beam by 
laying against the end of the tube 
T a small rectangular piece 
of black opaque material d. 

A new and somewhat simplified 


slit ultramicroscope has recently 
been placed on the market by Leitz (Fig. 93). It is essentially similar in prin- 


ciple to the instrument just described, but of simpler construction in that the 


reduced image of the slit^S is formed by the objective 0, no other lenses being 
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employed. The opening of the slit is adjustable, and the cross-section of 
the illuminating beam may be reduced to a minimum by sliding it as far 
away from the objective 0 as the optical bench permits; the objective is 
provided with a correction collar to compensate for the change in distance. 
The condenser C of the automatic arc lamp R is not adjustable, and the crater 
can be imaged on the sht only when the latter is brought close to the micro- 
scope. Codrdinate movement of the specimen is effected by means of a micro- 
scope stand with a focusing stage S having two horizontal movements. If 
an ordinary stand is used, an auxiliary elevating stage may be attached to a 
Leitz mechanical stage, to give movement in three directions. 



Fig. 94. Quartz Cell and Holder, for Leitz Slit Ultramicroscope. 


The quartz cells used with this instrument for the study of liquids are of 
the type shown in Fig. 94. They are held against the front window by a 
spring clamp, the cover-glass being kept in place by a housing fastened by two 
set-screws. No cement is used, capillarity being supposed to hold the liquid 
in the cell, but actually leakage is likely to occur. The cell shown in Fig. 97 
may be used with this ultramicroscope and is preferable to the t5q>e supplied with 
it, on account of its ease of filling and cleaning and simplicity of construction. 

A very simple though moderately effective ultramicroscope for orthogonal 
illumination, which may be readily improvised from almost any ordinary 
microscope, is described by KipUnger.® 

® Jour. Amer. Chem. Soc. 39, 1616 (1917). See also Doane and Dow: 
Jour. Chem. Educ. 6, 1099 (1929). 

The Brownian Movement Apparatus ” sold by the Central Scientific 
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Cells for holding fluids to be studied with the slit ultramicro- 
scope are made so as to present a plane vertical surface for the 
entry of the illuminating beam, and a plane horizontal surface 
for the exit of diffracted light to the microscope. 



The Biltz-Thomae cell (Fig. 95) consists of a filling tube and trap, between 
which is a cell with a central portion of black glass. In this are two small 
windows (Fig. 96) of thin glass, or of quartz. The illuminating beam IS is in 
part diffracted by colloidal particles; the remainder is absorbed by the black 
glass walls of the cell P. The microscope, in the optic axis OA, will therefore 
receive only light from the particles. 



Fig. 96 . Illuminating Rays in the Cell of the Slit Ultramicroscope. 


The special holder for Biltz cells, as furnished with the ultramicroscope, 
is distinctly inconvenient to use, since it is attached to the objective. Cen- 
tration, focusing, or interchange of cells are very difficult, especially since 
the cells are seldom of exactly uniform dimensions. It is much preferable 
to support the cell upon the elevating mechanical stage P, as shown in Fig. 92 
by means of modified spring clips. This arrangement permits movements 
in all directions, and centration of the windows with the objectives 0 and 
Ca is easily accomplished. One of the most serious defects of the Biltz cell 
is the difficulty of cleaning it after use, especially when there has been a 


Co., though hardly entitled to be called an ultramicroscope, deserves mention 
here as an effective device for demonstrating Brownian movement in 
smokes. A microscope magnifying at least 100 X, a light source with con- 
denser giving a concentrated beam (such as the lamp in Fig. 43) and the 
apparatus itself, costing $4.50, constitute the necessary outfit. 
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d^sition of a colloidal film upon the windows. Bubbles are easily entrapped 
in filling, and collect at the window openings. 



A much cheaper and simpler cell, suitable for study of all sorts of corrosive 
liquids such as are eneoimtered in chem- 
ical work, is shown in Fig. 97.® It con- 
sists of a piece of glass similar to a micro- 
scope slide, about 5 mm. in thickness. In 
one edge of this a recess is ground, and a 
smooth vertical window cemented in place 
in a groove parallel to the front edge of 
the slide. An ordinary square cover-glass 
is used to enclose the top of the cell, which 
is easily filled with a pipette and may be 
thoroughly cleaned by w^ashing and wiping 
if necessary. A few tiny bubbles do no 
harm if they are well outside the path of 
the illumination. A number of these cells 
should be kept on hand, so that compara- 
tive studies on several samples may be 
readily made. 

Fragmental or irregular specimens of 
solid colloids may be immersed in a cell 
containing a liquid of their own refractive 
index, and examined similarly. Where a 
sufficiently large piece of solid material is 
available, it is better to shape it so that 
two plane adjacent mutually perpendic- 
ular faces are available (Pig. 98). If 
these faces do not meet in an edge, as 
at a, the illuminating beam R must be 
lowered to clear the irregular portion b, 
and this may place it outside the working 
distance W of the objective 0. The labor 
of grinding and polishing specimens to the 
form indicated may sometimes be eluni- 
nated if smooth fractured faces, meeting 
at approximately 90°, can be found. Ce- 



Fig. 98. The Necessity of having 
Two Sides at Eight Angles in 
the Object for Ultramicroscopic 
Study. 


® Made by Zeiss. 
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menting a small piece of cover-glass on the top and side of a rough speci- 
men may eliminate the scattering of light by surface irregularities sufficiently 
for ordinary examinations. 

The Immersion Ultramicroscope. — The orthogonal beam of 
the slit ultramicroscope is very narrow, the numerical aperture 
of the illuminating objective being about 0.3. In order to supply 
a higher intensity of light to the part of the specimen which is 
being studied, Zsigmondy*^ devised an instrument in which an 
objective of much higher numerical aperture is used to converge 
light in an obtuse cone upon a small region of the object under 
examination. 

In this new Immersion Ultramicroscope® both the illuminating 
and observing objectives are beveled at the ends so as to allow 
their front lenses to be brought very close together with their 
axes at right angles; the drop of liquid to be examined is placed 
between the front lenses, clinging by capillarity. No cell is 
employed. The light rays having but a very short distance to 
travel, even dark colored liquids may be studied. Difficultly 
cleanable, expensive cells are thus wholly eliminated, the amount 
of material required for study is reduced to a minimum, and the 
images obtained are exceptionally brilliant. 

For the study of hydrosols, water immersion objectives must 
be used, but for colored glass and similar bodies homogeneous 
immersion objectives are required. 

The constniction of the instrument is shown in the diagram, Fig. 99. 
Fitted to the body-tube of a compound microscope is the objective carrier 
€ into which slides a plate to which is screwed the image-forming objective 
0. To the stage of the instrument is attached the mechanism supporting 
the illuminating objective /. The micrometer screws S^, provide 

means for the exact adjustment of the beam of light passing in the line of 
the axis of the objective 7, so that it will fall normal to the optic axis of the 
microscope. gives an up-and-down adjustment, forward-and-back 
and jS* from side to side. By rack-and-pinion /S'*, the entire illuminating 
device can be lowered for cleaning, for the removal of the objectives, etc. 
When raised in position for use, the screw s is turned, thus locking the mecha- 
nism in place. 

The trough T serves to catch any drip when the liquid is being applied 

y Physik. Zeiis, 14, 975 (1913). 

Zsigmondy and Bachmann: KoU. Zeits. 14, 283 (1914). 

King: Jour. 8oc. Chem. Ind. 38, 4 (1919). 

Zsigmondy: Alexander's CoUoid Chemistry (1926), p. 817. 

* Made by C. Winkel, Gottingen, Germany. Now associated with Zeiss. 
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between the objectives. A cell is provided to cover the objectives and liquid 
and prevent convection currents. 

When in use, the instrument is placed on a bed plate with saddle stand, 
upon an optical bench. An apparatus consisting of a condensing lens and 



Fig. 99- Zsigmondy Immersion Ultramicroscope. 


an adjustable slit, also on saddle stands, serves to throw a beam of light 
from a radiant into the objective I. 

In critical work the ocular of the microscope is furnished with an ad- 
justable slit-diaphragm, thus permitting the cutting down of the field until 
only a certain selected portion is visible. 

The mutual arrangement of the two objectives is shown in the diagram. 




222 


ULTRAMICROSCOPY 


These objectives embody several unique ideas in mounting, construction 
and in the component lenses themselves; the end, or front, lenses are of 
quartz. An examination of the diagram will show that a drop of liquid 
brought into contact with the two front lenses will cling in place. The 
illuminating beam will pass through this drop in the focal plane of the ob- 
jective 0, The image resulting upon focusing the microscope will appear 
to be two hazy triangles of light united at their apices by a more or less 
marked brighter thread or band. In this band are seen the diffraction disks 
due to the infinitely small particles in suspension. By means of an ocular 
diaphragm all of the hazy triangles are cut off and the connecting thread or 
band of light alone allowed to appear in the field of view. 

By the use- of the immersion ultramieroscope it has been possible to observe 
particles which practically mark the limit of ultramicroscopic visibility. 
However, for general work the slit ultramicroscope is preferable, since it can 
be used for solids or for corrosive solutions. 


ANNULAR ILLUMINATION 


In ultramicroscopy with annular illumination the light con- 
verges upon a small area of the 
specimen in the form of an ob- 
tuse hollow cone, as has al- 
ready been discussed in con- 
nection with dark field illumi- 
nators (page 86). Because 
of its incidence from all sides, 
a high intensity of illumination 
is secured, and exceedingly fine 
particles are revealed. 

The “ Cardioid ” ultramicro- 
scope of Siedentopf^ (Fig. 100) 
consists of a condenser in 
which reflection takes place at 
two sphericaF® surfaces and 
highly perfect union of the 
rays is accomplished. This 
condenser C is mounted in 



Fig. 


100. ''Cardioid^' Condenser and 
Cell for Specimen. 


the substage ring^^ of an ordinary microscope M, and is illumi- 


® Yerh. der Deutsch, physih. Ges. 12, 6 (1910). Manufactured by Zeiss, 
and also by Bausch & Lomb. 

Ideally, one of these should be a cardioid of revolution, but practically 
this is not necessary, and would be veiy difficult to construct. 

“ The Zeiss cardioid condenser is not of standard diameter, and requires 
an adapter if it is to be used on other than Zeiss stands. 
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nated by a powerful arc R, as shown in Fig. 101. An optical bench 
is desirable but not essential. The liquid to be examined is con- 
tained as a thin film in a special quartz cell Q, held in a brass 
mounting on the stage of the microscope. 

Parallel rays from the arc, or else an image of its crater, are 
delivered to the back aperture of the condenser by means of an 
auxiliary condenser and the plane mirror of the microscope. 
The top of the condenser is made level with the surface of the 
stage, and brought into optical contact with the lower surface 
of the cell by a thin film of glycerine or of water. 

The liquid to be examined is placed in the quartz cell Q (Figs. 100, 102) 
■which consists of a disk with a central plateau q surrounded by a groove o. 
This plateau is about 2 microns lower than the outer edges of the disk, 
so that a shallow space is left between it and the cover when the latter is 
pressed down by the ring / and the screw ring h. By this means a thin and 

uniform layer of liquid is ob- 
tained, the surplus being forced 
into the groove o. The thick- 
ness of the film of liquid can 
be measured by means of a 
graduated fine adjustment on 
Fig. 102. Holder and Cell for Liquids, for microscope, taking into 

use with the CardioidUltramioroscope. account its refractive index 

(see page 408). Special per- 
forated covers can be obtained for the introduction of reagents during 
examinations. 

It is absolutely essential that both cell and cover be absolutely clean 
and free from dust or films of grease. Hot cleaning mixture, followed by 
rinsing in distilled water and then in really clean alcohol, will render the sur- 
faces fairly clean, but any wiping or exposure to the air will permit them to 
gather dust. They should be dried in a current of warm air and burned 
clean by heating to a red heat in the flame of a Bunsen burner. As soon as 
they are cool, they should be placed in the holder and used at once. An alter- 
native method of cleaning is to coat the surfaces with collodion, which is 
allowed to dry, and is stripped off just before the cell is used, taking all dust 
particles with it. 

The cell holder (Fig. 102) has an unnecessary number of threads, and all 
but three turns may well be removed, as shown at to save time in emptying 
and filling the apparatus. Leveling screws s are provided to adjust the height 
of the cell above the stage, and to render it perpendicular to the axis of the 
microscope. A centering adapter A, or else a centering substage, is essen- 
tial in order that the field of the objective O shall be exactly coincident with 
the small area illuminated by the condenser. 

A special 3-mm., 0.85-N.A. glycerine immersion objective is supplied, 
to give a homogeneous system when focusing through the fused quartz of the 




CARDIOID ULTRAMICROSCOPE 


225 


cell cover. This cover is about 0.75 imn. thick, in order to insure its 
being made and maintained perfectly plane. Consequently, ordinary ob- 
jectives of short focal length have too short working distance to focus 
through it, besides being corrected for much thinner cover-glasses. The 
immersion liquid should be kept clean and free from dust, and applied 
carefully to objective and to condenser in order to avoid bubbles which 
scatter light. 

The adjustment of the illumination is carried out just as with an ordinary 
dark field illuminator (page 89). The light is centered on the aperture 
of the condenser, so as to supply a symmetrical cone; the trace of this cone 
may be observed as a circle of light on the top surface of the condenser. 
When the mirror is properly adjusted, the cell may be put in place, and 
examined with a low power objective or the naked eye to see whether the 
condenser is focused in the proper plane. It should be adjusted by raising 
or lowering the substage so that the tiny spot of light which marks the illu- 
minated field shall be as small as possible. The glycerine immersion objec- 
tive is next focused, without making any change in the illuminating system. 
If the illuminated area is off center, the objective (or the condenser) is cen- 
tered, until particles over the entire field are uniformly bright. Unsym- 
metrical illumination may be recognized by noting whether the diffraction 
patterns are all one-sided, or whether they sway laterally on focusing. The 
utmost care in centration and in focusing both the objective and the con- 
denser is necessary if a dark field and sharp diffraction patterns are to be 
obtained. 

The cardioid ultramicroscope is practically restricted to the 
study of liquids and of plastic materials which can be pressed 
thin in the cell used. For coarse materials such as textile and 
paper fibers, or for any work requiring a moderately large field, 
the various types of ordinary dark field illuminators are prefer- 
able, and may be highly efficient if adequate illumination is 
supplied. 

The Jentzsch Ultracondenseri^ be placed upon the stage of any com- 
pound microscope and is so constructed as to combine in itself a reflecting 
condenser and cell for containing liquids, vapors or gases. It consists (Fig. 
103) of a metal cell Af, in which are mounted the two reflecting glass bodies 
(?, G', These are held in place by the cement jS, S. Light rays enter the 
apparatus through the annular opening 0, strike the silvered spherical suiy 
face in (j, are reflected to the curved sides of G' — and enter the central cell 
0. The illuminating rays, therefore, are substantially at right angles to the 
optic axis of the microscope, thus conforming in general to those in the slit 
ultramicroscope with this difference, however, that in the slit instrument 
the rays enter the cell from one side only, whereas in the Jentzsch ceU the 
rays enter from all sides and meet at the center. 

^ Made by Ernst Leitz, Wetzlar, and C. Baker, London. 
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A cover N fits into the mounting M and is secured in place by a bayonet 
catch. By tmning the cover slightly it is made to press down upon the 
rubber gasket RR, making a very tight seal against the upper surface of 
G'. The tubes TT serve for the passage of gas or of liquid through the cell. 
The cover N is provided with a well-like depression closed at the end by the 
quartz plate Q. This well permits an objective of long working distance 
to be focused upon the particles in suspension at the focal point of the illumi- 
nating rays. 

When in use the ultracondenser is laid upon the stage of the microscope 
with the short tube A inserted into the stage opening. The substage con- 
denser is removed or swung aside. The plane mirror is then turned so as 
to reflect a beam of parallel rays into the device. This beam must be of such 

diameter as to fill the aperture of the 
condenser completely. A powerful source 
T of light is essential, preferably an arc lamp 
or concentrated filament Mazda bulb. The 
mirror is tipped until the bright spot of 
light appears at the center of the cell. Since 
in this case we are examining the path of 
the rays as in the slit ultramicroscope and 
these rays enter from all sides and meet at 
the center, it is unnecessary to center the 
condenser exactly. 

Special objectives of great penetrating 
power are necessary, corrected for the 
thickness of the quartz plate Q and with 
mountings of sufficiently small diameter to 
permit their entrance into the well in the 
cover to a depth such that the focal point 
will lie within the path of the rays. High 
magnifications must be obtained by em- 
ploying high power eyepieces. It follows 
that there is always an illuminated plane 
lying below the focal plane of an objective 
Fig. 103. Jentzsch Ultra- ^.nd a perfectly black background is unob- 
condenser. tainable. In order to obtain sharper con- 

trasts, a diaphragm can be placed just 
above the mirror, either cutting off one side of the beam of light or having 
an opening slightly eccentric to that of the annular opening in the ultra- 
microscope. 

The rubber gaskets are easily damaged by chemicals. The whole appa- 
ratus must be cleaned each time a different specimen is examined. For 
coarse colloidal suspensions in gases or water the ultracondenser is 
fairly satisfactory, but contrast is so poor that fibae particles are not well 
defined, and the results are far inferior to those from other types of ultra- 
microscopes. 
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SPECIAL METHODS IN ULTRAMICROSCOPY« 

Interpretations of XJltramicroscopic Appearances. — Since the 

image seen in the ultramicroscope does not necessarily dupK- 
cate the structure of the object, various indirect methods of 
interpreting it in terms of the properties of the latter have been 
developed. 

Brownian Movement. — Particles less than about 4 to 5 
microns in diameter, suspended in fluid, show a continuous 
random dancing motion, when examined microscopically. This 
movement is ascribed to the impact of molecules in the suspending 
fluid; these molecules, though very much smaller than the parti- 
cles, have high kinetic energy, and by more or less simultaneous 
impacts on one side or the other impart sufficient movement to 
the particles to be visible under the microscope. 

The amplitude of the Brownian movement must be rather more 
than the resolving power of the microscope, if it is to be percep- 
tible, and it must have sufficient duration to be noticed. Fine 
particles, of dimensions smaller than the limit of microscopic 

Good discussions on ultramicroscopy are given in the following works: 

Cotton and Mouton: Les Ultramicroscopes et Us Ohjets Ultramicro^ 
scopiques (Hermann, Paris, 1906). 

Heimstadt: Apparate und Arheitsrnethoden der Ultramikroskopie und 
Dunkelfeld Beleuchturig (Franckh^sche Verlag, Stuttgart, 1915). 

Burton; Physical Properties of Colloidal Solutions (Longmans, Green 
& Co., London, 1921). 

King: Third British Association Report on Colloid Chemistry (1920), 
pp. 31^1. 

Zsigmondy: KoUoidchemie (O. Spamer, Leipzig, 1922). 

Ostwald: Licht und Farbe in Kolloiden, I Teil. (Steinkopf, Leipzig, 
1924), Chap. Ill, pp. 120-209. 

Schirmann: Abderhalden’s Handhuch der hiologischen ArbeHsmethoden. 
Abt. II, Tl. 2, Hft. 1, pp. 774-816 (Urban & Schwarzenberg, Berlin, 

1926) . 

Weigert: Optische Methoden der Chemie (Akademische Verlag, Leipzig, 

1927) . 

von Hahn: Dispersoidanalyse (Steinkopf, Leipzig, 1928), pp. 401-24. 
The reader is referred to the standard works on colloid chemistry for informa- 
tion regarding the general properties of colloids. The ultramicroscopic 
features of various special substances must be sought in the publications on 
the topics concerned. 

Brown: Phil Mag. 4, 101 (1826); 6, 161 (1829). 

Perrin: Brownian Movement and Molecular Reality, tr. by Soddy (1911). 

Burton: op. dt. Chapter IV. 
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resolution, exhibit particularly lively motion under the ultra- 
microscope. The viscosity of the suspending fluid is also im- 
portant; no Brownian movement is visible in glass or crystalline 
colloids, but particles in vapors and gases (smokes) show it most 
strikingly.^® 

The increase in viscosity which accompanies the setting of 
gels has been shown by motion picture studies of the Brownian 
movement of mercury particles suspended in the gel.^® Since 
the particles subject to the Brownian movement are moving in 
all directions, they may pass in or out of focus, with contraction 
and expansion of their diffraction patterns. A rotatory move- 
ment may result in a “ twinkling appearance, if the particles 
are non-spherical. Particles in motion are difficult to count or 
to study quantitatively.^^ If a shallow cell, such as that of 
the cardioid ultramicroscope, is used the particles may be allowed 
to condense upon its surfaces so as to be fixed in place in two 
planes; a film of stearin aids in anchoring them.^® The kinetics 
of the Brownian movement and its influence on the settling of 
fine particles have been studied by many workers.^® 

Projection of the Brownian movement may be carried out as a demonstra- 
tion, using a bispheric condenser , 20 a 10-30 ampere arc, and a preparation of 
high visibility. Titanox pigment rubbed out in a dilute soap solution 
and decanted after settling a few minutes gives particles which exhibit 
brilliant diffraction patterns and lively movement. The room should be 

Zsigmondy: Zeits. toiss, Mikros. 24, 104 (1907). 

Lorenz and Eitel: Zeits. anorg. Chem, 87, 357 (1914). 

Gray, Speakman and Campbell: Proc. Roy. Soc. Lond. 102A, 600, 615 
(1923). 

Regener: FreundlicVs Colloid and Capillary Chemistry (1926), p. 779. 

Gibbs: Alexander's Colloid Chemistry (1926), p. 393. 

Kraemer: Jour. Phys. Chem. 29, 1523 (1925). 

Motion pictures have been taken through the ultraxnicroscope for this 
purpose by Kraemer: Second Colloid Symposium Monograph (1925), p. 57. 

18 van der Meulen and Reiman: Jour. Amer. Chem, Soc. 46, 876 (1924). 

18 Perrin: Comptes rendus 146, 967 (1908); 147, 530 (1908); Ann. de 
Chimie et de Physique (8) 18, 5 (1909); he. dt.; Burton: Bogue's Colloidal 
Behavior (1924), Chap. V.; Freundlich; CoUoid and Capillary Chemistry 
(1926), p. 341; Svedberg: CoUoid Chemistry (1928), Part II; von Hahn: 
op. dt. pp. 349, 358. 

Leitz, or Zeiss cardioid." 

81 Ehringhaus: KoUoid Zdts. 32, 19 (1923) recommends a suspension of 
rutile. Black: Jour. Chem. Edue. 6, 868 (1928) discusses in detail the 
technique of projection. See also Doane and Dow: iUd.f 6, 1099 (1929). 
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thoroughly dark, and the apparatus well screened so stray light cannot 
escape. 

Diffraction Patterns. — Although the phenomena of light seen 
with ultramicroscopic illumination do not constitute true micro- 
scopic images of the particles, they give considerable information 
as to their structure.^ For a given intensity of illumination 
the brightness of the patterns varies with the difference between 
the refractive indices of the particle and the suspending medium. 
In the case of solvated colloids this may result in almost complete 
invisibility even though the particles are large. Ostwald^® has 
suggested that monochromatic light be used, the wavelength 
selected being that for which the difference in refractive indices 
is greatest. However, such procedure is limited by the fact 
that strictly monochromatic light of high intensity is very difiBcult 
to secure. In general, the reflecting power of the particles is 
important, and metallic colloids usually have good visibility 
even though very fine. Although the size of ultramicroscopic 
particles is not directly represented by that of the diffraction 
pattern, large particles usually appear brighter than small ones 
of the same substance. Measurements of diffraction patterns 
have been used to determine the size of ultramicroscopic particles.^^ 

If a particle is not substantially equidimensional it may not 
scatter light equally well in all directions. Platy or fibrous 
particles, as they are turned over by the Brownian movement, 
show fluctuations of brightness even when a single particle is 
kept in sharp focus.^’^ Such particles are far from uncommon 
in colloids.2® non-spherical shape of colloidal particles is 

not generally evident with annular illumination, since the light 
comes from all sides. However, particles which have one dimen- 

2® Ostwald: Licht und Farhe in Kolloiden (1924) deals in great detail with 
the various optical properties of colloids. 

23 Kolloid Zeits, 11, 290 (1912). 

2^ Gerhardt: Zeits. JUr Physik. 35, 697 (1925); 44, 397 (1927); A?m. 
Phydk. 87, 130, (1928); von Baeyer and Gerhardt: idern. 35, 718 (1926); 
Fortschritte d&r Chemie, Physik und physikalische Chemie, 20B. Hft. 1, pp. 
1-23 (1928); von Hahn: op. dt. pp. 490-8. 

25 Detailed analyses of diffraction by particles of various shapes are given 
by Zsigmondy: Zdts. ^oiss. Mikros, 29, 1 (1912); Schirmann: loc. cit. 

25 Freundlich: Second CoUoid Symposium Monograph (1924), p. 46; Berichte 
61B. 2219-33 (1928); Zocher and Jacobson: KoUoidchem. Beihefte. 28, 
167-206 (1929). 
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sion which is not ultramicroscopic will give evidence of their lack 
of symmetry. Unidirectional illumination is preferable for the 
study of such particles, and the slit ultramicroscope is most 
applicable for this work. By closing all but a part of the annular 
aperture of the cardioid ultramicroscope by means of an opaque 
screen, it may be used to furnish unilateral light. The “ azimuth 
diaphragm ” ^ has two openings opposite each other and adjust- 
able in size, and gives bilateral illumination when used with the 
cardioid condenser.^^ 

Polarization of Light by Colloidal Particles. — Light diffracted 
by a particle does not have its plane of vibration materially 
changed, though its direction is altered. If a unidirectional beam 
of unpolarized light, with vibrations in all azimuths perpendicular 
to its direction of transmission, is scattered by a colloidal sus- 
pension, the scattered light will only possess vibrations in the 
plane normal to the axis of the beam. If the Tyndall cone of 
a sht ultramicroscope is observed from above, by means of an 
analyzing nicol prism, it wiU be practically completely “ extin- 
guished ” if the plane of vibration of the nicol is adjusted parallel 
to the axis of the beam; the scattered light is polarized, and vi- 
brates crosswise of the beam. If the Tyndall cone is observed 
from the side, by means of a nicol prism, its vibrations will be 
found to be in a vertical plane. If the illuminating beam is 
polarized, the Tyndall effect will be visible only from directions 
perpendicular to the plane of vibration of the beam. If the 
beam of light is polarized so as to vibrate in a vertical plane, it 
will be visible from the side, but not from.above.^® 

Since the polarizing action of the particles is more or less 
nullified if the light comes from several directions, the slit ultra- 
microscope (or the cardioid, with azimuth diaphragm) is used 
for studying this property. A rotatable polarizing nicol prism 

^ Siedentopf: Ze.ii8. miss, Mikros, 26, 424 (1908); 29, 1 (1912). 

Szegvari; Zeits. physik. Chem. 112, 277, 295 (1924); Physik, Zeits, 24, 91 
(1923). 

Manufactured by Zeiss, and by Leitz. 

^ Ferric oxide sol, with platy particles, or benzopurpurin sol, with rod- 
shaped micellae, serve very well to demonstrate the above phenomena. 

Freundlich: Colloid and Capillary Chemistry (1926), p. 407. 

^ A good discussion of the polarization of the Tyndall beam is given by 
Wood: Physical Optics (1919), pp. 625, 642; and by Freundlich: Colloid and 
Capillary Chemistry (1926), p. 379. 
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may be placed in the path of the illuminating beam, or an analyz- 
ing nicol may be used above the eyepiece. 

In dealing with very fine colloids, oils, solutions of dyes, etc., 
in which only the Tyndall beam is seen, it is necessary to deter- 
mine whether the scattering of light is due to diffraction or to 
fluorescence. In general, fluorescent light in isotropic media 
such as liquids is practically unpolarized.®® 

The polarizing properties of suspensions of non-spherical 
particles are not particularly out of the ordinary, as long as the 
particles are in purely random orientation. If some force, such 
as tension, compression or shear, or an electric or magnetic field, 
is applied to the suspension, the arrangement of the particles 
tends to become more or less systematic and parallel. Currents 
in liquid colloids cause marked alignment of the particles, and 
enhanced polarizing properties in certain directions. This 
“ streaming anisotropy can be demonstrated under the ultra- 
microscope, or even to the naked eye, by inducing a rotary or 
continuous flow in a suspension of platy or rod-like particles. 
If ordinary light is used there is simply a greater scattering of 
light in certain directions and less in others. Between crossed 
nicol prisms such oriented suspensions show distinct double 
refraction which is closely related to the double refraction some- 
times exhibited by other types of colloidal aggregates such as gels 
(see page 303). Zocher®^ has discussed the characteristics of vari- 
ous types of anisotropy in colloids, in considerable detail. 

Color Phenomena. — Most colloidal systems exhibit coloring 
which is not obviously - related to the color of the material in 
mass.®® This may range from the blue light which is scattered 
by relatively coarse particles of fairly colorless material, to highly 
complicated phenomena in the case of selectively reflecting sub- 
stances such as metals. In general it may be said that the color 
of the scattered light is approximately complementary to that of 

30 Not wholly, however. See Weigert: Yerh. deutsch. physik. Ges, (3) 1, 
100 (1920). 

3^ Freundlich, Stapelfeldt, and Zocher: Zeits. Physik. Chem. 114, 161-207 
(1924). 

Freundlich: CoUM and Capillary Chemistry (1926), p. 403. 

Ambronn and Frey: Das Polarisationsmikroskop (Leipzig, 1926), p. 161. 

32 Freundlich, op. cit.j p. 720; Koll. Zeits. 37, 336 (1925). 

33 See the various references already cited, and also Bancroft’s series of 
papers on The Colors of Colloids, Jour. Phys. Chem. 22, 23 (1918-1919). 
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the transmitted light. Transparent particles much coarser than 
1 scatter white light. If they are rather less than 0.5 ^ in 
diameter, the scattered light is blue, and the transmitted light 
orange or reddish. Transparent particles much finer than this 
show little difference between the color of the scattered and of 
the transmitted light, unless they possess strong reflecting power, 
as do colloidal metals or dyestuffs. These classes of substances 
frequently exhibit striking color effects, as in the case of the 
well-known gold ruby glass, which is red by transmitted light and 
scatters green light. , Many attempts have been made to formu- 
late a theoretical explanation which will cover all cases of color 
from colloidal particles, but so far no great generalizations can 
be made. ^ The variations in color which a single substance may 
manifest are usually considered to be due either to different 
degrees of fineness of its particles or to differences in the aggrega- 
tion of these particles. Undoubtedly the conditions of formation 
and the nature of the peptizing agent and of the suspending 
medium have a marked influence in many instances. 

In the case of non-spherical colloidal particles, the colors may 
vary markedly depending on the orientation and alignment of 
the micellae. This may manifest itself in pleochroism in the 
sol or gel when some external force is applied. 

Form and Size of Ultramicroscopic Particles. — The form of 
colloidal particles, if all dimensions are beyond the limit of resolu- 
tion, is determined* from the evidence which has already been 
discussed; '‘twinkling,'^ streaming anisotropy, double refraction 
and pleochroism, and other properties dependent on the non- 
spherical shape of the particles. Most metals seem to give 
approximately spherical particles; oxides may give plates or 
needles, as may certain dyestuffs and other organic colloids. 
Freundlich^® tabulates the behavior of the Tyndall light with 
rods and plates in flowing liquids, as a basis for distinguishing 
which type of particles is present. In general, the coarser the 
particles the better defined are the characteristic properties. 

The size of ultramicroscopic particles may be ascertained by 

^ Ifi (micron) = 0.001 mm. 

1 m M (rmllimieron) = 0.001 ft. 

The micron is the unit of small measurements, and is used widely in mi- 
croscopy and colloid chemistry, 
op. di., p. 406. 
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a number of methods,^® microscopical and otherwise- Of the 
microscopical methods the original ones of Siedentopf and 
Zsigmondy®*^ are the most generally applicable. Either the num- 
ber of particles in a unit volume (c/. page 417) or the average 
distance between the particles is the basis of the determina- 
tion. 

The number of particles in unit volume is determined by direct 
count.^® In order to do this, it is necessary that the individual 
particles shall be clearly visible, that only a small number shall 
be in the field, and that the volume examined shall be sharply 
defined. If the preparation is too concentrated, it must be di- 
luted, and this must be taken into account in the subsequent 
calculations. With the slit ultramicroscope the volume of solu- 
tion studied is defined by the illuminating beam. The thickness 
of this beam may be decreased if the particles are closely super- 
posed; it is then turned edgewise by rotating the slit, and 
measured by a calibrated eyepiece micrometer in the microscope.®® 
The depth of the volume in which particles are counted is thus 
determined. The cross-ruled area of the micrometer measures 
the length and width of this volume, so its cubic capacity can be 
readily calculated. The particles in this volume are counted, 
and the preparation is moved about so that counts may be taken 
on different fields. The Brownian movement of the particles 
may render the determinations far from uniform, and a large 
number of readings should be made to insure consistent results. 
Assuming the particles to be spheres, their average radius is rep- 
resented by the formula 


V 4 TTpn 

3® Svedberg: Colloid Ch^mUiry (1928), pp. 128-201. 

Burton: Physical Properties of Colloidal Solviions (1921), Chap. VI; 
Alexander’s Colloid Chemistry (1926), p. 165. 

Kuhn: Roll Zeits. 37, 365 (1925). 

Tendeloo: Chem, Weekhlad 25, 158 (1928). 
von Hahn: Dispersoidanalyse (Leipzig, 1928). 

Verh, der deutsch physih Ges. 5, 209 (1903); Ann. der Physih (4) 10, 
16 (1903). 

Weigener: Roll, Chem. Beihefte, 2, 213 (1911), discusses the accuracy of 
the counting operation. 

The method of calibration is given on page 398. 
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where M represents the total mass in the volume counted (as 
determined from analytical data), p the density, and n the number 
of particles. Such a determination is based upon a number of 
questionable but rather unavoidable assumptions : that the parti- 
cles are spheres, that their density is the same as that of the 
material in mass, that all the material is present in the form of 
visible particles and none of it in true solution, that no change 
in the degree of dispersion or size of particles has taken place 
on dilution, and that the particles are uniform in size. Whether 
these postulates are correct or not must be decided by other, 
non-microscopical, methods. 

The cardioid ultramicroscope may be used instead of the slit 
ultramicroscope, by applying the above principles. The volume 
of solution in which particles are counted is defined by the thick- 
ness of the layer of liquid in the cell, as measured by the fine 
adjustment of the microscope, and by the area of the field included 
in the rulings of the eyepiece micrometer. The cover of the cell 
must be pressed down tightly each time, to be sure that the 
thickness of layer is constant. A haemacytometer cell (page 435) 
may be used to contain the liquid, if a thicker layer is desired, 
since the distance between slide and cover-glass is 0.1 mm. in 
this case. To count all the particles, it is necessary to shift the 
focus of the objective, and the suspension should not be too 
concentrated.^® In either of these shallow cells, the particles 
may be allowed to come to rest upon the top and bottom surfaces 
before counting, if the Brownian movement is troublesome.'^^ 
Colloidal particles in plastic material, such as carbon black in 
rubber, may be pressed into a thin film and counted as above. 

The second of the methods proposed by Siedentopf and Zsig- 
mondy^^ depends on the estimation of the average distance be- 
tween the particles in the colloidal suspension under examination. 
The average particle size is given by the formula % 



where d is the mean distance between particles. If the Brownian 
movement is lively, this distance is difiicult to estimate, and 
counting methods are rather more simple, in general. 

Burton: Phil Mag, (6) 11, 425 (1906). 

Perrin: Evil Soc, Fr, Phys. 3, 155 (1909). 

^ Loc, cil 
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Other microscopical methods of determining the size of ultra- 
microscopic particles are based on the rate of settling or of 
migration in an electric field and the shift, by diffusion, of the 
boundary between a colloidal solution and another liquid, as 
measured in a cell under the microscope.^ Measurements of 
the amplitude of the Brownian movement have also been used 
for this purpose.^® 

Particle-size determinations in colloidal suspensions are valid 
only at the time they are made and at the particular dilution 
required. Various factors may cause an alteration in the size 
of the particles, the growth of new ones, or the agglomeration 
of particles into aggregates. If the aggregates are not too dense, 
the individual particles in them may sometimes be counted. 

The average particle-size given by the above methods does not 
reveal the uniformity of size, and various procedures have been 
devised to furnish this information.^® If the particles are coarse 
enough to settle out on standing, individuals may be followed 
under the microscope, and their rate of fall measured.^"^ Calcu- 
lations using Stoke’s law and based on a large number of particles 
will yield a size-frequency curve.**® With finer particles, centrif- 
ugal force has been employed to accelerate settling,^® and to 
sort out the particles of different sizes. 

Electrical Properties of Ultramicroscopic Particles. — Colloidal 
particles own many of their properties to the electrical charges 
which they bear;®® the sign of the charge may be determined 
under the ultramicroscope by a number of direct methods. These 
are all based on the migration (cataphoresis) of the particles 
through the suspending medium, when an electromotive force is 

^3 Wells and Gerke: Jour. Amer. Chem. Soc. 41, 312 (1919). 

Rohmann: Zeits. Phjsih. 17, 253 (1923). 

Bliih: Koll. Zeits. 37, 267 (1925). 

von Hahn: op. cit.f p. 346. 

Ftirth: Koll. Zeits. 41, 300 (1927). 

Fiirth and Ullman: ibid. 41, 304 (1927). 

4s See the references given on page 228. 

46 Svedberg: loc. cit. 

47 Chakra varti and Dhar: KolMd Zeits j 44, 68 (1928). 

48 Svedberg and Estrup: KoU. Zeits. 9, 259 (1911). 

Wells and Gerke: loc. cit. 

See also page 414. 

. 48 Westgren: Zeits. anorg. Chem. 94, 193 (1916). 

“ Michaelis: Alexander's Colloid Chemistry (1926), p. 471. 
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applied. This movement is complicated by the fact that currents 
in the solution are set up along the surfaces of the cell in vrhich 
the observation is made (electrical endosmose) and a reverse 
migration occurs. This must either be taken into account, 
according to v. Smoluchowski’s formula/^ or else the cell must be 
designed so that its effect is of definite magnitude. The true 
cataphoretic mobility is observed in a flat cell at distances from 
the walls of approximately i or | the thickness of the layer. 
Measurements by means of the fine adjustment of the microscope 
are necessary to insure that only particles in these zones shall be 
in focus. 

The potential applied varies over wide limits, depending on the 
conductivity of the suspending liquid. In general the current 
passed should be small, to avoid polarization or liberation of 
gas at the electrodes. The electrodes may be kept from actual 
contact with the colloidal suspension being studied, by means of 
a communicating chamber filled with a depolarizing solution of 
similar concentration. The velocity of cataphoresis is dependent 
on the size and shape of the particle, and is also governed by the 
potential of its electrical double layer, which may be determined 
from quantitative measurements of the rate of migration in a 
given electric field. 

Since the early work of Quincke,®^ who discovered the reverse 
flow near the walls of the container, many investigators have 
studied cataphoresis by means of the microscope. Depending 
on the type of ultramicroscopic illumination, various different 
kinds of cells have been used. With the cardioid or other re- 
flecting condensers, the specimen is contained in a sha,llow cell 
on an ordinary microscope slide, at the ends of which are the 
electrodes. Of these the simplest is that described by Svedberg, 

SI Michaelis: loc. ciL, p. 476. 

Graetz: Handh, der Elektrizitdt (1914) 2, 382. 

Mooney: Phys. Rev. 29, 218 (1927). 

Falk, Jensen, and Mills: Jour, Bacteriol. 16, 440 (1928). 

S3 von Hahn: op, cit., p. 346. 

^ Ann. phydk. Chem, (2) 113, 513. 

ss Cotton and Mouton: Comptee rendus 138, 1584, 1692 (1904); Jour, 
chim, physique 4, 365 (1906); Les Ultramicroscopes (1906), Chap, VII. 

Ellis: Zeits, physik. Chem, 78, 321 (1911). 

Masamichi Kimura: Chem. Zentr, 1, 96 (1914). 

Powis; ZeUs. physik. Ch&m, 89, 91 (1915). 
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which consists of a microscope slide, across which two strips of 
platinum foil are cemented 1 or 2 cm. apart, by means of de 
Khotinsky cement. Their thickness determines the depth of 
the cell, about 0.01 ram., and on them is cemented a cover-glass. 
The sides are left open, and after filling are closed by vaseline or 
wax. Polarization at the electrodes is a disturbing factor: its 
influence may be minimized by very short periods of electrolysis, 
or by the use of alternating current. 

If the slit ultramicroscope is used, a deeper cell is possible, 
but the effect of reverse currents is not eliminated. Electrodes 
may be inserted in cells of the Biltz type, but that of Northrop 
and Kunitz is more useful.®^ It consists of a glass tube, flattened 
to approximately rectangular cross-section, communicating with 
two chambers containing zinc electrodes in zinc sulphate solution, 
which prevent polarization effects. The cell can be placed on 
the stage of a slit ultramicroscope; orthogonal illumination enters 
it edgewise, and the particles are viewed through the flat surface 
by means of the microscope. Two platinum wires are sealed 
transversely 2 cm. apart in the flattened portion of the cell, for 
determination of the fall of potential in the solution. The 
apparatus can be constructed by any competent glass blower, 
and by the use of standard interchangeable ground joints the 
central portion may be readily removed for cleaning, or replaced 
if broken.^® The influence of endosmotic currents must be 
guarded against, just as in the cells of flat type. 

Precipitation and Peptization. — The well-known phenomena 
of flocculation by electrolytes or by colloids of opposite charge, 
the action of diluents or of peptizing agents, and the influence of 


Svcdberg and Andersson: Roll. Zeits. 24, 156 (1919). 

Freundlich and Abramson: Zeits. physik. Chem. 128, 26 (1927). 

Tourila: KoUoid Zeits, 44, 11 (1928). 

Falk, Jensen, and Mills: Jour. Bacterial. 16, 421-50 (1928). 

Kruyt and v. d. Willigen: KoUoid Zeits. 44, 22 (1928). 

Mattson: Jour. Phys. Chem. 32, 1532 (1928). 

Tiselius: Abderhalden’s Handbuck der hiohgischeti Arbeitsmethoden^ Abt. 
Ill, Teil B, Heft. 4, pp. 669-675. 

hoc. ait; Colloid Chemistry (1928), p. 233. 

Jour. Gen. Physiol. 4, 629 (1921-2); 6, 413 (1923-4); 7, 729 (1925), 
Obtainable from Eimer Amend, New York. 

^ A modification of the apparatus, as described by Northrop and Kimitz, was 
utilized by Abramson; Sitndh CoUoid Symposium Mono^aph (1928), p. 115. 
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light, heat or various chemical reagents on colloidal suspensions 
may be demonstrated under the ultramicroscope. Any of the 
cells described may be used; a perforated cover-glass, such as 
that supplied with the cardioid condenser, permits the convenient 
addition of reagents to the specimen while it is under observation. 

Aggregates and Adsorbing Surfaces. — The size and density 
of aggregates obtained by coagulating a colloidal suspension are 
easily studied ultramicroscopically. Unstable or partially coagu- 
lated sols show characteristic appearances. Precipitation of 
colloidal particles on surfaces such as those of textile or paper 
fibers is worthy of study in connection with dyeing, mordanting, 
sizing or detergent operations. Aggregates of micellae such as 
constitute cellulose or silk fibers may profitably be studied by 
means of the ultramicroscope,®® as may the various stages in the 
gelatinization and coagulation of cellulose to form rayons. 

In general, little information as to the actual adsorbing surface 
presented by solid colloids can be gained from microscopic exami- 
nations. The finer pores of boneblack, silica gel, coconut char- 
coal, and similar adsorbents are of ultramicroscopic dimensions, 
and are too close to each other to be resolved, even if it were 
possible to prepare a specimen thin enough to include a single 
layer of pores. Examination of the external surface of such 
adsorbents may be of value, however, as an indication of its 
freedom from any glaze or other clogging layer. 

Limits of Ultramicroscopic Observation. — No definite limits 
to the range of ultramicroscopic visibility can be fixed. The 
nature of the particles is the chief factor, the illumination being 
equal. By means of the immersion ultramicroscope and dii’ect 
sunlight, Zsigmondy observed particles of colloidal gold about 
1 m ji4 in diameter; with the slit ultramicroscope and an arc lamp, 
5-15 m ^ is about the limit. Colloidal particles of less dif- 
fracting power are only visible when many times coarser than this.®® 
It is possible to render visible particles which are beyond the limit 
of the ultramicroscope, by depositing gold upon them so as to 
increase their diffracting power, though this procedure is subject 
to errors which may not be readily detected. 

Herzog: MihrQBko'piBdie Uniersuchung der Seide und Kunstseide (Ber- 
lin, 1924), p. 83. 

Freundlich: Colloid and Capillary Chemistry (1926), p. 562. 

Zsigmondy: Zeits. physih Chem. 66, 65, 77 (1906). 

Bechhold and Villa: Biochem. Zeits, 165, 250 (1925), 



CHAPTER VIII 

PHOTOMICROGRAPHY AND MICROPROJECTION 

By utilizing the microscope to form an image on a photographic 
plate or on a screen, its advantages in the examination of the 
structure and properties of minute objects are greatly extended, 
and are made available to others besides the person manipulating 
the instrument. Anyone, however inexperienced in the use of 
the microscope or lacking in the skill necessary to prepare material 
for study, can view the photographed or projected image, and 
can see all that is there depicted. However, the observer is 
wholly dependent upon the skill of the microscopist who produced 
the image, and can see only what is put before him. To him, 
this image is the basis of his entire concept of the nature of the 
object, and, in the attempt to extract from it the fullest inter- 
pretation, he is likely to credit it with an unmerited validity. 
To the microscopist, this image is only one of many aspects of 
the specimen, any of which is at his disposal by a shift of the field, 
a touch of the fine adjustment, or a variation in the character 
of the illumination. 

In a record or a report, properly prepared photomicrographs 
accompanied by a brief comment can take the place of pages of 
discussion of appearances which are impossible to represent by 
words alone. Similarly, a projected image of a microscopic object 
can save a great deal of more or less vague description, and insures 
that the same concrete idea is conveyed to the different observers. 
The photomicrograph has the advantages of convenience and 
permanency, but at best can represent only a selected view of the 
object. The photographic print or the image on the screen may 
be seen by many persons simultaneously, but this passive observa- 
tion is far less instructive or fruitful than an examination of the 
object at first hald. 

In either case it is first necessary for the microscopist to form 
a concept of the nature of the specimen, as a result of detailed 
study by various methods. Only then may he be justified in 
choosing a particular appearance to record or to exhibit to others 
as most truly representative of its actual character. And only 
by virtue of the technique and knowledge which he must acquire 
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and use in these preliminary studies, can he hope to produce an 
image which will adequately display the features which he deems 
significant. An intelligent decision as to what is to be shown, 
and careful experimentation as to how best to show it are essential 
to successful photomicrography and microprojection. 

A great many types of objects may be photographed or pro- 
jected under almost standardized conditions, and the results will 
be comparable and useful. It is chiefly in the case of highly 
critical studies, of examinations of novel materials, or of search 
for unfamiliar properties, that these methods are of limited appli- 
cation and must be subject to criticism or confirmation by visual 
investigations. 

However perfect the technique, there will probably always be 
some objects which are better rendered in a drawing than in a 
projected image. Careful drawings can integrate a whole series 
of appearances of the same object at different positions of focus, 
and can emphasize important features or suppress extraneous 
material, to the improvement of the final picture. As regards 
accuracy of rendition, even a moderately skilled draftsman can 
record a static image directly, while by means of a drawing 
camera (page 395) or a projection drawing apparatus (page 263), 
the dimensions and proportions of large and complex specimens 
may be accurately reproduced to scale. Drawings are particularly 
valuable as an aid in interpreting appearances, for each line must 
represent a given structure, and this necessitates a rigorous 
analysis of the image, detail by detail, when it is being put down 
on paper. There is no better training for the observational 
powers of a microscopist than making accurate and concise 
drawings, in which the features represented depend first upon his 
own ability to see them, rather than on a semi-automatic process 
of photographic reproduction. Since no method of reproduction 
of microscopic appearances can eliminate the personal equation, 
it is highly desirable that too much faith should not be put in 
routine procedures, and that detailed and painstaking visual 
examination should be the basis of either graphic or projection 
methods.^ 

^ An excellent discussion of the advantages and disadvantages of drawings 
and photomicrographs is given by Lawrie: Textile Microscopy (London, 
1928), Chap. VI. See also Gage: The Microscope (1926), Chap. VI, and 
Wallis: Analytical Microscopy (London, 1923), p. 117. 



PHOTOMICROGRAPHY AND MICROPROJECTION 241 


A number of books are available, on photomicrograpliy and 
on microprojection.2 Besides these, most of the books on metal- 
lography discuss the photomicrography of opaque objects/^ 
Numerous articles have also been published in the various jour- 
nals, which deal with special applications and methods of photo- 
micrography. Only a few of these will be referred to in the 
present chapter.^ 

The optical systems used in photomicrography and micro- 
projection are closely similar, as are the methods of illumination. 
Their intelligent use necessitates a thorough understanding of the 
principles of direct visual microscopy, since the quality of the 

2 Hind and Randles: Handbook of Photomia'ography (G. Routledge k 
Sons, London, 1927). 

Barnard and Welch: Practical Photomicrography (Longmans, Green & 
Co., London, 1925). 

S. H. and H. P. Gage: Optic Projection (Comstock Pul). Co., Ithaca, N. Y., 
1914). 

Kdhler: Mikrophotographie, in Abderhaldcn’s Handhuch der hiologischen 
Arbeitsmeihoden Abt. II, Tl. 2, Hft. 6, pp. 1691-1976 (Urban <& Schwarzen- 
berg, BerKn, 1927). 

Mony penny: Photography in the Engineering and Metallurgical Indus- 
tries, Chap. VII of Photography ojh a Scientific Implement (Van Nostrand, 
New York, 1923). 

Rodman: Photomicrography. Chap. VII, ibid. 

Eastman Kodak Co.: Photomicrography (1927). 

Krause: Encyclopddie der MihroBkopischen Technik, II Band (Berlin, 1926), 
pp. 1450-88. 

Metzner: Das Mikroskop (1928), Chap. VIII. 

Loveland and Trivelli: Practical Photomicrography — Chap. IV of Fair- 
banks’ Laboratory IrmsUgation of Ores (McGraw-Hill Book Co,, New York, 
1928). 

Gage: The Microscope (1925), Chaps, VI and VII. 

Laubenheimer: Lchrhuch der Mikrophotographie (Berlin, 1920)* 

Neuhauss: Lehrhuch der Mikrophotographie (Leipzig, 1907). 

» See the references cited on p. 112. 

^ Lofton: Photomicrography of Paper Fibers, Techn. Paper, Bur. Stds. 217. 

Wightman and Trivelli: Photography through Microscope, Amcr, Armwil 
of Fhotog* 1928. * 

Lucas: Photomicrography and Its Application to Mechanical Engineering, 
Mech. Eng, 60, 205 (1928). 

Photomicrography and Technical Microscopy, Bell System Techji. 
Jour, 3, 100-144 (1924). 

High Power Photomicrography of Metallurgical Specimens, Trans, 
Amer, Soc, Steel Treat. 4, 613 (1923). 

Hanna: Trans, Amer, Micros, Soc. 46, 15-25 (1927). 
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projected image is governed by the same laws and subject to the 
same limitations. In general it may be said that one should not 
be content with an image on the ground-glass of the camera or 
the projection screen which is less perfect than what he would 
demand in visual observation. The obtaining of such an image 
is largely a matter of microscopical technique; knowledge of the 
special procedures and equipment peculiar to photomicrography 
and projection may be acquired without great difficulty if such 
a foundation is available. The present chapter deals only with 
apparatus and methods which are not covered in the chapters 
on the microscope and its illuminating systems. 

The image which is obtained on the photographic plate or on 
the projection screen is a real image. It may be formed in either 
of two ways: 

1 — By the objective, without an eyepiece. 

2 — By the objective and eyepiece acting jointly. 

Projection of images by the objective alone is a method ordi- 
narily used only for low magnifications (5 to 50 X) where large 
fields have to be included and where depth of focus, rather than 
resolution, is desired. It is particularly appropriate to the study 
of coarsely ground material, fractures in test pieces, small manu- 
factured articles, and the effects of corrosion or abrasion. The 
relationships of various parts of the specimen under examination 
can be clearly brought out, and the location from which a sample 
was taken for detailed investigation at higher magnification is 
easily shown. It frequently happens in chemical or metallo- 
graphic work that the gross structure of specimens has to be 
recorded, and a knowledge of low-power photomicrography is 
widely useful in dealing with macroscopic as well as microscopic 
objects. 

The objective is placed so as to form an enlarged real image, the 
size of which is determined by the relative distances from the lens 
of the image and object (page 5). Increase in magnification is 
accomplished by increasing the projection distance, or by using an 
objective of shorter focal length. In photomicrography, projection 
distances are usually less than a meter (the length of the ordinary 
camera bellows when fully extended). Low-power objectives 
(32-mm., 48-mm.) of the ordinary type may be used; but since 
these lenses are designed to project a real image at a short distance, 
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and to cover a small field, they are not as suitable as specially 
corrected low-power photographic objectives.® The focal lengths 
obtainable range from 16 mm. to 150 mm.; the numerical aper- 
tures are relatively low (0.10-0.15). Photographic objectives 
are particularly well corrected for astigmatism, curvature of field, 
and distortion, because these defects are especially prominent 
if large fields are imaged. An iris diaphragm, either as an integral 
part of the objective or attached just above it, is useful for in- 
creasing the depth of focus in the case of irregular objects. In 
order that the upper end of the draw-tube shall not restrict the 
area of the projected image, such lenses should be used on a 
stand equipped with a wide body-tube, the top and draw-tube 
of which can be readily removed. The lowest powers are some- 
times mounted in an adapter directly on the front of the camera, 
though this renders focusing less convenient. 

Illumination by transmitted light is effected by a condenser 
of the “ spectacle lens ” type. A ground-glass screen in front of 
the light source is an aid in securing even illumination. White 
paper or opal glass may be placed at an angle below the specimen, to 
diffuse light upward over a large area, although it results in lessened 
intensity, and is not feasible for projection on a viewing screen. 

Opaque objects may be illuminated either by a direct beam 
from a lamp and auxiliary condenser, or by means of a transparent 
reflector placed in front of the objective (Fig. 47) if the working 
distance permits. A ground-glass diffusing screen may be placed 
in the path of the light, in order to give more uniform illumination 
over a larger area or to throw some light into the shadows of the 
specimen. Inclined illumination from more than one direction 
is particularly useful for the latter purpose, and helps to give a 
three-dimensional appearance to the image. 

The larger metallographic microscopes may be equipped with 
accessory apparatus to permit the photography of large and irregu- 
lar objects. Some form of auxiliary stage, capable of bearing a 
heavy specimen, is desirable. A ball-and-socket support,^ prefer- 
ably one which can be raised or lowered by means of a rack-and- 
pinion, is invaluable as an aid in low-power photography without 
a microscope stand; it permits the object to be tilted in any 
direction and considerably facilitates focusing. 

® All manufacturers list a series of lenses of this type. 

® Obtainable from Leitz or Zeiss, 
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If transmitted illumination is desired at low magnifications, 
a plate of glass, supported on legs, makes a useful stage of large 
area, on which may be placed crystallizing dishes, reaction tubes, 
and similar apparatus. A large mirror or a sheet of paper beneath 



Pig, 104. Projection of a 
Real Image by Objective 
and Eyepiece. 


it will give satisfactory diffuse light. 

Projection of images by the objective 
and eyepiece enables higher magnifications 
to be obtained than are possible with the 
objective alone. Furthermore, the ob- 
jective forms its real image at the normal 
tube length, so that greater resolution and 
better corrections are possible. Although 
the field is not as large as if no eyepiece 
were used, there is a gain in manipulative 
convenience and compactness of the ap- 
paratus. 

The objectives and eyepieces employed 
are of the ordinary types, and are mounted 
on a stand as in visual work. The focus 
is adjusted so that the objective forms a 
real image {F%, Fig. 104) outside the focal 
plane of the eyepiece, in such a position 
that this image is projected on the photo- 
graphic plate or viewing screen by the 
eye lens. The final image Fz is thus re- 
inverted, or erect. Its size is governed 
by the factors given on page 7, and 
the projection distance. The formula 
for the approximate magnification of the 
compound microscope (4, page 7) is 
applicable if the projected image is 
formed at a distance of 250 mm. from 
the eyepoint. At greater or less dis- 


tances the magnification is directly pro- 
portional to the projection distance: 


image magnification = 


magnification of microscope X 

250 mm. 


Variation of the magnification of the system may be accomplished 
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by changing any of the following: focal length of objective, tube 
length, focal length of eyepiece, projection distance. 

The lens system used in microprojection need not be of excep- 
tional quality, since the image is examined visually, usually from 
some distance away, and details are likely to be lost. In photo- 
micrography, however, the optical system should be of the highest 
quality if resolution is sought. Apochromatic objectives are 
desirable, for they may be focused visually and they will be 
equally in focus for the actinic portion of the light. Achromatic 
objectives, when used with approximately monochromatic green 
light from a suitable color filter, are fully as satisfactory in this 
respect but may not have quite such good general corrections. 
The achromats are occasionally superior as regards flatness of 
field and may' be preferred in metallography. 

Penetrating power is particularly desirable in photomicrography, 
especially if the specimen possesses appreciable depth, for a photo- 
graphic negative records only what is in focus when the exposure 
is made. It is frequently necessary to sacrifice resolving power 
in order to show a reasonable amount of the third dimension of 
the object. For such purposes an objective with iris diaphragm 
(page 16 ) is invaluable since its depth of focus may be increased 
just enough to show the entire structure of the object or to 
flatten the field, with no more loss of resolution than is abso- 
lutely unavoidable. It is much more convenient to make this 
adjustment for the particular field chosen than to be forced to 
change to another objective of lower numerical aperture and to 
rearrange the whole system accordingly. 

If well corrected objectives are used for photomicrography, the 
tube length of the microscope is important. Instead of forming 
the real image in the lower focal plane of the eyepiece, the objective 
must be focused to form it at a less distance, unless the draw-tube 
is extended. With low-powered eyepieces and short projection 
distances a decrease in flatness of field may result. Patterson^ 
gives a formula for the amount of withdrawal of the tube or eye- 
piece: 

square of focal length of eyepiece 
projection distance 

^ The Optics of Metallography j Appendix to Sauveur’s Metallography. 
Reprinted by Bausch & Lomb. Similar information is tabulated by Metz- 
ner: Das Mihroskop, p. 425. 
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Projection eyepieces, when of low power, are specially corrected 
for this reason and are often provided with a movable eye lens. 
This movable lens is shifted until the field diaphragm in the eye- 
piece is projected sharply. The objective is then focused and 
forms its image in the plane of this diaphragm, at the normal 
tube length. 

Compensating or semi-compensating flat-field eyepieces are 
essential if a considerable share of the magnification is effected 
by the eyepiece. They vary markedly in flatness of field and dis- 
tortion, and should be selected after trial. In general, the projec- 
tion distance used should be greater than 250 mm. if an image of 
good quality is to be obtained. Amplifying lenses (Fig. 13) in 
place of eyepieces give excellent chromatic correction and flat 
fields. They are not designed for excessively long or short 
projection distances. 

The illuminating system for photomicrography and micro- 
projection should be essentially the same as that used in visual 
work. In general, more brilliant illumination is desirable, and 
particular effort should be made to secure contrast and sharpness 
of outline. A substage condenser is desirable, even for low 
powers, and it should be practically in focus on the object. For 
high powers, critical illumination by Kohler^s method (page 98) 
affords the best control of field and aperture. Vertical illuminators 
of the mirror or prism reflector type give brighter and more 
contrasty images than those with transparent reflectors, and 
should be used unless resolution is particularly sought. Dark 
field illumination is not generally adequate for microprojection 
on account of the small amount of light actually scattered by the 
particles, though good results may be obtained with a preparation 
of high visibility and a particularly powerful light source.^ 
Photography by dark field or ultramicroscopic illumination is 
feasible if a long exposure is given; if “ fast plates are used, in- 
stantaneous exposures may be employed. 

Auxiliary condensers are practically indispensable for projection 
or photomicrography at moderate or high magnifications. Their 
arrangement, and the position of field and aperture diaphragms, 
is discussed in Chapters III and IV. The illuminating system 
of the large metallographic microscopes is of course particularly 
designed for photographic use. 

’ ® See page 228 . 
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Light sources of high intensity are of the utmost importance 
in microprojection, since a bright image several feet in diameter 
must be thrown on the screen, and must be clearly visible even 
in a poorly darkened room. An arc lamp of 8 or more amperes 
is barely sufficient, especially if projection with polarized light 
or dark field illumination is to be undertaken. The proper use 
of well corrected auxiliary condensers, to give the maximum 
concentration of light, is necessary under these conditions. The 
size and bulkiness of these condensers is not a measure of their 
efficiency, however, and a small condenser placed close to the arc 
may have greater light-grasping and light-transmitting power 
than a much larger lens poorly located. 

Photomicrography does not demand such brilliant illumination, 
except for very high magnifications. Incandescent lamps with 

projection model filaments (page 105) are adequate for most 
work. They should be used behind a ground-glass screen, if 
ordinary critical illumination is attempted, so that the filament 
will not be imaged in the plane of the object. If Kohler’s 
method of illumination is used this precaution is not necessary, 
since the filament is imaged in the aperture of the substage 
condenser. Either the tungsten arc or the ribbon filament lamp 
supplies a homogeneous light source which is excellent for photo- 
micrographic work at any but the highest magnifications. The 
carbon arc is of course much more intense and actinic and 
shortens the time of exposure greatly — frequently an important 
factor if vibration is serious or the preparation is likely to 
change. The use of color j&lters in photomicrography is discussed 
on page 101. 

If 'an arc lamp is used for inicroprojection or photomicrog- 
raphy it should be equipped with a reliable automatic clock- 
work feed, so that the worker need give it a minimum of attention 
and so that its brightness and position will remain practically 
constant. Particularly in microprojection before an audience, 
and in the painstaking focusing which is necessary for successful 
photomicrography at high powers, the microscopist should be 
able to give his whole attention to the image which is on the 
focusing screen. 

It will usually be found that the proper adjustment of the 
illumination is the most exacting part of the manipulation, in 
either photomicrography or projection. For this reason it is 



248 PHOTOMICROGRAPHY AND MICROPROJECTION 


desirable that all auxiliary condensers and diaphragms be 
mounted on an optical bench, such as is an essential feature of 
the outfits supplied by most makers. The light source must be 
imaged to fill the aperture of the substage condenser uniformly, 
or unsymmetrical shading and swaying of the image on focusing 
will result. The aperture diaphragm of the condenser must be 
manipulated with the utmost care, in order to give well contrasted 
outlines of refraction images without loss of resolution or bril- 
liancy, and without the development of diffraction haloes at each 
boundary surface. Some time may well be spent in trying 
different degrees of convergence of light, and in testing the effect 
of unsymmetrical illumination of various degrees of obliquity 
and from different azimuths. An excenterable substage diaphragm 
is very convenient for such work, for it permits the illumination 
to be maintained or duplicated once a satisfactory adjustment 
has been accomplished. The field must be uniformly lighted, 
and this is particularly difficult to achieve because the eye fails 
to notice variations which later manifest themselves on . the 
photographic plate. To judge the uniformity of illumination 
the eye should be held exactly over the center of the ground-glass 
focusing screen of the camera, at a distance of at least a foot from 
it. The mirror may then be manipulated to give an evenly 
bright field. 

APPARATUS AND METHODS OF PHOTOMICROGRAPHY 

The simplest apparatus for photomicrography consists of an 
ordinary microscope, a light source, and a camera. In most 
chemical work, particularly if liquid preparations are being studied, 
a vertical position of the microscope is desirable. 

“ Photographic eyepieces.’’ — A number of small cameras are 
on the market, which are attachable to any microscope for more 
or less impromptu photomicrography. 

Of these, the authors prefer the Makam ” of Leitz (Fig. 105). This 
mstrument consists of an eyepiece, and a camera of fixed extension. Just 
above the lenses of the eyepieces are mounted a shutter and a removable 
semi-transparent reflector which diverts about 25 per cent of the light to 
the observation tube. By looking in this tube the microscope can be focused 
while the plate is in place, and during the exposure if necessary. A rotary 
adjustment provides for coincidence of visual and photographic foci. The 
magnification is fixed, and is practically equivalent to that of a 10 X eyepiece 
at 250-mm. projection distance. 
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The instrument is light in weight and should cause no shift of focus if 
the coarse adjustment of the microscope is not unduly free-working. The 
shutter permits time exposures, or instantaneous exposures up to one 
second. Unfortunately, the plate holders require adapters to fit them for 



X 4|-inch plates. A film pack may be used if desired. The smaller 
model ‘‘ Macca camera has about half the magnifying power, and uses 
If X 2|-inch plates. Zeiss manufactures a photographic eyepiece, Phoku/’ 
in which is incorporated a lens similar to the Hqmal, but this instrument uses 
very small plates (6 X 4.5 cm.). The Bausch & Lomb '' Type K " Camera 
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has a fixed projectioa distance of 250 mm. It uses X 4i-iiich plates, 
but is supported on an upright arm rising from a base plate, on which the 
microscope must be placed whenever a photograph is required. 

Such photographic eyepieces ” are of particular value in 
chemical work, since they permit instantaneous photographs of 
moving or changing objects. The plate may be made ready in 
the camera, and a suitable field may be located and focused by 
means of the observation tube. If the specimen is undergoing 
some alteration, it may be watched carefully and kept in focus 
until it presents the desired appearance, when the exposure is 
“ snapped.” If necessary, the reflector of the observation tube 
may be left in place during a time exposure, so that the focus may 
be maintained sharp and may be terminated if any marked change 
takes place in the specimen. With a powerful light source, 
exposures of less than ^ second are feasible; and by having 
a number of plate holders ready, these may be made in succession, 
at intervals of a few seconds. 

Because of the ease with which they may be attached to any 
microscope, photographic eyepieces are very convenient for record- 
ing appearances encountered in visual examinations. The camera 
is brought to the microscope, and there is no risk of losing the 
particular field under observation. The greatest advantage of 
these instruments hes in their use for photography of changing 
objects, as in the study of solution, fusion, crystallization from 
liquids or solids, decomposition by heat or chemical means, 
flocculation of colloids, and similar phenomena.^ 

Cameras with adjustable bellows are particularly suited to 
work where magnification must be readily adjustable, and where 
critical focusing is necessary. Since the microscope will be used 
at least part of the time in the erect position, a vertical camera is 

® It is possible to use any small hand camera for photomicrography, by 
focusing it for ‘‘ infinity ” and mounting it over the ordinary eyepiece, the 
microscope having previously been focused in the usual manner. The 
camera functions as an eye accommodated for infinity, as is normally the 
case in microscopic vision. The film is analogous to the retina, and a real 
image is formed upon it by the eye lens of the eyepiece and the camera lens, 
acting jointly, {cf. Fig. 1.) A light-tight adapter is necessary, together 
with a support for the camera. These accessories may be obtained for the 

Leica ” camera from Leitz, or the Anso Memo ” camera from Bausch & 
Lomb. Both these small cameras use standard motion picture and a 
number of pictures may be taken in rapid succession, 
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desirable. A number of different models are available, of which 
that shown in Fig. 106 is typical. 

The vertical support rod should preferably be rotatable, to 
swing the camera to one side for direct visual observation, and 
graduated to permit duplication of adjustments of the bellows 
extension. The camera proper must be connected with the 
microscope by a light-tight double sleeve. The illuminating 
apparatus with auxiliary condenser and field diaphragm may be 
arranged on the table beside the camera support, or the whole 
system may be aligned upon an optical bench. The outfit should 
be placed on a very low table so that the user may conveniently 
look down upon the camera when focusing. 

Rigid construction is necessary, since the camera on its long 
support rod tends to act as an inverted pendulum, and is more 
susceptible to vibration than if it were in a horizontal position. 
For this reason, a number of firms manufacture cameras which 
may be used in either the vertical or the horizontal position; 
guy rods are used to give sufiicient steadiness in the upright posi- 
tion. For extremely high magnifications, with long bellows ex- 
tensions, the horizontal position of the camera is preferable, both 
because of the greater steadiness of the apparatus and the greater 
ease of observing the focusing screen. In general, such high 
magnifications are not necessary in the case of most fluid spec- 
imens, and by proper mounting of the object the microscope 
may be used horizontally. If a vertical position of the micro- 
scope is considered essential, a 45® prism may be placed at the 
eyepoint, and connected to a horizontal camera. 

The camera back, which carries the focusing screen, should be 
constructed so that the plate holder may be put in place without 
manipulation of inconvenient fasteners and without jarring of 
*the apparatus. The slide of the plate holder, which is withdrawn 
to uncover the plate, should work freely, without sticking, for 
the same reason. If adapters or kits ” are used to accommodate 
small-sized plates, they should be well constructed so as not to 
fall out of place or warp.^® 

Vibration is a serious hindrance to photomicrography at high 
magnifications, especially if the laboratory is in the same building 

For most work a camera which accommodates 5 X 7-iiich plates is 
adequate; it should be equipped with kits for 4 X 5 and X 4i-inch plates, 
since these sizes are standard and easily obtainable. 
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Eig. 106. Vertical Camera for Photomicrography. 
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with machines or blowers or is near heavy traffic. Numerous 
schemes have been proposed to insulate the apparatus from 
external vibrations. Tables with tops resting on springs or 
suspended by springs from the ceiling are very effective and are 
reasonably convenient to use as supports for all types of apparatus. 
Tennis balls or inflated tire inner tubes have been employed with 
success to cushion the false top of a large table. Pads of heavy 
deadening felt at least an inch thick, placed under each table 
leg and under each support of the optical bench, absorb extraneous 
vibrations fairly satisfactorily. 

Some of the injurious effect of vibration may be mitigated by 
taking pains to have the specimen rest firmly on the stage, held 
by clamps if necessary, and to avoid an excess of mounting liquid 
of low viscosity. If an aqueous preparation is being studied, 
the water by which particles are surrounded, and on which the 
cover-glass floats, may vibrate more freely than any other part 
of the system and cause marked blurring of the image. Excessive 
magnifications and long bellows extensions are to be avoided if 
vibration is present. Any creep ’’ in the fine adjustment, after 
focusing has been completed, should be taken up. carefully by 
focusing upward slightly. The apparatus should be protected 
from stray heat from the arc, or the focus may shift as the ex- 
posure continues and the stand of the microscope expands 
unsymmetrically. 

The choice of a field to be photographed has already been 
emphasized as requiring experience and judgment on the part of 
the microscopist. Objects which appear the same in all parts 
are rare indeed, and the field which is selected as representative 
must either be large enough to include all significant variations 
of appearance in their true relative frequency, or it must be 
restricted to some one important feature which is to be empha- 
sized. In the latter case, it is frequently desirable to show, by a 
photograph at lower magnification, the relationship of the detail 
to the object as a whole. 

As a result of preliminary visual examination the microscopist 
should have clearly in mind the characteristics of the object which 

Spring suspension is used on the optical bench of the large Leitz and 
Bausch & Lomb cameras, and on the metallographs of these firms. 

Benedicks: Metallographic Researches (1926), p. 152 discusses the elimina- 
tion of vibration by spring suspension of the optical bench of the apparatus. 
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it is particularly important to record clearly and exactly. In the 
light of this study he should be able to secure the illumination 
which will render these features most vivid, and to choose a field 
which shows them in unmistakable and typical form. This may 
require more time than ail the rest of the photomicrographic 
operation, but it is essential if the photograph is to be of real use 
as a record and a standard for future reference. 

The choice of lenses and magnification depends largely upon 
whether a general \iew or a particular detail of structure is to be 
recorded. The area included in the field is governed mainly by 
the magnifying power of the objective, and if a large area is to be 
photographed an objective of long focal length must be chosen. 
This field is imaged on the photographic plate over an area which 
depends on the magnification of the eyepiece and the length of 
the camera. If the picture is to cover a large plate, a high 
power eyepiece and a long bellows will need to be used. Since 
the edges of the image are likely to show aberrations, they are 
sometimes cut off by image diaphragms placed just in front of 
the plate holder. These diaphragms^® consist of metal plates with 
square or round openings of various sizes, and give a sharp boun- 
dary to the image. It is also very useful to have marked on 
the focusing screen the areas of plates of various dimensions, 
so that there can be no doubt as to whether the object is truly 
centered and can be included by a plate of the dimensions used. 

The considerations governing the limits of magnification, 
resolving power versus depth of focus, and flatness of field, 

One of the most valuable methods of developing a critical sense in photo- 
micrography is to study the best work on various types of objects. The 
photomicrographs shown in the following publications indicate what to 
strive for: 

Paper Fibers — Herzberg: Papierprufung (Berlin, 1927); Sutermeister: 
Chemistry of Pulp and Paper Making (John Wiley & Sons, New 
York, 1919). 

Textiles and Paper — Herzog: Mikoskopischer Atlas der technisch 
mchiigstm Faserstoffe. ITL (Miinchen, 1908.) (Some of the 
illustrations of this work are reproduced in Mathews’ Textile 
Fibers (1924). 

Leaifm — Wilson: Chemistry of Leather Manufacture (1928). 

ii/etoZs — Sauveur: Metallography and Heat Treatmenl of Iron a 7 id 
SUel (1926). 

Pigments — Green: Jour, FranUin Inst 192, 637 (1921). 

Obtainable from Zeiss. 



FOCUSING 


255 


have already been discussed (Chapter I), as have the relative 
merits of different types of objectives and eyepieces. Whether 
a given magnification should be obtained by a low-power eyepiece 
and a long projection distance or a high-power eyepiece and short 
bellows is largely a matter of trial with the particular lenses at 
hand. Certainly the magnifying power (and numerical aperture) 
of the objective should be as high as is consistent with the depth 
and breadth of the field to be shown; an objective with an 
aperture diaphragm is a great convenience for this reason. 

The magnification is determined roughly by the formula given 
on page 244, which serves as a guide in the choice of lenses. The 
exact magnification should be obtained experimentally, and should 
be adjusted to some round figure. The standard magnifications 
recommended by the American Society for Testing Materials 
(E 2-24) should be adhered to as far as possible. These are as 
follows : 10, 25, 50, 75, 100, 200, 500, 1000 X . The exact magni- 
fication and dimensions of the real field can be determined by 
replacing the specimen by a stage micrometer, the image of which 
is projected on the focusing screen. A scale is superposed on this 
image, and the size of the micrometer divisions is measured care- 
fully. (See page 406.) By varying the extension of the bellows 
the magnification may be adjusted very exactly over a consider- 
able range, and may be duplicated if the variables which control 
it are recorded. By marking on a strip of paper the size of each 
division of the stage micrometer, a scale may be prepared which 
can be transferred to each print if desired. 

Focusing is really a matter of choice, and depends to a large 
extent upon the judgment of the observer. Of course, serious 
deviations from a sharp focus are easily detected, but within a 
considerable range it is frequently difldcult to decide what is the 
correct position of focus. The entire aspect of the object may be 
altered, without much noticeable change in sharpness, by a slight 
movement of the fine adjustment. White may be made to appear 
black, and structures near the limit of resolution may have their 
apparent dimensions increased or decreased, by focusing alone. 
If oblique illumination is used, shadows may appear as realities. 
With dark field illumination diffraction patterns may obscure 
true structure or give spurious images. 

If the object possesses appreciable thickness, the microscopist 
is further confronted with the problem of selecting which particular 
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plane he will bring into focus, and which features he will leave 
blurred and indistinct. In the photomicrography of powdered 
materials which contain grains of widely different sizes, the 
apparent particle size of the material may be varied over wide 
limits by focusing either on the large particles or on the small ones 
which are in a lower plane. For the above reasons the micros- 
copist should familiarize himseK with the structure of the specimen 
by thorough visual study, in order that he may choose a position 
of focus which truly depicts its details. Although it is often sug- 
gested that several exposures, each at a different focus, be com- 
bined on the same negative, the results of such procedure are not 
very satisfactory.^^ 

The operation of focusing may be carried out by means of a 
ground-glass screen in the plane where the photographic plate 
will later be placed. Slight discrepancies between the positions 
of the ground surface of the focusing screen and the photographic 
emulsion are not serious, since the image-forming rays have great 
depth of focus. However, care should be taken not to place the 
holder of the ground-glass wrong side out, for this may result in 
a displacement of several millimeters. 

In photomicrography at low or medium powers, the point of 
best focus can readily be located by careful and critical study of 
the image on the ground-glass of the camera. If curvature of 
field is evident, the most important features of the object should 
be moved to the center of the field, and focused as sharply as 
possible. The outer zones will at least serve as a background, 
and may be trimmed off the print if they are too badly blurred. 

The grain ” of the ground-glass screen may obscure the finest 
details, and the intensity of illumination may be very low at high 
magnifications, hence clear-glass screens are commonly used for 
the most accurate focusing. The real image from the microscope 
caimot be observed in a transparent surface, so a focusing glass 
is necessary. This consists of a well corrected simple magnifier 
in a mounting of variable height. It is adjusted so that, when 
the mounting is placed in contact with the outer surface of the 
focusing screen, the inner surface will be exactly in focus, as will 
also the image in this plane, Very faint images, such as are 

M This method is described by Petersen: Zeits. miss. Mihros, 41, 365 (1925). 

Such a focusing glass might be considered as analogous to a positive 
eyepiece. 
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obtained at extreme magnifications, may be made clearly visible 
by the use of a focusing glass, and the effect of the slightest move- 
ment of the fine adjustment is easily noticeable. 

On account of the lag in the movement of some fine adjust- 
ments it is well to focus upward for the final setting, and to check 
the focus after some minutes, before inserting the plate and 
making the exposure. 

Photographic Operations. — The microscopist is at a distinct 
advantage if he has had some experience with photography (other 
than '' pushing the button before he undertakes photomicrog- 
raphy. Otherwise, not only has he to transfer his knowledge of 
microscopy to photographic apparatus, but he must also ac- 
quire a fairly detailed understanding of the art and science of 
photography under somewhat difficult conditions.^® 

Most work such as the chemist and technical microscopist 
encounter does not have to do with colored objects, and requires 
strong contrasts rather than delicate rendition of faint shadows. 
Transparent crystals, colorless pigments or fillers, undyed textile 
or paper fibers, and most metals present little more than a black- 
and-white image, frequently somewhat faintly outlined. Plates, 
developer, and printing paper should be chosen with this in 
mind, except in special cases. 

For general photomicrography of uncolored objects, fine-grained, slow, 
‘‘ contrasty ” plates or cut films are to be preferred. Process ” or com- 
mercial ” emulsions are particularly useful because they give fine dense blacks, 
and prevent graying of light areas in the print. If a green color filter, as 
used with achromatic lenses, is employed, the sensitivity of plates of this type 
will be found rather low, and an orthochromatic ” emulsion is desirable. 
This will give reasonably correct rendition of blues, greens, and light yellows, 
but orange and red will photograph too dark. If the specimen is colored in 
these latter hues, “ panchromatic ” plates or films may be necessary; they 
may be obtained in process or ** commercial grades for high contrast. 
A yellow filter may be used to prevent undue brightness of blues, though this 
is not so necessary if the light source is an incandescent lamp instead of 
an arc.^’' 

Contrast may be further aided by the use of a suitable developer, such as 
one containing metol and hydroquinone. If photomicrographs are made 

» As a simple and concise introduction to the subject, The Furdamentals 
of Photography ” by C. E. K. Mees (published by the Eastman Kodak Co.) 
is highly recommended. 

The use of color filters for contrast or transparency has been discussed 
on page XOl. 
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only occasionally, developers in tablets or tubes are most convenient, but if 
much work is done it is better to have on hand a concentrated stock solution 
developer which can be diluted for use.^ The advantages of a developer 
which works equally well for plates, films, or papers are obvious. 

The time of exposure is an important factor in controlling the density and 
contrast of the negative. In general it is better to over-expose slightly 
rather than to under-expose the negative, since the darker parts of the image 
may not otherwise be recorded. The determination of the correct exposure 
time should be based on preliminary trial exposures, unless the conditions 
are such that previous experience may be utilized as a guide. Several methods 
are available: 

1. The slide of the plate holder may be drawn out completely, so as to 
uncover the entire plate. An exposure of, say, 1 second is made; the slide 
is pushed in about 1 cm. and a second exposure of 1 second is made. Another 
centimeter strip of the plate is covered, and an exposure of 2 seconds is made, 
and so on, doubling the exposure each time. When the negative is developed 
for the normal time at the temperature specified, the strips corresponding 
to the several exposures will be of different densities and will show varying 
contrast. From them the best time can be selected, and used for the final 
exposure. 

2. Instead of making a series of separate exposures of progressively in- 
creasing length, a single exposure may be made, with illumination of gradu- 
ated intensity. To do this a neutral-tint filter of graduated transparency^® 
is placed in front of the plate, and an exposure which is thought to be much 
too long is given. Each of the areas screened by the different “ steps ” of 
the graduated filter receives an illumination equivalent to the fractional 
part of the exposure which is marked on that step.’’ From an examination 
of the normally developed negative the ideal exposure time can be selected. 

3. If a fairly close guess can be made as to the proper time of exposure, 
by judging the brilliancy of the illumination on the ground-glass, a trial 
exposure of the entire plate may be made. This is developed at the normal 
temperature, and the time of fost appearance of the image is noted. This 

« The authors have found R. L. Boyd’s formula (Hind and Randles: 
Handbook of Photomicrographyj p. 273) very satisfactory for all purposes, 
and of excellent keeping qualities. 


14 grams 

Hydroquinone 56 grams 

Potassium bromide 12 grams 

Warm water 1000 cc. 


When dissolved, add sodium sulphite (crystals crushed small), 400 grams. 
To the white pasty mass add caustic soda, 40 grams. 

For plates or papers: take one part of the stock solution and add 7 parts of 
water. Make fresh each time used, 

Watkins factor: 16. Normal development time: 3 min. at 60° F. 

^ Such as the « Goldberg Wedge,” of Zeiss; or Mayer’s '' Dremmeter,” 
obtainable from Chas. G. Willoughby, Inc., 110 W. 32 St., New York. 
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should be roughly equivalent to the normal development time divided by 
the “ Watkins factor ” of the developer. 

4. Further indications of incorrect exposures are: first image flashing up 
in brownish toneSj over-exposed; faint image even if development is pushed 
until general grayness results, under-exposed. 

Once the correct exposure time has been determined for a given set of 
conditions, all the data may be recorded and used as a guide for further work. 
Such information can be applied to photomicrographs taken under other 
conditions, either by the use of rather elaborate formulas or by means of 
factors which depend on the different variables.^o The normal time of 
exposure varies as follows: 

Inversely as the square of the numerical aperture of the objective 
and of the condenser. 

Directly as the square of the magnification. 

Directly as the filter factor. 

Inversely as the speed of the plate. 

Inversely as the actinic intensity of the light source. 

It is also affected by the light-transmitting powers of the various lenses of 
the microscope and illuminating system, and by the color and transparency 
of the object. Fortunately, the latitude of exposure permissible with modem 
plates and developers is such that reasonably good results can be secured 
with exposures which are only approximately correct. Of course, for 
routine work under constant conditions a high degree of standardization 
is possible. 

Development should be carried out by time or by the “ factorial system, 
with due regard to the character of the negative -which is desired. In general, 
slight over-development is preferable to \mder-development, in order that 
all the latent image may be utilized. If the factorial system is used, the 
time from the immersion of the negative in the developer to the first 
appearance of the image is noted; this, multiplied by the Watldns 
factor” of the developer, gives the time required for full development, 
irrespective of temperature and over- or under-exposure ^\dthin moderate 
limits. 

If the negative has been over-exposed, it should nevertheless be developed 
fully, unless it is possible to make a new exposure. The developed negative 
may be reduced in density, with some increase in contrast, by means of 
Farmer’s reducer . 21 Under-exposed negatives are of little value, and should 
be re-taken if possible. 

Fixation is carried out according to the usual procedures; a chrome ahmi 
bath is to be preferred on accoimt of its pronounced hardening effect on the 

20 Petrunkevitch: Anat Record 19 , October (1920); Amer. Naturalist 
66, (1921). 

21 A 20 per cent solution of sodium thiosulphate (hypo), in which enough 
potassium ferricyanide has been dissolved to give a lemon yellow color. 
Use on fixed and washed negatives. Wash the negative thoroughly after 
reduction. 
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emulsion in warm weather.-- Thorough washing is necessary after fixing 
the negatives; 30 minutes in running water is sufficient. 

Printing of positives may be carried out so as to accentuate or decrease 
the contrast of the negative. Glossy paper should be used; the grade for 
normal negatives ” is generally satisfactory, but for very thin, flat ” nega- 
tives a more contrast3^ paper may be necessary, whereas for bringing out 
structure in shadows a paper with less contrast should be selected. The 
detail in the prints vill be much clearer if they are dried on “ ferrotjrpe 
plates.” 

The developer described above is very satisfactory for papers; trial ex- 
posures are hardly necessary in most cases, but may be made on strips of 
paper if required. The development of the positive image is followed visually, 
and is terminated when the desii-ed density is reached. A brownish image 
which flashes up in a few seconds indicates too long exposure; normal exposure 
will give deep blue-black tones. Fixing is done in a bath of the formula 
given above; 15 minutes is sufficient. This is followed b^^ washing in running 
water for half an hour. 

Although in special instances it may be necessary to deviate from the 
photographic materials and methods outlined above, a great deal may be said 
in favor of the practice of standardizing the procedure on the basis of as few 
t>q)es of plates, papers, and solutions as possible, and of striving to obtain 
good results by correct exposure and development rather than by doctoring ” 
poor negatives. 

SPECIAL 3METHOBS OF PHOTOMICROGRAPHY 

Photomicrography in colors, by means of “ Autochrome ” or similar plates, 
is even simpler than in macroscopic photography, since the most important 
factors, illiunination and exposure time, are thoroughly imder control. Once 
the correct exposure has been determined, excellent results can be secured 
in future w^ork. The colors are never as brilliant nor as ‘‘ saturated ” as 
those of the original, and the finished transparencies are rather opaque for 
projection as lantern slides, but striking and accurate renditions of polarization 
colors, staining reactions, and similar phenomena are possible. The procedure 

^ The authors have found the following formula very satisfactory for both 


plates and papers: 

A — sodium thiosulphate (hypo) 1000 grams 

sodium sulphite, anhydrous 65 grains 

water 3 liters 

B — ^ chrome alum 130 grams 

glacial acetic acid 24 cc. 

water 2 liters. 


Mix 1 part of B with 4 parts of A. The solutions keep well when mixed, but 
much longer separately. A fresh bath ^ould be used if fixation is slow, or 
if sediment has accumulated. Fix for about twice the time required to clear 
the plate, or about 15 min. 
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is not complicated, and very specific directions arc supplied by the manu- 
facturers of the plates.®'"' 

Photomicrography with crossed nicol prisms, of various polarization phe- 
nomena, is often very useful in the study of anisotropic materials such as 
crystals, textile and paper fibers, plastics, and plant or animal tissues. The 
analyzer nicol prism may be placed above the eyepiece, or in the body-tube; 
if in the latter position it should be equipped with a correction lens of the 
best quality, to eliminate the aberrations caused by the introduction of the 
nicol prism in the path of the image-forming rays. Particular attention 
should be paid to focusing, since otherwise haloes and diffraction patterns 
may be objectionably prominent in the image. The various hues of polariza- 
tion colors may be rendered fairly accurately by orthochromatic plates, but 
panchromatic emulsions are better. Very l)eautiful results may be obtained 
with “ autochrome ” plates.®^ 

Photomicrography of opaque objects by vertical illumination is greatly 
simplified by the convenient design of the larger metallographic microscopes, 
which are constructed primarily as photographic outfits (page 129). The 
principal problem is that of illumination; resolution without loss of contrast 
is essential, and glare must be minimized as much as possible. 

Photomicrography with monochromatic ultraviolet light represents the 
utmost in microscopic resolution, but presents many manipulative difficulties. 
The light source must be strictly monochromatic, of wavelength 275 m^u, and of 
high intensity. All lenses must be of quartz. Focusing is of necessity 
indirect; fluorescent screens can be used in conjunction with special eyepieces, 
but the image is very faint. The specimen can be focused visually by mono- 
chromatic green light, and a certain previously determined shift of the fine 
adjustment made to render it in focus for ultraviolet light. In any case, 
successive exposures, each at slightly different focus, are desirable, in order 
that the most representative negative may be selected. In fact the micros- 
copist is literally working in the dark,” and can judge his methods only 
by the final product.®® 

2® Lumidre Autochrome Plates: R. J. Fitzsimmons Corp., 75 Fifth Ave., N. Y. 

Agfa Color Plates: Agfa Products, Inc., 114-116 E. 13th St., New York. 

An excellent discussion of the technique of photomicrography in natural 
colors is given by Curtis: Jour. Amer. Ceram. 8oc. 11, 609-32 (1928). 

^ Northall and Laurie: Photog. Jour. 63, 48 (1923). 

Curtis: loc. cit. 

For a discussion of the apparatus and technique of ultraviolet photo- 
micrography, the reader is referred to the following publications in addition 
to those already listed: 

Kohler: Mikrophotographische Untersuchungen im ultravioletten 
Licht. Zeits. mss. Mikros. 21, 129 (1904). 

Barnard: Microscopy with Ultraviolet Light. Glazebrook’s Dictionary 
of Applied Physics.j Vol. IV, pp. 237-45. 

Jour. Roy. Micros. Soc.j 287, 91-101 (1929). 

Lucas: An Introduction to Ultraviolet Metallography. Pamphlet 
No. 1576-E, issued with Mining and Metallurgy^ June, 1926. 

Martin and Johnson: Jour. Sd, Instruments 6, 337, 380 (1928). 
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Photomicrographic motion pictures may serve as a convenient substitute 
for microprojection or personal experimentation, but their chief scientific 
justification is as a means of recording phenomena which are not adequately 
visible to the eye.^e Successive exposures, at relatively long intervals, of 
an imperceptibly slow process may be projected at normal speed to sum- 
marize in a few minutes the changes of hours or days and to give a unified 
concept of their progress.®^ Ultra-rapid exposures may be made of appear- 
ances which are altered too rapidly to be followed by the eye or to be 
“ snapped ” by a single instantaneous exposure at exactly the proper stage; 
these may be projected in the form of slow-motion ” pictures, so that a 
detailed analysis of the entire sequence is possible.^® Statistical studies of 
complicated changes in form^^ or number may be made on the successive 
exposures of motion picture film. 

In any of the above applications it is of course essential that the field and 
the focus should be imder control during the exposures. Vibration from the 
camera mechanism is seriously objectionable, particularly at high magnifica- 
tions, and a separate support may be necessary. xMthough there is no doubt 
that a large apparatus using standard film (such as that of Leitz) is desirable 
for critical work, simpler outfits may be improvised, using a small hand 
camera.® 

A viewing eyepiece, such as the Mikrophot ” of Zeiss, which sends about 
one per cent of the light to the eye and the remainder to the film, may be ar- 
ranged so that observation may be continuous, even while the camera is 
running. Another scheme is to attach the camera to one tube of a binocular 
eyepiece, the other tube being used for finding and focusing the object. 
Careful preliminary tests for coincidence of visual and photographic fields 
and foci are essential in any case. 

APPARATUS AND METHODS OP MICROPROJECTION 

The simplest apparatus for microprojection consists of an 
ordinary microscope, a lamp with auxiliary condenser, and a screen. 
For chemical work it is generally necessary that the microscope 

Deischa: Zeits. Kryst. 60, 24 (1911). 

^ Kraemer: Second Colloid Symposium Monograph (1924), p. 57. 

Weiser and Cunningham: Sixth Colloid Symposium Monograph (1928),p,330. 

Storch: Zeits. mss. Micros.y 46, 21--44 (1929), 

28 Tuttle: Trans. Amer. Soc. Motion Picture Eng. 1927, 213. 

2® Wightman and Trivelli: Ind. Eng. Chem. 17, 164 (1925). 

Ecket and France: Jour. Amer. Ceram. Soc. 10, 579 (1927). 

® Kohler: Mikrokinematographie und biologische Filmaufnahmen. In 
Abderhalden^s Handbuch der biologischen Arheitsmethodm. Abt. II, Teil 2, 
Heft. 3, pp, 1109-84. 

France: Jour. Amer. Ceram. Soc. 9, 67 (1926). 

Metzner: Das Mikroshop (1928), p. 488. 

Scheminzky and Kann: Zeits. loiss. Micros. 46, 11-33 (1928). 
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screen be used in the erect position, so a reflector is required 
above it. 

The Euscope ” of Bausch & Lomb is such an outfit; it is designed for 
use by a single observer, who looks directly at the projection screen, instead 
of into the microscope. The screen is contained in a viewing box, so that 
it is shielded from external light and a darkened room is not required. The 
image is formed at a fixed distance (about 250 mm. from the eyepiece), 
and is of apparently the same size as in the microscope. By using a trans- 
lucent screen, the image can be viewed from both sides; it is too small to be 
studied by more than a very small group. A photographic plate holder 
may be put in place of the viewing screen, so the instrument can be used as 
a camera. 

A number of such individual projection devices are on the market, most 
of them designed to project a real image on a sheet of paper, to be traced 
for drawing.®^ Some necessitate a horizontal position of the microscope, 
and all require some sort of hood to keep light from the projection surface. 
They may be improvised by means of reflectors appropriately placed, but 
are not particularly useful in chemical work. 

Projection of microscopic objects to render them visible to a 
large group of observers requires more elaborate apparatus, 
particularly as regards the illuminating system. For class room 
use, however, where instruction in the manipulation of the 
microscope is as important as observation of the final image, it 
is highly desirable that the projection outfit should not be so 
complex as to mystify the student or conceal the methods of 
illumination which are used to bring out certain features of the 
object. For this reason the ideal outfit for microprojection should 
utilize an ordinary microscope with standard substage condenser, 
polarizer, vertical illuminator, and other accessories. 

Either of the outfits by Leitz is very satisfactory in this respect. The 
earlier model utilizes an automatic arc lamp with auxiliary condenser of 
great light-grasping power and variable focal length. A field diaphragm 
is placed in front of this condenser, and serves to cut off useless light, and 
to protect from heat the portion of the specimen which is outside the field. 
The light source is imaged in the opening of the substage condenser, according 
to Kohler’s method of illumination. An adjustable base plate, mounted on 
the same optical bench with the illuminating system, permits the microscope 
to be raised or lowered for alignment in a vertical or a horizontal position. 
A somewhat similar outfit may be obtained from Bausch & Lomb or Zeiss. 

The latest projection apparatus Xa of Leitz has proved to be of almost 
universal application in demonstration of the phenomena of chemical micros- 

31 These instruments function entirely differently from the drawing 
camera ” (page 391), which does not project an image. 
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copy (Fig. 107), particularly since any type of monocular microscope may be 
used in connection with it. It consists of a cast-iron base, on which the 
microscope is placed, and an adjustable light source. The automatic arc 
lamp 12, in a light-tight housing, may be centered by means of the screws 
SS', and may be placed at any height on the vertical support rods, so as to 
be aligned with a vertical illuminator or with the axis of a microscope in the 
horizontal position. A hard-glass condenser C with iris diaphragm functions 
as a secondary light source of variable size, and images the crater of the arc 
in the aperture of the illuminating system of the microscope according to 
Kohler’s method. 


P 



Fig. 107. Microprojeetion Apparatus (Leitz) with Chemical Microscope 
(Bausch & Lomb). 


A 45° totally reflecting prism F in a hinged mount is placed above the eye- 
piece, to reflect the image-forming rays to the screen.®^ Heat-absorbing glass 
(page 108) in a small water cell W is essential if delicate objects are being 
projected, or if a polarizing nicol prism is used. 

The apparatus is shown as employed for projection with the ordinary 
chemical microscope in an upright position, using crossed nicol prisms. The 
entire outfit is exceedingly flexible, and permits rapid transition from one 
type of illumination to another, with as great manipulative convenience as 
in ordinary visual microscopy. With an Abbe condenser or a prism-type 

^ The prism made by Zeiss (for photomicrography with an upright micro- 
scope and a horizontal camera) is preferable to that of Leitz. It is attached 
to the upper end of the draw-tube, instead of to the eyepiece, and is readily 
adjustable in height or to give space for a cap nicoi prism. 
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vertical illuminator, four- or five-foot images are readily obtained; with 
polarized light they must be smaller on account of the decreased brightness. 
Interference figures or Abbe’s diffraction phenomena may be projected by 
means of a Bertrand lens (page 289) or a low-power objective in the lower 
end of the draw-tube. 

The brilliancy of the image is the most important limitation in 
microprojection. The light should be concentrated so as barely 
to fill the aperture of the substage condenser. A translucent 
screen, of thin white tracing cloth, between the instrument and 
the observers is most satisfactory, especially if the room is 
incompletely darkened. 



CHAPTER IX 


THE STUDY OF DOUBLY REFRACTIVE MATERIALS 
BY MEANS OF THE POLARIZING MICROSCOPE 

A compound microscope equipped with polarizing apparatus 
has its usefulness extended far beyond that of mere magnification. 
In addition to its revelation of fine structure, it becomes an 
instrument for the observation of properties and the determination 
of constants which are of the utmost significance in chemical 
investigations and are of wide application in other fields. The 
polarizing microscope is the instrument par excellence for such 
studies; it takes the place of other less universal apparatus, 
utilizes easily prepared microscopic specimens, and permits easy 
correlation of form and optical properties. 

In practically all investigations of crystalline or pseudo- 
crystalline materials the polarizing microscope is of potential 
value, and may yield information unobtainable by other means, 
since it deals with inherent properties as well as with external 
appearances. Examinations with polarized light do not involve 
any alteration of the specimen, yet may reveal structural features 
better than elaborate chemical treatment or staining methods. 
The specific applications cited on pages 305, 328 are suggestive 
of the many possible uses to which the instrument may be put, 
but it should be realized that there are almost no microscopic 
studies in which polarized light is not worthy of trial. 

The extent and accuracy of the observations made with a 
polarizing microscope depend upon three factors: the knowledge 
and skill of the observer, the perfection of the apparatus, and the 
character of the specimen. In no other field of microscopical 
technique is a thorough comprehension of fundamental optical 
principles so essential, and rule of thumb ” procedure so likely 
to lead to error. Simple qualitative observations, intelligently 
made, are likely to be more useful than elaborate determinations 
based on half-comprehended directions. Before undertaking 
such studies, the reader is urged to refresh his knowledge of the 
properties of polarized light, and to study several of the standard 

266 
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works on the polarizing microscope.^ Practice on the various 
experiments outlined will give first-hand knowledge of the phe- 
nomena which they are designed to illustrate, and experience in 
the necessary manipulations of the microscope required for their 
exhibition.2 


THE POLARIZING MICROSCOPE 

in addition to the usual lens system of objective and eyepiece, 
polarizing microscopes possess a number of other optical features. 
It is rarely practicable to convert a biological ” microscope by 
attaching polarizing apparatus to it; the resulting instrument 
will only serve for the very simplest observations and will be 
inadequate for use in most chemical work. 

The items of equipment which are more or less essential to a 

1 Winchell: Elements of Optical Mineralogy ^ Part I (John Wiley & Sons, 
New York, 1928). 

Ford: Dana's Textbook of Mineralogy, Part IV, Section III (John Wiley & 
Sons, New York, 1922). 

Kraus and Hunt: Mineralogy (McGraw-Hill Book Co., New York, 1928), 
Chap. XL 

Groth- Jackson: Optical Properties of Crystals (1910). 

Johannsen: Manual of Petrographic Methods (McGraw-Hill Book Co., 
New York, 1918). 

Wright: The Methods of Petrographic Microscopic Research. Carnegie 
Institution Publication No. 158 (1911). 

Tutton: Crystallography and Practical Crystal Measurement, 2 Vols. (Mac- 
Millan Co., London, 1922). 

Kohler: Die Verwendung des Polarizationsmikroskops fur hiologische Unter- 
suchungen. Abderhalden’s Handhuch der biologischen Arheitsinethoden (Urban 
& Schwarzenberg, Berlin, 1928), Abt. II, Tl. 2, Heft. 2, Lief. 191. 

Ambronn and Frey: Das Polarisationsmikroskop (Alcademische Verlag, 
Leipzig, 1926), Band 5, Kolloidforschungen in Einzeldarstellungen. Heraus- 
geben von R. Zsigmondy. 

Rinne: Kristallographisches Formenlehre (M. Janecke Verlag, Leipzig, 
1922). 

Groth: Elemente der physikalischen und chemischen Krystallographie (R. 
Oldenbourg, Munich, 1921). 

Leiss and Schneiderhohn: Apparate und Arbeitsmethoden zur mikros- 
kopischen Untersuchung kristallisierter Korper (Franckh’sche Verlag, Stutt- 
gart, 1914), Teil X, Handhuch der mikroskopischen Technik. 

2 In addition to the examples given, various other experiments will suggest 
themselves to the reader of books such as Groth's and Kohler’s works. The 
exercises given by Winchell are particularly valuable; the necessary mineral 
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polarizing microscope are listed below, in the order of their 
importance: 

1 — Polarizer and analyzer. 

2 — Mountings to permit rotation and definite orientation of polarizer and 
analyzer. 

3 — Crosshaired eyepiece, fixed so as to indicate orientation of polarizer 
and analyzer. 

4 — Rotating graduated stage, with provision for adjusting rotation con- 
centric ’with the center of the field. 

5 — Compensators/^ mth provision for inserting them in a slot or other- 
wise. 

6 — Condenser above the polarizer. 

7 — Bertrand lens. 

The greater the number of these features incorporated in the 
microscope, the greater will be the variety of qualitative and 
quantitative determinations which can be made with it. The 
first five are practically indispensable. If these are not provided, 
most observations are extremely inconvenient, or even impossible. 
Proper design of the stand, to facilitate accurate manipulation 
of the essential equipment, is a requirement of hardly less 
importance.® 

The more elaborate polarizing microscopes are often called 
petrographic microscopes, and the simpler types, chemical micro- 
scopes, but the former have no optical features which are not of 
as much use in chemical as in mineralogical studies. However, 
the stands of certain types of petrographic microscopes are not 
convenient or suitable for chemical work, or general crystallo- 
graphic studies.^ 

Polarizer. — For illuminating the specimen with polarized 
light, some form of polarizing apparatus is necessary. A nicol 
prism mounted in the substage ring is most commonly employed. 
Although the external shapes of such prisms vary considerably, 
their action depends primarily upon the strong double refraction 
of the calcite from which they are constructed. A ray of ordinary 
unpolarized light may be considered to possess wave motions in 
aJl possible planes parallel to the direction in which it travels. 

« Wright: op, cit pp. 10-13, discusses the requirements for a polarizing 
microscope. 

^ The stands and equipment of several types of polarizing microscopes 
particularly suitable for use in the chemical laboratory are described in 
Chapter 11. 
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On entrance into a doubly refractive material, of which calcite 
is a very striking example, the lateral vibrations are resolved into 
components in two perpendicular planes only. Each of these 
components consists of polarized light, with all its vibrations in a 
single plane. If the angle of incidence is properly chosen, the 
component rays travel along different paths, and may be separated 
for use as polarized light. A nicol prism consists of a crystal of 
calcite, of the requisite shape, which has been cut in two diagonally 
and recemented with Canada balsam. One of the polarized rays 
strikes the cementing material so obliquely that it is totally 
reflected and passes to the side of the nicol prism where it is 
absorbed at the blackened surface. The other polarized ray 
encounters the layer of balsam at a less acute angle, and passes 
through it, to emerge at the other end of the nicol prism® (Fig. 109). 

By passing parallel or slightly oblique® rays through such a 
polarizing prism, light vibrating in a single plane is obtained. 
On account of the high cost of large nicol prisms, small ones of 
about one square centimeter cross-section are commonly employed 
to furnish illumination with plane polarized light. They may be 
used with either the plane or the concave mirror; the latter is 
usually preferable, to concentrate the light and to compensate 
for the necessary loss of over 50 per cent of its initial intensity 
within the nicol prism. If a condenser is to be used above the 
polarizer, to supply convergent polarized light, the cross-section 
of the prism should be as large as the opening of the lower lens 
of the condenser, in order not to restrict the aperture of the 
illuminating cone. Ordinarily, small-sized condensers (Fig. 21) 
are provided for this purpose, instead of large nicol prisms. 

The mounting of the polarizer should permit it to be readily 
removed from the substage, when polarized light is not required, 
or if other illuminating apparatus is to be used. It is essential 
that the nicol prism should be replaceable in a fixed position, so 
that the plane of vibration of the polarized light from it will be 
definitely oriented with respect to the microscope. This is made 
possible by a notch and stud in the mountings. Although it is 
customary to align the polarizer so as to furnish light vibrating 

to and from the observer (parallel to the 6-12 o^clock 

® Various other types of polarizing prisms are fully described by Johannsen: 
op. cii., pp. 158-176. 

« The angular range is about 30®. 
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crosshair of the eyepiece)/ its “ plane of vibration should always 
be ascertained by the niicroscopist before a new instrument is 
used. If the nicol prism is rotatable in its mounting, a click 
should mark the position of permanent alignment. 

Experiment 1. — Hold the polarizer close to the eye and look through 
the nicol prism at the high light ” on a polished surface (preferably at the 
reflection from a lustrous black object.) Turn the nicol and note that in 
certain positions the reflected light is very imperfectly transmitted by it. 
light reflected from a surface is partially polarized, and vibrates parallel to 
the plane of that surface. If the nicol has its “ plane of -vdbration ” perpendic- 
ular to the reflecting surface, this polarized light vdll not pass through it. 
By this means, the “ plane of vibration ” of any polarizing device may be 
approximately determined.® 

Polarization without a Nicol Prism. — In order to illuminate 
large areas, or to avoid the use of a polarizer in the substage 
(as in the use of the hot-stage microscope) polarization by reflec- 
tion may be employed. The simplest arrangement is shown in 



Fig. 108. Obtaining Polarized Light by Reflection. 


Fig. 108 , by which the light is reflected at the “ polarizing angle 
from a plate of glass, the under-surface of which is blackened by 
asphaltum varnish.® The intensity of the polarized light is only 
a few per cent of that of the initial beam, but a powerful light 
source may be used if necessary. 

A number of superposed transparent glass plates may be used 

^ The reasons for this practice are discussed by Wright: Jour, Wash. Acad. 
Sci. 5, 641 (1915). 

® Distinction must be made between the plane of vibration ” and the 

plane of polanzatwrit^ which is perpendicular to it. Unfortunately, this 
is not always clear in published descriptions, which often need to be checked. 

* Cheshire: Jour. Queckett. Micros. Club 8, 353. 



ANALYZER 


271 


as a polarizer; either the reflected or the transmitted light may 
be employed. Thoroughly clean slides or cover-glasses are satis- 
factory for this purpose, twelve plates being sufficient. 

Analyzer. — A specimen illuminated by polarized light appears 
much the same as if unpolarized light were employed. By placing 
a second polarizing prism above it, however, any effect which the 
material may have upon the original plane of vibration of the light 
will be rendered strikingly evident. This second prism is com- 
monly called the analyzer. A Glan-Thompson prism^^ is usually 
employed for this purpose. It is mounted so that it may conveni- 
ently be set “ crossed with respect to the polarizer, so that their 
planes of vibration are perpendicular to each other. Under these 
conditions the analyzer stops all the light that the polarizer 
transmits. 

Experiment 2. — Place the polarizer in position, with its graduation 
set at zero. Remove the eyepiece and the objective (unless it is a very low 
power) and adjust the mirror so as to send intense illumination through the 
polarizer. The direct rays of the sun, an arc, or a concentrated-filament 
lamp should be employed. Place the analyzer in position, and rotate it, 
observing that it alternately transmits and stops the light from the polarizer. 
The positions of brightness and darkness correspond to “ parallel and 

crossed nicols,” respectively. Note that the light is partially transmitted 
in intermediate positions, a component of it passing through the analyzer. 

Repeat several times the adjustment of the nicols to the crossed position; 
read the graduated scale, and record the average position of maximum 
darkness. 

The analyzer may be mounted anywhere between the eye and 
the specimen; above the eyepiece, or in the body-tube just above 
the objective, are the most common positions. In either case, 
the nicol is interposed in the path of image forming rays, but its 
effects on the quality of the image are less pronounced if a “ cap 
nicol ” is used above the eyepiece. An analyzer in this position 
permits a practically perfect image, and is relatively inexpensive. 
However, it is not satisfactory for use with high-power eyepieces, 
because it prevents the eye from being placed at the eyepoint, 

Nelson: Jour, Queckett. Micros. Clvb 14, 19 (1919). 

Johnson: Jour. Roy. Micros. Soc. 1921, 147. 

Bryan: idem.j 1921, 149. 

A polarizer which functions by reflection from two piles of plates is 
manufactured by Zeiss. 

A modifi.ed form of the nicol prism, with less oblique end faces. 
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and because of the wide angle of the cone of rays from the eye 
lens. 

An analyzer mounted so as to slide in or out of the body-tube 
of the microscope (A, Fig. 23) affords great manipulative con- 
venience, but it alters the focus of the objective, shifts the center 
of the field, and introduces astigmatism in the image so that 
horizontal structures in two directions cannot be simultaneously 
focused with perfect sharpness. These aberrations are more or 
less corrected by attaching a lens to the end of the analyzer, but 
are wholly eliminated only by special construction. They are 
particularly objectionable in photomicrography, but for ordinary 
work are not serious enough to outweigh the superior case of 
manipulation as compared with the cap nicol. 

An analyzer which is mounted above the eyepiece is carried 
on a collar which is attached to the upper end of the draw-tube 
(Figs. 19, 20, 22). A graduated rim permits its position to be 
noted. It is essential that the collar should be provided with a 
notch or stud, so that it may be attached to the draw-tube in a 
definite position, and it is also necessary that the draw-tube 
be also fitted with a stud or’ notch and that it be keyed ” 
so that it cannot rotate. This construction enables the analyzer 
to be placed in the proper crossed position relative to the polarizer, 
without the necessity of readjustment each time it is removed. 

An analyzer which slides in the body-tube is usually fixed in its 
mounting, or at most only rotatable through 90®. 

Indication of the Planes of Vibration of Polarizer and Analyzer. 
— In addition to being adjusted so as to be crossed, the planes of 
vibration of the two nicol prisms must be known with considerable 
exactness, and crosshairs are provided in the eyepieces of polariz- 
ing microscopes to indicate their positions. The eyepiece is fixed 
in the proper position by means of a stud which fits in a notch in 
the draw-tube. 

Experiment 3. — Ascertain approximately the planes of vibration of polari- 
zer and analyzer, by the method given above (Experiment 1). Mount the 
nicol prisms cn the microscope; use a low-power objective; illuminate its 
field strongly,, and turn polarizer and analyzer so as to be exactly crossed. 
Place in the field some well formed crystals of ammonium sulphate (re- 
ciystallized according to the procedme given on page 343). Turn the prepara- 
tion by means of the rotating stage, noting the position of maximum darkness 

extinction ’0 of any given crystal. These positions mark the planes of 

^ Wright: Jour, Wmh, AcaJ, Sci, 6, 466^-9 (1916). 
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vibration of the two nicol prisms, and the crosshairs should be exactly parallel 
and perpendicular to the long edge of the crystal if they are to represent the 
planes of vibration of the two nicol prisms. 

Rotating Stage. — By means of the circular stage which rotates 
on an axis coincident with the center of the field, specimens may 
be orientated in different directions with reference to the planes 
of vibration of the nicols. The stage should be provided with 
graduations and a pointer, for angular measurements, and should 
be large enough to accommodate full sized slides. 

Since it is not possible to manufacture objectives and nose- 
pieces which are perfectly and permanently concentric, some pro- 
vision for adjusting the center of rotation of the stage or the center 
of the field of the microscope is necessary. Centering screws are 
provided for this purpose, acting either on the bearings of the 
stage or the lower end of the body-tube. 

Experiment 4. — Fasten a preparation in place on the stage by means of 
a clip, and examine by transmitted Kght. Rotate the stage and note that 
the rotation of the field is excentric, and that the specimen appears to turn 
about a pivot which is not at the intersection of the crosshairs. Without 
attempting to bring any particular part of the preparation to the center of 
the field, adjust the centering screws so as to bring the center of revolution 
nearer to the crosshairs, noting the changes in its position by rotating the 
stage after each trial. When satisfactory centration has been accomplished, 
note that any portion of the preparation placed beneath the crosshairs will 
remain there during a complete revolution of the stage. 

Compensators. — (page 283). The most useful compensators 
are a 1st order red plate and a quartz wedge. They are most 
convenient when mounted in metal, and the direction of vibration 
of the slower component should be clearly marked on each. 

If the compensators are to be inserted in the body-tube, a Mot 
should be provided just above the nosepiece, in a position 45° 
to the planes of the nicols. Compensators usually do not fit the 
slot of instruments of different makers; so the dimensions should 
be known if they are ordered separately. 

If this is not found to be the case, both nicols must be rotated a corre- 
sponding amount, or the crosshairs must be realigned with them. 

From the approximate observations made in Experiment 1, determine 
which crosshair indicates the plane of vibration of the polarizer. If the 
mounting of the analyzer is graduated, note the position of its plane of 
vibration, in degrees. 
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For use with a cap analyzer, the compensators may be inserted 
in a slot in its mounting, just above the eyepiece. If a slot is 
lacking, a simple compensator such as a 1st order red plate in 
a disk mounting, may be placed between the cap nicol and the 
eyepiece. 

Condenser for Polarized Light. — A condenser mounted above 
the polarizer is necessary in order to obtain convergent polarized 
light for the study of interference figures (page 288). It should 
have a numerical aperture of at least 1.0, and as long focal length 
as possible (without increasing the diameter of its lower lens 
beyond the opening of the polarizer) in order that it may illuminate 
the entire field of a 16-mm. objective. A separable condenser, 
the top lenses of which are easily swung aside, is desirable in order 
that larger fields may be illuminated when its lower lens is used 
alone. On account of its necessarily small field, accurate cen- 
tration of the condenser is important. 

Bertrand Lens. — The observation of interference figures (con- 
oscopic observation), may be carried out by removal of the eye- 
piece, the back aperture of the objective being viewed directly 
(Lasaulx' method, page 288). * By the insertion of a low-power 
lens below the eyepiece, a secondary compound microscope is 
formed (Fig. Ill) which is focused on the back aperture of the 
objective by means of the draw-tube (Bertrand’s method, page 
289). The Bertrand lens is sometimes provided with a diaphragm, 
for studies on small crystals. 

Objectives for Polarizing Microscopes. — For ordinary work, 
the usual objectives may be used in connection with a polarizing 
microscope. It is desirable to have a 4-mm. objective (N.A. > 
0.8) available for the examination of interference figures; the 
other objectives may conveniently have focal lengths of 16 mm. 
and 32 mm. (or better, 12 mm. and 24 mm.). The numerical 
apertures and angular apertures of the objectives and the con- 
denser should be known. 

The insertion of lenses between the polarizer and analyzer 
affects the completeness of polarization of the light, and lessens 
the darkness of the field with crossed nicols. This is due chiefly 
to the partial depolarization of light by refraction, and is most 
marked with high-power objectives having many highly curved 
lens surfaces. As a consequence, a faint uniaxial positive inter- 
ference figure is observed even when no preparation is under the 
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microscope; its elimination is impossible in objectives and 
condensers of high aperture. 

The polarizing properties of objectives are also sometimes due 
to the doubly refractive character of the glass or fluorite used in 
their construction. Ordinarily the effect is very slight; it may 
be observed by illuminating strongly, crossing the nicols, and 
rotating the objective. Any alternate brightening and darkening 
of the field indicates that the objective is unsuitable for accurate 
investigations with polarized light, though it may be perfectly 
satisfactory for ordinary observations. 

For chemical work the objectives should be mounted on a 
revolving nosepiece, to permit rapid interchange of high and low 
powers. They should be accurately parfocal and centered with 
respect to each other. If these adjustments are carefully made, 
later centration is rarely necessary. 

Testing the Polarizing Microscope. — Before any polarizing 
microscope is used it should be tested carefully. Testing is 
particularly important if the nicol prisms are removable from the 
microscope, as in most chemical microscopes or others to which 
nicols have been attached. It is well to repeat the tests at 
intervals of a year or so, since nicol prisms sometimes shift in 
their mountings. 

The rotating stage should be centered, as described in Experi- 
ment 4, first with respect to the lo west-power objective of the 
microscope. The other objectives should then be put in place, 
and their centrations compared. In general, the centration 
should be adjusted most accurately for the highest-power ob- 
jective. If the others are slightly off center, no serious hindrance 
will result in ordinary work. 

The centration of the condenser for convergent polarized light 
should be observed, by noting the position of its iris diaphragm 
as viewed at the back aperture of the objective (page 47). Un- 
less the substage is provided with centering screws, correction 
of the centration of the condenser is usually a task for the 
manufacturer. 

The polarizing apparatus of the microscope is tested as indicated 
above. The planes of vibration of the polarizer and analyzer 
are ascertained approximately (Experiment 1). The position of 

Wright: Jour, Wash. Acad. Sd. 4, 301-9 (1914). 

See also Wright: op, dt. p. 61; and Johannsen: op, di, p. 229. 
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crossed nicols ” is accurately determined (Experiment 2). The 
crosshairs are tested, in order that they shall represent the planes 
of vibration of the nicols (Experiment 3). 

The accuracy of the graduations of the stage may ordinarily 
be assumed. If it is desired to test them, a well formed crystal 
of ammonium sulphate, with a long, straight edge, is placed on 
the stage and aligned with a crosshair. The graduations are read 
as accurately as possible and the crystal edge is then turned end 
for end and another reading is taken. All such readings, whatever 
part of the graduated scale is used, should differ by exactly 180"^. 

The graduations of the polarizer and analyzer likewise are 
usually accurate. They may be tested with reference to those of 
the stage, by crossing the nicols, aligning a crystal in the position 
of extinction, and reading the stage scale. Both nicols are now 
rotated through a given angle, and the crystal is restored to the 
position of extinction by rotating the stage through the same angle. 
The angles of rotation should check in all parts of the scales. 

The crosshairs should be exactly 90® to each other; this may 
be checked by aligning the crystal first with one and then with 
the other, reading the angular rotation on the graduated stage. 

OBSERVATIONS OF OPTICAL PROPERTIES 
BY MEANS OF THE POLARIZING MICROSCOPE 

In addition to form and structure, the optical properties of 
transparent objects should alwa 3 ^ be investigated by means of 
the polarizing microscope. Even in the rare cases where the 
specimen has no effect upon polarized light, this negative informa- 
tion is of value, while in most instances a number of different 
optical characteristics may be observed and used in identifying 
the material and in interpreting its structure. In order that such 
observations may be of the greatest value, a clear understanding 
of the various phenomena is essential. 

Optically Isotropic Material. — Certain substances exhibit 
identical optical properties in all directions, and are spoken of as 
optically isotropic. No matter what their orientation, they ap- 
pear to have no effect upon the light which enters them, other 
than ordinary refraction; and between crossed nicol prisms appear 
dark, like the field of the microscope, whatever their orientation. 

Optically Anisotropic Material. — Most crystals and many 
colloidal substances exhibit different optical properties in different 
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directions, and are said to show optical anisotropy, double refrac- 
tion, or birefringence.^® The chief characteristic of optically 
anisotropic materials is that they possess not one index of refrac- 
tion only, as in the case of isotropic substances, but exhibit differ- 
ent indices of refraction depending on the direction of vibration 
of the light passing through them. 

Experiment 5. — Mount well formed crystals of strontium antimonyl 
tartrate in a liquid of refractive index 1.60 (or use ammonium dihydrogen 
phosphate in a liquid oin - 1.49). Illuminate with polarized light, and rotate 
either the crystals or the polarizer, observing the change in the shading 
which outlines the crystals. Determine the position of the plane of vibration 
of polarized light for which the refractive indices of crystal and liquid are 
nearly identical, as indicated by the faintness of the shading. Note that the 
maximum difference in refractive indices occurs at 90° from this position. 
Although the light is traveling in the same direction through the crystal, 
its direction of vibration governs the refractive index (Fig. 120). 

Optically anisotropic substances possess the property of resolv- 
ing the vibrations of light which enters them into components 
which vibrate only in definite, mutually perpendicular planes. 
These component vibrations (which correspond to rays of polarized 
light following similar paths but vibrating in different planes) 
travel at different rates, and therefore have different indices of 
refraction. The mutually perpendicular directions which corre- 
spond to the planes of vibration in an anisotropic substance are 
sometimes called axes of elasticity, or vibration axes. 

Experiment 6. — Repeat Experiment 5, illuminating the crystals with 
unpolarized light, and observing the change in shading by rotating the 
analyzer. The refractive indices corresponding to the two components are 
thus manifest separately. If the analyzer is in an intermediate position, 
each component is partially transmitted, and their effects are superposed. 
If the analyzer is removed, the eye receives both sets of vibrations, and does 
not recognize their complex character or differentiate them from ordinary 
light.i7 

Such materials must not be confused with optically rotatory or optically 
active substances, which show entirely different properties, as described on 
page 287. 

The well-known phenomenon of a double image through a strongly 
doubly refractive substance such as calcite may be duplicated imder the 
microscope with a film of sodium nitrate or p-dichlorbenzene crystals formed 
from fusion. With ordinary light, some of these, properly oriented, will 
give double images of dust, fissures, or inclusions in their lower surfaces, 
due to the marked difference in the refractive indices of the two components 
in the crystal. 
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The most striking properties of anisotropic substances are 
A exhibited between crossed nicols, 




Fig. 109, Passage of Light through 
an Optically Anisotropic Substance 
between Crossed Nieol Prisms, in 
the Position of Extinction.’' 


and these are the basis of the 
most important tests with the 
polarizing microscope. When a 
doubly refractive material is 
rotated between crossed nicols it 
appears alternately light and 
dark, showing “extinction’’ at 
90° intervals. 

Experiment 7. — Place the above 
preparation of crystals on the stage, 
between crossed nicols the planes of 
wbration of which are indicted by the 
crosshairs. Rotate the stage until a 
given crystal comes to the position of 
extinction. Note that in this position 
the planes of wbration of light in the 
crj^stal, as determined in Experiments 
5 and 6, are parallel to the planes of 
vibration of the nicol prisms. 

The phenomenon of extinction 
is exhibited whenever the planes 
of vibration of the specimen are 
in alignment with those of the 
crossed nicol prisms (Fig. 109), 
because under these conditions 
the polarized light from the 
polarizer is already vibrating in 
one or the other of the two 
planes p, p' in which all light 
must vibrate as it passes through 
the doubly refractive material. 
The light therefore undergoes no 
change in its original plane of 
vibration, and it is completely 
stopped by the analyzer. In its 
position of extinction an aniso- 
tropic substance gives no evidence 
of its doubly refractive character. 


Extinction affords a very exact means of locating the vibration 
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directions of the specimen (pages 
300, 320) and of aligning them 
with those of the nicols, so that 
the refractive index for either 
component may be determined 
(page 375). If the positions of 
the vibration directions of the 
substance are known, they may 
be used as a means of locating 
those of the nicols (page 272). 

In positions intermediate be- 
tween those of extinction, aniso- 
tropic materials between crossed 
nicols appear bright on a dark 
field. 

Experiment 8. — Repeat the pre- 
ceding experiment, noting the posi- 
tions in which the specimen shows 
maximum brightness. 

If the doubly refractive sub- 
stance is in such a position that 
neither of its planes of vibration 
is in alignment with that of the 
polarized light which comes from 
the polarizer (Fig. 110), the inci- 
dent vibrations are resolved into 
two mutually perpendicular com- 
ponents c, c. These component 
vibrations pass through the ma- 
terial and emerge from it, each 
vibrating in its own plane. Since 
neither of these planes is exactly 
“crossed” with respect to the ana- 
lyzer, both component vibrations 
are partially transmitted by it, 
and the substance appears light. 

The two component vibrations 
which pass through anisotropic 
material in the position of bright- 
ness travel at different velocities 




Fig. 110. Passage of Light through 
an Optically Anisotropic Substance 
between Crossed Nicol Prisms, in 
the Position of Brightness.” 



280 STUDY OF DOUBLY REFRACTIVE MATERIALS 


(page 281 ), the slower one suffering retardation behind the faster. 
Even if the retardation r is such that the light waves are exactly 

out of phase,” destructive interference is impossible because 
the vibrations are not in the same plane. Only after a component 
of each, c', c', has passed through the analyzer, being thereby 
reduced to a common plane of vibration, is interference or re- 
inforcement possible. 

If monochromatic light is used, for certain thicknesses of the 
anisotropic material the retardation will be such that the two 
components vibrate in opposite phase after they pass through the 
analyzer, and interfere to produce darkness. At other thicknesses, 
more or less reinforcement occurs. Light of different wavelengths 
will suffer interference at different thicknesses of material. 

Experiment 9. — Illuminate the microscope with light which is approxi- 
mately monochromatic, obtained by means of a red color filter. Cross the 
nicols. Place a w^edge-shaped piece of anisotropic material (quartz wedge, 
or beveled sheet of mica or selenite) in the position of maximum brightness. 
Slide the specimen in or out, so as to vary the thickness of the layer traversed 
by the light, and note that for certain thicknesses the wedge appears dark. 
Repeat the above procedure, using blue light, and note that the bands of 
darkness appear at different thicknesses, and are closer together in the 
wedge. 

If white light is used, as is ordinarily the case, for any given 
retardation certain of its constituent wavelengths will be destroyed 
by interference. The remaining wavelengths make up the polari- 
zation color, which varies in hue with the amount of retardation, 
according to a characteristic sequence. 

Experiment 10. — Repeat the preceding experiment, illuminating with 
white light, and note the changes m the polarization color as the thickness 
of the material varies. Compare the series of colors with those shown by 
thin films (Newton’s series), and with a chart of polarization colors. Practice 
recognizing the position of any given color in the series, so as to be able to 
tell whether it corresponds to much or little retardation. Observe the suc- 
cessive “ orders " which extend between the different reds, and learn to de- 
scribe polarization colors in terms of these orders.” 

Rotate the stage, and note that the Awe of the polarization color remains 
constant although its brightness varies. Set the nicols parallel instead of 
crossed, and note that complementary colors are obtained. 

Using a relatively thick wedge of anisotropic material (selenite, up to 0.5 mm. 
thick, or mica up to 0.1 mm. thick) observe the pale, unsaturated ” character 
of the colors in the higher orders of the series, and the grayish white which is 
manifest above about the fifth order (“ white of high order ”). 
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Polarization colors may be used for measurement of retardation, 
by reference to a color chart on which the retardation correspond- 
ing to each hue is plotted.^® Por instance, 2nd order red” 
indicates twice as great retardation as 1st order red.” 

The effect of thickness on retardation has already been men- 
tioned. The relationship is quantitative, so that retardation is 
directly proportional to thickness, and may be used to measure 
it. Slight variations in the thickness of crystals, textile fibers, 
or other anisotropic materials may be easily recognized by cor- 
responding changes in the polarization colors.^® 

Experiment 11. — Examine crystals of ammonium dihydrogen phosphate 
which are growing or dissolving, and note the increase or decrease in the order 
of their polarization colors as the thickness changes. 

Study the pyramidal ends of well formed crystals, and observe the series 
of colors on their slanting faces. 

Examine fibers of viscose rayon between crossed nicols, and note the 
variety of first-order colors which are exhibited on a single fiber. 

The effect of relative velocities on retardation also follows a 
quantitative relationship, the retardation being directly propor- 
tional to the difference in refractive indices for the two components 
in the doubly refractive material. For a given thickness, the 
slower component will be more retarded the greater its velocity 
differs from that of the faster component. 

Experiment 12. — Compare the polarization colors shown by crystals of 
ammonium dihydrogen phosphate with those of ammonium perchlorate, 
using crystals of approximately the same size in each case. 

Compare similarly viscose rayon with acetate rayon. 

The effect of orientation on retardation is very marked, and a 
given thickness of a substance will exhibit widely varying retarda- 

^ Such color charts are given by: 

Johannsen: Determiimtion of Rock Forming Minerals (1908). 

Iddings: Rock Minerals (1911). 

Winchell: Elements of Optical Mineralogy (Van Nostrand, New York, 
1909. Not in later Editions.) 

Michel-L6vy: Min^avx des Roches (Paris, 1888). 

Eosenbusch-Wiilfing; Mikroskopische Physiograpkie (Stuttgart, 1921- 
27). 

The chart from the last-named work may be purchased separately from 
E. Schweizerbart’sche Verlagsbuchhandlung, Stuttgart, Germany. 

Herzog makes use of the polarization colors of artificial silks to interpret 
their cross-sections. Mikroskopische Untermchung der Seide und Kumtseide 
(Berlin, 1924), pp. 66-69. 
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tions depending on the direction in which the light travels through 
it. This variation ranges from zero retardation (apparent iso- 
tropic character) to a maximum retardation which is characteristic 
of the substance. 

Expeiiment 13. — Fuse some sodium nitrate on a slide, beneath a cover- 
glass, and press out the melt so as to form a very thin film. Allow this to 
crystallize, and examine between crossed nicols. Observe that although the 
thickness of the layer is constant (at least in adjacent crystal grains) the 
polarization colors vary over a wide range. Note that some grains show 
very low-order colors, remaining dark gray throughout an entire rotation 
of the stage. 

Directions in which light can travel through a doubly refrac- 
tive material without exhibiting the usual phenomena of extinction 
and retardation are called optic axes. Only in the case of crystal 
grains oriented at random, or of plate-like crystals in the tetragonal 
or hexagonal systems which lie flatwise, is the observation of optic 
axes very probable, and the double refraction of anisotropic 
substances is rarely overlooked because of such an orientation. 

Substances in which the two components travel at markedly 
different velocities are said to have strong double refraction, 
while those in which the velocities are nearly identical possess 
weak double refraction. The double refraction is expressed 
numerically as the difference between the refractive indices for 
the two components. Since retardation is affected by orientation, 
the maximu7n double refraction for any position is taken as a 
characteristic constant of the material. 

Addition and subtraction of retardation is possible by the super- 
position of two doubly refractive substances. If these are so 
arranged that they are both in the position of brightness, and the 
slower components in them are vibrating in the same plane, the 
effect is that of summation of their individual retardations. This 
is manifest by a polarization color which is higher than that of 
either material alone, and which actually corresponds to a retarda- 
tion equal to the sum of the retardations indicated by their sep- 
arate polarization colors, as determined from a color chart of the 
series. This might be regarded as equivalent to thickening the 

^ For this reason, only strictly axial illumination (not convergent) should 
be employed when precise observations of polarization colors are to be made. 
Otherwise the hue observed will be a mixture of the polarization colors for 
light passing through the substance in a variety of directions. 
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specimen, for the slower component in the first material is still 
further retarded as it passes through the second. 

Experiment 14. — Examine between crossed nicols a preparation of viscose 
rayon in which a number of fibers cross or overlie each other. Note that 
where the superposed fibers are more or less parallel, the polarization color 
is higher than that of either. Compare the retardation corresponding to a 
single fiber with that shown by two acting jointly. 

If, on the other hand, the two anisotropic materials are arranged 
so that the slower component vibrations in them are mutually 
perpendicular j the effect is that of a subtraction of their retarda- 
tions. One might consider that the faster component in the first 
material is preferentially retarded by passage through the second 
substance so that the slower component may tend to “ catch up 
with it. This is evidenced by a polarization color which is of 
lower order than that of one of the specimens, and which actually 
corresponds to a retardation numerically equivalent to the differ- 
ence of the retardations indicated by their individual polarization 
colors. 

Experiment 16. — Examine the preparation of viscose rayon, noting the 
polarization colors of the single fibers, and also of the places where two of 
them cross at approximately right angles. Observe that the retardation of 
one fiber is practically neutralized by that of . the other, so that little or no 
apparent double refraction results where they are thus superposed. 

Measurement of retardation is made approximately by com- 
parison of the polarization color with a chart but this involves 
recognizing the position of the color in the series of orders, and is 
open to the possibility of error. 

By the use of compensators the polarization color of the specimen 
is compared directly with a standard, and measurement of the 
retardation is much more accurate. The most useful type of 
compensator consists of a quartz wedge, cut so that its thickness 
and retardation vary uniformly, to give polarization colors of the 
first three or four orders. Ordinarily the slower component 
vibration in the quartz is crosswise of the wedge. As the quartz 
wedge is inserted between crossed nicols in the 45° position, 
the series of polarization colors is exhibited in successively in- 
creasing orders. The variable retardation of the wedge is super- 
posed upon that of any doubly refractive specimen which is also 
in the position of brightness under the microscope. If the direc- 
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tion of vibration of the slower component in the quartz wedge is 
perpendicular to that in the specimen, its retardation may be 
adjusted so as to compensate that of the specimen exactly. 

Experiment 16. — Insert a quartz wedge between crossed nicols, and observe 
the series of polarization colors which are produced by varying its thickness. 
Determine which is the thin end of the wedge, and note the direction of this 
slower component vibration as marked upon the mounting. 

Examine a preparation of doubly refractive material (ammonium dihy^ 
drogen phosphate or urea crystals, or viscose rayon) between crossed nicols, 
setting a well formed crystal or fiber in the position of maximum brightness 
and noting its polarization color. Now introduce the quartz wedge slowly, 
watching the changes of polarization color in the specimen selected. Follow 
the decrease in order of the polarization color of the specimen imtil a dark 
gray is produced, which marks the position of compensation. Notice that 
under these conditions the color in the field (which is due to the quartz wedge 
alone) is identical with that originally exhibited by the specimen. (If the 
polarization color of the specimen increases in order from the first insertion 
of the wedge, rotate the stage 90® and repeat the above operation, when 
compensation will be accomplished.) 

Compensation of retardation is possible only when the slow 
components in specimen and compensator vibrate perpendicular 
to each other. If they vibrate in the same plane, the retardations 
are added, and no exact determination can be made. 

When the specimen exhibits a very low order color, such as a 
1st order gray, compensation is dfficult because the end of the 
quartz wedge may not be thin enough to give the slight retarda- 
tion necessary, and the point of compensation may be passed as 
soon as the wedge is inserted. Special compensators are manu- 
factured for dealing with such cases; they may be provided with 
graduated scales for quantitative measurement of retardation 
through several orders.-^ 

Ordinarily the range of the quartz wedge does not extend beyond 
the fourth or fifth order at most, so that it is of no direct value 
in identifying higher order colors. However, it is usually possible 
to find some place in the specimen thin enough to give brilliant 
colors which come within the range of the compensator, and thus 
to distinguish between '' white of a high order and '' 1st order 
gray.” 

Recognition of the directions of vibration of the fast and slow 
components in an anisotropic material is made possible by the use 
Johannsen: op, oil. pp. 373-85. 

The Berek compensators of Leitz are particularly designed for this purpose. 
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of compensators. It is only necessary to orient the specimen in 
such a position with reference to the compensator that compensa- 
tion can be obtained. Since the direction of vibration of the 
slower component in the compensator is known, the direction of 
vibration of the slower component in the specimen must be 
perpendicular to it for compensation to be possible. 

Experiment 17. — Repeat the preceding experiment, testing a number of 
crystals or fibers by rotating the stage until they are in positions which permit 
the determination of the direction of vibration of the slower component, 
by comparison with that of the quartz wedge. 

Of the entire series of polarization colors, the greatest change 
in hue for a given variation in retardation occurs between the 
first and second orders. The purplish red located here is altered 
to blue by a very small increase in retardation, and to yellow if 
the retardation is slightly decreased; for this reason it is often 
called the “ sensitive tint.^^ A “ 1st order red ” plate^^ made of 
a layer of selenite of the proper thickness, is used as a compensator 
having fixed retardation. It may be applied, like the quartz 
wedge, to the determination of the orientation of the fast and slow 
components in specimens which give polarization colors of the 
lower first order. 

Experiment 18. — Insert a 1st order red ” plate between crossed nicols, 
and note its color in the position of brightness. Ascertain the direction of 
vibration of the slower component from the marking on the mounting of 
the plate. Examine a preparation of viscose rayon or recrystallized trisodium 
phosphate dodecahydrate between crossed nicols, without the compensator. 
Note the polarization color exhibited by a typical fiber or crystal, and es- 
timate, by comparison with a color chart, its position in the series and the 
corresponding numerical value of the retardation, as indicated on the chart. 

Now introduce the “ 1st order red ” plate, and observe the polarization 
color exhibited. Note whether it is of higher or lower order than the “ sensi- 
tive tint of the compensator. Rotate the stage 90°, and again note the 
position of the polarization color in the series. Decide whether there is 
addition or subtraction of retardation, in each case, and determine the direc- 
tion of the slower component in the fiber. Verify the fact that in one position 
the numerical retardation of the specimen is added to that of the compensator, 
and in the other position is subtra,cted from it. 

The '' 1st order red plate is also a very valuable means of 
detecting very low-order polarization colors such as would ordi- 

22 Also called sensitive tint,” “ sensitive violet,” gypsum,” selenite,” 
or unit retardation ” plate. 
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narily appear as a dark gray on the darker background of the 
field. By its use the specimen appears in contrasting blue or 
yellow on a red field, and its anisotropic character, however weak, 
is much more strikingly evident. In the positions corresponding 
to extinction, the specimen appears the color of the field, red. 

Experiment 19. — Examine a preparation of acetate rayon between 
crossed nicols, and note its dark 1st order gray polarization colors, which 
may be almost invisible. Insert the 1st order red ” plate, and notice that 
the fibers appear purple and orange against a red field. Determine the direc- 
tion of vibration of the slower component in the fibers. 

RecrystaUize butter by fusion and thorough cooKng, and examine with a 

1st order red ” plate. Compare its appearance with the polarization colors 
obtained by crossed nicols alone. (See also Experiment 11, c, page 346.) 

The location of the directions of vibration of the fast and slow 
components in any microscopic object may best be indicated on 
a drawing as shown in Figs. 118, 120, and 122. The specimen 
is first turned to the position of extinction, where its directions of 
vibration are parallel with those of the two nicols. These direc- 
tions are noted, and the one which corresponds to the vibration 
of the slower component is deternodned by means of a compensator. 
If different views of the same object are available, similar observa- 
tions should be made on each one, since the orientation of the 
vibration directions may not be the same. 

In the case of markedly elongated crystals, fibers, and objects 
of similar shape, the relative position of the fast and slow com- 
ponents is sometimes described in terms of the sign of elongation. 
A substance in which the slower component vibrates approxi- 
mately parallel to the long direction is said to exhibit positive 
(+) elongation. 

The absorption of light in a colored anisotropic substance may 
vary depending on the direction of vibration, just as does the 
refractive index in aU anisotropic materials. This phenomena 
is known as pleochroism, and is readily observed when present, 
by means of one nicol prism. 

Experiment 20. — Illuminate a colored anisotropic substance (viscose 
rayon dyed with Congo red, crystals of o-nitrophenol, azobenzene, iodoquinine 
sulphate, silver chromate, copper acetate, red ammonium picrate, or mag- 
nesium platinocyanide) with polarized light, and rotate either the nicol or 
the specimen. Note the color changes which take place, and the positions 
of the vibration direction of the illuminating beam for the two extremes of 
hue exhibited. Compare these positions with the two vibration directions 
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of the substance. The experiment may be repeated, illuminating with 
ordinary light, and using the analyzer to separate the two differently colored 
components. 

The pleochroic color changes exhibited by a substance may 
vary for diJfferent views of the specimen. If only two extremes 
of hue are noted, the substance is said to be dichroic; if three, 
trichroic. Pleochroism is best recorded by diagrams showing the 
directions of the differently colored vibrations in the substance. 
If the specimen is distinctly elongated, the sign of absorption 
may be used to express its color changes; if the light vibrating 
parallel to the long direction of the specimen is most strongly 
absorbed (darker color) the absorption is said to be positive (+). 

It should be borne in mind that the absorption color of the 
substance may be superposed upon its polarization color, rendering 
diflacult the recognition of “ order and even concealing double 
refraction completely if the specimen is intensely colored. 

Optically Rotatory Material. — Certain substances possess the 
property of rotating the plane of vibration of polarized light which 
passes through them, the amount of angular rotation being pro- 
portional to the thickness of the layer traversed. This phenom- 
enon of optical activity is not confined to liquids but is possessed 
by many inorganic and organic crystals as well. Certain sub- 
stances are optically active in solution but not in the solid state, 
and vice versa; in some cases both crystals and liquid are optically 
rotatory .2^ 

The rotatory effect may be manifest in isotropic material, or 
in substances which also exhibit double refraction. It is not 
ordinarily appreciable in microscopic crystals, but may be observ- 
able if their thickness is exceptionally great. 

Experiment 21. — Examine a large transparent crystal ( > 2 mm. thick) 
of sodium chlorate between crossed nicols, under low magnification. Note 
that the crystal appears light on the dark field, and that no extinction is 
observed as the stage is rotated. Turn one of the nicols to the right or the 
left, until the crystal appears dark. Complete darkness will not be obtained, 
on account of the different angular rotation for light of different colors. 

Interference Figures. — The foregoing properties of anisotropic 
material may be observed with a relatively simple polarizing 
microscope, and will be found adequate for many investigations. 

23 Tutton: op. dt Chap. L. 
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However, the more properties which can be ascertained, the more 
positive the identification of materials, and the differentiation of 
them from similar substances. Observation of the optical prop- 
erties of anisotropic substances by means of interference figures 
permits the determination of a number of additional character- 
istics, which are particularly useful in the study of crystals lacking 
distinctive external form. 

Optical Origin of Interference Figures. — For a given thickness 
of doubly refractive material, the retardation varies depending 
on the direction in which the light is traveling through the sub- 
stance (page 281). Directions in which there is no retardation 
or extinction are known as optic axes; either one or two such 
directions are possible. 

Experiment 22. — Using a very low magnification, or no lenses whatsoever, 
examine a thick piece of colorless mica ( > 0.5 mm.) between crossed nicols, 
tilting it in ail possible directions and noting the wide range of polarization 
colors produced. 

Instead of attempting to study all the variations in retardation 
in different directions through the specimen, from a series of 
separate observations, it is much easier to observe them simul- 
taneously. This is accomplished by means of conoscopic observa- 
tion between crossed nicols. By examining a lens aperture instead 
of an image plane, it is possible to see in the center of that aperture 
the optical phenomena corresponding to light traveling parallel 
to the axis of the system, while at the edges of the aperture 
the effect of oblique light may be observed (c/. Fig. 3). Such a 
pattern, summarizing the polarization colors for light traveling 
through a doubly refractive material in all possible directions 
within the angular cone of the optical system, is called an 
interference figure. 

Methods of observing interference figures are based on observa- 
tion of the aperture of the objective, either directly, or by means 
of a second compound microscope, or as it is imaged at the eye- 
point. In any case, the angular cone of directions included in 
the interference figure is limited by the angular aperture of the 
condenser and of the objective. 

Lasaulx’ method consists of removing the eyepiece and looking 
directly at the back of the objective, the nicols being crossed. 

Experiment 23. — Place a rather thick sheet of mica ( > 0.5 mm.) in the 
position of brightness between crossed nicols, using an 8-mm. objective. 
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Remove the eyepiece, and observe the interference figure in the back aperture 
of the objective. If the aperture is not filled with light, employ the concave 
mirror, or use a condenser above the polarizer. 

Repeat the observation with an objective of lower aperture (16-inm.) 
and with one of higher aperture (4-nim.), noting the amount of the interfer- 
ence figure included in each case. If the condenser is provided with a dia- 
phragm, vary its opening and notice the effect on the extent of the figure. 

Lasaulx' method gives small but sharply defined interference 
figures, and requires no auxiliary lenses. Directions in the figure 
are not inverted, and correspond to the actual directions in the 
object (not to those in the microscopic image). 

Bertrand’s method utilizes an auxiliary lens below the eyepiece, 
which functions as the objective of low-power compound micro- 
scope (Fig. 111). This second microscope system, consisting of 
Bertrand lens and eyepiece, is focused on the back focal plane 
of the objective by moving the draw-tube, and gives an enlarged 
image of its aperture A 2 . 

Experiment 24. — Examine the piece of mica as above, using a microscope 
with a Bertrand lens below the eyepiece. Focus the secondary microscope 
system by moving the draw-tube, until the interference figure appears as 
sharply defined as possible. 

The use of the Bertrand lens gives an enlarged interference 
figure, but with some loss of sharpness. It permits the use of 
crosshairs and scales in the eyepiece. Directions in the inter- 
ference figure are reversed with reference to their actual position 
in the object, but are not reversed as regards the microscopic 
image. 

Klein’s method. — The interference figure is observed by 
examining the eyepoint of the microscope, either with the naked 
eye, or better, with a low-power magnifier. 

Experiment 26. — Study the interference figure of the piece of mica used 
above, by observing it at the eyepoint. 

Directions in the interference figure are reversed with respect 
to the object, but not with respect to its microscopic image. 

Special methods for observing the interference figures of small 
particles are very important in the examination of microscopic 
crystals.^^ They usually depend on the introduction of an 


24 Johannsen: op. dt p. 452. 
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auxiliary field diaphragm in the microscope, which serves to 



Fig, 111. Field and Aperture Diaphragms 
in the Conoscopie Observation of Inter- 
ference Figures by Bertrand's Method. 


25 Wright: op, cU. p. 59. Apparatus 
Optical Co. 


screen off all light except 
that from the part of the 
field occupied by the single 
cry’-stal under observation. 

Most of the larger crystal- 
lographic microscopes are 
provided with a diaphragm 
(F 2 , Fig. Ill) to vary the 
aperture of the Bertrand lens. 
This may be closed to limit 
the field of the microscope 
in conoscopie observation, 
and also serves to increase 
the sharpness of the inter- 
ference figures. 

If Lasaulx^ method is 
used, a low-power magnifier 
mounted above an adjust- 
able diaphragm consisting of 
two crossed slits is used in 
place of the eyepiece^^ (Fig. 
23, W). This lens serves as 
an eyepiece and permits the 
desired particle to be centered 
and the diaphragm to be 
closed until it alone is visible 
in the field. The magnifier 
is then removed, and the 
eye placed close to the dia- 
phragm, the interference fig- 
ure being observed at the 
back aperture of the objec- 
tive. 

Any observation of inter- 
ference figures of small grains 
of material necessitates an ac- 
curately centered stage, and 
obtainable from Bausch & Lomb 
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very careful adjustment of the specimen in the exact center of 
the field. If an auxiliary diaphragm is used, it should be closed 
enough to insure the absence of any extraneous effects from ad- 
jacent material, without too greatly decreasing the brightness 
of the figure. 

Interference figures as actually obtained from microscopic 
crystals are much less perfectly defined than the ideal types 
commonly pictured. Considerable practice is necessary in order 
to recognize the characteristics of interference figures which are 
faint or unsymmetrical, or which represent only a slight degree 
of retardation. 

Phenomena Observed in Interference Figures. — The fact 
that an interference figure summarizes more or less completely 
the directional optical properties of the specimen renders a 
number of additional phenomena apparent. As the light travels 
through the material in nearly all directions, the variation of 
retardation is clearly revealed, and the optic axes, in the direction 
of which the retardation is zero, are indicated. It is thus possible 
to ascertain whether an anisotropic substance possesses one or 
two optic axes, and to determine other characteristics of its 
double refraction. 

Uniaxial substances have one optic axis, along which light travels 
with no evidence of double refraction. If they are examined 
with light which passes through them in this direction only, 
they appear isotropic. In other directions extinction and colors 
are exhibited. 

Experiment 26. — Recrystallize cadmium iodide or nickel sulphate from 
water, or iodoform from xylene, and examine the flat crystals with a 32-mm. 
objective, between crossed nicols. Note that they appear almost as dark as 
the field. Tilt the slide, or locate some crystals which are iriciined, and note 
the polarization colors and extinction which are produced. 

Select a large isolated crystal which is lying flat on the slide, and observe 
its interference figure, using a 4-mm. objective, and convergent light from 
a condenser above the polarizer. Note particularly the position and shape 
of the black brushes uniaxial cross and the concentric rings of polariza- 
tion colors in increasing order outward. 

The center portion of the interference figure (0, Fig. 112) 
represents light traveling parallel to the axis of the microscope; 
it is isotropic, because the optic axis of the crystal is parallel to 
this direction. The arms of the cross, which are parallel to the 
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planes of the two nicols, P, A, represent light traveling obliquely 
through the substance but vibrating parallel to these planes, 
and correspond to the four positions of extinction. The con- 
centric zones of color, increasing in order as the obliquity of the 
light is increased, correspond to the positions of brightness. The 
greater the double refraction or the thickness of the specimen, 
the more orders are represented in its interference figure. 

Uniaxial substances are characterized by interference figures 
of the above type. Even if the specimen is oriented so that its 
optic axis is markedly inclined to the axis of the microscope, the 
straight black brushes are visible successively on rotation, and 
from them the position of the optic axis may be inferred even if 
it falls somewhat outside the angular cone of the objective. 

Experiment 27. — Examine the interference figures of several different 
crystal grains of thymol, p-bromphenol, or sodium nitrate, as prepared from 
fusion. Choose crystals large enough for only one of them to be included 
within the field of the objective. Note all the various appearances of partial 
interference figures, corresponding to different orientations of the grains, 
and locate the direction of the optic axis in each. 

Examine similarly the interference figures of any of the following sub- 
stances recrystallized from solvents: sodium nitrate, potassium trinitride, 
tetramethyl (or ethyl) ammonium iodide, thymol. Locate the direction of 
the optic axis in the interference figure, and in the object itself, bearing in 
mind that the microscope reverses the image of the object, and that the 
directions in the interference figure are also reversed if Bertrand's or Klein's 
method is used. 

If a specimen of a uniaxial substance is so oriented that its 
optic axis is nearly perpendicular to the axis of the microscope, 
a characteristic interference figure will rarely be obtained. The 
direction of the optic axis may be recognized by the lower order 
colors in the quadrants in which it comes nearest to being included 
in the figure. 

Experiment 28. — Examine the interference figure of crystals of ammonium 
dihydrogen phosphate or urea which are lying flat on the slide so their optic 
axes are horizontal. Note the direction of the optic axis, which is parallel 
to the long direction of the ciystals. 

The sign of double refraction of uniaxial substances depends 
on the relative velocities of the components vibrating parallel 
and perpendicular to the optic axis. The component vibrating 
perpendicular to the optic axis is called the ordinary ray, and its 
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index of refraction is designated oj. The component vibrating 
in the plane of the optic axis is called the extraordinary ray; 
its refractive index varies, depending on its direction of trans- 
mission, between co and some other extreme value designated 6.^® 


The two refractive indices, w and €, 
are constants for the substance. If 
e > CO, the material is said to be 
optically positive (+), and if co > e, 
optically negative (-). 

The determination of positive or 
negative character of double refrac- 
tion may be made in various ways. 

If the two refractive indices, co and 
€, have been determined (page 377) 
they need merely be compared. If 
the direction of the optic axis is 
known (as in the case of hexagonal 
and tetragonal crystals) the relative 
velocities of co and e may be deter- 
mined by compensators. 

Experiment 29. — Ascertain the direction 
of vibration of the slower component in Fig. 112. Path of Rays in the 
crystals of ammonium dihydrogen phos- Formation of a Uniaxial Inter- 

phate, by means of the quartz wedge (cf. ference Figure. 

Experiment 16). The optic axis is length- 
wise of the crystals (cf. Experiment 28). Determine the sign of double refrac- 
tion of the material. 



Except in the cases where the symmetry of the material defi- 
nitely indicates it to be in a crystal system which is uniaxial 
(tetragonal and hexagonal systems), an interference figure is 
necessary to prove its uniaxial character, on which the deter- 
mination of the sign of its double refraction is based. The optic 
axis should be included in the interference figure, or fall just 
outside its angular cone. 

In determining the sign of double refraction from the inter- 
ference figure, it should be borne in mind that the components 

^ For example, the refractive indices of sodium nitrate are to = 1.587, 
€ = 1.336 but if the crystal lies on a rhombohedron face (Fig. 116) the light 
travels through it in a direction which is not perpendicular to the optic axis, 
and the values to = 1.587 and e' = 1.455 are exhibited. 
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■which vibrate “ radially ” in the figure are vibrating in the plane 
of the optic axis, and that the components which -vibrate “ tan- 
gentially” in the figure correspond to vibrations perpendicular 
to the optic a-iris (Fig. 112). The use of a compensator will then 
enable the relative velocities of the two components to be de- 
termined. 

If the interference figure exhibits more than one order of 
polarization colors the quartz wedge is preferable as a compensator. 

Experiment 30. — Examine the interference figures of any of the uniaxial 
substances employed in the proceding experiments, studying first a crystal 
which shows the optic axis parallel to the axis of the microscope (sodium 
nitrate, from the melt, or iodoform). Insert the quartz wedge, and note that 
as its retardation is increased, the concentric orders of polarization colors in 
the figure move inward (increase) in two opposite quadrants, and outward 
(decrease) in the other two quadrants. Knowing the direction of vibration 
of the slower component in the wedge, determine in which quadrants the 
slower component in the figure is parallel to it, and whether this slower 
component vibrates tangentially or radially. From the above information, 
decide the sign of double refraction. 

Practice similar determinations on interference figures in which the optic 
axis is inclined. 




Fig. 113. Positive and Negative Uniaxial Interference Figures. 

Directions of vibration of slow components indicated by arrows, c, c, 
quadrants in which compensation occurs, o, optic axis. 

The appearance of the above tests may be fixed in the memory 
by the following scheme: in the case of an optically positive 
substance, the quadrants c, c, in which compensation occurs (colors 
move outward) are crosswise of the slower component in the 
quartz wedge, making a + sign (Fig. 113). 

If only the first order of colors is visible in the interference 
figure, due to weak double refraction or a very thin specimen, 
the 1st order red ” plate is preferable as a compensator. 
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Experiment 31. — Repeat the preceding experiment, using a 1st order 
red plate, and noting the quadrants in which compensation occurs, as evi- 
denced by patches of yellow near the point of intersection of the arms of the 
cross. Note that in the other quadrants patches of blue are seen, indicating 
that the slow component in the specimen is parallel to that in the compensator. 
Following the reasoning used above, determine the sign of double refraction 
of the specimen. 

The test with the 1st order red plate may be remembered 
by bearing in mind that in an optically positive specimen the 
quadrants c, c, in which compensation occurs (marked by yellow) 
make a + sign with the direction of vibration of the slower 
component in the plate (Fig. 113). 

Biaxial substances possess two optic axes, along which light 
travels without suffering retardation, and without exhibiting the 
phenomenon of extinction. In other directions the usual properties 
of doubly refractive materials are observable. The recognition 
of biaxial character and its differentiation from uniaxial character 
is of importance in identification of materials, since all anisotropic 
substances fall into one or the other of these two classes. Inter- 
ference figures are almost essential for this purpose, and furnish 
further details regarding biaxial materials. 

Experiment 32. — Examine the interference figure of a sheet of mica 
( > 0.5 mm. thick), using a 4-mm. objective and convergent polarized light. 
Place the specimen in the position of maximum brightness, and note the two 
dark hyperbolas which are partially included in opposite quadrants of the 
interference figure. Rotate the stage, and observe the opening and closing 
of the dark brushes,’^ and the fact that the direction represented by the 
apex of each hyperbola remains dark throughout an entire revolution. Notice 
that the retardation increases in all directions away from the apex of each 
hyperbola, giving curved zones of color in increasing order. 

Study similarly the interference figures of recrystallized silver nitrate, boric 
acid, cane sugar, ammonium persulphate, ammonium thiocyanate, potassium 
bioxalate, mandelic acid, malonic acid. 

The typical biaxial interference figure includes dark brushes, 
hyperbolic in shape in the position of brightness (Fig. 114), and 
forming a cross if the specimen is rotated to the position of ex- 
tinction. The opening and closing of the brusTies, and their 
changing curvature, are characteristic points of difference from 
a uniaxial interference figure. The apex of each hyperbola o, o, 
corresponds to the direction of one of the optic axes, and along 
these directions light travels with no apparent double refraction. 
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Outward from the directions of the two optic axes the retardation 
increases, giving rise to successive curved zones of polarization 
colors. 

The plane of the optic axes is easily recognized, since it is 
determined by their two directions, and passes vertically through 
a line connecting the apexes of the hyperbolas. The angle which 
the optic axes make with each other in this plane varies with the 
substance and is an important constant of it; the optic axial 
angle is designated 2 V. The acute angle is measured quantita- 
tively, and must be recognized if the sign of double refraction is 
to be determined from the interference figure; the direction which 
bisects this angle is called the acute bisectrix (Bxa). 



Fig. 114. Positive and Negative Biaxial Interference Figures. 

Directions of vibration of slow components indicated by arrows, c, c, 
quadrants in which compensation occurs, o, o, optic axes. Bxa, acute 
bisectrix. 

If the specimen is so oriented that the acute bisectrix is not 
parallel to the axis of the microscope, the observation of the 
interference figure becomes difficult, and care must be taken to 
avoid wrong interpretations. At least one of the optic axes 
should appear in the figure, if possible. 

Experiment 33. RecrystaUize sulphonal, salol, or w-bromnitrobenzene 
from the melt, in a thin film beneath a cover-glass, and examine the inter- 
ference figures of a number of crystal grains in various orientations. Practice 
locating the optic axes and the acute bisectrLx. 

Dispersion of the optic axes results in their being oriented in 
different directions for different colors. Ordinarily this is mani- 
fest with white light as a tinge of color on either side of the black 
hyperbola as it passes through the optic axis. If the '' brush ” 




BIAXIAL SUBSTANCES 


297 


is bluish on its concave side, and reddish on its convex side, the 
optic axial angle for red light is greater than that for violet; 
this is expressed as p > u or r > w. Various other types of disper- 
sion are possible, but are less easily recognized in microscopic 
specimens. 

Experiment 34. — Examine the interference figures of the following, noting 
the character of the dispersion of the axial angle: p-dichlorobenzene (from 
melt), ammonium thiocyanate, borax. 

Recognition of the direction of the acute bisectrix is necessary 
if the sign of double refraction is to be determined. If both optic 
axes are visible in the interference figure, this is a simple matter; 
if one optic axis and hyperbola are visible, the acute bisectrix is 
located outside the curve of the hyperbola. If neither is visible, 
it is not easy to tell whether the acute or the obtuse bisectrix 
(Bxo) is nearest the axis of the microscope, and a wrong deter- 
mination of the sign of double refraction may be made.^^ 

In ascertaining the sign of double refraction of biaxial sub- 
stances the plane of the optic axes and the direction of the acute 
bisectrix must be determined from an interference figure. By 
means of a compensator, used in connection with the figure or 
with the actual image of the specimen, the direction of vibration 
of the slower component in the material is located. If the slower 
component of light traveling along the acute bisectrix vibrates 
crosswise of the plane of the optic axes, the double refraction is 
said to be positive. This may be kept in mind by noting that the 
plane of the optic axes is transverse of the slower component, 
making a + sign (Fig. 114). If these planes are parallel, the 
double refraction is negative If the light is traveling parallel 
to the ohtuse bisectrix, the apparent sign of double refraction, as 
determined by the above rule, is reversed. 

If light travels through an optically positive biaxial substance 
perpendicular to the plane of the optic axes, the slower component 
will vibrate parallel to the acute bisectrix. This might be re- 
garded as analogous to the behavior in an optically positive 
uniaxial substance which corresponds to the limiting case, 
2 7 == 0 (c/. Figs. 113 and 114). 

Experiment 36. — Examine several biaxial interference figures, in different 
orientations, testing the direction of vibration of the slower component along 

See also Winchell: Elements of Optical Mineralogy j Part I (1928, p. 189). 
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the acute bisectrix, by means of a quartz wedge, and by a “ 1st order red ” 
plate. 

Measurement of the optic axial angle may be made approxi- 
mately, by means of interference figures. The angle 2 V cannot 
be conveniently measured directly by means of the microscope, 
but the equivalent angle in air, 2 E, can be estimated and from 
it the axial angle in the specimen can be computed from the 
formula, 


n 

where n is the refractive index for fight traveling along an optic 
axis. The refractive index need not be known exactly, since 2 E 
cannot be estimated with great accuracy. If the two optic axes 
are just included on opposite sides of the interference figure, 
2 jE is slightly less than the angular aperture of the objective. 
By using different objectives, of known angular apertures, 2 E may 
be estimated to a few degrees. It is convenient to have a table 
of the angular aperture of each objective, and of the equivalent 
values of 2 V for substances of refractive index 1.5 and 1.6. 

Experiment 36. — Examine the interference figure of mica or ammonium 
sulphate, noting that 2 E is slightly less than the angular aperture of a 4-mm. 
objective and greater than that of an S-mm. objective. Similarly examine 
the interference figure of silver nitrate, the optic axial angle of which is 
somewhat larger. 

Either 2 F or 2 S is used as an approximate numerical charac- 
teristic of doubly refractive material, but the former is preferable 
if the refractive index is roughly known. If 2 E is much larger 
than 130° (2 F, 60-75°) both optic axes cannot be visible in 
the interference figure as viewed with a dry objective. If 2 F 
is nearly 90°, recognition of the acute bisectrix is not easy, and 
the sign of double refraction may be misinterpreted. lf2E = 90°, 
the substance is neither optically positive nor negative. 

The optic axial angle may also be estimated from the curvature 
of the hyperbolas, when only one optic axis is visible in the 
interference figure. If the black brushes are sharply curved, 
2 F is small; if they are nearly straight, 2 F approaches 90°.2s 

When Bertrand's method is used for determination of the optic 

28 Winchell: op. at. p. 176-7. 
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axial angle, a micrometer eyepiece may be used to measure the 
distance 2 D between the optic axes in the interference figure, and 
thus to determine 2 E from the formula, D = K sin E, where K 
is a constant^® for the combination of lenses used which may be 
determined by means of one or more specimens for which 2 E 
is known.®® 

Experiment 37. — Estimate the optic axial angle of the following sub- 
stances (arranged in order of increasing 2 V) : boric acid, lactose, urea nitrate, 
ammonium persulphate, potassium bioxalate, borax, ammonium sulphate, 
sucrose, silver nitrate, mandelic acid, sodium thiosulphate pentahydrate. 

The relationship between sign of double refraction and refrac- 
tive indices has already been mentioned in connection with 
uniaxial substances (page 292). The refractive index ca is observ- 
able for one of the two components, whatever the position of the 
specimen. If the light is traveling along the optic axis, the refrac- 
tive index is that of the ordinary ray. The refractive index e 
varies as the direction in which the light travels is more nearly 
perpendicular to the optic axis, and its highest or lowest value 
is observed when the light is traveling perpendicular to the optic 
axis and vibrating parallel to it. The magnitude of the maximum 
double refraction is expressed numerically as the difference between 
the refractive indices € — co; if € > w, it is positive (+)• 

In the case of biaxial substances, three characteristic refractive 
indices may be observed if all possible orientations are available. 
The highest refractive index for any component vibration is 
designated y; the lowest, a. The refractive index for light travel- 
ing along an optic axis, whatever its direction of vibration, is 
constant and is designated as jS. The maximum and minimum 
refractive indices are exhibited by the specimen if it is in such a 
position that the light travels perpendicular to the plane of the 
optic axes. The direction of vibration of the fastest ray, having 
the refractive index a, is often referred to as the X axis of elas- 
ticity; the Y and Z axes are the directions of vibration for the 
refractive indices P and y, respectively. 

The sign of double refraction is dependent on the relative values 

^ Mallard^s constant. Johannsen: op. at. p. 467. 

® Ammonium sulphate, having 2 E = 84° 6', is suggested as a con- 
venient standard for this purpose, by Fairbanks: Amer. Mineral. 11, 250 (1926). 
2 V and 2 ^ of a number of common chemical substances are tabulated by 
Tutton: Crystallography (1922), Vol. 2, p. 1057. 
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of the different refractive 



indices; if (y — jS) > (0 — a)? it is 
positive (+). The numerical value 
of the double refraction of the sub- 
stance is expressed as 7 — a. 

The optical orientation of a sub- 
stance is the arrangement of the 
various significant optical directions 
in it, with reference to its external 
form and structure. In the case of 
crystals, the orientation is usually 
described with respect to the crystal- 
lographic axes and prominent faces. 
The directions of vibration of the 
components in the specimen (axes of 



Fig. 116 . Symmetrical Extinction. The 
vibration directions have the same ang- 
ular location, irrespective of the distor- 
tion of the crystal. 


elasticity) should be ascertained, by 
observing its position of extinction. 
If the object extinguishes when its 
long direction is parallel to the plane 
of either nicol, it is said to have par- 
allel extinction (Figs. 115, b; 118). 
Specimens in which the vibration 
directions are arranged symmetri- 

Fia 115. Betovior of Crystals ^ shown in Fig. 116 Me ^id 

between Crossed Nicol Prisms. exhibit S]ymnietncal extinction, 

a — optically isotropic. '^l^ch in crystals may be regarded 
b — optically anisotropic, par- as a Special case of parallel extinc- 
allel extinction. tion. If the directions of vibration 

c — optically anisotropic, ob- oriented in the substance that 

^ extmction occurs when its long direc- 

tion is oblique to either nicol, it is said to show oblique or in- 


M 
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clined extinction (Fig. 115, c). The extinction angle is the angle 
between a prominent direction (usually the long axis) of the speci- 
men and the plane of vibration of the nearer of the two compo- 
nents. The maximum value is therefore 45®, and the minimum 0® 
(parallel extinction) . 

Obviously, verbal descriptions are unreliable except in the case 
of materials which consistently show well defined elongation in 
the same direction. In any case, one or more drawings are almost 
indispensable in presenting an adequate and intelligible record 
which cannot be misinterpreted (Fig. 122). The direction of the 
optic axis or axes and of the acute bisectrix, the planes of vibration 
of the fast and slow components for each of the three principal 
views of the specimen, and the refractive indices for each of these 
components, together with the absorption for each (pleochroism) 
should also be indicated, preferably by means of drawing (Figs. 
120 , 121 ). 

The influence of external form on the observation of optical 
properties may sometimes be so serious as to prohibit adequate 
study, or vitiate any conclusions which may be drawn. The 
polarization of light by reflection, refraction, and diffraction at 
a surface becomes marked when the material is finely divided, 
and fine powders (such as pigments) may appear bright between 
crossed nicols, even if they are actually isotropic. However, 
individual grains will not exhibit extinction at 90® intervals, 
and the surface effects which render them visible may be eliminated 
by mounting in a medium of their own refractive index. 

Optical anisotropy and its attendant phenomena cannot be 
readily observed if the specimen is too small. Only very strong 
double refraction can be detected if minute particles are under 
investigation ; the polarization colors of weakly birefringent sub- 
stances are of such a low 1st order gray as to be undetectable 
except in fairly thick layers of material. Color, refractive index, 
double refraction, and possibly the hues of pleochroism, may be 
the only optical properties observable on very tiny grains. Elon- 
gated particles may also permit the determination of their sign 
of elongation and absorption, and their extinction angles; very 
thin needles or filaments, even if of considerable length, may 
exhibit no more than these phenomena. 

If the specimen is highly colored, or turbid, or has a very rough 
or fissured surface, it may be so opaque as to prevent light from 
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passing through it, and hence its double refraction will be masked. 
If its refractive index is so high that its outlines are heavily shaded, 
only the portion which transmits light can be studied; minute 
grains, fine needles, or crystals of certain shapes may for this 
reason appear almost opaque. Immersion in a liquid of the proper 
index of refraction will eliminate the shadows and permit the 
observation of double refraction in all parts of the specimen. 
The shape of the object may affect the study of its interference 
figure by causing internal reflections and refractions which give 
rise to anomalous appearances. Mounting in the proper medium 
will minimize this difficulty. 

The orientation of the material under examination is frequently 
limited by its shape, so that only one or two views are presented 
under ordinary circumstances. For instance, observations of the 
interference figures of fibers necessitate end views, which are not 
obtainable except from prepared cross-sections. Many substances 
crystallize in such shapes that all the crystals lie in the same 
position on the slide; end views of needles and prisms or edge 
views of plates are difficult to obtain, yet such views may be essen- 
tial if interference figures are sought. It should never be assumed 
that all possible orientations have been observed, simply because 
the arrangement of the particles was left to chance. In many 
cases considerable search and special precautions are necessary 
to study the material in other than its “ preferred '' position. 
If different views are actually presented, it. should be possible to 
recognize their relationship from their external form (Fig. 122). 

Small crystals, or adjacent grains which have separated from 
the melt, may require special methods for the observation of 
their interference figures (page 289). 

THE RELATION OF OPTICAL PROPERTIES TO STRUCTURE 

The study of the optical properties of materials is particularly 
fruitful as a means of investigating their internal structure, since 
the specimen is studied directly, in its unaltered state, and is not 
dissolved or otherwise subjected to treatment which introduces 
various extraneous factors. The qualitative and quantitative 
observations which are made reveal properties which are, as 
combined, characteristic of the material. They may vary some- 
what with variations in structure and composition, and thus serve 
to detect slight differences in chemical properties. 
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Such examinations are particularly valuable in the study of 
non-homogeneous specimens and mixtures, since very markedly 
contrasting optical characteristics may exist when chemical 
properties are almost indistinguishable. 

Amorphous materials, such as gases, true solutions, melts, and 
supercooled liquids, possess no orderly internal structure and are 
optically alike in all directions. Consequently they are isotropic, 
and refractive index, dispersion, and color are their only dis- 
tinctive optical properties. If they are subjected to stress, 
double refraction results if the internal strain is not relieved. 
The magnitude of this strain double refraction is a measure of 
the stress; and its sign, of the tensile or compressive character 
of the force acting, (page 198). 

In the process of recrystallization of material from the melt, 
supercooling may result, with marked strain double refraction, 
and the crystals formed may also exhibit anomalous anisotropic 
character due to stresses developed in cooling after solidification.®^ 

Pseudo-amorphous materials,®® such as colloidal suspensions, 
gels, and aggregates of ultramicroscopic micellae, behave as truly 
amorphous materials if the orientation of their constituent struc- 
tures is wholly random. However, the action of colloidal sus- 
pensions in polarizing the light which they scatter should be borne 
in mind (page 230). If conditions such as applied stress or other 
forces tend to produce systematic arrangement of the structure, 
doubly refractive character results.®^ 

In such a heterogeneous system, the transparency depends on 
the particle-size and refractive index of the dispersed phase. 
If the structure is practically ultramicroscopic and no great differ- 
ence exists between the refractive indices of the different constitu- 
ents, the specimen will be highly transparent. In the case of an 
aggregate of elongated or plate-hke particles which consist of 
isotropic material, suspended in an isotropic medium, any sys- 

Microscope slides which have been heated and cooled in the course of 
crystallization procedures may acquire marked double refraction due to 
strain, and thus interfere with the observation of faint anisotropic character 
in material resting upon them. 

32 Deodhar and Deodhar: Phys. Rev. 22, 405 (1923). 

33 Priedel: Alexander's Colloid Chemistry, 1 (1926), p. 102. 

3^ The various optical properties of anisotropic pseudo-amorphous materials 
are very fully discussed by Ambronn and Frey: op. cit., Teil IL 

See also Frey: KoUoidchem. Beihefte 20, 208-43 (1924). 
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tematic arrangement of the particles renders the system optically 
anisotropic. This phenomenon is known as rod or plate double 
refraction. It disappears if the system is rendered perfectly opti- 
cally homogeneous, by permeation with a liquid of the proper re- 
fractive index, and its positive or negative character is dependent 
only upon the arrangement of the particles and not on whether 
their refractive index is above or below that of the surrounding 
medium. 

Rod or plate double refraction is shown by certain sols, especi- 
ally if the particles are oriented by flow in the liquid (streaming 
anisotropy, page 231); the fine structures of diatoms may also 
exhibit it. 

Aggregates of anisotropic particles will not exhibit double 
refraction unless these particles are arranged in some systematic 
manner, so that their effects are cumulative. Otherwise the 
anisotropy of each tends to compensate that of the others, and 
an isotropic system results. In either case, in order that the 
system shall be sufliciently transparent for its optical properties 
to be observable, it is of course necessary that the particles should 
be in optical contact, or surrounded by a medium of refractive 
index near their own. The double refraction of many substances 
which are commonly regarded as amorphous is due to a more or 
less systematic arrangement of large molecules or submicroscopic 
crystals. In some instances rod or plate double refraction is 
superposed upon this. 

Pleochroism is sometimes exhibited in oriented aggregates; 
it is either due to the adsorption of dyes on the surfaces of material 
showing rod or plate double refraction, or to the systematic 
orientation of particles which are naturally pleochroic.^^ 

Practically all the observations which can be made by means of 
the polarizing microscope are applicable in the study of oriented 
aggregates, and investigations of materials which are not obviously 
crystalline should nevertheless always include an examination 
between crossed nicols. 

Perhaps the most extensive and promising field of application 

Gaubert: Compies rendua 149, 1004. 

Schmidt: Mikrokosmos 17, 113 (1923'4). 

Steidler: Mihrodiemie 2, 146 (1924). 

Frey: Zeits. vdss, Mikros. 42, 421 (1925); Naturmss. 13, 403 (1925). 

Ambronn and Frey: op, cit,^ pp. 176-185. 
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of the polarizing microscope, apart from the study of crystals, 
is in the investigation of plant and animal tissues. Characteristics, 
structures, and variations which are otherwise imperceptible 
are revealed without any alteration of the specimen, and may 
be observed even in living matter.^® In addition to their impor- 
tance in histology, examinations of such materials with polarized 
light are of direct interest to the chemist. Animal and vegetable 
textile fibers are all more or less doubly refractive, being essentially 
oriented aggregates of anisotropic micellae.^^ Not only is the 
polarizing microscope of value for purposes of identification^ 
or differentiation between closely similar fibers,^® but it also fur- 
nishes an excellent method of revealing strains and structural 
features such as irregular cross-sections,^° the nodes and disloca- 
tions of flax and hemp,^^ or the spiral arrangement of the micellae 
in cotton and other fibers.'^^ 

Double refraction is particularly significant in the study of 
natural and artificial fibers of cellulose, for it serves to indicate 
the treatment they have undergone, and affords a means of follow- 
ing its progress. The specific details of the process to which the 
cellulose has been subjected in the manufacture of a given variety 
of rayon affect its optical character, probably because of a greater 
or less completeness of orientation of cellulose micellae in the co- 

An exhaustive summary of the properties of a great variety of animal 
tissues imder the polarizing microscope is given by W. J. Schmidt: Die 
Bausteine des Tierkorpers (F. Cohen, Bonn, 1924), 528 pp. See also: 

Valentin: Die Untersuchung der PjUinzen- und der Thiergewebe in 
polarisierten lAchte (Engelmann, Leipzig, 1861), 312 pp. 

Ambronn: Anleitung zur Benutzung des Polarisations-mikroskops hei 
histologischen Untersuchungen (Leipzig, 1892), 59 pp. 

Schmidt: Zeits, wiss. Mikros. 40, 97 (1923); 42, 313 (1925). 

Krause: EnzyclopUdie der mikroskopischen Technikt Vol. Ill (1927), 
pp. 1931-38. 

Frey: Protoplasma 4, 139-54 (1928). 

Schmidt: Naturwiss. 16, 900-6 (1928). 

^ Katz: Hess, Chemie der Cellulose (Leipzig, 1928), p. 605. 

38 Kruger: Chim. et Ind. 10, 126 (1923). 

Mathews: Textile Fibers (1924), p. 337. 

3* A. Herzog: Die Unterschiedung der Flacks und Hanffaser (Berlin, 1926), 
pp. 52-55; Die mikroskopische Untersuchung der Seide mid der Kunstseide 
(Berlin, 1924), pp. 61-70. 

^ Harrison: Proc, Roy. Soc. Lond. 94 A, 460 (1917-8). 

Ambronn: Kolloid Zeits. 36, 119-31 (1925). 

® Frey: Kolloidckem. Beihefte 23, 40-50 (1926). 
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agulation and spinning operations.^® Nitrocellulose varies in 
double refraction, depending on its degree of nitration, and the 
sign of elongation changes from + to — at slightly less than 
12 per cent nitrogen,^ which is in the middle of the range of 
commercial practice. Non-uniformity of nitration, and the pres- 
ence of ungelatinized fibers in solutions can be easily detected. 
Celluloid, cellophane, and cellulose acetate exhibit significant 
differences depending on their previous treatment. 

The effect of mercerization on cotton is well defined under the 
polarizing microscope.'^^ 

The double refraction of collagen fibers in skins is similarly 
changed by tanning with certain materials^® but not with others. 

Starch grains, which exhibit a black cross with polarized light, 
have been thought to owe their anisotropic character to the 
concentric layers of isotropic material (a special case of plate 
double refraction) but it has recently been shown^® that they are 
actually made up of radiating crystals in the form of spherulites 
(page 339). The destruction of the anisotropic character is a 
very sensitive means of recognizing the gelatinization tempera- 
ture^® of the individual grains. 

The structure of the cell walls of wood and the arrangement of 
the micellae in them has been studied with polarized light.®® 

Rubber develops optical anisotropy under deformation®^ and 
loses it on recovery. Gums, natural and synthetic resins, plastics, 
and other similar materials may profitably be examined with the 
polarizing microscope. 

“ Liquid Crystals ” (anisotropic liquids) are not to be re- 
garded as true crystals, but rather as aggregates of microscopic 
or submicroscopic doubly refractive micellae, arranged in a more 
or less systematic orientation as a result of mutual attractive 

® Faust: Berichte. 69 B, 2919 (1926); Cellvlosechemie 40 (1927). 

^ deMosenthal: /owr. Soe. Chem. Ind. 23, 292 (1904); 26, 443 (1907). 

Ambronn: Kolknd Zeits. 13, 200 (1913); Zeits. wiss, Mikros. 32, 43 (1918). 

Tissot: Mem. poudres 22, 31 (1926). 

Benedict: Paini, Oilj CJwm. Rev. 86, No. 7, 10 (1928). 

^ Htibner and Pope: Jour. Soc. Chem. Jnd. 23, 404 (1904). 

Harrison: Jour. Soe. Dyers. Col. 31, 198 (1915). 

Kuntzel: Collegium 1925, 623. 

^ Gillis: Bvl. soc. Mm. Bdg. 30, 114 (1921). 

® Alsberg and Grififing: Proe. Soc. Exp. Biol Med. 23, 728 (1926). 

^ Nyman: Zeits. Nahr. GenussmiU. 24, 673. 

® Ritter: Ind. Eng. Chem. 20, 941 (1928). 

Ejoger: KoUaid Zeiis. 46, 47 (1928). 
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forces.®^ The orientation of the micellae is not as symmetrical 
as in a true crystal, and the forces effecting it are so weak that 
the aggregate very readily suffers deformation when the slightest 
stress is applied. The chief similarity between liquid crystals 
and true crystals depends on the double refraction which they 
exhibit, though in some instances there is a tendency toward the 
formation of geometrical forms as well In general the liquid 
crystalline phase of a substance is stable in a temperature range 
between true melting and true crystallization, as an apparent 
allotropic modification. Organic compounds which contain long 
chain structures are most likely to show a liquid crystalline form 
at temperatures near their melting points. The study of liquid 
crystals is of significance in the investigation of soaps, waxes, 
and similar materials of high molecular weight. 

A great variety of optical, phenomena are shown by liquid 
crystals ” with the polarizing microscope. Spherulites or drop- 
lets, as well as spindles or prismatic forms, may be obtained. 
The fluidity of these can be demonstrated by pressing them 
beneath a cover-glass or otherwise stirring the preparation. The 
temperature ranges in which liquid crystalline modifications exist 
have been studied in detail by means of miscroscopes equipped 
with heating stages. 

Experiment 31. — Dissolve some ammonium oleate in warm alcohol or 
kerosene, and allow to cool beneath a cover-glass. Observe the acute bi- 
pyramidal forms which separate, and test their plasticity by compression. 

Tutton: Crystallogtraphi/. Vol. II (1922), Chap. LX. 

Crystalline Form and Chemical Constitution (MacMillan, London, 
1926), Chap. XII. 

Lehmann: Flussige Krystalle (Leipzig, 1904). 

Methoden zur Darstellung und Untersmhung flussiger Kristalle, 
Abderhalden^s Handbmh der Uologischen Arheitsmethodenf 
Abt. III. Teil A. Heft 2 (Urban & Schwarzenberg, Berlin, 1922) . 

Vorlander: Chemische Kristallographie der Flussigkeiten (Akademische 
Verlag, Leipzig, 1924). 

Oseen: Die anisotropen Fliisszgkeiten (Borntraeger, Berlin, 1929). 

Rinne: Crystals and the Fine Structure of Matter (E. P, Dutton, New York, 
1922), p. 63. 

Tammann: States of Aggregation (D, Van Nostrand, New York, 1925), 
Chap. X. 

Friedel: Alexander's Colloid Chemistry^ I, (D. Van Nostrand, New York, 
1926), p. 102. 

A tabulation of many substances showing liquid crystalline modifications 
is given by Foote: International CriUcal Tables, Vol. I (1926), pp. 314-320. 



308 STUDY OF DOUBLY REFBACTIVE MATERIALS 


Examine some ammonium oleate at room temperature, without recrystal- 
lization, by pressing out a thin film of it beneath a cover-glass. 

Experiment 32. — Melt some cholesteryl acetate or benzoate, on a slide 
underneath a cover-glass, and allow it to cool slowly. Follow the formation 
of the liquid crystalline phase under the microscope, and observe its trans- 
formation to the truly crystalline state. Note the double refraction of each 
modification. 


THE OPTICAL PROPERTIES OF CRYSTALS 

Although the foregoing discussion of the study of optical 
properties by means of the polarizing microscope has been given 
in general terms, the most important application of the methods 
described is in the examination of crystalline matter. The 
investigation of the properties of synthetic inorganic and organic 
sohd substances, whether as materials, intermediate stages, or 
ultimate products in chemical processes, involves a determination 
of their characteristic physical and optical properties as well as 
their chemical reactions. Observations of the properties of min- 
erals, as chemical raw materials, are of similar importance, and the 
methods of the optical mineralogist are the basis of the procedures 
employed in chemical microscopy as applied to crystal studies.®^ 

Crystallography, “ the science of the solid state, deals with the 
structure and related properties of matter the atoms of which 
are in orderly geometrical arrangement. A crystal possesses the 
same internal arrangement throughout its entire extent. The 
three-dimensional pattern in which its atomic configuration exists is 
called a space lattice, and the forces acting within it govern the 
various properties of the crystal.®^ Investigations of the details 

“ Most of the books cited on page 267 have been written from the point 
of view of the mineralogist, but the descriptions of properties and tests given 
in them apply equally weU to chemical substances. 

In addition to the references already given, the following works give 
valuable discussions of the nature and properties of ciystals, particularly 
as regards their chemical significance: 

W. H. Bragg: An Introduction to Crystal Analysis (D. Van Nostrand, 
New York, 1929); Concerning the Nature of Things (G. Bell & Sons, 
London, 1925). 

W. H. and W. L. Bragg: X-Rays and Crystal Structure (London, 1924), 

Wyckoff: The Structure of Crystals (Chemical Catalog Co., New York, 
1924). 

Clark: Applied X-Rays (McGraw-Hill Book Co., New York, 1927), 
Chaps. 13, 18, 19. 

Jeffries and Archer: The Science of the Metals (McGraw-Hill Book Co., 
New York, 1924). 
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of the space lattice itself are beyond the power of the microscope, 
and are based principally on the diffraction of X-rays by its vari- 
ous planes of atoms, to give diffraction patterns indicative of its 
internal structure. The geometrical exterior of crystals is a 
manifestation of their internal symmetry, but is subject to external 
influences and may be imperfectly developed. Examinations by 
means of the polarizing microscope reveal the optical properties 
which depend on the inner structure of the crystal and are not 
affected by its external form. Ideally, the microscope may be 
used in the observation of both geometrical and optical properties 
and in the correlation of them, but even when there is no external 
evidence of crystalline character, optical study alone may yield 
valuable information. 

The chief advantage of microscopic examination of crystalline 
material lies in the fact that the specimen is studied as such, 
rather than indirectly by means of the reactions which it may 
exhibit in solution. The actual soUd phase present may be 
investigated directly, rather than merely the ions which it yields 
when dissolved. Identifications based wholly upon optical tests 
have been used for many years by mineralogists, and te fre- 
quently possible in chemical work. If chemical information is 
employed in conjunction with them, substances may be even 
more easily and positively characterized. Furthermore, the close 
connection between optical and other physical properties is 
particularly valuable in recognition of allotropy, while the 
marked differences often existing between substances that are 
chemically very similar serve to facihtate distinguishing isomers 
and homologues. 

Geometrical Properties of Crystals. — Symmetry is the most 
important characteristic of crystal form; it may be defined as 
the number and arrangement of like directions, and is externally 
manifest by the plane faces which bound most well developed 
crystals. The orientation of these faces with respect to each 
other is of much greater significance than their size or shape; 
the angles at which the faces intersect are constant for any given 
substance. The distance of a face from the center of the crystal 
which it bounds depends solely upon the number of layers of 
atoms deposited in planes parallel to it in the space lattice, and 
not upon any alteration of spacing in the structure. It may 
therefore be said that moving a crystal face parallel to itself does 
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not alter its crystallographic significance, although apparently 
the external symmetry of the crystal may be destroyed thereby. 
The faces of the crystal are an expression of its symmetry only 
when they are able to develop freely in all directions; the fact 
that they may be prevented from doing so by external conditions 
does not affect the structure of the space lattice itself, which is 
the fundamental characteristic of the crystal. For instance, a 
growing cube of sodium chloride is no less a crystallographic cube 
because one of its faces encounters the surface of the mother 
liquor and cannot extend above it while on the other faces material 
is further deposited, resulting in a flattened rectangular parallel- 
opiped. The spacing of atoms of sodium and chlorine is the same 
in the three coordinate directions, and this is the real criterion 
of cubic character (Fig. 131). 

On the basis of the angular arrangement of the planes or faces 
exhibited by a crystal, certain directions through it may be 
recognized as axes of symmetry. Rotation about these axes 
results in a recurrence of arrangement two, three, four, six, or 
more times in a revolution. Planes of symmetry, on either side 
of which the crystallographic structures are symmetrical as mirror 
images, may also be observed. The symmetry of the crystal with 
respect to these axes and planes determines its crystal system, 
and its class within that system. 

The principal axes of symmetry which serve to characterize 
the common properties of all the crystals belonging to a given 
system are called crystallographic axes. They may be arranged 
at right angles to each other, or inclined, and the spacing of atoms 
in these different directions may be identical, or may vary. 
Like axes are designated by a, a unique axis by b, and unlike 
axes by a, 6, and c.®® The axial ratio gives the relative magnitudes 
of the different atomic spacings; it is calculated from measure- 
ments of the slopes of crystal faces not perpendicular to an axis, 
and preferably also from X-ray studies of the space lattice. 

The terminology used in designating various crystal faces and 
planes is described in the references given above. The “ Miller 
indices are most commonly employed; they consist of the 
reciprocals (reduced to the simplest possible whole numbers) 
of the intercepts of the crystallographic plane in question with 

It should be emphasized that a crystallographic axis is a divecUon^ and 
not a line which passes through a crystal in a given place. 
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the crystallographic axes. These intercepts are given in the order 
of the a, h, and c axes; thus 111 indicates an octahedron face, 
and 001 a plane perpendicular to the c axis (c/. Fig. 122). 

Crystal faces which are alike constitute a form: several such 
forms may be combined, though ordinarily only a few are repre- 
sented in the case of a microscopic crystal. When a crystal grows 
freely in all directions the forms which it exhibits, represented by 
faces of different shapes and sizes, constitute its habit. The 
habit may be greatly modified by external conditions, producing 
distorted crystals or causing the suppression of certain forms and 
increased development of others (page 337). Ordinarily, the 
optical properties of a crystal are related only to its principal 
symmetry and rarely have any connection with the minor details 
of symmetry. 

Geometrical and Optical Characteristics of Crystal Systems. — 
The optical properties of crystals in the various systems may best 
be kept in mind by considering them in connection with the 
geometrical characteristics of each system, according to the fol- 
lowing summary. The examples given are chosen as particularly 
typical of the various systems, and may advantageously be studied 
in detail. 

Cubic System: (Isometric; Regular; Tesseral). — Arrangement of atoms 
according to a rectangular pattern, with respect to three crystallographic 
axes which are mutually perpendicular; spacing of atoms alike in ail three 
directions. 

Cube, octahedron, tetrahedron, rhombic dodecahedron, and combinations 
of these forms, are most common. Crystals equidimensional, unless growth 
in certain directions is restricted by external conditions. Octahedron and 
tetrahedron often show trigonal or hexagonal symmetry, in certain positions 
(Fig. 79). 

Optically isotropic, since all orientations are alike. A single refractive 
index, independent of direction of vibration or transmission of light. 

Examples: Cube — sodium or potassium chlorides, bromides, and iodides; 
sodium chlorate and bromate. 

Octahedron — alums; strontium, bariiun and lead nitrates; ammonium 
and potassium chloroplatinates; silver chloride; arsenic trioxide. 

Tetrahedron , — sodium uranyl acetate. 

Rhombic dodecahedron — hexamethylene tetramine. 

Pentagonal dodecahedron — cerium formate. 

Tetragonal System: (Quadratic), — Arrangement of atoms according to 
a rectangular pattern, with respect to three crystallographic axes which are 
mutually perpendicular. Spacing of atoms alike in the direction of two of thfe 
axes (a axes), and either greater or less in the direction of the other, unique 
axis (c axis). 
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Bipyramids (consisting of acute or obtuse octahedra ”), more or less 
elongated prisms which are rectangular in cross-section, and combinations of 
these forms are most common. Four-fold symmetry is commonly exhibited 
by ‘‘ end views and two-fold by “ side views.’' 

Optically anisotropic, with maximum double refraction exliibited when 
light travels through the crystals perpendicular to the unique axis, since in 
this position the different spacing of atoms in different directions is manifest. 
Vibration directions in crystal parallel to a and c axes, as consistent with its 
symmetry (Fig. 118). Parallel or S 3 nnmetrical extinction exhibited by “ side 
views” of crystals. Symmetrical extinction shown by crystals Ijdng on 
pyramid faces. 

UniaxiaL — Optic axis parallel to c axis; crystals appear isotropic if light 
travels through them in tMs direction, since in this position the like spacings 
of atoms are manifest. Bipyramids and prisms appear isotropic only if 
viewed “ endwise.” Interference figures observable only in or near this 
orientation. 

Two principal refractive indices, exhibited when light is traveling through 
the crystal perpendicular to the c axis: € for vibrations parallel to c, and o) for 
vibrations perpendicular to c. Isotropic views give refractive index oj only. 
No relationship between numerical values of € and w and spacing of atoms in 
different directions. 

Colored substances may show pleochroism. 

Examples; Bipyramid — nickel sulphate hexahydrate, potassium trinitride, 
beryllium sulphate tetrahydrate, p-bromphenol. 

Prism and hipyramid — potassium or ammonium dihydrogen phosphates 
and arsenates; potassium or ammonium copper chloride dihydrate, mercuric 
cyanide, tetramethyl ammonium iodide, guanidine carbonate, urea. 

Hexagonal System. — Arrangement of atoms according to a hexagonal or 
trigonal pattern, with respect to three like crystallographic axes at 120® 
to each other, and a fourth (c) axis perpendicular to the plane of the a axes. 
Spacing of atoms alike in the directions of the three a axes, and greater or less 
in the direction of the unique c axis. 

The hexagonal system is frequently divided into two main classes, hexagonal 
and trigonal, of which only the most distinctive microscopic features are given. 

Hexagonal class: Six-sided pyramidal forms, and prisms, singly or in 
combination; very short prisms truncated by pinacoid planes to give hex- 
agonal plates. Needle or plate-like habit most common; equidimensional 
crystals rare. Six-fold symmetry exhibited by end views; ” two-fold sym- 
metry by “side views.” 

Trigonal doss: Rhombohedra, bounded by six rhomb-shaped faces, and 
ideally forming equidimensioiial crystals. Three-fold symmetry exhibited 
by “end views” (rare); planes of symmetry exhibited by side views of 
rhombohedra. 

Optically anisotropic, with maximum double refraction when light travels 
through the crystals perpendicular to the c axis, since in this position the 
different spacing of atoms in different directions is manifest. Vibration 
directions in crystal parallel to a and e axes, as consistent with its symmetry. 
Parallel extinction exhibited by side views of prisms or plates (Fig. 120); 
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symmetrical extinction exhibited by crystals l 3 dng on pyramid or rhom- 
bohedron faces (Fig. 116). 

Uniaxial. — Optic axis parallel to c axis; crystals appear isotropic if light 
travels through them in this direction, since in this position the like spacings 
of atoms are manifest. Plates lying flatwise, and prisms on end (rare) appear 
isotropic. Isotropic views of pyramids and rhombohedra are uncommon. 
Interference figures are obtainable from plates, rhombohedra, and pyramids 
nearly on end. 

Two principal refractive indices, exhibited when light is traveling through 
the crystal perpendicular to the c axis: e for vibrations parallel to c and w for 
vibrations perpendicular to c. Isotropic views show refractive index <a only. 
Crystals lying on a rhombohedral face give for vibrations transverse of their 
plane of symmetry, and a value between € and oo for vibrations in this plane 
(page 293). 

Colored substances may show pleochroism. 

Examples: Prism — normal sodium phosphate dodecahydrate, strontium 
chloride hexahydrate, trimethyl (or ethyl) ammonium chloride or bromide. 

Prism and pinacoid (plates) — iodoform, lead iodide, cadmium iodide. 

Prism and pyramid — strontium antimony! tartrate. 

Rhomhohedron — sodium nitrate, calcium carbonate, thymol. 

Prism and rhomhohedron — acetamid. 

Orthorhombic System (Rhombic; Trimetric). — Arrangement of atoms 
according to a rectangular pattern, with respect to three unlike crystallo- 
graphic axes, mutually perpendicular to each other. Spacing of atoms dif- 
ferent in the direction of each of the axes, of which the shortest is commonly 
designated a, the longest c, and the intermediate h. 

Rectangular parallelepipeds, which are bounded by pinacoidal faces; 
prisms; rhomb-shaped tablets; pyramidal forms; combinations of forms 
common, giving many-faced crystals. Two-fold symmetry commonly ex- 
hibited by principal views, with three planes of symmetry usually present. 

Optically anisotropic, with double refraction exhibited when light travels 
through the crystal in any direction not parallel to one of its optic axes. 
Vibration directions in crystal parallel to a, 5, and c axes, as consistent with 
its rectangular symmetry. Parallel or symmetrical extinction exhibited by all 
three principal views, with different birefringence and pleochroism for each. 

Biaxial. — Two optic axes, not parallel to the crystallographic axes but 
lying in the plane of two of them with which the acute and obtuse bisectrices 
are parallel. Directions of optic axes otherwise unrelated to symmetry of 
crystal, and rarely perpendicular to any crystal face. Interference figures 
often not readily observable unless crystals are oriented at random, and all 
possible views are examined. 

Three principal refractive indices, for vibrations parallel to the three 
crystallographic axes: 7 , highest; /3, intermediate; a, lowest. Only two of 
these exhibited in any one view of the cr^^stal, with intermediate values 
in all orientations except when light travels through the crystal parallel to 
a crystallographic axis. Refractive index ^ shown if the direction of light 
is parallel to an optic axis. No relationship between numerical values of 
7 , and a, and spacing of atoms in different directions. 
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Colored substances may show pleochroism, with different hues for different 
orientations. 

Examples : Prisms (Ijnng on a pinacoidal face) — ammonium and potas- 
sium sulphates and chromates, potassium nitrate. 

PHs?ns (lying on a prism face) — ammonium perchlorate, ammonium 
magnesium phosphate hexahydrate. 

Rhombs — silver sulphate. 

“ Rectangular tablets — silver nitrate. 

MonocUnic System (Clinorhombic; Monosymmetric; Oblique). — Arrange- 
ment of atoms according to a rectangular pattern in two planes and an oblique 
pattern in the third, with respect to three imlike crystallographic axes, two 
of which are mutually perpendicular to a third one but not to each other. 
Spacing of atoms different in the direction of each of the axes, of which the 
longer inclined one is designated c and the shorter a; the h axis is perpendicular 
to these. The acute angle between the a and c axes is called Only one 
plane of symmetry, that of the a and c axes; oblique symmetry in the other 
principal views. 

Combinations of forms common (Fig. 122), and often similar to those ex- 
hibited by orthorhombic crj^stals except for the oblique symmetry. Obliquity 
of structure sometimes not evident except from angular measurements, if 
/3 is nearly 90°. 

Optically anistropic, with double refraction exhibited when light travels 
through the crystal in any direction not parallel to one of its optic axes. 
Vibration directions in crystal parallel to h axis, and to plane of a and c 
axes, since rectangular symmetry is exhibited under these circumstances; 
the location of the vibration axes in the plane of symmetry is wholly unrelated 
to the obliquity of the space lattice, but in general neither will be parallel to 
the a or c axis. Parallel or sjunmetrical extinction exhibited by .two principal 
views of the ciy^stals. Oblique extinction shown in any orientation in which 
light does not travel in the plane of symmetry; maximum obliquity for rays 
perpendicular to this plane.®® Different birefringence and pleochroism for 
each different principal “ view.^’ 

Biaxial. — Two optic axes, not parallel to the crystallographic axes nor 
necessarily lying in the plane of any two of them. Directions of optic axes 
symmetrical with respect to the plane of symmetry of the crystal, but other- 
wise unrelated to it, and rarely perpendicular to any crystal face. Inter- 
ference figures often not readily observable unless crystals are oriented at 
random, and all possible views are examined. 

Three principal refractive indices, two for mutually perpendicular vibrations 
in the plane of a and c, and the other for vibrations parallel to 6. Otherwise 
like orthorhombic crystals. 

Examples: Prisms^ plane of symmetry lengthwise (parallel and oblique 
extinction) — ammonium sodium hydrogen phosphate tetrahydrate, strych- 
nine nitrate, p-brombenzoic acid, o-nitrophenol, oxalic acid dihydrate, pyro- 
catechoL 

®« Since the oblique symmetry and extinction of monoclinic crystals are 
manifest only in one of the principal “ views,*' it is sometimes difficult to 
distinguish them from those of the orthorhombic system. 
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Prisms, plane of symmetry crossmise (parallel extinction only) — sodium 
sulphate decahydrate, ammonium tartrate. 

Tablets, flattened parallel to plane of symmetry (oblique extinction most 
common) — barium chloride dihydrate, calcium sulphate dihydrate, sodium 
thiosulphate pentahydrate. 

Tablets, flattened perpendicular to plane of symmetry (parallel or symmetri- 
cal extinction most common) — potassium chlorate, borax, cupric acetate 
monohydrate, ammonium persulphate, ammonium ferrous sulphate hexa- 
hydrate, ferrous sulphate heptahydrate, sodium benzene sulphonate, urea 
nitrate, mandelic acid, potassium bioxalate. 

Triclinic System (Asymmetric; Anorthic)» — Arrangement of atoms accord- 
ing to a pattern oblique in three directions, with respect to three unlike 
crystallographic axes mutually inclined to each other. Spacing of atoms 
different in the direction of each of the axes, which are designated a, h, and c 
and intersect at angles a, 13 , and 7 . In most crystals, several different loca- 
tions of these axes are possible, so that descriptions based on them often appear 
inconsistent unless the orientation is known. No planes or axes of symmetry 
present; oblique symmetry in all principal “ views ” of the crystal. 

Combinations of forms common, and recognition of similar faces difficult 
unless angles are measured. 

Optically anisotropic, with double refraction exhibited when light travels 
through the crystal in any direction not parallel to one of its optic axes. 
Vibration directions in crystal oblique to crystallographic axes, since no planes 
of symmetry exist; no connection between their orientation and the obliquity 
of the space lattice. Oblique extinction shown by all views, the angle being 
different with each. Birefringence and pleochroism also differ with each view 
of the crystal. 

. Biaxial. — Two optic axes, oriented in positions unrelated to the crystallo- 
graphic axes, and rarely perpendicular to a crystal face. Interference figures 
often not readily observable unless crystals are oriented at random, and ah 
possible views are examined. 

Three principal refractive indices, for vibrations mutually perpendicular 
to each other. 

Examples: Tablets — potassium bichromate, boric acid, cupric sulphate 
pentahydrate, potassium persulphate, malonic acid. 

Microscopic Examination of Crystalline Material. — Systematic 
determination of the properties of chemical crystals involves 
application of the optical tests which have abeady been described, 
and study of the geometrical and physico-chemical characteristics 
of the material. The general procedure is similar to that of the 
mineralogist, but ordinarily the chemist can carry his observations 
much further on account of being able to recrystallize his material 
under the microscope.^’' If the material cannot be recrystallized 
in form suitable for study, on account of its insolubility, or for 

Various procedures for the recrystallization of specimens for study are 
given in Chapter X. 
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other reasons, a fairly complete investigation of its optical prop- 
erties is nevertheless possible. All the observations and deter- 
minations described below, with the exception of the various de- 
tails of optical orientation and geometrical exterior, may be 
made upon fragmental material. Large crystals or aggregates 
may be crushed to about 100 mesh or coarser and the individual 
grains studied, according to the methods used in the study of 
powdered minerals.^ 

The sample to be examined should be studied first at low magni- 
fication, just as received. In this way its original crystal character 
may be noted, even if the forms are far from perfect, and may 
be employed in interpreting its history. Furthermore, many 
slightly soluble materials are better crystallized on a large scale 
than in a drop under the microscope, and should not be dissolved 
without their initial character being utilized fully. Efflorescence or 
other alteration of the sample should be noted before it is brought 
into solution, and it may be desirable to moimt the material in 
an inert liquid in order to increase its transparency and to render 
any heterogeneity or foreign matter visible. Such procedure is 
particularly useful in the study of commercial chemicals in powder 
form, where different hydrates and other mixtures of compounds 
may be present. Optical tests may be applied to the original 
specimen, if desired. 

If recrystaUization is to be made from solution, the dissolving 
of the crystals should be followed under the microscope. In this 
way hydration, decomposition of double salts, hydrolysis, and 
similar phenomena may be noted, and the solubility of the 
material roughly gaged. If acids, alkalies, or salt solutions are 
used as solvents, their action should be similarly followed. The 
behavior of the sample on heating should always be noted; 
efflorescence, decomposition, transformations, and the approxi- 
mate melting point may be indicated. 

As the crystals form from solution or from the melt, their 

^ In addition to the works already mentioned the following may be cited 
as dealing primarily with the study of pulverized materials and isolated 
crystals rather than with thin sections: 

Larsen: Microscopic Determination of the Non-Opaque Minerals, 
U. S. GeoL Survey, Bull 679 (1921), 

Fry: Tables for the Microscopic Identification of Inorganic Salts, 
U. 8. DepL Agr, Bull 1108 (1922). 

Insley: Jour, Amer, Ceram, Soc, 11, 812-28 (1928). 



MICROSCOPIC EXAMINATION OF CRYSTALS 317 


growth should be observed under the microscope, since different 
hydrates or allotropic modifications may appear, and the form 
of the crystals may show variation with time, temperature, and 
other conditions. 

The geometrical form of the crystals obtained should be studied 
with great care, every effort being made to ascertain their three- 
dimensional structure according to the methods given on pages 
76, 175. Particular pains should be taken in the examination of 
crystals which lie in different orientations and present different 

views and different optical properties. By correlating the 
observations on crystals in more than one position their true 
symmetry is established and invaluable checks are afforded in 
working out their optical orientation. Simple crystals with few 
and well formed faces are preferable for study, since they are less 



likely to be confusing even if somewhat distorted (Figs. 79, 116). 
Ordinarily, only typical crystals which can be found in quantity 
in any preparation are of value; malformed individuals, fragments, 
or aggregates are misleading, and are too rarely duplicated to be 
characteristic. 

Accurately made drawings of a number of representative 
crystals are an essential part of the study. These should show 
different views, as an aid in interpreting the three-dimensional 
form (Figs. 117, 118, 122). The commoner variations in propor- 
tions should be represented, especially if the crystals tend to 
grow flattened against the slide; the relationship of these modi- 
fications of habit may be clearly indicated by marking corre- 
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spending angles and faces. In recording the crystal forms 
exhibited by any given substance, their actual appearances, as 
seen lying on the object slide, should be noted. '' Perspective 
drawings (clinographic projections) of ideal crystals, such as those 
to which conventional crystallographic descriptions are too often 
limited, are sometimes valuable as an aid in visualizing the shape 
as a geometrical solid, but they should never be 
employed as a substitute for drawings which 
picture the forms and views most commonly 
encountered in microscopic preparations. The 
appearance of a substance is often so distinctive 
that it can be recognized by its shape alone, 
without the need of optical or chemical tests; 
experience in the study of known samples, espe- 
cially those likely to occur in the investigations at 
hand, may render such identifications possible at 
a glance. 

In constructing drawings of crystals, parallelism 
or obliquity of faces and edges, the direction of 
slope of surfaces inclined to the axis of the micro- 
scope, the presence of axes or planes of symmetry 
— ail should be carefully noted as aids in deter- 
mining the crystal system to which the material 
belongs. The Miller symbols for the faces may 
be employed if there is no question as to the 
directions of the a, h, and c axes; it is unwise 
to use them as a substitute for drawings, since the 
location of these axes is to a considerable extent arbitrary and one 
or more alternative locations are often possible. If the symbols 
are used, it is customary to list the faces in the order of their rela- 
tive areas. 

Measurements of prominent angles (page 425) should be made 
on several crystals, and indicated on the drawings (Figs. 117, 122)* 
Ordinaiy crystallographic descriptions include only interfacial 
angles as measured by a goniometer; in addition, characteristic 
angles between edges or between an edge and a crystal face are 
easily determined microscopically and are often more directly 
useful in the recognition of symmetry. If interfacial angles not 
readily measurable under the microscope (page 426) are desired 
for comparison with published data or for the computation of 
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Fig. 118. Three 
Views ’’ of 
a Tetragonal 
Crystal, show- 
ing manner of 
indicating vi- 
bration direc- 
tions. 6 < w, 
therefore the 
crystal is op- 
tically nega- 
tive. 
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approximate axial ratios, their values may be calculated from 
microscopic measurements of other angles. The following for- 
mulas will be found useful for such purposes (see Fig. 119): 

(1) tan^ = *^ 

^ ^ 2 cos 0 


( 2 ) 


. <r sin 0/2 

sm ^ ^ 

2 cos r 


(3) cos $ == 


cos r 
COS 0/2 


(4) tan $ = tan r * cos ~ . 

Particularly in the examination of distorted crystals a few 
comparisons of angles will indicate whether similar or different 
views are exhibited and will prevent 
mistaking symmetrical for oblique extinc- 
tion (Fig. 116). Considerable experience 
and care are necessary to avoid being 
misled by malformed crystals. 

Cleavage, zones of inclusions, etch- 
figures, turbidity, color, and similar prop- 
erties ought also be noted, as more or 
less characteristic of the material. 

The relative refractive index of the crystals, as compared with 
that of their mother liquor or melt, will be indicated by the 

intensity of the shading which 
JV A surrounds them. In almost all 



facial Angles. 


t 




cases the crystals are more re- 
fractive than the liquid from 
which they separate. The index 
of refraction may be determined 
quantitatively if desired (page 
365). In the case of doubly re- 
Fro. 120. Hexagonal Crystal, show- tractive substances two refrac- 
ing method of indicating refractive indices should be obtained 

in^ces of anisotropic materid. ^ e^chof the principal “views,” 
6 > CO j therefore the crystal is opti- ^ t 

cally positive. e, or a, and y are di- 

rectly obtainable (page 375) ; the 
values may be noted on the drawings as shown in Fig. 120. 
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Pleochroism, when present, may be indicated on the draw- 
ings as shown in Fig. 121, for each different view ’’ of the 
crystals. 

The strength of double refraction may be qualitatively esti- 
mated from the order of the polarization colors, the thickness of 
the crystals being also considered (page 281). Strong double 
refraction, as manifest by change of shading when one nicol is 
used and the stage rotated, is worth noting. The numerical 
values of the refractive indices afford a more exact means of 
recording the strength of double refraction (page 282). 





Fia. 121. Methods of Indicating Pleochroism. 


The positions of extinction should be determined carefully for 
the different views of doubly refractive crystals. Only well 
formed crystals with practically perfect edges and faces should be 
chosen for study. A low-power objective and strictly axial 
rather than convergent illumination are preferable. Focusing 
must be very exact, to avoid spurious shading or error due to 
faces lying in other planes. 

The crystal is centered, and placed so that the edge or direction 
selected for reference is exactly parallel to one of the crosshairs, 
and the graduations of the stage are read. The crystal is then 
turned to the nearest position of extinction, by rotating the stage, 
and the graduations are read again, the difference being the 
extinction angle. Measurements should be repeated, and should 
be made on several crystals, as checks on the accuracy of the 
determination. The actual angle measured should be indicated 
on the drawing of the crystal or referred very definitely to a 
characteristic crystal face. “ The simplest procedure is to draw 
the position of the planes of the nicols (as represented by the 
crosshairs) when the crystal is in the position of extinction 
(Figs. 117, 118, and 122). 
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The directions of vibration of the fast and slow components 
in an optically anisotropic crystal should be determined for each 
of its principal views/’ Their angular position may be meas- 
ured as above, and by means of “ compensators ” (page 284) 
such as a “ 1st order red ” plate or a quartz wedge their relative 
velocities may be ascertained. The orientation of the vibration 
directions in the crystal is best represented by crossed arrows 
(Figs. 120 and 122) the longer of which corresponds to the faster 
component (lower refractive index). 


c c 



Fig. 122. Method of Indicating Optical Orientation. 

In the case of consistently elongated crystals, the sign of elonga- 
tion (page 286) may be recorded, and in tetragonal or hexagonal 
crystals the sign of double refraction (page 292) may be deter- 
mined from the above observations. 

Interference figures should be studied if obtainable (page 289), 
in order to gain information as to the uniaxial or biaxial character 
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and the sign of double refraction of the crystals. The magnitude 
of the optic axial angle, the dispersion of the optic axes, and their 
directions in the crystal ought also to be observed and recorded. 
Ordinarily, in searching for an interference figure of a granular 
material, such as a recrystallized salt, a large number of particles 
should be examined between crossed nicols under a moderate 
magnification. Any which show particularly low order colors 
for their thickness, and which do not extinguish sharply when 
the stage is rotated, should be tested further with conoscopic 
observation. A number of trials may be necessary in order to 
find crystals which give clean-cut figures of unmistakable char- 
acteristics. If the material tends to lie in a single orientation, 
due to elongated or platy habit, it is often effective to suspend 
the grains at random in a viscous liquid such as Canada balsam. 
If the original sample is coarse-grained, powdered fragments of 
it may be used for this purpose, though their optical orientation 
cannot be obtained unless they show geometrical form. Sub- 
stances which are easily recry^tallized by fusion usually afford 
good interference figures if allowed to cool slowly. The crystal 
grains with lowest order colors should be examined. 

The optical orientation, which summarizes the above properties 
of doubly refractive crystals, shoiild be represented somewhat 
as shown in Fig. 122. Verbal descriptions are likely to be mis- 
leading unless the positions of the crystallographic axes are known. 
For this reason the optical orientation should be referred to the 
habit of the crystals actually obtained by growth on a microscope 
slide, as weU as to the forms of ideal crystals. Ground material 
or crystals in aggregates as grown from the melt may not permit 
such observations, but if definite faces are present the position of 
some or all of the important optical directions can always be 
reported. Even incomplete data on crystal form and optical 
properties are multiplied in value by relating them to each other 
in terms of the optical orientation of the material. 

The terminology of crystallographic descriptions includes a number of 
symbols which are more or less standard but which must be used with exact- 
ness and caution in order to avoid being misleading or confusing. As an 
example of their application, the optical orientation of the monoclinic crystal 
of borax shown in Mg. 122 may be taken as typical 

The 5 axis is of necessity perpendicular to the plane of symmetry of the 
crystals; the a and c axes are inclined to each other. Their positions have 
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been chosen in accordance with crystallographic procedure, c being parallel 
to the long direction and a parallel to the face 001, in order that the angle 
between them, a A c (or 100 A 101), can be measured by means of a goni- 
ometer to give the acute angle ^ = 73"" The Miller indices (page 310) with 
reference to these axes are shown, and serve to designate the angles between the 
faces, thus: 100 A 101 - 73°; 100 A 010 = 90°, etc. The angle 010 A Til 
cannot be readily measured imder the microscope, for the crystals will 
not lie in such positions that the edge between these faces is parallel to 
the axis of the microscope. The angle of 76° between 100 and the edge in 
which 111 and its symmetrical face intersect is characteristic and easily 
measured microscopically, but cannot be directly determined by a goniometer; 
the ternainal angle of 120°, as measured in the plane of 100, is also distinctive. 
The habit of the crystals is ideally as shown, but flattening parallel to 100 
is common and this view occurs most commonly in microscopic preparations; 
much shorter prisms are also frequent. Occasionally crystals are found 
growing on 101 or 111 faces, with marked flattening parallel to these planes; 
forms lying on the edge 100 A 010 are also encountered. 

As viewed endwise or J_ 100 the crystals exhibit parallel or symmetrical 
extinction, with the lower refractive index (a - 1.447) for vibrations crosswise 
(faster component). The refractive index for vibrations in the plane of 
symmetry (|| 010) varies between 1.470 and 1.472, depending on the direction 
which the light travels in this plane. The crystals as seen _L 100 present 
the highest double refraction of any of the principal views, and give an inter- 
ference figure indicating that the plane of the optic axes lies crosswise of the 
crystals. 

As viewed JL 010, the oblique structure of the crystals is manifest by 
oblique extinction, the faster component making an angle of about 36° with 
the c axis; the extinction angle varies with the wavelength of light (dispersed 
extinction). The double refraction of this view of the crystals is low, the 
refractive indices being y = 1.472; /? = 1.470. Interference figures which 
show both optic axes symmetrically are readily obtained, hence the acute 
bisectrix Bxa is parallel to 6. The plane of the optic axes o,o is parallel to the 
direction of the slower component, hence the sign of double refraction is 
negative ( — ). The optic axial angle 2 7 = circa 39°; 2 J? = airca 59°; 
the values are greater for red than for violet light (p > v) and the dispersion 
of the optic axes is “ crossed, as is consistent with the dispersed extinction 
exhibited. The positions of the vibration axes X, 7, and Z are determined 
by the directions of vibration of a, and 7, to which they are respectively 
parallel. They are used to describe the optical orientation, thus: X = 5 = 
Bxa^ Y A c == circa 36° ( = the extinction angle). Z A c = 90° — 36° = 
circa 54°; Z = Bx^. Ax. pi. || 2^, ± 7. 

A number of descriptions of typical examples from the various 
crystal systems are given in condensed form in Table II. Practice 
in testing materials of known properties is the best means of 
acquiring skill in the determination of optical characteristics and 
the use of published data. 
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Outline for the Examination of Crystals. 

Properties of the sample, as received. 

Behavior on dissolving or heating. 

Phenomena of crystallization. Influence of nature of solvent, 
temperature, etc. Allotropy, hydrates, double salt formation. 

Geo7netrical form (habit). Faces, angles. Symmetry. Three- 
dimensional shape. Drawings of different views and habits. 
Directions of crystallographic axes. Miller indices of promi- 
nent faces. Crystal system. 

Optical properties. With one nicol prism: Intensity of shad- 
ing, and variation with change in the plane of vibration of 
polarized light. Refractive index of different components. 
Color, and pleochroism. 

Between crossed nicols: Orthoscopic observation — Isotropic 
or anisotropic character. Positions of extinction, parallel or 
oblique. Extinction angles. Strength of double refraction, 
from polarization colors. Orientation of fast and slow com- 
ponents, for different views. 

Conoscopic observation — Interference figure. Uniaxial or 
biaxial character. Sign of double refraction. Axial angle, 
2 V or 2 E. Plane of optic axes. Direction of acute bi- 
sectrix, BXa. 

Optical orientation. 

Refractive indices. 

Sources and Use of Crystallographic Data. — The microscopist 
who is concerned with the recognition of a limited number of 
materials by optical tests may depend upon his own initial 
observations, as carried out on known specimens, for the deter- 
mination of the necessary determinative characteristics. In 
dealing with a wide variety of substances, which may be more 
or less familiar to the observer, reliance must be placed on pub- 
lished descriptions for their identifications. It is always advisable 
to compare the specimen with a known sample of the material 
which it is thought to be, as a check on such procedure. 

The various optical properties of all the common transparent 
minerals have been systematically tabulated, and are readily 
utilized for identification.®® The chemist will find such mineral- 

® Larsen: Tables for the Identification of the Non-Opaque Minerals, 
V. S. Ged. Survey. Bull. 679 (1921). 

'Winchell; Elements of Optical Mineralogy. Part II (John Wiley & Sons, 
New York, 1927). 
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ogical tables useful in many instances. Unfortunately, there is no 
such complete tabulation of the properties of the common chemical 
substances. Many relatively familiar compounds have never been 
described optically or crystallographically, and in using the tables 
which exist there is no assurance that the unknown material will be 
included in them. However, if there is the slightest clue as to the 
chemical nature of the material (such as may be gained from micro- 
scopic qualitative analytical tests) the published data are invalu- 
able as a means of confirming tentative identifications or of decid- 
ing between a definite number of possibilities. 

The monumental work of Groth®® gives the crystallographic and optical 
properties of all substances described up to the date of publication, chemically 
similar materials being grouped together. References to the original publi- 
cations are given in each instance, with drawings of ideal forms of most sub- 
stances. The data for inorganic salts have been tabulated by Fry,®^ and 
Winchell has extended and rearranged this information in more detailed and 
useful form.®^ Crystallographic characteristics and optical orientations of 
organic substances have been tabulated by Keenan and Hann.®® The simpler 
properties of a considerable number of medicinals and alkaloids are given by 
Mayrhofer,®* and by Behrens and Kley.®® 

Published descriptions of individual substances sometimes include their 
crystallographic features, in enough detail to be useful for identification. 

In making use of the descriptions of crystalline materials, it 
must be borne in mind that the forms shown are often ideal ones, 
rather than those which are likely to be obtained under ordinary 
conditions of rapid crystallization, on a microscope slide or even 
on a larger scale (see page 341). The habit of the crystals may 
be misleading if the observer is inexperienced in microscopic 
examinations. Furthermore, in the orthorhombic, monoclinic, 
and triclinic systems, the location of the crystallographic axes is 
to sonie extent arbitrary, so that the optical orientation with 
reference to them may sometimes present apparent discrepancies. 
Angular measurements, unless made between faces or edges which 

®® Chemische Krystallographie, 5 Vols. (W. Engelmann, Leipzig, 1906—1919). 

Tables for the Microscopic Identification of Inorganic Salts, U, S. Dept, 
Agriculture, Bull, 1108 (1922). 

®2 The Optic and Microscopic Characters of Artificial Minerals (Univ. of 
Wisconsin Studies in Science, No. 4, 1927). 

®® International Critical Tables, Vol. I (1926), pp. 320-338. (Only re- 
fractive indices and crystal systems are given for inorganic substances, in 
these Tables.) 

Mikrochemie der Arzneimittel und Gift^ (Urban Schwarzenberg, 
Berlin, 1928), 2 Vols. 

Organiscke mihrochemische Analyse (L. Voss, Leipzig, 1922). 
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can be measured microscopically, are not of great value in rapid 
identifications without the use of a goniometer. 

Applications of Studies of the Optical Properties of Crystals. — 
Examinations of crystals with respect to the properties discussed 
in the preceding pages permit some ten or twelve different char- 
acteristics to be observed; about half of these are of a numerical 
character. Even with rather approximate determinations of the 
various qualitative and quantitative properties, the probabihty 
of another substance having an identical set of properties is 
roughly less than one in a million. If fewer properties are ob- 
served, the characterization is less exclusive, but even a brief 
examination with a simple polarizing microscope may supply more 
points of identification than an extended series of chemical tests. 
Since all this physical information is obtainable in addition to 
whatever chemical information is at hand^ the positiveness of 
identification and description of crystallizable substances is 
increased enormously.®® 

Microscopic examination surpasses chemical study in the recognition of 
the actual solid phase present; by way of illustration the sodium orthophos- 
phates may be taken. Their abbreviated descriptions are as follows: 

NaH 2 P 04 • H 2 O. Orthorhombic; short prismatic crystals, 
a = 1.456. ^ = 1.485. y = 1.487. 

Double refraction, negative. 2 E = 44°. 

NaH 2 P 04 • 2 H 2 O. Orthorhombic; prismatic or pyramidal crystals, 
a = 1.440. ^ = 1.463. y * 1.481.*^ 

Double refraction, negative. 2 E — 160°. 

Na 2 HP 04 • 7 H20. Monoclinic; crystals thick basal plates. 

« - 1.441. jS = 1.442. y * 1.453. 

Double refraction, positive. 2 E — 57°. 

Na 2 HP 04 • 12 H 2 O. Monoclinic; prismatic crystals, 
a « 1.432. = 1.436. y = 1.437. 

Double refraction, negative. 2 E — 86°. 

Na 8 p 04 * 10 H 2 O. Cubic; octahedra, rhombic dodecahedra, 
n = 1.450. 

Isotropic. 

Na 8 P 04 * 12 H 2 O. Hexagonal; prisms. 

€ = 1.453. « - 1.447. 

Double refraction, positive. 

Frey: Science 42, 89 (1915). 

Wright: Jonr. Amer. Chem, Soc, 38, 1647 (1916). 

Chamot: Jnd. Eng. Chem. 10, 60 (1918). 

Keenan: Jom. Amer. Pharm. Ass. 10, 331 (1921); 14, 112 (1925); 16, 
837 (1927). 
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Even on the basis of the few properties given, the differences are obvious, 
and it is evident that no very exact determinations are required to differentiate 
between these substances. The details of the form and optical orientation 
of the crystals serve further to emphasize the distinction between them, 
and the actual examination is the work of a few minutes as compared with the 
time required for a quantitative analysis. 

Crystals may be identified in mixtures, and without removal 
from their mother liquor. Physico-chemical properties which 
might otherwise be overlooked are made apparent, and the 
homogeneity of samples for quantitative study is easily tested. 

In the synthesis of a compound, its properties may be com- 
pared with crystallographic descriptions of the substance sought, 
and, since the possibilities are limited, identity or difference is 
quickly established; if an actual sample is available for com- 
parison, such tests are even simpler. Even when the compound 
has never before been prepared or described, it may sometimes 
be recognized by comparison with material of analogous formula 
and properties, which is likely to be isomorphous with it (page 333) . 

Substances with complex formulas, which are not easily differ- 
entiated by chemical tests, are particularly appropriate subjects 
for such examinations, and their optical and crystallographic 
characteristics should form part of the general description of their 
properties.®^ The value of independent confirmation of chemical 
identifications is especially manifest in the field of organic chem- 
istry, and in the examination of drugs and biochemical substances. 

Isomers rarely crystallize with the same form and optical 
properties, and their differentiation is simple by direct examina- 
tion; if the substances are liquid at ordinary temperatures, 
their crystalline derivatives may be compared.®^ The classic 
achievement of Pasteur®® in recognizing the enantiomorphous 
forms of crystals of sodium ammonium tartrate may be mentioned 

As t3T)ical examples, such descriptions are given for a number of amino 
acids by Keenan: Jotir, Biol. Chem. 62, 163 (1924); the rare sugars are simi- 
larly tabulated: Jour. Wash. Acad. Science 16, 433 (1926). See also Wherry: 
Application of Optical Methods of Identification to Alkaloids and Other 
Organic Compounds, 27. S, Dept Agr. BvU, 679 (1918); and Jour, Amer. 
Chem. Soc. 49, 578 (1927). 

® Chamot and Pratt: Jour. Amer. Chem. Soc. 31, 922 (1909), 
and Keenan: Jour. Phys. Chem, 31, 1082 (1927), 

Migita: BvB. Chem. Soc. Japan 3, 191 (1928). 

Ann. de Chim. et Phys. 24, 442 (1848). 
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as the prototype of all later investigations on optical antipodes. 
Such studies require well formed crystals of good size, as well as 
a considerable knowledge of crystallography. 

AUotropic modifications of crystalline materials invariably ex- 
hibit different crystal properties, and may thus be conclusively 
differentiated. The transformations of the various phases may 
also be studied by means of the polarizing microscope. 

One of the great advantages of crystallographic identifications, 
especially in biochemical work, is that a very small amount of 
material suffices for the study of form and optical properties. If 
necessary, even the few tiny crystals utilized may be recovered and 
analyzed chemically by micro-methods. 

The above apphcations of crystallographic identifications are 
widely useful in chemical and allied industries. Single and double 
salts separating from concentrated liquors, intermediates, mix- 
tures or adulterated materials, and in fact an infinite variety of 
solid substances may be positively and rapidly recognized. 
Samples may be studied while the material is ^Mn process”; 
conditions of reactions may be controlled to give the maximum 
yield of desired isomers and the minimum of others; phase 
diagrams may be checked under working conditions; the nature 
of deteriorations may be ascertained. 

The crystallographic microscope is widely employed in the mineral indus- 
tries, for examinations of raw materials^^ and study of the changes which they 
undergo in the manufacturing operations. The various systems of silicates 
and aluminates such as are foimd in portland cement^® other ceramic 
products, the constitution of porcelain,^ and of refractories,’^ the ingredients 
and constituents of glass, are only a few of its many applications in the 
general field of ceramics.’® Pigments” and fillers, natural and artificial 

Wright: Jowt. Amer. Chem. Soc, 39, 1515 (1917). 

Bowen: Jmr, Phys, Chem, 30, 721 (1926). 

See also page 356, 

Arnold: Jour. Amer, Ceram. Soc. 6, 409 (1923). 

Rankin: Ind. Eng, Chem, 7, 466 (1915); Jour. Franklin Jnst. 181, 747 
(1916). 

Klein: Constitution and Microstructure of Porcelain. Bur. Standards 
Technd. Pa'per, 80 (1916). 

Curtis: Jour. Amer. Ceram. Soc. 11, 904-16 (1928). 

Boericke: Mining and MetaRurgy 10, 16 (1929). 

Bowen: Jour, Amer. Ceram. Soc, 2, 261 (1919). 

Insley: Idem. 11, 812~2S (1928); 12, 143-52 (1929). 

Peck: Jour. Amer. Ceram. Soc. 2, 695 (1919). 

” Merwin: Proc. A.S.T.M. 17, II, 494 (1917). 
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abrasives, fertilizer ingredients, soil-forming minerals, natural deposits of 
salts, 80 and numerous other mineral materials have been studied and described 
by optical methods. 

Opaque crystalline materials, such as minerals, may exhibit anisotropic char- 
acter which can be determined by means of the polarizing microscope, using 
reflected light.^i 

78 Fry: Identification of Commercial Fertilizer Materials, U. S. Dept. Agr. 
Bull 97 (1914). 

78 McCaughey and Fry: U. S. Dept. Agr. Bur. Soihj Bull. 91 (1913). 

80 Wetzel: Caliche 4, 538 (1923); Chem. Erde 3, 375 (1928). 

81 Schneiderhohn: Atdeitung zur mikroskopische Bestirnmung und Utiter- 
suchung von Erzen und Aufhereitungsprodukten im auffallmd&n lAchi (Berlin, 
1922). 

Sampson: Econ. Geol. 24, 412-23 (1929). 

Wright: Proc. Amer. Phil Boc. 68, 381 (1919). 



OPTICAL PROPERTIES OF TYPICAL DOUBLY REFRACTIVE CRYSTALS 


330 


STUDY OF DOUBLY REFRACTIVE MATERIALS 


+■ 

e 

{I 

1 

Prism and bipyramid of same order, 
or tablets (001); lying on 001 or 110 

Pipyramids; lying on 111 

! Prism and bipyramid of same order; 
^ying on prism face 110 

Same 

1 

1 Same 

Prism and bipyramid of different 
order; lying on prism face 100 

Same 

I Same 

Long thin primss; lying on prism face 

j Same 

Prism and pyramid of same order; 
lying on prism face 

Rhombohedron; lying on rhombo- 
hedron face 

Optical Orientation 
















h 















1 

1 


1 

1 

1 

1 

1 


+ 

1 

1 

I 

I 

1 















w 

0 

ss 

o» 

g 

T-; 

! 

1.522 1 

1.518 1 






1.587 

CO 

e® 

3 

o 

9 

2S 


lO 

55 

s 

t- 

t-l 

jb- 

o 

r«» 

>o 


eo 

iS, 

! 

t'. 

oo 

M3 

»-( 


■ 

1 







H 

w 

W 

w 

a- 

5 

> 

Nickel sulphate hexahydrate 

Beryllium sulphate tetmhydratej 

Ammonium dihydrogen phos- 
phate 

Potassium dihydrogen phos- 
phate 

Ammonium dihydrogen arsenatel 

Potassium dihydrogen arsenate | 

Ammonium copper chloride di- 
hydrate 

Potassium copper chloride di- 
hydrato 

Mercuric cyanide j 

Normal sodium orthophosphate 
dodecahydrate 

Strontium chloride hexahydrate j 

strontium antimonyl tartrate 

Sodium nitrate 


















OPTICAL PROPERTIES OF TYPICAL DOUBLY REFRACTIVE CRY^TA’LS. — Continued 


PROPERTIES OF TYPICAL CRYSTALS 


331 



Cupric sulphate pentahydrate Tr 1.516 1.546 1,539 — 2 1^—56“ Khomb-shaped tablets, flattened |1 TlO 

Boric acid Tr 1.340 1.459 1.456 + 2 F = 7" X nearly J. 001 Six-sided or oblique plates, flattened 

Axial plane nearly || 6 || 001. Prisms, elong. {( 6 

Potassium bichromate Tr 1.720 1.820 1.738 -f- 2 F — 52* Z nearly X 010. Prisms; tablets flattened i| 010 

p > a Axial plane nearly X 001 



CHAPTER X 


CHEMICAL CRYSTALLOGRAPHY; PREPARATION OF 
CRYSTALS FOR STUDY 

Crystallization is of such universal application in all fields of 
chemistry that a knowledge of the fundamental principles which 
govern it is indispensable to an intelligent comprehension of any 
process in which a solid phase is involved. The separation of 
substances from solvents or from the melt and the purification of 
these substances depend on crystal formation. Control of fine- 
ness of granular materials is to a considerable extent accomplished 
by regulation of the conditions of crystallization, as in the case of 
sugar, salt, soda, borax, certain pigments, etc. The actual shape 
and surface character of the grains is similarly governed. The 
physical properties of aggregates of crystals, such as metals, 
ceramic products, and cements of various kinds, are largely 
dependent on the nature and arrangement of the crystals which 
compose them. Crystallographic concepts are being employed in 
an ever-increasing variety of chemical problems, and have added 
much to our understanding of the nature of matter. 

Only the general principles of crystallization can be briefly 
discussed and exemplified here.^ The various experiments out- 
lined will aid in the understanding of these principles and will 

^ For a more extensive and thorough discussion of the nature, growth, and 
chemical relationships of crystals, see 

Fock-Pope: Introduction to Cheniical Crystallography (Oxford, 1895). 

Groth-Marshall: Introduction to Chemical Crystallography (John Wiley 

& Sons, New York, 1906). 

Tutton: Crystallography^ 2 Vols. (MacMillan & Co., London, 1922). 

Crystalline Form and Chemical Constitution (1926), 

Rinne-Stiles: Crystals and the Fine Structure of Matter (E. P. Dutton, 

New York, 1922). 

Wyckoff: Structure of Crystals (Chemical Catalog Co., New York, 

1924) . 

Tammann-Mehl: States of Aggregation (Van Nostrand, New York, 1925). 

Joff4: Physics of Crystals (McGraw-Hill Book Co., New York, 1927). 

Bragg: Concerning the Nature of Things (G. Bell Sons, London, 

1925) . 

Introduction to Crystal Analysis (Van Nostrand, New York, 
1929). 
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give practice in the manipulations which are almost invariably 
a preliminary to the geometrical and optical study of the crystals 
after they have been obtained. ^ 

FUNDAMENTAL CRYSTALLOGRAPHIC CONCEPTS, AND 
CONDITIONS AFFECTING CRYSTALLIZATION 

The space lattice, in which the atoms of a crystalline substance 
are arranged, is the basis of its symmetry and of its class within 
one of the six crystal systems. The lattice constitutes the essen- 
tial nature of any given solid phase, and primarily governs its 
internal properties such as refractive index, hardness, etc. The 
external properties of crystals involve also the surrounding 
medium, and the geometrical faces exhibited are subject to vari- 
ation even though the space lattice is wholly unaffected. What- 
ever may be the planes of atoms which constitute the surfaces of 
the crystal, the dimensions of the lattice remain constant, and 
the angles between corresponding faces do not vary whatever 
the relative areas of these faces. A face moved parallel to itself 
is unaffected, crystallographicaUy. 

The number of possible space lattices is limited, and more than 
one substance may crystallize with essentially the same arrange- 
ment of atoms, except for variations in dimensions. If two sub- 
stances crystallize with similar space lattices, the dimensions of 
which are nearly identical, and if their chemical constitutions are 
analogous, the atoms of each kind are more or less mutually 
interchangeable without marked alteration of the structure. 
Such substances are said to show isomorphism or solid solution, 
and if several exist they constitute an isomorphous series.^ Per- 

2 Some of these experiments are original; others have been suggested by 
those given in the following-named works, to which the reader is referred 
for further examples: 

Lehmann: Molekular Physik (Engelmann, Leipzig, 1888-89); Die 
Krystallanalyse {idem, 1891). 

Barker: The Study of Crystals in Schools (Oxford, 1920); Practical 
Suggestions Towards the Study of Crystals in Schools (Oxford, 1921), 

Groth: Elements der physikaliscfien und chemischen Krystallographie 
(R. Oldenbourg, Munich, 1921). 

Vorlander: Chemische Krystallographie der FlUssigkeiten (Akademische 
Verlag, Leipzig, 1924). 

® Tutton: Crystallography, Vol. II, Chap. 54. 

Groth-MarshaU: Introduction to Chemical Crystallography. 

Bruni: Chemical Reviews 1, 345-75 (1925). 
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feet replaceability throughout the entire range of compositions 
is rarely possible, but limited isomorphism is very common in the 
various families of elements and their compounds. Formulas 
for such isomorphous mixtures or “ solid solutions ” are commonly 
written thus: (Rb,Cs)2S04, indicating that the elements in 
parenthesis may vary in relative amount without affecting the 
essential structure of the compound. 

As typical examples of isomorphous series may be cited the 
alums (Na, K, Rb, Cs, Tl, Ag, NH4) (Al, Cr, Fe, Mn, In, Ga, Tl) 
[(S, Se)04]2 • I2H2O; the alkali sulphates and selenates (K, Rb, 
Cs, Tl, Ag, NH4)2 (S, Se, Cr, Mn)04; the double salts (K, Rb, 
Cs, Tl, NH4)2 (Mg, Zn, Mg, Fe, Ni, Co, Cu, Mg) (S, Se)04 • 6H2O; 
the alkali arsenates, phosphates, and vanadates; strontium, 
barium and lead nitrates; perchlorates and permanganates; 
alkali chloroplatinates; and other less extensive series. 

The dimensions of the space lattices of the various separate 
compounds which form an isomorphous series are not precisely 
identical, and the angles between corresponding crystal faces 
show slight differences (usually less than 2®). Ordinarily these 
dimensional discrepancies do not interfere with the mutual 
replaceability (at least to a limited extent) of like atoms, and the 
composite space lattice possesses dimensions of intermediate 
magnitude. Optical and other physical properties show a similar 
but usually more striking progressive change with composition. 
In certain cases actual replacement appears to be unobtainable, 
but the similarity of form and structure is such that the com- 
pounds are still considered isomorphous. 

Isomorphous substances are capable of seeding’^ super- 
saturated solutions of each other, and of being deposited in a 
layer as overgrowths on the surface of growing crystals of 
other members of the series. 

Experiment 1. (a) — Crystallize ammonium perchlorate from solution, 
and observe its cr^’-stai form. Repeat, having enough potassium perman- 
ganate in the solution to color it pink. Note that the colored crystals possess 
the same form as the colorless ones. 

(b) — Precipitate silver sulphate from dilute solution, and examine. Re- 
crystallize silver chromate from dilute ammoniacal solution, and note the 
pleochroism of the crystals (page 286). Next precipitate silver sulphate in 
the presence of a trace of chromate, and note that its crystals are tinted and 
pc^^BSS pleochroism. 

(c) — Compare the crystal properties of cupric sulphate pentahydrate and 
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ferrous sulphate heptahydrate. Then crystallize a solution containing both 
salts, and note that the form of the latter determines that of the crystals of 
(Cu,Fe)S 04 • 7 H 2 O. 

(d) — Prepare a drop of a slightly supersaturated solution of ammonium 
chrome alum and seed it with a tiny crystal of potassium aluminum alum. 

Overgrowths ” may be obtained. 

Isomorphism is of great help to the chemist; analogous sub- 
stances may be grouped together and their probable behavior as 
solids correlated. Identifications by comparison with known 
material which is likely to be isomorphous with the unknown 
frequently afford a valuable check on the analyses of newly 
synthesized compounds. Valence relationships and formulas may 
be confirmed even when the materials are not obviously related 
chemically. The possible occurrence of impurities, the separation 
of mixtures by recrystallization, and the behavior of rare elements 
in analysis may be predicted. In fact, the entire field of our 
knowledge of sohds may be greatly systematized by the applica- 
tion of this fundamental principal of crystallography. 

The degree of supersaturation, or supercooling of the phase 
from which crystals are to be formed is an important factor 
governing their size and number. In general, if this phase is 
rendered markedly metastable, a relatively large quantity of new 
crystaUine material must be formed in order to relieve this con- 
dition. If, however, the saturation, freezing, or transition point 
is barely passed, crystal separation will be gradual and will be 
regulated by the rate of evaporation or heat transfer, provided 
the very slight differential is maintained. 

The number of crystal nuclei formed determines the size of the 
crystals, since the amount of material separating is divided among 
them. The greater the degree of metastability, the more crystals 
will be started. Ideally, for the growth of good-sized crystals, 
the number of nuclei should be kept low, so that any crystallization 
will be about a few centers which will thus develop to a larger size. 
If a solution is supersaturated and crystallization is initiated by 
stirring or seeding,^' a large number of very small crystals are 
formed. Local supersaturation is frequent, even while crystals 
are separating in adjacent portions of the same drop of solution. 

Experiment 2. — Concentrate a drop of barium nitrate solution to super- 
saturation on a microscope slide. Scratch the surface of the slide with a 
glass rod, or seed with a tiny fragment of the solid, and note the size and 
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number of crystals formed. Compare with those obtained by crystallizing 
while the drop is stirred or kept seeded. 

The rate of crystal growth is also affected by the degree of 
metastabihty of the phase from which the crystals separate.^ 
In general, the greater the supercooling or supersaturation, the 
faster the size of the crystals increases when once they start. 
However, this is counteracted by the increased resistance to the 
rearrangement of the atoms in the new space lattice. As a con- 
sequence extreme metastability tends to be maintained indefinitely, 
as in the case of glass or clear sugar candy drops. 

Too rapid evaporation of a solution of a hydrated salt may 
supersaturate it beyond the range of rapid crystallization before 
any nuclei are formed, and a less hydrated form may appear. 
AUotropic transformations are frequently suspended by too 
rapid cooling, and can be made to proceed only at temperatures 
near the transition point (see page 357). 

Experiment 3. (a) — Evaporate a drop of a solution of alum or cane sugar 

rather rapidly, without boiling or stirring, and note that a vitreous, highly 
concentrated “ solution ” finally results. Attempt to induce crystallization 
by stirring or seeding. Then add a very small quantity of water and again 
endeavor to start crystal growth. 

(b) — Melt completely a crystal of thymol or m-bromnitrobenzene, beneath 
a cover-glass on a slide. Cool rapidly, and note that crystallization is de- 
layed indefinitely, unless the melt is scratched or seeded. 

(c) — Concentrate a solution of sodium tetraborate decahydrate (borax) 
without stirring, and note the formation of a supersaturated solution of high 
viscosity. If the solution is stirred after a moderate degree of supersatura- 
tion is reached, crystals of sodium tetraborate pentahydrate octahedral 
borax ”) may be formed instead of those of the decahydrate. 

(d) — Melt sulphur on a slide, beneath a cover-glass, and allow the mono- 
clinic aUotropic modification to crystallize. Note that it is apparently stable 
at room temperature, but that the transformation to the orthorhombic 
modification occurs fairly rapidly on careful 'warming. 

If supersaturation or supercooling is marked, the crystals formed 
may be so minute as to exhibit no apparent structure, and the 
material is sometimes called “ cryptocrystalline.” However, the 
particles possess space lattices even when the grain size is very 

* Freundlich: Colloid arid Capillary Chemistry (1922), pp. 318-41. 

Tamman: op. dtj Chap. IX. 

Findlay: The Phase Ride (London, 1927), p. 41. 

Miers: Jour. Inst Metals 37, 331 (1927). 
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small, and insoluble substances are rarely precipitated in a 
truly amorphous state, even though of submicroscopic fineness.^ 

Experiment 4. — Examine under the microscope a number of the “ amor- 
phous ” precipitates of analytical chemistry, such as silver chloride, barium 
sulphate, calcium carbonate, etc., and note that they are actually composed 
of exceedingly minute crystals. 

The habit of a crystalline substance is markedly affected by 
external conditions, being primarily determined by the relative 
rates of deposition of atoms on different planes of the space 
lattice. The slower the deposition parallel to a given plane the 
larger the crystal face produced, and the more rapid the deposition 
the more that face tends to be built up toward a point.® 

The rate of deposition of matter on the different planes of the 
space lattice of a growing crystal is influenced by the rate of 
crystallization. In general, with rapid growth only the more 
prominent faces are developed, whereas if crystal formation is slow 
many other forms ” may appear, as smaller faces truncating the 
angles between the larger faces. The “ ideal crystals commonly 
pictured have usually been obtained under conditions of very slow 
and uniform growth. Crystals developing under metastable con- 
ditions tend to gi’ow fastest at their angles, thus maintaining 
relatively few faces and simple habit. However, if the rate of 
growth is too great, deposition of material at the edges and corners 
of the crystal will exceed that on its plane faces, and “ hopper- 
shaped, dendritic, or skeletal habit will be produced. In the 
re-entrant angles thus formed, inclusions of the mother liquor may 
be entrapped. 

Experiment 6. (a) — Precipitate potassium perchlorate by allowing drops 
of moderately concentrated solutions of potassium chloride and perchloric 
acid to run together on a slide. Note the dendritic character of the crystals, 
and compare with their normal habit as formed from very dilute solutions. 
Study similarly thallous chloride, magnesium ammonium phosphate. 

(b) — Recrystallize sodium chloride rapidly from solution, and note the 

® Von Weimam and Hagiwara: Kolkyid Zeits. 38, 129-36 (1926). 

® Wherry: Amer. Mineral. 9, 45 (1924). 

Evans: Chem. and Ind. 44, 791, 812 (1925). 

Spangenberg: Zeits. angew. Chem. 39, 304 (1926). 

Desch: Nature 117, 694 (1926). 

Bentivoglio: Proc. Roy. Soc. Lond. 116A, 59-87 (1927). 

Saylor: Jour. Phys. Chem. 32, 1441-60 (1928) gives an excellent series of 
figures illustrating this relationship. 
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hopper-shaped crystals and zones of inclusions. Perform similar rapid 
crystallizations of mercuric chloride, urea, ammonium sulphate, potassium 
antimonyl tartrate. 

The surface on which growing crystals lie restricts the deposition 
of material on one face, so that the bottoms of the crystals are 
usually flattened. This distortion may be avoided if crystals 
can be grown suspended in liquid, as in the case of materials 
precipitated by metathetical reaction between two solutions. 
Frequent stirring is necessary if crystallization is carried out in a 
drop on a microscope slide, in order that the crystals may be 
turned about and that supersaturation may be avoided. If the 
drop of liquid is too shallow, the growth of crystals upward is also 
restricted, so that they are further flattened. In correlating 
different views of the same substance, exhibited by crystals lying 
on different faces, allowance must be made for this tendency to 
flatten parallel to the slide (Fig. 79). 

The variation in habit exhibited by a single substance under 
substantially constant conditions of crystallization is often very 
extensive.'^ 

Twinning sometimes occurs in crystals prepared for microscopic 
examination. It is sometimes evident as a union of two or 
more well formed crystals, but may also occur within a geometrical 
boundary like that of a single crystal. Twin crystals have one 
plane of atoms in common, but otherwise possess differently 
orientated space lattices. This difference of orientation is recog- 
nized in anisotropic materials by different positions of extinction 
for each portion of the twinned crystal. Barium chloride di- 
hydrate often affords good examples of such internal twinning. 

Adsorption of the solvent, or of material dissolved in it, prefer- 
entially upon certain atomic planes tends to retard deposition on 
these planes and they are manifest as crystal faces. In this way 
the crystal habit of a given substance may be markedly varied, 
without any alteration of its internal structure or composition.^ 

Experiment 6. (a) — Recrystallize sodium chloride from an. aqueous solu- 
tion of urea, and compare its habit with that from pure water. Perform 

^ As for instance, in the infinite variety of forms of snow flakes. An inter- 
esting series of photographs of the different types of crystals of silver bromide 
is given by Trivelli and Sheppard: The Silver Bromide Grain of Photographic 
Emtdsions (Eastman Kodak Co., 1921). 

s Saylor: loc, cU, 
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similar experiments with potassium alum and urea; with barium nitrate and 
nitric acid. 

(b) — Recrystallize barium or lead nitrate from a concentrated aqueous 
solution of methylene blue and note that the crystals obtained are colored 
by the adsorbed dyestuff. Frequently the adsorption is noticeably greater 
on the cube faces, which are developed by this procedure.® 

Colloidal material in solution may affect crystal habit very 
markedly, and in some cases may completely prevent normal 
development. The dendritic character of relatively soluble sub- 
stances is greatly increased, whereas in the case of slightly soluble 
materials precipitation or recrystallization in the presence of a 
colloid ordinarily gives a much larger number of nuclei, and hence 
smaller and more uniform crystals. 

E3i5)eriment 7. — Recrystallize a number of salts which normally form 
well developed crystals from water, such as copper sulphate, ammonium 
sulphate, sodium chloride, mercuric chloride. Repeat the crystallization, 
using a warm concentrated solution of gelatin or gum arabic instead of pure 
water, and note the anomalous habit of the crystals which separate on standing. 

See also Experiment 13 (d), page 347. 

Certain substances have anomalous habit even under ordinary 
conditions of crystallization, and are rarely obtainable in definite 
forms bounded by plane faces. Their appearance may neverthe- 
less be distinctive and useful for purposes of identification. 

Dendrites, consisting of branching crystals or skeletal aggregates, 
in tree-like forms, are commonly encountered, especially if crystal- 
lization is rapid or normal growth is interfered with. Spherulites 
of small crystals radiating from a common center, are naore or 
less characteristic of certain substances. Their behavior between 
crossed nicols is particularly striking, since those crystals of the 
aggregate which lie in the positions of extinction appear dark and 
quarter the spherulite by a black cross. As the stage is rotated, 
other crystals move into the positions of extinction and hence the 

® Gaubert; Recherches recentes sur les facies des aistawc (Paris, 1911); 
Comptes rendus 167, 1446, 1531 (1912); 169, 486 (1914); Rev. gin. sd. 37, 
357-66 (1926). 

^0 Ord: Influence of Colloids upon Crystalline Fortn and Cohesion (London, 
1879). 

Alexander: Kolloid Zeits. 4, 86 (1909). 

Lowndes: Trans. Faraday Soc, 16 (1920), Appendix, p. 128. 

Anderegg and Daubenspeck: Proc. Indiana Acad. Sci. 34, 171 (1925). 

Eckert and France: Jour. Phys. Chem. 31, 877 (1927). 
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arms of the cross remain stationary; this often gives the illusion 
of their rotating within the spherulite, in a direction opposite to 
that of the stage. Curved growths are not uncommon, especially 
in minerals/^ or certain organic compounds such as fats and waxes. 

Experiment 8. (a) — Recrystallize ammonium chloride from water, and 

note the almost unavoidable formation of dendrites. 

(b) — Add a tiny fragment of metallic zinc to a drop of a solution of one 
of the following: lead nitrate, silver nitrate, copper sulphate. Observe the 
tree-like or mossy crystals which form. 

(c) — Evaporate rapidly a film of an alcoholic solution of m-nitrobenzoic 
acid, and study the tiny spherulites between crossed nicols. 

(d) — Recrystallize the following from fusion in a thin layer beneath a 
cover-glass, and examine the spherulites between crossed nicols: cinchonidine, 
o-nitrophenol (pleochroic; study also with one nicol); oleomargarine. 

(e) — Mount potato or arrowroot starch in water, and examine the grains 
between crossed nicols. 

(f) — To a drop of a solution of barium chloride add a tiny fragment of 
sodium acetate. Then precipitate barium oxalate by the addition of a 
solution of oxalic acid, and note the sheaves and fibrous needles which separate. 

Repeat the experiment, having barium chloride, sodium acetate, and ferric 
chloride in the drop to which the oxalic acid solution is added. Observe the 
fine hair-like flexible crystals which form 

Pseudomorphic habit occurs when a secondary phase crystallizes 
so as to occupy the same space as did the primary crystal. Or- 
dinarily such growth does not result in well formed crystals, but 
rather in aggregates which lie within the boundary of the original 
crystal. Pseudomorphs rarely have such well formed outlines or 
homogeneous structure and optical properties as to obscure the fact 
that their external shape is unrelated to their final composite 
crystalline nature. Effloresced salts and allotropic modifications 
formed from the solid state afford the most common examples 
of pseudomorphism in microscopic studies. 

The phenomenon of rh3dhmic crystallization (Liesegang's rings) 
may be demonstrated microscopically. 

Experiment 10. — Dissolve in a large drop of 10 per cent gelatine solution 
a little potassium arsenate. Spread the drop on a sHde to form a layer about 
1 mm. thick, and cool until the gelatin has set. Then place at the center 

Spencer: Mineral. Mag. 19, 263 (1921). 

^ Dhar and Chatterji: Kollcdd Zeits. 37, 2, 89 (1925). 

Von Weimam: ihid. 37, 78 (1925). 

Alexander: Colloid Chemisiryf I (1926), pp. 782, 790, 796. 

Hedges and Myers: Physico-Chemical Periodicity (London, 1926), Chap. III. 
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of the layer a tiny drop of silver nitrate, solution, acidified with nitric acid. 
Several trials may be necessary, in order to secure exactly the right conditions, 
but concentric rings of fine-grained precipitated silver arsenate will be ob- 
tained. Similar phenomena may be obtained with potassium bichromate 
and silver nitrate. 


METHODS OF OBTAINING CRYSTALS FOR 
MICROSCOPIC STUDY 

One of the great advantages of the use of the microscope in the 
examination of crystals lies in the fact that the specimens are 
very easily prepared, as compared with the elaborate methods 
required if other instruments are employed. Small crystals suf- 
fice, and these need not be highly perfect, since a number may be 
studied and the observations combined. The saving of time in 
growing crystals for microscopic observation, as compared with 
that required for macroscopic preparations, measurements, and 
tests, is enormous, and the results, though less exact, are accurate 
enough for purposes of identification and ordinary comparison. 

Crystallization on a macroscopic scale is frequently a more 
convenient means of obtaining suitable specimens than are micro- 
crystallization procedures. The rate of evaporation, cooling, or 
mixing of the phase from which the crystals form is more accu- 
rately controllable in beakers, crystallizing dishes, or plant ap- 
paratus than on a slide under the microscope. Concentrations 
may be more exactly regulated; pressure, vacuum, or an inert 
atmosphere may be employed; the large volumes of liquid neces- 
sary for the crystallization of slightly soluble materials are easily 
handled; and a valuable instrument is not monopolized during 
prolonged operations. In many instances the extremes of tem- 
perature required preclude carr3dng out the crystallization under 
the microscope. Occasionally the crystallization process is so 
closely related to a chain of chemical operations that it necessarily 
must take place under exacting conditions; this is particularly 
true of certain syntheses, especially those conducted on a plant 
scale. 

The ultimate crystalline product of operations which are carried 
out with grams or tons of material is as easily examined micro- 
scopically as if a few milligrams were prepared on a slide, even if 
its actual formation was not followed. A small amount of such 
material may be collected, at various stages in the process if 
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desired, and it can be mounted in an appropriate liquid, or in its 
mother liquor, for microscopic study. Samples prepared under 
different conditions can be compared, and detailed observations 
of size, form, optical properties, and other characteristics may be 
made just as already described. The chief precaution which 
needs to be observed is the avoidance of any change in the state 
of aggregation or physico-chemical nature of the material during 
its preparation for study; knowledge of the chemistry of the 
system should obviate such possibihties. 

The metallographic study of alloys depends chiefly upon the 
observation of the properties of material which has been crystal- 
lized on a large scale, the final product being utilized for micro- 
scopic examination of the size, shape, and arrangement of its 
crystals. 

Crystallization on a microscopic scale has the great advantage 
that crystal growth can be followed directly, and physico-chemical 
changes which might otherwise be missed can be noted as they 
occur. In addition, the operations are exceedingly rapid, and a 
whole series of observations may be carried out in a short time. 
The lack of perfect uniformity in conditions throughout the slide 
often permits a considerable range of temperatures, rates, or 
compositions to be studied in a single preparation. 

Whenever possible, both macroscopic and microscopic crystalli- 
zation procedures should be employed, as complementary to each 
other. Growth phenomena are best studied imder the microscope ; 
growth conditions, on a larger scale. Crystals grown under the 
microscope are likely to be smaller, but more perfect, than those 
prepared in greater quantities, unless exact control of conditions ^ 
is maintained. Frequently the method of crystallization carried 
out on a microscope slide may be adapted from that used in a 
manufacturing operation in the plant, or in macroscopic laboratory 
apparatus, with an essential duplication of the phenomena and 
the opportunity of observing the various stages while they are 
taking place. The various procedures employed in the formation 
of crystals on a micro scale exemplify many important physico- 
chemical principles, and are constantly employed in microscopic 
analyses.^® 

Examples and appHcations of a number of different types of crystalliza- 
tion methods are discussed by Denig^: Klein and Strebinger’s Fortschritte 
der Mihrochemie (Leipzig, 1928), pp. 21-33. 
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Micro-crystallization from solution is the most commonly em- 
ployed means of obtaining crystals for microscopic study. Water 
is used as a solvent when possible, but acids, alkalies, or organic 
liquids may also be utilized. Frequently the solubilities and 
habit vary so widely in different solvents that crystallization from 
more than one is necessary for full information. 

In general the method of crystallization on a microscope slide 
is as follows: Place a drop of water at the corner of a clean object 
slide (preferably half-size) ; the drop should be 5 to 7 mm. in 
diameter, and 1 to 2 mm. deep. If larger than this, tilting the 
slide will cause it to run; if smaffer, its surface is likely to be so 
rounded as to interfere with observation of crystals within it. 
Introduce into the drop a tiny fragment of the substance to be 
recrystallized; the quantity used should be just enough to saturate 
the drop, and it should be added in small portions no larger than 
this o, with stirring each time. Large particles may be crushed 
by the tip of the glass rod (Fig. 69) or spatula (Fig. 70) used for 
handling the material. In stirring, the rod should be held nearly 
upright, in order to avoid spreading the drop to form a thin film 
on the slide. Solution may be hastened by cautiously warming the 
preparation over the micro-burner, but care should be taken to 
avoid rapid evaporation. A crust of imperfect crystals will form 
around the edges of the drop, in the course of a few seconds, 
especially if the solution is allowed to cool, or if evaporation is 
accelerated by blowing across it. This crust is of no value for 
study and should be pushed into the center of the drop, which 
may still be unsaturated; in doing so the rod should be held 
vertically, and spreading the drop or scratching the slide should 
be avoided. Evaporation should be continued, preferably without 
further heating, the solution being kept seeded'^ by gently stirring 
in the crystals which separate at its edge. As soon as crystal 
growth is well under way, the slide should be cooled, by pressing 
it against a cold object, so that evaporation will proceed slowly 
at room temperature. The examination of the crystals may now 
be begun, but occasional stirring is necessary to prevent localized 
supersaturation in the drop as it evaporates further. 

As soon as evaporation has gone so far as to leave the growing 
crystals projecting above the surface of the drop, their faces 
become imperfect, and recrystallization is again necessary. This 
is accomplished by placing a very tiny drop of water on the mass 
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of crystals, by means of the stirring rod; a dropping pipette 
should not be used for this purpose. Rather less than enough 
liquid to redissolve the crystals should be added; in this way 
some of them remain to seed the next crop, and no time is 
lost in evaporating excess solvent before regaining the saturation 
point. The crystallization procedure is continued as above. 
Several recrystalHzations of a single preparation are ordinarily 
possible without loss of material, and are usually necessary in 
order that the crystals may always be studied while completely 
immersed in their mother liquor and before they have grown into 
contact with each other. 

The manipulative technique as outlined above is subject to 
modification, depending on the nature of the solvent and solute. 

Insoluble substances should be added to the drop in very small 
amount, since the excess will not dissolve and may interfere with 
the observation of the portion which does recrystallize. Warming 
the solvent, with a minimum of evaporation, will facilitate solu- 
tion. Only very small crystals wiU be formed at best, and to 
obtain them the solution should be evaporated or cooled very 
slowly. 

Highly soluble substances will ordinarily crystallize very rapidly 
when once the solution is saturated, for a very Httle further evapo- 
ration results in the separation of a large amount of material, 
often in dense masses unsuitable for study. For this reason 
supersaturation should be guarded against, and as soon as the 
saturation point is reached the solution should be thoroughly 
cooled, and stirred well to break up aggregates of crystals. A 
cover-glass may be placed over the drop, to retard evaporation, 
after crystallization has begun. In recrystallizing highly soluble 
materials the minimum quantity of solvent should be added; 
often simply breathing on the crystals is sufficient. 

Substances much more soluble in hot water than in cold may 
best be crystallized by cooling, rather than by evaporation. 
However, it is usually unnecessary to saturate the hot solution 
in order to have crystals separate on coohng; moderate concen- 
trations are ordinarily sufficient to give a good crop of crystals, 
not too densely distributed for study. 

Supersaturation is sometimes very troublesome, and although 
gentle stirring is ordinarily sufficient to relieve it, “ seeding 
with a fragment of fresh material may sometimes be necessary. 
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The rate at which such a seed crystal dissolves is an indication 
of whether the solution is saturated or not, and particular care 
should be taken not to continue rapid evaporation after saturation 
is reached, or a vitreous, non-crystallizable film will result. 

Deliquescent materials are particularly difficult to crystallize 
if the atmosphere is humid. A drop of solution may be placed in 
an ordinary dessicator, and as soon as crystallization has begun 
may be covered with a cover-glass and placed under the micro- 
scope for study. A better procedure is to crystallize in a hanging 
drop on the lower surface of a cover-glass which is placed over a 
hollow slide containing a dessicant such as phosphorus pentoxide 
(Fig. 123). The edges of the cavity may be sealed with vaseline 
if desired. Recrystallization is accomplished by exposing to the 
air for a moment, and replacing over the micro-dessicator. 



Fig. 123. Crystallization of a Deliquescent Material in a Hanging Drop 
over a Dessicant. 

Hydrolysis of certain metallic salts is likely to occur if it is 
necessary to heat the substance for some time in water, or if 
repeated recrystallizations have been made. It may best be pre- 
vented by a trace of the appropriate acid. 

Double salts when recrystallized may form one of the single 
salts before the proper molecular ratio of concentrations in the 
solution is reached. Further evaporation will give rise to a 
second phase, if this is the case. Mixtures of salts may interact 
as they are dissolved, and should be watched as they are intro- 
duced into the solvent. 

Organic solvents may be handled like water, provided they are 
not too volatile or too mobile. Where feasible, the less volatile 
of the possible solvents should be chosen; as for instance, xylene 

The importance of supersaturation, and the methods of preventing it, 
are discussed by Deniges; Mikrochemie 3, 33 (1925), who suggests rubbing 
the slide with a crystal of the substance before placing the supersaturated 
drop on the same place. 

Howard and Stephenson: U, S. Dept Agr. Bur, Chem. Bull. 137, p. 189, 
state that stirring rods previously used in the crystallization of a substance 
may carry sufficient traces of it to induce crystallization in subsequent 
preparations. 
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instead of benzene. Crystallization from very volatile solvents 
may be controlled by covering with a cover-glass to retard evapo- 
ration. Such solvents and other organic liquids of low surface 
tension, tend to creep over the slide and are difficult to maintain 
in a sufficiently thick layer for proper crystal growth. To aid in 
their manipulation tiny watch glasses or concave-ground slides 
may be used. Crystallization may also be carried out in small 
glass crucibles (Fig. 62, C), which are particularly useful for vola- 
tile solvents; the crystals can be examined without removal. If 
the crystallization has been made in a test tube, crystallizing dish, 
or other vessel, the crystals may be pipetted to a microscope slide 
for study. • 

Experiment 11. (a) — Recrj^stallize the following from alcohol, by evapo- 

ration: thymol, sulphonal, or salol. 

(b) — Recrystallize the following from xylene, by evaporation: iodoform, 
naphthalene, thymol, or salol. 

(c) — RecrystaUize the following, by dissolving in the warmed solvent and 
cooling: stearic acid, from cottonseed oil; paraffin w^ax, from kerosene 
(examine between crossed nicols, using “ 1st order red plate); sulphur, 
from aniline (two allotropic forms may be observed). 

Variations in the composition of the solvent afford means of 
crystallizing inorganic or organic substances. Volatile acids or 
ammonia may be used to aid solution, and allowed to escape on 
standing, with consequent gradual separation of the dissolved 
material. The familiar salting out ” procedure may be applied 
to micro-crystallization. Acids or alkalies may be neutralized 
by slow diffusion into the drop, with reprecipitation of the sub- 
stance which they held in solution. Alcohol may be used as a 
solvent, and diluted with water to cause crystallization of the 
dissolved material. 

Experiment 12. (a) — Dissolve silver chloride in ammonium hydroxide, 
and allow to stand in the air. Note the separation of crystals as ammonia 
escapes. 

(b) — Sait out ” sodium benzene sulphonate from a drop of its aqueous 
solution, by the addition of sodium chloride, solid or in saturated solution. 

Precipitation from solution as a result of chemical reaction is 
an excellent means of preparing crystals of many relatively in- 
soluble materials. Most of the metathetical reactions which 3?ield 
an insoluble product may be duplicated on a microscope slide, 
and the precipitates studied; this is the general procedure em- 
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ployed in microscopic qualitative analysis. The various methods 
of bringing the reacting substances together are discussed in 
detail in Volume II. 

The factors governing crystallization are applicable to precipita- 
tion methods, and serve to control the size and perfection of the 
crystals produced. Low concentrations of the reacting substances 
are necessary, if good crystals are to be obtained; this is particu- 
larly true of highly insoluble materials, which can be precipitated 
in recognizable form only from exceedingly dilute solutions. The 
rate of mixing of the interacting compounds is closely related to 
their effective concentrations, and should be very slow and 
gradual. The temperature affects the size of the crystals pre- 
cipitated, by governing their solubility somewhat, and also because 
they “ digest ” more rapidly to form larger crystals when warmed. 
Increasing the solvent action of the liquid, as when precipitating 
in the presence of certain acids or alkalies, also tends to give a 
coarser precipitate. Protective colloids, on the other hand, tend 
to render the precipitate very fine grained. A large excess of 
one of the reagents may result in the formation of a double salt 
or other soluble compound, and prevent precipitation or dissolve 
the crystals after they have formed. 

Experiment 13. — Prepare large drops of moderately dilute solutions of 
lead nitrate and potassium iodide. Use these drops as stock solutions, to 
furnish the same concentrations throughout the following series of comparative 
experiments: 

(a) — Allow a drop of a solution of potassium iodide to flow into one of 
lead nitrate, on an object slide, and note the size and character of the crystals 
obtained. Repeat, using solutions about twenty times as dilute, and compare 
the precipitate with that obtained from the first reaction. (C/. Experiment 
5, page 337), 

(b) — Precipitate by mixing hot solutions, and compare the crystals with 
those obtained in the cold. 

(c) — Acidify a drop of the lead nitrate solution with nitric acid, and 
precipitate with potassium iodide, comparing the crystals with those from 
neutral solution. 

(d) — Dissolve a small amount of gelatine in warm water, and dilute 
each of the solutions with it. Mix, and observe the character of the 
precipitate, 

(e) — Add an excess of solid potassium iodide to a drop of the lead nitrate 

IS Very remarkably large crystals of slightly soluble materials have been 
obtained by reactions between solutions diffusing slowly into gels. Holmes: 
Jour. Amer. Chem. Soc. 40, 1187 (1918); Jour, Fhye, Chem. 21, 709 (1917), 

See also Martini: Mikrochemie 7, 236 (1929). 
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solution. Observe whether precipitation occurs, and note the separation 
of a double salt Pbla • KI • 2 H 2 O on evaporation. 

Experiment 14. — Add a drop of an ammoniacal solution of magnesium 
chloride and ammonium chloride to a drop of a dilute solution of a phosphate. 
Compare the freshly precipitated ammonium magnesium phosphate hexa- 
hydrate with that obtained by allowing the precipitate to “ digest in its 
mother liquor at room temperature. Follow the changes which take place 
under the microscope. 

Slightly soluble organic acids or bases may be dissolved in 
alkaline or acid solutions, and reprecipitated by the gradual addi- 
tion of acid or alkali. If the solutions used are very dilute, such 
procedure affords a convenient means of recfystallizing materials 
which are otherwise difficult to handle in aqueous solution. 

Experiment 16. (a) — Precipitate the free base from a dilute solution of 
quinine in dilute sulphuric acid. 

(b) — Recrystallize the following by dissolving in dilute sodium hydroxide 
solution and acidification with hydrochloric acid: benzoic acid, salicylic 
acid, aspirin, or saccharin. 

Occasionally substances with low melting points may be precipi- 
tated as droplets of supercooled liquid, which do not crystallize 
immediately. 

Micro-crystallization from Vapor: Sublimation. — Sublima- 
tion is particularly valuable as a method of obtaining crystals of 
volatile substances which are very slightly soluble or otherwise 
difficult to crystallize. It also serves as a means of separating 
the constituents of mixtures, the non-volatile portions being left 
behind; a small amount of a sublimable ingredient may thus be 
collected from a large mass of other materials, as in testing vege- 
table drugs. The greatest application of sublimation is in the in- 
vestigation of organic substances, though it is also useful in connec- 
tion with certain inorganic compounds such as ammonium chloride, 
arsenic trioxide, mercuric iodide and chloride, etc.^® 

A number of different methods are available for micro-sublima- 
tion,^^ of which only the simplest wiU be described here. 

Behrens-Kley: Mikrochemische Analyse (Leipzig, 1921), pp. 188, 195. 

Tunmann: Pflanzenmikrochemie (Berlin, 1913), pp. 23-32. 

Houben-Weyl: Die Methoden der Organischen Chemie 1, 630-43 (1921). 

Molisch: Mikrochemie der P flame (Jena, 1921), p. 28. 

Mayrhofer: Mikrochemie der Arzneirniitel und Gifte (Berlin, 1923-28), 
I Teil, pp. 16, 263; II Teil, p. 11. 

Bmich: Mikrochemisches Praktikum (Munich, 1924), p. 40; Lehrhuch der 
Mihroch^mie (Munich, 1926), p. 56; Mikrochemie 3, 25 (1925). 
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If exact temperature control is not essential, the usual method 
is that of subhmation from one slide to another. The material 
to be tested is placed at the corner of a thin slide. If it is solid 
it is wise to moisten it with water and then dry it thoroughly; 
generally this will effectually prevent the material from being 
blown off by air currents, and brings the substance in intimate 
contact with the glass slide — a matter of prime importance. 
If the material is already in solution evaporate a tiny drop, but 
in this case it should not be spread out, as is commonly done with 
test drops. When the drop is dry, add another tiny drop on top 
of the residue left by the first; this in turn is dried, the process 
being repeated until, in the judgment of the operator, there is 
sufficient material for work. In all cases the residue to be treated 
should occupy but little space, yet should not be too thick, since, 
if fractional sublimation is to be practiced, a thick mass is apt to 
be heated unequally and fallacious results will be obtained. 

Everything being ready, the slide is held in the left hand and 
the heating begun over the micro-flame, not directly beneath the 
spot of material, but slightly nearer the center of the slide. This 
is done in order to avoid raising 
the temperature too rapidly and 
too high. As soon as the sublima- 
tion point is almost reached (which 
can easily be recognized by prac- 
tice) a second clean slide, carry- 
ing a drop or two of water, is taken 
in the right hand and lowered over 
the first slip, with the drop of water 
on the upper side directly over the 
material to be sublimed. The drop 
of water has for its object the 
keeping of the upper slide cool, 
thus more effectually condensing 
any vapors produced by the heat- Fig. 124. Sublimation of Material 
ing. The receiving slide is sup- from One Object Slide to An- 
ported on an edge of the other 

and is brought as close to the substance as is possible without 
touching it (Fig. 124). The temperature is gradually raised by 
moving the spot of substance nearer the flame. As soon as there 
is evidence of the appearance of a sublimate, raise the two slides 
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above the flame so as to prevent too rapid vaporization. The first 
deposit being obtained, the receiving slide is moved along a few 
milli m eters and a second sublimation made; again the slides are 
partly removed from the source of heat, the receiving slide moved 
along a trifle, and again the temperature is raised until a third 
film has been condensed. The process is continued as long as the 
material remains on the first slide or fails to yield any further 
sublimate. If the drops of water, used to keep the receiver cool, 
evaporate, replace them by others. When dealing with com- 
pounds which melt on heating, the supporting slide must be 
slightly inclined so as to keep the material at the corner of the 

slide. Or we may sublime from a 
watch glass upon an object slide, as 
shown in Fig. 125. 

It sometimes happens that a more 
crystalline and characteristic sublima- 
tion film is to be obtained when the 
receiving slide is slightly warm, in 
which event the water is omitted, or, 
if this is not sufiicient, a little cylin- 
der made of carbon, such as is used 
in arc lamps, is warmed over a burner 
Such pieces of carbon remain warm 
for some time and will be foimd to give excellent results. 

Since the temperature and vapor concentration vary over a 
considerable range, the above method insures that some at least 
of the sublimates will exhibit satisfactory crystals. If fractional 
sublimation is to be employed for the separation of two volatile 
substances, it must be remembered that overheating will raise 
the temperature of the mixture above the subliming points of 
both constituents, and they will volatilize together. Very careful 
heating is necessary in order that the more volatile material may 
first be driven off, with a minimum of sublimation of the other 
ingredient. After this is practically complete, the temperature 
may be gradually raised and the less volatile material sublimed 
in the later fractions. 

With the beginner it is always best to obtain each fractional 
sublimate upon a separate slide, carefully laying them down 
film side up in the order in which they have been obtained. 
Otherwise the films first formed are apt to be driven off by the 



Fig. 125. Watch-glass Method 
of Sublimation or Distilla- 
tion. 


and placed upon the slide. 
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increasing heat required to vaporize the last portions or will be 
rubbed off by the fingers or by contact with the support. When 
a series of sublimation films are obtained upon a single slide the 
films should succeed each other in such a manner as to bring the 
first ones farther from the source of heat as each film in turn is 
formed. 

When dealing with sublimations taking place only at tempera- 
tures so high that ordinary glass will soften, quartz or pyrex glass 
slides, nickel or platinum foil, or small nickel or platinum spatulas 
may be employed. The method of procedure will in any event 
be similar to that above described, intimate contact between 
substance and support being first accomplished when possible 
by moistening with water and careful drying. 

Very volatile substances (such as naphthalene), which sublime 
appreciably at room temperatures, must be examined immediately 
after condensation in order that their crystals may be observed 
before they begin to round off and disappear. 

Certain substances condense as droplets of supercooled liquid 
and crystallize slowly or only after stirring or seeding. The 
possible decomposition of materials, when sublimation is at- 
tempted, must always be borne in mind. 

The sublimation temperature of a substance is not a constant, 
but depends on a number of factors. However, the volatilities 
of materials differ widely, and usually may be represented by a 
minimum sublimation range for each substance. The tempera- 
tures of sublimation may be determined by means of a hot stage 
such as that described on page 203, or by the method recommended 
by A. W. Blyth.^^ A small porcelain crucible is nearly filled with 
mercury, into which dips the bulb of a thermometer, A thin 
cover-glass, bearing at its center the material to be tested, mois- 
tened and dried as usual, is floated on the surface of the mercury. 
Upon the cover-glass is placed a low glass cell whose upper and 
lower rims are accurately ground. A second cover-glass is placed 
above to receive the film (Fig. 126). A number of clean cover- 
glasses should be placed near at hand. The crucible is heated 

Experiment 16. (a) — Sublime and study the following: phthalic anhy- 

dride, benzoic acid, tetrachlorbenzene, napthalene, or quinone. 

(b) — Fractionally sublime mixtures, of any two of the above substances. 

(c) — Sublime: indigo, mercuric iodide, or arsenic trioxide. 

18 Poisons: Their Effects and Detection (London, 1906), p. 259. 
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over the low flame of a Bunsen burner. As the temperature rises, 
the covers are changed, by means of a pair of forceps, every five 
or ten degrees. The cover-glasses are examined under the micro- 
scope, and a decision made as to the temperature of sublimation. 
A second and even a third experiment should always be made. 
If the material fails to sublime at a temperature below that at 
which the mercury itself is volatilized, a bath of a suitable low- 
melting alloy must be used. For accurate measurements it is 
essential to protect the crucible and cell from the cooling effects 
of air currents. 



Fig. 126. Micro- 
Sublimation. Heat- 
ing by molten 
metal. 



Fig. 127. Apparatus for Micro-Sublimation, 
Micro-Distillation, and Gas Evolution. 
K — spring clamp. G — glass crucible. 
S — object slide. L — micro-burner. (| X ) . 


Subliming upon a glass object slide as shown in Fig. 124 is 
impracticable when only a minute quantity of the material is 
available, since the losses through incomplete condensation are 
considerable. In such an event it is safer to employ the device 
shown in Fig. 127, primarily intended for distillation but yielding 
good results with solids as well as with liquids. When, however, 
only an excessively small amount of material is to be tested, as 
in toxicological analysis, it is better to drop the substance into a 
thin-walled glass tube not over 1 mm. in diameter, sealed at one 
end. Tap the tube gently so as to collect all the material at 
the sealed end. With a very fine blast lamp flame draw out the 
open end to a hair-hke capillary tube, and, after cooling, gently 
heat the material in a hot stage of the type shown in Fig, 88, 
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until sublimation takes place. The chief difficulty with the tube 
method lies in the fact that the poor quality of the glass, the 
striations, air bubbles, and defects, render the examination of the 
sublimate complicated and difficult. Laying the tube in a drop 
of oil or of glycerine at the point where the sublimate appears 
facilitates the study, by preventing the formation of heavy black 
contour bands. 



Pressure. (JX). 

B — Weraer-Klein Water Cooled Vacuum Sublimation Apparatus. (fX). 
V to vacuum, c, cover-glass on which sublimate condenses, I film of liquid, m 
metal filings, s substance to be sublimed. 

The various types of hot stages described in Chapter VI and 
the hot plate shown in Fig. 62 are also useful for the control of 
temperature in sublimation.^® 

Many substances which do not yield sublimates by ordinary 
methods do so if the surface on which condensation takes place 
is very close to the material being heated (0.1 to 0,01 mm.), or 
if the bottom of a vessel containing water is used to condense the 
vapor.2® Special types of apparatus have been devised to permit 

A sublimation chamber for automatic control of temperature over a 
period of several hours is described by Ehrismann and Jochimglu; Biochem. 
Zeits. 199, 272 (1928). 

^ Kempf: Zeits. anal. Chem. 62, 284 (1923). 

Kurschner: Mikrochemie 3, 1-20. (1925). 
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micro-sublimation under reduced pressure, with water-cooling of 
the surface on which the crystals are deposited/^^ (Fig. 128), 
Sublimation temperatures are so dependent upon external con- 
ditions that they cannot be observed with the exactness of melting 
points. Approximate values are frequently of value for purposes 
of identification, and may be obtained by means of hot stages or 
the various special types of micro-sublimation apparatus.^^ 
Crystallization from Fusion. — Recrystallization from the mol- 
ten state is an exceedingly useful procedure in the examination of 
fusible materials, particularly those which are not readily sus- 
ceptible to other methods of crystallization. Although mainly 
applicable to the examination of organic compounds, crystalliza- 
tion from fusion is sometimes of value in the study of inorganic 
substances, such as salts which melt in their water of crystalliza- 
tion. Plant operations involving the solidification of melted 
material may be advantageously duplicated under the microscope, 
since the properties of the crystallized product are often closely 
related to the manner of its formation.^^ 

The possible influence of solvents is eliminated by crystallization 
from fusion, and the purity of the material is often indicated by 
the sharpness of its melting and freezing. On the other hand, the 
crystals are usually grown in a thin layer of liquid, and are ulti- 
mately in very close contact. Single well-formed crystals are 
not readily removable for optical tests such as the determination 
of refractive indices. Fairly close control of temperature is 
required if the crystal growth is to be slow enough to permit the 
study of faces and angles or isolated crystals in the melt. 

The simplest method of studying crystallization from fusion 
by means of the microscope is carried out as follows: Place a small 
quantity of the material in a heap near the corner of a thin slide, 

21 Eder: Schweiz, Wockschr. Chem, Pharm, 61, 228, 241, 253 (1913). 
Werner: Mikrochemie 1, 35 (1923). 

Klein and Werner: Zeits. physiol. Chem. 143, 141 (1925). 

Viehoever: Jour. Ass. Offic, Agr. Chem. 6, 473 (1923). 

Hortvet: idem. 6, 481 (1923), 

A table of subliming points of a number of substances is given by 
Mayrhofer: Mikrochemie der Arzneimittel und Gifte (Berlin, 1923-28), I Teil, 

p. 268. 

The analogies between microscopic crystallizations from fusion and the 
casting and structure of alloys are discussed by Chamot and Mason: Jour. 
Chem. Education 6, 9 (1928). Similar comparisons may be drawn with 
reference to mineral formation. 
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and cover it with a cover-glass. The amount used should be 
such that the melt will spread to fill the enclosed space, with only 
a small excess at the edge of the cover-glass. Warm gradually by 
holding the slide several centimeters above the flame of the 
micro-burner, and gradually increase the temperature by bringing 
it nearer. Observe the specimen closely, and note any tendency 
to sublime or decompose. As soon as melting is started, maintain 
the temperature as nearly constant as possible, to avoid over- 
heating the material, and as soon as fusion is complete withdraw 
the preparation. Prolonged heating or excessive temperatures 
are likely to alter the chemical nature of the melt. 

The preparation is ordinarily allowed to cool in air, being placed 
under the microscope in time to observe the progress of crystalliza- 
tion. The faces and angles at the free ends of the growing crystals, 
the grain boundaries which are the resultant of the growth of 
adjacent crystals, the formation of air bubbles which are entrained 
at the grain boundaries as inclusions, the completeness of solidifi- 
cation or the presence of more fusible constituents, and the rupture 
of crystals by shrinkage as the preparation cools to room tem- 
perature, should be carefully studied. Remelting several times 
is usually essential if all these phenomena are to be observed. 
Examination between crossed nicols is useful as a means of 
accentuating the contrast between the crystals and the melt, 
and recognizing the differences in orientation which correspond 
to the individual crystal grains in the solidified mass. If 
single isolated crystals occur in the melt, they should be studied 
with particular care, since they represent the habit of the material 
better than do the crystals which are restricted by, adjacent ones. 

If the solidification is too rapid, it may not be easy to follow under 
the microscope, and the crystal grains produced may be too small 
to yield interference figures. By cooling very slowly, holding the 
preparation at some distance above the flame if necessary, and 
by the avoidance of supercooling, a larger “ grain size ” may be 
obtained. If a marked tendency toward supercooling exists, the 
melt may be seeded by the introduction of fresh material or 
by scratching at the edge of the cover-glass; this should preferably 
be done at a temperature only slightly below the freezing point. 
It is often desirable to remelt only a portion of the crystallized 
layer, by heating at one edge, so as to establish a temperature 
gradient and to leave some unmelted crystals for seed. The 
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crystallization of substances with low melting points may be 
accelerated by cooling the slide upon a cold object such as a 
block of metal. 

If more accurate control of temperatures is desired, and if 
melting points are to be determined, some form of hot or cold 
stage should be employed (see pages 200, 206). 

Experiment 17. (a) — Crystallize the following substances from fusion: 
thymol (m.pt. 50°), urea (m.pt. 132°), o-nitrophenol (m.pt. 45°), or sulphonal 
(m.pt. 127°), stud 3 nng as directed above and varying the rate of freezing. 

(b) — Fuse some thymol, and color the melt with Bismarck Brown dye- 
stuff. Cover with a cover-glass, and allow solidification to take place, and 
note that the colored impurity is rejected by the growing crystals, and tends 
to concentrate in the melt in front of their advancing faces. 

Cjystallization from the Solid State. — Substances which possess 
two or more crystalline allotropic modifications exhibit trans- 
formations of crystals of one solid phase into those of another, 
by a process resembhng crystallization from the melt. The 
direct observation of such changes, or of the final structure of 
the specimen, is readily accomplished by the microscope, and is 
particularly illuminating in the study of thermal equilibria in 
one-component systems. The recognition of allotropy is im- 
portant as a means of characterizing substances, and in explaining 
and avoiding discrepancies in the determination of the various 
physical properties of different modifications. 

The growth of crystals from a solid substance of different 
crystalline character is usually manifest under the microscope 
by the progressive development of a different structure in the 
specimen. The actual transformation is revealed by a difference 
in refractive index at the boundary between the two phases, by 
a change in the double refraction, orientation and other properties, 
and in many eases by the faces and angles of the growing crystals. 
Since the original material is solid, with fissures, inclusions, and 
other discontinuities, no transfer of matter can take place, and 
these features remain in the secondary crystals, which often ex- 
hibit a pseudomorphie appearance, and a smaller grain size’' 
than the primary crystals. 

In the observation of crystallization from the sohd state, the 
material is fused and crystallized as directed above; its cooling 
is followed under the microscope with ordinary light and between 
crossed nicols, and also by means of the naked eye. 
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Ordinarily, the transformations of the different modifications 
take place more or less spontaneously and require little encourage- 
ment unless the cooling has been very severe, when suspended 
transformation may occur on account of the slowness with which 
the atoms rearrange themselves into a new space lattice. Seeding 
or scratching the edge of the preparation will often initiate the 
growth of the stable phase. Cautious warming often aids in 
accelerating the change, provided the temperature of reversal is 
not reached. In general, the transformations exhibited by a sub- 
stance occur in a sequence, the least stable phase being formed 
first, and followed by successive transitions, each to a more stable 

modification.^^ 

Two important and common types of transformations between 
solids are known, enantiotropy and monotropy.^s 

Enantiotropic transformations occur on cooling the substance, 
and are reversed on heating it. A definite equilibrium tempera- 
ture exists between the two modifications, and may be determined 
under the microscope very exactly by noting the temperature at 
which they can coexist, by means of a hot stage.®® Any one of 
the allotropic forms may be a stable phase, depending on the 
temperature. 

If a temperature gradient is established in the preparation, 
by localized heating, the different phases may exist in different 
parts of the crystalline layer, and by heating or cooling may be 
made to advance or recede in accordance with the temperature 
at different portions of the slide. 

Experiment 18. — Study the transformations of one of the following sub- 
tances, noting the reversal on heating: carbon tetrabromide, ethylamines 
hydrochloride, potassium nitrate, silver nitrate, mercuric iodide, sulphur; 
thallous nitrate (3 allotropic modifications); ammonium nitrate (4 aUotropic 
modifications above room temperature). 

Monotropic transformations occur only in case an unstable 
solid phase has separated from the melt, as is likely to be the case 
if supercooling takes place. This phase is not stable at any tem- 

In accordance with the law of successive reactions. 

Ostwald; Principles of Inorganic Chemistry (4th Ed.), p. 235. 

Findlay: The Phase Rule (London, 1927), p. 35. 

Lehmann: MoleJoularphysik (1888-89), Bd. I, pp. 119-219. 

2® The transformations of ammonium nitrate have been studied in this 
manner by Bowen: Jour, Phys, Chem, 30, 721 (1926). 
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perature below the melting point (at ordinary pressure), and when 
scratched or seeded tends always to revert to a stable modification, 
the transformation being completely irreversible. No equilibrium 
is possible between the two phases, and no transition point can be 
determined. The unstable phase can be formed only from the melt, 
or from a less stable phase if several monotropic forms exist.^*^ 

Monotropic substances may occur in unstable form on ordinary 
crystallization from the melt, but in testing for the existence of 
this type of allotropy it is best to supercool strongly and to avoid 
any possibility of seeding with the stable modification. If the 
crystals obtained transform on scratching or seeding, and on 
being heated this transformation is not reversed, monotropy exists. 
If localized heating is employed, so that a temperature gradient 
is established in the preparation, the stable phase will always grow 
at the expense of the metastable one, and the latter will melt 
at a lower temperature. This may be demonstrated by touching 
the cover-glass with a hot wire, so as to fuse a small portion of the 
specimen. Suspended transformations are not uncommon in 
monotropic systems, and gentle warming will accelerate changes 
which might otherwise be unobservable. 

Experiment 19. — Crystallize the metastable allotropic modification of one 
of the following and study its transformation, noting the irreversible character 
of the change: mononitronaphthalene, cinnamic acid, hydroquinone, resorcin, 
o:-monochloracetic acid (3 allotropic modifications; the first transformation 
occurs spontaneously or on scratching; the second, on seeding with the stable 
phase). 

Allotropy may also be evident when crystallization occurs from 
solution or from the vapor state. In general, the less stable 
phase tends to separate first, and later transforms to the modifica- 
tion which is stable under the existing conditions. In the presence 
of a solvent this transformation is often so rapid as to be over- 
looked; it tends to be delayed if the crystals are not in contact 
with each other and if they are continually growing. 

Experiment 20. (a) — Recrystallize potassium nitrate rapidly from hot 
solution and examine immediately for rhombohedral crystals of the metastable 
form. Observe the rapid transformation of these to the rhombic variety. 

The monotropic transformations of a-monochloracetic acid have been 
studied microscopically by Mier and Isaac: Phil. Tram. Roy. Soc. 209, 337 
(1009). Menthol has been similarly investigated by Wright; Jour. Am&r. 
Chem, Soc. 39, 1515 (1917). 
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(b) — Recrystallize sulphur from aniline by cooling, and observe the trans- 
formation of the monoclinic crystals which first separate, to the stable ortho- 
rhombic modification. 

(c) — Sublime mercuric iodide, and note the yellow crystals which con- 
dense. Examine them at intervals, and observe their transformation to the 
stable red variety. 

Recrystallization in solids may also occur as a result of an- 
nealing,” without any phase transformation. This is of particular 
importance in controlling the mechanical properties of cold-worked 
metals and alloys. 

Experiment 21. — Recrystahize p-dichlorobenzene from fusion, and follow 
its allotropic changes. When the stable modification has been obtained, 
deform it strongly by pressing on the cover-glass with a blunt instrument. 
Examine between crossed nicols and note the ‘‘ mechanical twins and slip 
lines which are developed. Then hold the preparation at a temperature 
just below its melting point for several minutes, and observe the new growth 
of fine grained crystals from the deformed areas. 

Crystallization in Binary and Ternary Systems. — The physical 
chemistry of two- and three-component systems must be taken 
into account in many crystallization processes, if the nature of « 
the phenomena exhibited is to be recognized. The microscope 
affords a simple and direct means of observing the behavior of 
such systems, and serves as an invaluable check upon other 
methods of investigation. The less complicated phenomena may 
be identifi.ed readily, and considerable qualitative information 
may be gained without the necessity of preparing an “ equilibrium 
diagram.” As a preliminary to more exact investigations, micro- 
scopic examination frequently effects a great saving of time, in 
indicating the method of attacking the quantitative study of the 
system. 

Hydrates of different composition may be differentiated from 
each other and from the anhydrous substance by study of their 
crystalline form and optical properties. Ordinarily they appear 
as distinct and well defiined phases in the system, and their mutual 
transformations may be followed microscopically. By controlling 
temperature conditions the stability of the different forms may be 
investigated. 

Experiment 22. (a) — Recrystallize the following salts, evaporate to 

dryness, warm, and follow their eflSiorescence: sodium sulphate, cupric sul- 
phate, or strontium chloride. 
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(Ij) — an excess of sodium sulphite heptahydrate to a drop of water, 
and warm quickly. Examine before solution or evaporation is appreciable 
and note the dehydration under water, to the anhydrous salt. 

(c) — Add an excess of anhydrous sodium carbonate to a drop of water, 
and observe the formation of the deeahydrate as the crystals dissolve. 

(d) — Prepare a dilute suspension of plaster of paris in water, and cover 
with a cover-glass. Allow to stand, and examine at intervals for crystals of 
calcium sulphate dihydrate (gypsum). 

Double salts crystallize differently from either of the single 
salts which yield ions in common with them. The possibility of 
double salt formation may be tested by attempting to crystallize 
solutions containing mixtures of both compounds, and noting 
whether a third phase appears at any composition. If a double 
salt can exist in equilibrium with a saturated solution of its con- 
stituents in nearly the same molecular ratio as its own, it will 
recrystallize just as does a single salt. If, however, equilibrium 
with the solution is only possible when an excess of one of its 
constituents is present, the other constituent will crystallize before 
the double salt appears. As a result, the composition of the solu- 
tion will vary until it contains the necessary excess of one con- 
stituent, when the double salt will begin to crystallize. Two 
entirely different crystalline phases may thus separate when a 
double salt is dissolved in water and recrystallized. In some 
cases merely placing a crystal of the double salt in water will 
cause a separation of one constituent, before solution is complete. 

Experiment 23. (a) — Recrystallize 2KC1 • CuCh • 2 H 2 O from water, 
avoiding overheating. Compare the crystals obtained with those of potassium 
chloride and cupric chloride. 

(b) — Add an excess of KCl • MgCh • 6 H 2 O (Camallite) to water, and 
observe the separation of crystals of potassium chloride. Evaporate the 
solution, and note that the double salt (anisotropic) appears just before dryness 
is reached. Repeat the crystallization, having a large excess of magnesium 
chloride present to insure that the double salt will be the first phase to crystal- 
lize from the solution. 

(c) — Precipitate lead iodide, by adding a crystal of potassium iodide to a 
drop of a fairly concentrated solution of lead nitrate. Note that the precipi- 
tate is soluble in excess of potassium iodide solution, and that on further 
evaporation prismatic crystals of the double salt KI • PbL • 2 H 2 O separate. 

Solid solutions, or “isomorphous mixtures’^ crystallize from 
solution as discussed on page 334, only one type of crystals being 
obtained through a considerable range of compositions. 
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Mixtures of salts may recrystallize to yield both constituents. 
There may be a mutual effect upon the habit of the crystals ob- 
tained, without chemical interaction. However, in many cases an 
ionic interchange may occur and other possible phases may separate, 
depending on the relative concentrations in the solution. Such 
systems are generally difficult to interpret by microscopic examina- 
tion, although the crystals actually separating can be identified. 

Binary systems crystallizing from fusion may exhibit a number 
of different phenomena, and are particularly instructive because 
both temperature and composition gradients may be established. 
By melting the two constituents beneath opposite sides of the 
cover-glass, heating so as to fuse them simultaneously if possible 
and to produce a zone of mixing, the entire range of compositions 
may be represented in the space of a few millimeters. The prop- 
erties of this system may then be studied, and the thermal be- 
havior of various mixtures compared. If desired, separate prep- 
arations of definitely known compositions may also be examined. 

Solid solutions show no discontinuity in crystal growth at the 
zone of mixing. Crystals of either constituent may extend across 
the preparation, growing by material acquired from any portion 
of the melt. Only one phase is present, though this may vary in 
composition in different parts. 

Experiment 24. (a) — CrystalKze nickel nitrate hexahydrate and cobalt 

nitrate hexahydrate separately, by fusion. Then place a fragment of each 
about 1 cm, apart on a slide and cover with a cover-glass. Warm carefully, 
so that the salts fuse and the drops of the two melts just run together. FoUow 
the freezing under the microscope. 

(b) — Study similarly the systems: naphthalene — |8-napthol; p-dichlor- 
benzene — p-dibrombenzene. 

Eutectics are formed as heterogeneous mixtures of two crystal- 
line constituents, when substances immiscible in the solid state 
separate from a binary melt. The composition of the eutectic 
mixture is definite, and it melts at a definite temperature, lower 
than that of either phase.^ 

The true nature of eutectics as mixtures of two phases was not realized, 
and they were thought to be compounds on account of their defmite composi- 
tions and melting points, until microscopical examination showed the presence 
of recognizable crystals of both constituents in them. This was first estab- 
lished in the case of the system poUissium permanganate — watery the cryo- 
hydrate ” of which was studied by Ponsot: BvU. soc. chim, Paris (3), 13, 
312-16 (1895). 
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The formation of a eutectic between two substances may be 
recognized by means of a diffusion preparation. The pure com- 
ponents are melted under opposite edges of the cover-glass, and 
a zone of mixing is formed. On cooling, the constituent of higher 
melting point begins to crystallize first, and grows toward the 
portion of the melt richer in the other component, as the tempera- 
ture is lowered. When the freezing point of the second constitu- 
ent is reached, it commences to crystallize, growing toward the 
zone of mixing. These two phases continue to develop, as cooling 
continues, and are finally separated by a region of the melt where 
the eutectic composition exists. When this freezes as a fine 
grained mass the crystals of one or both constituents may fre- 
quently be recognized. On reheating, the eutectic melts first, 
the above changes taking place in reverse order. 

Experiment 26. (a) — Study separately the crystallizations of naphtha- 
lene (m. pt. 80°) and phthalic anhydride (m. pt. 131°) from fusion. Then 
prepare a slide so as to present the entire range of compositions, and study 
the behavior of the system on cooling. Note particularly the formation and 
appearance of the eutectic (m. pt. 65° C; 29 per cent phthalic anhydride, 
71 per cent naphthalene). Remelt the preparation gradually and allow it 
to solidify again. 

(b) — Observe similarly the formation of eutectics in the following systems: 
naphthalene — sulphonal; naphthalene — o-nitrophenol; sulphonal — o-ni- 
trophenol; naphthalene — quinone; naphthalene — thymol; quinone — 
p-diehlorbenzene. 

Ternary eutectics may be observed microscopically, by melting 
the three components under different portions of the cover-glass, 
so that three zones of binary mixing are formed, with a region of 
ternary mixing in the center. On solidification the pure compo- 
nents separate successively, then the three binary eutectics, and 
finally the ternary eutectic. 

Experiment 26. — Prepare a slide of the following substances, as indicated 
above: naphthalene, sulphonal, o-nitrophenol. FoUow the soKdification 
under the microscope, noting the various phases and eutectics which separate. 
(The ternary eutectic may remain molten at room temperature.) 

Binary compounds formed by the fusion of two substances, 
exhibit characteristic behavior under the microscope. In general, 
if a diffusion preparation is studied, the compoimd will be found 
to have a fairly high melting point, and the two binary eutectics 
between it and the pure components of the system may be readily 
recognized. 
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Experiment 27. — Study the following binary systems, noting the presence 
of a compound having a higher melting point than the eutectics on either side 
of it: p-toluidine — salicylic acid; p-toluidine — benzoic acid. 

Identifications and testing for purity are possible on the basis 
of the above phenomena.^® If an unknown substance is thought 
to be identical with a known material, the two may be mixed, 
and any change in melting point or the presence of two phases 
on solidification will indicate their disparity. On the other hand, 
if the binary ” system behaves exactly the same as either pure 
constituent, the unknown and the standard are probably the same. 
Comparison of the two materials in binary systems with a third 
substance will help to confirm or disprove their likeness. 

29 Lehmann: Die Kristallanolyse (Leipzig, 1891), p. 9. 

Emich: Berichte 43, 19 (1910). 
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DETERMINATION OF REFRACTIVE INDICES 
OF LIQUIDS AND SOLIDS 

Refractive index is perhaps the most important physical prop- 
erty utilized in microscopic work. It governs the visibility of all 
colorless and transparent objects (page 75) and is one of the 
chief considerations in the choice of a mounting medium (page 
167). Furthermore, it is one of the few numerical constants 
which can be determined by the microscope with ease and accu- 
racy, and it constitutes an exceedingly useful criterion in the 
classification and identification of solids and liquids. 

The index of refraction is a constant for any given substance of 
definite composition, and it is fully as useful as a characteristic 
in chemical work as melting or boiling points. Its determination 
often affords ready means of recognition or differentiation of 
material, and in many instances it is the only simple means at 
command for identification. Substances may often be tested 
in sitUj without separation from extraneous materials. A minute 
amount of either liquid or solid sample is sufficient, and it may be 
recovered if necessary. 

The microscope is the most convenient instrument for the 
determination of refractive indices of solids, within the limits of 
its accuracy. No preparation of the specimen is required, other 
than recrystallization if possible. Small particles are used, and 
highly colored materials are therefore usually transparent enough 
to be studied. Refractive index may be the only optical constant 
determinable on very minute grains, and is therefore particularly 
important in the examination of finely powdered samples, such as 
paint pigments. Separation from foreign matter is frequently 
unnecessary; tests may be applied to single grains in aggregates, 
or inclusions in crystals, glass, or plastics. Tiny spheres of oil, 
water, or air may be differentiated in biological preparations. 
The selection of mounting media for optimum refraction images 
is facilitated by determinations of the refractive index of the object 
to be studied; this is particularly useful in examinations of animal 

364 : 
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or plant tissues, natural or artificial textile fibers, pigments and 
fillers, etc. Particles of gums, resins, plastics and other non- 
crystalline material may be tested, and such information is fre- 
quently of value in predicting the opacity of pigments in them. 
The transparency of certain fillers in rubber or paints depends 
upon their relative refractive indices, and the light-scattering 
properties of pigments are also governed by this factor. 

The importance of refractive index as a constant in the identi- 
fication of crystalline substances has already been emphasized; 
the various tables of properties listed on page 325 are arranged 
on this basis. ^ In most chemical problems in which the possi- 
bilities are limited, one or two determinations of refractive index 
may serve to differentiate the materials in question (page 326). 
Ordinarily the observations need not be exceedingly accurate, 
since other optical properties and microchemical reactions may be 
used in conjunction with them. In practically all of the appli- 
cations of optical investigations which are given in Chapter IX, 
page 328, refractive index is one of the chief properties utilized, 
and it offers one more numerical constant for use of the chemist. 

Determinations of refractive indices of liquids are less appro- 
priately carried out by microscopic methods, since in many in- 
stances a relatively high degree of accuracy is required to render 
the results of value. However, the microscope may be used to 
good advantage, as a substitute for a refractometer, in cases 
where well defined differences exist between the refractive indices 
of the substances in question. It is particularly advantageous 
as a means of determining the refractive indices of minute amounts 
of material, or of highly volatile or reactive substances. Liquids 
above the range of the ordinary refractometers may be readily 
tested. Hardened oils or gums may also be examined, and very 
slow changes in refractive index may be followed. 

Each of the different microscopic methods of determining indices 
of refraction described in the following pages is applicable to a 
wide variety of materials, both liquid and solid. 

* Other tables, dealing primarily with refractive indices, have been pre- 
pared by 

Schroeder van der Kolk: Zeits. and. Chem. 38, 615 (1899). 

Kley: idem. 43, 160 (1904), (alkaloids). 

Bolland: Monatshefte fur Ckemie 29, 991 (1908); 31, 387 (1910). 

Mayrhofer: Mihrochemie der Arzneimittel und Gifte (Berlin, 1928), 
II Teil, pp. 43-’56 (alkaloids and drugs). 
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In addition to the nature of the specimen, two factors govern 
refractive index: 

The wavelength (color) of the light employed affects the nu- 
merical value, which is almost always greater for the shorter 
wavelengths (violet end of the spectrum). The variation in 
refractive index with wavelength is spoken of as the dispersion 
of the substance. It varies over wide limits, but in general is 
greater for liquids than for solids.^ 

The temperature also affects the refractive index, particularly 
in the case of liquids. In general, the index of refraction is 
lowered by raising the temperature, the amount differing with 
the substance in question.^ 


IMMERSION METHODS 

All transparent or translucent objects, when immersed in 
liquids, yield images in the microscope which are bounded by 
dark shadow outlines or color halos (page 76). The width or 
thickness of these dark or colored boundaries depends upon the 
magnitude of the difference between the refractive indices of the 
two phases, upon the dispersive power of each, and upon the 
hue and direction of the illumination. The shaded outlines ap- 
pear, whether the external or the internal phase is of higher 
refractive index, and tend to vanish as the refractive indices 
approach equality (Fig. 154). If the object and the surrounding 
liquid have exactly the same refractive index, and the same color, 
no line of demarcation will be observable, and the object will be 
invisible. Complete disappearance is not usually possible in prac- 
tice, since the dispersions of the two phases are rarely identical 
and objects which are perfectly homogeneous are uncommon. 
Crystals or other solids usually contain fissures or inclusions 
which render them visible even when their outline is not dis- 
cernible. 

The immersion methods of refractive index determination are 

2 The refractive index of solids increases about 0.001 for every 10-20 niju 
decrease in wavelength; liquids exhibit about twice as much change. 

3 A table showing changes of refractive index with temperature for a number 
of liquids is given by Larsen: Microscopic Determination of Non-Opaque 
Minerals, U. S, Geol, Survey. BviLl. 670, p. 15. In general the decrease for 
I® C. elevation is about 0.0004. 



IMMERSION METHODS 


367 


based upon the above phenomena.^ Given a series of liquids 
of known refractive indices, the object, or different portions of it, 
may be immersed in these successively, until one is found in which 
the shadow boundaries are at a minimum. In like manner, a 
series of solids of known refractive indices may be used to deter- 
mine the refractive index of a liquid.® Immiscible liquids may 
be tested similarly.® Even by comparison with a single liquid, 
a rough estimate may be made as to whether the difference in 
refractive indices is large or small. Crystals almost always have 
a higher refractive index than that of the mother liquor from which 
they separate (n = 1.33 — 1.4+) ; so with a little practice the 
estimation may be expressed numerically to the first decimal place. 
If materials are continually being examined in the same immersion 
liquid (as, for instance, minerals in Canada balsam, n — 1.53) 
more accurate estimates are possible. 

As an aid to intelligent trial of the series of standards, some 
means of ascertaining which phase has the higher refractive index 
is necessary, for the intensity of shading reveals the amount but 
not the direction of whatever difference exists. Several methods 
are available for this purpose; they will be better understood if 
the accompanying simple experiments are performed as a pre- 
liminary to them.’’' 

* The discovery of the immersion methods by Maschke and later by 
Schroeder van der Kolkj and various manipulative procedures, are fully 
discussed by Johannsen: 

Manual of Petrographic Methods (1918), Chapter XIV. See also 

Wright: Methods of Petrographic Microscopic Research, Carnegie Insti- 
tution Publication 158 (1911), Chapter II. 

Nuthoc: Amev. Mineral. 2, 4 (1917). 

Spangenberg: Centralhl. fur Min. 1920, 352, 406; Fortschr. Min, Krist. 
Petrog. 7, 3 (1922). 

® A table of solid standards is given on page 387. A series of glasses, of 
known refractive indices, is used by de Souza-Brandao: Centralhl. fur Miner’- 
alogie 1904, 14; these may be purchased from R. Fuess, Berhn-Steglitz. 

® The Schlieren ” method, as described by Emich: Monatshefte 50, 269 
(1928), may be employed for miscible liquids also. A drop of the material 
to be tested is expelled from a micro-pipette into a liquid of known refractive 
index, observation being made by highly oblique transmitted light. From 
the character of the shading and striae at the boundary between the two Equids, 
the sign of the difference in refractive indices may be ascertained, and, by the 
use of a series of standard liquids, determinations of considerable accuracy 
are possible. 

7 Gage: The Microscope (1925), p. 112. 
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The material to be studied should always be mounted beneath 
a cover-glass, in order to insure complete immersion and to retard 
the evaporation of liquid mounting media. The preparation 
should be screened against light from above the stage, in order to 
eliminate confusing reflections. 





Fig. 129. Oil Globule and Air Bubble, Uluminated with Axial and with 
Oblique Transmitted Light (Gage). 

Focusing upward with axial illumination causes an increase of 
brightness in the interior of the particle being tested, if it is of 
higher refractive index than the surrounding medium. The 
reverse effect is obtained if the particle is immersed in a less 
refractive medium. This is due to the converging or diverging 
action on the incident light, as shown in Fig. 129. 

Experiment 1. (a) — Place a small drop of mucilage {n = 1.4 — ) or other 
viscous liquid on an object slide, and stir air {n = 1.0) into it by beating until 
numerous tiny bubbles are formed. Cover with a cover-glass, and examine 
one of the smaller bubbles, which is approximately spherical in shape, using 
an S-mm. objective and axial transmitted light. The image obtained will be 
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a bright disk of light bounded by a dark circle. Vary the focus upward and 
downward, and note that the bright center of the image contracts and becomes 
sharpest at a point below the maximum diameter of the sphere. 

(b) — Eepeat, using a suspension of oil droplets (n - 1.4 — 1.5) in water 
(n - 1.33). Note that the shaded boundary is less bold, because the differ- 
ence in refractive indices is less than in (a). Vary the focus, and observe 
that the bright central portion of the image is sharpest at a point above the 
level of the drbplet. 

Becke Test. — If the object is bounded by nearly vertical 
planes, a thin band of light is visible outlining it, when a narrow 
axial illuminating cone and an objective of low aperture are em- 
ployed. This phenomenon is called the Becke line. The narrow 
bright halo moves toward the medium of higher refractive index, 
if the focus is raised, and toward the medium of lower refractive 
index if the focus is lowered^ (Fig. 131). 

Experiment 2. — Recrystallize sodium chloride {n = 1.544), evaporate to 
dryness, and mount a few crystals in nitrobenzene (n = 1.55) or Canada bal- 
sam (n = 1.540—). Examine with strictly axial illumination, having the con- 
denser lowered and the diaphragm closed, or using the plane mirror alone. 
Focus up and down slightly, and note the movement of the bright Becke line. 

The Becke line test is excellent for tiny grains of material, 
and for objects bounded by nearly vertical surfaces. It is not 
always reliable if the object is outlined by inclined or curved 
surfaces. 

Oblique illumination also serves as a test of relative refractive 
index. If the object is illuminated by unilateral oblique trans- 
mitted light^ it will be unsymmetrically shaded, the behavior 
being opposite depending on which phase is more highly refractive 
(Fig. 132). If a particle is surrounded by a medium of lower 
refractive index, it will appear shaded on the side opposite that 
from which the oblique light comes, whereas if the surrounding 
medium is of higher refractive index the reverse will be true.^° 
This is due to the converging or diverging effect upon the incident 
light. The particle may be considered to act as a rough lens, 
the focus of which will be either above or below its general level. 
If the illumination is rendered oblique, the bright center of the 

® Johannsen: op. cit., p. 271. 

Wright: op. dt., p. 95. 

® The various methods of obtaining oblique illumination are discussed on 
pages 82, 85. 

^ Johannsen: op. dt, p. 256. 

Wright: op. dt, p. 92. 



370 DETERMINATION OF REFRACTIVE INDICES 








\ 




image will move as indicated in Fig. 129 and in the microscope 
this motion will appear reversed. One side of the particle will 
tend to transmit light in such directions that it can enter the 
objective, and this side will appear bright. The directions of the 
light rasrs are represented, greatly exaggerated, in Fig. 130. 

The crystal H has a higher 
refractive index than the 
surrounding medium F and 
renders the light convergent 
so that its left side appears 
bright and the right dark. In 
the case of the crystal L, the 
divergence of the light rays is 
such that its right side appears 
bright and the left dark. 

If oblique light is obtained 
by swinging the mirror, the 
bright center will appear to 
move in the same direction, if the particle is of higher refractive 
index than the surrounding medium. 

If a condenser is focused on the preparation, and one side of 
its aperture screened, that side of the field will be darkened.^ ^ 
A particle examined under these conditions will appear shaded 
on the same side as the shadow in the field, if it is of higher refrac- 
tive index than the surrounding medium. If the condenser is 
lowered, so as to focus much below the level of the object, the 
above effect is reversed and is less pronounced. 

The tests with oblique illumination are much better defined 
if an objective of low aperture is used, since the more inclined 
rays from the object are sharply excluded, even when convergence 
or divergence is slight. The objective with iris diaphragm, de- 
scribed on page 16, is excellent for use in the study of small 
particles.^ In any case, the phenomena are best observed by 


\ \ \ N ' 

Fig. 130. Crystals with Oblique Ulu- 
miaation, in the Immersion Method 
of Testing for Refractive Index. 


For this reason the procedure is sometimes called the half-shadow 
method.” 

^ Wright: Woshington Acad, Sci. 4, 389 (1914) recommends the use 

of a second screen in the back focal plane of the objective on the side opposite 
that below the condenser, as a means of increasing the sensitivity of the tests. 

This is essentially the principle of the ‘‘ Schlierm ” method described by 
Emich: Monatskefte 50, 269 (1928), and Metzner: Das Mibroshop (Leipzig, 
1928), p. 278. 




Fig. 131. The Beeke Line. Sodium Chloride (n = 1.544) in a Liquid 
of n = 1.540. 

A — on focusing upward slightly. B — on focusing downward slightly. 



Fig. 132. Axial and Oblique Transmitted Illumination. The upper crystal 
has a greater refractive index than the mounting medium; the lower 
crystal, a less refractive index. 



Fig. 133. Axial and Oblique Transmitted Illumination. Glass Rod and TMbe 
in a liquid of lower refractive index which has partially filled the tube. 

(371) 
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passing from axial to oblique illumination while watching the 
changes in the shading of the object. 

Experiment 3. (a) — Examine the air bubbles and the oil drops of 

Experiment 1, (a) and (6), using a 16-mm. or 32-mm. objective. Note the 
appearance with axial light from the plane mirror, and the direction of the 
changes in the shading as the mirror is swung to one side. 

(b) — Study the above preparations with axial or symmetrically by conver- 
gent light obtained by means of a condenser focused on or above the prepara- 
tion. Render the illumination oblique, by shading one side of the fully opened 
condenser diaphragm with the finger or a piece of paper, and note the shift 
of the shading with reference to the dark side of the field. Next lower the 
condenser and observ^e that the unsynometrical shading is reversed. 

(c) — Recrj^stallize barium nitrate (n = 1.57), evaporate to dryness, and 
mount in liquids of refractive index slightly above and below that of the 
crystals. Examine with axial and with oblique light, as in (a) and (b). 

(d) — Examine a very fine glass rod (n = 1.5 — 1.6) dry, and in a liquid 
having a refractive index near that of the glass, using first axial and then 
oblique illumination. 

(e) — Study as in (d) a tiny glass capillary, which has been sealed at one 
end to prevent its becoming filled with liquid. Pay particular attention to 
the difference between the filled and empty portions of the tube. Note the 
changes of shading in the walls and in the interior of the tube, and correlate 
them vith the relative refractive indices of each portion. 

The tests with oblique illumination are highly sensitive, and are 
particularly useful in comparisons of the refractive indices of a 
number of different particles in the same field. 

Methods of Applying Immersion Tests. — Solid material should 
be recrystallized if possible, to guard against^ its being tested 
in an effloresced or otherwise altered condition. The last trace 
of solvent used in the recrystallization should be evaporated, 
in order to avoid falsifying the tests. In the case of very soluble 
substances, the bulk of the mother liquor may be drained off 
by a bit of filter paper as soon as a good crop of crystals is formed, 
to minimize the incrustation of formless material which obscures 
the crystals as evaporation proceeds. A sufficient quantity of 
the sample may be recrystallized at one time to provide for a 
number of tests, and portions of it may be transferred to several 
different slides by means of a glass rod or tiny spatula. 

Perfect crystals are not necessary, but aggregates and frag- 
ments are undesirable. Only particles of recognizable form should 
be studied, to avoid confusion with dust, lint, or fragments of 
glass which may be present, and to permit observations of the 
optical orientation of anisotropic materials. 
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The particles to be tested are placed on a clean slide and 
covered with a clean cover-glass. A drop of liquid of known 
refractive index is introduced at the edge of the cover-glass and 
allowed to spread beneath it, so as to immerse the particles com- 
pletely. The liquid should be exposed to the air as little as pos- 
sible, in order to avoid any change in its refractive index. The 
preparation should now be examined under the microscope, and 
well formed crystals selected for study, and placed in the center 
of the field. 

If isotropic material is to be tested, axial light from the plane 
mirror, or the condenser with diaphragm closed, is obtained and 
the Becke test applied by focusing up and down. Next the tests 
with oblique illumination are carried out, preferably with an 
objective of low aperture. The mirror may be swung to one 
side, or the condenser aperture screened; if the condenser is used, 
it should be fully raised, so as to avoid the risk of reversed tests. 
All three sets of observations should be in accord, though the 
sharpness of the phenomena may differ. 

In determining an unknown refractive index it is advisable to 
start with a liquid of n = circa 1.55, since this lies approximately 
in the middle of the range of possibilities. Not only should the 
specimen be tested to ascertain whether its refractive index lies 
above or below this value, but an estimate should be made as to 
the magnitude of the difference. The next liquid used should be 
chosen in accordance with this estimated value, and a second test 
made of the direction and amount of the difference between un- 
known and standard. Ordinarily less than ten trials are required, 
and with practice in estimation less than half this number are 
usually sufficient. Since only a few tiny particles are required 
for each test, it is best to use fresh material with each liquid. 
However, it is possible to rinse off the specimen, and use it for 
a succession of tests. 

When the unknown shows minimum visibility in a liquid of 
known refractive index, a final estimate should be made as to 
how much its index of refraction is above or below that of the 
nearest standard. Since most liquids omployed have a greater 
dispersive power than the solids which are tested, at the end- 
point in the immersion methods the image generally appears sur- 
rounded by color halos. The conditions which usually obtain 
The Christiansen effect, described on page 194. 
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are that when the liquid and the solid have the same refractive 
index for the middle of the spectrum (yellow, green, for which the 
eye is most sensitive) the liquid will have the higher refractive 
index for blue light, and the solid the higher for red light. As a 
result, the particle will tend to converge red rays and diverge 
blue, as shown in Fig. 130, S. No dark shadow boundary will be 
sufficiently prominent to be noticeable, but the image will exhibit 
a bluish fringe on the outside and a reddish one on the inside. 
With oblique light opposite edges will be tinged with these 
colors. 

The exhibition of a marked color fringe at the boundary of the 
image of the specimen is evidence that the unknown and the 
standard liquid have the same refractive index, for light of medium 
wavelength. If more accurate results are required, recourse must 
be had to monochromatic light. 

The accuracy of the Becke test and that of the test with oblique 
illumination are substantially equal, and the tests are used more 
or less interchangeably in practice. They serve as valuable checks 
upon each other, and occasionally the conditions are such that 
one is better defined and more conclusive. The immersion 
methods will ordinarily serve to reveal differences of refractive 
index rather less than ±0.005, depending chiefly upon the dis- 
persive power of the liquid, which should preferably be little 
more than that of the solid if excessive and confusing color halos 
are to be avoided. By the use of monochromatic light and con- 
trolled temperature^® an accuracy of ±0.002 or even ±0.001 
may be reached.^® Determinations may be carried out on very 
minute particles of materials, a few microns in diameter. If 

Strictly monochromatic light is hardly necessary, and one of the simpler 
methods given on page 101 will supply a sufficiently narrow spectral region 
for almost all ordinary determinations. More exact methods for the deter- 
mination of refractive index and dispersive power have been developed by 
Winchell and Emmons: A^ner, Mineral. 11, 115 (1926); 13, 504 (1928). 

Winchell: EUme'nis of Optical Mineralogy (1928) pp. 215-30. 

Fluctuations of temperature by radiations from the illuminant are 
measured by a thermocouple on the object slide, by Ashton and Taylor: 
Amer. Mineral. 13, 411 (1928). Gaubert: Bull. soc. frangaise mineral. 46, 
89 (1923), varies the temperature of the test liquid, to adjust its refractive 
index to that of the solid. The methods of WincheU and Emmons {he. dt) 
are similar in principle. 

Further Knaitations on the accuracy of the methods are discussed by 
Wrigifat: op. dt, p. 87. 
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smaller grains (such as pigments and fillers), which are barely 
resolvable, , are to be tested, the phenomena may be less easily 
recognized, but reliance can always be placed on the disappearance 
of colorless particles if they are surrounded by a medium of their 
own refractive index. 

Anisotropic substances are tested by the methods given above, 
but since they possess more than one index of refraction only 
approximate results can be obtained with unpolarized light, espe- 
cially if the double refraction is strong. The refractive index varies 
with the direction of transmission and of vibration of the light 
in the specimen, and both these factors should be specified in 
connection with the determinations; this necessitates the use of 
the polarizing microscope and permits the observation of two or 
three constants for the substance, instead of the single refractive 
index of isotropic materials. 

For most “ views ” of anisotropic substances two refractive 
indices are exhibited, corresponding to the two component vibra- 
tions of light as it passes through the material (page 277). The 
refractive index is determined for each component separately, 
in order that the two constants shall be clearly distinguished. 

After mounting in a liquid of known refractive index the speci- 
men is first examined between crossed nicol prisms, the directions 
of vibration of which are known (page 272) and is rotated to a 
position of extinction.” The vibration directions of the sub- 
stance are thus aligned with those of the nicols (page 278). One 
of the nicol prisms is now removed; the other serves to select one 
of the two component vibrations of light in the anisotropic mate- 
rial. The tests described above are now applied, the position of 
the substance and the nicol being maintained fixed. 

If the microscope is equipped with a condenser above the 
polarizer, the analyzer may be removed, and either the Becke test 
or that with oblique illumination may be applied, just as in the 
case of isotropic materials. If convergent polarized light is not 
obtainable by means of a condenser, the mirror may be swung 
slightly sidewise, or one side of the aperture of the polarizer may 
be screened, to give oblique illumination. Since the illuminating 
apparatus of polarizing microscopes is sometimes constructed 
so that anomolous results are obtained, these tests should first 
be tried on substances of known refractive indices. 

. Instead of removing the analyzer, the polarizer may be removed. 
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and oblique illumination may be obtained by swinging the mirror, 
or by means of an ordinary condenser. 

The Becke test may be carried out with either of the nicols 
removed. It is preferable for use with strongly birefringent ma- 
terials, since it utiKzes axial light; highly oblique illumination 
may give results with such substances corresponding to a slightly 
different orientation of the specimen. 

The relative orientation of the various particles used, with 
reference to the plane of vibration of the nicol prism, is kept the 
same for the successive tests with various standard liquids. In 
this manner the refractive index for one of the two component 
vibrations is determined. 

The above operations and tests are now repeated, this time 
with the substance oriented 90° from the previous position, so 
that the refractive index for the other component vibration is 
observed. 

If more than one view of the material is observable, the 
direction of light thi’ough it will be different, and other refractive 
indices may be exhibited by the two components present. Both 
refractive indices should therefore be determined as described 
above, for each different “ view ’’ of the specimen. Duplications 
are eas% recognized, and by rotating the stage or the nicol 90° 
two tests may be made for each preparation. Throughout the 
entire series of observations the orientation of the specimen must 
be kept clearly in mind, either by means of its external form or 
by its interference figures. The results are best recorded by 
means of diagrams (Figs. 120, and 122). 

The refractive indices determined for various orientations of 
an anisotropic specimen do not necessarily correspond directly 
to € and 63, or a, and 7 (page 299). If the form of the material 
is definite and consistent enough so that they may be duplicated, 
such data are highly valuable for purposes of identification, and 
are often more easily obtainable than the above constants. When- 
ever possible, however, the refractive indices used by crystallog- 
raphers should be determined, in order that the published tables 
of optical properties may be utilized. 

This involves studies of the material in orientations which are 

The methods of determining these indices of refraction are discussed in 
detail by Larsen: Microscopic Determination of the Non-Opaque Minerals, 
U. S. Geol Survey. BiAl. 679 (1921), p. 22. 
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not necessarily limited to those presented by crystals growing 
on a microscope slide. To obtain the required diversity of orienta- 
tions, the particles to be tested should be roughly equidimensional 
if possible, and should preferably be mounted in viscous test 
liquids. By moving the cover-glass they may usually be caused 
to roll about so as to present the different views which exhibit the 
principal refractive indices of the substance. 

If possible, the uniaxial or biaxial character of the specimen 
should be decided from an interference figure or from its geo- 
metrical symmetry. Knowledge of the sign of double refraction 
and of elongation, and of the optic axial angle 2 V are also of value 
as checks on the quantitative determinations of refractive indices. 

The relationships of its vibration directions to its crystallo- 
graphic axes, as summarized on pages 311-315 will aid greatly in 
the choice of suitable crystals for testing, and will help to insure 
that determinations are made on properly oriented material. 

If the material is uniaxial, the refractive index w will be observ- 
able whatever its orientation, and may be recognized as such by 
its occurrence in all determinations of the two refractive indices 
for different views of the specimen. Only the one index of refrac- 
tion, CO, is exhibited by isotropic views of a uniaxial substance, in 
which the light travels along the optic axis (c axis). Of all the 
other refractive indices determined for different orientations, that 
most widely different from co is e. The two principal refractives, 
CO and €, are directly observable on grains which show maximum 
double refraction (light traveling perpendicular to the c axis). 

If the material is biaxial, the orientation which exhibits maxi- 
mum double refraction will serve for the determination of 7 and a. 
These refractive indices may also be recognized by the fact that 7 
is the highest and a the lowest value obtainable from any possible 
orientations of the substance. Particles which show minimum 
double refraction, in which light travels along an optic axis, will 
exhibit the refractive index If an interference figure is observ- 
able, j 8 may be determined as the refractive index for vibrations 
perpendicular to the plane of the optic axes. 

As a general procedure, the particles may be oriented whoUy 
at random, and the highest and lowest possible refractive indices 
determined. If either of these appear in aU orientations, the 
material is uniaxial, and this refractive index should be designated 
03 ; the other will then be e. The refractive index for an appar- 
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ently isotropic particle should be determined; if this is the same 
as either the maximum or minimum values, it is o). Otherwise it 
is jS; the highest refractive index is jj and the lowest is a. If an 
interference figure can be obtained, the proper designations of the 
different values may be easily ascertained. 

In tables of refractive indices of anisotropic substances, the 
values 0 ) OT are commonly the basis of arrangement of the sub- 
stances listed. Since these refractive indices are easier to deter- 
mine than the others, such a classification may be utilized even if 
£, or y and a are not known precisely. 

The refractive indices of anisotropic substances should be con- 
sistent with their other optical properties, or the accuracy of the 
various determinations is open to question. For instance, if a 
material is found to be optically positive from its interference 
figure, then necessarily e > oj, or (7 — /3) > (/5 a) (page 299). 
If the double refraction is strong, as shown by polarization colors, 
at least two of the refractive indices must be markedly different 
from each other (page 281). If 2 V is small, two of the refractive 
indices must be nearly the same, and distinctly different from the 
other. The stronger the double refraction, the more accurate 
must be the orientation in order to obtain accurate values of the 
refractive indices. 

Standard Liquids for the Immersion Methods, — A series of liquids of 
known refractive indices is essential for the immersion methods. The liquids 
will also be found useful as temporaiy mounting media for various materials 
encountered in microscopic work, where the refractive index of the mountant 
is of importance in interpretation of appearances and regulation of contrast. 
Ordinarily the liquids should differ in refractive index by about 0.010, but an 
interval of 0.005 is preferable for more exact work. Liquids of even closer 
refractive indices may be useful for precise determinations in a limited range. 
A series of standards should comprise liquids having refractive indices from 
1.360 to 1.780, and extending above this if possible. For studies which involve 
differentiations between a limited number of substances, a much less extensive 
series may be adequate. 

Since the standard liquids cannot be continually tested, permanence of 
refractive index is highly important. For very accurate work the value 
should be redetermined at the time the liquid is used, though this is ordinarily 
unnecessary with suitable liquids. The liquids should possess no solvent 
action on the substance to be tested; tMs may require duplicates which are 
chemically different, in order to deal with various types of materials. De- 

^ The computation of 2 F from 7, jS, and a is discussed by Larsen: op. dty 
p. 10. 
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composition or the possibility of chemical interaction with the substances 
tested is also objectionable. Low volatility, absence of color, and relatively 
high viscosity are usually desirable. Extreme dispersive power is Hkely to 
interfere with the determinations, unless monochromatic light is employed. 
Mutual miscibility of the different liquids of the series is sometimes convenient, 
for making up liquids of intermediate refractive indices. 

In order to make up a series of standard liquids, some mixtures are unavoid- 
able, especially if the interval is 0.005. The volatilities of the ingredients 
should be approximately equal, or else very slight, in order to minimize the 
risk of a change in composition by evaporation, either in storage or during the 
test.^® Definite chemical compounds or purified oils should be used for as 
many members of the series as possible. In preparing and standardizing the 
test liquids, their refractive indices should always be determined by a re- 
fraotometer, since agreement with published values is only approximate in 
most cases.®® They should be checked occasionally, especially in the case of 
mixtures which are likely to change in composition, but variations of 0.005 
in the course of a year are uncommon if the liquids have been properly pro- 
tected. 

Liquid standards for refractive index determinations are best kept in brown 
glass bottles, of the type shown in Fig. 65. The pipette is a great convenience 
in handling the liquid, and the ground cap prevents evaporation and accumu- 
lation of dust. The bottles may be stored in blocks or boxes with holes bored 
to receive them, so that a set of standard liquids occupies little space. 

The series of liquids given in Table III, page 385, are suitable for standards 
to be used in the deternaination of the refractive indices of inorganic sub- 
stances.®^ Since most of these are solvents for certain classes of organic 
compounds, various alternative series are useful. If aqueous liquids are 
desired as standards, solutions of potassium mercuric iodide of various con- 
centrations will cover the range up to 1.73; in glycerine solutions 1.79 may 
be reached. Potassium iodide or quinoline in glycerine are also useful for 

In making up mixtures from liquids of known refractive indices, the 
formula n ( Fi + F 2 ) — niVi + nz Vz will aid in estimating the volumes to 
be employed. The refractive index of the mixture must be measured, how- 
ever, for ordinarily the computed value is only roughly correct. 

The Abbe refractometer is most convenient for measuring refractive 
indices not exceeding 1.71. An ordinary Pulfrich refractometer, with highly 
refractive prism, will serve for liquids of n ^ 1.88, but the mixtures used are 
likely to attack the glass of the prism. The Pulfrich refractometer with 
variable refraction angle ” (Zeiss) has no upper limit, and is very useful in 
standardizing highly refractive liquids. The microscopic methods described 
on pages 367, 380 are useful for media having very high refractive indices, 
and their accuracy is consistent with the final results obtainable. 

Exceptionally complete lists of media for refractive index determinations 
are given by Johannsen: op. di., pp. 259-65. See also Larsen: op. at, pp. 
15-20. Media of high refractive index are discussed by Larsen in the above 
work, and also by Merwin and Larsen: Amer. Jour, Sd. (4) 34 , 42 (1912); 
Merwin: Jour, Washington Acad. Sd, 3 , 35 (1913). 
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testing substances which are soluble in ordinary organic solvents but not in 
water.22 


METHODS BASED ON DISPLACEMENT OF IMAGE 

When an object is viewed through a medium the surface of 
which is normal to the line of vision, the image observed will appear 
to lie in a plane above that of the object, the amount of dis- 
placement being dependent on the thickness and refractive index 
of the interposed layer of material. This phenomenon is the basis 
of the microscopic methods of determination of refractive index 
which depend on measurement of the displacement of the image.^^ 



Fig. 134. 


The thickness of the layer of material to be tested must be known, 
or else comparative measurements of displacements must be made 
with like thicknesses of different media. The former procedure is 
more suitable for solids, such as chemical crystals or thin sections 
of minerals. A caliper or dial gage, or the fine adjustment of the 
microscope, may be used to measure the thickness of the specimen 
(page 407). If liquids are to be examined, they are usually con- 
tained in a cell, the depth of which defines the thickness of the layer. 

If a cell of depth DD', Fig. 134, is filled with liquid, the image 

The refractive indices of a number of media suitable for this purpose are 
tabulated by Schneider-Zirnmermann: Boianische Mihrotechnik (Jena, 1922), 
p. 49. See also Behrens-Kuster: Tahellen zum Gehrauch hei mikroshojyischen 
Arbeiten (Leipzig, 1908), pp. 48, 50, 52. 

23 This method was devised by the Due de Chaulnes, and is discussed by 
Johannsen: op. cit, p. 238, and by Winchell: Elements of Optical Mineralogy t 
Part I (1928), p. 69. See also Addey: Jour. Queckett Micros. Club (2) 14, 
279 (1922); Blunck: Eelts. wiss. Mihros, 37, 140 (1920). 
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of the mark 0 on the upper surface of the slide will be displaced 
so that refocusing from 0 to O' is necessary, and the layer of liquid 
will have an apparent thickness of 5. The refractive index of the 
liquid is given from the equations 

. . ^ _ true thickness, A 

^ ^ apparent thickness, 6 


or 

( 2 ) 


n = 


A 

A — displacement, 00' * 


The magnitude of the observed displacements, and hence the 
accuracy of the results, is greater the thicker the layer of material 
tested. The depth of the cell should approach the working dis- 
tance of the objective, but should not be so great as to prevent 
focusing on the bottom of the chamber when empty. An objective 
of moderately high numerical aperture is necessary for exact focus- 
ing. For general work cells designed for use with a 16-mm. 
objective are most satisfactory; the depth should be about 2 mm., 
in order that the distances measured through the liquids shall not 
be greater than the range of the &ae adjustment of the microscope. 
The diameter should be somewhat greater than the depth, to avoid 
internal reflections from the walls of the chamber. Shallower cells, 
less than about 1.3 mm. in depth, may be used with an 8-mm. 
objective. 

Cells of the above type may be easily constructed by cement- 
ing on an object slide a perforated disk of brass, the surfaces of 
which are ground true and parallel, so that the top is parallel to 
the plane of the slide. The cement used must be thoroughly 
resistant to the various fluids which the cell is to contain, and must 
not swell or loosen with use. For general work sodium silicate 
cements are most satisfactory, though not completely proof 
against aqueous liquids; they should be used sparingly, in order to 
leave the bottom of the chamber smooth and clean.^^ The cover- 
glass used should be large enough to extend beyond the edge of 
the cell. 

For filling the cell with various liquids it is best to prepare a 
number of tiny pipettes by drawing out glass tubing. These may 

Accurately made cells of welded glass, 0.4, 1.0 and 2.0 mm. deep, may be 
purchased from Zeiss. They are unnecessarily shallow for use with a 16-mm. 
objective, but serve very well with higher powers. 
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be discarded after use, and will be found particularly convenient 
for handling volatile or mobile liquids. The chamber should be 
filled rounding full ” and the cover-glass laid on it and pressed 
into contact with the upper surface of the cell. Surplus liquid 
should be avoided if possible, and if any escapes it should be care- 
fully removed with a bit of filter paper, so as to leave the surface 
of the slide and the projecting cover-glass free from films of 
appreciable thickness. One or two small bubbles near the edge of 
the chamber will not interfere with the determination, but larger 
ones will prevent focusing on the bottom. 

In order that the microscope may be readily focused on the bot- 
tom and the top of the layer of liquid, the top surface of the object 
slide and bottom of the chamber may be marked by a scratch or 
by ink. The under-surface of the cover-glass may be similarly 
marked, for Method 1. Tiny dust particles which are usually 
present will also help in focusing sharply on these surfaces. 

Instead of marking the level of the bottom of the cell, an image 
may be projected into this plane by means of the substage con- 
denser (page 43). A scale such as is used for micrometry (page 
405) makes a good object for this purpose. The condenser should 
be used at its full aperture, in order that its depth of focus shall 
be as small as possible, and the image from it should be carefully 
adjusted so as to be exactly coincident with the surface of the 
object slide. The residual color due to the chromatic aberration 
of the condenser may be utilized to give more accurate settings, 
by focusing so that the projected image shows a transition tint 
(say, between red and blue). 

Method 1: Cell of Known Thickness. — By making use of 
equation (1), page 381, the refractive index of a liquid may be 
determined without the necessity of preliminary preparation of 
a curve. 

Fill the cell, and cover it with a cover-glass, so as to have substantially the 
conditions shown in Fig. 134. Turn the graduated fine adjustment of the 
microscope nearly to the lower limit of its range. Place the cell on the 
stage, and focus on the top surface ly of the slide just outside it, by means of 
the coarse adjustment, using a scratch, ink mark, or dust particles as a guide. 
Move the slide so that the projecting cover glass is in the axis of the micro- 
scope Ml. Now readjust the focus very carefully by means of the fine adjust- 
ment, working through the cover-glass, so that the plane D' is as sharp as 
possible. 

In this and all subsequent settings of the fine adjustment for purposes of 
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measiirement, several readings should be taken and the results averaged. 
For each, the objective should be lowered slightly below the point of focus, 
and carefully raised until the image is again defined, to avoid error due to 
lost motion in the fine adjustment (page 407). 

If desired, the image of the scale projected by the condenser may now be 
adjusted so as to be in exact focus in the same plane O', 

Now focus upward by means of the graduated fine adjustment, keeping 
count of the divisions of the micrometer drum, imtil the mark on the under- 
side of the cover-glass, in the plane D, is imaged sharply. The final setting 
should be in an upward direction. Record the scale reaing of the micrometer. 

The difference between the two readings gives the distance A, the true 
thickness of the layer of liquid.®® 

Restore the fine adjustment to its initial setting, so as to be focused at ly 
again. Then move the slide so that the axis of the microscope is at M 2 . 
The layer of liquid is thus interposed above the plane and the point of 
focus is thereby lowered. To restore the focus, raise the fine adjustment, 
meanwhile keeping count of its divisions, until the bottom of the cell at O 
is sharply imaged. The final setting should be in an upward direction, as 
before. Read the fine adjustment scale. 

The distance traversed, 00', may be subtracted from A to give 5, which 
is the apparent thickness of the liquid, as measured through it. Or, as a 
fxirther check, the movement upward may be continued to D, the actual 
distance S being measured. The refractive index may be calculated by means 
A 

of the formula ^ 

The above method requires very exact readings, since the values are used 
directly, without any external check. Unfortunately, most modem fine ad- 
justments are so constructed that the values of the divisions are not abso- 
lutely uniform over the entire range of movement, hence measurements of 
thick layers of liquid are likely to be insufificiently precise. Only under 
favorable conditions may an accuracy of better than db 0.01 be expected. 

Method 2: Curve Plotted from Measurements of Displace- 
ment^® — This method depends on the measurement of the 
amount of displacement of the image by equal thicknesses of 
liquids of different refractive indices. The results are plotted as 
a curve, from which the index of refraction of an unknown may be 
read if its displacement is determined. It is unnecessary to know 
the depth of the cell, and the fine adjustment need not be perfectly 
uniform. A cell 3 or 4 mm. deep may be used, with consequent 
increase in accuracy. 

Measurements of the empty cell by means of a caliper will be slightly 
less, on account of the absence of the film of liquid beneath the cover-glass. 

Suggested to the authors by F. E. Wright, Geophysical Laboratory, 
Washington, D. C. 
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Fill the cell and arrange it as directed in Method 1, so as to focus through 
the projecting cover-glass along the line Ifi, on the plane D'j Fig. 134. The 
fine adjustment should be set at the lower limit of its range, so that the same 
portion of its movement will be utilized for the measurements with each liquid. 
As directed above, the slack should be taken up, so that no lost motion will 
occur as the displacement is measured. Record the reading of the fine 
adjustment micrometer. 

Having the objective accurately focused on the plane of the top surface of 
the slide, move the cell so as to bring Mz to the axis of the microscope. Meas- 
ure the displacement through the layer of liquid, by focusing upward, 
meanwhile keeping count of the divisions of the micrometer. Record the 
distance, and repeat the entire measurement at least three times, and average 
the results. 

Using the same cell, the same microscope, and the same part of the range 
of fine adjustment, measure the displacement for at least three liquids having 
refractive indices which have previously been determined on a refractometer. 
These known Kquids should be chosen so as to give values representing the 
maximum, minimum, and middle of the range in which future determinations 
are to be made. For ordinary work water (n = 1.33), parafiin oil = 1.47), 
and a-monobroronaphthalene (n == 1.66) are satisfactory. More liquids may 
be used, to give a greater number of points on the curve. 

Prepare a good-sized graph of displacements against refractive indices. 
The curve obtained is nearly a straight line, and passes through the point 
n ~ 1.00, displacement = 0. 

To determine the refractive index of an unknown, measure the displacement 
under the conditions employed in preparing the graph, and read its refractive 
index directly. 

The accuracy of Method 2 is greater than that of Method 1, since the use 
of several sets of readings tends to minimize the error from any one liquid, 
and serves as a valuable check in the preparation of the curve. Results 
should be exact to dh 0.005 and with practice even more accurate determina- 
tions are possible. 

Other methods for microscopic determinations of refractive indices of 
liquids, besides the immersion methods mentioned on page 367, have been 
proposed by Wright, who gives an excellent critical discussion of a number 
of procedures for determining the refractive index of minute amounts of liquid. 
Most of these require special cells or apparatus which is not easily available, 
but are worthy of consideration for special investigations. 

Jour, Washington Acad, Sd. 4, 26^79 (1914). See also Johannsen: 
op. cU., p. 265. 
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Table III 

LIQUID STANDARDS FOR REFRACTIVE INDEX DETERMINA- 
TIONS BY IMMERSION METHODS 


Index of refraction 
(daylight, 20-22“ C.) 

Name 

1.32 

Methyl alcohol 

1.333 

Water 

1.358 

Acetone 

1.36 

Ethyl alcohol 

1.38 

Ethyl butyrate 

1.39 

Hexane 

1.394 

Isobutyl alcohol 

1.40 

1.40 

Heptane 

Ethylene glycol monomethyl ether 

1.41 

Amyl alcohol 

1.41 

Ethylene glycol monoethyl ether Cellosolve^’) 

1.42 

Ethylene glycol monobutyl ether 

1.44 

Chloroform 

1.44 

Ethylene chloride 

1.45 

Kerosene 

1.46 

Carbon tetrachloride 

1.47 

Cajeput oil 

1.47 

Glycerine 

1.47 

Olive oil 

1.475 

Paraffin oil (^‘Nujol ”) 

1.475 

Turpentine 

1.48 

Castor oil 

1.49 

Dibutyl phthalate 

1.494 

Xylene 

1.495 

Benzene 

1.50 

Lubricating oil (for automobiles) 

1.515 

Anisol 

1.515 

Cedar wood oil 

1.52 

Monochlorbenzene 

1.53 

Clove oil 

1.54 

Ethylene' bromide 

1.55 

Nitrobenzene 

1.56 

Tricresjd phosphate 

1.56 

Monobrombenzene 

1.57 

o-Tuoluidine 

1.58 

Monobromphenol 

1.586 

Aniline 

1.59 

Bromoform 

1.60 

Cassia oil 

1.61 

Quinaldin 

1.615 

Cinnamic aldehyde 

1.62 

Monoiodobenzene 

1.62 

Quinoline^ 

1.625 

Carbon bisulphide 

1.63 

o:-Monochlornaphthalene 

1.66 

CK-Monobromnaphthalene 

1.74 

Methylene iodide 

1.78 

Methylene iodide saturated with sulphur. 

1.87 

Methylene iodide, S. CHI 3 , Snl4, Asis, SbL.* 

1 . 64 r - 2.10 

Piperine, Asis, Sbla.* 

2 . 0 - 2. 7 

Sulphur-Selenium mixtures, t 


* Merwin: Jour. Washn Acad. Sci. 3, 35 (1913). 

Larsen; Microscopic Determination of the Non-Opaque Minerals, U.S.G.3. Bull. 679 
(1921) p. 15. 

t Merwin and Larsen: Amer. Jour. Sd, (4) 34, 42 (1912). 

Larsen: op. cit., p. 18. 
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Tabi^ IV 

LIQUID MIXTUBES FOR REFRACTIVE 
INDEX DETERMINATIONS 


Eefiactive index 
(dayUght, 20-22* C.) 

1 

Ethyl alcohol 
n « 1.362 

Ethylene glycol mono- 
ethyl ether (“Cello- 
solve”) n = 1.407 

Kerosene 
n * 1.443 

1.370 

50 cc. 

9 CC. 


1.380 

50 

30 


1.390 

35 

50 


1.400 

10 

50 


1.410 


50 

5 cc. 

1.420 


50 

35 

1.430 


35 

75 

1.440 


5 

75 


Table V 

LIQUID MIXTURES FOR REFRACTIVE 
INDEX DETERMINATIONS’^ 


Refractive indices 

Mixtures 

1.450-1.475 

1.480-1.535 

1.540-1.635 

1.640-1.655 

1.650-1.740 
1.740-1.790 
1.790-1.960 1 

Petroleum (kerosene) and turpentine. 

Turpentine and ethylene bromide or clove oil. 

Clove oil and a-monobromnaphthalene. 
oi-Monobromnaphthalene and a-monochlornaphtha- 
lene. 

a-Monobromnaphthalene and methylene iodide. 
Sulphur dissolved in methylene io(fide. 

Methylene iodide, antimony iodide, arsenic sulphide, 
antimony sulphide, and sulphur. 


* Wright; Methods of Petrographic Microscopic Besearchj Carnegie Inst. Pub. 168 (1911) p. 96. 
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Tabms VI 

ISOTROPIC CRYSTALS FOR DETERMINATIONS OF REFRAC- 
TIVE INDICES OF LIQUIDS BY IMMERSION METHODS 


Refractive 

indeJE 

Name 

Formula 

1.326 

Sodium fluoride 

NaF 

1.340 

Potassium fiuosilicate 

KsSiFc 

1.361 

Potassium fluoride 

KF 

1.370 

Ammonium fiuosilicate 

(NH4)2SiF6 

1.439 

Sodium alum 

Na2S04.Al2 ( 804 ) 3.24 II 2 O 

1.456 

Potassium alum 

K2S04.Al2(S04)3.24 H.0 

1,459 

Ammonium alum 

(NH 4 ) 2 S 04 .Al 2 (S 04 ) 3.24 H 2 O 

1.481 

Potassium chromium alum. . . 

K2S04.Cr2(S04)3.24 H 2 O 

1.488 

Ammonium iron alum 

(NH4)2S04.Fe!(S04)3.24 H^O 

1.490 

Potassium chloride 

KCl 

1.494 

Rubidium chloride 

RbCl 

1.504 

Sodium uranyl acetate 

NaCjHaOa.UOaCCiHaOs)^ 

1.515 

Sodium chlorate 

NaClOs 

1.544 

Sodium chloride 

NaCl 

1.553 

Rubidium bromide 

RbBr 

1.559 

Potassium bromide 

KBr 

1.567 

Strontium nitrate 

Sr(N03)2 

1.571 

Barium nitrate 

Ba(N 08)2 

1.617 

Sodium bromate 

NaBrOs 

1.640 

Ammonium chloride 

NH 4 CI 

1.641 

Sodium bromide 

NaBr 

1.645 

Cesium chloride 

CsCl 

1.650 

Rubidium iodide 

Rbl 

1.657 

Potassium chlorostannate i 

K2SnCl6 

1,667 

Potassium iodide 

KI 

1.678 

Ammonium chlorostannate. . . 

(NH4)2SnCIfl 

1.698 

Cesium bromide 

CsBr 

1.703 

Ammonium iodide 

NH 4 I 

1.755 

Arsenic trioxide 

AS 2 O 3 

1.774 

Sodium iodide i 

Nal 

1.782 

Lead nitrate ; 

Pb(N03)2 

1.787 

Cesium iodide 

Csl 

1.827 

Potassium chloroplatinate — 

KaPtCU 

2.06 

Silver chloride — 

AgCl 

2.25 

Silver bromide 

AgBr 
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Tabi® VII 

APPROXIMATE REFRACTIVE INDICES OF MISCEL- 
LANEOUS SUBSTANCES 



**6)” 


“ Acetate silk 

1.48 

1.475 

Bakelite ” 

1.58-1.63 

Celluloid 

1.53± 


Cellulose fibers (cotton, flax, ramie, etc.) 

‘‘ Collodion silk ” 

1.53 

1.52 

1.59 

1.55 

Gelatine, dry 

1.54 

Horn 

1.56± 


Lacquer (“ Duco ”) drv 

1 54 


Linseed oil, dry ! 

1.48-1.50 


Rubber, pale crepe (vulcanized, higher) 

1.51+ 

1.54 


Shellac 


Silk 

1.54 

1.59 

Starch 

1.53 

Varnish, dry 

1.51-1.54 


“ Viscose silk ” 

1.525 

1.55 

Wool 

1.54+ 

1.55+ 




CHAPTER XII 


MICROSCOPIC MEASUREMENTS; PARTICLE-SIZE 
DETERMINATIONS 

Measurements of microscopic objects are of widespread useful- 
ness not only for the purpose of determining dimensions but also 
as an aid to identifications and in the quantitative analysis of mix- 
tures. The size of many natural objects is more or less character- 
istic, and in the case of textile and paper fibers, starches, micro- 
organisms, and many other substances, may be very valuable as 
a means of identifying or of differentiating between materials of 
similar appearance but different magnitude. The dimensions of 
artificial materials are frequently of the utmost importance in 
governing their physical and chemical properties; microscopic 
measurements are commonly utilized in testing pigments, fillers, 
abrasives, fibers, ceramic materials and products, protective coat- 
ings, metals and alloys, sieves, pulverized ores, and many other 
kinds of materials where fineness of structure is important. 

Units of Microscopic Measurement. — In order to avoid the 
continual necessity of dealing with decimal fractions, the unit of 
microscopic linear measure is taken as the micron (abbreviated 
Hj mu)j equivalent to 0.001 mm. As a still smaller unit, the milli- 
micron (abbreviated m^t),^ equivalent to 0.001 /x, may be em- 
ployed. 

Accuracy of Linear Microscopic Measurements. — Apart from 
mechanical inaccuracy in the apparatus used, there is an inherent 
limit to the precision with which microscopic dimensions may be 
measured. The apparent sharpness and fineness of the scale of 
the micrometer, and of the points on the object between which the 
measurement is made, are far from mathematically perfect, and 
the width of the lines which are brought to juxtaposition is very 
appreciable. The coarseness of the image of the markings on the 
micrometer scale is governed by their actual fineness, and by the 

^ Since /x symbolizes a millionth (cf. jtx gram) the abbreviation fxfx for 
millimicron is ambiguous and misleading; m/x is used in the International 
Critical Tables. See Gage: The Microscope (1925), 
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extent to which they are magnified. The outlines and details of 
the object vary in apparent width, depending on the focus, the 
illumination, the refractive indices of the preparation, and most of 
all on the resolving power of the microscope. Only under the best 
conditions of illumination, with a minimum of diffraction patterns 
and with delicate, well defined structural details, is it possible to 
achieve the utmost accuracy of microscopic measurement. The 
li mi t is ultimately dependent upon the breadth of the dark dif- 
fraction line which outlines microscopic structures, and is ap- 
proximately equivalent to the resolving power of the optical 
system.^ Hence the true position of any boundary which is to 
be measured is uncertain, to this extent. If an objective of high 
resolving power is used, the absolute error may be very small; 
for example, circa =b 0.2 for an objective of 1.40 N.A. This may 
be negligible in measuring the width of a textile fiber which is 25 ^ 
in diameter, but it becomes much more important when pigment 
particles less than 1 in diameter are measured. By averaging 
repeated measurements the accuracy may be considerably in- 
creased,® especially if measurements can be taken between centers 
rather than between edges of the structures. 

METHODS OF LINEAR MEASUREMENT^ 

All the methods of measuring linear dimensions by means of 
the microscope depend on the comparison of the image of the 
object with a scale of known value. In all of them, a microscopic 
standard of definite dimensions is required for the initial deter- 

2 Rogers: Proc, Amer. Micros. Soc. 1883, 198. 

Nelson: Jour. Roy. Micros. Soc. 1903, 579. 

Spitta: Microscopy (1920), p. 265. 

® Ewell: Jour. Roy. Micros. Soc. 1910, 537, 

Nelson: ibid. 1910, 696. 

* Useful discussions of methods and applications of linear measurements 
are given in the following -works: 

Gage: The Microscope (1925), p. 143. 

Metzner: Dos Mikroskop (Leipzig, 1928), p. 165. 

&ause: Enizyclopddie der mikroskopischen Technik, II (Berlin, 1926), 
pp. 1435-42. 

Herzog: Mikroskopisdie Untersuehung der Sdde und Kunstseide (Berlin, 
1924), p. 5. 

Johannsen: Manual of Petrographic Methods (1918), Chap. XVI. 

Lawrie: Textile Microscopy (London, 1928), Chap. V. 
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mination. For this purpose some form of stage micrometer is 
used, consisting of an accurately divided scale engraved on a 
suitable slide of glass or metal.® 

Method 1: Visual Estimation Based on a Knowledge of the 
Magnifying Power of the Microscope. — The magnification of the 
microscope (page 7) is always expressed on a linear basis, and 
is calculated as the ratio of the diameter or length of the image 
to that of the object. For visual work this image is considered 
to be 250 mm. from the eye. If the magnification is known, the 
true size of the object is readily estimated. For instance, if a 
specimen appears the same size in the microscope as if it were 
1 cm. in diameter at a distance of 250 mm., and the magnification 
is 100 X, its true diameter is 0.1 mm. 

Measurements based on estimating how large the image appears, 
assuming it to be 250 mm. from the eye, represent the simplest 
and least accurate method of micrometry, but are useful as ap- 
proximations, and serve as a basis for comparison of the sizes of 
a series of objects all viewed under the same conditions. 

If the magnification is not known it may be computed from the 
magnification numbers or focal lengths of the objective and eye- 
piece (page 7), or it may be determined more exactly as given 
below.® 

Method 2: Measurements Obtained by Means of a Stage 
Micrometer and a Drawing Camera. — Drawing cameras (cameras 
lucidas) are devices which are attached above the eyepiece of the 
microscope to permit simultaneous observation of the specinaen 
on the stage and of external objects. 

It is very frequently the case that sketches, relative proportions 
of structural details, or actual measurements of component parts 
of preparations being studied must be entered into notebooks. 
Free-hand drawing is tedious and difficult; and, if a sketch to 
scale is required, as is usually the case, an exceptionally good 
judgment of proportion is essential. To obviate these difficulties 
a drawing camera may be employed. Although there are many 

^ A critical study of the accuracy of the rulings of stage micrometers has 
been made by Ewell: Jour, Roy, Micros. Soc. 1908. Stage micrometers 
may be sent to the Bureau of Standards at Washington, to be tested for 
precision. 

® The method of determining the magnification of a projected real image 
is given on page 406. 
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types of these devices upon the market, the chemist is usually 
restricted to those forms which permit employing the microscope 
in a vertical position. 

The most convenient of these drawing cameras are shown in Figs. 135 and 
137. In these types, there is placed above the ocular a cube of glass (Abbe 
prism) %vhich has been cut diagonally, the surface of one-half being silvered 
and cemented again in place after a central oval perforation has been made 
through the silvered surface. This oval aperture allows the image-forming 
rays of the microscope to reach the eye, while the silvered surface reflects 



Fig. 135. Large Abbe Drawing Camera. (Spencer Lens Co.) 


from a mirror the image of the notebook page or drawing paper. Figure 136 
shows diagrammatically the path of the light rays, the dotted lines indicating 
the image-forming rays from the drawing paper BB reflected by the mirror 
M, to the reflecting surface ef of the Abbe prism P, and thence to the eye of 
the observer. The solid lines indicate the image-forming rays from the prep- 
aration upon the stage of the microscope, passing through the apertiure in 
ef also reaching the eye. It is obvious that the observer is able to see both 
the virtual image of the preparation and the drawing paper, and can therefore 
trace upon the paper with a pencil the outlines and many details of structure 
of the object. 

From an examination of the diagram it will be seen that xmless the opening 
in ef is placed at the eyepoint considerable light will be lost and the field will 
be restricted. Before attaching a drawing camera always first ascertain the 
position of the eyepoint (see page 30). It not infrequently happens that in 
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designing an ocular, the manufacturer fails to take into account the fact 
that the investigator may wish to use a drawing camera. The eyepoint may 
in such cases lie so close to the eye lens or may lie so far above it as to render 
the employment of an Abbe prism camera impracticable. Because of this 
great difference in the relative position of the eyepoint in different oculars 
it is best, in purchasing an Abbe camera, to select one of the type shown in 
Fig. 135, since in instruments of this sort, the prism mounting is of the smallest 
dimensions possible and the distance between prism and clamping ring will 
allow considerable latitude in movements up and down. 



Fig. 136. Diagram of the Path of Light Rays in Abbe Drawing Cameras. 

In order to equalize the intensity of the light reaching the eye from prepara- 
tion and drawing paper, a series of dark glasses of graded transmission are 
mounted so as to turn into position, by a ring between prism and paper, 
and a ring between prism and ocular. By properly adjusting the intensity 
of the illumination of the microscope and then selecting the right glasses in 
these rings, it is always possible to obtain a clear image of both preparation 
and drawing pencil. 

In order to avoid distortion of the drawing the mirror M must be so in- 
clined that the light ray he shall be normal to the paper. 

The large cameras of the type just referred to are provided with a graduated 
extension bar to which the mirror is attached to facilitate adjustments, and 
the axis upon which the mirror tips is graduated into degrees. When the 
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paper lies horizontally "with respect to the optic axis of the microscope, the 
mirror should be set at 45°, providing that the mirror bar is long enough to 
prevent interferences due to a reflected image of the stage; if not, then the 
mirror must be tipped to an angle nearer to the horizontal and the drawing 
paper inclined until the central rays become normal to it. The amount of 

inclination of the drawing surface must 
be twice as many degrees as the mirror 
is tipped below 45°* 

The Leitz Dramng Eyepiece, shown in 
section in Fig. 138, consists of a negative 
eyepiece, with lenses so mounted as to 
permit the insertion of a reflecting prism 
P just above the eye lens and extending 
to the optic axis of the ocular. Light 
rays (as indicated by the dotted line) from 
Fig. 137. Small Abbe Drawing the drawing paper enter the prism, are 
Camera. (Bausch Lomb twice totally reflected from the inclined 
Optical Co.) surfaces of the prism, and enter the eye 

together with the image-forming rays of the 
microscope. The eye therefore perceives the image of the object under the 
microscope apparently projected upon the drawing paper. Neutral tinted 
glasses N serve to reduce the light intensity from the drawing paper and 
thus to facilitate following the tracings of the 



pencil point. The screw S serves to clamp the 
device in place while in use. 

Since the prism forms an integral part of the 
eyepiece, changes in magnification must be 
made wholly by chainging objectives, tube 
length, or changing the distance from drawing 
board to prism. 

The small drawing cameras shown in Figs. 
137 and 138 will give distorted images unless 
the microscope or the paper is inclined so that 
the ray from the center of the drawing is normal 
to its surface. The necessary adjustment must 
be made by trial. 

Cameras lucidas serve not only for 
drawing but are most useful in microm- 
etry and quantitative analysis,^ in read- 
ing thermometers when melting, boiling 
or subliming points are determined, or 
in reading scales of small voltmeters or 



ammeters when observations are being made, for upon looking 


^ See Coghiil and Bonardi: Approximate Quantitative Microscopy of 
Pulverized Ores, U. S, Bureau of Mines Tech* Paper 211 (1919). 
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into the microscope both the preparation and the scale of the 
instrument may be seen. 

Drawings of complicated preparations are easily made in true 
proportion, with the aid of the drawing camera. The instrument 
is adjusted so that the image of the specimen and the notebook 
page are seen in appropriate size; and the outline of the object is 
traced. The entire drawing may be executed by this method, 
but ordinarily only boundaries and the most significant dimensions 
and structural features are thus recorded. The reflecting prism 
is then swung aside, and the remaining details are filled in free- 
hand, with better visibility of fine structure than if the images 
from microscope and notebook were superposed. 

Drawings to scale may be prepared according to the above 
procedure. A stage micrometer is then substituted for the prepara- 
tion under the microscope, and its divisions are traced on the 
drawing without altering any of the factors governing magnification. 
The scale thus drawn indicates directly the various dimensions of the 
object, and may conveniently be used for micrometry. Any detail 
of the object may be measured at any subsequent time. 

If other drawings are to be made to the same scale, the factors 
governing the n^agnification should be recorded, and the original 
conditions duplicated each time. As an alternative procedure, 
it is possible to make drawings to the same scale by adjusting 
these different variables until a tracing of the stage micrometer 
is identical with that prepared previously. 

Determination of Magnification by Means of the Drawing * 
Camera. — All that is necessary to determine the magnification 
of a drawing made to scale by the method outlined above is to 
measure the actual length of one scale division by means of a ruler, 
and to compare it with the distance on the scale itself. For in- 
stance, if a drawing is made to a scale such that one division of 
the stage micrometer (0.1mm.) is represented as 8nim., the 
magnification of the drawing is SOX . 

The “ magnification ’’ of the virtual image is determined simi- 
larly, by supporting the drawing paper at such a height as to give 
a total distance of 250 mm. from the eyepoint to the mirror and 
thence to the paper, tracing the stage micrometer divisions, and 
comparing with a ruler, A simpler method is to calculate the 
magnification on the basis of the actual distance from the eyepoint 
to the paper. . For example, if the magnification of 80 X discussed 
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in the preceding paragraphs was obtained at a distance of 400 mm., 
the magnification at an image distance of 250 mm. will be 

250 

— X 80, or 50X 

400 

Obviously, by varying the different controlling factors, drawings 
may be prepared at any desired magnification, and to any scale 
which may be necessary or convenient. 

Method 3: Measurements Obtained by Direct Comparison of 
Object and Micrometer Scale. — It is rarely possible to observe 
the object and the scale simultaneously by having them lie in the 
same plane, though some simple magnifiers are equipped with 
scales for this purpose. In “micrometer,’^ “traversing,” or 
“ reading ” microscopes the object or the microscope is moved 
over the distance to be measured, and the motion is read on a 
scale; this is, in principle, substantially a direct comparison of 
din^ensions with the micrometer scale. 

The construction of typical instruments for this method of 
micrometry is shown in Figs. 139 and 140. In either one, the 
microscope is equipped with crosshairs, and the actual movement 
is measured by means of a graduated micrometer head.® 

A graduated mechanical stage, of the type shown in Fig. 29, 
is applicable to measurements of objects larger than the field of 
the microscope. One end of the specimen is placed beneath the 
crosshairs of the eyepiece, and the scale of the mechanical stage is 
read accurately by means of its vernier. The specimen is moved 
so as to bring the other end to the same position, and the scale 
reading of the mechanical stage is again taken. The difference 
gives the length of the specimen. For such work it is necessary 
that the graduations of the mechanical stage be checked directly 
against an accurately ruled scale, or against a stage micrometer 
by the converse of the above method. 

The diameter of the field of view of the microscope may be 
determined by a procedure analogous to that given above. 

Special meehanical stages, with micrometer heads graduated to measure 
very small distances of movement, are useful for accurate determinations of 

® Instruments such as the vertical reading microscope of Leitz operate on 
this principle, the desired dimension being measured by moving the micro- 
scope by means of a graduated upright support, analogous to a cathetometer. 
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dimensions greater than the field of the microscope.® If distances are to he 
measured cumulatively, as in linear analysis (page 445) a special recording 
micrometer is almost essential. These instruments have a separate microm- 
eter screw and scale for the measurement of each ingredient in the mixture, 
Of the various models that described by Hunt^^ has the best design and is 



Fig. 139. Micrometer Microscope (R. & J. Beck). 


® The “ stage screw micrometer ” of Zeiss permits readings to 2 /i over a 
range of 10 mm. 

10 Shand: Jour, Geol 24, 394 (1916). 

Wentworth: idem. 31, 228 (1923). 

11 Amer. Mineralogist 9, 190 (1924). Designed by Wentworth and manu- 
factured by Eberbach & Son Co., Ann Arbor, Mich. 
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most convenient to use. The stage which carries the specimen is attachable 
to the top of any microscope stage, and its movement is recorded by any one 
of five coaxial screw heads, each of which is graduated like a micrometer 
caliper. Linear analyses of mixtures of five components are possible with 
this apparatus; models with fewer micrometer screws may be used if fewer 
components are to be measured. 



Method 4: Measurements Obtained by Micrometer Eyepieces. 
— In order to render object and scale simultaneously visible, the 
scale may be contained in a micrometer eyepiece, at its focal plane. 
By this arrangement the real image formed by the objective is 
superposed on the scale, and both are magnified by the eye lens of 
the eyepiece and seen together in the virtual image. 

The number of scale divisions covered by the image gives a, 
value for the image only, but not for the object, since the size of 
the image can be varied without changing the size of the divisions. 
It is therefore necessary in all cases^^ to ascertain the value of the 

^ Except when employing an eyepiece micrometer which has been ruled 
by the manufacturer to give a definite value for each division, when used 
with the particular objective and tube length specified. 
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divisions of the micrometer scale with respect to each objective 
used, for one or more definite tube lengths. 

Calibration of Micrometer Eyepieces. — Focus the eye lens of the eyepiece 
so that the graduations of the scale become clear and distinct. Lay the 
stage micrometer upon the stage and move it until the center of the rulings 
falls in the optic axis of the microscope; focus carefully and adjust the 
micrometer until a line becomes coincident with a line of the eyepiece scale. 
Count the number of divisions of the eyepiece scale included between one or 
more divisions of the stage micrometer. Divide the value of the stage scale 
by the number just obtained. The quotient gives the value of one eyepiece 
scale division. 

It is usually the case that conditions obtain giving an appearance as shown 
in Fig. 141. It is obvious that in such , an event it is necessary to estimate 
the fractional part of a division. Such an estimation or guess introduces a 
serious error into the method. Moreover, the image of an object to be 
measured rarely covers exactly a whole number of divisions of the eyepiece 
micrometer, and one is obliged to make a guess as to what fraction of a part 
to add. Thus there are two estimates necessary, and any measurements 
recorded must necessarily be mere approximations. The second of these 
errors cannot be eliminated in micrometer oculars with fixed scales having 
rulings of non-variable magnitude, but the determination of the ocular 
micrometer value may be made more exact by eliminating fractions as shown 
in Fig. 142. This is accomplished by altering the ratio between the images of 
the two scales through a change in the position of the draw-tube. 

Start with the draw-tube extended about half its total possible movement. 
Bring the zero point of the eyepiece scale in contact with a ruling on the stage 
scale; focus sharply. The relations of the images of the two scales wiH now 
probably be essentially as indicated in Fig. 141. Note the position of the 
other end of the eyepiece scale with reference to the nearest ruling of the 
stage micrometer, and decide whether it will be necessary to enlarge the image 
or to reduce it, in order to render these rulings coincident. Then make the 
appropriate change by extending or decreasing the tube length, and note 
whether it is now possible to have both ends of the eyepiece scale coincide 
with rulings on the stage micrometer. Repeat the trial until this is the case, 
or until a whole number of divisions of one scale is equivalent to a whole number 
of divisions of the other, as shown in Fig. 142. 

It is not essential, and is highly improbable, that the division of the two 
scales should coincide throughout the length of one of them, but on the basis 
of the relationship just established it is easy to calculate the value of either 
in terms of the other. 

For convenience in future measurements it is always worth while to obtain 
such a ratio between the two scales that the calculated value of the eyepiece 
micrometer divisions will be a simple integral number. This may be accom- 
plished by a few trials at different tube lengths. 

With ordinary objectives of comparatively low powers, the use of a tube 
length slightly different from that for which the lenses are designed affects 
their corrections so little as to be negligible in micrometry. 
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In order that the conditions may be duplicated under which the eyepiece 
micrometer value has been obtained, it is obvious that a record must be made 
of the draw-tube length employed; the notebook entry will therefore take 
some such form as this; 

16-mm. objective, draw-tube 175; 50 divisions eyepiece micrometer = 
8 divisions stage micrometer = 0.80 mm.; 1 division eyepiece 
scale = 0,016 mm. = 16 jt*. 



Fig. 141. Calibration of Eyepiece Micrometer. Scales not properly adjusted 

for comparison. 

When high-power objectives are employed the rulings of the stage microm- 
eter will appear as very thick or coarse lines. It then becomes essential to 
observe special precautions in the adjusting of the two scales, for if the 
adjustment shown in Fig, 143 C were to be followed, it is evident that an error 
would be introduced equal to at least half the thickness of the coarse rulings. 
Either the eyepiece micrometer scale rulings must be aligned with the centers 
of the coarser rulings of the stage micrometer, as shown in A, or at the right 
or left edges of them, but always all on the same sides, as shown in B. By 
comparing as mayiy divisions of each scale as possihUj any errors due to the 
width of the lines will be made more noticeable and may be corrected more 
perfectly. For instance, the central division of the stage micrometer in Fig. 
143 C might at first glance be considered equivalent to five divisions of the 
eyepiece scale, but by comparing three or more of its divisions it is evident 
that this is not exactly the case but that its value is slightly less. 

The value of the eyepiece micrometer divisions must be determined for 
each of the objectives used, and the draw-tube must in every case be ad- 
justed to avoid the estimation of fractions and to give as simple ratios as 
possible. The values obtained should be recorded in tabular form (page 449), 
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and all micrometric measurements in which they are used must be carried out 
with the particular tube length employed in the calibration for the respective 
objectives. 

Construction of Micrometer Eyepieces. — Micrometer eyepieces should 
always be provided with a movable eye lens, in order that the scale may be 
focused as sharply as possible; the adjustment will vary considerably with the 
near- or far-sightedness of the user. If the eyepiece scale is to be projected, 



Fig. 142. Calibration of Eyepiece Micrometer. Scales 
properly adjusted. 

as in photomicrography, this adjustment is also useful in bringing the eye 
lens to such a position that the scale and the real image from the objective 
will both lie in the proper position to be projected simultaneously by it. 
Variation of the position of the eye lens does not alter the value of the scale 
divisions, since image and scale are affected equally. 

Micrometer eyepieces are usually constructed so that the scale may be 
removed for cleaning, or different scales may be inserted in the plane of the 
diaphragm. 

Micrometer eyepieces in which the entire scale may be displaced a short 
distance laterally by means of an ungraduated screw are of no particular 
value over those with fixed scales, especially if the microscope is equipped with 
a mechanical stage so that fine objects may be easily moved into position for 
measurement. 

Negative or positive eyepieces are used for micrometry, but the latter are 
preferable for filar naicrometers or other types in which movable slides are 
inserted in the focal plane. The value of the divisions of the scale in a 
positive micrometer eyepiece is inversely proportional to the optical tube 


Wright: Jowr, Wash. Acad, Sd. 1 , 60 (1911). 
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length, but the latter (not the reading on the draw-tube) must be known 
exactly if this is to be useful as an accurate means of varying the value of the 
scale. 

Linear scales with simple numbered divisions are most useful for general 
work, but coordinate rulings are particularly convenient for counting particles 
or measui’ing areas (Figs. 144, 157, 158, and 159). Scales with various types 
of special rulings may be obtained from the different manufacturers. 

In the ordinary micrometer eyepiece an eye and mental strain is often 
produced in counting the number of scale divisions, especially if the object is 
relatively large. To facilitate counting, Leitz has placed upon the market a 
scale, part black, part light, in which the divisions are sharply differentiated 
in blocks of ten, both horizontally and vertically (Fig. 145). This type of 
ruling has received the name of Step Micrometer, and is far less fatiguing 
than the older simple ruling. 


A 





Cbrr^t ©^rreot Incorrect 

Fig. 143. Alignment of Rulings in the Calibration of an Eyepiece 
Micrometer. 


For measurements under poor conditions of visibility the Gebhardt Contrast 
Micrometer (Fig. 146), made by Zeiss, will be found useful. In place of line 
rulings, which would be practically invisible, the scale consists of a row of 
tiny black squares touching at their comers. A scale of this type will stand 
out sharply, no matter how bright or dim the object may be. 

Filar Micrometers. — In micrometry with eyepieces having fixed scales 
there is always the probability of error, since the magnitude of the real image 
as measured by the eyepiece scale usually requires an estimation of a fraction 
of a division. Very minute objects, even with high magnification, may fail 
to yield real images of sufficient size to fill a single division of the scale. To 
meet conditions such as these, filar micrometers are employed. In instru- 
ments of this kind, a scale or crosshair is made to traverse the field by means 
of a screw provided with micrometer thread, the amount of the movement 
being indicated by the revolution of a graduated drum attached to the screw 
‘head. Typical instruments of this class of micrometer eyepieces are shown 
in Figs. 147 and 148. 

Before filar micrometers may be used for micrometry value of one 
division of the ocular scale must be ascertained by means of a^age micrometer, 
according to the calibration procedure given above. The readings on the 
micrometer screw should also be compared with those of the ruled scale. 

When using micrometers in which the diameter of the image of the object 
is measured by the movement of a micrometer screw, a number of observations 
should be made, always moving the crosshairs in the same direction to eliminate 
** back-lash.” 
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To measure the length of an object by means of a micrometer eyepiece of 
the type shown in Fig. 147, first set the drum of the micrometer screw at 0, 
move the preparation until an edge of the image of the object is in contact 
with 0 on the scale. Count the number 
of whole divisions of the scale seen in 
the eyepiece; the fraction of a division 
that should be added to the number of 
whole divisions is ascertained by turning 
the micrometer screw so as to displace, 
to the right, the scale in the eyepiece 
until the end of the object just touches 
the scale division beyond which it origin- 
ally extended. Read the drum, and add 
this fraction of a division to the reading 
first obtained. 

Instruments of the type illustrated in 
Fig. 148 have a fixed scale within the 
eyepiece, across which travel crosshairs 
moved by a micrometer 
screw provided with a 
graduated drum. As in 

the type just described, one complete revolution of the 
drum is equivalent to one division of the scale within the eye- 
piece. The object to be measured is moved until the image 
falls under the scale and one edge in contact with one of the 
rulings. The number of whole divisions included within the 
image is recorded and the fraction of a division is ascer- 
tained by moving the crosshair and reading the drum. 

For ordinary objects 




Fig. 144. Hutchinson Coordinate 
Ruled Eyepiece Micrometer. 
(James Swift & Son.) 


Fig. 145. Scale 
of Step Mi- 
crometer Eye- 
piece (Leitz). 


the first type described is 
more rapid but for very 
tiny objects such as pigments, etc., the sec- 
ond type is more convenient and somewhat 
more accurate. 

Method 6; Projecting a Scale of 
Known Value into the Field of View 
by Means of a Substage Condenser. 

— This ingenious and practically uni- 
versal method appears to have been 
first suggested by Goring about 1820, 
rediscovered by Pigott in 1870, and 
employed by Sorby in refractive in- 
dex determination in 1878. It was 
again revived by A. E. Wright in 1890; thoroughly tested out by 
Ives in 1903, and independently rediscovered by Clendinnen in 



Fig, 146. Scale of Gebhardt 
Contrast Micrometer Eye- 
piece (Zeiss). 
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1910 . 1 ^ And yet in spite of the many times this principle of 
employing a scale of variable value as a standard has been inde- 
pendently discovered and its desirable features pointed out, it is 
almost never referred to in manuals devoted to microscopy. 



Fig. 147. Filar Micrometer Eyepiece with Movable Scale (Spencer 
Lens Co.). 

By means of the mirror and the Abbe condenser, it is possible 
to project into the plane of the object lying upon the stage, the 
image of a scale whose value has been ascertained. Both scale 
and object are magnified together and it therefore follows that no 



Fig. 148. Filar Micrometer Eyepiece with Movable Cross Hair 
(Bausch & Lomb). 

matter what may be the combination of objective and ocular em- 
ployed, the value of the divisions of the scale image will remain 
unchanged, provided that the distance of the scale from the con- 
denser is not altered. Any change in the distance of scale from 
mirror and condenser will be accompanied by a proportional change 

See Ives: Journ. FranUin Instj 164, 73; Clendiimen: J. Roy, Micros, 
Soc., 1010, 368. 
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in the size of the divisions of the scale in the image projected into 
the plane of the object. 

In micrometry by means of ocular micrometers, we are re- 
stricted to the single ocular, containing the scale, and to a fixed 
draw-tube length. To obtain a different magnification, one is 
obliged to change objectives. This means that a new ocular mi- 
crometer value must be employed and a record kept for every 
change in objective. Moreover, the actual sizes of the divisions 
seen in the eyepiece micrometer are constant and cannot be 
changed. 

In micrometry by means of a scale image projected by the con- 
denser, we have merely to record the distance of the scale from 
the microscope in determining its value and we may then adopt 
any possible combination of objectives, oculars or tube lengths, 
without change of value. 

A scale ruled as shown in Fig. 149 has been found satisfactory for general 
use. This scale, a photographic positive, is conveniently held in a vertical 
position by metal carriers attached 
to a cross-bar sliding upon a strip 
of wood 25 cm. long graduated in 
centimeters; this strip is attached 
to two small blocks, each the 
thickness of the base of the micro- 
scope stand. One block is notched 
at the end so as to permit its being 
always placed exactly in the same 
position (Ives' method). The best 
results are obtained when a strong 
source of artificial light is em- 
ployed to illuminate the screen 
and a piece of ground glass is Fig. 149. Transparent Scale for Projec- 
placed between the radiant and tion by Condenser in Micrometry, 
the scale-screen. 

The values of the scale are determined for three or more positions of the 
graduated strip and the results plotted upon coordinate paper. This is 
accomplished as follows: Place a stage micrometer upon the stage of the micro- 
scope, center and focus sharply using say a 16-mm. objective and 7.5 X eye- 
piece. Raise the substage condenser until the upper lens almost touches 
the object slide; open the iris diaphragm. Tip the plane mirror to one side 
and at the proper angle to throw an image of the scale into the condenser. 
Lower the condenser while looking into the microscope until the scale becomes 
clear and sharp. Turn the stage micrometer so that its graduations become 
parallel with those of the real image of the scale-screen. Move the stage 
micrometer until any line of the stage micrometer coincides with a line on the 
scale image. Count the number of division of the scale included in a division 
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of the stage micrometer. Calculate the value for one division of the scale. 
Record the distance of the scale from the mirror as shown on the graduated 
strip and compute the value in microns as obtained for this position. Move 
the scale carrier to a new position and determine the value of a scale division 
as described above. In like manner find the true value for a third position. 
Plot the results upon a fairly large sheet of coordinate paper. This curve can 
then be employed in future measurements. It is obvious that the nearer 
the scale is to the microscope the greater will be the magnitude of the scale 
image, and the farther the scale the smaller the graduations will appear. 
Once the “ curve is obtained, we have at our command a device for accurate 
measurements (for all save very minute objects), by means of a scale the 
working magnitude of whose divisions is variable at will between wide limits. 

This method of micrometry is especially convenient when em- 
pl 03 dng binocular microscopes or where special rulings are required 
in quantitative work. The use of ruled glass cells is thus avoided. 

Method 6: Measurements of Projected Real Images. — If the 
magnification of a real image projected by the microscope is known, 
any distance on that image may be measured directly with a scale, 
and its actual size computed. 

Determination of the magnification of the projected image is 
an essential preliminary to such measurements. A stage microm- 
eter is put in place of the object, and its divisions are projected 
on a screen under identical conditions of magnification. The 
divisions of the micrometer in the image are measured by a scale; 
their apparent size divided by their actual value gives the magni- 
fication. For example, if one division (0.1 mm.) measures 7.5 mm. 
in the image, the magnification is 75X. 

By the converse of this procedure, the magnification may be 
adjusted to any desired value, by varying the factors which govern 
it until the proper ratio between the sizes of the scale divisions in 
the image and the stage micrometer is obtained (see page 255). 

Measurements on the ground-glass of the camera or on a pro- 
jection screen are particularly useful in case a great number of 
measurements have to be taken, since it is much easier to apply 
the scale than to move the specimen to the proper place on the 
micrometer each time. Where the character of the object permits 
an accurate rendition of its dimensions in a photomicrograph, the 
negative or positive may be projected on a screen by means of a 
lantern, and measured rapidly and conveniently at any time, 
without the need of keeping the specimen under the microscope 
during the entire process. In this case, the magnification of the 
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photomicrograph and the magnifying power of the projection 
lantern must both be determined.^® 

Projected images of various small objects, such as screws, gears, 
machine parts, cutters, wire, and similar products, may be meas- 
ured or compared against standards with great rapidity and ease.^® 
Examinations of testing sieves for fineness and uniformity of wires 
and of openings may be carried out in this way.^^ A special 
microscope for measuring BrineU impressions and similar mi- 
crometry by projection has recently been placed on the market.^® 
Method 7: Measurements by Means of the Graduated Fine 
Adjustment. — If the microscope possesses a fine adjustment which 
is graduated, it may be used for measuring vertical distances. 
An objective of low penetrating power should be used, and the 
distance between the top and bottom of the object (or between 
optical sections at different levels) can be read on the mi- 
crometer screw. 

The value of the divisions on the fine adjustment is either 
marked on the instrument or may be obtained from the catalog 
description. In the event that this information is unavailable, 
it may be obtained experimentally by placing upon a slide an 
object of known thickness and having plane parallel sides and 
clamping it tightly in contact by the stage clips. By focusing 
first on the slide and then on the top of the object, the number 
of divisions of the fine adjustment scale which is equivalent to the 
thickness may be measured. The actual thickness of the object 
may be determined by a dial gage, or by placing it edgewise and 
measuring it by any of the microscopic methods given above. 

When employing the fine adjustment for micrometric measure- 
ments, all movements in focusing for readings should be made in 
the same direction, otherwise the lost motion and lag of the 

16 This method, as applied to determinations of particle size of fine pig- 
ments, is fully described by Green: Jour. Franklin Inst. 192, 637 (1921). 
See also: 

Meade: Ind. Eng. Chem. 13, 712 (1921). 

Wightman, Trivelli, and Sheppard: Jour. Phys. Chem. 27, 1 (1923). 

Ramsden: Jour. Oil Col. Chem. Ass. 11, 16 (1928). 

^6 The Contour Measuring Projector of Bausch & Lomb has been developed 
for this purpose. See also Beck: The Microscope^ Part II (1924), p. 160. 

Judson and Gould: Jour. Optical Boc. Amer. 6, 719 (1922). A,S.T.M. 
Standard Specifications for Sieves for Testing Purposes. E 11-26, p. 3. 

Paul F, Hermann Co., Pittsburg. 
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mechanism may introduce a serious error. It should also be borne 
in mind that few types of fine adjustments are so constructed as to 
have precisely the same value for one division throughout their 
entire range, and vertical measurements of 0.5 mm. or more may 
be somewhat inaccurate. . To minimize this error as much as 
possible, especially when making comparative measurements, it 
is best to start all readings from the lower limit of the range of 
the movement. 

Measurements of distances incUned to the axis of the microscope, 
such as the widths of slanting crystal faces, may be obtained from 
vertical and lateral measurements of the height h and horizontal 
projection p of the distance desired. The actual distance is then 
equal to 

If a vertical measurement is made within a transparent object 
or mounting medium, it must be multiplied by the refractive index 
of the substance, to give the true distance;^® the presence or ab- 
sence of a cover glass having a different refractive index does not 
alter this requirement (see page 383). 

Micrometric measurements by means of the fine adjustment are 
often called for in chemical work; for example, in ascertaining the 
depth of corrosion, checks or surface cracks, pits and elevations, 
and in actual measurements of the vertical dimensions of speci- 
mens.^® 

Applications of Linear Measurements. — Nearly all micro- 
scopic measurements are ultimately linear in character and there 
is no field of microscopical work where quantitative determinations 
of dimensions are not important. Specific discussion of all the 
various applications of micrometry cannot be given here, but the 
adaptabihty of the methods outlined above should be readily 
apparent. The use of linear measurements as a basis for ascer- 
taining area and volume is given below. 

PARTICLE-SIZE ” DETERMINATIONS 

Within comparatively recent years it has been realized that the 
degree of fineness of powdered materials is of the utmost im- 

Addey: Jour, Qiteckett Micros, Club (2) 14, 279 (1922). 

Metzner: op, dtj p. 170. 

The measurement of varnish films by means of the fine adjustment is 
recommended by Stoppel: Proc. AJ5.T.M. 23, 1, 285 (1923). 
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portance, for whatever purpose the material may be used, and that 
the ordinary methods of size-analysis by standard sieves are in- 
adequate for elongated, flaky, or very fine particles.^i 

The volume or surface of a particle which just passes through a 
sieve opening of a given size may be estimated fairly accurately, 
if the particle is roughly equidimensional (spherical or cubical) in 
shape. But if the material has a tendency to yield platy or elon- 
gated particles when pulverized, the sieve opening through which 
these pass will not give direct information as to all their various 
dimensions, or their volume or surface. 

In formulating specifications based on sieve tests of powdered 
materials, the actual desired volume or surface of the particles 
should be kept in mind, if this is of direct importance. Specifica- 
tions may need to be revised in the light of microscopic study of the 
particles which are passed or retained by the testing sieves, so as 
to select material of the proper dimensions. Certain minerals 
with well defined cleavage yield elongated particles which behave 
in screen tests as if they actually contained much less material 
(Fig. 152). Flaky particles may fail to go through a sieve, even 
when their volume is much smaller than that of spherical particles 
which pass easily. Control of pulverizing operations is not com- 
plete without information as to the shape of the particles which 
the raw material yields under the grinding methods which are 
employed; and for this information microscopic examinations are 
essential. Microscopic control is also useful in connection with 
the grinding of materials which, although not excessively fine, 
cannot well be graded by screening. Abrasive powders, which 
would rapidly cut the wires of the sieve, or substances which might 
cake, may be examined microscopically, and the process regulated 
to give the proper particle-size. 

Testing sieves afford merely a means of measuring the powders 
which fail to pass through them. For particles which are not 
retained, finer sieves must be used. Any ground material and 
most powders prepared by precipitation contain a large proportion 
of particles smaller than the limit of fineness of sieves (Figs. 150 
and 151). 

It is these fine particles, which will pass through a 325 mesh ” 

21 Ladoo: Chem. Met. Erig. 30, 623 (1924). 

Elanowitz: idem. 32, 199 (1925). 
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sieve (opening 44 that have the greatest significance in many 
pulverized materials, and nearly all important pigments and fillers 
come within this range. For the finer pigments and fillers, screen 
tests indicate nothing more than the presence or absence of coarse 
aggregates, since the actual diameter of the largest single particles 
may be less than one-fiftieth that of the screen opening which is 
supposed to grade the material. 

The manifold importance of particle-size in governing the prop- 
erties of finely divided material is too extensive for discussion in 
detail here. In many instances substances are prepared in pul- 
verized form simply to reduce their dimensions for mechanical 
purposes, as in the case of abrasive powders or coarse fillers in 
paints and rubber. Where really fine particles have been found 
necessary, their advantages are largely due to the greatly increased 
surface for a given volume (or weight) of substance. The surface 
presented by fine pigments is relatively enormous (roughly 2 
square meters per gram) and a decrease in particle-size increases 
this proportionately. 

Microscopic study affords the most positive method of testing 
finely divided material which is beyond the range of standard 
sieves. Not only is the size of the particles measured, but shape, 
imiformity, aggregation, and other important properties which 
affect the ultimate usefulness of the material, are observed directly. 
Various non-microscopical methods are available for particle-size 
determinations but they depend for confirmation upon microscopic 
studies, and shoxild never be used to the exclusion of direct ex- 
aminations. 

Microscopic particle-size determinations have been found significant in 
studying phenomena of which the following are typical examples: 

The setting and strength of cement, the density and strength of porcelains^* 
and other ceramic products, the activity of insecticides^® and of drugs, the 

^ A.S.T.M. Specification E 11-26 recommends the designation of sieves 
by means of the diameter of their openings in microns, rather than by the 
number of “ meshes per inch,” which may vary with the diameter of the wires. 

^ N. C. Johnson: Them, Cornell University, 1913 

Hauenschild: Tonind- Ztg. 38, 477; Zement 15, 453, 469, 488 (1926). 

Guttmann: Zement 16, 164, 185, 200 (1926). 

** Walker: Trans. Amer. Ceram. Soc. 18, 499 (1916). 

Craven: Jour. Soc. Chem. Ind. 41, 329T (1922), 

Arnold: Jour. Amer. Ceram. Soc. 6, 409 (1923). 

GeHer: Ceramist 6, 708 (1925), 

Griffin et aX: Jour. Agr. Res. 34, 727 (1927). 



411 


“ PARTICLE-SIZE ” DETERMINATIONS 

stability of emulsions, 2 ® the settling and collection of dusts, 2 " the pulverization 
of coal28 the mechanism of filtration, the grinding of fine powders, s® the an- 
nealing and hardness of brass®^ and other metals, fat globules in milk,®® the 
extent of milling required for separating ore minerals,®® the length of paper 
fibers®^ pulped by different processes, and the fineness of paper fibers,®® the 
covering power,®® opacity,®’ yield value®® and other properties of paints®^ 
governed by their pigments, the sensitivity of photographic emulsions'^ 

26 Finkle, Draper and Hillebrand: Jour. Amer. Chem. Soc. 46, 2780 (1923). 

Krantz and Gordon: Jour. Amer. Pharm. Ass. 16, 83 (1926). 

27 Theissen: Bur. Mines Bull. 82, p. 56. 

Lanza and Higgins: Bur. Mines. Tech. Paper 106, p. 22 (1915). 

Higgins, Lanza, Laney and Rice: Bur. Mines Bull. 132, p. 22 (1917), 

Drinker, Thompson and Fitchet: Jour. Ind. Hyg. 6, 162 (1923). 

Trostel and Frevert: Ind. Bng. Chem. 16, 232 (1923). 

28 Kreulen: Brennstof-Chemie 6, 28 (1924). 

Bouton and Pratt: Carnegie Inst. Coal Min. Invest. Bidl 12 (1924). 

Andrews: Mech. Eng. 47, 429 (1925). 

29 Hickson, Work, and Odell: Trans. Arrm. Inst. Min. Met. Ejig. 73, 225 
(1926). 

®o British Portland Cement Research Association: Researches on the 
Theory of Fine Grinding. 

Martin: Jour. Oil Col. Chem. Ass. 9, 244 (1926); Trans. Inst. Rubber 
Ind. 2, 125 (1926); Trans. Ceram. Soc. Eng. 26, 21, 226, 240, etc. (1926), 27, 
247, 259, 285 (1928). 

Amdreasen: Kolloidchem. Beih^te 27, 349-458 (1928). 

®i Bassett and Davis: Trans. Amer. Inst. Min. Met. Eivg. 60, 428 (1919). 

®2 Cooper, Nuttall and Fink: Jour. Agr. Bd. 6 (3) June, 1913. 

Williams: Jour. Roy. Afzcros, Soc. 273, 418 (1925). 

Beckett: Econ. Proc. Roy. Dublin Soc. 2, 303 (1927). 

®® Hynes: Min. Sci. Press 110, 994 (1905). 

Campbell: Eng. Min. Jour. 103, 929 (1917). 

Clayton: Chem. Met. Eng. 19, 61 (1918). 

Thomson: Amer. Mineral. 8, 99 (1923). 

34 Graff and Hogdon: Paper 23, 11 (1918). 

36 Lorenz: Papierfabr. 23, 753 (1925), 24, 33, 74, 91 (1926). 

36 Kuehn: Farben Ztg. 31, 1131 (1926). 

3’ Spear and Endres: Ind. Eng. Chem. 16, 725 (1923). 

Rhodes and Fonda: idem. 18, 130 (1926). 

38 Green and Haslam: Ind. Eng. Chem. 19, 53 (1927). 

39 Klein and Hulme: Jour. Oil Col. Chem. Ass, 3, 117 (1920). 

Klein and Parrish: idem. 7, 54, 82 (1924). 

Parrish: idem. 8, 195 (1925), 9, 252 (1926). 

Klein: idem. 9, 192 (1926). 

Green: Chem. Met. Eng. 28, 53 (1923). 

Audubert and Rabat6: Chimie et Ind. Special No., Sept. 1926, p. 486. 

49 Wightman, Trivelli, and Sheppard: Jour. Phys. Chem. 26, 181, ^1 
(1921); 27, 1, 141, 466 (1923); 28, 529 (1924). 
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the reinforcing value of fillers in rubber, and the chemical reactivity of 
various finely divided solids such as zinc dust in the cyanide process, or lead 
oxides in storage batteries.^® The djmamic chemical properties of nearly all 
heterogeneous systems are dependent upon surface effects, and therefore upon 
particle-size. 

Experimental Factors Affecting the Value of Particle-Size De- 
terminations. — The character of the microscopic image, as 
determined by the aberrations and resolving power of the instru- 
ment, the proper adjustment of the illumination, the perfection of 
focus, and the sharpness of the outline of the particles in the 
mounting medium used, limits definitely the precision with which 
measurements can be made. Satisfactory results may be unob- 
tainable unless each of these factors is at its optimum, and gross 
errors may be introduced if observations are made without careful 
attention to all of them. The accuracy of calibration will not 
involve the possibility of significant error, provided no mistakes 
of mathematics have been made. 

The shape of the particles to be measured introduces a serious 
complication, since it is hardly practicable to determine all the 
dimensions of each of a large number of tiny particles. If shape 
is not taken into account, however, there is little point in making 
elaborate statistical measurements, since these may have almost 
no significance in the ultimate application of the material. In 
general it may be stated that irregular particles may be classified 
by estimation in terms of an equivalent sphere or cube, without 
introducing a serious error. Markedly elongated or flattened 
particles may be measured in two directions, and the third dimen- 
sion estimated, the diameter ’’ being calculated either as that of 

Wiegand: Can. Chem. Jour. 4, 160 (1920). 

Shippel: Ind. Eng. Chem. 12, 33 (1920). 

Green: idem. 13, 1029 (1921). 

Endres: idem. 16, 1148 (1924). 

Twiss: Jour. Oil Col. Chem. Ass. 9, 197 (1926). 

Pickles: idem. 9, 204 (1926). 

Klein: Trans. Ind. Rub. Ind. 2, 73 (1926). 

Twiss: idem. 2, 78 (1926). 

Heaton*, idem. 2, 96 (1926). 

^ Lepsoe; Trans. Amer. Inst. Min. Met. Eng. 1407-B. Feb. 1925. 

^ Reinhardt: Ind. Eng. Chem. 19, 1124 (1927). 

^ The influence of the shape of particles on their usefulness is discussed by: 

Vo^ and Evans: Ind. Eng. Chem, 15, 1015 (1923). 

Schidrowitz: Jour. Oil Col. Chem. Ass. 9, 208 (1926). 
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a cube of equivalent surface or volume or as the harmonic mean of 
the three dimensions. 


Jb It ht 

For rapid estimations, reasonably accurate results may be obtained 
by considering the average of the three dimensions of a particle, 
or the lesser of its two horizontal dimensions, as its diameter. 
This may be accomplished by inspection, as each particle is 
counted.^® 

The size, uniformity, and degree of aggregation of the particles 
affect the accuracy with which they can be measured individually. 
Single particles less than 0.5 m in diameter cannot be measured 
exactly, and their size can be estimated only by averaging the 
measurements of a number of them. If very large and very small 
particles occur in a sample, they cannot be focused simultaneously, 
and photographic methods of measurement are ruled out unless 
the material is first separated into different size-groups. 

If the sample, as received, contains aggregates of particles, these 
may be broken up for measurement of the grains which compose 
them. There is a slight risk of subdividing the individual parti- 
cles, but in most methods of preparation the dispersion is accom- 
plished largely by shearing forces in the suspending medium rather 
than by true crushing or grinding action. However, there is no 
assurance that the degree of separation of the particles in the micro- 
scopic preparation corresponds to that which will actually be ef- 
fected when they are used; for instance, as milled into paint or 
rubber. For this reason it is advisable to make particle-size 
determinations on the final product, if possible, or at least to com- 
pare the dispersion of the particles in it with that on the microscope 
slide. 

Computations from Particle-Size Data. — In addition to the 
above sources of experimental error,^' improper analysis of 
results must be guarded against. The measurements of the 

^ Detailed treatments of the relationship of partiele-shape to particle-size 
determinations are given by: 

Ashley and Emley: Ind. Eng. Chem. 3, 87 (1911). 

Martin, Blyte and Tongue: Jour. Ceram. Soc. 23, 61 (1924). 

Wolff: Farhen Ztg. 32, 1667 (1927). 

Green: Jour. FranJdin Inst. 204, 713 (1927). 
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individual particles may be unquestionably accurate, yet an 
attempt to summarize these statistically may be entirely mis- 
leading. Any effort to express the dimensional properties of a 
powdered material by means- of one or two numerical terms is 
inadequate at best, and should not be considered as a substitute 
for any further microscopical examinations. The term average 
particle-size is almost meaningless unless the basis of its deter- 
mination is definitely specified. 

Before undertaking any quantitative determinations of particle- 
size, other than those based on approximate comparisons with 
standard samples, a thorough study of the methods of expressing 
results should be made, and the distinction between them should 
be clearly understood. The methods, calculations and examples 
given in connection with the fundamental investigations by 
Green, Wightman, Trivelli, and Sheppard, Perrott and Kinney,^ 
Weigel,^® and Work^° should be followed through in detail.®^ 
Although it is possible to estimate by inspection the average 
diameter of a mixture of fine particles, this is of little value except 
for purposes of rough comparison, and may often be deceptive, 
especially if the sample contains particles of a wide range of sizes. 
The best means of studying the particle-size of a material is by 
determination of the numbers of particles which fall within fairly 
narrow size-groups throughout the entire range of sizes. The 
frequency of each size may be tabulated, or plotted in a 
size-frequency curve,” and these data serve as an adequate 
basis for all necessaiy computations of averages and of specific 
surface. 

Since the number of particles of different sizes is not of direct 
practical significance, the data may be recalculated to give the 
portion of the total surface or volume (weight) included in each of 
size-group: 

Jour, Frariklin Institute 192, 637 (1921); 204, 713 (1927); Jour, Ind. 
Hyg. 7, 155 (1925); Chem. Met Eng. 28, 53 (1923). 

Jour. Phys. Chem, 26, 181, 561 (1921); 27, 1, 141, 466 (1923); 28, 529 
(1924). 

^ Jour. Amer. Ceram. Soc. 6, 417 (1923). 

^ Bur. Mines. Tech. Paper. 296 (1924). 

«» Proc. A.B.T.M. 28 H. 771-812 (1928). 

An exhaustive mathematical analysis of the various methods of calcula- 
tion is given by Loveland and Trivelli: Jour. PranUin Inst. 204, 193, 377 
(1927). See al^ Hatch and Choate: idem. 207, 369-87 (1929). 
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Fraction of total surface = 

Fraction of total weight = 

These calculated values noiay be used to plot a “ surface or 
'' weight distribution curve which will show at a glance the 
percentage of the total surface or weight of the material which is 
due to particles of different sizes. 

The various curves referred to above are particularly valuable 
since they indicate the uniformity of the material, a property which 
is concealed if the average particle-size ” is used as a substitute. 

The simplest method of averaging is based on the “size-fre- 
quency curve.” It consists of totaling the products of frequency 
n by diameter d, and dividing this by the total number of particles 
studied. This gives the “ numerical average particle diameter,” 

27id 


Such an average is easily calculated, but has little actual physical 
meaning, and is useful principally in describing materials of mark- 
edly uniform particle-size. It corresponds approximately to the 
position of the maximum of the size-frequency curve, if a well- 
defined maximum exists.®® 

The averages based on “ surface ” or “ weight distribution 
curves ” are distinctly more significant, especially in the case of 
powdered materials having a wide size range. They are com- 
puted in an analogous manner:®^ 


Surface average particle diameter 
Weight average particle diameter®® 




62 A number of these different t3rpes of curves are shown in the papers by 
Weigel, and by Perrott and Kinney. 

66 Averages of this type were used by Green (he, cit.) in the study of fine 
pigments, and by Wightman, Trivelli and Sheppard (loc, ciL) in the study of 
silver bromide grains in photographic emulsions. 

^ Averages of this type are recommended by Perrott and Kinney (he. 
cit) and by Weigel (he. cit), in the study of powdered coal, and of ground 
pigments and fillers. 

65 This corresponds to the “ mass mean radius of Nichols and Liebe: 
Third CoUoid Symposium Monograph ( 1925 ) p. 283 . 
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These averages may be interpreted physically as the diameters 
above and below which there are equal surfaces (or weights) of 
material, and they correspond approximately to the maxima of 
their respective surface or weight distribution curves. 

The distinctions between the different methods of averaging 
have a very real importance, as indicated by examples from actual 
specimens: 


Average Diameter 

Powdered Coal^ 

Ground OchreF 

based on number 

3.0 At 

0.67/4 

surface 

21.0At 

4.77/1 

volume 

36.4 ft 

14.72 AX 

number of particles < 2 /i 

82% 

circa 97% 

weight of material < 2 At 

1.5% 

circa 1% 


These discrepancies become less, the more uniform the particle- 
size. Since surface properties are usually most directly related 
to the usefulness of the material, the surface average particle 
diameter ” is likely to be most significant. As pointed out by 
Green,® a comparison of two or more substances on the basis of 
one type of average diameter can give no direct indication of their 
comparative properties with respect to an average diameter cal- 
culated on a different basis. 

Average particle-size, as calculated by any of the above methods, 
does not indicate the uniformity of the material. This may be 
expressed fairly well by the uniformity coefficient,^’® 



(where v is the variation of each size-group from the average). 

“ Specific surface ” is a numerical measure of the surface, in 
square meters, presented by one gram of the material. It is 
equal to 

6 

density X average size 

The “ average size ” used should be based on surface, unless the 
material is highly uniform. 

Perrott and Kinney: op, cit,, p. 421. 

Weigel: op. cit, p. 24. 

Jour. Franklin Inst, 204, 719 (1927). 

® This must not be confused with coefficient of uniformity ” as used in the 
size-analysis of filter sands. 
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All the quantitative methods of determining particle-size involve 
rather time-consuming statistical studies, and various means have 
been employed in the investigations cited, to simplify the time 
required for the numerous measurements and calculations. Pro- 
jection methods, counting tallies, adding and multiplying ma- 
chines, tables of squares and cubes, and similar aids are useful 
if such work is to be done. 

Methods of Determining Particle-Size. — Estimations, based 
on inspection, are likely to be in error, unless the material is re- 
latively uniform. If the proportion of the material included in 
each of several different size-groups is estimated, the results will 
have more value. Comparisons with standards, of knoTO satis- 
factory fineness, may be adequate for ordinary testing and control 
purposes. A comparison microscope should be used, and the 
samples should be dispersed and mounted as nearly identically 
as possible. Comparisons are most valuable in the case of 
angular or splintery particles, and are most misleading in the case 
of materials which are distinctly non-uniform in size. 

Preliminary examination of the sample is always worth-while, 
as it throws light on its size, uniformity, shape, visibility, and ease 
of dispersion, all of which will govern the choice of procedure for 
quantitative studies. 

Method 1: Zsigmondy’s Method. — The principles employed 
in the determination of the size of ultramicroscopic particles are 
applicable to coarser material also.®^ The method is essentially 
a determination of the number of particles in a given weight of 
powdered material. The quantity of material examined is con- 
trolled by making up a suspension of known concentration, and 
counting the particles in an aliquot portion of this. 

The volume of the suspension coxmted may be controlled by either of two 
methods: 

{a) A layer of known thickness is prepared, and a measured area of this is 
counted. For such films plane slides and cover-glasses are necessary, and cells 
such as those used for blood counts (haemacytometer cells) or mold counts, 
holding a definite depth of liquid, are preferable. The cells furnished with 

® Methods of preparation and moimting are given on p. 169, and in the 
references already cited. 

A discussion of the principles and limitations of this method has been 
given in Chapter VII. 

Cells of various types are described on pp. 435-436. 
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the cardioid ultramicroscope may also be satisfactory, if their depth is accu- 
rately determined by means of the graduated fine adjustment of the microscope. 

The counting is done with an appropriate objective, usually under dark 
field illumination. Dilution, or the counting of small fractions of the field, 
may be necessary in the case of concentrated suspensions. If Brownian 
movement is troublesome, a suspending medium which is very viscous, or 
which sets to a gel, may be used, or the particles may be allowed to settle on 
the cell surfaces before counting. Very careful cleaning of the cell is 
necessary, and checks with bright field illumination are desirable, in order to 
eliminate errors due to foreign particles.®^ 

(b) The particle's illuminated by the beam of the slit ultramicroscope are 
counted, the volume of suspension being determined by an eyepiece micrometer 
(page 233). This procedure is hardly suitable for any but ultramicroscopic 
particles. 

In the volumes of suspension defined by either of the above methods, a 
sufficient number of counts should be made to give satisfactorj'- checks with 
different fields and different preparations of the same sample. The method 
of calculating the size of the particles is given on page 234. 

Zsigmondy^s method of counting ignores any lack of uniformity 
in the size of the particles, and is best suited to materials which 
are naturally very uniform, to sized fractions of less uniform 
material, or to particles too fine to be measured accurately by 
other methods. Well dispersed gas blacks or very fine zinc 
oxides may well be measured by this procedure. 

Method 2 : Green’s Method.®^ — The number of particles of each 
different size is counted, tabulated, and plotted as a size-fre- 
quency curve.^' From the tabulation or the curve the “ numerical 
average particle size ” and the “ uniformity coefficient ’’ may be 
estimated by inspection, or computed according to the methods 
given on page 415. 

Dry-mounted preparations, prepared by the method given on page 170, 
are preferable on account of their greater visibility and absence of Brownian 
movement, and because the particles, if fairly imiform, are aU in focus at once. 
If the resolving power of dry objectives is insufficient, immersion objectives 
may be used on such preparations, the particles being mounted in a medium 
of appropriate refractive index and covered with a cover-glass. 

The actual measurement may be made directly by means of an eyepiece 
micrometer, or preferably by a photographic method. The latter involves 

Kfihn: Zeits, angew. Chem. 28, 126 (1915); FarhenZtg. 31, 1131 (1926). 

Wightman and Sheppard: Jour. Phys. Chem. 26, 571, 580 (1921). 

Jour. FranMin Inst. 192, 637-66 (1921). 

A critical discussion of this method is given by Hebler in Liesegang’s 

HanMuch der Kolloidchemische Technologic (Leipzig, 1926), p. 170. 
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obtaining a perfect negative, in which ail the particles are sharply foe used and 
clearly resolved; if the outlines of all the particles do not appear perfectly 
sharp, and their centers transparent, the value of measurements based on such 
images is questionable. The photograph is measured as enlarged upon the 
screen by a projection lantern. Besides a certain saving of labor in routine 
work, the photomicrographic method has the advantage of supplying a per- 
manent record of the actual appearance of the sample, which may present 
features hardly to be summarized in the numerical results of the calculations 
based on it. 

A total of two hundred or more particles, occupying one or two representa- 
tive fields, should be measured; if the distribution is uneven, or the uniformity 
is low, more measurements may be advisable. 

Greenes method is appropriately applied to material which is 
of microscopic dimensions, of good visibility, and relatively uni- 
form in particle-size (Fig. 151), as exemplified by precipitated or 

fume ” pigments and fillers.®® 

Method 3 : Perrott and Kinney’s Method.®^ — Every particle in 
a given portion of the sample is counted, and its size estimated. 
A surface or weight distribution curve is prepared, or 
equivalent data are tabulated, and the surface or weight 
average particle diameter ’’ is computed by the methods given 
on page 415. 

Dry-mounted preparations are generally preferable, on account of their 
good visibility, but mounting in a viscous liquid may be necessary to insure 
uniform distribution of particles of various sizes. Particular care should be 
taken to avoid partial segregation of the material into fine and coarse fractions 
during the process of preparing the slide. 

Photographs are useful for purposes of record, but visual measurement with 
an eyepiece micrometer is usually necessary, on account of the difficulty of 
focusing all particles sharply if the uniformity is low. The finer particles 
need be counted and measured in only a few fields, since they are present in 
large numbers, and are likely to be well distributed. The larger particles in 
many fields must be measured, on account of their low frequency and the risk 
of segregating them in the preparation. All measurements and frequencies 
are finally computed in terms of the same amount of sample, usually that 
contained in one field. 

Pine emulsions have been measured both by Zsigmondy’s and Green’s 
methods, by van der Meulen and Rieman: Jour. Amer. Chem. Soc. 46, 876 
(1924). 

Starch grains have been measured by Green’s method, by Lindet and Nottin: 
Ann.fals. 16, 134 (1923). 

Loc. dt 

Weigel: op. dt, pp. 6-18. 
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A finely divided coordinate eyepiece micrometer such as that shown in Fig, 
144, is particularly useful. The markings serve to divide the field and also 
permit measurements to be made in any part of it without the need of moving 
the preparation. 

Perrott and Kinney’s method is applicable to all types of 
powdered material, but is particularly useful in dealing with 
samples consisting entirely of resolvable particles and exhibiting 
a wide range of sizes, as exemplified by ground pigments and 
fillers (Fig. 150). 

Method 4: Fractionation Methods. — Material which is highly 
non-uniform in particle-size is separated into fractions which are 
more uniform, and these are measured and calculated separately, 
the data from them being combined in the final results. The 
fractionation may be accomplished by sedimentation in water, 
or in viscous liquids such as glycerin,®* gelatin,®® or celluloid^° 
solutions, by centrifuging,^^ or by elutriation in a rising current of 
liquid.'^® 

The mounting and measurement of each fraction may be carried 
out by Method 2 or by Method 3, depending on the uniformity 
of the particles which it contains. If Method 3 is used, the chief 
advantage of fractionation over direct measurement and counting 
of the total sample is in convenience and accuracy of distribution 
and measurement of the preparation. 

Non-microscopical methods of determining particle-size and 
frequency are usually time-consuming and require large amounts of 
material. They are ordinarily no more accurate than micro- 
scopical methods, but do not necessarily require such skilled 
technique. In most cases their results are checked by micro- 
scopic studies. Extensive bibliographies of the various methods 
and their applications are .given by Klein and Parrish.^* 

Wightman and Sheppard: Jour. Phys. Chem. 26, 561 (1921). 

Renwiek and Sease: Second Colloid Symposium Monograph (1924), pi 37* 

^ Baltrusch: Z&iU. angew. Chem, 40, 1450 (1927), 

Wightman and Sheppard: loc. cit 
Weigel: op. cit. 

Lowry: Trans. Faraday Soc. 18, 23 (1922). 

Klein: Oil Col. Tr. Jour. 69, 790 (1926). 

Shafer; Ind. Eng. Chem. 19, 573 (1927). 

’3 Jour. on. Col Chem. Ass. 3, 177 (1920); 7, 54, 82 (1924); 8, 195 (1925); 
9,252(1926). See also Report of Section on Sub-Sieve Sizes. Proc. A.S.T.M. 
28, 1, 640 (1928); and GonneU; Zem&ni 17, 1786, 1819, 1848 (1928). 
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MEASUREMENTS OF AREA AND VOLUME 

Measurements of area are important in connection with studies 
of particle-size, and various other quantitative microscopical 
investigations, particularly in the areal analysis of heterogeneous 
mixtures (page 443). 

The area of simple geometrical shapes, such as the faces of 
crystals or the cross-sections of certain cylindrical fibers, may 
be determined by calculation from linear measurements of their 
dimensions. Areas of irregular shape can be rapidly estimated 
in terms of equivalent squares or circles, by using an eye-piece 
micrometer with concentric square or circular engravings, or by 
analogous methods on drawings or photomicrographs. 

More exact areal measurements may be made by means of a co- 
ordinate-ruled eyepiece micrometer, the number of squares in- 
cluded in the area being counted. Tracings may be made on 
coordinate paper by means of a drawing camera, or a transparent 
ruled scale may be superposed upon a photomicrograph, the 
squares being counted similarly. 

A planimeter may be used to measure the area of projected 
images, or of tracings or photomicrographs. A simpler method 
is to cut out the area from the drawing or picture, by means of 
fine scissors, and to weigh it on a balance; tracings on tinfoil 
may be used if desired. From the weight per unit area of the 
paper or tinfoil, the area of the cut-out portion may be calculated 
writh considerable accuracy.'^® 

The determination of grain-size in metals is essentially a determination of 
the number of grains intersected by a surface of unit area, 1 sq. mm.^® The 
image of the polished and etched specimen is projected on a plate of ground- 
glass such as the focusing screen of a metallograph. The number of grains in 

This method is used in measuring the cross-section of rayons, by A. 
Herzog: Mihroskopische UnierBUchung der S&ide uvd Kunstseide (Berlin, 
1924), p. 28. 

Deless6: Comptes rendus 26, 544 (1847); Ann. des Mines 13, 379 (1848). 

Johannsen: Manual of Petrographic Methods (1918), p, 290. 

This method was used by Stamm: Fourth Colloid Symposium Morngraph 
(1926), p. 246, to measure the proportion of the voids in the cross-section of 
wood, 

Jeffries, Kline and Zimmer: Trans. Amer. Inst Min. Met. Eng. 54, 594 
(1916). 

Jeffries: Chem. Met Eng. 16, 503 (1917); 18, 185 (1918). 

AS.T.M.: Standard Buies for the Preparation of Micrographs, E2-24. 
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an area of 5000 sq. mm. on the image is counted. This area may be marked 
on the smooth side of the screen as a circle of 79.8 mm. diameter or a square of 
70.7 mm. edge. Half the grains intersected by the edge of the marking are 
counted with those included in the area. The grains may be checked off 
by means of a glass-marking pencil. The number of grains counted is multi- 

mag.^ 

plied by a factor depending on the magnification,-——, to give the number per 

oUuU 

square millimeter of surface on the specimen. If instead of expressing the 
grain-size as the number of grains per square millimeter, it is desired to express 
it in terms of the diameter of the average grain, the reciprocal of the square 
root of this number is taken. If the area of the average grain is to be expressed 
in square microns, this may be obtained by multiplying the reciprocal of the 
number by 1,000,000. The actual physical significance of these “ averages 
is questionable, unless the uniformity of the grains is fairly high. 

Grain-size determinations and specifications are becoming widely recog- 
nized as a means of controlling the annealing, hardness, and ductility of alloys, 
particularly brasses.^’ Similar determinations have been found useful in the 
study of refractories and of stone for construction. 


Measmrements of volume are of wide usefulness in the estimation 
of weight of microscopic objects, and in quantitative analyses of 
heterogeneous mixtures of powdered materials. 

If the object under investigation is approximately equidimen- 
sional, its volume may be estimated by inspection in terms of an 
equivalent sphere or cube. This is generally accurate enough for 
use in quantitative analyses of mixtures where the number and 
size of various kinds of grains must be taken into account. If the 
grains are markedly elongated, actual measurements of each one 
may be necessary, since estimations are inaccurate on such 
material. 

The volume of an object of simple geometrical form, such as a 
sphere or a crystal, may be computed from careful measurements 
of its dimensions. The specific gravity can then be calculated if 
the weight is known, or vice versa (page 199). 

Measurements of volume may be applied directly to a number 
of types of chemical problems. The determination of weight of 
very tiny particles is relatively simple, even though they may be 
ditficult to separate from surrounding material, and beyond the 
range of the ordinary micro-balance. If the substance can be 

The relationships existing between the heat treatment, grain size, and 
mechanical properties of brasses of different compositions are well brought 
out by Bassett and Davis: Amer, ImL Min. Met. Eng. Trans. 60, 428 (1919); 
Te<^n. P^. E-26 (1927). 
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made to take the form of a sphere, the results may be highly accu- 
rate, and even with irregular particles very useful estimations may 
be made, which are unobtainable by other means. 

The use of microscopic measurements as a substitute for weigh- 
ing in assaying is very old, and has been shown accurate 
as well as rapid, if carefully fused spherical beads of metal are 
prepared. Blowpipe assaying may be carried out on small 
samples, since only a tiny button is necessary for measure- 
ment. The gold, silver, or platinum obtained may be fused on 
charcoal or in a borax bead, transferred to a slide, and measured. 
The outline of the bead should be sharply focused in silhouette 
against a moderately bright field; several different diameters 
should be determined, and the results averaged. The weight may 
then be calculated from the formula:^® 

weight == (diam,y X 0.5236 X specific gravity ^ 

This method was employed by Miethe and Stammreich®® in their investiga- 
tions of the minute amounts of gold contained in mercury. 

In toxicologys^ and in the analysis of urine, mineral waters, gases and 
organic compounds containing mercury, microscopic measurements constitute 
one of the oldest and best methods of determining the minute quantities which 
are usually encountered. Raaschou*^ has studied in detail the methods for 
quantitatively separating amounts of mercury from liquids. ^Yhm dealing 
with mercury condensed as tiny globules® after heating the copper on which 
it has deposited from solution, the tiny spheres may be made to coalesce to a 
few large ones, by stirring the deposit with a fine needle or glass rod, or a stiff 
hair. In order that accurate measurements may be made, the spheres should 
not be so large as to flatten appreciably. Booth, Schreiber, and Zwick® 
avoid this difficulty in the case of relatively large amounts of mercury by 
placing it in a measured capillary, and determining the length of the column — 
in other words, the volume of a cylinder instead of a sphere. 

Bubbles of gas may also be measxxred with considerable accuracy under the 

Goldschmidt: Zeits. anal. Chem. 16, 434 (1877). 

Lunde: Mikrochemie 5, 16, 102 (1927). 

The diameter must be expressed in centimeters. The specific gravities 
of some metals for which this method is used are: gold — 19.33; silver — 
10.4; platinum — 21.15; lead — 11.36; mercury. — 13.59. Calculated 
weights are usually accurate to less than 0.01 mg. (10 peg. or 10 y). 

® Zeits. anorg. Chein. 140, 368 (1924). 

SI Blyth: Poisons; Their Effects and Detection (London, 1884), p. 248. 

® Zeits. anal. Chem. 49, 172 (1910). 

See also Hartung: Jour. Inst Metals 33, 427. 

Bodnar and Szep: Biochem. Zeits. 205, 219 (1929). 

® See also Vol. II. Detection of Mercury. 

^ Jour. Amer, Chem. Boc. 48, 1815 (1926). 
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microscope, since they are spherical if not too large. Krogh®® carries out 
micro gas analysis by measuring the initial diameter of the bubble, drawing it 
into a tiny pipette containing an absorbing reagent, expelling, and measuring 
again. Emich®® has estimated the weight of ultramicroscopic particles of 
zinc by measuring the diameter of the bubbles of hydrogen liberated by them 
from acid. Baylis®^ used a succession of drawings, made by means of a 
drawing camera, to follow the growth of large bubbles at the expense of small 
ones, in investigating the causes of air-binding of filters. 

Measurements of volume by means of micro-pipettes are discussed in VoL 
II. Other methods of measuring volume are described in connection with their 
application in the analyses of heterogeneous mixtures. Chapter XIII. 

The thickness of protective coatings such as paint, varnish, lacquer, enamels, 
glazes, platings, etc., is studied under the microscope, particularly in con- 
nection with investigations on their resistance, opacity, and the amount of 
coating material applied on a unit area, or the area which may be covered by 
a unit volume. The layer of coating should be examined in cross-sections, 
usually by reflected light. A surface suitable for measurement may be ob- 
tained by grinding, or sometimes by fracture, in the case of hard materials 
(see page 154). Coatings on wood, leather; fabrics, or papers should be cut 
normal to the surface by means of a very sharp knife or razor blade (see page 
149), so as to expose a smooth, undistorted cross-section for examination. 
Coatings on firm material may be cut free-hand, but softer objects or isolated 
coatings may need to be surrounded by a supporting material.®® The cut 
surface is examined by reflected light, inclined illumination from a lamp with 
auxiliary condenser being most satisfactory, in the case of pigmented coat- 
ings. Examination of thin sections by transmitted light is not ordinarily 
necessary, except in the case of transparent coatings. 

The number, color, evenness and relative thickness of successive layers of 
paint or other coating material may be readily observed, and careful meas- 
urements may be made at a number of points, to determine the average thick- 
ness and the magnitude of any variations. The area covered by one gallon 
of paint may be calculated, assuming a shrinkage of thickness of about one- 
third on drying; determinations of shrinkage due to evaporation may be made 
if the spreading power ” has already been determined experimentally.®® 

The weight per square foot of metal coatings such as electroplate may be 
calculated from thickness measurements, and quantitative studies of other 
types of coatings may be made in a similar manner. 

Abderhalden^s Handbuch d&r biochem. Arbeitsmethodenf (Berlin, 1915), 
8, 495, 

Metzner: Das Mikwskop (Leipzig, 1928), p. 403. 

86 Berichte 43, 14 (1910). 

87 Ind, Eng. Chem. 17 , 974 (1925). 

88 Fonda: Thesis, p. 62, Cornell University (1925), used paraffin to sup- 
port paint films prepared on tin foil. Maxwell: Chem. Met. Eng. 28 , 850, 
964 (1923), removed the foil by amalgamation, and sectioned the film alone. 

88 Valuable data relative to the thickness of paint films may be found in 
Circ. 71 , Paint Mfrs. Ass. of U. S. (Oct. 1919): Spreading Rates of Paint 
Products, by H. A. Gardner. 
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ANGULAR MEASUREMENTS®o 

The measurement of angles by means of the microscope is 
employed chiefly in the study of crystals, though it is also of value 
in other investigations. Angles in a plane normal to the axis of 
the microscope may be measured directly; their existence in this 
plane may be checked by noting whether the two sides are simul- 
taneously and uniformly in focus. The measurement may be 
made most conveniently by means of a microscope equipped with 
a crosshaired eyepiece and a graduated rotating stage, which 
should be carefully centered (page 273). The specimen is ar- 
ranged so that the vertex of the angle to be measured is in the 
center of the field. 

One side of the angle is aligned parallel and very near to one of 
the crosshairs, but not actually coincident with it. The gradu- 
ations on the edge of the stage are read carefully, using a vernier 
if one is provided. The stage is now rotated until the other side 
of the angle is' similarly aligned, and the reading repeated. 
The direction of rotation should preferably be such that the angle 
to be measured passes beneath the crosshair. The angle of rota- 
tion of the stage then gives the plane angle directly. Several 
readings on both sides of the angle should be made and averaged, 
if accurate results are essential. 

If a rotating stage is not available, a goniometer eyepiece may 
be used. In such an eyepiece the crosshairs may be rotated, the 
angle being read by means of a graduated circular scale. Center- 
ing screws are provided, to render the axis of rotation coincident 
with the center of the field. The actual measurement is carried 
out just as with a rotating stage, except that the specimen remains 
stationary and the crosshair is rotated. 

Angular measurements may also be made on tracings prepared 
by means of a drawing camera, or photomicrographs. An ordinary 
protractor or contact goniometer is used. 

It should be borne in mind that angles measured between edges 
do not necessarily correspond to angles measured between surfaces 
which these edges intersect; in other words, that plane angles do 

See Johannsen: Manual of Petrogra'phic Methods (1918), p, 293. 

The graduations of the stage are hkely to be more accurate than the 
measurements obtained. They naay be checked by a number of 180® settings 
of a straight-edged specimen with reference to one of the crosshairs. 
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not always equal interfacial angles. If the planes which meet at 
an angle are both parallel to the axis of the microscope, their 
angle of intersection can be measured directly. If they are in- 
clined to the plane which they intersect, in which the measured 
angle lies, the true angle between them must be calculated by 
solid trigonometry (page 319). 

Angles of slope, or angles between surfaces which meet in edges 
which are perpendicular to the axis of the microscope, may be 
measured by determining their coordinates in space by means of 
the eyepiece micrometer and the graduated fine adjustment. 
From the width of the projection of a given surface, measured 
laterally, and the vertical distance between its top and bottom 
edges, its inclination may be calculated trigonometrically.®- 

*2 Dippel: Handhuch der allgemeinen Mihroshopie (Braunschweig, 1892), 
p. 907. 

Hill: Jour. Amer. Chem. Soc, 48, 651 (1926). 



CHAPTER XIII 


QUANTITATIVE ANALYSES OF HETEROGENEOUS 
MIXTURES 

Some of the most difl&cult problems with which the chemist 
has to deal are those requiring a determination of the probable 
percentage composition or the amount of adulteration of materials 
which cannot be analyzed chemically, on account of their complex- 
ity or because the various ingredients would not be differentiated 
by ordinary analytical methods. As typical examples of these 
cases may be cited: mixtures of starches, meals, flours; adul- 
terated spices, drugs, cocoa and other food products; mixtures in 
which firsts have been sophisticated with an inferior quality 
of the same material; paper pulps, fabrics, felts, ore concentrates, 
refractories, ceramic materials, concrete, rocks, alloys, and similar 
heterogeneous mixtures of materials of complex chemical com- 
position. 

A number of different microscopic quantitative analytical 
methods are available for the solution of problems of the above 
type. In order that these methods may be sujfficiently accurate, 
the following requirements must be satisfied: 

1 — The components of the mixture must differ sufficiently in 
microscopic appearance to permit easy recognition, or they must 
be capable of being rendered different by suitable methods of 
preparation or examination. 

2 — The different components must bear a reasonably constant 
relationship to the physical or chemical properties in terms of 
which the analysis is ultimately to be interpreted. 

3 — The specific gravities of the components must be nearly 
the same, or they must be known, or standards of known weight 
percentage composition must be available. 

4 — The sample taken must represent the material to be ana- 
lyzed, and the determinations must be subject to the usual criteria 
of dependable analyses; namely, that satisfactory checks be 
obtained from duplicate determinations, and from samples of 
known composition. 
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Distinction between the ingredients of a mixture may require 
only a glance, due to their naturally characteristic appearances. 
Unless these differences are very well marked, however, it is better 
to accentuate them by some additional treatment, in order that 
the components may be boldly evident, and that small quantities 
may not be overlooked. It is rare that any mixture is made up 
of materials which are uniformly typical and consistent in appear- 
ance, and it is well to guard against the possibility of mistaken 
identifications of portions with poorly defined properties. 

Staining procedures are very useful in accentuating the contrast 
between the components of a mixture, Herzberg’s^ and other 
stains for paper and textile fibers, dyeing or chemical coloration of 
minerals (Fig. 153) and etching of alloys (Fig. 155), effect color 
changes of different character in the different ingredients, so that 
they are rendered unquestionably recognizable on inspection. 
Mounting in a medium of the proper refractive index often serves 
to differentiate between various substances which are otherwise 
similar. If the mounting medium is chosen so as to be of nearly 
the same refractive index as one of the components, and markedly 
different from the other, the first will be faintly outlined while the 
other will be heavily shaded (Fig. 154). The index of refraction 
of the mountant may well lie between those of the components, 
so that with oblique illumination they will be differently shaded, 
depending on whether they are of higher or lower refractive index. 
Minerals, crystals of inorganic and organic substances, certain 
textile fibers, may advantageously be mounted in this manner. 

Methods of illumination are frequently very useful in empha- 
sizing the differences between the various constituents of a mixture 
to be analyzed. Examinations between crossed nicols are particu- 
larly valuable, especially with crystalline materials or doubly 
refractive fibers or tissues. Fluorescence may serve to reveal 
heterogeneity which is not otherwise clearly apparent. Oblique 
or dark field illumination, or displacing the focus of the micro- 
scope slightly may serve to render one component more visible 
than another. 

Sampling must be carried out with the usual precautions, and 
particular care should be taken to insure uniform mixing and to 
avoid any segregation of the different ingredients, either in col- 
lecting and reducing the sample or in mounting it. Powdered or 
1 The formula for this stain is given on p. 468. 




Fig. 150. Ground Limestone. Fig. 151. Precipitated Whiting. 

500 X. 500X. 

Both these samples of calcium carbonate are finer than 300 mesh." 



Fig. 152. Two Samples of Groxmd Fig. 153. Mixture of Ground 
Stibnite, both of which passed Quartz Q, Orthoclase 0 and 

through the same size sieve. Plagioclase P Feldspars. 

Photographed by means of a com- 
parison eyepiece. 



Fig. 154. Mixture of Ground Gyp- Fig. 155. Cast Copper, contain- 
sum and Anhydrite. Mounted in ing about 0.25 per cent Oxygen 
a liquid of refractive index near as Cu-Cii^O Eutectic (dark), 
that of Gypsum. 


( 429 ) 






430 


QUANTITATIVE ANALYSES 


fibrous materials must be handled with special caution and should 
preferably be suspended in a viscous liquid for uniform mixing, 
sampling and mounting. The concentration should be accurately 
known, since the final results must be calculated from it. 

It is rarely possible to obtain perfectly consistent samples of 
materials which contain ingredients of widely different size, shape, 
or specific gravity, and for this reason results should not be based 
on a single preparation. Furthermore, since the distribution of 
the components in the specimen examined is not usually of ideal 
uniformity, examinations of several different fields should be 
made, and a large number of coxmts or measurements should be 
taken in each. By this procedure, averages of individual readings 
which appear hopelessly variant will show a reasonable and useful 
consistency. 

The precautions and requirements just discussed imply the 
reasons why microscopic quantitative analyses are frequently less 
accurate than ordinary gravimetric or volumetric operations, on 
materials which can be sampled with a high degree of exactness. 
However, in most cases greater accuracy is not required, and could 
not be obtained by any method. Moreover, the accuracy of 
interpretation of microscopic analyses may far surpass that based 
on more precise determinations which at best can only be utilized 
in an approximate manner. For instance, it is useless to calculate 
the exact percentage of various minerals in an ore concentrate 
from its chemical analysis, if these minerals are variable in 
composition, or all contain the same elements. By virtue of the 
fact that the material itself is studied directly under the micro- 
scope, its true composition and many other significant features 
are revealed in an exceedingly positive and useable way. There 
is little chance for gross error in most microscopic analytical 
methods, for inspection will give an approximation of the correct 
result in most cases, and will serve as a check on faulty computa- 
tions. The saving of time by the use of microscopical methods of 
analysis is frequently enormous, and may enable determinations 
to be made while the material is “ in process.” 

It is on the above grounds that microscopic analysis of hetero- 
geneous materials is recommended to the chemist, for they justify 
its trial in a great variety of problems, even where other methods 
are available. Its possibilities are far wider than is usually sup- 
posed, since they are not limited simply to determinations which 
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cannot be made by any other means. The latter are of vital 
importance in certain types of work, particularly in the study of 
foods, papers, and textiles, but these constitute only a portion of 
the field of usefulness of microscopic methods. 

METHODS BASED ON ESTIMATION 

Method la: Estimation by Inspection. — If a specimen is prop- 
erly prepared, so as to render its ingredients recognizable without 
any need of hesitation, it is frequently possible to estimate its 
composition with considerable accuracy. It is desirable that the 
components should be of approximately the same fineness and 
specific gravity, or the estimate may err in favor of the coarser 
or the bulkier material. However, most observers can judge to 
an accuracy of ± 10 per cent of the composition of simple mixtures 
containing two or three components. By continual practice on 
mixtures of the same components a much greater accuracy, com- 
parable with that of results obtained by systematic counting or 
measurements, may be reached. In the analysis of papers, 
estimations by skilled microscopists are considered almost as exact 
as counts by the method given on page 442.^ 

Estimations may be employed in place of most of the methods 
to be described, with reasonable accuracy in the simpler cases. 
It is highly desirable that the analyst should continually test his 
judgment on mixtures of known composition, and thereby acquire 
a series of mental pictures which will serve as standards for com- 
parison. 

Method lb : Comparison with a Series of Standards. — The 
accuracy of estimation methods can be increased if a series of 
mixtures of known compositions is available for comparison. 
It is usually fairly easy to determine between which of the stand- 
ards the unknown lies, or to which it most closely approximates 
in composition. The comparison may be made by viewing the 
samples in succession, or better by means of a comparison micro- 
scope. For analyses based on estimations of areas, photomicro- 
graphs of standard samples may be used even by the novice. 

* Griffin: Ind> Eng, Chem. 11, 968 (1919), See also; 

Lee: Paper Trade Jour. 77, No. 21, p. 51 (1923). 

Tech. A^o. Pulp Paper Ind.: The Manufacture of Ptdp and Paper. 

VoL V (1925), Section 5, p. 62, 
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Reference to such pictures of specimens of known composition 
enables the result to be expressed in terms of the weight per cent 
of the desired component, rather than the areal per cent of the 
observed component. For instance, estimation of the carbon 
content of steel is possible to 0.1 per cent, although no free carbon 
is present, and the estimate is based on the amount of Pearlite 
present.^ Similarly, the amount of oxygen in copper may be 
estimated to about 0.02 per cent, from the amount of Cu — CU 2 O 
eutectic present^ (Fig. 155). 

Estimations by direct comparison with standards may be em- 
ployed in almost all of the methods of microscopic quantitative 
analysis, especially if only two or three components are present, 
and if their distribution is uniform enough to give a representative 
appearance in every field. 


METHODS BASED ON COUNTING 

A wide variety of microscopical methods of quantitative analysis 
are based on some form of counting procedure. Numerical analy- 
ses are generally found more accurate than estimations, especially 
if several components are to be determined, if there is an unavoid- 
able tendency to overestimate certain ingredients or if high 
magnification is necessary and the sample cannot be distributed 
uniformly enough for its composition to be truly represented by 
the small fields examined. The accuracy of the various methods 
can be considerably increased by counting a larger number of 
particles, but it must be borne in mind that no amount of averag- 
ing will compensate for poor initial sampling, or for errors in 
measuring the quantity of material to be counted. 

Method 2a: Counting a Single Constituent. — The number of 
particles of a given component in a definite quantity of a mixture 
is frequently used as a measure of its quality. Particularly in 
the food industries such determinations are used for control 
and inspection, and yield information unobtainable by other 
methods. 

3 Sauveur: Metallography and Heal Treatment of Iron and Steel (1926), 
Chap. V, p. 65. 

^ This procedure is employed as a rapid control method for the deoxidation 
of copper, samples being taken at intervals during the process, surfaced, 
etched, and examined within a period of about 10 minutes. 
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The deterroination of cocoa shells in cocoa is a typical example.® A 2-nig. 
sample is mounted in a clearing solution on a microscope slide. After suffi- 
cient transparency has been attained, the total number of shell fragments in 
the sample is counted. Comparison of the result with counts obtained on 
samples of known composition enables adulteration up to 10 per cent to be 
determined with an agreement to one or two per cent. Coimts of bran particles 
or wheat hairs in flour are carried out in a similar manner, and give a measure 
of its grade.® 



Fig. 156. Sedgwick-Rafter Counting Cell. (After Whipple.) 


In order to insure systematic counting of the entire preparation, 
with no duplication or overlapping of fields, a mechanical stage 
(page 70) is essential. 

Instead of counting all the particles of a component in a weighed 
sample of material, the quantity to be counted may be measured 

® Silberberg: Jour. Ass. Off, Agr, Chem, 6, 98 (1922). 

Pease: idem, 7, 141 (1923); 8, 176 (1924). 

® Keenan and Lyons: U, S. Dept Agr. Bull. 839. (1922). 

Keenan: U. S, Dept Agr. Bull. 1130 (1923). 

Smut spores in flour are determined by a similar method, by Bredemann: 
Landw. Vers. Sta. 75, 134, 

The determinations of a number of ingredients of stock feeds are described 
by Winter: Mich. Agr. Coll. Expt Sta. Spl. Bull. 120 (1923). 

Several useful quantitative methods for the examination of foods, drugs, 
and beverages are given by Schneider: Microbiology and Microanalysis of 
Foods (P. Blakiston^s Son, Philadelphia, 1920) pp. 79-101; Microanalysis of 
Powdered Vegetable Drugs (1921) pp. 142-172. 
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volumetrically. The Sedgwick-Rafter counting cell shown in Fig. 
156 may be used. It consists of a brass rim cemented to a micro- 
scope slide, to give a cell 5 cm. X 2 cm. and 1 mm. deep, having a 
capacity of 1 cc. In the biological examination of water, the 



microscopic organisms are collected by filtration (page 148) and 
1 cc. of a suspension (usually concentrated 100 times) is distributed 
evenly in the cell. The entire number of larger organisms is 
counted, and the numbers of smaller ones in several areas 1 mm. 
square are determined. By means of an eyepiece micrometer 



Fig. 160 . Howard Counting CeU (Full size). 


suitably ruled (Fig. 159) the inscribed field can be made to repre- 
sent 1 mm.® of liquid, by proper adjustment of the tube length.^ 
Organisms of different sizes are weighted in the count accord- 
ing to their areas, as measured by the smaller squares of the 
micrometer. 

^ Whipple: Microscopy of Drinking Water (John Wiley & Sons, New York, 
1927), pp. 95, 123. 
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Other types of cells may be used to measure the quantity of 
material which is counted. That of Howard® (Fig. 160) consists 
of a slide on which is cemented a plane circular glass plate about 
20 mm. in diameter. Surrounding this raised portion, and sepa- 
rated from it by an annular space about 2 mm. wide, a glass frame 
is mounted. The thickness of the central plate is such that its 
upper surface is 0.100 mm. below that of the surrounding frame, 
so that a cover-glass resting upon the latter will leave a cell of this 
depth; special thick, plane cover-glasses are used. The cell 



Fig. 161. Zappert-Neubauer Rulings of Haemacytometer 
CeU. 15 X. 

serves to define the depth of the layer of liquid which is placed in 
it. The area in which a count is made may be bounded by the 
area of the field of the microscope or by a coordinate-ruled eye- 
piece micrometer; cahbration is necessary in either case. Thus 
the volume of the liquid visible in the field may be accurately 
determined. 

The area of the field may be regulated by a proper choice of 
lenses, or diaphragms of suitable opening may be cut out of black 
cardboard or thin metal, and dropped into the eyepiece.^ The 
method of projecting a scale in the plane of the slide, by means 
of j the condenser, is also useful for this purpose (see page 403). 
Systematic distribution of counts over all parts of the preparation 
is accomplished by means of a mechanical stage. 

» U. S. Dept. Agr. Bull 681, p. 21 (1917). 

* The “ Ehrlich eyepiece of Leitz is provided with a variable, square 
diaphragm opening, for this purpose. 
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The Howard cell may be used for a wide variety of counting 
procedures on suspensions, emulsions, and powders which are 
brought into suspension. It is widely employed in the estimation 
of the mold content of tomato products; the original method^® 
called for the examination of 50 fields, each 1.5 sq. mm. in area, 
and notation of the presence or absence of mold filaments in each. 
Revisions^^ recommend that the size of the mold filaments be 
taken into consideration in the count. 

Various other types of counting chambers are available; of 
these, the haemacytometer cells used in making “ blood counts 
are most accurate and useful. They are essentially similar in 
construction to the Howard cell, except that the elevated areas 
are engraved; one type of ruling is shown in Fig. 161. The 
depth of the cell is usually 0.100 mm., and the area of the small 
squares is 0.0025 sq. mm. The newest haemacytometer cells are 
constructed of one piece of glass, without the use of cement. A 
thick, accurately plane cover-glass is necessary, to insure constant 
thickness of the film of liquid. The use of a ruled cell obviates 
any need for adhering to a constant magnification, and facilitates 
systematic counting of fields from all parts of the preparation. 
Care should be taken in cleaning the cell and gritty specimens 
should not be placed in it, in order to avoid scratching the delicate 
rulings. 

Another method of measuring the quantity of material which 
is counted is to prepare a uniform suspension, spread a given 
amount over a definite area, and make counts on an aliquot portion 
of this area. 

This procedure is followed by Breed and Brew^^ in their rapid method for 
the direct bacterial count of milk, cheese, soils, and other materials. By- 
means of a capillary pipette, 0.01 cc. of milk or other suspension is collected 
and deposited on a clean microscope slide, being spread evenly over an area 
of 1 sq. cm. After drying, extracting fat, and staining, the film is examined by 
means of a high power objective, and the bacteria are counted. If the mag- 
nification is properly adjusted, a simple relationship between the area of the 
field and the volume of the preparation may be obtained. For instance, if 
the diameter of the field is 0.16 mm. its area represents approximately one- 

Howard: loc.cit. 

Ass. Off, Agr, Chem, Methods, 1920, p. 164. 

Jour, A,O.A.C. 6, 146 (1922). 

“ N, Y. State Agr. JSxpL Sta. Techn. Bull. 49 (1916); Circ. 58 gives an 
extensive bibliography of applications and allied methods. 
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five thousandth of the sample, and each bacterium seen in a field is e<]uivalent 
to 500,000 per cc. of milk. 

Essentially the same principle may be employed in the analysis 
of powdered mixtures, without the need for the numerical deter- 
mination of the size of field or the quantity of sample taken, if 
a curve is plotted from counts on samples of known composition, 
prepared under identical conditions.^® 

Standard mixtures, the percentage composition of which is 
definitely known, must first be prepared, and rendered thoroughly 
uniform by mixing. At least three such mixtures should be 
available, so that the entire range of possible compositions will 
be covered. 

From each of these standards, samples of equal size are taken. 
The ideal method of sampling is to suspend the material in a 
viscous liquid, mixing thoroughly and pipetting out a small quan- 
tity before any settling occurs. Mixtures of glycerine, glucose, 
gums, dextrin, gelatine, or mucilage in water, are suitable for 
suspending most materials; heavy oils or Canada balsam may 
also be used. Care should be taken to avoid bubbles, lumps, 
or imperfect wetting of the powder, when the suspensions are 
made up. 

Weighing may be used for dry material; almost unweighably 
small quantities of fine powders may be prepared by spreading 
out a weighed amount of dry material on a piece of glazed paper 
or glass, to give a thin uniform layer of square or circular shape. 
This is quartered and the operation repeated if necessary, 
until a portion equivalent to a few milligrams is obtained. An 
even better method depends on diluting the powdered mate- 
rial with several times its weight of a finely divided soluble material 
such as sucrose, lactose, dextrose, or soluble dextrin. After 
thorough mixing, a small quantity is weighed out and transferred 
to a microscope slide. The mounting liquid is added, and the 
diluent material dissolves, leaving a known weight of the insoluble 
sample.^® 

Fairly uniform samples 'of dry materials which are easily compacted, sudi 
as starch and other fine powders, may be measured by volume. A small 

Chamot: Seventh ltd, Cong, Appl. Chem, Section VIII C, 249 (1909)* 

1* Kraemer: Jour, Amer, Chem. Soc. 21, 659 (1899). 

13 Hartwich and Wiohmann: Arch, Pharm, 250, 450-71. 
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brass rod, with a shallow hemispherical depression (1.5 mm. in diameter, 0.5 
mm. deep) in one end may be advantageously employed.^® The material to be 
measured out is spread in a thin layer on a piece of glazed paper or glass and 
the sampling rod is pressed gently upon it. By a sliding motion the excess 
powder may be removed from beneath the end of the rod, and on lifting it up 
a tiny pellet will be retained in the depression, 'which should be ‘‘ level full.” 
Any surplus powder may be vriped off by the finger tip, and the pellet may then 
be dislodged on to a carefully cleaned slide by a light tap. 

It is mixed thoroughly with a small quantity of a moimtmg liquid, such as 
glycerin and -water (1:1); just sufficient liquid should be used to spread over 
the area covered by the cover-glass used. The mixing may be accomplished 
by stirring with a fine glass rod, or the cover-glass may be touched to the drop 
of liquid and moved gently up and do-wn, -without being allowed to settle and 
spread out the liquid. The cover-glass must be scrupulously clean. After 
mixing is complete, as sho-wn by a lack of any streaks in the suspension as it 
is held over a dark background, the suspension is spread out to give a uniform 
film, by allo-^'ing the cover-glass to settle down gently upon it. If bubbles have 
been avoided in the mixing, and if the slide and cover-glass are free from grease, 
the liquid will flow evenly, and the suspended material will be well distributed 
over the area covered by the cover-glass, with no surplus liquid pressed out at 
the edges. If the dispersion is uneven, as shown by examination with a low 
power, it is inadvisable to make counts upon the preparation, and another 
should be prepared. At least three slides should be made of each mixture 
examined, in order to compensate for unavoidable inaccuracy in measuring 
out the dry material. 

If the same sampling rod and the same sized cover-glasses are used through- 
out, the portion of each sample included in the area of the field of the micro- 
scope will be the same. It is not necessary to know the absolute amount of 
material within the field, as long as this amount is kept constant. Obvi- 
ously, the objective, eyepiece and tube length must remain unchanged during 
the series of coxmts. 

The number of particles of the adulterant or minor constituent is counted 
in 15 or 20 fields on each slide. A mechanical stage is exceedingly useful for 
insuring that these fields are well distributed over the preparation, and a net- 
ruled eyepiece micrometer (Fig. 158) is desirable to facilitate coimting. 

The operation is repeated for each of the standard mixtures, and the average 
number of particles counted in a field is plotted against the known per cent of 
that component, as shown in Fig. 162. The curve should be a straight line 
passing through the origin. An imkno-wn mixture to be analyzed is prepared 
and counted in precisely the same manner, and its composition is then read 
off from the curve. 

Although the above method appears to be liable to many errors, it has been 
found very satisfactory even in the hands of beginners. The results are less 
accurate when large amounts of adulterant are present, but usually agree to 
within ± 10% of the value determined. 

Private communication from Dr. H. S. Booth of Western Beserve 
University. 
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Method 2b : Utilization of Ratios. — Analyses of mixtures 
containing more than two components require that each should 
be counted, and this is often advisable in simpler mixtures. The 
preliminary preparation of a curve from known mixtures, and the 
necessity of measuring out the same amount of material for each 
count, are eliminated. This usually saves more time than that 
required for counting the additional constituents. 



Fig. 162. 

The ratio to one another of the amounts of different constitu- 
ents present in various powdered foods and drugs is frequently 
a measure of the quality and purity of the material. In case a 
certain essential and typical kind of tissue is abnormally low in 
quantity, the sample is to be viewed with suspicion, even if foreign 
material is not recognized. The method of examination recom- 
mended by Schneider^^ is to spread out the material on a slide or in 

Mi(^oarialysfi8 of Powdered Vegetohle PrugB (1921), pp. 154—173. 

See also Meyer; Zeits. Untersuch, Nahr. GeTi/ussTnitL 17, 497 (1909). 

Ezendam: idem. 18, 462 (1909). 

Herter: idem. 38, 65 (1919). 
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a counting cell, and to count all the different characteristic frag- 
ments of tissue in at least fifty fields. The average number of 
each is tabulated, and compared with the relative numbers of 
similar tissues in a specimen known to be of satisfactory grade. 

An ingenious method involving ratios has been devised by 
Wallis.^® A reference substance containing a known number of 
particles per gram, is added in definite amount to a given 
weight of powdered sample, and thoroughly mixed with it in a 
suspension. A portion of the mixture (not measured) is spread 
out on a slide, and particles of both materials are counted. The 
number of particles of the reference substance is a measure of the 
actual weight of sample being counted, and this method is useful 
as a substitute for weighing or measuring out a small sample 
for study. On account of its uniformity, lycopodium powder is 
recommended as a reference substance; it contains 94,000 particles 
per milligram. 

To give a specific example: Equal weights of lycopodium powder and a 
mixture of known percentage composition (10 per cent potato starch and 90 
per cent rice starch, as in Method 2a, page 438) are mixed, and the particles 
of lycopodium and of rice starch are counted in ten fields from each of three 
slides. A similar 1 : 1 mixture, containing rice starch and potato starch in 
unknown relative percentages is now counted. Suppose that the unknown 
mixture contains twice as many particles of potato starch per particle of 
reference substance as did the 10 per cent mixture; its composition is evi- 
dently 20 per cent potato starch, 80 per cent rice starch.^® 

Method 2c: Counting All Constituents. — If all the grains of 
each component are counted, measurements of the amoimt of 
sample by volume, weight, or a reference substance, are un- 
necessary. Analyses of this type are very commonly employed, 
especially in the examination of papers, textiles, and powdered 
mineral materials. 

A number of applications of numerical information of this character are 
given by Schneider: loc, cit., and by Wallis: Analytical Microscopy (E. Arnold, 
London, 1923), p. 135. 

Wallis: Analyst 41, 357 (1916); Pharm, Jour. 103, 75 (1919); op. cit.. 
Chap. XL 

Liversage: Analyst 47, 430 (1922). 

^ This method has been applied to the direct bacterial count of milk, by 
using an admixture of blood as a reference substance, since the number of 
corpuscles in a given volume of normal blood is practically constant. Pozzi- 
Escot: Ann. ckim. anal, 6 , 130 (1923). 
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The determination of the content of quartz in ground feldspars used for 
ceramics is of considerable importance, and is not accurate or convenient by 
purely chemical means. A number of microscopic methods have been worked 
out, all of which depend first of all on some means of rendering the quartz 
particles easily distinguishable from the feldspar. Rapid fusion of the feld- 
spar to a glass, without affecting the quartz, immersion in a liquid of the same 
index of refraction as the glass, and comparison of the amount of quartz 
grains with standard samples, is recommended by Booze and Klein.-^ Insley 
depends on immersion of the untreated powdered minerals in a liquid of 
refractive index 1.540, which is below that of quartz and above that of feld- 
spar. About 200 grains, on each of three slides, are counted.-^ 

A better method, which also differentiates between orthoclase and plagio- 
clase feldspars, utilizes a preliminary attack by hydrofluoric acid vapor. 
This etches the feldspars, but leaves the quartz clear; treatment with 
Na3Co(N02)6 solution colors the potassium feldspar grains yellow-® (Fig. 153). 

Mixtures of gypsum and anhydrite, with minor quantities of other minerals, 
are analyzed in a similar manner (Fig. 154). Larsen^* uses a mounting me- 
dium of refractive index between those of gypsum and anhydrite, and counts 
the grains of both minerals, taking into consideration the size as well as the 
number of the particles. If the material is previously graded by means of 
sieves, to give a powder of uniform particle size, counting alone is sufficient 
to give the volume percentage composition of the sample. Determinations 
of the composition hy weight require that the specific gravities of the con- 
stituents be taken into account. 

Ore concentrates are frequently complex in composition and difficult to 
analyze by chemical means, particularly since the actual amounts of the 
different minerals, rather than of the elements, are of interest. The effective- 
ness of the grinding may be judged by the proportion of grains consisting of 
more than one mineral, as determined by counting.^® The degree of separa- 
tion of the different kinds of mineral grains at different stages of the concen- 
trating process may be followed by microscopic determinations based on the 
number and size of the various particles.®® Such examinations may be carried 
out at fairly low magnifications, by means of a Greenough binocular micro- 
scope or the Ore Dressing Microscope of Leitz. The material is spread 
over a surface which is marked off into squares to facilitate systematic 
counting* 

Jour, Amer. Ceram. Soc. 6, 698 (1923). 

22 Jour. Amer. Ceram. Soc. 10, 651 (1927). 

23 Gabriel and Cox: Amer. Mineral^ 14, 290 (1929). 

2^ Proc. A.S.T.M. 23, 1, 236 (1923). 

Gardner: idem. 26, 1, 296 (1926). 

2® Hynes: Min. Sd. Press. 110, 994 (1915). 

2® Campbell: Eng. Min. Jour. 103, 929 (1917). 

Thomas and Apgar: Chem. Met. Eng. 18, 514 (1918). 

Coghill and Bonardi: Bur. Mines. Tech. Paper 211 (1919), 

Schneiderhohn: AnLeUung zur mikroskopischen Bestimmung und Urder- 
smhung von Erzen und Aufhereitungsprodukten (Berlin, 1922), pp. 32-39. 
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Herzog^'^ has suggested a numerical method for the analysis or textiles 
composed of a mixture of different fibers. The sample (fabric, yarn, cord, 
etc.) is cut into small pieces so as to give bits of fiber about 1 mm. long. This 
cutting may be done free-hand with scissors, or the sample may be embedded 
in paraflSn and 1 mm. sections cut with a microtome. The mixture of short 
pieces of fibers is spread evenly over a slide, either by suspending in warm 
gelatine solution or by melting the paraflSn. The entire number of each kind 
of fiber is then ascertained, and from their known sizes and specific gravities 
the weight per cent of each may be computed. 

Quantitative analyses of papers are very commonly made on the basis of 
microscopic counts. The procedure recommended by the Technical Associa- 
tion of the Pulp and Paper Industry is essentially as follows:-® The sample 
is pulped by boiling in 0.5-1 per cent sodium hydroxide solution, washed sev- 
eral times on a 200-mesh sieve, and the suspension is diluted to about 0.1 
per cent. A few drops are transferred to a slide by a 6-mm. glass tube, and 
spread evenly. After drying by “blotting,” or in an air bath, the stain 
(usually Herzberg’s, page 458) is applied and the preparation is covered with a 
cover glass. Using a magnification of 100 X, the amount of each kind of fiber 
is determined in 10-25 fields. Since the fibers vary widely in length, their 
size must be taken into account by estimating their length in terms of the 
diameter of the field, and counting the total number of diameters corresponding 
to each kind of fiber, rather than the number of fibers. Allowance is also 
made for the differences in the weights of fibers of different varieties, the 
numerical quantities being multiplied by weight factors-® to permit the weight 
percentage composition to be computed. 

A novel method of counting, which is applicable to various sorts of nu- 
merical analyses, is described by Lofton.®® It is particularly suitable for 
fibrous materials such as papers and roofing felts, since it eliminates the 
need for taking the length of the fibers into account. This “ dot-count ” 

27 Koll. Zeits. 1, 202 (1907); Textile Forsch. 2 (1922); Zeits. iviss. Mikros. 
39, 357 (1923); Mikroskopische Untersuchung der Seide und Kunstseide 
(Berlin, 1924), pp. 16-19. 

2® T.A.P.P.I.: Manufacture of Pxdp and Paper j Vol. V (1925), Sec. 5, 
p. 49. See also 

Sutermeister; Chemistry of Pulp and Paper Making (1920), p. 386. 

Herzberg: Papierprilfung (Berlin, 1927), p. 124. 

Spence and Kraus: Paper 20, 11 (1917). 

lie: Paper Ind. 4, 928; Paper Tr. Jour. 75, 47 (1922). 

Dickson: Analyst 48, 372 (1923). 

Reed and Machmer: Paper Tr. Jour. 76, 47 (1923). 

Wightman: Eastman Kodak Co. Sd. Pub. 7, 9 (1924). 

Bright: Pulp Paper Mag. Can. 24, 615 (1926). 

Spence and Kraus: loc. dt. 

Sutermeister: op. cit., p. 392. 

Paper Tr. Jour. 84, 67 (1927). 

A.S.T.M. : Tentative Method of Analysis of Roofing Felt for Fiber Com^' 
positionf D 272-27 T. 
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method consists in moving the preparation slowly beneath the microscope, 
by means of a mechanical stage. As the fibers travel across the field, each one, 
of which any part passes beneath the intersection of the crosshairs of the 
eyepiece, is counted; the longer fibers may thus be counted more than once. 
Counts are taken in different places and directions through the preparation, 
so that at least 200 fibers on each of three slides are counted. 

As an alternative procedure, everj^ fiber or portion of a fiber which is in- 
tercepted by one of the crosshairs may be counted without moving the slide. 
This is repeated in a number of different fields.^ 


3VIETHODS BASED ON AREAL OR LINEAR MEASUREMENTS 

All the methods of this class depend on the fact that if a plane 
or a line is passed through an aggregate of heterogeneous material 
orientated at random, the total areal or linear intercepts of each 
constituent with that plane or line are proportional to the volumes 
of the respective constituents. A thorough critical study of the 
accuracy of such methods has been made by Ailing and Valentine.^ 

Areal or linear analyses are most appropriately carried out on 
compact materials which may be surfaced or sectioned easily; 
for instance, alloys, rocks, refractories, concrete, etc. Fragmental 
materials, such as ore concentrates, may be bonded together for 
surfacing by embedding in seahng wax or other cement. The 
fundamental principle of the methods does not apply accurately 
to material in the form of loose grains which are not sectioned, 
especially if the particles are of a wide variety of sizes.®® Soft 
porous materials such as mixtures of various kinds of plant tissues, 
are better analyzed by the methods previously described. 

Method 3a: Areal Analysis. — The areas of the various con- 
stituents intersected by the plane of the surface or thin section 
used are measured by any of the methods given on page 421. If 
a planimeter is not available, the areas may be traced on heavy 
paper by means of a drawing camera, or photographed, and the 
various constituents cut out and weighed. The simplest method 

32 Geohegan: Paper Tr, Jour. June 6, 1929, p. 63. 

33 Amer. Jour. Sci. 14, 50-65 (1927). 

See also Johannsen: Manual of Petrographic Methods (1918), pp. 290-2. 

3^ Head: Jour. Franklin InsL 192, 250 (1921). 

Thomson: Amer. Mineralogist 8, 99 (1923). 

33 Satisfactory results have been obtained on rock dusts without sectioning, 
by Emery and de Chicchis; Carnegie Inst Tech. Min, Met Inv, BiM. 21 
(1925). 
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is to trace the outlines of the components on a piece of coordinate 
paper (preferably ruled in 5-mm. squares) and total the areas of 
each by counting the squares covered. If a mixture of two con- 
stituents is examined, only one of these need be measured, the 
other being determined by difference. If a powdered mixture is 
measured, the embedding material is of course ignored. The 
magnification used will depend upon the fineness of grain of the 
specimen. In general, the lowest power that will permit accurate 
outlines should be employed; and the field should be large enough 
to include at least ten grains of the minor constituent. At least 
ten fields should be measured; more may be necessary if the 
specimen is not of ideally uniform composition throughout. In 
critical w’ork enough determinations should be made to yield 
averages which check satisfactorily. 

The results obtained from the above areal measurements give 
percentage composition hy volume. Only in case the components 
are of practically identical specific gravities does this analysis 
give percentage composition by weight. Two methods are avail- 
able for determining the latter. 

A — The volume per cent of each component may be multiplied 
by its specific gravity and the resulting ratios computed in terms 
of weight per cent. The results of such a calculation represent 
the relative amounts of the different solid components which are 
present, but do not necessarily give the chemical analysis of the 
sample. If the components are of constant composition, the 
chemical analysis may be calculated if desired, but it is not or- 
dinarily of direct importance in the examinations for which this 
method is chiefly employed. 

B — The volume percentages of each component may be multi- 
plied by the respective percentages of a given element contained in 
them, and totalled to give the weight per cent of that element in 
the mixture. This method of calculating results is commonly 
used in determining the composition of alloys. For example, 
if a sample of copper exhibits an areal composition of about 60 
per cent Cu-Cu^O eutectic (Fig. 165) and if the eutectic contains 
0.39 per cent oxygen, the oxygen content of the sample is 0.25 
per cent.®^ 

The use. of areal analyses in this determination is discussed by BardweE: 
BuU. Amer, Imt Min. Eng. 79, 1429; Tram. Amer. Inst. Min. Met. Eng. 46, 
742 (1913). 
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Areal analyses for the determination of the relative volumes or weights of 
constituents of mixtures are particularly valuable in eases where chemical 
analyses would not indicate the quantities present. The following addi- 
tional examples are of interest because of the methods used as well as their 
applications: concrete, alloys, ores,^^ rocks.'*® 

Method 3b : Linear Analysis. — Instead of measuring areal 
intercepts on the plane through the specimen, the linear intercepts 
on a line across its surface are measured.^^ Various procedures 
may be employed for measuring and totalling the linear intercepts 
corresponding to the grains of each separate constituent. An 
eyepiece micrometer may serve for fine grained materials, but is 
not very convenient. Lines may be drawn in different places and 
directions across drawings or photomicrographs of the specimen, 
and the intercepts on them measured by means of a scale. A 
simple method of totalling is to use a separate strip of paper for 
each constituent, marking off on it the successive intercepts of 
that material; the total lengths are easily measured by a scale, 
and compared in terms of volume percentages.'^^ 

Mechanical devices also facilitate the measurements greatly. 
A filar micrometer is useful for fine grained material, and a grad- 
uated mechanical stage may serve for coarse grained specimens. 
The two may be used jointly, in the analyses of mi.xtures of two 
components; the minor one is measured by means of the filar 
micrometer, and the other by means of the mechanical stage. 
Each intercept is not measured numerically, but is moved beneath 
the crosshair and the respective totals read from the scales of 
the micrometer and mechanical stage. The special recording 
micrometers referred to on page 397 are much more convenient 
and permit totalling the measurements for several constituents. 
The successive grains of a component are moved across beneath 
the crosshair by a micrometer screw, different screws being used 

N. C. Johnson: Eng. Rec. Feb., 27 (1915). 

3® Mathewson: Chem. Met. Eng. 11, 619 (1913). 

Jeffries: idem. 11, 668 (1913), 

Logan: Phot. Jour. 49, 9 (1925). 

3s> Wagemann: Metall u. Erz 24, 52 (1927). 

^ Johannsen: he. dt. 

This method is sometimes named after its originator, Eosiwal: Verh^ 
geol. ReichansUdt 1898, pp. 143-75. 

^ Richardson: Min. Mag. 19, 314 (1922). 
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for each component, so that the final readings on their respective 
scales correspond to the totals of the various intercepts. 

The number of fields which must be measured for accurate 
results is considerably larger than in the case of areal analysis. 
According to Johannsen and Stephanson/^ the total distance 
measured should be at least 100-200 times the diameter of the 
average grains, and the lines on which intercepts are measured 
should not be closer together than the width of one grain. If 
there is any lack of uniform distribution in the sample, more 
measurements, in a greater variety of positions and directions, 
should be taken. It is preferable to measure all constituents in 
one operation, so that they may be used as checks against each 
other. 

The discussion of the calculation of results of areal analyses 
apphes equally to hnear analyses, and the apphcations of these 
two types of methods are, in general, the same. The procedures 
employed in the studies of refractories,^ and alloys^^ throw addi- 
tional light on the technique of linear analysis. 

« Jour, Geol 27, 212 (1919). 

^ Insley and Klein: Bur. Stds. Tech. Paper 124. 

Scott: Tr. Eng. Ceram. Soc. 17, 1, 188 (1917). 

^5 Poluskin: Trans. Amer. Inst. Min. Met. Eng. 71, 669 (1925). 
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In addition to the works cited in the chapters devoted to discussions of 
general principles and methods the following are given as particularly useful 
references on the applications of microscopy to special fields. 


Microscopic Qualitative Analysis, and Microchemical Manipulations 

Behbens-KleY; Mikrochejyiische Analyse (Voss, Leipzig, 1915). 

Beheens-Kley, Organische Mikrochemische Analyse (Voss, Leipzig, 1922). 

Donan, Arheitsmethoden der Mikrochemie (Franckh’sche Verlagshandlung, 
Stuttgart, 1913). 

Emich, Methoden der Mikrochemie, in Abderhalden’s Handbuch der hiologischen 
Arheitsmethoden, Abt. I, Tl. 3, Hft. 1, pp. 45-324 (Urban & Schwarzenberg, 
Berlin, 1921). 

Emich, Mikrochemisches Praktikum (J. F. Bergmann, Munich, 1924). 

Emich, Umsetzungen sehr kleiner Stoffmengen (Mikrochemie), in Stahler’s 
Handbuch der Arheitsmethoden in der anorganischen Chemie, Bd. II, Tl. 2, 
pp. 655-882 (W. de Gmyter, Berlin, 1925). 

Emich, Lehrbuch der Mikrochemie (J. F. Bergmann, Munich, 1926). 

Klein and Strebingeb, editors, Fortschritte der Mikrochemie (Ft. Deuticke, 
Leipzig, 1928). An extensive symposium covering the years 1915-1926. 

Mayrhofer, Mikrochemie der ArzneimiUel und Gifte, Parts I and II (Urban 
& Schwarzenberg, Berlin, 1928). 


Textile and Paper Fibers 

Beauverie, Les Textiles V^gUaux (Gauthier-Villars, Paris, 1913). 

Hbrzberg, Papierprilfung (J. Springer, Berlin, 1927). 

Herzog, Mikroyhotograyhischer AUas der technisch wichtigen TextUfasem, 
I. Teil (Obernetter, Munich, 1908). 

Herzog, Mikroskopische Untersuchung der Seide und Kunstseide (J. Springer, 
Berlin, 1924). 

Herzog, Die Urderscheidung der Fhchs- und Hanffaser (J. Springer, Berlin, 
1926). 

VON Hohnel, Mihroskopie der technisch verwendeten Faserstoffe (A. Hartleben, 
Leipzig). 

Laurie, Textile Microscopy (E. Berm, London, 1928). 

Mathews, Textile Fibers (John Wiley & Sons, New York, 1924). 

Sutermeister, Chemisiry of Pulp and Paper Making (John Wiley & Sons, 
New York, 1928). 

Technical Association op Pulp and Paper Industry, The Manufadure of 
Pidp and Paper, Vol. V (McGraw-HiU Book Co., New York, 1929). 
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Foods, Drugs, and Sanitary Chemistry 

Barnstein, Anleitung zur mikroskopischen Prufung und zur Begutachtung der 
Kraftfuttermittel (Borntraeger, Berlin, 1920). 

Clayton, Ccmpendium of Food Microscopy (Wm. Wood & Co., New York, 
1909). 

Greenish, Microscopical Examination of Foods and Drugs (P. Blakiston’s 
Son, Philadelphia, 1910). 

Greger, Mikroskopie der landwirUchaftlichen XJnkrautsamen (P. Parey, 
BerHn, 1927). 

Kinzel, Mikroskopische Futtermittdkontrolle (E. Ulmer, Stuttgart, 1918). 

Koch, Die mikroskopische Analyse der Drogenpvlver (Borntraeger, Leipzig, 
1901). 

Koch, Einfuhrung in die mikroskopische Analyse der Drogenpulver (Born- 
traeger, Berlin, 1906). 

Mac]^, Les Substances AlimentairesUudUes auMicroscope (Bailli^re, Paris, 1891). 

Moeller-Griebel, Mikroskopie die NahrungS'- und Genussmittel aus den 
Pflanzenreiche (J. Springer, Berlin, 1929). 

Morris, Microscopic Analysis of Cattle-Foods (Cambridge Univ. Press, 1917). 

Schneider, Microbiology and Microanalysis of Foods (P. Blakiston^s Son, 
Philadelphia, 1920). 

Schneider, Microanalysis of Powdered Vegetable Drugs (P. Blakiston's Son, 
Philadelphia, 1920). 

Scott, The Microscope in the Mill (Northern Pub. Co., Liverpool, 1920) 

Ward and Whipple, Fresh Water Biology (John Wiley & Sons, New York, 
1918). 

WmppLE, Microscopy of Drinking Water (John Wiley & Sons, New York, 1927). 

WiNTON, Microscopy of Vegetable Foods (John Wiley & Sons, New York, 1916). 

Miscellaneous Technical Applications 

ErdmanN'Konig, WarenhundCj 2 Vols. (J. A. Barth, Leipzig, 1925). 

Hagbr-Tobler, Das Mikroskop und seine Anwendung (J. Springer, Berlin, 
1925). 

Hanahsek-Winton, Microscopy of Technical Products (John Wiley & Sons, 
New York, 1916). 

Molisch, Mikrochemie der Pflanze (G. Fischer, Jena. 1921). 

PoscHL, Technische Mikroskopie (Stuttgart, 1927). 

Sasserath, Mikroskopische Warenprufung (S. Hirzel, Leipzig, 1910). 

ScHNEiDBR-ZiMMERMANN, Botanische Mikrotechnik (G. Fischer, Jena, 1922). 

Tunmann, Pfianzemikrochemie (Borntraeger, Berlin, 1913). 

Wallis, Analytical Microscopy (Edw. Arnold <fe Co., London, 1923). 

Wilson, Ckemisiry of Leather Manufacture (ChemicaJ Catalog Co., New York, 
1923, 1928). 
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Journal of the Royal Microscopical Society, 20, Hanover Square, London, W. 1. 
Zeitsckrift fUr wissenschaftliche Mikroskopie, Published by S. Hirzel, Leipzig. 
Mikrochemie, Published by E. Haim & Co., Wein and Leipzig. 
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SYNOPSIS OF LABORATORY PRACTICES IN INTRODUCTORY 
CHEMICAL MICROSCOPY — CORNELL UNIVERSITY 
DEPARTMENT OF CHEMISTRY 

L MICROMETRY — CHAPTER XII 

1. Calibration of Eyepiece Micrometer Scale (see page 398). — Prepare in 
your notebook a table similar to the following: 


Miceoscope No X Micrometer Eyepiece 


Objective 

Tube 

Length 

Eyepiece Micrometer 
Divisions = Stage 
Micrometer Divisions 

Eyepiece Micrometer 
Divisions = 0.1 mm. 

1 Eyepiece 
Micrometer 
Division « 

32 mm. 


= 



16 





8 




M' 


2. Estimation of Weight (see page 422). — Measure at least three different 
diameters of a metal bead, with each of the objectives on your microscope. 
Record all readings, and calculate the diameters in microns, as measured by 
each different objective. The values obtained will serve as a check on the 
calibration of the eyepiece micrometer. 

Average the results and compute the weight of the bead, in grams. 

3. Thickness of Protective Coatings (see page 424). — Prepare a specimen 
of paint films or other protective coatings, so as to present a smooth, cross- 
section perpendicular to the surface (page 149). Tabulate the following data 
for each coat, in the order of their application: color, relative thickness, uni- 
formity of thickness. Measure the third coat carefully in a number of places, 
and calculate its thickness in millimeters and in inches. Calculate the 

spreading power of this paint, assuming no shrinkage, in square feet per 
gallon. 


IL EXAMINATION OF POWDERED MATERIALS (see page 408) 

1. Examine a series of preparations of fine abrasive powders, by means of 
the comparison microscope (page 68), arranging them in order with respect 
to: (a) fineness, and (b) uniformity. Note the general shape of the particles 
in each sample, and draw what conclusions you can as to the mechanical and 
abrasive properties of the materials. 

2. Mount samples of several common pigments and fillers, in glycerine and 
water (1 : 1), as directed on page 169. Examine the materials and compare 
them with each other, noting their fineness, -uniformity, tendency to aggregate, 
and any other distinctive features. How do the microscopic characteristics 
of powders prepared by grinding differ from those of precipitated materials? 

3. Examine a piece of the finest standard testing sieve, 325 meshes per inch 
(see page 410). What is the diameter of the openings, in microns? How 
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much do they vary? How does the size of the openings compare with the order 
of magnitude of the above pigments and fillers? 

4. Importance of Pariide-Shape in Sieve Tests, Consult the specifications 
posted on the bulletin board. 

a. Spread some powdered antimony sulphide (ground stibnite) uniformly 
upon a microscope slide. Using the drawing camera, prepare drawings of 
several different fields of particles, to scale (page 395). Draw a portion of a 

100-mesh ” sieve (opening 147 /x) to the same scale. 

b. Explain, by means of drawings, why the actual volume or weight of 
particles such as these is not directly measured by the size of the sieve openings 
which pass or retain them. 

c. Given a material which breaks up into elongated particles on grinding, 
how would you determine the proper sieve opening to specify, in order to 
obtain particles having a given maximum volume? 

m. GREENOUGH BINOCULAR MICROSCOPE (see page 62) 

Examine the mechanical and optical features of the instruments, noting 
particularly the stereoscopic and erect image, long working distance, great, 
depth of focus, and flexible stands. 

Practice sorting out the different ingredients of a mixture of powdered 
materials. 

Try removing samples of inclusions or surface coatings, without contami- 
nating them with adjacent material. 

rV. QUANTITATIVE ANALYSES OF HETEROGENEOUS 
MIXTURES — CHAPTER XIII 

1. Estimation (see page 431). 

a. Examine a stained preparation of a paper pulp containing a mixture of 
different kinds of fibers. Estimate the percentage of each in the sample. 

h. Compare with samples of similar mixtures having known compositions. 

2. Counting (see page 432). 

a. Counts of one constituent (see page 432). Prepare 3 slides of a mixture 
of rice starch containing 5 per cent potato starch, as directed on page 437, 
and count the number of potato starch grains in at least 15 fields on each slide. 
Use a mechanical stage to insure systematic distribution of the fields counted. 
Make similar counts on 10 per cent and 20 per cent mixtures, and plot the re- 
sults as a curve. 

Obtain an unknown mixture, and determine its composition. 

h. Counts of all constituents (see page 440). 

Mixture of quartz and feldspars (page 441). — The powdered mixture 
(100 to 140-mesh) is moimted in a medium of n = 1.48. Using a 32 mm. ob- 
jective and net-ruled eyepiece, tabulate the number of particles of each mineral 
in the preparation, using a mechanical stage to insure systematic counting. 
Determine the numerical per cent of each ingredient in the mixture. Assuming 
the same average fineness for all three minerals, what would be the volume 
percentage composition? Since their specific gravities are nearly identical, 
the composition by volume will be equivalent to that by weight. 
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Mixture of g 3 ^sum and anhydrite (page 441). — Distribute the powdered 
mixture (100-120 mesh) uniformly in a liquid having a refractive index of 
1.550, and cover with a cover-glass. Learn to differentiate the two kinds of 
particles (gypsum — faint brownish outline, platy cleavage; anhydrite — 
bold black outline, imperfect cleavage). Use a 32-mm. objective and a net- 
ruled eyepiece, and tabulate the number of particles of each mineral, in 20 
fields on each of at least two preparations. Determine the numerical percent- 
age composition. Assuming uniform fineness, what would be the volume per 
cent of each mineral? Calculate the weight per cent of gypsum (sp. gr. 2.32) 
and of anhydrite (sp. gr. 2.93) in the sample. 

3. Areal Analysis (see page 443). — Examine a surfaced specimen of 
pearlitic steel, or copper containing CuaO, or a powdered mixture of chal- 
copyrite and chalcocite embedded in sealing wax. Illuminate by reflected 
light. Draw the outlines of the constituents on a sheet of coordinate paper, 
by means of a drawing camera, using the lowest magnification (largest field) 
which will permit the boundaries to be traced clearly. 

Determine by counting squares the total area of each constituent in 10 
different fields, and its per cent of the entire area drawn. 

Calculate the weight percentage composition by the appropriate method; 

а. From the specific gravities of the constituents (chalcocite, CugS - 5.5; 
chalcopyrite, CuFeS2-4.2). 

б. From the known compositions of the constituents (pearlite ~ 0.85 
per cent carbon; Cu — CU 2 O eutectic = 0.35 per cent CU 2 O, or 0.39 per cent 
oxygen). 

V. THE POLARIZING MICROSCOPE — CHAPTER IX 

Test the polarizing microscope as directed on page 275, and in Experiments 
1, 2, 3, and 4. 

Study the general optical properties of doubly refractive materials, as 
directed in Experiments 5, 6, 7, 8, 10, 11, 13, 14, 15, 16, 18, 20. Write a brief 
discussion of your observations and conclusions. 

VI. THE OPTICAL PROPERTIES OF CRYSTALS (see CHAPTER IX, 

pp. 308 et seq). 

Study examples of the six crystal systems, recrystallizing as directed on 
page 343. Compare the properties observed (pages 315 to 322) with those 
given as typical of each system, and record them according to the outline on 
page 324. 

VH. PHYSICAL CHEMISTRY OF CRYSTALLIZATION PHENOMENA 
— CHAPTER X 

Perform the following experiments, recording your observations fully and 
making detailed drawings of the crystal forms obtained. Give a brief dis- 
cussion of the physical chemistry underlying each experiment, and the con- 
clusions which can be drawn from it. 

Experiments; 1, a, b, or c; 3, a, b, or c; 6, a or b; 7; 8, b; 11, a, b, c; 
12, a or b; 13, a, b, c, d, e; 14; 16, a. b, c; 17, a; 18; 19; 22, a, b, e, or d; 
23, a, b, or c; 25, a. 
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Vni. HANDLING SMALL AMOUNTS OF MATERIAL — (VOL. II) 

1. Decantation. Precipitate the following, by mixing small di*ops of the 
appropriate solutions, and decant the supernatant liquid, according to the 
method demonstrated by the instructor: 

aluminum hydroxide 
silver chloride 
barium sulphate 

2. Filtration. Filter a drop of a suspension of precipitated barium sulphate, 
according to the method demonstrated by the instructor. 

3. Testing Evolved Gas (or Distillation). Using a tiny crucible, as demon- 
strated by the instructor, evolve ammonia from a minute particle of ammo- 
nium chloride, by means of sodium hydroxide solution, and collect it in a 
tiny drop of dilute hydrochloric acid. Identify the ammonium ion by means 
of chlorplatinic acid. 


IX. ILLUMINATION AND CRITICAL MICROSCOPY 

1. Use of Condenser, Diaphragm, and Central Stop (Chapter III). — Mount 
any well formed transparent material (crystals, starch grains, textile fibers) 
in water, and examine with the 16-mm. and with the 8-mm. objective. 

a. Illuminate by transmitted light from the plane mirror (page 80), and 
note the character of the image as regards: a, contrast and intensity of shad- 
ing; h, sharpness of outlines and fine details; c, ease of interpretation. 

Render the illumination oblique, by swinging the mirror (page 82), and 
note the changes in the image. 

b. Insert an Abbe condenser in the substage ring, and illuminate its aperture 
by means of an intense beam of parallel light. Place above it a cube of uran- 
ium glass, and observe the changes in the paths of the rays as the diaphragm 
opening is varied to give axial, convergent, oblique, or annular illumination 
(see below). 

Illuminate the preparation by means of the condenser (page 84) having it 
focused on the plane of the object slide. Starting with the diaphragm fully 
opened, observe the changes in the character of the image as its aperture is 
gradually reduced. Observe the diaphragm opening as imaged at the back 
of the objective, and note for each objective the relative size of the illuminating 
cone when optimum contrast and detail are obtained. 

Having the diaphragm fully opened, lower the condenser and observe the 
change in its effective illuminating cone (page 83) and in the character of the 
image. 

Having the condenser in focus and the diaphragm fully opened, produce 
oblique illumination by screening- one side of its aperture (page 85), and 
compare the character of the image with that obtained with axial or symmetri- 
cally convergent illumination. Next render the illumination as oblique as 
possible, so as to give a dark field (page 43). 

Insert a central stop in the diaphragm opening, so as to furnish a.T»Tm1fl.r 
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illumination with a dark field (page 86). Compare the character of the 
image with that obtained by bright field illumination. Explain what happens 
when the condenser is lowered. 

2. Critical Illumination and RMution (see page 44). Mount some 
diatomaceous earth in water. Adjust the microscope lamp so as to furnish 
diffuse light, and focus the condenser so as to image the light source in the 
plane of the preparation. Regulate the diaphragm for Tna-yiTYinm visibility, 
as above, using a magnification of at least 200 X. Search the preparation 
for diatom fragments which show markings so fine as to be hardy resolvable. 
Then close the diaphragm as far as possible, and note the effect upon: a, con- 
trast; and 6, detail in the image. How does opening the diaphragm affect 
the image? How does lowering the condenser affect the image? 

3. Dark Field Illuminator (see page 86). 

а. Insert a dark-field illuminator in the substage ring, and illuminate its 
aperture with an intense beam of parallel light. Place above it a cube of 
uranium glass. Explain why no light leaves the illuminator. Then make 
optical contact between the glass and the illuminator, by means of a drop of 
homogeneous immersion oil. Observe the paths of rays, and adjust the 
mirror so that they form a symmetrical hollow cone. Note the height of the 
apex of this cone above the top surface of the illuminator. 

б. Completely remove the oil from the illuminator, and center it, as directed 
on page 90. Make optical contact with the object slide of the above prepara- 
tion of diatomaceous earth. Adjust the mirror and focus the illuminator 
(page 91) so as to obtain a small circular illuminated field. Compare the 
character of the image with that produced with bright field illumination, as 
regards contrast, detail, ease of interpretation, and prominence of diffraction 
patterns. Note the Brownian movement of the tiniest particles. 

4. Oil Immersion Objective (see page 24). — Prepare a drop of a uniform 
aqueous suspension of bacteria (which can be obtained by scraping the teeth 
with a sterile platinum loop). Spread a thin film of the suspension upon a 
cleauj greaseless shde, and allow to dry at room temperature. The liquid 
should not collect into drops, but should evaporate to leave the bacteria evenly 
distributed. When dry, fix the preparation by passing, film side up, three 
times through the flame of a Bunsen burner. Cover the film with an aqueous 
solution of Gentian Violet, and allow the stain to act for two or three minutes. 
Wash off the excess stain, dry the slide except for the film of bacteria, and 
place a clean cover-glass on it, having a thin layer of water as the mounting 
medium. 

Examine the preparation with a 16-mm. and with an 8-mm. objective, using 
the condenser. Replace the 32-mm. objective by an oil immersion objective, 
place a drop of immersion oil on its front lens, and focus very cautiously, 
so as to avoid pressing on the cover-glass. Note the high resolving power 
and very slight depth of focus of the objective. 

5. Aberrations (see pages 17, 19). — Spread a small quantity of a very 
fine paint pigment evenly upon an object slide, by the method given on 
page 170. When the dispersing medium has evaporated, examine the prepara- 
tion with the 8-mm. objective, using the condenser. Note that the particles 
are not resolved, although visible as single dark points. Observe the lack of 
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flatness of field of the objective (page 18), and the colored border of the field 
due to chromatic aberration in the eyepiece (page 33). 

Examine the uncovered preparation with a 4-mm. dry ” objective cor- 
rected for use with a cover-glass. Adjust the condenser diaphragm to give the 
best definition, and note that at no position of focus are the outlines of the 
particles sharp and free from blurring. Cover them with a cover-glass, and 
observe the improvement in the sharpness of their outlines (page 25) and in 
resolution. Notice the marked curvature of field, and the residual color due 
to incompletely corrected chromatic aberration (page 19). 

Place a very thin film of water between the object slide and the cover-glass, 
and examine the water-mounted preparation with an oil immersion objective, 
paying particular attention to the quality of the image. 

6. Vertical Illumination (see page 116). — Mount a metal specimen in 

Plasticene ” on an object slide, so that its prepared surface is perpendicular 
to the axis of the microscope. Attach a mirror-type vertical illuminator 
(page 121) in place of one of the objectives and screw into it a 16-nmi. objec- 
tive. Slide the small mirror to one side of the back aperture of the objective 
and focus on the specimen, so as first to examine its appearance with inclined 
illumination (page 114). Note which portions appear dark and which bright. 

Align the light source with the side tube of the illuminator, and place the 
mirror so as to send light downward through the objective. Adjust the po- 
sition of the mirror so as to give an evenly illuminated field, and compare the 
appearance of the specimen with that obtained under inclined illumination. 


X. REFRACTIVE INDEX —• CHAPTER XI 

1. Perform the following experiments, making drawings of the appearances 
observed and recording in detail the method by which the illumination was 
obtained, in each case: 

Experiments: 1, a, b; 2; 3, a, b, c, d, e. 

2. Determine the two refractive indices e and w, of a uniaxial substance 
(see pages 292, 375) and indicate their position by a drawing. 

3. Refractive Index of Liquids (see page 380). — Prepare a curve according 
to Method 2 (page 383), using the following liquids: n — 1.333 (water); 
n = 1.445 (kerosene); n - 1.600 (oil of cassia). 

Determine the refractive index of an unknown, by the above method. 


XI. COMMON TEXTILE AND CORDAGE FIBERS (see page 447) 

Place a little of the material in a drop of water on a slide, and allow to soak 
for a few minutes. (It should be borne in mind that moisture causes most 
fibers to swell and changes their shapes somewhat.) Separate the individual 
fibers carefully by means of dissecting needles, so as to isolate the ultimate 
component fibers or cells. Cover the fibers with a cover-glass and study their 
morphological characteristics, first at low magnification and then with a 
higher-power objective. Employ oblique as well as axial illumination, and 
vary the diaphragm opening, in order to obtain the best conditions for reveal- 
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ing the various details of the fibers. Examine between crossed nicols, and 
note how variations in thickness, twists, and dislocations or '' nodes ’ ’ are 
revealed. Ascertain the order ” of the polarization colors of single fibers 
(page 280). 

Make drawings, all approximately to the same scale, of at least three t>T)ical 
fibers of each material. The diameter of the individual fibers as draTO should 
not be less than 5 mm., and as much of the length as possible should be shown. 
The cross-section should also be indicated. Show the various characteristic 
structural features, and supplement the drawings by a brief description. 

The most important and distinctive characteristics, which should be sought 
in each case, are given as a guide to study: 


SEED HAIRS 

Cotton (Gossypium), Fibers unicellular, 3 cm. or more in length. Col- 
lapsed tubes, thick-walled except in unripe hairs. Edges often thickened. 
Central canal closed, or air-filled in places. Very pure cellulose. 

Mercerized Cotton (Cotton treated with caustic soda). More nearly cylin- 
drical and less twisted than ordinary cotton. Smoother fibers than unmer- 
cerized cotton. 

Kapoh {Eidendron or Bomhax). Thin-walled, cylindrical fibers, 1-3 cm. 
long, which taper to a point at the tip. Bulbous, reticulated bases. Very 
brittle, and collapse on bending. Many air bubbles entrapped in the central 
canal, when mounted in water. 


BAST FIBERS 

, Flax (Ldnum). Fibers unicellular, 2-3 cm. long. Occur in compact 
bundles, several fibers thick and 30-100 cm. in length. Individual fibers 
polygonal to circular in cross-section, with gradually tapering ends. Central 
canal broad in some fibers, in others very narrow or almost invisible. Cells 
are made up of very minute fibrillae, which are sometimes noticeable in frayed, 
split, bruised, or broken fibers, or as faint longitudinal striations. These 
fibrillae are sharply deformed or dislocated if the fiber is bent abruptly, re- 
sulting in characteristic “ nodes ” or cross-markings, which are more frequent 
and prominent in “ worked ” fibers such as worn linen. The nodes, on ac- 
count of their discontinuity with the rest of the fiber, are best revealed be- 
tween crossed nicols. Very pure cellulose, especially after bleaching. 

Hemp (Cannabis). Structurally very similar to flax, and distinguishable 
from it with difficulty. Fibers of hemp are likely to be coarser and more 
flattened with broader lumens, forked ends, and more prominent longitudinal 
striations. Treatment with reagents which stain or swell the fibers is the best 
means of differentiating them from flax. The fibers are almost pure cellulose, 
but a slight amount of lignin is present. 

Ramie or China Grass (Boehmeria), Fibers unicellular, 6-25 cm. in 
length, occurring in bundles and singly. Flattened in cross-section, and of 
widely varying sizes, averaging much coarser than flax or hemp. Central 
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canal usually broad and distinct. Nodes and dislocations well marked. 
Longitudinal fissures prominent. Fibers stiff and brittle with little tendency to 
split or fray without breaking. Cellulose almost perfectly pure and free from 
lignin. 

Jute (Corchorus), Fibers unicellular, a few millimeters in length, occurring 
in compact bundles often 1-2 meters long and many fibers in cross-section. 
Cells tapering, with pointed ends, and a well defined central canal which 
varies from more than half the diameter of the fiber to a mere line, and is often 
completely interrupted. Polygonal cross-section and faint longitudinal 
striations but no nodes or dislocations. Rather brittle, with little evidence of 
fibrillae. Cellulose markedly lignified. 


LEAF FIBERS 

Manila or Abaca ” (Musa). Fibers unicellular, gradually tapering and 
5-10 mm. in length, occurring in compact bundles which may be 1-4 meters 
long. Cells oval or circular in cross-section, with rather smooth surface and 
well defined uniform central canal, often half the diameter of the fiber. Fibers 
tough and flexible, without nodes. Degree of lignification varies with the 
individual fibers. 

Sisal (Agave). Fibers unicellular, 2-5 mm. in length and distinctly tapering. 
Occur in compact bundles about 1 meter long, and many fibers thick. Cells 
polygonal or rounded in cross-section; central canal well defined and often 
broader than half the diameter of the fiber. Fibers rather brittle, without 
nodes. Shorter and thicker cells, with oblique surface fissures, are often pres- 
ent. Cellulose contains considerable lignin. 


SYNTHETIC FIBERS 

Viscose Silk (Cellulose; prepared by extrusion of cellulose xanthate into a 
coagulating solution). Continuous, separate, rather coarse fibers, with deep 
longitudinal striations; serrated and usually oval flattened or crescent-shaped 
in cross-section, striations. Moderately strong birefringence. Marked swell- 
ing on immersion in water. 

Acetate Silk (Cellulose acetate; extruded into a coagulating medium). Con- 
tinuous separate rather coarse fibers; usually oval or crescent-shaped in cross- 
section, with almost smooth surfaces. Very weak birefringence. 

Collodion Silk (Cellulose; from nitrocellulose extruded and de-nitrated). 
Continuous, separate, rather coarse fibers, often with thickened edges; oval, 
crescent-shaped, or irregular in cross-section. Smooth surfaces; structurally 
similar to acetate silk. Rather strong birefringence. 

CupramTrwnium Silk (Cellulose; prepared from solution in ammoniacal 
cupric oxide, by extrusion into a coagulating liquid). Continuous, separate, 
nonstriated filaments, often much finer than the other synthetic fibers. Round 
or oval in cross-section. Moderately strong birefringence. 
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NATURAL SILKS 

Silk Mulberry Silk ”). From the domesticated worm (Bonibyx man) 
which is fed on mulberry leaves. The silk is extruded by the worm from two 
glands, and hardens to give a filament consisting of two strands or brins.” 

A coating of white or yellow gum ” (sericin) is formed upon the fibers as they 
are spun, and serves to cement them together into a double bave.’^ The 
cocoons are soaked in warm water, and several are unwound simultaneously; 
their filaments are reeled together to give “ raw ” silk, which consists of 18-40 
fibers cemented by sericin to form a stiff thread. The sericin may be removed 
by washing to give degummed silk. Floss silk consists of short waste 
fibers not reeled together. 

The individual silk fibers are continuous, fine, smooth filaments, of nearly 
uniform diameter except where flattened by other fibers in the spinning of the 
cocoon. The fibers are very strong and elastic, and highly flexible. Their 
cross-section is irregularly oval; longitudinal striations are faint or lacking. 
The original pairs of fibers are rare in degummed silk or finished fabrics. Bire- 
fringence is fairly strong. 

“ Tmsah or Wild” Silk. From other varieties of -worms than Bonibyx. 
Slightly brownish in color (as in natural “ pongee ” fabrics). 

Fibers are continuous ribbon-like filaments, much broader and less uniform 
than those of mulberry ” silk, with many fine longitudinal striations. The 
cross-impressions from contact with other fibers in the spinning of the cocoon 
are clearly evident as double imprints, usually crossing the fiber obliquely. 
Cross-sections are flattened or triangular. Birefringence is fairly strong. 

ANIMAL HAIRS 

Wool. From many varieties of sheep. Individual elastic fibers, 3-15 cm. 
long, more or less fibiely crimped ” or wavy, round in cross-section, and of 
uniform diameter. The fibers are covered with overlapping scales, beneath 
which is a cortex of elongated and compacted cells. Coarser hairs (“ Kemps *’) 
may also be present; these possess a more or less continuous medullary canal 
which is fifled with granular or pithy material, and which may be of such large 
diameter as to render the fiber weak, brittle, opaque, and difficult to dye. 

The varieties of wool differ in the length, diameter and waviness of the fiber, 
in their freedom from Kemps, and in the shape, size, and arrangement of the 
scales. 

Mohair. From the Angora goat. Individual elastic fibers, 15-50 cm. in 
length, practically straight, round in cross-section and uniform in diameter. 
The diameter of different hairs may show considerable variation, and ^^Kemps^* 
are common. The scales are thinner and more closely adherent than in wool; 
the longitudinal ceils of the cortex are clearly -visible beneath them. 

Xn. COMMON PAPER FIBERS (see page 447) 

Place a small sample of the paper in a drop of -water on an object slide, and 
allow to soak until thoroughly permeated and softened. Then scrape lighRy 
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with the blade of a spear point dissecting needle, so as to remove individual 
fibers (not tiny bits of paper) and yield a bulky mass of loose pulp in the water. 
Spread out the pulp, cover with a cover-glass, and study the morphological 
characteristics of the fibers, first at low magnifications and then as regards 
their finer details of structure. Vary the conditions of illumination so as 
to obtain optimum visibility. Examine between crossed nicols, and note 
the order ’’ of the polarization colors and the appearance of the structural 
features. 

Make drawings, appro.ximately to scale, which show all the different kinds 
of typical fibers and cells in each specimen, and which indicate their length and 
their degree of separation from each other. Supplement the drawings by a 
description of the distinctive features observed. 

Dry the pulp, by pressing the fibers against the slide with a piece of filter 
paper. Add a drop or two of Herzberg's stain, ^ and disperse the fibers evenly 
in it by raising and lowering the cover-glass. 

Prepare a pulped mixture of several different kinds of fibers, and stain as 
above, noting the color of each ingredient. 

The following colors are given by Herzberg’s stain: 

Yellow or yellow-green: lignified cellulose, such as ground wood, straw, 
manila, jute. 

Blue, gray or blue niolet: purified cellulose, such as chemical wood pulp, 
esparto, bleached straw, jute or manila. 

Wine red: pure cellulose, such as cotton or linen rags. 

In the examination of paper fibers paHicular attention must l^e paid to: 
(a) their inherent morphological features, and (6) their physical and chemical 
condition as governed by the manufacturing process to which they have been 
subjected. The following outline will serve as a guide to the characteristics 
which should be sought in microscopical study: 

Chemically Prepared, Wood Pulps. Fibers almost perfectly separated, by 
cooking chipped wood in solutions of calcium bisulphite (“ sulphite ” process), 
sodium carbonate soda process), or alkaline sodium sulphide (‘^ sulphide,*^ 
“ sulphate,” or “ kraft ” process). Individual cells intact, unless broken by 
preparing for examination, or frayed by beating ” in the manufacture of 
pulp. Fibers long, flexible and easily interlaced to form paper. The purity of 
the cellulose varies with the process employed and the amount of bleaching; 
the lignin is largely removed. 

Mechanically Prepared Wood Pulps Ground Wood''). Blocks of wood 
are torn into fine shreds by grindstones under water, giving fibers which are 
tom, broken, and often imperfectly separated, so that groups of cells are 
common. The fibers are relatively short and stiff, and not readily entangled 

Herzberg’s stain is prepared by dissolving 50 g. of zinc chloride (fused 
sticks) in 25 cc. of water, adjusting the specific gravity of the solution to l.S 
at 28® C. To this solution is added a solution of 5.25 g. of potassium iodide 
and 0.25 g. of iodine in 12.5 cc. of water. After standing over night the clear 
portion is decanted, and a crystal of iodine is added to it. The stain should 
be kept in a dark bottle, and should be tested with a mixture of known fibers, 
especially if not freshly made. 
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together to form strong paper. The cellulose is subjected to almost no puri- 
fication, and a large amount of lignin is present. 

Coniferous Wood Pulp. The condition of the fibers depends on whether 
they are prepared chemically (usually by the sulphite or the sulphide process) 
or mechanically. Several types of cells are present; the most characteristic 
are long thin-walled single or double tubular cells or tracheids, polygonal in 
cross-section and marked by single or double rows of irregularly spaced 
bordered pits; and tapering fibers, often with fairly thick walls, and with 
faint oblique fissures or surface striations; small, flat, rectangular cells (from 

medullary rays often wdth very tiny pits are also t^Tpical. The details 
of the various cells serve to differentiate between the spruce, fir, pine, hemlock 
and other woods from coniferous trees. 

Non-Coniferous Wood Pulp. Separation and intactness of cells dependent 
on whether chemical (soda process) or mechanical preparation is used. Long, 
tapering fibers, thin-walled and -with almost no surface markings, make up the 
bulk of the pulp; very large vessels several times the diameter of the fibers, 
and more or less completely covered by many rows of small pits or perforations, 
are particularly characteristic. The detail of the pitting and the shape of the 
vessels serves to differentiate between poplar, bass, beech, birch, maple, or 
other woods of “ broad-leaved ” or deciduous trees. 

Rag. Cotton or linen fibers, usually frayed and tom from beating in the 
manufacture of pulp. The twisted cells of cotton and the nodes of flax may 
usually be recognized, but many fibers retain practically no characteristic 
structural features, and must be identified by staining. Rag pulp consists 
of almost perfectly pure cellulose. 

Esparto. The bulk of the pulp (prepared by the soda process) consists of 
very slender cells, with gradually tapering pointed ends. Short fiat rectangu- 
lar cells with serrated outlines are fairly common; small, stubby hairs, often 
more or less comma-shaped, are characteristic, though easily overlooked. 
The cellulose is almost completely purified, but the degree of lignification of 
the individual fibers varies. 

Straw. Sometimes prepared by the soda process, giving well separated and 
highly purified fibers; more commonly pulped by a brief cooking wdth calcium 
hydroxide solution, which yields imperfectly separated groups of cells, deep 
yellow in color and highly lignified. Long tapering bast fibers, with a small 
central canal, are most frequent; small, flat, rectangular cells with deeply 
serrated interlocking edges, and large thin-walled oval cells are particularly 
characteristic. Spiral vessels and other types of cells also occur. 

Jute, Hempf and Manila are often used in paper. Their structural features 
are as described above, except that a certain amount of fraying may be 
noticeable, and the lignification of the fibers is likely to be less in pulp than in 
the raw. and unbleached state. 

Xm. LABORATORY DEMONSTRATION OF SPECIAL 
APPARATUS AND METHODS 

Ultramicroscopy; photomicrographic methods; metallographic micro- 
scopes; preparation of materials for microscopic study. 



KEY TO BLOCK CONTAINING MATERIALS FOR EXPERIMENTAL WORK IN COURSE IN INTRODUCTORY 
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A 

Abbe condenser, 44 
diffraction theory of resolution, 9 
Aberrations, spherical, 17 
chromatic, 19 

Abrasives for grinding specimens, 156 
Absorption colors, 191 
image, 77 

positive or negative, 287 
Achromatic lenses, 20 
Actinic light, 103 
Acute bisectrix, Bxa 296 
Adsorbing surfaces, 238 
Adsorption, influence on ciystal 
habit, 338 
Agate mortar, 144 

Aggregates, double refraction, 303, 
304 

•Air bubble, experiments with, 368 
Allotropic transformations, 356 
Alpha, a, 299 

Amorphous materials, 303, 336 
Amplifying lenses, 38 
Analyses, quantitative, 427 
Analyzer, 271 

Angies, extinction, 301, 320 
interfacial, 318 
measurement, 318, 425 
optic axial, 296 
plane, 318 
Angular aperture, 8 
Animal tissues, polarizing microscope 
in study of, 305 
Anisotropic liquids, 306 
materials, 276 

det’n of refractive index, 375 
Annular illumination, 43, 86 
in ultramicroscopy, 222 
reflected, 115, 118 
Aperture angular, 8, 
diaphragms, 28 
numerical, 9 


Aplanatic lenses, 19, 45 
Apoehromatic objectives, 20 
Arc lamps, 106 
Area, measurements, 421 
Areal analysis, 443 
Artificial daylight, 101 
Astigmatism in lenses, 18 
Auxiliary condensers, 96, 126 
“ Average particle-size,” 414 
Axes, ciy^stallographic, 310 
of elasticity, 277 
of symmetry’, 310 
optic, 282 

Axial illumination, 82 

in det’n of refractive index, 368 
testing for, S3 
ratio, 310 
reflected light, 113 
Azimuth diaphragm, 230 


B 

Becke line, 369 
test, 369 

Bertrand lens, 274 
method for interference figures, 289 
Beta, j8, 299 
Biltz ceU, 218 
Binocular microscopes, 61 
Greenough, 62 
monobjective, 66 
versus monocular, 67 
Birefringent material, 276 
Bisectrix, acute, Bxa, 296 
obtuse, Bxc, 297 
Blackness, 193 
Blast lamp, micro, 139 
Blues, structural, 194 
transmitted, 194 
Tyndall, 194 
Body color, 77, 191 
tube, 51 
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INDEX 


Books, lists of reference 
crystallography, 308, 332 
data, 325 

foods, drugs, and sanitary chem- 
istry, 448 

metallography, 112 
microchemical manipulations, 447 
microscopes, 4 

microscopic qualitative analysis, 
447 

paper fibers, 447 

photomicrography and projection, 
241 

polarizing microscope, 267 
textile fibers, 447 
ultramicroscopy, 227 
Bottles, reagent, 139 
Bright field illumination, 80 
Brightness, between crossed nicols, 
279 

Brinell hardness, 196 
Brittle materials, sectioning, 164 
surfacing, 160 
Brownian movement, 227 
Bullseye condensers, 97 
Burners, micro, 138 
Bxa, 296 
Bxo, 297 

C 

Calibration of micrometer eyepieces, 
399 

of microspectroscopes, 187 
Cameras, attachable to microscope, 
248 

drawing, 391 
lucidas, 391 

photomicrographic, 248 
vertical, 251 
Capillary pipette, 143 
Cardioid ” uitramicroscope, 222 
Care of condensers, 27 
eyepieces, 35 
eyes, 35 
objectives, 46 
Cataphoresis, 235 
Ceils for counting in analysis, 433 


Cells for dark field studies, 92 
for det’n of refractive index, 381 
for observations of color, 187, 190 
for slit ultramicroscopes, 218 
Celluloid object slides, 173 
Centering condensers, 47 
dark field illuminator, 90 
objective changers, 53 
stage, 273 

Centration of objectives, 52 
Centrifuge, 147 
Chemical crystallography, 332 
microscopes, 55 
microscopy, scope, 1 
Choice of condensers, 48 
eyepieces, 36 
objectives, 28 
Christiansen effect, 194 
Chromatic aberration, 19 
difference of magnification, 20 
Cleaning cells for ultramicroscopy, 224 
cover-glasses, 173 
eyepieces, 35 
lenses, 28 
objectives, 28 
slides, 173 

Coarse adjustment, 53 
Cold stages, 206 
Collodion embedding, 152, 153 
impressions, 180 
Colloidal aggregates, 238, 303 
particles, electrical properties, 235 
form, 232 
non-spherical, 231 
Size, 233 

Colloids, influence on crystallization, 
339 

precipitation and peptization, 237 
Color, body, 77, 191 
comparison, 189 
filters, 102 
grating, 195 
image, 77, 110 
observations of, 180 
of colloids, 231 
photomicrography, 260 
polarization, 280 
records of, 189 
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Color, reflection, 191 
screens, 102 

sensitivity of plates, 103, 257 
structural, 192 
surface, 191 
thin film, 195 
transmission, 77 
Colored illumination, 101 
objects, photomicrography, 257 
Colorimetry, micro, 189 
Coma, 18 

Comparison eyepiece, 37 
in analysis, 431 

in particle-size determinations, 
417 

microscopes, 68 
of colors, 189 

Compensating eyepieces, 20, 33 
Compensators, 283 
mounting, 274 

Component vibrations in anisotropic 
materials, 277 

Computations of particle-size, 413 
Concentrating materials, 145 
Condensers, 40 
Abbe, 44 

annular illumination by, 43 
aplanatic, 45 
auxiliary, 96, 126 
bispheric, 88 
cardioid,” 222 
care of, 46 
centering, 47 
choice of, 48 

combination bright and dark field, 
93 

concentration of light by, 41 
corrections, 44 
critical illumination, 44, 118 
dark field, 43 
focal length, 41 
for polarized light, 274 
functions, 40 
illumination by, 83 
immersion, 45 
numerical aperture, 41 
objectives as, 46, 116 
oblique illumination by, 42, 85 


Condensers, projection of images by, 
43, 403 
separable, 43 
“ spectacle lens,” 42 
symmetrically convergent illumi- 
nation by, 42, 84 
unilateral illumination by, 42, 85 
working distance, 42 
Conical illumination, 118 
Conoscopic observation, 288 
Convergent polarized light, 274, 288 
reflected illumination, 117 
transmitted illumination, 84 
Coordinate ruled eyepiece microme- 
ters, 403, 434 
Correction collar, 26 
cover-glass, 25 

Corrections of condensers, 44 
eyepieces, 33 
objectives, 17, 25 
Counting cells, 434 
quantitative analysis by, 432 
Course in chemical microscopy, syn- 
opsis, 449 

Cover-glass correction, 25 
Cover-Masses, 173 
Critical illumination, 44, 118 
with auxiliary condensers, 97 
Cross hairs, testing, 273 
Crucible, for distillation and sublima- 
tion, 352 

Cryptocrystalline ” material, 336 
Crystal system, 310 
systems, characteristics, 311 
Crystallization by precipitation, 346 
for identification, 363 
from fusion, 354 
in binary systems, 361 
from organic solvents, 345 
from the solid state, 356 
from vapor, 348 

in binary and temaiy systems, 359 

macroscopic, 341 

microscopic, 342 

of deliquescent materials, 345 

of double salts, 360 

of hydrates, 3^ 

of mixtures of salts, 361 
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Crystallization of solid solutions, 
333, 360 
rhythmic, 340 
testing for purity by, 363 
Ciy’'Stallographic axes, 310 
data, sources and use, 324 
microscopes, 59, 267 
Crj^stallography, 308, 332 
applications, 328 

Crystals, angular measurements, 318, 
425 

applications of study of, 326 
dendritic, 339 
description, 322 
drawings of, 317 
extinction positions, 320 
factors governing size, 335 
geometrical form, 309, 317 
habit, 311, 337 
interference figures, 321 
'' liquid, 306 
methods of obtaining, 341 
microscopic examination, 315 
optical orientation, 322 
properties, 308 
outline for study of, 323 
pleochroism, 319 
rate of growth, 336 
refractive index, 319, 372 
symmetry, 309 

table of properties of typical, 330 
twinning, 338 
vibration axes, 320 
Cubic crystal system, 311 
Curvature of field, 18 

D 

Dark field illumination, 43, 86 
illuminators, choice, 93 
manipulation, 89 
Daylite glass, 101 
Defining power, 21 
Deliquescent materials, crystallizing, 
345 

Demonstration eyepieces, 36 
Dendrites, 339 

Determination of magnification, 255 


Determination of particle-size, 408 
of refractive index, 364 
Developer, photographic, 258 
Diaphragm, adjustment, 47, 83, 248 
aperture, 48 
azimuth, 230 
centration, 83 
condenser, 41 
eyepiece, 31 
field, 48 
objective, 15 

Differential color illumination, 94 
Diffraction patterns, 13, 79 
in ultramicroscopy, 229 
Diffraction theory of resolution, 9 
Dimorphous materials, 356 
Dispersion, in refractive index deter- 
minations, 373 
of optic axes, 296 

Displacement of image and refractive 
index, 380 

Dissecting needles, 142 
Distortion of image, 19 
of crj^stals, 319, 337 
‘^Dot-count’* method of quantita- 
tive analysis, 442 
Double refraction, 78, 276 
rod or plate, 304 
sign of, 293, 297 
strain, 303 
strength of, 282, 320 
Double salts, crystallization of, 345, 
360 

Doubly refractive material, study 
of, 266 

properties, 276 
refractive index, 375 
Draw tube, 5, 51 
Drawing cameras, 391 
Draw-mgs, importance, 240 
of crystals, 317 
to scale, 395 
Dropping bottles, 139 
Ductility, 198 

E 

2 E, 298 

Electrical properties, observation, 199 
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Electrical properties of colloids, 235 
Elongation, positive, 286 
Embedding, 151 
Empty magnification, 21, 39 
Enantiotropic transformations, 357 
Epiphragmatic illumination, 118 
Epsilon, €, 293 

Equivalent planes of objectives, 22 
Estimations, in micrometry, 391 
in quantitative analysis, 431 
of particle-size, 417 
Etching, 161 
Euscope,” 37, 263 
Examination of crystals, 315 
outline for, 323 
Exposure, photographic, 258 
Extinction angle, 301 
inclined, 300 
oblique, 300 
parallel, 300 
positions, 278, 320 
symmetrical, 300 
Extraordinary ray, 293 
Eye, image on retina of, 7, 34 
lens, 32 

resolution of, 39 
Eyepieces, 29 
care, 35 
choice, 35, 36 
comparison, 37, 68 
compensating, 20, 33 
corrections, 33 
demonstration, 36 
designations, 30 
drawing, 394 
flat field, 33 
functions, 30 . 
goniometer, 425 
high eye-point, 36 
Huygenian, 32 
magnification, 7, 30, 34 
micrometer, 398, 434 
moveable eye lens, 33 
negative, 32 
parfocal, 34 
photographic, 248 
positive, 31 
projection, 33 


Eyepieces, Ramsden, 31 
resolving power, 34 
size of field, 30 
spectroscopic, 181 
viewing, 37 
Eyepoint, 30 
eyepieces with high, 36 

F 

Fibers, paper, 447, 457 
textile, 447, 454 

Field, choice for photomicrography, 
253 

curvature of, 18 
diaphragms, 48, 98 
lens of eyepiece, 32 
size of, condensers, 41 
eyepieces, 30 
objectives, 23 

Filar micrometer eyepieces, 402 
Filters, color, 102 
heat absorbing, 107 
Filtration of suspensions, 148 
Fine adjustment, 53 
measurement by, 407 
First order red plate, 285 
Fixation of negatives, 259 
Fixing bath, 259 
Flat field eyepieces, 33 
Flatness of field, 18, 245 
Fluorescence, 79 
microscopy, 95 
Fluorite in objectives, 20 
Focusing apparatus, 53 
for photomicrography, 255 
glass, 256 

optical sectioning by, 177 
optics of, 5 
Forceps, 139, 142 
Form, crystallographic, 311 
influence on observations of optical 
properties, 301 
interpretation, 175 
of ultramicroscopic particles, 232 
Freezing method of sectioning, 152 
points, determination, 209 
Fusion, crystallization from, 354 
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G 

Gamma, 7, 299 
Gas burners, 138 

Geometrical characteristics of cr5rstal 
systems, 311 
form of crystals, 317 
Glare, 47, 123 
Glass, heat absorbing, 107 
rods, 142 

Goniometer eyepiece, 425 
Grain-size of metals, 421 
Grating in diffraction experiments, 10 
colors, 195 

Greenough binocular microscope, 62 
Grinding apparatus, 165 
metal surfaces, 155 
thin sections, 162 
Growing crystals for study, 341 

H 

“ Habit ”of crj^stals, 311, 337 
adsorption and, 338 
pseudomorphic, 340 
Hack saws, small, 160 
Haemacytometer cells, 436 
Half-shadow method for refractive 
index, 369 

Hard materials, sectioning, 162 
surfacing, 154 
Hardness, measuring, 196 
Heat, absorption, 107 
Heavy liquids, 146 
Hexagonal crystal system, 312 
Homals,^^ 38 

Homogeneous immersion objectives, 
24 

Hot stages, 200 
Hydrates, crystallization, 359 

I 

Identification by crystallization, 363 
Illuminating power of objectives, 16 
Illumination, annular, 43, 86 
reflected, 115 
by colored light, 101 
by condenser, 40 
conical, 118 


Illumination, critical, 44, 97, 118 
dark field, 43, 87 
differential color, 94 
for projection, 246 
importance, 74 
inclined reflected, 114 
Kohler’s method, 98 
monochromatic, 102 
of transparent material, 74 
orthogonal, 213 
symmetrically convergent, 42 
unilateral oblique, 42 
with light of short wave length, 11, 
103 

Illuminators, dark field, 87 
opaque, 113 
Silvermann, 115 
vertical, 116 

Images, absorption, 77 
color, 77, 110 
dark field, 87 
displacement, 380 
formation, 5 

measurement of projected, 406 
polarization, 78 
real, 5 

reflection, 78, 110 
refraction, 76, 176 
shading in, 76 
spurious, 178 
virtual, 7 

Immersion media, 12, 24 
methods of refractive index deter- 
mination, 366, 372 
objectives, 11, 23 
of condenser, 45 
ultramicroscope, 220 

Inclined extinction, 300 
illumination, 114 

Index of refraction, see refractive in- 
dex, 364 

Infiltration, 151 

Inspection, in quantitative analysis, 
431 

Interfacial angles, 318, 425 

Interference figures, 287 
biaxial, 295 
of crystals, 321 
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Xnterference of small particles, 289 
uniaxial, 291 

Interpretation of appearances, 76, 
109, 175 

in ultramicroscopy, 227 
Interpupillary distance, 61 
Iris diaphragm, objectives with, 15 
of condenser, 41 
Isometric crystal system, 31 
Isomorphism, 333 

Isomorphous mixtures, crystalli 2 a- 
tion, 360 

Isotropic crystals, tables of refractive 
indices, 387 
material, 276 

determination of refractive in- 
dex, 373 

J 

Jentsch ultracondenser, 225 

K 

Key to reagent blocks, 460 
Klein^s method for interference fig- 
ures, 289 

Kohler^s method of illumination, 98 
L 

Laboratory for chemical microscopy, 
135 

Lamps, arc, 106 
incandescent, 104 

Lasaulx’ method for interference fig- 
ures, 288 
Lens holders, 70 
paper, 28 

system of microscope, 5 
Lenses, choice for photomicrography, 
254 

for projection, 245 
Leveling cups for mounting, 166 
Lieberkuhn reflector, 115 
Liesegang^s rings, 340 
Lighir-gathering power of objectives, 
8 


Light sources, 99, 125 
for photomicrography, 247 
secondary, 98, 127 
size, 47 

Light-transmitting power of objec- 
tives, 16 

Limits of accuracy of micrometry, 389 
magnification, 38 
resolution, 10, 14, 38 
visibility, 40 
ultramicroscopic, 238 
Linear analysis, 445 
measurements, 390 
Liquid crystals,” 306 
Liquids, determination of refractive 
index, 366, 380 

for refractive index standards, 378, 
385 

Luminescence, 79 
Lustre, 192 

Lycopodium in quantitative analysis, 
440 

M 

Magnetic properties, 200 
separation, 145 
Magnification, approximate, 7 
choice for photomicrography, 254 
chromatic difference of, 20 
determination, in photomicrogra- 
phy, 255 

with drawing camera, 395 
empty,” 21, 39 
numbers of eyepieces, 30 
of objectives, 5 
of projected image, 244, 406 
range, 8 

relation to resolution, 21 
size estimations from, 391 
useful limits, 39 
Magnifications, standard, 255 
Magnifiers, simple, 70 
Measurements, 389 
accuracy, 389 
angular, 318, 425 
ar^, 421 

by drawing camera, 391 
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Measurements by estimation, 391 
of extinction angles, 425 
by fine adjustment, 407 
by mechanical stage, 396 
by micrometer eyepieces, 398 
of optic axial angle, 298 
of particle-size, 408 
of projected images, 406 
by projected scale, 403 
of slope, 408 
of temperatures, 208 
of volume, 422 
units of, 389 

Mechanical features of microscopes, 
51 

properties, observation, 196 
stages, 60, 70 
measurements by, 396 
Melt, crystallization from, 354 
Melting points, determination, 209 
table of, 210 

Metallographic microscopes, 128 
Metallography, books on, 112 
Metals, grain-size determination, 421 
surfacing, 155 

Methods of crystallization, 343 
determination of refractive index, 
366, 372 

mounting materials, 165 
preparing materials for study, 140 
quantitative analysis, 427 
Micellae, 213, 303 
Micro-burners, 138 
colorimetry, 189 
crystallization, 342 
manipulators, 144 
sublimation, 348 
Micrometer microscopes, 397 
Micrometers, eyepiece, 298, 434 
recording, 397 
stage, 391 
Micrometry, 389 
Micron, ju, 389 
Microprojection, 239, 262 
Microscope, binocular, 61 
books on, 4 
chemical, 55 
comparison, 68 


Microscope, crystallographic, 55, 59, 
267 

inverted, 129 
mechanical features, 51 
metallographic, 128 
micrometer, 397 
optical system, 4, 6 
polarizing, 55, 267 
simple, 70 
stands of, 51 
super, 39 
traversing, 73 
ultra, 212 
works, 128 

Microspectroscopes, 181 
Microtome, 150 
Miller indices, 310 
Millimicron, mu, 389 
Mirror, 54, 80 
vertical illuminators, 121 
Mixed crystals, see isomorphism, 333 
Mixture of salts, crystallization, 361 
quantitative analysis of, 427 
separation and concentration, 141 
Monobjective binocular microscopes, 
66 

“ Monochromat ” objectives, 11, 261 
Monochromatic illumination, 102 
Monoclinic crystal system, 314 
Monocular erecting microscopes, 70 
Monotropic transformations, 357 
Motion, observations of, 199 
pictures, photomicrographic, 262 
Mounting media, application of, 169 
functions, 167 
properties, 167 
opaque specimens, 165 
powdered materials, 169 
thin sections of hard material, 164 
transparent materials, 166 

N 

Negative double refraction, 293, 297 
Net ruled eyepieces, 403, 434 
Nicol prism, 268 
Nicols, crossed, 271 
Nuclei, crystal, 335 
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Numerical aperture, 8 
and dark field illumination, 89 
of condensers, 45 

0 

Object slides, 172 
Objective changers, 52 
Objectives, achromatic, 20 
apochromatic, 20 
as condensers, 46, 116 
care, 27 
choice, 28 
construction, 26 
corrections, 20 
cover-glass corrections, 25 
defining power, 21 
depth of focus, 14 
designations, 22 
diaphragms in, 15 
for dark field studies, 90 
for polarizing microscopes, 274 
for use with vertical illuminators, 
122 

fluorite, 20 
functions, 8 

homogeneous immersion, 24 
illuminating power, 16 
immersion, 11, 23 
light-gathering power, 8 
light-transmitting power, 16 
light-uniting properties, 17 
magnification numbers, 6 
magnifying power, 6, 21 
“ monochromat,” 11 
numerical aperture, 8, 9, 12 
parfocal, 23 
penetrating power, 14 
photographic, 243 
quartz, 11 
resolving power, 9 
semi-apochromatic, 20 
short mount, 122 
size of field, 23 
testing, 29 
with diaphragms, 15 
working distance, 22 
Object glass, see objective 


Objects, opaque, 109 
transparent, 75 
Oblique extinction, 300 
illumination, 42, 82, 85 
increased resolution by, 12 
in refractive index determina- 
tions, 368 
reflected, 118 

Observations, conoscopic, 288 
interpretations of, 2, 74, 109, 175 
of color, 180 
double refraction, 276 
form, 175 

mechanical properties, 196 
thermal phenomena, 200 
Obtuse bisectrix, Bxq^ 297 
Octahedron, distortion, 177 
Ocular, see eyepiece 
Oil droplet, experiments with, 368 
Oil immersion objectives, 24 
Omega, «, 293 
Opacity, 192 
Opaque illuminators, 113 
minerals, 112 
objects, illumination, 109 
mounting, 165 

study with polarized light, 329 
Optic axes, 282 
dispersion, 296 
in biaxial substances, 295 
plane of, 296 
Optic axial angle, 296 
measurement, 298 
plane, 296 

Optic axis, in uniaxial substances, 291 
Optical activity, 287 
Optical character, of biaxial sub- 
stances, 297 
uniaxial substances, 297 
characteristics of crystal systems, 
311 
index, 21 
orientation, 300 
of crystals, 322 

properties of crystals, importance, 
308, 326 

relation to structure, 303 
sources, 324 
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Optical properties of crystals, tables, 
330, 387 

terminology, 322 
Optical sectioning,’’ 177 
Optical system of microscope, 4, 6 
tube length, 5 

Optically rotatory material, 287 
Ordinary ray, 292 

Orientation, effect on retardation, 281 
of specimens, 179 
optical, 300, 322 
Oriented lustre, 193 
Orthogonal illumination, 213 
Orthorhombic crystal system, 313 

P 

Paper fibers, 447, 457 
Paraboloid illuminator, 88 
Paraffin embedding, 151, 153 
Parallel extinction, 300 
rays, from auxiliary condenser, 97 
Parfocal eyepieces, 34 
objectives, 23 

Particle-size determinations, 408 
applications, 410 
averages, 415 
computations, 413 
estimations, 417 
fractionation methods, 420 
Green’s method, 418 
non-microscopical, 420 
Perrott and Kinney’s method, 419 
ultramicroscopic, 233 
Zsigmondy’s method, 233, 417 
Penetrating power of objectives, 14 
Petrographic microscopes, 59, 268 
Photochemical phenomena, 200 
Photographic eyepieces, 248 
objectives, 243 
procedures, 257 
Photomicrography, 248 
color, 260 
Rumination, 246 
importance and limitations, 239 
lenses, 245 
motion pictures, 262 
versus drawing, 240 


Photomicrography with crossed 
nicols, 261 

with ultraviolet light, 261 
Pipette, capillary, 143 
Plane of optic axes, 296 
of polarization, 270 
of symmetry, 310 
of vibration of polarized light, 270 
of nicol prism, 272 

Plant and animal tissues, double re- 
fraction, 305 
Plasticity, 198 
Plate double refraction, 304 
Plates, photographic, 257 
Platinum spatula, 143 
Pleochroism, 286, 319 
Polarization color, 280 
images, 78 

of light by colloidal particles, 230 
without a nicol prism, 270 
Polarizers, 268 

Polarizing microscope, 55, 258 
applications, 327 
books on, 267 
importance, 266 
in study of tissues, 305 
testing, 275 
Polishing, 155 
Polymorphism, 356 
Positive double refraction, biaxial, 
297 

uniaxial, 293 

Powdered materials, mounting, 170 
particle-size, 408 
separating, 144 
Precipitation of crystals, 346 
Preparation of materials for micro- 
scopical study, 140 
for quantitative analysis, 428 
for refractive index determinations, 
372 

Printing of photomicrographs, 260 
Prism, nicol, 268 
polarizing, 268 
reflecting, for projection, 264 
vertical illuminators, 120 
Projected real images, magnification, 
244, 306 
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Projected real images, measurements 
on, 306 

scale, measurements by, 403 
Projection apparatus, 263 
eyepieces, 33 
micro, 239, 262 
of Brownian movement, 228 
with objective and eyepiece, 244 
without an eyepiece, 242 
Pseudo-amorphous materials, 303 
Pseudomorphic habit of crystals, 340 
Pupillary distance, 61 

Q 

Quantitative analysis of mixtures, 427 
areal, 444 

comparison with standards, 431 
counting a single constituent, 432 
all constituents, 440 
dot-count method, 442 
inspection, 431 
linear, 445 
ratios, 439 

reference substance, 440 
Quartz objectives, 11 
wedge, 283 

R 

Radiants for microscope illumination, 
99 

Rate of crystallization, 336 
Ratios, use in quantitative analysis, 
431 

Reagent bottles, 139 
Reagents, etching, 161 
Recording micrometer, 397 
in linear analysis, 445 
Records of color, 189 
Reference substances in quantitative 
analysis, 440 

References, bibliographic, principal 
lists of, 

crystallography, 308, 332 
applications, 328 
data, 325 
drugs, 448 


References, foods, 448 
materials, miscellaneous, 448 
metallography, 112 
microchemical manipulations, 447 
micrometrj^, 390 
microscopes, 4 

microscopic qualitative analvsis, 
447 

minerals, opaque, 112 
transparent, 324 
paper fibers, 447 
particle-size, 233, 410 
photomicrography and projection, 
241 

polarizing microscope, 267, 328 
in study of tissues, 305 
sanitary chemistry, 448 
surfaced specimens, 157, 162 
textile fibers, 447 
thin sections, 164 
ultramicroscopy, 227 
Reflected light, applications, 111 
illumination methods, 113 
in study of crystals, 329 
interpretation of appearances by, 
107 

Reflecting condensers, 87 
Reflection colors, 191 
images, 76, 110, 176 
Refractive index, 75 
and numerical aperture, 11, 23 
as correction for vertical measure- 
ments, 408 
determination, 367 
by Becke test, 369 
by displacement of image, 380 
by immersion methods, 366 
by oblique illumination, 369 
on anisotropic material, 375 
on isotropic material, 373 
importance, 364 

indices and double refraction, 299 
of mounting media, 167 
tables, 330, 385 
of crystals, 319 
R^ular crjrstal system, 311 
“Relief,’^ 61,82, 178 
Relief polishing, 158 
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Residual color in images, 20 
Resolution, diffraction theory, 9 
increased by immersion objectives, 
11,23 

light of short wavelength, 11 
oblique illumination, 12 
limits, 38 

with axial illumination, 10 
with oblique illumination, 13 
Resolving power, 9, 14 
and magnification, 38 
Retardation, 280 
measurement, 283 
Revolving nosepiece, 52 
Rhombic crystal system, 313 
Rhythmic crystallization, 340 
Rod double refraction, 304 
stirring, 142 

Rotating stage, centering, 273 
Rotation of plane of polarized light, 
287 

Rotatory material, 287 
S 

Sampling, 140 

for quantitative analysis, 428 
Saws, 160 

Scale, drawings to, 395 
for projection in micrometry, 405 
Scales of micrometer eyepieces, 403 
Screens, heat absorbing, 107 
Screening of powders, 145, 409 
Secondary light source, 98 
Sectioning hard materials, 162 
applications, 164 
'' optical,^^ 177 
soft materials, 149, 154 
Sedimentation, 146 
glass, 146 

Selective reflection, 78 
Selenite plate, 285 
Semi-apochromatic objectives, 20 
Separation of materials, 141 
Shading in images, interpretation, 76, 
176 

Shape of particles, in size determina- 
tions, 409, 412 


Sieve tests, inaccuracy, 409 
Sign of absorption, 287 
double refraction, 293, 297 
elongation, 286 
Silvermann illuminator, 115 
Simple magnifiers, 70 
Sine condition in lenses, 18 
Singly refractive material, 276 
Size of grains in metals, 421 
of particles, 408 
Size-frequency curves, 414 
Skeletal crystals, 337 
Slides, object, 172 
Slit ultramicroscope, 213 
Solid solutions, 333 

crystallization of, 360 
state, crystalhzation from, 356 
Space lattice, 308, 333 
Spatula, platinum, 143 
Specific gravity determination, 199 
separations, 146 
Specific surface,’’ 416 
Spectroscopic eyepieces, 181 
Spherical aberrations, 17 
Spherulites, 339 
Stage, 54 
centering, 273 
cold, 206 
focusing, 128 
hot, 200 

mechanical, 70, 396 
rotating, 273 
Staining, 171 
of paper fibers, 458 
Standard dimensions, of draw tube, 
51 

of substage, 54 
Stands of microscopes, 51 
Stereoscopic vision, 62 
Strain double refraction, 303 
Strains, 198 

Streaming anisotropy, 231 
Strength of double refraction, 282, 320 
Structural colors, 192 
Structure, maintenance of original, 
149 

relation to optical properties, 302 
to image, 75, 110 
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Sublimation, 348 
Substage, 54 
condensers, 40, 83 
Supercooling, 335 
Superposed structures, 178 
Supersaturation, 335 
Surface color, 78, 191 
“ specific,” 416 
Surfacing hard materials, 154 
applications, 162 
met^, 155 
soft materials, 149 
Suspended matter, collection, 146 
transformations, 357 
Symbols, of crystal faces, 310 
Symmetrical extinction, 300 
illumination, 42, 82 
Symmetry of crystals, 309 

T 

Table, laboratory, 135 
of melting points, 210 
of optical properties of crystals, 
330, 387 

of refractive indices, 385, 386, 387 
Temperature, measurements, 208 
Terminology of crystallographic de- 
scriptions, 322 
Testing for axial light, 83 
for purity by crystallization, 363 
polarizing microscope, 275 
refractive indices, 366 
Tetragonal crystal system, 311 
Textile fibers, 447, 454 
Thermal phenomena, observation, 
200 

Thickness, effect on retardation, 281 
of protective coatings, 424 
Thin film colors, 195 
Three dimensional structure, 76, 197 
of crystals, 318 

Tissues, study with polarizing mi- 
croscope, 305 
with reflected light, 113 
Transformations, allotropic, 356 
Transmission color, 77, 191 
Transmitted light, 80 


Transparent objects, illumination, 74, 
80 

mounting, 166 
Traversing microscope, 73 
Triclinic crystal system, 315 
Tube length, 5, 51 
Tyndall blue, 194 
effect, 212 

Twinning of crystals, 338 
U 

Ultracondenser, Jentsch, 225 
Ultramicroscope, 94, 212 
cardioid, 222 
efficiency, 213 
immersion, 220 
slit, 213 

with annular illumination, 222 
with unilateral illumination, 213 
Ultramicroscopy, books on, 227 
color phenomena, 231 
diffraction patterns, 229 
limits, 238 

particle-size and shape, 232 
Ultraviolet light, for fluorescence, 79, 
95 

for resolution, 11, 103, 261 
Uniaxial substances, 291 
sign of double refraction, 292 
“ Uniformity coefficient,” 416 
Unilateral illumination, in ultrami- 
croscopy, 213 

oblique illumination, 42, 85, 118 
Uranium glass, for testing conden- 
sers, 48 

dark held illuminators, 92 
to reveal diffracted rays, 10 

V 

2 7, 296 

Vertical cameras, 251 
illumination, 116 
auxiliary condensers for, 125 
light sources for, 126 
illuminators, mirror, 121 
prism, 120 

transparent refl^eetor, 117 
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Vibration, in photomicrography, 251 
axes, 277 
of crystals, 320 
Viewing eyepieces, 37 
Virtual images, 7, 34, 36 
Visibility, limit, 40 
of objects, 75 

Volume, measurements, 422 
W 

Weak double refraction, 282 
Wear resistance, 197 


Weight, estimation from volume, 
422 

Whiteness, 193 
Wide-field attachment, 70 
Work tables, 135 

Working distance of condensers, 
42 

of dark field illuminators, 91 
of objectives, 22 
Works microscopes, 128 

X, F, and Z, 299 
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